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The field of Functional Neurosurgery and Neuromodulation is experiencing a 
renaissance. The reasons for this are many. First, numerous patients with neu-
rological and psychiatric disorders continue to be disabled despite the best 
available medical treatments. Second, there have been important advances in 
the understanding of the pathophysiology of these disorders. Third, there have 
been significant improvements in both structural and functional brain imaging, 
which make the identification of potential targets easier. Fourth, there have been 
significant improvements in the neurosurgical techniques, such as neuronaviga-
tion and microelectrode recording, as well as in the equipment, including the 
stimulating electrodes, the pulse generators, and the drug delivery pumps, that 
are being used in day-to-day treatment.

There are a large number of circuits in the brain, spinal cord, and peripheral 
nerves that are amenable to neuromodulation. Both constant electrical stimula-
tion as well as responsive electrical stimulation are possible, in addition to mod-
ulation through the delivery of pharmacological agents. As this field evolves, we 
anticipate the further development and application of novel forms of modulation 
based upon techniques such as optogenetics and gene therapy, with the latter 
currently being evaluated in a number of trials in Parkinson's disease. In addi-
tion, there is some re-emerging activity in transplantation as an investigational 
therapy.

The types of pathologies that are being treated with neuromodulation include 
pain, movement disorders, psychiatric disease, and epilepsy, and the patients 
that could benefit from these therapies are many. The future is bright for this 
specialty, and we need to train young neurosurgeons to embark on this fascinat-
ing aspect of neurosurgery.

This book compiles a series of works by experts who discuss various aspects 
of this field. It provides an overview of the entire discipline, tells us where we 
have been, and also where we are heading.

Introduction

Andres Lozano and Francisco Ponce
Division of Neurosurgery, Toronto Western Hospital, Toronto, Ontario, Canada
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3

INTRodUcTIoN

Neuromodulation means many things to many people – but essential to any point 
of view is that the term implies some type of intervention that interfaces on some 
level with the nervous system of the patient and modifies function so as to effect 
benefit for the patient. What remains important to the definition, however, is a 
deeper belief that this therapeutic approach itself has greater merit, when chosen, 
than any of the alternatives. As a field of study, and as a burgeoning market in the 
vast expanse of health care overall, neuromodulation has taken several routes in 
achieving its current position – a position that has been estimated to be increas-
ing from $3.0 billion worldwide to $4.5 billion worldwide in 2010 [1]. In con-
trast, the pharmaceutical industry has a market of approximately $20 billion/year  
in treating similar clinical conditions. This lopsided ratio is shifting in the direc-
tion of neuromodulation and, with continued innovation, favorable outcomes 
and a reasonable reimbursement context, neuromodulation stands to be one of 
the greatest sources of therapeutic intervention ever, in terms of numbers of 
people treated and overall contribution to quality of life.

It is not simply interesting, or honorable, to be involved in weaving the fabric 
of so widely applicable a cloth, but a responsibility as well. Our goals herein 
are to impart both basic and not-so-basic aspects of neuromodulation to the 
reader – in terms of design, application, revision and troubleshooting, the patient 
perspective, and the future. We focus primarily on electrical stimulation, with 
very limited discussions of other modulation therapies when they may support 
an important principle overall. Readers will be exposed not only to thorough 
descriptions of every facet of neuromodulation by some of the most expert names 
currently in the field, but also to commentary from additional experts on the same 
topics, lending perspective, raising questions. Whether design engineer, graduate 
student, post-doctoral fellow, resident, neurologist, pain specialist, neurosurgeon, 
or other interested party to neuromodulation, our goal is to provide the ability to 
carry that responsibility soundly into whatever endeavors they lead.

Advances and new applications continue apace, but it would not be out of 
order to consider what has happened in neuromodulation and call it a ‘paradigm 

Jeffrey E. Arle, MD, PhD
Director Functional Neurosurgery and Research, Department of Neurosurgery, Lahey Clinic, 
Burlington, MA; Associate Professor of Neurosurgery, Tufts University. School of Medicine, Boston, MA

The Neuromodulation Approach

Chapter 1

Essential Neuromodulation. DOI: 10.1016/B978-0-12-381409-8.00001-2
Copyright © 2011 Elsevier Inc. All rights reserved
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shift’ [2] in managing the clinical problems where it has been applied. This is a 
strong term, but emphasizes that, while previously the rampant belief has been 
that more and more precise pharmaceutical solutions could prevail for almost 
any clinical problem, this approach has had holes punched in it. Certainly, the 
success of the pharmaceutical paradigm over previous methods of treatment has 
been profound and has created its own paradigm. But it has also been shown 
to have weakness and outright failures, in the form of side effects, tolerances, 
and inability to account for the anatomical precision necessary in some cases 
to effect benefit. At the same time, surgical solutions for many of the same 
problems – specifically, using resections or lesions – have soared with some 
successes, and plummeted with failure as well in cases where morbidity, impre-
cision, or irreversibility have left patients without benefit and possibly harmed 
further.

Kuhn pointed out that: ‘a student in the humanities has constantly before 
him a number of competing and incommensurable solutions to these problems, 
solutions that he must ultimately examine for himself’ [2], but science is dif-
ferent in that, once a paradigm shift has occurred, one would find it completely 
incompatible to posit that flies spontaneously generate from rotting meat, the 
sun revolves around the earth, or that the principles of Darwinian natural selec-
tion have not replaced Lamarck's. Because of the wide successes now in neuro-
modulation, practitioners must recognize that this same transition, this paradigm 
shift, is occurring, or has occurred. It would be, at this point, reprehensible not 
to consider deep brain stimulation for a child with DYT-1 positive dystonia, a 
dorsal column stimulator for refractory CRPS-I in an extremity, or motor cortex 
stimulation for post-stroke facial or upper extremity pain. And these are but a 
few examples of how the neuromodulation approach has altered the algorithms 
of care. Neuromodulation has achieved this shift in every single field of appli-
cation tried so far. One does not continue to ask: ‘What do I try when other 
traditional approaches have failed for this patient?’, one now asks instead: ‘How 
can I use neuromodulation to help this patient?’ –– and this change in approach 
makes all the difference.

HIsToRy

Several excellent reviews of our best knowledge of the history of therapeutic 
electrical stimulation [3–5] describe an early recognition of the potential ben-
efits that electricity applied to human tissue could impart. As these authors have 
also appreciated, two earlier scholarly studies of this history [6,7], have brought 
out the ancient Egyptian references in hieroglyphics from the 3rd millennium 
BC on the use of the potent Nile catfish in causing fishermen to ‘release the 
troupes’ when they felt its strong current. These freshwater fish, and saltwater 
varieties of electric fish (e.g. torpedo fish) can generate up to about 200 volts at 
a time! The roots of several words in English have come down to the present day 
because of such phenomena (e.g. torpor, from the Roman name of the fish as 
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‘torpedo’ and narcosis from the Greeks naming the fish ‘narke’ [4]). A Roman 
text from 47 AD has suggested that multiple ailments (e.g. gout) were all treated 
by using the shocks from a torpedo fish. This electro-ichthyotherapy, as it is 
termed, has been noted by Kellaway [6] to have been used in various primitive 
African and American Indian tribes still into the 20th century.

To lend context to the development of therapeutic electrical devices, it is 
helpful to appreciate something of the development of more formal pharmaceu-
tical therapies. The first drugstore as such is thought to have flourished from 
approximately 754 AD in Baghdad [8]. Most current larger pharmaceutical 
companies known today consolidated out of the drug store format throughout 
the 19th century, as refined ability to manufacture certain chemicals reliably on 
a large scale materialized – mostly in the Philadelphia area, it turns out [9]. This 
eventually completely displaced the owner/pharmacist with mortar and pestle 
individually filling his clients needs, and further allowed the widespread uni-
form access to standard formulations of pharmaceuticals and standards in the 
industry.

Further applications of electrical therapy however continued into the late 
19th century, involving myriad devices that imparted shocks and other sensa-
tions to the ailing, including as mentioned above electro-ichthyotherapy, which 
was still used even in Europe into the mid-part of the century [10]. Perhaps the 
first device to reliably create man-made electricity though can be ascribed to von 
Guericke who, in 1662, created a generator of electrostatic discharges, among 
many other accomplishments. Over a hundred years later, following on from 
seminal work by Benjamin Franklin around 1774, who explored the phenom-
enon of muscle contraction following electrical shocks (even before Galvani 
more thoroughly examined it in the frog in 1780), many were quick to imbue 
the ‘new’ entity of electricity with magical healing powers, just as magnetite 
and amber had for many ages previously. It has been suggested that Christian 
A. Krantzenstein, however, was really the first to use electrical stimulation in a 
therapeutic manner [11], and this was before Franklin and others’ observations. 
Somewhat of a polymath, Krantzenstein was appointed by the King of Denmark 
in 1754 (at the age of 31) to study electricity and the effects it might have on 
various ailments. (It seems the King of Denmark deserves some credit as well 
perhaps.) He had been already renowned for his studies of electricity and lectures 
in a wide range of subjects. The following is a description of the original Danish 
review of his work in 1924, from the British Medical Journal:

…he issued advertisements inviting all and sundry who hoped electricity might cure 
their ills to call at his lodgings between 4 and 6 in the evening, when ‘everyone would be 
served according to the nature of the disease.’ How he ‘served’ them is not quite clear. 
He used a rotatory apparatus with glass balls, and the sparks he drew out of his patients 
caused a penetrating pain which was worst in the toes; moreover, it was associated with 
a smell of sulphur, and he explained that the electrical vibrations put the minutest parts 
of the body in motion, driving out the unclean sulphur and salt particles; hence the smell. 
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Treatment with electricity, he said, made the blood more fluid, counteracted congestions, 
induced sleep, and was more effective than whipping with nettles in the treatment of 
paralysis.

Clearly, the bar was not high, as the therapy was competing with being whipped 
with nettles, for example. Kratzenstein, tangentially, has also been suggested as 
the basis for the character of Dr Frankenstein in the novel by Mary Shelley, first 
published anonymously in 1818 – a modern version of the classic Prometheus 
legend, stealing fire, the source of all creativity – in this case electricity, life, a 
cure of impossibly terrible ailments – from the gods, and the ruin it brings upon 
him by doing so.

There were several further key clinical observations through the end of 
the 19th century though insidiously at the same time, magnetic and electrical 
quackery became rampant on main street. Fritsch and Hitzig [12] showed that 
stimulating the cerebral cortex could elicit muscle contractions in dogs (1870) 
and then Bartholow [13] found it could be done in an awake human 4 years 
later. Sir Victor Horsely, one of the first few documented to perform what is 
considered a reasonable facsimile of a modern craniotomy in the 1880s, appar-
ently tried to stimulate tissue within an occipital encephalocele, finding it pro-
duced conjugate eye movements [14]. This was one of the first real uses of an 
evoked response, remarkably prescient at the time, and a technique relied upon 
in so many ways today (see [15] for review).

Despite these noble attempts to make use of what was the most advanced 
information and insight into neural function to aid in patient care, little was 
otherwise advanced for decades with regard to neuromodulation or electrothera-
peutics. In parallel course, several inventions worked off of rudimentary knowl-
edge of batteries and insights of Faraday (Faraday's law which linked electricity 
and magnetism), and led to ‘electrical therapies’ such as the Inductorium, the 
Gaiffe electrical device, the Faradic Electrifier, and the Electreat, patented by 
Kent in 1919 [16]. The later device, similar to the present-day TENS unit, actu-
ally sold around 250 000 units over 25 years! Of note, these were promoted in 
ads such as the following:

All cases of Rheumatism, Diseases of the Liver, Stomach and Kidneys, Lung Complaints, 
Paralysis, Lost Vitality, Nervous Disability, Female Complaints...are cured with the 
Electrifier.

Subsequently, Kent was the first person prosecuted under the new Food, 
Drug and Cosmetic Act in 1938, because of unsubstantiated medical claims. 
The Electreat Company was forced to limit their claims to pain relief alone 
[16]. Early in the twentieth century, the maturing of a pharmaceutical industry 
and the disrepute of many practitioners of electrotherapy in general led to wide-
spread abandonment in the use of electrical stimulation as a therapy.

That electrical stimulation has had detractors is an understatement, and early 
experience with dorsal column stimulators (first developed and implanted by 
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Shealy in 1967 [17]) in the neurosurgical community up until the 1990s high-
lights this point of view. Shealy himself eventually abandoned the approach 
in 1973 [4] apparently because of frustrations with technique and technology. 
Many were discouraged either by the lack of efficacy, or by the short duration 
of efficacy. Unlike magnetic therapy, however, there is a strong grounding in the 
underlying biophysics of modulating neural activity using electrical fields. As 
a contrast on this point, it has been calculated that a typical magnetic therapy 
pad will generate a movement of ions flowing through a vessel 1 centimeter 
away by less than what thermal agitation of the ion generated by the organ-
ism itself causes, by a factor of 10 million [18]. Yet, claims of efficacy using 
magnetic therapy continue. An estimate of magnetic field strength required to 
produce potentially a 10% reduction in neural activity itself was calculated to 
be 24 Tesla [19]. Electrical stimulation on the other hand benefits from a deeper 
investigation and support of its principles, and technological advances continue 
to be made in refining appropriate applications.

The further details of the more recent history of neuromodulation devices 
has been well-documented elsewhere [4,20] but, importantly, the advances have 
come about by the continued collaborative efforts between industry and practi-
tioners. This synthesis speaks to the current debates on conflict of interest that 
presently occupy much time and effort. In general, devices became more refined 
in terms of materials, handling characteristics, electrode design and implemen-
tation, power storage and management, and understanding of the mechanisms 
of action. They originally used RF transfer of power, and by the early 1980s 
had transitioned to multichannel and multiple-program devices. The first fully 
implantable generators (IPGs), however, came from advances in cardiac devices 
and, in 1976, Cordis came out with the model 199A that was epoxy-coated. It 
had limited capabilities and was marketed for treatment of spasticity primar-
ily in MS for example. Eventually, a lithium ion-based battery was developed 
in their third generation device (the model 900X-MK1) and was hermetically 
sealed in titanium, ushering in what we now consider the standard platform of 
these devices. Rechargeability came about with competitive patents in the 1990s 
and all three major device companies (Medtronic, St Jude Medical, and Boston 
Scientific) make rechargeable IPGs for spinal cord stimulators that can last 
approximately 10 years with regular recharging. Closed-loop systems are being 
developed, wherein some type of real-time information about the system being 
stimulated can be incoroporated into the function of the device. For example, 
a device in trials now for treating epilepsy (NeuroPace, Inc – [21,22]) analyzes 
cortical activity and can stimulate cortical regions or deeper regions to limit or 
stop a seizure. Further closed-loop applications are sure to become available in 
the near future, in deep brain stimulators (DBS), peripheral nerve stimulators 
(PNS), motor cortex stimulators (MCS), or spinal cord stimulators (SCS), or 
in other yet to be distinguished ways. All of these refinements, advances, and 
properties of these systems will be better characterized and elaborated in subse-
quent chapters in this text.
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APPlIcATIoNs

Out of its early history, neuromodulation has now found a calling in numer-
ous areas of care, and continues to be attempted in others. Although the main 
devices still include predominantly deep brain stimulators, dorsal column stimu-
lators, vagus nerve stimulators, and peripheral nerve stimulators, modifications 
of these are establishing themselves and will likely see design refinements in the 
near future so as to optimize their application. Such modifications include motor 
cortex stimulators wherein standard dorsal column stimulator systems are used 
over the M1 region in the epidural space (cf. for review [23]), intradiskal stimu-
lation for discogenic back pain [24] which has so far used a typical 4-contact 
DBS lead or an 8-contact percutaneous dorsal column lead, field stimulation for 
low back pain utilizing 4 or 8-contact percutaneous leads in the subcutaneous 
layers of paraspinal regions, and a variety of essentially peripheral nerve stimu-
lation applications ranging from supraorbital nerve to occipital nerve to specific 
functional targets such as bladder or diaphragm modulation (see Chapter 5).

Beyond using one of the readily available products in a different application, 
there are also numerous applications of the devices in their intended locations 
but with different physiological or anatomical targets and clinical problems. 
So, for example, DBS is used to treat not only tremor, or Parkinson's disease, 
but also various forms of dystonia [25], Tourette's syndrome [26], obsessive–  
compulsive disorder [27], cluster headache [28], depression, obesity [29], epi-
lepsy [30], anorexia nervosa, addiction [31], memory dysfunction [32], mini-
mally-conscious states [33], and chronic pain [34]. Cortical stimulation is not 
only tried for post-stroke or other refractory forms of chronic pain, but also tin-
nitus [35], post-stroke rehabilitation [36], epilepsy [21] and depression. Dorsal 
column stimulation is not restricted to failed back surgery syndrome or CRPS, 
but can be used to treat anginal pain [37], post-herpetic pain [38], spasticity 
[39], critical-limb ischemia [40], gastrointestinal motility disorders [41], inter-
stitial cystitis [42], or abdominal pain. Vagal nerve stimulation (VNS), typically 
used to treat epilepsy, has been successful in treating refractory reactive airway 
disorders [43]. Occipital nerve stimulation has found some success in treating 
some head pain, migraine, and other headache disorders [44].

What does this array of applications suggest about the overall approach of 
neuromodulation? Clearly, the methodologies already tried have met with a fair 
amount of success and innovative engineers and caregivers are seeking more. 
Additionally, it speaks to the often-espoused advantages of neuromodulation – 
reversibility, programmability, and specificity. Most of the disorders where it is 
routinely used are disorders that are notoriously difficult to treat otherwise. In 
the paradigm shift of our treatment algorithms, neuromodulation has become a 
tool of choice in addressing the trend to move from salvage operation to quality 
of life improvement. In neurosurgery, in particular, there is still an important 
need to retain the unique ability emergently to prevent herniation and impend-
ing death with certain decompressive procedures, secure vascular anomalies to 
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prevent rebleeding and likely death or morbidity, or to resect enlarging masses 
of tumor to stave off impending herniation or impairment. Yet, as the popula-
tion ages, and more people are faced with living with disabilities or discomfort 
for many years, the enhancement of quality of life has become a cause celèbre. 
Neuromodulation has risen to the fore in this regard. Patients with Parkinson's 
disease, tremor, dystonia, epilepsy and chronic pain of one sort or another, only 
rarely die from their disorders – but they live on with major difficulties and poor 
quality of life. Interventions that improve quality of life with comparatively 
little or no significant risk, such as neuromodulation, begin to make more and 
more sense – at least clinically.

ETHIcs

Despite the hype and the promise, there might clearly be ethical issues raised 
when a therapeutic approach develops, such as neuromodulation, that can 
interface and modify the very function that determines our personalities, our 
thoughts, our perceptions, and our movements – surprisingly, there have already 
been several papers addressing this important issue [45–48]. The broad prin-
ciples of beneficence, non-maleficence, autonomy and justice are the underpin-
nings of discussions on medical ethics. In writing on the ethical aspects of using 
transcranial magnetic stimulation (TMS), an intervention one might think is 
particularly safe and well-studied, Illes et al [46] point out that there are still 
outstanding questions that cannot be forgotten. They analyze the substantial 
support that single-pulse TMS appears to be safe and have no short or long-term 
effects on neural structure or function. But they still emphasize that concerns are 
debated as to whether patients are truly unaware of real versus sham stimulation 
when using TMS (in which case, whether or not informed consent is under-
mined), using TMS to treat psychiatric disorders when it is unclear what the 
precise target is, treating psychiatric disorders when there is an intended effect 
on the circuitry of the disorder (for benefit) without knowing fully the effects on 
other aspects of the circuit as well – permanent or temporary. They support the 
use of an ethical approach called casuistry, instead of the more typical approach 
describe above. Casuistry is essentially case and context-based practical deci-
sions on the right or wrong of a particular procedure or other intervention. 
Most applications of neuromodulation involve conditions wherein the patient 
has little other option available – they have tried medication paradigms, less-
invasive paradigms, non-invasive paradigms, and so forth, with no real benefit 
and still have a significantly compromised quality of life, loss of productivity or 
both, and the intervention at hand has little if any chance of making their situ-
ation worse, in addition to having often a moderate or high likelihood of help-
ing them. Under such contexts, one might argue from a casuistry-based ethical 
framework that neuromodulation would always be acceptable.

Despite raising support for this perspective, however, Illes et al [46] ques-
tion it as well, saying it would be imprudent to keep a scorecard of risk and 
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benefit for each patient when (in the case of TMS) so much is unknown. Out of 
this deadlock, one might suggest, that because such unknowns can be cited for 
virtually any intervention, to varying degrees, and because typically no one has 
determined what degree of knowledge is acceptable before one can consider an 
intervention entirely safe, we should adopt a hybrid approach. Such an approach 
would use casuistry arguments under an umbrella of principle-guided ethics, 
but take as its reference points for safety and knowledge already agreed-upon 
interventions that have been considered safe enough. For example, electrocon-
vulsive therapy (ECT) is considered safe enough to use routinely – it could be 
argued that there are at least as many unknowns with ECT in terms of long-term 
effects that are irreversible as there might be in TMS, and as such, this would 
bias individual studies or cases toward ethical grounding.

While TMS may be used beneficially to map functional brain regions before 
tumor surgery or to help victims obliterate memories for traumatic events like 
violent crime, it is also worth considering the potential commercial uses of this 
technology. TMS applications can impair memory in a confined experimental 
environment, but at high enough frequency, power and duration, TMS could 
more permanently disrupt or suppress memory formation, decrease sexual 
drive or possibly repress the desire to lie. TMS or other similar technologies 
have already been portrayed in film for these purposes, as in the movie Eternal 
Sunshine of the Spotless Mind (Focus Features, 2004) in which the protagonist 
seeks to have his memories of past romance erased from his mind. While adver-
tising and sales of memory erasure technology are still absent from the open 
marketplace, we must consider means of ensuring that all frontier neurotech-
nology is reserved for responsible research and clinical use, and questionable 
uses kept at bay. The technology must never be used in coercive ways. We must 
also consider policy in the context of how our individual values come into play. 
For Illes et al [46] in an ethics perspective on transcranial magnetic stimulation 
(TMS) and human neuromodulation example, should society have unfettered 
access to this technology if it becomes available in the open market? What will 
protect consumers – especially the openly ill or covertly suffering – from mar-
keting lures that, in the hands of non-expert TMS entrepreneurs, may be no 
more effective than snake oil?

Ethical issues in DBS surgery, particularly for disorders of mood, behavior, 
and thought (MBT) are potentially more problematic because DBS is overtly 
more invasive and riskier than TMS (see [49]). In this circumstance, usually 
(though not in every case), the exact target is reasonably well defined (more 
so than with TMS), and there are data on intervention of some sort in those 
areas from prior lesioning studies. But there are, of course, still unknowns as to 
what stimulation will bring about that lesioning did not, as to whether there are 
downstream effects with stimulation that do not occur with lesions, and whether 
or not long-term effects of stimulation are truly equivalent to lesioning. The 
oversight of a team including psychiatrists, bioethicists, and the neurosciences, 
in a center dedicated to embracing this intervention within the agreed upon 
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ethical framework, is appropriately stressed. In cases where there are not prior 
lesion data to turn to, (area 25, for example, for refractory depression), then the 
ethical framework might be similar to the TMS case, with the enhanced aspect 
of risk with the procedure itself (hemorrhage, infection, stroke) taken into con-
sideration within the consenting process, and with the oversight of the team and 
institution in place.

cosT

While the preceding discussion suggests that neuromodulation can be spectacu-
larly powerful, and relatively minimally invasive in its ability to achieve that 
benefit, it does come with cost, however, from a financial standpoint. With cur-
rent health-care costs astoundingly eclipsing over 16% of the gross domestic 
product (GDP) in the USA, the following statement was made in a recent report 
on health care spending by the US Congressional Budget Office (CBO):

The results of CBO's projections suggest that in the absence of changes in federal law 
[50]:

1. Total spending on health care would rise from 16 percent of gross domestic product 
(GDP) in 2007 to 25 percent in 2025, 37 percent in 2050, and 49 percent in 2082.

2. Federal spending on Medicare (net of beneficiaries’ premiums) and Medicaid would 
rise from 4 percent of GDP in 2007 to 7 percent in 2025, 12 percent in 2050, and 19 
percent in 2082.

They emphasize, however, that the goal is not necessarily to limit or reduce 
costs, but to consider doing so if the ability to maintain or enhance health-care 
delivery, improved health care, can be achieved. As they note:

In itself, higher spending on health care is not necessarily a ‘problem’. Indeed, there 
might be less concern about increasing costs if they yielded commensurate gains in 
health. But the degree to which the system promotes the population's health remains 
unclear. Indeed, substantial evidence exists that more expensive care does not always 
mean higher-quality care. Consequently, embedded in the country's fiscal challenge is 
the opportunity to reduce costs without impairing health outcomes overall.[50]

(CBO – The Long Term Outlook for Health Care Delivery, Nov, 2007)

So, in the current overhaul of health care reimbursement and health-care deliv-
ery, although no one can be sure what the future will bring, it does seem sensible 
to spend effort determining whether or not interventions using neuromodula-
tion are in line with delivery of improved health care – because typically, these 
approaches are expensive. The cost of a DBS system for one side of the brain 
is approximately $25 000 for the electrode, securing burr hole cap, connecting 
extension wire, and the implanted pulse generator (IPG). This cost varies con-
textually with geography, third party payor contracts, whether or not the pro-
cedure is performed as an outpatient, 23-hour admission, or inpatient stay, one 
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side or both sides are done in the same surgery, electrodes and IPG placements 
are split up in time, or whether or not a dual input IPG is used. This cost also 
does not factor in surgery, anesthesia, hospital and follow-up care fees, possible 
rehab stays, physical therapy, and neurology follow-up visits for medication 
adjustments. Nor does it consider IPG replacements needed in the future and 
the associated costs of removing the depleted or defective IPG and replacing it 
with a new one, usually within 3–5 years currently.

The economics of the current system in the USA at least, are unlikely to 
be able to sustain such device costs for long – even if efficacy is determined. 
Interestingly, several of the world's economies are intimately tied to medical 
device manufacture and derivative industries as well (e.g. packaging, plastics, 
metals, logistics, and marketing). Ireland, for example, has about one-third of 
all its exports related to medical products, many of which are tied to medi-
cal devices themselves (Medical Device Daily, Apr, 2005). Puerto Rico, a self-
governing commonwealth associated with the USA, as of 2006, manufactured 
50% of all pacemakers and defibrillators and 40% of all other devices pur-
chased in the US market [51]. But one aspect of the debate often missing is 
the comparative cost of not using the neuromodulation device. There have been 
excellent studies in the previous 20 years, with several of the best in the last 
5 years, which have evaluated exactly these aspects of the problem [52,53]. In 
related work, and as an important ‘comparator’, the publications from the NIHR 
HTA program in the UK, found in the international journal Health Technology 
Assessment, can be of value.

These studies predominantly hinge on QALY assessments and, if done well, 
can be used more or less in comparing one kind of treatment for a particular 
disorder with an entirely different treatment for a different disorder. QALY, of 
course, stands for Quality of Life Year, and has been refined over the years 
in the cost/benefit analyses since it first was put forth in an analysis of renal 
disease in 1968 [54] – it is the cost for a certain treatment or intervention at 
providing a single year of quality living for the patient. In general, most health-
care systems agree that approximately $50 000 or less per QALY is acceptable 
from the standpoint of what that society would be willing to pay for [55]. This 
upper limit of acceptable cost per QALY may be in the midst of changing, but 
it has held up for many years across multiple economies and cultures to date 
[55]. It is also not a federal mandate – in other words, it is a value derived from 
the ebb and flow of the health-care structure itself, the reimbursement and uti-
lization structure and the context of the culture itself. In the USA, for example, 
having air bags versus no air bags in the driving population and car passengers 
works out to be $30 000/QALY. It is unlikely now that anyone would dispute 
this intervention is worth such cost and, as a society, we have tacitly accepted 
this cost per QALY for air bags. Statin therapy versus usual care in patients 
between 75 and 84 years of age with a history of myocardial infarction adds up 
to $21 000/QALY. However, national regulation against using a cellular tele-
phone while driving versus no regulation, in the US population in 1997 would 
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have been $350 000/QALY, annual screening for depression versus no screening 
in 40-year-old primary care patients is $210 000/QALY, and even systematic 
screening for diabetes versus no screening in every individual over the age of 25 
is $67 000/QALY, according to [56].

An example from neuromodulation may help illustrate the value of this 
approach. Dudding et al, published an analysis of sacral nerve stimulation versus 
non-surgical management in patients who had undergone sacral nerve stimula-
tion at a single institution over a 10-year period [57] (quality level 5 of 7). Fecal 
incontinence had been present for a median of 7 years before surgery, and all 
patients had failed to benefit from previous conservative treatments. Stimulation 
was effective in this most difficult group with a $49 000/QALY – under the typi-
cal US acceptable level. But here is an additional key point – how does one fac-
tor in the lost QALY up to that point from not intervening with neuromodulation 
sooner? Certainly, some time might be spent evaluating less invasive treatments. 
And many patients will respond – but surely that could be done well within 7 
years median time. This is a critical aspect of these analyses that is left out, or 
perhaps never even considered. What is a reasonable standard of care prior to 
considering neuromodulation? Quantification of such would likely swing the 
analysis much further in favor of neuromodulation.

DBS in the STN for Parkinson's disease has been studied twice in this way – 
2001 and 2007 [58,59]. DBS provided 0.72 and 0.76 DALY respectively, though 
for slightly different costs/QALY ($62 000 US in the earlier study and $47 000/
QALY in the more recent study, done in Spain), both very close to acceptable 
societal cost acceptance.

Spinal cord stimulation has been examined three times between 2002 and 
2007 in this fashion, twice for treatment of failed back surgery syndrome and 
once examining physical therapy with and without SCS for CRPS in a single 
limb [60–62]. Again, it is important to consider that the patients in these studies 
are generally failures of conventional therapies already. All three of these stud-
ies showed not only QALY benefit, but at a cost saving.

Understanding both sides of the cost equation is paramount to the overall 
debate, even when considering the slant that QALY analyses have toward a 
rationing of health care. Such a view has, on the surface at least, not yet been 
emphasized. But the juggernaut of overall health-care costs over time will force 
some aspect of this perspective upon us. As a suggestion, cost of implants could 
be capped after research and development costs are recouped in a systematized 
manner. The advantage to this significant compromise from industry is that 
payment then is negotiated between government or third party payors and the 
device-makers directly – all in exchange for less restriction on implant indi-
cations – this will free up innovation and competition and reduce costs while 
broadening the beneficial impact for patients.

Without such changes, devices overall will become so restricted in use 
and their costs, and logistics, that to provide adequate Class I data to gain an 
indication will become so prohibitive, on top of already restricted schedules 
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for clinicians and researchers, that the ability to sustain business may become 
impossible. Right now, the market is expected to grow at double digit rates for 
the next 5 years at a minimum, as it has for the preceding 10. But without the 
sustenance of a favorable reimbursement climate, that profitability would end 
quickly. The conclusion would not be that devices are implanted inappropriately 
because they are paid for; rather, in contradistinction, it would be that many 
patients who would benefit would be unable to get adequate treatment. As care-
givers, and as the flag bearers of the neuromodulation approach, our responsi-
bility is to bring these therapies safely to as many as is appropriate.
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The goal of cortical stimulation (CS) is to change the excitability or activity of corti-
cal and related subcortical networks involved in pathophysiological processes. Any 
neurological or psychiatric disorder can be affected by CS, either by reactivating 
hypoactive neuronal structures, as first proposed by us (‘whenever SPECT [single 
photon emission computed tomograhy] shows cortical disactivation, the therapeutic 
rationale would be trying to stimulate it’)[1] or inhibiting overactive structures (epi-
lepsy, auditory hallucinations, tinnitus), or both, such as in depression and stroke, 
i.e. by activating one side and simultaneously inhibiting the contralateral one [2,3].

Considering the risk, albeit small, of serious intracerebral hemorrhages and 
mortality attendant to electrode insertion in deep brain stimulation (DBS), it 
seems surprising that the much more benign procedures involved in CS have not 
given the latter the edge in the field of brain stimulation. While DBS for move-
ment disorders may confer a superior benefit (although this awaits head-to-head 
trials for confirmation), CS outdoes DBS for neuropathic pain, stroke rehabilitation, 
tinnitus, and probably coma rehabilitation and epilepsy. Importantly, Extradural 
CS and transcranial direct current stimulation (tDCS) have been proven better 
than placebo stimulation – given the lack of physiologic effects elicited, whereas 
DBS cannot be evaluated with the same degree of confidence for several appli-
cations. Finally, CS has the potential for neuroprotection (by hyperpolarization 
of neurotoxic currents) and has clear neuroplasticity-promoting effects.

Several reasons can be adduced:

1.  DBS is approved for the treatment of central nervous system disorders; 
the huge marketing efforts from the manufacturers may have ‘swamped’ 
other experimental procedures. However, approval by regulatory bodies of 
repetitive transcranial magnetic stimulation (rTMS) for depression in the 
past few years might help reverse the trend

2.  Not many neurosurgeons have experience with invasive cortical stimula-
tion. Even worse, in view of the supposed ‘simplicity’ of such procedures, 
some surgeons simply rushed in without an adequate competence and came 
away with negative results

3.  A philosophical reason: neurosurgeons are both enamored of their abil-
ity to be precise (as required by the small size of DBS targets) and the 
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empowering high-tech glittering technology involved. Contrast this with 
the relative low-tech simplicity of CS, which does not necessitate stereo-
tactic equipment and allied paraphernalia

4.  Results with cortectomy were attempted for pain and motor disorders in 
years gone by but results were less than compelling

5.  The daunting vastness of the cortical mantle and the astonishing structural 
intricacy thereof: suffice to say that only in 2009 we finally learned the 
number of neurons in the human brain (86 billion neurons – 16 billion in 
the cerebral cortex and a mere 85 billion non-neuronal cells, one tenth of 
previous estimates) [4]. Also, much of our knowledge of cortical micro-
anatomy and corticocortical connections is based on non-human primates.

HIsToRy

Systematic application of electromedical equipment for therapeutic use started 
in the 1700s. Although clearly any form of electricity applied to the head also 
stimulates the cortex (including the discharge from electric fish used to therapeutic 
effects since 4000 BCE), CS was applied for the first time by Giovanni Aldini 
(1762–1834), Luigi Galvani's nephew, at the end of the 1700s and it was his dem-
onstrations (and the sensationalist newspaper reports) in London that spurred Mary 
Shelley's highly successful novel ‘Frankenstein, or the modern Prometheus’. Aldini 
stimulated the cerebral cortex of one hemisphere in criminals sacrificed about an 
hour earlier and obtained contralateral facial muscular contractions [5]. This find-
ing was not exploited and had to be rediscovered by Fritz and Hitzig in the second 
half of the 19th century. Despite attempts by others (including John Wesley and 
Benjamin Franklin), Aldini was the first to develop transcranial direct current brain 
stimulation by exploiting Alessandro Volta's bimetallic pile (Fig. 2.1) and apply it 
to psychiatric patients, in particular depressed ones, by stimulating the shaved and 
humidified parietal area. Sir Victor Horsley (1888–1903) triggered movements in 
the extremities of human patients by electrically stimulating the cerebral cortex. 
Keen (1887–1903) did the same with a rubberized handpiece with two partially 
isolated end poles fed by a battery. Others followed, in particular Penfield and 
Boldrey in the 1930s. In the 1890s, Jacques d’Arsonval induced phosphenes in 
humans when their heads were placed within a strong time-varying magnetic field 
which stimulated the retina. This was the first magnetic stimulation of the nervous 
system. In 1985, Barker and colleagues introduced the first TMS apparatus and 
transcranial direct current stimulation (tDCS) was ‘rediscovered’ at the end of the 
1990s (for historical reviews see [3,6,7]).

In the 1970s, Alberts reported that stimulation at 60 Hz with a 7-contact 
Delgado cortical plate electrode of an area near the rolandic fissure between 
motor and sensory sites (SI) could initiate or augment parkinsonian tremor in 
patients, while Woolsey temporarily alleviated parkinsonian rigidity and tremor 
in two patients by direct acute intraoperative stimulation in the primary motor 
cortex (MI). He wrote:
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…marked tremor and strong rigidity…The results suggest the possibility that subthresh-
old electrical stimulation through implanted electrodes might be used to control these 
symptoms in parkinsonian patients.

However, it was only 10 years later that Tsubokawa's group in Japan applied 
extradural motor cortex stimulation for the treatment of central pain and another 
10 years passed before the same technique was brought to bear on Parkinson's 
disease and then other neural disorders (see historical review [3]). On the whole, 
the progress of therapeutic cortical stimulation has been slow and only gained 
momentum in the first decade of the 21st century.

ANAToMIcAl coNsTRAINTs oN TARgETINg

The neocortex is a dishomogeneous, ultracomplex, six-layered structure (Fig. 2.2), 
and is strongly folded: in humans almost two thirds of the neocortex is hidden 
away in the depth of the sulci. The individual sulci vary in position and course 

fIgURE 2.1 First patient ever to be submitted to non-invasive therapeutic cortical stimulation 
(Aldini 1803).
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fIgURE 2.2 Diagram depicting a ‘minimal’ laminar wiring core of the human neocortex. Excitatory pyramidal cells (P) are interspersed with inhibitory (red) 
cells (Ba: basket, Bi: bipolar, Ch: chandelier cells, CC: corticocortical fiber, DB: double-bouquet, HC: horizontal cell of Cajal, I1-2: other inhibitory cells, N: 
neurogliaform, SS: spiny stellate, thc: thalamocortical fibers) (from [8]).
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among subjects, but also between the two hemispheres in the same subject, may 
show one or several interruptions and some may be doubled over a certain part of 
their trajectory [8]. There are also several cortical hemispheric structural asymme-
tries [9]. This severely limits the possibility to make overarching generalizations 
as of targeting.

Cytoarchitectonically, the cortex has been divided into 44 sharply delin-
eated areas by Brodmann a century ago, whose boundaries generally do not 
coincide with the sulci on the cerebral surface. This areal distribution has been 
revised by several authors, but the result has added more confusion: anatomi-
cal exploration with basic histological stains gives little insight on functional 
subdivisions. Numerous attempts at defining functionally segregated areas 
(including electrical stimulation) are on record, with a harsh conflict between 
localizationists (neo-phrenologists) and anti-localizationists. Based on neu-
roimaging data, it can be estimated that about 150 juxtaposed structural and 
potentially functional entities are present in the human neocortex (e.g. areas 
9/46 and 44/45 are distinct architectonic entities). Each cortical area has a 
unique pattern of corticocortical/corticosubcortical connections (connectional 
and functional fingerprint). Yet, since the neocortical wiring is characterized 
by a distributed hierarchical network that contains numerous intertwined, 
cross-talking processing streams, the identification of functionally segregated 
domains remains a difficult problem. Moreover, most of the human neocortex 
is occupied by association areas of various kinds and the boundaries between 
these areas do not closely correspond to those of cytoarchitectonic fields as 
delineated by Brodmann and others. Additionally, all cortical areas (primary 
and association) show considerable intersubject variability: this appears to be 
a general feature of neocortical architectonic areas, a microstructural variation 
superimposed upon the also considerable macrostructural variation pertaining 
to the overall size and shape of the hemispheres, as well as the sulcal and gyral 
pattern. This variability seriously hampers structural–functional correlations. 
This means that simply transferring ‘hot spots’ in brain imaging studies to a 3D 
version of Brodmann's chart incorporated in the stereotaxic atlas of Talairach 
and Tournoux is apt to lead to erroneous conclusions, since the atlas neglects 
variability [10], imposing a serious limit on CS procedures. Spatial normaliza-
tion procedures are thus necessary.

In most cognitive tasks, two or more cortical areas are activated and these 
may be considered as nodal points in the networks underlying the process. 
At the same time, cortical regions (e.g. prefrontal cortex, posterior parietal 
cortex) are engaged in a wide variety of cognitive demands. The most parsi-
monious explanation is that they reflect cognitive processes that are tapped 
by tasks in different domains. This, unfortunately, makes the selection of 
cortical targets for psychiatric neuromodulation, for example, problematic. 
The dorsolateral prefrontal cortex (DLPFC), the approved primary target for 
the treatment of depression, is mainly a cognitive, not a limbic area (and 
might provide benefit by restoring cognitive control over affect): it is quite 
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large and actually there may be subareas whose stimulation would result in 
stronger effects [11,12]. In the end, functional localization and specialization 
are important principles, but do not offer a complete or sufficient explanation 
of cortical organization. Rather, a process should be explained in terms of 
distributed patterns of changing neural activity in networks of interconnected 
functionally specialized areas. In other words, cognitive and mental abilities 
result from the functional integration of the elementary processing opera-
tions occurring in a smaller or larger number of functional areas. In practice, 
given the inter-areal connectedness, it is logical to conclude that whatever 
nodal point is stimulated will entrain the whole network. This has been 
cogently shown for Parkinson's disease [3]. Recently, a rostrocaudal gradient 
model of frontal lobe function has been elaborated upon, undermining the 
discrete model of frontal functions compartmentalized to highly demarcated 
zones [13]. The rostrocaudal axis (BA10 to BA9/46 to BA8 to BA6) forms 
a coherent functional network with longer connections being unidirectional: 
this implies that adjacent regions along the rostrocaudal axis are connected 
to one another, but do not project to more rostral regions beyond those imme-
diately adjacent. This has a great importance when one considers possible 
targets in psychiatric CS (i.e. BA10 would stand out as a primary focus for 
CS attempts).

Hemispheric specialization must also be accounted for: the right hemisphere 
is tasked with processing negative affect (and vice versa for the left one), an 
important consideration for psychiatric ECS: interestingly, parameter modula-
tion (e.g. changing frequency) may ‘recode’ the target function and obtain the 
sought-after clinical benefit.

cAN coRTIcAl sTIMUlATIoN BE oPTIMIzEd  
THRoUgH ModElINg?

Recently, attempts to model cortical structure and function to fine-tune cortical 
stimulation efforts have been attempted, in the tracks of what has been done for 
spinal cord and deep brain stimulation (see [3]). In practice, they are of little 
help to practitioners. Why?

For starters, there is very little evidence in favor of the concepts that:
1.  the entire neocortex is composed of radially oriented columnar units or 

modules
2. all of these entities represent variations on one and the same theme
3. all of these entities essentially have the same structure and
4. they all essentially subserve the same function [8].

This represents a major hurdle by factoring out cortical homogeneity as a foun-
dation for understanding electric field effects. Add to this the dazzling intricacy 
of cortical cyto- and myelo-architecture [8]. Also, electrical resistance is four to 
six times higher in the gray than in the white matter.
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1. cells

The cortex accommodates pyramidal (typical and atypical) – 60–85% of all 
neocortical neurons – and non-pyramidal cells (15–40%) (PC and NPC), with a 
total number of neocortical synapses numbering at about 300 000 billion.

A.  The somata of PC are not under the direct influence of any extrinsic affer-
ent system, but only of local circuit neurons (basket cells) and other NPC. 
PC somata projecting to particular cortical or subcortical targets are prefer-
entially located in particular cortical layers and sublayers. Corticocortical 
and callosally projecting fibers arise from both LII–III and infragranular 
PC. The smaller, more superficially situated PC tend to project to ipsilateral 
cortical areas situated nearby, whereas the larger, more deeply placed cells 
to contralateral and to more remote ipsilateral cortical areas. Lamina V PC 
project subcortically to multiple targets: the smallest and more superficial 
project to the striatum, the largest and most deeply situated to the spinal 
cord, the intermediate ones to the remaining sites including the thalamus. 
The projections to the specific thalamic relay nuclei project exclusively from 
layer V PC.

  Although most cortical neuronal populations projecting to a particular 
cortical or subcortical target show a distinct laminar specificity, it is not 
uncommon to find some degree of overlap in the boundaries demarcat-
ing different populations of projection neurons. Importantly, the degree of 
subcortical collateralization of corticofugal fibers is limited. The axons of 
all typical PC release a number of intracortical collaterals: together they 
constitute the largest single category of axons in the neocortex. Apart from 
local collaterals, PC axons may also give rise to one to five long, hori-
zontally disposed branches (6–8 mm). These long-range collaterals do not 
remain within the cytoarchitectonic area in which their parent soma lies 
but project to adjacent cortical areas. They give off secondary branches 
in regularly spaced, perpendicularly oriented clusters (column-like) which 
contact dendrites of other PC but also non-PC. The collaterals of one PC 
contact numerous other PC and, conversely, one PC receives the converg-
ing input of numerous other PCs. Thus, neocortical g-aminobutyric acid 
(GABA) interneurons receive input directly from PC axon collaterals and, 
in turn, synapse with PC, accounting for PC feed-forward/back inhibition. 
The branching process of axons allows for easier activation by stimulation 
in comparison to axons without branching.

  PC show ample structural diversity: size, laminar position, branching pattern 
of dendrites, density of spines along apical dendrites, affinity to particular 
afferent systems, cortical or subcortical target regions, distribution of axon 
collaterals and patterns of intracortical synaptic output. The somata of PC 
projecting to a particular target are located in one and the same layer or 
sublayer and show striking similarities in dendritic morphology, thalamo-
cortical connectivity and distribution of axon collaterals and are in receipt of 
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similar extra and intracortical inputs. Likely, all PC projecting to a particular 
target are in receipt of similar inputs and have similar functions.

B.  Non-PC, especially spiny stellate cells, are equally vital. Their axons may 
descend superficially or to deeper layers and contact PC, whereas their short 
collateral branches likely contact similar cells. Spiny stellate cells play a 
crucial role in the radial propagation of the activity fed by thalamocortical 
afferents into layer IV of primary sensory areas. Local circuit neurons are, 
with a single exception, GABAergic (inhibitory); 25–30% of these cells also 
express one or several neuropeptides. There are different subpopulations 
based on morphology and neurochemistry:

1.  stellate neurons (in all layers), including neurogliaform cells in sensory 
areas

2. chandelier cells (especially layer II) which especially influence corticocortical  
 activity
3. basket cells (large, small and nest), making up about 50% of all inhibitory  
  neocortical interneurons, with the axon giving rise to 4+ horizontal 

branches and contacting hundreds of PC and tens of other basket cells
4.  vertically oriented neurons (bipolar, bitufted, including double bouquet 

cells, Martinotti cells (all layers except LI)
5. horizontal cells (layers I, or of Cajal, layer VI and NOS).

  Interneurons are contacted and contact other interneurons, forming an intri-
cate network which includes electrical coupling, autaptic innervation and 
specific extrathalamic input. Chandelier cells terminate on the PC axon 
hillock, basket cells target the somata and proximal dendrites of PC; both 
classes control output and oscillatory synchronization of groups of PC. 
Unfortunately, it is not known whether these interneuronal networks extend 
indefinitely across the neocortex or have distinct boundaries and this makes 
modeling a desperate enterprise.

To sum up, it can safely be said that each particular neocortical area contains 
a number of networks of interconnected, type specific PC. The number and 
extent of pyramidal networks present within a given cortical area is unknown. 
Likely, the various PC belonging to a particular network are in receipt of affer-
ents from cohorts of inhibitory interneurons, each cohort contacting a spe-
cific domain of the receptive surface of the PC involved. The inhibitory cells 
forming these cohorts are all of the same type and are generally reciprocally 
connected by chemical and electrical synapses. Thalamic inputs selectively 
contact and strongly excite the interneurons belonging to particular cohorts, 
while others receive weaker or no thalamic inputs. Each of the various cohorts 
of inhibitory interneurons impinging on a particular pyramidal network is spe-
cifically addressed by one or more of the extrathalamic modulatory systems. 
Not only the inhibitory input but also the excitatory input to PC belonging to 
the same network may be specific. Although the degree of separation among 
pyramidal and interneuronal networks is largely unknown, likely the abundant 
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double bouquet cells with their vertically oriented axonal systems contact PC 
belonging to different networks and the neurogliaform cells form gap junctions 
with several other types of inhibitory interneurons.

2. fibers

Myeloarchitectonically, the myelinated fibers in the cortex show two principal 
orientations, tangential and radial. Tangential fibers tend to form laminae which, 
in general, can be readily identified in conjunction with the corresponding lay-
ers observed in Nissl preparations. The radially oriented fibers are arranged in 
bundles (radii) which ascend from and descend to the subcortical white matter. 
However, the number and distinctness of the tangential fiber layers show con-
siderable local differences in the cortex and the same holds true for the extent 
to which the radii penetrate into the cortex. Moreover, our knowledge of the 
fiber connections is almost entirely based on studies in non-human primates 
(particularly the rhesus macaque) and fiber tracking with diffusion tensor imag-
ing in the human has yet to bear substantially on this problem. This is a major 
point in CS models.

Specifically, there is a horizontal axonal system contacting the basal den-
drites of PC situated at specific levels, but the cortex also contains vast numbers 
of vertically oriented axonal elements (columnar radial coupling), including 
thalamocortical and corticocortical association fibers, axons and recurrent col-
laterals of PC and the vertically elongated axonal systems of some types of 
cortical local circuit (bipolar) neurons. The latter two classes assemble in highly 
characteristic radially oriented bundles.

In view of variations in length and in position of their apical dendrites, 
different PC may receive different samples of lamina-specific extracortical 
and intracortical afferents and apical dendrites of different PC may exhibit 
different specific affinities to particular afferent systems. Plus, there are dis-
tinct lamina-specific differences in the density of spines along the apical den-
drites, lamina-specific side branches on the apical dendrites are present and 
apical dendritic segments of different PC passing through a particular layer 
may receive highly different numbers of synapses from the afferents concen-
trated in that layer. There is also the apical dendritic tuft extending into lamina 
I to be considered which is contacted by thalamic, monoaminergic, recurrent 
LII–III PC, ascending deep multipolar/bitufted neuron and horizontal lamina I 
neuron axons. The afferents from different thalamic nuclei which, after having 
traversed the cortex, spread in lamina I terminate in different subzones of that 
layer and the apical dendritic tufts of the pyramids thus receive stratified input 
from different sources. Extrinsic afferent fibers follow a radial course and most 
distribute themselves in layered arrays. Different (groups of) thalamic nuclei 
project in a particular laminar fashion to smaller or larger parts of the neocor-
tex. Importantly, more than 10 different extrathalamic subcortical structures 
projecting to the neocortex have been identified. The effects of the cholinergic, 
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GABAergic and monoaminergic systems are not generalized excitation or 
inhibition, but rather region-specific enhancement or diminution of activity in 
limited neuronal ensembles during certain stages of information processing. 
Additionally, each particular neocortical area also receives a strong input from 
other neocortical ipsi- and contralateral areas ending in layers III and IV.

3. Association fibers

Cascades of short association fibers interconnect modality-specific primary with 
secondary sensory association areas and these latter with multimodal sensory 
areas located at the borders. They may remain within the gray matter of the cortex 
or pass through the superficial white matter between neighboring cortical areas 
as U fibers and are believed to play a starring role in the mechanism of action 
of CS [14] (see also in [3]). Long association systems connect the modality-
specific parasensory association cortex and the multimodal areas in the occipi-
tal, temporal and parietal lobes with the premotor and prefrontal cortex [15]. 
Short association fibers interconnect the prefrontal cortex, the premotor area 
and the motor cortex with the primary somatosensory cortex. Connections from 
parasensory and multimodal association cortices and prefrontal cortex (PFC) to 
limbic structures pass via the cingulum to the medial temporal lobe; other fibers 
originating from parasensory association cortices reach limbic structures via the 
insula. Most association connections are reciprocal. Connections from the pri-
mary sensory areas to their neighboring association areas usually originate from 
the supragranular layers and terminate in/around layer IV (forward connection). 
Feedback connections originate in the infragranular layers and terminate in lay-
ers I and VI. The laminar analysis of association connections may therefore 
reveal the direction of information transfer.

In sum, the apical dendritic branches of neocortical PC receive input from 
various sources, but corticocortical projections constitute by far the largest 
neocortical input system, making these one of the obvious candidates in the 
mechanism of action of CS. Thus, it can be safely stated that the neocortex 
communicates first and foremost with itself [8]. An important consideration: the 
literature on CS often quotes distant effects (for instance in the case of chronic 
pain) on limbic areas and brainstem as paramount in the mechanism of action, 
but these must actually be understood as ‘knock-on’ effects (see a critique of 
these studies in [3]).

There are also differences in laminar electrophysiology. For instance, there 
exists a major difference between sensory-evoked and spontaneous activity in 
primary sensory cortical regions, namely the site of initiation (layer IV but also 
upper layer VI versus layer V). Layer V neurons are intrinsically more depolar-
ized than layers II–III, on average being about 10 mV closer to action potential 
threshold (i.e. more excitable). In addition, layer V neurons are strongly synap-
tically coupled to other nearby layer V neurons in a highly recurrent excitatory 
microcircuit (making spontaneous waves of excitation more easily spread). 
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Lamina V neurons have relatively weak connections to layers II–III. Both 
evoked and spontaneous activities have a relatively limited horizontal spread in 
superficial layers (i.e. more localized coding) and a more extended propagation 
in deep layers. But this applies only to action potentials: subthreshold activity 
propagates widely in superficial layers. How is information encoded? Layer V 
pyramidal cells fire at a higher rate during both spontaneous and evoked activ-
ity (dense firing or population code), whereas lamina II–III pyramidal neurons 
overall fire at low rates during both types of activity (sparse firing or cell-specific 
temporal code). There appear to be some neurons in each layer that are orders of 
magnitude more active than other nearby neurons; perhaps the less active neu-
rons provide a reserve pool to become active at the appropriate moment [16]. 
How these can all be accommodated inside a model seems a daunting task with 
current tools.

In the end, this discussion highlights the extreme aspecificity of current corti-
cal stimulation paradigms, since stimulation tends to affect the cortex across the 
board. A first step would be complexity analysis with closed-loop stimulation 
devices (e.g. the NeuroPace device for epilepsy control), but it is moot that this 
alone may circumvent the amazing intricacy of cellular architecture [3]. Does 
cortical stimulation affect differentially positioned cells in the same way? Does 
a homogeneous wave of excitation create intracortical conflicts (e.g. two self-
effacing inhibitions)? Should dendrites, soma, axon hillocks, nodes, internodes 
and unmyelinated terminals, all having different electrical properties, be stimu-
lated differentially? This is way beyond current technology. When it comes to 
details, the only currently feasible approach is to consider the cortex a sort of 
black box, from which a net effect is sought through trial and error.

MI As A PARAdIgM of coRTIcAl sTIMUlATIoN

The primary motor cortex (MI) has been the first target of CS endeavors, espe-
cially for chronic pain and control of movement disorders [3,17]. Understanding 
it may help bring out general principles which can then be applied to other areas 
and disorders. The upshot can be anticipated: MI is less straightforward than 
previously thought.

MI is far from the passive servant of higher motor structures. It performs a 
complex integration of multiple influences, originating in both cerebral hemi-
spheres, in a role as the ultimate gate-keeper that is carefully and differentially 
tuned to generate well-defined motor behaviors [18]. The discharge pattern of 
individual MI neurons conveys a bewildering diversity of information. Thus, 
some neurons receive strong sensory input, whereas others do not. Some neurons 
respond to contralateral, ipsilateral or bilateral movements; some neurons even 
reflect sensory signals used to guide action [19]. Many pyramidal tract neurons 
respond with a wide range of peripheral inputs (visuo-audio-vestibular) [20].

MI has two subdivisions. A rostral region lacks monosynaptic cortico-
motoneuronal cells (evolutionarily old MI) – descending commands are  mediated 
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through spinal circuitry, and a caudal region (evolutionarily new MI) with mono-
synaptic cortico-motoneuronal cells which have direct access to motoneurons 
in the ventral horn essential for highly skilled movements [21]. Neurons in the 
rostral portion of MI may be more related to kinematic variables, such as velocity 
and movement direction, than more caudally placed cells [22].

MI is partially sensory due to the coexistence within the same neurons of 
motor and sensory properties. In particular, MI and SI hand cortices overlap and 
are not divided in a simple manner by the central sulcus and sensory responses are 
elicitable well outside the classically accepted anatomical borders (see references 
in [3]). In functional magnetic resonance imaging (fMRI) studies, the motor hand 
area may extend to (50% of cases), or be located exclusively, in SI (20% of cases), 
even during the simplest motor tasks [23]. Apart from intrinsic responses, MI and 
SI are so tightly interconnected by short corticocortical U-fibers that arborize over 
a considerable rostrocaudal distance in MI to make them almost a unique struc-
ture [20]. SI is a major source of somatosensory input to MI and MI is strongly 
modulated by sensory flow (and vice versa) [18,24]. Clearly, uniformly targeting 
MI in ECS efforts for chronic pain and Parkinson's disease may be misplaced: SI 
could be another potential target. Also, BA44 (found 2 cm anterior to MI tongue 
area) has direct fast conducting corticospinal projections with a role in voluntary 
hand movements [25], confirming the haziness of MI borders.

Evidence shows a rough body-centered map of MI that matches the tra-
ditional motor homunculus. This map extends to nearby premotor areas. Yet, 
rather than discrete regions of MI controlling different parts of the arm, control 
of each part is mediated by an extensive territory that overlaps with the ter-
ritories controlling other parts [26,27]. Whereas the prior view suggested that 
stimulation of different regions of MI should elicit movement of different body 
parts, it is now clear that stimulation can elicit movement of a given body part 
from a broad region, i.e. MI has a broadly overlapping mosaic of points where 
stimulation elicits movements of different body parts. Any given MI neuron 
may influence the motoneuron pools of several muscles (not just one). Selective 
stimulation of different regions in MI can produce the same movement, due to 
intra-MI dense bi-directional projections of up to 1 cm. Limb joints are repre-
sented in the cortex more than once, but with different contiguity (shoulder to 
wrist, shoulder to elbow) [26]. Rather than simply controlling different body 
parts, MI directs a host of body parts to assume complex postures. The map 
appears to be organized not just according to muscle groups, but to the posi-
tions in space where the movements conclude [28]. Two dissociable systems for 
motor control (one for the execution of small precise movements – especially 
distal muscles – and another for postural stabilization – especially proximal 
muscles) coexist in MI, with the representation of distal and proximal mus-
cles substantially intermingled within the MI arm representation. Depending 
on duration of stimuli applied on MI, simple or complex movements can be 
elicited. This clearly proves the difficulty of modeling even such an apparently 
known cortical area.
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The picture gets even more complex. In one out of five patients, there are 
variations in the organization of MI, i.e. mosaicism (overlapping of functional 
areas), variability (inverted disposition of MI functional areas) or both [29,30]: 
for instance, the sensory hand area may be found between 1 and 7 cm from the 
sylvian sulcus and leg sensation can be found within 3 cm of the sylvian fis-
sure. These findings suggest that individual neurons over the postcentral gyrus 
responding to a specific stimulus may appear to be arranged randomly rather 
than grouped together. There is significant intermixing of sensory neurons that 
respond to different sensory modalities and similar results apply to MI [29,31]. 
Moreover, the local mosaic-like topography (somatotopy) of individual distal 
arm representations is highly idiosyncratic, with wide variability among sub-
jects [32]. Finally, somatotopic differences not only exist between subjects, but 
also between hemispheres in the single case. In Parkinson's disease (PD) spe-
cifically, map shifts are found in the majority of the patients, both in untreated 
early cases and treated cases of long duration, with a correlation between inter-
side differences in the severity of PD symptoms and inter-hemispheric map dis-
placement [33].

The left and right hemispheres are specialized for controlling different fea-
tures of movement. In reaching movements, the non-dominant arm appears 
better adapted for achieving accurate final positions and the dominant arm for 
specifying initial trajectory features (e.g. movement direction and peak acceler-
ation) [34]. Also, the area of hand representation is greater in the dominant (left) 
than in the non-dominant hemisphere, with greater dispersion of elementary 
movement representations and more profuse horizontal connections between 
them, thus leading to more dexterous behavior of the dominant hand [35]. 
Stronger beta rebound after right median nerve stimulation is observed in the 
left compared with the right hemisphere [36]. This suggests that left MI ECS 
may be expected to have different effects.

In sum, MI is not just classical Brodmann's area 4: more anterior and pos-
terior areas must be investigated. Premotor cortex BA6 lies on the crown of the 
precentral gyrus, thus needing less energy for activation, while MI is mostly 
within the central sulcus. SI is another option for both pain and Parkinson's 
disease.

MEcHANIsM of AcTIoN ANd  
PARAMETERs coNsIdERATIoNs

1.  Neural changes during stimulation include excitation, inhibition (Fig. 2.3), 
oscillatory changes in corticosubcortical loops and intracortical layers and 
neuroplastic changes. Despite several authors suggesting an exclusive sub-
cortical action of CS, neuroimaging and electrophysiological data confirm 
that the primary locus of action is the cortex itself (see discussion in [3]). 
This applies to both extradural and non-invasive CS. For instance, the anal-
gesic effects of rTMS of both MI and DLPFC do not depend on the  activation 
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fIgURE 2.3 SPECT imaging showing normalization of cortical (top) and thalamic (bottom) 
hypoperfusion in a central pain patient.
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of descending inhibitory systems [37]. CS renormalizes a disrupted intrac-
ortical function (disinhibition, as demonstrated in the setting of central pain 
with GABAergic–propofol challenge [23,38]: by acting on small inhibitory 
axons (probably Golgi-II cells with long axons) and, via U-fibers, modulates 
nearby areas, specifically SI in pain patients. At the same time, disrupted 
oscillatory patterns between cortex and thalamus (e.g. central pain) or basal 
ganglia (e.g. Parkinson's disease) are shifted towards more normal patterns 
[23,38], also by way of antidromic effects [39]. On the other hand, the 
Neuropace apparatus appears to be purely cortical when delivered through 
cortical paddles.

  The predominant idea in the field is that stimulation leads to a sphere of acti-
vated neurons around the electrode tip that increases in size with increasing 
current [40–42], but this has little experimental support. For instance, while 
chronaxie measurements suggest that axons have the lowest threshold as 
compared to somas and dendrites [41–43], it is unclear whether initial seg-
ments have lower thresholds (especially for corticocortical axons which are 
often unmyelinated) which would cause preferential activation of cells near 
the electrode tip. Previous work relied on the idea that increasing current 
activates neurons whose cell bodies are located at an increasing distance 
from the tip. A recent study [44] found that, during intracortical microstimu-
lation, instead of activating a group of cell bodies with different thresholds 
that increases in size and distance as current is increased, the activated neu-
rons are simply those whose axons or dendrites (neuropil) pass very locally 
through a small volume (15 mm) around the electrode tip, but whose cell 
bodies are sparse and widely distributed, in a pattern that is highly sensitive 
to the exact location of the electrode in the neuropil. This makes it impos-
sible to activate a set of cells restricted to a small spatial volume, and only 
areas where neurons of similar function lie near one another can be homoge-
neously stimulated. The mechanism of activation is local and direct (direct 
depolarization); moving the electrode by 30 mm completely changes the pat-
terns of activated cells. The pattern of activated cells, moreover, is likely to 
reflect the pattern in which axons project through the cortex.

  Near-threshold activation is mediated primarily by axons, due to their wider 
extension and lower threshold than somas and dendrites. While some cells 
are likely to be activated through their dendrites at higher currents, axons 
are likely to be recruited first. Axons are the main neural elements activated 
by stimulation, with smaller diameter axons having higher thresholds than 
large axons [42,43]. Postsynaptic effects are far weaker than direct effects: 
larger currents can recruit inhibitory neurons, cortical synapses are weak 
and a postsynaptic spike requires many presynaptic inputs and synaptic 
depression is often seen in cortex. Low currents result in activation of a 
set of directly driven neurons which induce only a small number of spikes 
in their connected partners. At higher currents, direct activation still pre-
dominates, but postsynaptic effects may play a relatively more important 
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role. Postsynaptic summation might also occur in subcortical areas to which 
stimulated axons project. It is nearly impossible to stimulate single cells 
using microstimulation. These data have important implications for cortical 
visual neuroprosthetics [3]. Because stimulation of a single site in the cortex 
activates neurons that are spread widely from that site, achieving high reso-
lution rasterized visual percepts by electrical stimulation through high den-
sity arrays may not be possible, unless the brain can learn to interpret these 
distributed patterns. Of course, microstimulation is very different from DBS 
and ECS. ECS may induce spikes in layer I axons. The pattern in which cells 
are activated will depend on projection patterns in the cortex. Different corti-
cal areas with different axonal anatomy and projection patterns may respond 
differentially to stimulation.

2.  General principles of parameter selection are difficult to come by and the 
literature contains some contradictory and potentially confusing findings. 
Identical stimulation parameters can excite, inhibit or both, depending on 
the brain region, even close ones [45] and elicit opposite effects in different 
subjects [46,47]: in one study, rTMS increased raclopide binding by 58% 
in the caudate of one patient, but decreased it by 43% in another [48]. Even 
within the same subject, the effects of CS appear to depend on the initial cor-
tical activation state and specific neuronal populations [49]. Even relatively 
small variations in parameters may result in unintended effects locally and 
remotely [50]. In tDCS, excitation or inhibition depends on the placement of 
the reference electrode or the intensity of the stimulation.

  Factors bearing on responsiveness to CS include genetic factors, hormonal 
factors, attention, inter-individual differences in anatomy and shift of corti-
cal areas, medications (type and serum levels), and prior state of activation 
of the recruited circuits, i.e. baseline inhibitory tone (less inhibition, more 
effect): higher pre-TMS spontaneous activity predicts greater post-TMS 
activity [51]. The processes leading to depression of synaptic transmission 
are more effective when postsynaptic activity is high, whereas potentiation of 
synaptic transmission is more likely when postsynaptic activity is low [52]. 
Previous neuronal activity also modulates the capacity for subsequent plastic 
changes [53,54]. Thus, priming cortical stimulation aimed at modulating the 
initial state of cortical excitability could influence subsequent ECS-induced 
changes in cortical excitability (see references in [55]). Intrinsic excitability 
(sensory and motor thresholds) also changes from day to day in relation to 
time of day, mood, last meal and hours of last sleep. Variations in existing 
activity levels contribute to the variability of CS responses, explaining, in 
part, the discrepancies between subjects and trials. The direct monitoring of 
neural activity (power EEG) could arguably guide the empirical use of CS 
in the clinic.

  The geometry of the electrical field induced into the brain and then the 
nature of the activated structures depend on the waveform of the magnetic 
pulse (mono/biphasic, sinusoidal) and on the type and orientation of the  
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coil/paddle. The direction of the excitability changes may vary according to 
the characteristics of the cortical target (e.g. MI versus DLPFC) and current 
flow from cathode (−), which is depolarized by the outward flow of current, 
to anode (+), which is hyperpolarized by its inward flow, and vice versa, can 
differentially affect the neuron response [56]. Also, the selective activation 
of neuronal cell bodies should require asymmetrical charge-balanced bipha-
sic stimuli which is not provided by current techniques.

  As for TMS, the effects of ECS highly depend on various parameters: fre-
quency, amplitude, pulse width, duty cycle, montage – mono versus bipolar 
CS, polarity (anodic versus cathodic CS) and the distance between elec-
trodes and the neural elements (basically depending on the thickness of CSF 
layer). In ECS, a further confounder is due to the wide spacing between con-
tacts, resulting in bifocal monopolar stimulation (both anode and cathode 
are active).

  Modeling suggests that, at least in the case of MI ECS, a cathode excites 
preferentially the fibers that run horizontally (tangentially) under it, whereas 
an anode excites perpendicular (radially) to cortex fibers. A bipolar stimulus 
is more effective with the stimulation electrodes aligned transversally, rather 
than longitudinally, to the axon [57,58]. Yet, in the cortex, as discussed, 
fibers are not straight and uniformly oriented, but curved and bend in vari-
ous directions. Thus, even though stimulation may have the lowest activa-
tion threshold at fiber ending, the bend acts as a focal point for excitation. 
Unfortunately, it is presently impossible to factor in the thousands of bends 
in a stimulation algorithm.

  The search for effective parameters must also allow for the different 
pathophysiologies underlying different symptoms of the same disorder. Case 
in point: Parkinson's disease with its three defining axes (rigidity, akinesia, 
tremor). Here, the final choice must take into account the most disabling 
symptom. Also, MI ECS effects, unlike DBS, are almost never immediate. 
Intervals of assessment after a change of parameters must take into account 
that, after about 2–4 weeks, a long after effect sets in as a result of neuroplas-
tic changes. Moreover, effects, particularly on akinesia, grow over time.

  A further example comes from rTMS employed for depression. The rationale 
for its application comes from a belief that depression is accompanied by 
right prefrontal hyperactivity and left hypoactivity. Yet, low-frequency right  
DLPFC stimulation appears to be equally effective as the approved high-
frequency left DLPFC protocol and better tolerated, and bilateral approaches 
may prove more effective, given the individual variation in laterality [11].

  This calls for extensive parameters search and customization in the single 
patient.

3.  ECS can be continuous or intermittent, but this depends on the treated disor-
der and, importantly, after effects. While a post effect (i.e. effect outlasting 
the end of stimulation) is seen for all neural stimulation techniques, it seems 
particularly strong in CS, building up to days and even weeks, depending on 
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the subject [3]. Whereas for chronic pain, after effects tend to diminish in 
time, in the setting of PD and the vegetative state [59], this grows in time, 
preventing the sort of blinded studies possible for DBS. After effects may be 
seen after even a few minutes of acute stimulation, but are most marked after 
weeks (e.g. in PD). Post effects are evidence that CS alters brain plasticity: 
ECS can boost drug effects and stroke rehabilitation [2], such as constraint 
induced therapy; CS may also accelerate the onset of benefit of antidepres-
sant drugs [60]. TMS can elicit reverberating excitatory potentials in post-
synaptic cells producing a persistent bursting response that outlasts the TMS 
pulse train. Higher baseline excitability leads to recurrent excitation (i.e. 
bursting) upon stimulation, whereas lower baseline excitability signifies a 
greater inhibitory tone that dampens recurrent excitation [51].

4.  In the course of CS, bilateral effects can be observed clearly, as, for 
instance, shown in the setting of CS for Parkinson's disease, in which uni-
lateral extradural CS relieves both hemibodies [3]. Transcallosal pathways 
are responsible for the effect (e.g. [48,61]). Transcallosal fibers connect 
homotopic as well as heterotopic areas [62]. Effective inter-hemispheric 
conduction pathways exist between the hand representations of MI [63], 
but weaker transcallosal connections for body parts outside hand areas 
[64], which explains why the hand area should be targeted for MI ECS 
in PD. Most of the association areas are strongly interconnected by cal-
losal fibers. Heterotopic commissural connections connect a cortical area 
with non-corresponding areas in the contralateral hemisphere, but along a 
similar pattern as per its connections to ipsilateral association connections. 
Association and commissural connections often originate from and termi-
nate in strips which, in turn, are separated from each other by strips lacking 
these particular connections, with a periodicity of 0.2–1 mm, and applies 
to primary sensory areas, but also to multimodal, frontal and paralimbic 
association cortices. Cells of origin and their homotopic terminations are 
located in the same strips.

  MI has also ipsilateral projections which are important for axial muscles 
and muscles supplied by cranial nerves and more generally in the generation 
of bilateral synergistic movements [65]. 0.3 Hz rTMS of the right MI also 
inhibits contralateral SI [50]. Thus, MI stimulation has effects that extend to 
both contralateral MI and SI via the corpus callosum.

  Anyway, bilateral stimulation is warranted in failures or failing cases: con-
tinuous stimulation may lead to ‘cortical habituation’ and alternate stimula-
tion may be a solution.

coMPARINg TEcHNIqUEs of coRTIcAl sTIMUlATIoN

The cortex can be stimulated both invasively (with surgically positioned stimu-
lating paddles, i.e. extradural cortical stimulation) and non-invasively (TMS, 
tDCS). Presently, ECS is superior to both TMS and tDCS in terms of relief and 
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number of relieved patients suffering central (50% of all patients relieved over 
years) and peripheral (particularly trigeminal: 60–80% of patients relieved) 
neuropathic pain; the same applies for Parkinson's disease [3] and likely all 
other current applications (depression, chronic tinnitus and perhaps stroke reha-
bilitation). Some authors even believe that regulatory-body approval of rTMS 
for depression was too quick [66–68], given the moderate degree of response to 
high frequency left DLPFC stimulation (d = 0.39) [69,70]. tDCS has also been 
found effective for depression, but not if severe, with current paradigms [71].

A major advantage of ECS is that it can be applied continuously without 
interfering with everyday activities and, in the future, may be boosted by closed-
loop capabilities. Also, it remains in place for future relapses (e.g. depression) 
and multiple paddles can simultaneously excite or inhibit different areas, a feat 
not possible with non-invasive CS.

Invasive CS is generally carried out extradurally since, compared to sub-
dural stimulation, ECS increases the activation threshold and reduces the risk 
of induced seizure [3]. Stimulating paddles can be inserted either via one or 
two burr holes or a craniotomic flap. This author strongly argues for a one  
to two burr holes approach (Fig. 2.4), for two reasons: it carries no risk of caus-
ing a clinically apparent extradural (or subdural, if stitches are used to anchor 
the plate to the dura) hematoma and results are not different from more invasive 

fIgURE 2.4 The two-burr hole approach to positioning extradural stimulating paddles favored 
by the author.
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positionings. It is often said that targeting must be accurate to the millimeter 
for benefit to be seen. As shown in previous sections, the area of cortex to be 
covered to see a response is often wide (e.g. in case of movement disorders, 
depression, stroke rehabilitation and the vegetative state), which is why such a 
coarse technique as tDCS can provide benefit. Even in the case of pain, effects 
well beyond the expected somatotopy are on record [3] and targets may differ 
for each patient (e.g. MI versus SI, or right DLPFC versus left DLPFC). Most 
importantly, since we do not know beforehand which exact subareas (including 
the hazy MI) and the final extent of cortex to stimulate to achieve a benefit, 
bringing to bear such techniques as evoked potentials seems unfounded. Even 
fMRI guidance has several limits, as, for instance, demonstrated by the fail-
ure of a stroke rehabilitation trial which based targeting on ‘hot spots’ whose 
significance is questionable (see discussion in [3]). Again, tDCS, with all its 
coarseness, can achieve similar, or even better results than neuronavigated TMS 
(and neuronavigation is not feasible in the ordinary clinical context, except for 
ECS). Some authors strongly suggest using large coils that cover wide swaths 
of PFC rather than trying to target small areas with sophisticated techniques in 
treating depression [68].

A few differences must be mentioned. tDCS is considered neuromodulatory, 
TMS and ECS stimulatory.

Chronic ECS consists of continuous trains of stimuli delivered all day long  
at 1–130 Hz. TMS uses a large, rapidly changing magnetic field to induce elec-
trical stimulating currents in the brain that are similar to those that are produced 
by a conventional electric nerve stimulator. These short pulses initiate action 
potentials. Stimulators can deliver either single or repeated pulses at frequen-
cies of 0.2–50 Hz. rTMS consists of daily sessions lasting less than 1 hour and 
repeated for only several weeks at best. There may be a difference between 
descending volleys elicited by the two [55]. TDCS delivers weak direct cur-
rents – 1–2 mA – through a sponge electrode placed on the scalp for 4–5 seconds 
to 20–30 minutes. A portion of the applied current enters the skull where it is 
thought to polarize cortical neurons. Depending on the orientation of the cells 
with respect to the current, the membrane potentials may be hyperpolarized or 
depolarized by a few millivolts [72]. TDCS is applied daily for 20–30 minutes and 
repeated for days to weeks. TMS is heavy, large and expensive, whereas tDCS 
is small, light and much cheaper, portable and battery driven. Although TMS 
is more focal than tDCS, for most therapeutic purposes – as stated – focality is 
not a major issue (MI and premotor areas or SI in stroke rehabilitation, DLPFC 
in depression). Priming stimulation and theta burst stimulation have as yet an 
unknown role in boosting effects and rTMS and tDCS may not achieve the same 
benefit in the same subject in some individuals.

Side effects include seizures but are rare; hearing loss with TMS is a possi-
bility (use earplugs for temporal stimulations). Intracranial ferromagnetic mate-
rial contraindicates TMS. TDCS can be associated with scalp burns and ECS 
with infection, but these are generally treatable.



39chapter | 2  Cerebral – Surface

REfERENcEs

 1. Canavero S, Pagni CA, Castellano G, et al. The role of cortex in central pain syndromes: prelim-
inary results of a long-term Tc-99 HMPAO SPECT study. Neurosurgery. 1993;32:185–191. 

 2. Canavero S, Bonicalzi V, Intonti S, Crasto S, Castellano G. Effects of bilateral extradural corti-
cal stimulation for plegic stroke rehabilitation. Neuromodulation. 2006;9:28–33. 

 3. Canavero S, ed. Textbook of therapeutic cortical stimulation. New York: Nova Science  
Biomedical; 2009. 

 4. Azevedo FA, Carvalho LR, Grinberg LT, et al. Equal numbers of neuronal and nonneu-
ronal cells make the human brain an isometrically scaled-up primate brain. J Comp Neurol. 
2009;513:532–541. 

 5. Aldini J. An account of the late improvements in galvanism, with a series of curious and inter-
esting experiments performed before the commissioners of the French national institute, and 
repeated lately in the anatomical theatres of London, to which is added an appendix containing 
experiments on the body of a malefactor executed at Newgate, and dissertations on animal 
electricity 1793 and 1794. London: Cuthell & Martin and J. Murray; 1803. 

 6. Mottelay PF. Bibliographical history of electricity & magnetism. London: Charles Griffin & Co. 
Ltd; 1922. 

 7. Reilly JP. Electrical stimulation and electropathology. Cambridge: Cambridge University 
Press; 1992. 

 8. Nieuwenhuys R, Voogd J, Van Huijzen C. The human central nervous system. Berlin: Springer 
Verlag; 2008. 

 9. Lyttelton OC, Karama S, Ad-Dab’bagh Y, et al. Positional and surface area asymmetry of the 
human cerebral cortex. Neuroimage. 2009;46:895–903. 

10. Uylings HBM, Sanz-Arigita E, De Vos, et al. The importance of a human 3D database and atlas 
for studies of prefrontal and thalamic functions. Progr. Brain Res. 2000;126:357–368. 

11. Nahas Z, Anderson BS, Borckardt J, et al. Bilateral epidural prefrontal cortical stimulation for 
treatment-resistant depression. Biol Psychiatry. 2010;67:101–109. 

12. Eskandar, E. et al. Congress communication. AANS 2009 annual meeting, A803; 2009.
13. Badre D, D’Esposito M. Is the rostro-caudal axis of the frontal lobe hierarchical?. Nature Rev 

Neurosci. 2009;10:659–669. 
14. Muenchau A, Bloem BR, Irlbacher K, Trimble MR, Rothwell JC. Functional connectivity of 

human premotor and motor cortex explored with repetitive transcranial magnetic stimulation. J 
Neuroscience. 2002;22:554–561. 

15. Schmahmann JD, Pandya DN. Fiber pathways of the brain. New York: Oxford University 
Press; 2006. 

16. Crochet S, Petersen CH. Cortical dynamics by layers. Neuron. 2009;64:298–299. 
17. Arle JE, Shils JL, Canavero S. Extradural cortical stimulation for central pain. In: Canavero S, 

ed. Textbook of therapeutic cortical stimulation. New York: Nova Science Biomedical; 2009. 
18. Reis J, Swayne OB, Vandermeeren Y, et al. Contribution of transcranial magnetic stimula-

tion to the understanding of cortical mechanisms involved in motor control. J Physiol. 
2008;586:325–351. 

19. Scott SH. The role of primary motor cortex in goal-directed movements: insights from neuro-
physiological studies on non-human primates. Curr Opin Neurobiol. 2003;13:671–677. 

20. Canedo A. Primary motor cortex influences on the descending and ascending systems. Progr 
Neurobiol. 1997;51:287–335. 

21. Rathelot J-A, Strick PL. Subdivisions of primary motor cortex based on cortico-motoneuronal 
cells. PNAS USA. 2009;106:918–923. 



PART | II Regions of Application40

22. Hatsopoulos N, Xu Q, Amit Y. Encoding of movement fragments in the motor cortex. J Neuro-
science. 2007;27:5105–5114. 

23. Canavero S, Bonicalzi V. Extradural cortical stimulation for movement disorders. In: Sakas D, 
Simpson B, Krames E, eds. Operative neuromodulation. II Neural networks surgery. Vienna: 
Springer-Verlag; 2007:223–232. 

24. Enomoto H, Ugawa Y, Hanajima R, et al. Decreased sensory cortical excitability after 1Hz 
rTMS over the ipsilateral primary motor cortex. Clin Neurophysiol. 2001;112:2154–2158. 

25. Uozumi T, Tamagawa A, Hashimoto T, Tsuji S. Motor hand representation in cortical area 44. 
Neurology. 2004;62:757–761. 

26. Schieber MH. Constraints on somatotopic organization in the primary motor cortex. J Neuro-
physiol. 2001;86:2125–2143. 

27. Beinsteiner R, Windischberger C, Lanzenberger R, Edward W, Cunnington R, Erdler M. Finger 
somatotopy in human motor cortex. NeuroImage. 2001;13:1016–1026. 

28. Graziano M. The organization of behavioral repertoire in motor cortex. Annu Rev Neurosci. 
2006;29:105–134. 

29. Branco DM, Coelho TM, Branco BM, et al. Functional variability of the human cortical mo-
tor map: electrical stimulation findings in perirolandic epilepsy surgery. J Clin Neurophysiol. 
2003;20:17–25. 

30. Tanriverdi T, Al-Jehani H, Poulin N, Olivier A. Functional results of electrical cortical stimula-
tion of the lower sensory strip. J Clin Neurosci. 2009;16:1188–1194. 

31. Farrell DF, Burbank N, Lettich E, et al. Individual variation in human motor-sensory (Rolandic) 
cortex. J Clin Neurophysiol. 2007;24:286–293. 

32. Penfield W, Boldrey E. Somatic motor and sensory representation in the cerebral cortex of man 
as studied by electrical stimulation. Brain. 1937;60:389–443. 

33. Thickbroom GW, Byrnes ML, Walters S, Stell R, Mastaglia FL. Motor cortex reorganisation in 
Parkinson's disease. J Clin Neurosci. 2006;13:639–642. 

34. Schaefer SY, Haaland KY, Sainbur RL. Ipsilesional motor deficits following stroke reflect 
hemispheric specializations for movement control. Brain. 2007;130:2146–2158. 

35. Hammond G. Correlates of human handedness in primary motor cortex: a review and hypoth-
esis. Neurosci Biobehav Rev. 2002;26:285–292. 

36. Salenius S, Hari R. Synchronous cortical oscillatory activity during motor action. Curr Opin 
Neurobiol. 2003;13:678–684. 

37. Nahmias F, Debes C, Ciampi De Andrade D, Mhalla A, Bouhassira D. Diffuse analgesic effects 
of unilateral rTMS in healthy volunteers. Pain. 2009;147:224–232. 

38. Canavero S, Bonicalzi V. Centeral pain sydnrome. Cambridge: Cambridge University Press; 2011, 
2nd ed.

39. Bishop PO, Burke W, Davis R. Single-unit recording from antidromically activated optic radia-
tion neurons. J Physiol. 1962;162:432–450. 

40. Stoney SD, Thompson WD, Asanuma H. Excitation of pyramidal tract cells by itracortical 
microstimulation: effective extent of stimulating current. J Neurophysiol. 1968;31:659–669. 

41. Ranck JB. Which elements are excited in electrical stimulation of mammalian central nervous 
system. A review. Brain Res. 1975;98:417–449. 

42. Tehovnik EJ, Tolias AS, Sultan F, Slocum WM, Logothetis NK. Direct and indirect activation 
of cortical neurons by electrical microstimulation. J Neurophysiol. 2006;96:512–521. 

43. Nowak LG, Bullier J. Axons but not cell bodies are activated by electrical stimulation in cortical 
grey matter. Exp Brain Res. 1998;118:477–488. 

44. Histed MH, Bonin V, & Reid RC. Direct activation of sparse, distributed populations of cortical 
neurons by electrical microstimulation. Neuron. 2009; 63, 508-522.



41chapter | 2  Cerebral – Surface

45. Speer AM, Willis MW, Herscovitch P, et al. Intensity-dependent regional cerebral blood flow 
during 1-Hz repetitive transcranial magnetic stimulation (rTMS) in healthy volunteers studied 
with H215O positron emission tomography: I. Effects of primary motor cortex rTMS. Biol 
Psychiatry. 2003;54:818–825. 

46. Gangitano M, Valero-Cabré A, Tormos JM, Mottaghy FM, Romero JR, Pascual-Leone A. 
Modulation of input-output curves by low and high frequency repetitive transcranial magnetic 
stimulation. Clin Neurophysiol. 2002;113:1249–1257. 

47. Sommer M, Sommer M, Wu T, Tergau F, Paulus W. Intra- and interindividual variability of motor 
responses to repetitive transcranial magnetic stimulation. Clin Neurophysiol. 2002;113:265–269. 

48. Kim JY, Chung EJ, Lee WY, et al. Therapeutic effect of repetitive transcranial magnetic 
stimulation in Parkinson's disease: analysis of [11C] raclopride PET study. Mov Disorders. 
2007;23:207–211. 

49. Silvanto J, Muggleton NG. A novel approach for enhancing the functional specificity of TMS: 
revealing the properties of distinct neural populations within the stimulated region. Clin Neuro-
physiol. 2008;119:724–726. 

50. Seyal M, Shatzel AJ, Richardson SP. Crossed inhibition of sensory cortex by 0.3 Hz transcranial 
magnetic stimulation of motor cortex. J Clin Neurophysiol. 2005;22:418–421. 

51. Pasley BN, Allen EA, Freeman RD. State-dependent variability of neuronal responses to tran-
scranial magnetic stimulation of the visual cortex. Neuron. 2009;62:291–303. 

52. Bienenstock EL, Cooper LN, Munro PW. Theory for the development of neuron selectivity: ori-
entation specificity and binocular interaction in the visual cortex. J Neurosci. 1982;2:32–48. 

53. Abraham WC, Tate WP. Metaplasticity: a new vista across the field of synaptic plasticity. Prog 
Neurobiol. 1997;52:303–323. 

54. Turrigiano GG, Nelson SB. Homeostatic plasticity in the developing nervous system. Nat Rev 
Neurosci. 2004;5:97–107. 

55. Lefaucheur JP. Principles of therapeutic use of transcranial and epidural cortical stimulation. 
Clin Neurophysiol. 2008;119:2179–2184. 

56. Rattay F. Analysis of electrical excitation of CNS neurons. IEE Trans Biomed Eng. 1998;45:766–
772. 

57. Rise MT. Instrumentation for neuromodulation. Arch Med Res. 2000;31:237–247. 
58. Testerman RL, Rise MT, Stypulkowski PH. Electrical stimulation as therapy for neurological 

disorder. IEEE Eng Med Biol Mag. 2006;25:74–78. 
59. Canavero S, Massa-Micon B, Cauda F, Montanaro E. Bifocal extradural cortical stimulation-

induced recovery of consciousness in the permanent post-traumatic vegetative state. J Neurol. 
2009;256:834–836. 

60. Rumi DO, Gattaz WF, Rigonatti SP, et al. TMS accelerates the antidepressant effect of amitrip-
tyline in severe depression: a double-blind, placebo-controlled study. Biol Psych. 2005;57:162–
166. 

61. Plewnia C, Lotze M, Gerloff C. Disinhibition of the contralateral motor cortex by low-frequen-
cy rTMS. Neuroreport. 2003;14:609–612. 

62. Cavada C, Goldman-Rakic PS. Posterior parietal cortex in rhesus monkey: II. Evidence for 
segregated corticocortical networks linking sensory and limbic areas with the frontal lobe. J 
Comp Neurol. 1989;287:422–445. 

63. Meyer BU, Röricht S, Gräfin von Einsiedel H, Kruggel F, Weindl A. Inhibitory and excitatory 
interhemispheric transfers between motor cortical areas in normal humans and patients with 
abnormalities of the corpus callosum. Brain. 1995;118:429–440. 

64. Komssi S, Aronen HJ, Huttunen J, et al. Ipsi- and contralateral EEG reactions to transcranial 
magnetic stimulation. Clin Neurophysiol. 2002;113:175–184. 



PART | II Regions of Application42

65. Muellbacher W, Boroojerdi B, Ziemann U, Hallett M. Analogous corticocortical inhibition and 
facilitation in ipsilateral and contralateral human motor cortex representations of the tongue. J 
Clin Neurophysiol. 2001;18:550–558. 

66. Murphy DN, Boggio P, Fregni F. Transcranial direct current stimulation as a therapeutic tool 
for the treatment of major depression: insights from past and recent clinical studies. Curr Opin 
Psych. 2009;22:306–311. 

67. Hines JZ, Lurie P, Wolfe SM, et al. Post hoc analysis does not establish effectiveness of rTMS 
for depression. Neuropsychopharmacology. 2009;34:2053–2054. 

68. Fitzgerald PB. R-TMS treatment for depression: lots of promise but still lots of questions. Brain 
Stimulation. 2009;2:185–187. 

69. Schutter DJ. Antidepressant efficacy of high-frequency transcranial magnetic stimulation over 
the left dorsolateral prefrontal cortex in double-blind sham-controlled designs: a meta-analysis. 
Psychol Med. 2009;39:65–75. 

70. George MS, Aston-Jones G. Noninvasive techniques for probing neurocircuitry and treating 
illness: VNS, TMS and tDCS. Neuropsychopharmacology. 2010;35:301–316. 

71. Palm U, Keeser D, Schiller C, et al. tDCS in therapy-resistant depression: preliminary results 
from a double-blind, placebo-controlled study. Brain Stimulation. 2008;3:241–242. 

72. Priori A, Hallett M, Rothwell JC. Repetitive transcranial magnetic stimulation or transcranial 
direct current stimulation? Brain stimulation. 2009;2:241–245. 



43

Commentary on Cerebral – Surface

Beatrice, Cioni MD

Department of Functional and Spinal Neurosurgery, Catholic University, Rome, Italy

The chapter by Canavero deals with the stimulation of the cortex, either tran-
scranially or extradurally or direct. The author gives an extensive description 
of the structural and physiological complexity of the cerebral cortex, analyzing 
in detail the role of cells, fibers, and association fibers, focusing mainly on 
neuronal activity. However, a major portion of the brain is made of glial cells, 
including astrocytes that may release neurotransmitters such as glutamate 
through a vesicular non-synaptic mechanism [1]. The released glutamate may 
act on adjacent neurons through their pre- and postsynaptic glutamate recep-
tors, leading to a synchronization of the neural firing pattern; blocking syn-
aptic transmission does not abolish this synchronization [1]. The interaction 
between glial cells and neurons probably plays a major role in the abnormal 
synchronization of neuronal firing pattern underlying many brain disorders 
(epilepsy, Parkinson's disease) and disrupting this abnormal synchronization 
may be a mechanism of action of neuromodulation at cortical level. Fregni et 
al. in a paper published online report a phase II sham-controlled clinical trial 
assessing the clinical effect and brain metabolic correlate of low frequency 
TMS targeting SII in patients with visceral pain due to chronic pancreatitis  
[2]. Modulation of right SII with 1 Hz TMS was associated with a significant 
analgesic effect and this effect was correlated with a change of glutamate and 
N-acetyl aspartate levels as measured in vivo by single voxel proton magnetic 
resonance spectroscopy.

The cortex shows a morphological high variability both at micro- and macro-
scopic level between different subjects and in the same subject, between different 
areas and same areas of different hemispheres. It shows also a great functional 
variability. Most of the studies on the activity of the cerebral cortex come from 
non-human experiments. In humans, the functions of the cortex are studied utiliz-
ing non-invasive stimulation, neuroradiology and electrophysiology during sur-
gery. Non-invasive surface transcranial magnetic stimulation is widely spread; 
its limitation is the poor spatial resolution unless neuronavigated; the motor area 
is defined as the spot with the lowest threshold for the activation of that spe-
cific muscle, regardless of the actual position of M1. Functional MRI (fMRI) is 
rarely performed with pure tasks: finger tapping is not a pure motor task, sensory 

Chapter 2.1
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 proprioceptive inputs play an important role and this may explain why the fMRI 
‘motor area’ is often placed more posteriorly than the electrophysiologically 
identified motor area. And we have to keep in mind that both fMRI and DTI are 
mathematical probability functions and not ‘true’ images. Electrophysiological 
studies during surgery or utilizing surgically placed electrodes give more precise 
results. However, the technique used to stimulate the cortex is important. Penfield 
first systematically stimulated the sensory–motor cortex and described the sen-
sory and motor ‘homunculus’ [3]. He utilized a bipolar direct stimulation of the 
cortex, applying 50–60 Hz stimuli up to 20 mA for 1–4 seconds, in the awake 
patient and looked for movements or sensations. This technique often induced 
complex motor or sensory responses and provoked epileptic seizures in a high 
percentage of cases (20–25%). Motor responses (as well as sensory responses) 
involving more than one joint may be obtained both from precentral and postcen-
tral gyrus. Negative motor points have been identified as well as spots interfering 
with the production of language. Penfield and Jasper wrote [3]:

Electrical stimulation (like local epileptic discharge) may produce movement…
Stimulation produces toe movement within the longitudinal fissure. But ankle movement 
is elicited half of the time within the fissure and half of the time on the lateral aspect…the 
location of any given movement response may vary several centimetres…although the 
order of representation remains constant…Movements may be elicited also by stimula-
tion of the post-central gyrus. In general, when the total motor responses are considered, 
it is found that 80% of them resulted from precentral stimulation and 20% from postcen-
tral stimulation…of the total sensory responses, 25% resulted from precentral stimula-
tion as compared with 75% from postcentral.

Nowadays, we have the possibility to stimulate the cortex with a short train of 
high frequency pulses. A train of 3–5 pulses at 250–500 Hz is delivered directly 
over the cortex in anesthetized patients and motor responses are recorded from 
muscles of the controlateral hemibody The motor threshold for each muscle 
may be established [4]. We believe that in such a complex scenario as the cortex, 
it is of paramount importance to collect all the possible electrophysiological 
and biochemical information on the electrode position and interference with 
the underlying cortex and with the whole brain. In cases of chronic pain, motor 
cortex stimulation is performed placing the extradural electrode paddle perpen-
dicular to the central sulcus and the collection of neurophysiological data to be 
compared to the clinical results led to the same conclusion in different groups 
of surgeons. In 2007, Yamamoto et al. [5] found a significant direct correlation 
between D-wave amplitude recorded by a cervical spinal epidural electrode fol-
lowing motor cortex stimulation and VAS reduction. Holsheimer et al. [6] found 
that the anode providing the largest muscle response in the area of pain gave 
the best pain relief. Our group, after a small craniotomy, stimulated the motor 
cortex by a monopolar handheld probe using the high frequency short train 
technique with increasing current. We recorded the muscle response in order to 
select the area somatotopically corresponding to the body region of pain with 
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the lowest motor threshold. Here we placed the electrode paddle perpendicular 
to the central sulcus with at least one contact over the sensory cortex. We stimu-
lated the spot with the lowest motor threshold as a cathode, while the contact 
over the sensory cortex was used as an anode. The patients implanted with such 
a technique, got excellent long-lasting pain relief.

At the moment, we use cortex stimulation in an empirical way: we do not 
know which neurons or cells or fibers should be activated, inhibited or tonically 
polarized; we do not know which electrode geometry or combination is the best 
or which parameters of stimulation (pulsewidth, frequency, voltage) are opti-
mal. We select parameters of stimulation through a process of trial and error. An 
analysis of the distribution of electrical field and current density generated in 
the brain during stimulation and of the effect of such an electrical field on differ-
ent neurons is important to optimize the delivery of cortical stimulation. (For a 
detailed description of the fundamental principles governing cortex stimulation 
see [7].) The authors in this paper address many common misconceptions. It is 
a common belief that bipolar stimulation will target the area between the two 
contacts because current flows from the anode to cathode through this region, 
but the area where the activating function is greatest is directly beneath the con-
tacts, whereas exactly in the middle between anode and cathode the activating 
function is minimal. Computer modeling may be of help in enhancing neuro-
modulation of cerebral cortex.

Manola et al. developed a computer model of how extradural cortical stimu-
lation for pain treatment may work [8,9]. The model consists of a 3D volume 
conductor model and a nerve cell model and their modeling results may be sum-
marized as follows: the bipolar stimulation between two contacts of the elec-
trode paddle corresponds to a bifocal monopolar stimulation, due to the wide 
distance between contacts. The anode cannot be considered an indifferent con-
tact, it excites the fibers that run perpendicular to the electrode surface, while the 
cathode excites the fibers running horizontally under the paddle. They studied 
how different contact combinations influenced different fibers (assuming the 
same diameter for all). A bipolar combination with the cathode over the precen-
tral gyrus will excite fibers parallel to the cortical laminae, being intrinsic corti-
cal fibers or bifurcations/collaterals of ascending cortical afferents. Only axons 
can be excited, not cell bodies/dendrites; antidromic propagation of stimulus-
induced axon potentials by thalamocortical fibres may be possible. The distance 
between the electrodes and the neural elements is important; for every 1–mm of 
CSF we need 6.6 V to obtain the same effect on the neural tissue. Probably this 
problem was overestimated; in clinical practice, the straight paddle implanted 
over the convex surface of the dura will squeeze the CSF underlying the paddle. 
These modeling predictions match with experimental and clinical data.

In the near future, improvements in electrode technology, namely nanotech-
nologies, will allow better stimulation/recording with fine tuning of complex 
neural networks, closed loop stimulation and influence on neurotransmitters 
concentration and distribution [10].
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sTUdy qUEsTIoNs

1. Considering the functional localization and network circuitry within the cere-
bral cortex, what approach or details in modeling its activity might be most 
helpful?

2. What might account for the delay that often occurs in clinical benefit from 
motor cortex stimulation?
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INTRodUcTIoN
The notion that functional brain disorders can be treated by modulating the 
activity of subcortical brain regions is as old as modern neurosurgery. Meyers 
is credited with performing the first transventricular lesions of the basal ganglia 
[1], but it was not until the invention of ventriculography and the human ste-
reotactic frame that surgical approaches to deep brain targets became routine. 
Ablation represents the simplest means by which to modulate neural activity 
but, given the risks associated with creating irreversible brain lesions, the hor-
rific experience of trans-orbital frontal lobotomy in America, and the introduc-
tion of chlorpromazine in the 1950s and levodopa in the 1960s, neuroablative 
procedures fell into disfavor until their resurrection in the late 1980s.

Over the last two decades, the field of deep cerebral neuromodulation has 
developed rapidly (Table 3.1). Chronic electrical deep brain stimulation (DBS) 
has supplanted neuroablation as the primary neuromodulatory technique and has 
become a standard treatment for medically refractory essential tremor, Parkinson's 
disease, and primary dystonia. The treatment of obsessive–compulsive disorder 
(OCD) with DBS has been approved in the USA and pivotal trials of DBS for epi-
lepsy and major depressive disorder (MDD) are either completed or in progress. In 
addition, alternatives to electrical neuromodulation are being developed including 
gene therapy directed at both neuroprotection/restoration and neuromodulation. In 
this chapter, we provide an overview of the various deep cerebral targets currently 
being employed for neuromodulatory therapy. The scientific/physiologic rationale 
for modulating these targets will be discussed and key clinical research findings 
will be highlighted. Due to space constraints, we will focus on electrical neuro-
modulation as this is currently the most widely employed modality, but any of 
these sites may be targeted with novel neuromodulatory techniques in the future.

THE THAlAMUs

Following the pioneering work of Hassler in Germany [2], Cooper in the USA 
[3], and Narabayashi in Japan [4], the thalamus was the favored target of func-
tional neurosurgeons in the pre-computed tomography (CT), pre-microelec-
trode, pre-levodopa era. The reasons are obvious:
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Table 3.1 Summary of deep cerebral targets and indications for neuro-
modulation

Disease/disorder Target

Pain
 Nocioceptive
 Neuropathic

Periventricular/periaqueductal gray (PVG/PAG)
Ventrocaudal thalamus

Tremor
 Essential tremor*

 Parkinsonian tremor*

 Intention tremor

Ventrolateral thalamus#

Zona incerta/pre-lemniscal radiation

Parkinson's disease*

 Rigidity
 Bradykinesia
 Levodopa-induced dyskinesia
 Motor fluctuations
 Tremor

  Gait akinesia and postural instability

Posteroventral globus pallidus pars internus #

Subthalamic nucleus#

Pedunculoponinte nucleus (PPN)

Dystonia
 Primary generalized dystonia*

 Secondary dystonia
Posteroventral globus pallidus pars iInternus#

Subthalamic nucleus#

Ventolateral tThalamus

Epilepsy
 Remote from the epileptogenic focus

 At the epileptogenic focus

Cerebellum
Centromedian nucleus of the thalamus
Anterior nucleus of the thalamus
Subthalamic nucleus
Head of the caudate nucleus

Cortical
Mesial temporal lobe (MTL)

Tourette's syndrome Centromedian nucleus of the thalamus
Posteroventral globus pallidus pars interna
Anteromedial globus pallidus pars interna
Nucleus accumbens (NAc) and anterior limb of 
internal capsule (IC)

Obsessive–compulsive disorder* Ventral capsule/ventral striatum (VC/VS)#

Nucleus accumbens

Depression Subgenual cingulate cortex (Brodmann's area 25)
Rostral cingulate cortex (Brodmann's area 24a)
Ventral striatum/nucleus accumbens
Inferior thalamic peduncle
Lateral Habenula

Addiction Nucleus accumbens

Obesity Ventromedial hypothalamus

The current list of proposed indications and potential deep cerebral targets for neuromodulation 
are presented.

*Indicates an approved indication.
#Indicates an approved target for the given indication. (NB: Dystonia and obsessive–compulsive 
disorder are approved in the USA under a ‘Humanitarian Device Exemption’)



49chapter | 3  Cerebral – Deep

1.  in structures such as the ventrocaudal (Vc) and ventrolateral (VL) nuclei,  
neurons are arranged in a clear topographic manner, simplifying electro-
physiological mapping with the cruder macroelectrode techniques of the 
day

2.  the effects of stimulation at these targets typically are immediate, allow-
ing the surgeon to feel comfortable about electrode position prior to per-
forming an irreversible ablation

3.  functions are relatively compartmentalized in the thalamus so that one 
may treat movement, for example, without affecting sensation.

Today, the thalamus is targeted less frequently than other deep cerebral struc-
tures, but a working knowledge of thalamic anatomy and physiology remains 
essential. The interested reader is directed to Dr Ronald Tasker's classic work on 
thalamic physiology [5] and Dr Patrick Kelly's detailed description of his vent-
rolateral thalamotomy technique, employing semi-microelectrode recording [6].

Pain

Deep brain stimulation-derived analgesia was first observed and reported by 
Pool [7] and Heath [8] who found that stimulating the septal nuclei, includ-
ing the diagonal band of Broca anterolateral to the forniceal columns, resulted 
in significant pain relief in psychiatric patients. Mazars reported that thalamic 
stimulation produces paresthesias with simultaneous long-lasting relief of deaf-
ferentation pain [9]. As a direct extension of Melzack and Wall's ‘Gate the-
ory’[10], Reynolds reported on the analgesic effect of aqueductal stimulation 
in rats [11]. Analogous work by Hosobuchi [12] and Richardson [13,14] first 
demonstrated the efficacy of thalamic and periventricular/periaqueductal gray 
(PVG/PAG) stimulation for the relief of pain. Since then, the Vc and PVG/PAG 
have been the most studied sites of DBS for pain in humans.

The mechanisms underlying pain relief via stimulation at these sites appear 
to be different yet are still not completely understood. Hosobuchi proposed that 
pain relief derived from PVG/PAG stimulation is mediated by opioid release fol-
lowing the observation that stimulation-induced analgesia at this site is blocked 
with naloxone [12]. Current thought maintains that the analgesic effect of PVG/
PAG stimulation is mediated by multiple opioid- and biogenic amine-dependent 
supraspinal descending pain modulatory systems. In addition, ascending path-
ways from the PVG to the medial dorsal nucleus of the thalamus, an area asso-
ciated with the limbic system and with extensive connections to the amygdala 
and cingulate cortex, have been identified, raising the possibility that stimula-
tion of the PVG may also modify the patient's emotional response to pain [15]. 
Consequently, the majority of PVG stimulation studies have concentrated on 
its utility in treating intractable nociceptive rather than neuropathic pain. The 
results of many individual studies and pooled meta-analyses of PVG/PAG DBS 
for nociceptive pain have demonstrated success rates as high as 63%, depending 
on the etiology [16].
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In contrast, pain relief from Vc thalamic stimulation is thought to be mediated 
by activation of the nucleus raphe magnus of the rostro-ventral medulla as well 
as descending inhibitory pain pathways [17]. Ventrocaudal thalamic stimulation 
has been applied most frequently in the setting of neuropathic/deafferentation 
pain syndromes, including anesthesia dolorosa, post-stroke pain, brachial plexus 
avulsion, post-herpetic neuralgia, and post-cordotomy dysesthesia. In general, 
deafferentation pain syndromes respond less well to stimulation than do nocicep-
tive syndromes, with relief in a mean of 47% of patients [16]. Of these, 31% of 
patients with a central pain etiology (e.g. thalamic post-stroke pain) respond to 
thalamic DBS, while 51% of those with a peripheral etiology (e.g. post-herpetic 
neuralgia) experience a meaningful response. Interestingly, the rate of long-term 
pain alleviation is highest in those patients undergoing DBS of the PVG/PAG 
alone (79%), or the PVG/PAG plus the thalamus (87%). Stimulation of the thala-
mus alone is less effective (58%) than stimulation of the PVG/PAG ± thalamus 
(P < 0.05) [16]. Many studies have thus concluded that DBS is more effective in 
treating nociceptive pain syndromes and that stimulation at both the PVG/PAG 
and thalamus may be most effective [16]. Presently, DBS is not approved in the 
USA at either target for the treatment of refractory pain.

Tremor

Tremor is a rhythmic, involuntary oscillation of the musculature that can affect 
the head, extremities, and/or trunk. Tremor is characterized by its clinical mani-
festations (i.e. resting, postural, action, and/or intention) and may be caused by 
multiple neurological disorders including Parkinson's disease (PD), essential 
tremor (ET), traumatic brain injury, stroke, and multiple sclerosis. In the 1950s, 
Cooper serendipitously discovered that ligation of the anterior choroidal artery 
ameliorated tremor, though paresis could also result [18]. Further research 
by Narabayashi [4], Hassler [2], Cooper [3], and others identified the vent-
rolateral nucleus of the thalamus as the primary target for eliminating tremor 
and employed ventriculography-based stereotaxis to ablate this site directly. 
Thereafter, thalamotomy remained the most commonly performed procedure 
for involuntary movement disorders until the late 1980s when Benabid devel-
oped DBS [19].

The junction of the ventral intermediate (Vim) and ventral oralis posterior 
(Vop) subnuclei of the VL thalamus is the most commonly targeted site for 
treating disabling parkinsonian and essential tremor with DBS [19,20]. The 
Vim and Vop are histologically distinct subnuclei located posteriorly in the VL 
nucleus. The Vim receives excitatory cerebellar input and projects to the motor 
cortex. The zona incerta, which is often included in the stimulaton field, con-
tains the thalamic fasciculus and is partly made up of dentatothalamic and pal-
lidothalamic projections.

Multicenter trials in North America [21,22] and Europe [23,24] as well as 
smaller case series report excellent results with unilateral and bilateral thalamic 
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DBS for tremor. Taken together, these studies report significant improvement 
of hand tremor in up to 75% of unilaterally and 95% of bilaterally stimulated 
patients, respectively [19]. Axial tremor (head, voice) is improved in up to 50% 
and 100% of unilaterally and bilaterally stimulated patients, respectively [19]. 
These effects appear to be long lasting, though tremor recurrence due to stimu-
lation tolerance has been reported. Studies comparing DBS to radiofrequency 
thalamotomy demonstrate equivalent tremor suppression but a lower risk of neu-
rological complications in patients treated with DBS [25–27]. The most common 
deficits related to thalamic interventions are hemiparesis, dysarthria, ataxia, and 
sensory deficits, most of which abate over time. Suppression of tremor results in 
significant reductions in functional disability in patients with ET [28]. In con-
trast, patients with advanced PD do not realize significant functional improve-
ments following thalamic DBS because their other more disabling symptoms 
(e.g. rigidity, bradykinesia, motor fluctuations, levodopa-induced dyskinesia, 
and gait disturbance) are not improved. Consequently, DBS at other targets is 
more commonly employed for patients with advanced PD (see below).

Epilepsy

By its very nature, epilepsy would appear to be the ideal disorder to treat with 
electrical neurostimulation and, in particular, intermittent responsive stimulation. 
Toward that end, neurosurgeons have targeted a number of deep cerebral, cer-
ebellar, and brainstem sites with the hope of controlling seizure disorders. These 
include the corpus callosum, caudate nucleus, centromedian thalamus, posterior 
hypothalamus, subthalamic nucleus and the hippocampus. Stimulation at these 
targets has often appeared efficacious in small open-label studies, but failed 
to achieve significant seizure control when tested in a controlled fashion [29]. 
Consequently, most of these deep brain stimulation strategies have been aban-
doned and the substantial population of medically refractory epilepsy patients 
who are not candidates for resective/ablative surgery are currently treated with 
vagus nerve stimulation. Nevertheless, two neurostimulation strategies, one 
‘open-loop’ and one responsive, are in advanced stages of clinical testing and 
might be commercially available by the time this textbook is published.

Anterior Nucleus of the Thalamus (ANT)
The ANT is a component of Papez’ circuit and is thought to play a central role 
in the propagation of seizure activity. Its small size, surgical accessibility, and 
direct connection to limbic structures, make it an attractive target for neuromod-
ulation. High frequency stimulation of the ANT has been found to raise seizure 
thresholds in animal models of epilepsy and preliminary open-label clinical tri-
als have demonstrated significant reductions in seizure frequency in small num-
bers of patients [30–34]. Based on these successes, a 110-patient, double-blind, 
multicenter trial of ANT DBS for medically refractory epilepsy was completed 
in 2008 [35]. Cycled stimulation at the ANT resulted in a statistically significant 
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40% reduction in the median seizure frequency of the treatment group versus a 
14% seizure reduction in the control group. After 2 years of open-label stimu-
lation, the median seizure frequency was reduced 56%, with 54% of patients 
achieving seizure frequency reductions of 50% or more [35]. Based on these 
results a United States Food and Drug Administration (FDA) advisory board has 
recommended approval of ANT DBS for the treatment of medically refractory 
complex partial epilepsy.

Responsive Neurostimulation (RNS)
A second approach to therapeutic neurostimulation for epilepsy involves the 
use of a ‘closed loop’ or responsive system, which detects seizures before they 
manifest clinically, and disrupts them with a short burst of electrical stimula-
tion. Neuropace, Inc. recently presented the results of their multicenter, double-
blind trial in which 191 patients with medically refractory partial epilepsy were 
randomized to therapeutic or sham stimulation for a 3-month period following 
implantation of the device [36]. At the conclusion of the 3-month blinded phase 
of the study, patients who received therapeutic stimulation experienced a mean 
29% reduction in disabling seizures versus a 14% reduction in the sham-stimu-
lation control group [36] (interestingly, the identical placebo response observed 
in the ANT/DBS trial [35]). A ruling from the FDA is pending.

Tourette's syndrome

Tourette's syndrome (TS) is a chronic complex neuropsychiatric disorder charac-
terized by sudden, repetitive, stereotyped motor or vocal tics. Tourette's syndrome 
is often co-morbid with OCD, attention deficit hyperactivity disorder (ADHD), 
and/or self-injurious behavior [37,38]. Similar to Parkinson's disease (see below), 
disordered cortico-striato-pallido-thalamo-cortical circuitry may be responsible 
for the motor and non-motor manifestations of TS. Hyperactivity within the dop-
aminergic system may lead to excessive thalamocortical drive, resulting in hyper-
excitability of cortical motor areas and the release of tics. Hyperactivity in Broca's 
area, the frontal operculum, and the caudate nucleus may underlie vocal tics, 
while abnormal activation of the orbitofrontal region (as is observed in OCD), 
may underlie the compulsions that patients with TS experience [37,38].

Based on Hassler and Dieckmann's success with thalamic lesioning for TS 
[39], Visser-Vandewalle et al (1999) performed the first thalamic DBS for TS in 
a 42-year-old male, achieving complete resolution of his tics one year postop-
eratively [40]. Since then, several small series have reported success with DBS 
for TS at four different targets:

1.  the centromedian nucleus including either the substantia periventricularis 
and nucleus ventro-oralis internus (CM–SPv–Voi) [40–43] or the parafas-
cicular nucleus (CM-Pf) [44]

2. the posteroventral globus pallidus pars interna (GPi) [45–47]
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3. the anteromedial GPi [44]
4.  the nucleus accumbens (NAc) and anterior limb of internal capsule (IC)  

[37,48,49].

Preliminary data suggest that the efficacy of thalamic versus pallidal DBS in TS is 
similar, though pallidal stimulation may attenuate tics more abruptly and thalamic 
stimulation may yield better effects on mood and impulsivity [38,44]. According 
to a recent review by Porta et al, tic reduction ranging from 25 to 100% has been 
reported in a total of 39 TS patients with follow-up periods of 3–60 months [50]. 
Additional research will be necessary to determine whether an optimal target for 
TS exists and whether efficacy can be demonstrated in larger case series.

gloBUs PAllIdUs PARs INTERNUs (gPi)

Spiegel and Wycis may be credited with inventing electrical pallidotomy (or 
rather ansotomy) for the treatment of parkinsonian tremor and rigidity in 1947 
[51]. Their groundbreaking work was independently confirmed by Narabayashi, 
who performed procaine oil-induced transient pallidotomies in a series of PD 
patients [52,53]. Over the next decade, Fenelon, Leksell, Guiot, and Cooper all 
advocated mesial pallidotomy and ansotomy for the treatment of tremor and 
rigidity [54–57]. Interestingly, Cooper noted superior results from pallidotomy in 
patients with dystonia musculorum deformans (now known as DYT1-associated 
torsion dystonia) [58–60]. In 1960, Svennilson reported improved results for pal-
lidotomy in Parkinson's disease when the lesion was placed more ventrally, poste-
riorly, and laterally in the GPi [61]. A quarter century later, DeLong and colleagues 
employed microelectrode recording techniques to demonstrate that the neurons 
in the posteroventral GPi subserve sensorimotor functions, and that this region 
becomes hyperactive in primates with MPTP-induced parkinsonism [62]. These 
findings provided the scientific underpinnings for the resurgence of posteroventral 
pallidotomy for medically refractory PD, which was championed by Laitinen and 
colleagues in Sweden [63,64]. Moreover, DeLong and colleagues’ work resulted 
in the more widespread use of microelectrode recording as a localization technique 
during stereotactic targeting in patients. Though controversial, microelectrode 
techniques provide useful information that macroelectrode techniques do not, and 
may impact targeting in a significant proportion of pallidal interventions [65].

Posteroventral pallidotomy effectively alleviates tremor, rigidity, bradyki-
nesia, and levodopa-induced dyskinesias in the contralateral hemibody of PD 
patients, however, the performance of bilateral procedures may be associated 
with serious speech, swallowing, and cognitive complications, so that the over-
all utility of pallidotomy in patients with advanced symmetric disease, severe 
motor fluctuations, and gait disturbance is limited [66]. However, the successes 
of both unilateral pallidotomy and thalamic DBS as a replacement for thal-
amotomy set the stage for the use of bilateral DBS at both the GPi and the 
subthalamus (see below) for the treatment of Parkinson's disease and primary 
generalized dystonia.
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Parkinson´s disease

The serendipitous discovery that MPTP (1-methyl-4-phenyl-1,2,3,6-tetrahydro-
pyridine) poisoning can induce a parkinsonian state in humans and non-human 
primates has contributed greatly to our current understanding of PD and basal 
ganglia physiology as it pertains to motor function. In the classic model pro-
posed by DeLong and Crutcher [67], the striatum (caudate nucleus and putamen) 
receives broad input from the cortex and the intralaminar nuclei of the thalamus 
as well as dopaminergic input from the substantia nigra pars compacta (SNc). 
The globus pallidus pars interna (GPi) and substantia nigra pars reticulata (SNr) 
generate the dominant motor output of the basal ganglia, extending projections 
to the ventroanterior and ventrolateral (VA/VL) nuclei of the thalamus via the 
ansa lenticularis and fasciulus lenticularis (Fig. 3.1). The VA/VL nuclei, in turn, 

fIgURE 3.1 Basal Ganglia Circuitry A simplified working model of the basal ganglia in the 
normal and Parkinsonian states is presented. Blue arrows denote excitatory projections; black 
arrows denote inhibitory projections. The thickness of the arrow represents the strength of the neu-
ral activity. The striatum influences the GPi and SNr via two pathways, a direct pathway, which 
inhibits GPi/SNr activity, and an indirect pathway through GPe and STN that stimulates GPi/SNr 
output to the motor thalamus. The projections from GPi/SNr to motor thalamus are inhibitory. In 
the Parkinsonian state, loss of dopaminergic input to the striatum causes an imbalance in these two 
pathways the net result of which is increased activity of the STN, which in turn drives GPi/SNr. 
The increased inhibitory activity to motor thalamus reduces motor cortical activity, presumably 
resulting in the rigidity and bradykinesia that partially characterize Parkinson;s disease. Ablation 
or high frequency stimulation of the STN or GPi is thought to reduce this hyper-inhibition of the 
motor thalamus thereby improving motor function. Abbreviations: CM-Centromedian Nucleus; 
VA-Ventral Anterior Nucleus; VL-Ventro-Lateral Nucleus; SNc-Substantia Nigra pars Compacta; 
SNr-Substantia Nigra pars Reticulata; GPi-Globus Pallidus pars Interna; GPe-Globus Pallidus pars 
Externa; PPN-Pedunculopontine. Adapted from DeLong M. Primate models of movement disorders 
of basal ganglia origin. Trends Neurosci. 1990; 13:281–285.
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project to supplemental motor regions anterior to the primary motor cortex. 
In addition, there exist projections from the GPi/SNr to the pedunculopontine 
nucleus (PPN), which is important in locomotion, and to the superior colliculus, 
which is involved with eye movements. The striatum modulates output from the 
GPi/SNr via direct inhibitory axonal projections and an indirect pathway via the 
globus pallidus par externus (GPe) and the subthalamic nucleus (STN).

In PD, neuronal degeneration within the SNc reduces dopaminergic innerva-
tion of the putamen, throwing off this finely balanced system. This imbalance is 
characterized by hyperactivity of the indirect pathway and hypoactivity of the 
direct pathway resulting in excessive inhibition of the thalamus by the GPi and 
the paucity of movement characteristic of PD [67]. Since both the GPi and the 
STN are overactive in PD, inactivation of either may improve motor function. 
While the subthalamus has been the most widely employed target for DBS in 
PD over the last 15 years (see below), there are some who believe that pallidal 
DBS can achieve similar results with fewer cognitive side effects [68,69]. The 
results of pallidal DBS for PD will be discussed in the section on the subthala-
mus (see below).

dystonia

Perhaps the most impressive results thus far achieved with neuromodulation 
involve the treatment of primary generalized dystonia. The rationale for treating 
dystonia at the GPi is purely empiric and results directly from Cooper's work in 
the 1950s and 1960s [3,57–59], as well as the more contemporary observation 
that off-state dystonia in PD improves with pallidotomy [70]. A number of ret-
rospective open-label studies report dramatic improvement in motor function in 
dystonia patients following pallidotomy, however, surgeons are loathe to make 
irreversible destructive lesions in the brains of children. Instead, pallidal DBS 
has been employed with remarkable results. In 1999, Coubes et al described the 
case of an 8-year-old girl with generalized torsion dystonia whose symptoms 
were so severe she required sedation and mechanical ventilation [60]. Thirty-
six months after DBS, she had returned to school with near normal neurologic 
function [60]. In a subsequent study of 31 patients with primary generalized 
dystonia (PGD), Coubes reported a mean 79% improvement in the BFMDRS 
(Burke–Fahn–Marden dystonia rating scale) motor subscore, 2 years after sur-
gery [71]. Vidailhet prospectively examined 22 patients with PGD noting a 
mean 51% improvement in the BFMDRS scores one year after surgery [72]. 
Kupsch et al performed the only double-blind, sham stimulation-controlled 
study of pallidal DBS for PGD and found that patients who received therapeutic 
stimulation for 3 months exhibited a statistically significant improvement in 
their motor function that those who received sham stimulation did not [73]. Kiss 
et al performed the only prospective multicenter trial of DBS for cervical dysto-
nia, demonstrating both improved motor function and decreased pain following 
pallidal DBS [74]. The response to pallidal DBS in dystonia patients may be 
influenced by patient age and disease duration, the presence or absence of fixed 
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skeletal  deformities, phasic versus fixed motor symptoms, and the anatomical 
position of the implanted DBS electrode [75,76].

The physiological mechanism(s) through which DBS acts remain obscure 
but appear to be different for PD and dystonia. Of primary importance is the 
observation that while PD symptoms often improve within minutes after the 
onset of stimulation, the effects of pallidal DBS for dystonia may not be realized 
for days or weeks and improvement may not be complete for a year or more, 
raising questions about the neuroplastic changes that may be induced by chronic 
stimulation. Moreover, Alterman et al [77] demonstrated that some forms of 
dystonia may respond as well to stimulation at 60 Hz as at the higher frequen-
cies (i.e. > 100 Hz) that are required to treat PD. This corresponds to intraopera-
tive microelectrode recording (MER) data, which demonstrate a mean internal 
pallidal neuronal firing rate of 90–100 Hz in PD but only 50–60 Hz in dystonia. 
Though the firing rates may differ, both disorders are characterized by aberran-
cies in the pattern of neuronal firing including increased synchronous oscillatory 
activity in the basal ganglia circuitry. Disruption of these aberrantly patterned 
signals within the basal ganglia may underlie the effects of both pallidotomy 
[78] and pallidal DBS [77].

sUBTHAlAMIc NUclEUs (sTN)

Key elements of the current working model of the parkinsonian basal ganglia 
are neuronal hyperactivity, increased firing pattern aberrancy, and greater syn-
chronous beta band firing within the STN and GPi. Moreover, DeLong and 
colleagues demonstrated that ablating the hyperactive STN in primates with 
MPTP-induced Parkinsonism results in a reversal of the parkinsonian phenotype 
[79–81]. Clinicians were initially wary of lesioning the STN in humans for fear 
of inducing hemiballism, a well-known complication of stroke in this region. 
Instead, Benabid extended his success with thalamic stimulation, employing 
DBS at the STN bilaterally in the early 1990s [82]. Since that time, STN DBS 
has become the preferred surgical treatment for advanced Parkinson's disease, 
with tens of thousands of implants worldwide.

Scholarly publications consistently demonstrate the safety and efficacy of 
STN DBS in properly selected patients. At a 2009 consensus conference, lead-
ing American and European DBS practitioners from various related subspecial-
ties agreed that STN DBS was effective in PD patients who remain responsive 
to levodopa but have developed marked fluctuations in their motor response 
with or without medication induced dyskinesiae [83]. Patients should undergo 
detailed neurocognitive testing prior to surgery in order to rule out significant 
dementia, which is a contraindication to the procedure. These experts agree 
that, on average, patients can expect an improvement in functional ‘on’ time of 
4–6 hours, a significant decrease in on-state dyskinesia, and reduced rigidity, 
tremor, and bradykinesia [83]. Medication reductions are often significant but 
the goal of therapy is to maximize performance, not minimize medications. The 
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best reported long-term results suggest that a positive response to STN DBS one 
year after surgery will be maintained for at least 5 years, on average [84]. Gait 
and balance difficulties that are not responsive to levodopa are unlikely to be 
improved by STN DBS [83].

Potential complications of DBS procedures include hemorrhage, device 
breakage, and infection [85,86]. Complications related specifically to STN DBS 
for PD include transient or permanent postoperative confusion (which is uncom-
mon in patients who are pre-screened for neurocognitive decline) and decreases 
in verbal fluency [87]. A few small retrospective studies have reported that these 
neurocognitive difficulties occur less frequently in PD patients who undergo 
bilateral GPi DBS [68]. Confirmation of these observations in controlled studies 
is pending [88].

In a recent meta-analysis of 37 cohorts comprising 921 patients treated over 
a span of nearly two decades, the estimated improvement in unified Parkinson's 
disease rating scale (UPDRS) II (activities of daily living) and UPDRS-III 
(motor) scores after surgery in the stimulation on/medication off state compared 
to the preoperative medication off state were 50% and 52%, respectively [85]. 
The average reduction in L-dopa equivalents, dyskinesia, and daily off peri-
ods following DBS surgery was 55.9%, 69.1%, and 68.2%, respectively. The 
average improvement in quality of life as measured by the 39-item Parkinson's 
disease questionnaire (PDQ-39) was 34.5%. Independent predictors of a greater 
improvement in motor score postoperatively were preoperative L-dopa respon-
siveness, higher baseline motor scores, and disease duration [85].

Recently, Follett et al [69] compared pallidal versus subthalamic deep brain 
stimulation for advanced Parkinson's disease. After 24 months, there was no 
difference between mean changes in motor function, as blindly assessed on the 
UPDRS-III, between sites (P = 0.5), although patients undergoing subthalamic 
stimulation required a lower dose of dopaminergic agents than did those under-
going pallidal stimulation (P = 0.02). Visuomotor scores declined more after 
subthalamic stimulation than after pallidal stimulation (P = 0.03), and depres-
sion levels worsened after subthalamic stimulation and improved after pallidal 
stimulation (P = 0.02). Overall, similar improvements in motor function were 
observed after either pallidal or subthalamic stimulation [69].

PEdUNcUloPoNTINE NUclEUs (PPN)

Akinesia of gait and postural instability are crippling and sometimes life-threat-
ening features of advanced PD. In contrast to appendicular symptoms, such 
as rigidity or tremor, these axial motor disturbances are often resistant to both 
dopaminergic therapy and DBS at either the STN or GPi [89]. Consequently, 
investigators have turned to a new target, the pedunculopontine nucleus (PPN) 
in an attempt to address these disabling symptoms.

Converging evidence implicates the PPN in the control of gait and pos-
ture in humans [90–94]. The PPN is believed to be part of the mesencephalic 
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locomotion center, a functionally defined area within which it is possible to 
elicit stimulation-induced, dose-escalating locomotion in the decerebrate cat 
and possibly the monkey [90,91,93]. In humans, the PPN is a cluster of cells 
located in the caudal mesencephalic tegmentum that extends rostrally to the 
dorsomedial aspect of the posterolateral substantia nigra, and to the retroru-
bral field dorsally. It is bound medially by the fibers of the superior cerebel-
lar peduncle and its decussation, and laterally by the medial lemniscus. The 
PPN is subdivided into the pars compacta (PPNc) and pars dissipatus (PPNd) 
on the basis of cell density. In humans, the PPNc is comprised primarily of 
cholinergic neurons (>90%), while the PPNd has a significant glutamatergic 
population [90,91,93].

Like the motor thalamus, the PPN receives GABAergic projections from 
the GPi and SNr. It is hypothesized that, in advanced PD, hyperinhibition of the 
PPN may underlie gait-related akinesia [90,91,93]. The pallidal/nigral projec-
tions terminate preferentially on the non-cholinergic, glutamatergic neurons of 
the PPNd and largely avoid neurons of the PPNc. These glutamatergic PPNd 
neurons provide descending projections to the spinal cord.

Preliminary studies demonstrate the potential of PPN DBS to improve both 
axial stability and freezing of gait in advanced PD patients [95–97]. While 
the majority of these results were recorded in small numbers of patients via 
 open-label evaluations, Moro et al (2010) recently reported results of a pro-
spective, double-blind pilot study of six PD patients with debilitating gait and 
postural abnormalities, finding significant reductions in falls 3 and 12 months 
following unilateral PPN DBS [94]. Stimulation at the PPN improved posture 
and gait only; appendicular symptoms were unaffected, suggesting that unilat-
eral PPN DBS may serve as an adjunct to bilateral STN or GPi DBS. Multicenter 
trials in larger patient cohorts will be required to confirm these results.

dEEP cEREBRAl TARgETs foR PsycHIATRIc IllNEss

It is often forgotten that the very first stereotactic procedures in humans were 
performed for psychiatric disorders. These early ‘psychosurgeries’ were under-
taken in an attempt to identify subcortical targets for ablation that might prove 
safer and/or more efficacious than the frontal lobotomies of the day. The his-
tory of cortical and subcortical ablative surgery for psychiatric illness is both 
dramatic and extensive but is beyond the scope of this chapter. Instead, we will 
focus our discussion on targets for neuromodulation under active investigation. 
The interested reader can learn more about the history of subcortical ablation 
for psychiatric illness from the following references [98,99].

Ventral capsule/Ventral striatum (Vc/Vs)

Similar to the targets employed to treat movement disorders, VC/VS was cho-
sen as a target for neuromodulation therapy in psychiatric disease as a direct 
extension of its use as a target for ablation in the past. Anterior capsulotomy was 
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developed by Leksell in the 1940s with the intention of interrupting thalamocor-
tical projections thought to be involved in affective disorders [100]. Numerous 
studies have subsequently demonstrated that bilateral capsulotomy, whether 
by radiofrequency or radiosurgical ablation, alleviates symptoms of OCD with 
symptomatic improvements of up to 62% as measured with the Yale-Brown 
obsessive–compulsive scale (YBOCS) [101,102].

Nuttin et al published the first report of anterior capsular stimulation for OCD 
in 1999 [103]. Subsequent studies have confirmed the safety and efficacy of DBS 
at the VC/VS in patients with refractory OCD [104–106]. In a large multicenter 
trial, Greenberg et al reported that 50% of patients experience a >35% improve-
ment in their YBOCS scores 36 months postoperatively [106]. Based on these 
results in particular, the United States Food and Drug Administration granted a 
Humanitarian Device Exemption for the use of the Medtronic Reclaim™ DBS 
system for the treatment of refractory OCD in 2009. In an update to this work, 
Greenberg et al reported that 58% of patients experience a >35% improvement 
in their YBOCS scores 36 months postoperatively, and 61.5% experience a 
>35% improvement in their YBOCS scores at their last follow-up visit [107].

The potential application of DBS at VC/VS for major depressive disorder 
derives directly from the study of VC/VS DBS in OCD. While conducting 
these studies, the investigators noted that OCD patients with co-morbid depres-
sion experienced improvement in both disorders after the onset of stimulation 
[106,108–110]. The respective improvements in OCD and depression exhib-
ited different time courses, with mood improving weeks to months before 
the improvement in OCD symptoms, response times that are consistent with 
the clinical responses of mood and OCD to medications, and suggest that the 
improvement in mood is a direct effect of stimulation and not a secondary effect 
of alleviating the symptoms of OCD.

Malone et al conducted the first prospective, open-label feasibility trial spe-
cifically examining the safety and efficacy of VC/VS DBS in MDD [111]. Fifteen 
patients were studied, 14 of whom met DSM-IV criteria for MDD. Study partic-
ipants had been treated with an average of six different antidepressant medica-
tions, six augmentation/combination trials, and a mean of 30.5 electroconvulsive 
therapy (ECT) treatments. The patients were severely depressed as evidenced 
by a mean baseline 24 item Hamilton depression rating scale (HDRS24) score 
of 33.1 ± 5.5. Patients were followed for a mean of 23.5 months (range: 6–51 
months). Both the mean HDRS24 and Montgomery-Asberg depression rating 
scale (MADRS) scores were reduced by ≈45% 6 months after the onset of stim-
ulation. In patients who responded, scores improved steadily over the initial 
6-month period and were maintained for up to 3 years. Approximately half of 
the patients were categorized as responders (defined as a 50% or greater reduc-
tion in the HSDR24 and/or MADRS) and approximately one third were catego-
rized as achieving remission (defined as an absolute MADRS or HSDR24 < 10). 
Overall, the DBS procedure was well tolerated, though one patient experienced 
two stimulation-related episodes of hypomania [111].
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subgenual cingulate cortex (cg25)

The subgenual cingulate target is unique in that it is the first to be identified via 
functional neuroimaging, which demonstrates metabolic overactivity of Cg25 
during both acute sadness and clinical depression and a decrease in Cg25 activity 
that coincides with improved mood, whether spontaneous or in response to anti-
depressant treatment [112–114]. This region is a component of the corticolimbic 
circuits that are putatively disrupted in patients with mood disorders and several 
anatomic studies confirm this target's intricate connections to the nucleus accum-
bens, amygdala, hypothalamus, and orbitofrontal cortex [115–120].

In 2005, Mayberg et al published the first clinical report of DBS of the sub-
genual cingulate white matter for treatment-resistant depression (TRD), report-
ing that Cg25 DBS induced remission in four of six patients that persisted at 6 
months [114]. They noted striking acute effects of stimulation such as ‘sudden 
calmness or lightness’, ‘disappearance of the void’, a sense of heightened aware-
ness, increased interest, and sudden room brightening. These phenomena were 
reproducible and time-locked with stimulation. Improvements in psychomo-
tor performance such as motor speed, volume and rate of spontaneous speech, 
and enhanced prosody were observed as well [114]. In a larger open-label trial, 
Lozano et al extended these findings in 20 TRD patients. Six months after sur-
gery, 60% of patients were classified as responders and 35% met criteria for 
remission. These results remained stable for up to one year [121].

other deep cerebral Targets for Psychiatric Illness

Four other potential DBS targets for TRD have recently been described based 
on anatomic and neuroimaging research: the ventral striatum/nucleus accum-
bens [109,122], the inferior thalamic peduncle [123,124], rostral cingulate cor-
tex (area 24a) [125], and the lateral habenula [126]. Treatment at three of these 
four targets has been tested clinically and has proven safe and effective, albeit 
in small numbers of patients [127].

Finally, multiple avenues of research implicate the nucleus accumbens 
(NAc) and the frontal dopaminergic projections in the biology of addiction. 
Consequently, the NAc has been proposed as a potential neuromodulatory target 
for the treatment of various forms of addiction. One case has been reported that 
highlights the possibilities. The patient underwent ventral capsule/NAc DBS for 
the treatment of TRD. One year later, his depression remained severe, but he had 
spontaneously abstained from drinking after many years of alcoholism [128].

HyPoTHAlAMUs

Recently, attention has been turned to the lateral and ventromedial hypothalamus 
as potential DBS targets to treat obesity [129]. Classically, food intake is thought 
to be controlled by a feeding center in the lateral hypothalamus, while a satiety 
center exists in the ventromedial hypothalamus. The lateral hypothalamus may 
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regulate appetite by the production of peptides such as neuropeptide Y, agouti-
related protein, melanin concentrating hormone (MCH) and orexins (hypocretins) 
[130–134]. Direct lesioning of the lateral hypothalamus (LH) in obese humans 
leads to transient weight loss and appetite suppression [135], while bilateral DBS 
of the LH in rats resulted in significant weight loss 24 days postoperatively [136]. 
Lesions of the ventromedial hypothalamus (VMH) are associated with weight gain 
while low-frequency VMH stimulation suppresses feeding in rats [137,138]. DBS 
of the hypothalamus is complicated by the potential spread of stimulation to nearby 
hypothalamic nuclei and other structures including the fornix, mamillary bodies, 
and the optic nerve [129]. Stimulation of the LH may affect the nuclei respon-
sible for critical physiologic functions such as body temperature regulation, sexual 
activity, reproductive endocrinology, and the sympathetic response. Given the 
proximity of the VMH to the mamillary bodies and its connections to the cicrcuit 
of Papez, its stimulation may induce seizures [129]. Finally, concurrent stimulation 
of the LH and the VMH may be directly antagonistic [129]. In one interesting case 
report, Hamani et al (2008) relate the case of patient who underwent implantation 
of hypothalamic DBS leads to treat morbid obesity. Hypothalamic DBS failed to 
induce weight loss, however, activation of the more dorsal contacts, which were 
located near the fornices, significantly enhanced the patient's memory [139].

coNclUsIoN

The success of treating movement disorders with DBS has generated great 
enthusiasm for the possibility of applying this reversible technology to the treat-
ment of other disorders of brain function. This enthusiasm is reflected in the 
rapidly expanding indications and targets for DBS currently in use or under 
active investigation (see Table 3.1). Moreover, the success of DBS makes real 
the conception that functional brain disorders can in fact be treated by modify-
ing neural function at discrete sites. One must merely identify the key node in 
the aberrant circuit to be modified and understand how it is misfiring in order to 
‘normalize’ abnormal function. Given the complexities of the human brain, it is 
astonishing how successful the very simplistic DBS device currently in use has 
been; a fact that raises the hope of even greater success as our understanding of 
normal and abnormal neural signaling progresses.

A critical shortcoming of DBS relates to the chronically implanted hard-
ware itself, which can become infected, causes scalp/skin erosions, limits 
access to magnetic resonance imaging for other ailments, is costly, and, at the 
very least, requires additional surgery at varying intervals to replace exhausted 
devices. Consequently, other means of modulating neural function will be 
sought in an attempt to overcome these obstacles. Gene therapy is the most 
exciting of the neuromodulatory techniques currently under development; but 
it is likely that other approaches will be created. What is certain is that we are 
at the beginning of a very exciting era in neurotherapeutics and human neuro-
science research.
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Commentary on Cerebral – Deep

Joachim K. Krauss, MD 
Professor of Neurosurgery, Chairman and Director, Medical School Hanover, Germany

The authors of the chapter Cerebral – Deep are to be congratulated for their suc-
cinct and yet comprehensive overview on contemporary deep brain stimulation 
(DBS) for a variety of indications in the fields of neurology and psychiatry. In 
contrast to the usual approach considering different disorders, discussing treat-
ment options and choosing appropriate targets, the authors choose to develop 
their views according to the thalamic, basal ganglia and upper brainstem target 
structures that are being used nowadays.

Movement disorders have been the most frequent indications for DBS since 
its inception a couple of decades ago. We all owe credit to the Grenoble group 
for their scientific strength and their endurance that DBS has become popular 
worldwide, in particular with regard to thalamic DBS for tremor and subtha-
lamic nucleus (STN) DBS for advanced Parkinson's disease [1,2]. It was only 
a few years later that the globus pallidus internus (GPi) was introduced as a 
target for DBS in dystonia [3,4], and it took several years before GPi DBS was 
accepted widely as a valuable treatment for dystonic disorders [5]. The practice 
of DBS, and the variety of disorders that are treated by DBS vary considerably 
from country to country. This is no longer an issue of distribution and educa-
tion in Western countries, it reflects merely national and societal health insur-
ance practices, socioeconomic issues and reimbursement strategies. Patients 
with severe movement disorders nowadays may have access to DBS operations 
in developed countries worldwide backed up by local regulations. The same is 
not true, however, for other indications such as chronic pain and psychiatric 
disorders. It is very difficult to obtain appropriate reimbursement for new indi-
cations, and that fact actually delays the more widespread application of DBS 
techniques for common disorders such as obsessive–compulsive disorder or 
depression.

The chapter on deep cerebral targets for neuromodulation provides more 
ample discussion on the thalamus than on other targets, which stresses that 
the ’oldest target’ in functional neurosurgery is still relevant. Until today, we 
have had no nomenclature of the thalamus that is consistently used by each 
researcher and by each clinician [6]. Daily use most frequently combines ter-
minology from the nomenclatures of Hassler and of Walker. With that regard it 
should be noted that according to the ’unified concept’ of the new nomenclature 
of Jones, the ventral oralis posterior (Vop) is not identified as a nucleus per se 
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any longer, but rather as a transition zone between the ventral oralis anterior 
(Voa) and the more posteriorly located ventral intermediate (Vim) [6]. The zona 
incerta, however, should be identified as a proper nucleus which is an extension 
of the reticular thalamus, a shell-like structure covering the lateral thalamus, 
while the fiber tracts run immediately adjacent to the zona incerta in Forel's 
fields H, H1 and H2.

Cooper frequently has been credited erroneously both for the introduction 
of pallidotomy and of thalamotomy for the treatment of movement disorders 
[7]. Considering pallidotomy, the story goes that Cooper accidently severed the 
anterior choroidal artery while performing a pedunculotomy on a patient with 
parkinsonian tremor in 1952. Postoperatively, the patient́s tremor was much 
improved, and it was concluded that this resulted from an ischemic infarction of 
the pallidum which is partly supplied by the anterior choroidal artery. This event 
led Cooper to clip the artery in a series of patients to treat parkinsonian tremor. 
It has been stated that he then, in 1954, started to consider to target the pallidum 
directly, and this often has been cited as the birth of pallidotomy. It is unclear 
why Cooper ignored the work of Spiegel and Wycis in Philadelphia and if he 
was aware of the work of the French and German pioneers who had performed 
pallidotomies at that time for more than 5 years. Considering thalamotomy, it 
has been said that it was introduced by Cooper after he inadvertantly misplaced 
a pallidal lesion in the thalamus in 1955. He claimed that this ’remarkable act 
of serendipity’ was due to an error ’in trigonometric calculations’ of one of his 
associates. At that time, however, details of the first thalamotomy, which had 
been performed by the young Mundinger in 1952 in Freiburg, Germany, had 
already been published by Hassler and Riechert in Der Nervenarzt, in 1954 [8].  
 Thalamic stimulation for pain has been abandoned in the USA after pre-
liminary reports of studies yielding not clear-cut benefit were published which 
were used by health insurance carriers not to provide further reimbursement. 
Nevertheless, thalamic deep brain stimulation is still being performed in spe-
cialized European Centers, and besides the periventricular gray and the VPL 
(or the Vc as used in this present chapter on neuromodulation), the intralaminar 
nuclei of the thalamus, the CM-Pf, are being re-explored [9].

In the late 1990s, both GPi and STN stimulation were used to treat advanced 
Parkinson s disease. The STN, however, subsequently became the preferred tar-
get and only rarely was the GPi considered a valuable target in single patients 
by most neurosurgeons over the next few years. Only recently, randomized stud-
ies have become available which show that the motor benefits of GPi and STN 
stimulation show little differences between the two targets [10], with the main 
difference being marked reduction of medication with STN stimulation.

Lately, the PPN has received much attention as a possible target for the treat-
ment of gait disorders that are refractory to dopaminergic medication in patients 
with Parkinson’s disease or with progressive supranuclear palsy [11,12]. This is 
a problematic field regarding several issues including the morphology and the 
anatomical nomenclature of the PPN area, the optimal target site for placing the 
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electrode and the interpretation of DBS effects [13]. It may be, that PPN DBS 
will not primarily serve as a target to treat gait disorders per se but rather to treat 
freezing and subsequent falls.

The percentage of those patients with dystonia who are candidates for DBS 
surgery and who actually undergo DBS probably is higher nowadays than that 
of patients with Parkinsońs disease. While the beneficial effects of DBS have 
been consistently shown in patients with primary generalized, segmental or cer-
vical dystonia, its effects on secondary dystonia, however, are less clear. The 
concept that pallidal DBS provides only little benefit in secondary dystonia 
must be reviewed with regard to recent findings showing that it is a most useful 
treatment for tardive dystonia and that the effects on quality of life in patients 
with infantile cerebral palsy are much larger than the mere improvement on the 
motor scales [14,15].

Certainly, one of the most exciting fields in contemporary medicine is the 
application of DBS to psychiatric disorders. With that regard, however, we have 
to admit that limbic and cognitive–associative circuitries connecting the basal 
ganglia and other deep structures with the cortex are much less well understood 
than those for movement disorders.

We have seen tremendous progress in techniques and in technology over 
the past few years. Microelectrode recording is a wonderful technique which 
may help further to refine the target and which provides additional information 
on the pathophysiology of the disorders being treated. It is by itself not a con-
troversial technique. The controversy is rather whether it is definitely needed 
or not in routine surgery, and with that regard of course opinions differ. I am 
sceptical that we will be able to identify ’key nodes’ in the complex networks 
of brain circuitries for each specific disorder. Instead of having one key node, 
there might be several key structures in different disorders. With that regard, 
multitarget strategies might become more relevant in the near future.

Although the chapter covers most of the present and forthcoming indications 
for DBS, it can of course not cover all indications. I just would like to add two 
disorders, that is cluster headache which can be successfully treated by stimula-
tion of the posterior hypothalamic area [16,17] and Alzheimeŕs disease which 
may be treated by stimulation of the fornices when applied in the early stages 
[18]. Neuromodulation by DBS and by other techniques certainly has a bright 
future, in particular regarding the ongoing technological development and the 
openness of our societies to accept technological progress. Let me conclude 
by agreeing wholeheartedly with the authors’ last statement that we are at the 
beginning of an exciting era in neurotherapeutics – it does not matter how far 
we come, we will always be beginners.
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sTUdy qUEsTIoNs

1. Briefly review the differences in ‘open loop’ and ‘closed loop’ stimulation sys-
tems and consider advantages and disadvantages of both.

2. In what ways could more refined or ‘steerable’ current delivery in DBS be use-
ful and what might be the trade-offs in developing such technology?
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INTRodUcTIoN

History

Spinal injections were first used in the mid-19th century to produce anesthesia 
for surgical procedures. Over the next century, new needles were developed 
and our anatomical understanding of the spine was enhanced. This mixture 
of progressive thoughts led to the development of epidural stimulation in the 
mid-1960s. This new therapy involved placing a lead with electrodes over the 
spine and creating an electrical current with a power source. Dr Norman Shealy 
reported the first successful case in 1967, in a patient with neuropathic cancer 
pain. In that case, a lead was placed in the intrathecal space. The lead was 
crudely designed, the energy source was archaic and the overall system was 
rudimentary, but the outcome was positive. These are important consider-
ations since we are now dealing with much more advanced tools. Critical his-
toric steps since that time have included the development of multicontact leads, 
a better understanding of anode and cathode field shaping, better computer 
modeling, totally implantable generators, rechargeable systems, miniaturiza-
tion, and the development of prospective controlled studies. It is the purpose 
of this chapter to give an overview of the use of spinal cord stimulation (SCS) 
in modern medicine, and to examine the place of this therapy in the treatment 
algorithm.

general indications

An implantable neuromodulation system is indicated for spinal cord stimulation 
(SCS) as an aid in the management of chronic, intractable pain of the trunk and/
or limbs. The best outcomes occur in patients with neuropathic, as opposed to 
nociceptive, pain syndromes, although many patients have mixed pain patterns 
that require both SCS, and additional treatments of muscle, joint and visceral 
pain. In the past, the best outcomes were confined to patients with unilateral 
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pain in a single extremity. Fortunately, recent improvements in technology, spe-
cifically the development of multiple lead systems with greater ability to steer 
current, drive current deeper to the cord layers, and impact new neural path-
ways, have enhanced outcomes for more complex pain presentations, including 
axial low back pain, bilateral extremity pain, visceral pain from the chest, abdo-
men and pelvis, and vascular pain syndromes.

Patient selection for spinal cord stimulation

Patient selection is the most important aspect for impacting a good outcome in 
those who undergo SCS. The most relevant issues are patient characteristics, 
and disease state causing the pain syndrome.

Patient characteristics
Several factors are predictive of a potential poor outcome in SCS. While these 
factors do not indicate an absolute contraindication, they should be considered 
carefully in the decision process to implant a patient.

1. Abuse or abnormal behavior with opioids suggesting abuse or diversion.
a. Dose escalation without doctor's consent.
b. Lost or stolen prescriptions.
c. Early refill requests.
d. Doctor shopping.

2. Presence of psychiatric and psychological disease.
a. Untreated severe depression or anxiety.
b. Untreated psychosis.
c. Personality disorders such as borderline disorder.

3. Inability to understand risks and benefits of SCS.
4. Presence of bleeding abnormalities.

a. Presence of drugs that impact bleeding.
b. Disease states that lead to increased risk.

5. Presence of infection at the site of implant or systemically.
6. Physician impression that the patient is a poor candidate.

Disease-specific characteristics
The other major issue involved in the selection process is choosing the patient 
with the proper disease state and indication. Published literature has evolved 
on several patient groups who have undergone stimulation with both success-
ful and less than optimal results. We can learn from this information to select 
patients in a more informed manner. This is also helpful to identify patients 
who are less likely to have an optimal outcome. The best outcomes may 
be expected in patients who have pain characterized by burning, crawling, 
stabbing, or shooting pain in the extremities after spinal surgery, those with 
spinal nerve entrapment from mechanical spinal diseases, complex regional 
pain syndrome type I and II, peripheral nerve injury, and painful neuropathies 
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of various causes. Another group who have shown great promise are those 
that suffer from refractory angina, ischemic pain of the extremity, and pain 
related to peripheral vascular disease or vasospasm. Axial back pain once 
mystified the interventional pain physician and played a major role in SCS 
failure. With the advent of new percutaneous arrays, paddle multicolumn 
arrays, and combined epidural and peripheral nerve stimulation, more mod-
ern studies are reporting improved results, decreased opioid consumption, 
and improved return to work and to active duty in the armed services. Many 
other patient groups have been reported to be successfully treated with spi-
nal cord stimulation, including intercostal neuralgia, spinal cord injury, focal 
peripheral nerve injury, phantom pain or neuropathic pain after trauma, and 
chest wall pain.

The achievement of parasthesia in the area of pain is thought to be an essen-
tial component in achieving a good outcome with relief of pain. In some patients, 
a good area of stimulation coverage is achieved, but pain relief is not achieved 
to a degree that would lead to an acceptable outcome by the patient. In some 
cases, the physician may be able to predict a probable failure of the implantable 
theory. Patient groups who have a less than optimal chance of a good outcome 
include those with spinal cord injury, central pain after stroke or traumatic brain 
injury, perirectal pain, pelvic pain, and nerve root transaction or brachial plexus 
or lumbar plexus injury.

Once the patient is selected for an epidural stimulator placement, the physi-
cian should be adept at placing the lead, anchoring the lead, and placing the 
generator. The next section will review these concepts.

EPIdURAl sPINAl coRd sTIMUlATIoN: THE PRocEdURE

Patient education is an important part of the procedure. The patient and their 
caretaker should be made aware of the risk of infection, bleeding, epidural 
hematoma, epidural abscess, lead failure, generator failure, and failure of the 
therapy. This education process can be part of the informed consent process. 
It is helpful for the patient to consult with anesthesiologists prior to moving 
forward with the procedure. Prior to the trial, preoperative antibiotics are given 
thirty to sixty minutes prior to incision, or skin puncture. This antibiotic regi-
men is recommended prior to the trial and standard for the permanent [14]. The 
implanter should consult with the local infectious disease physician for recom-
mendations regarding local antibiotic resistant organisms. Some clinicians have 
chosen to use chlorohexidine baths or intranasal bacitracin prior to implant, 
particularly in high risk patients.

The anesthesiologist is helpful in achieving the implant. Ideally, the patient 
should be comfortable, but remain conversant during the procedure. In the cer-
vical spine, the need to have the patient alert and conversant should be the stan-
dard of care.

The optimal positioning for the patient for lumbar thoracic implants is to have 
the abdominal area padded to alleviate lumbar lordosis. This position allows 
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for ideal opening of the intralaminar spaces. Cervical placement is assisted by 
proper positioning which involves having the arms to the side, padding of the 
chest, and slight neck flexion. The well-positioned patient makes the procedure 
easier to achieve, reduces risks, and improves fluoroscopic guidance.

After proper positioning, achieving sterile technique is critical. Standard 
prep solutions include alcohol, povidone-iodine or chlorhexidine. Some clini-
cians prefer to finalize their preparation with a binding type of prep stick that 
clings to the skin or with clinging impregnated drapes.

Fluoroscopic guidance is utilized throughout the procedure, and an attention 
to safety to radiation exposure is very important. This is very important for the 
long-term health of the doctor. The use of fluoroscopy can be used in a pulsed 
fashion as opposed to continuous exposure, which will limit the exposure. Lateral 
and anterior-posterior views are critical to assure proper placement of the needle 
and leads. The spinal level of entry depends on the patient's anatomy and doctor 
preference. Previous back surgery usually precludes epidural entry at lower lum-
bar levels. Entry at L1–L2, T12–L1 may facilitate better lead control when plac-
ing the leads at the desired level (Fig. 4.1). Entry into the epidural space above 
the level of the conus medullaris may facilitate easier lead placement, however, 
there is potentially greater risk of spinal cord injury at any level above L2.

fIgURE 4.1 Recommended paramedian approach to epidural needle placement.
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Once the entry level is determined, the skin is anesthetized with local anes-
thetic. Common choices include bupivicaine 0.25% or more commonly lido-
caine 1% with epinephrine and sodium bicarbonate. The sodium bicarbonate 
is often added with a 1:9 ratio (i.e. 1 ml of sodium bicarbonate in with 9 ml of 
lidocaine). The sodium bicarbonate hastens the onset of topical analgesia and 
decreases the burning sensation of the local anesthetic. The use of epinephrine 
optimizes vasoconstriction and reduces bleeding. Careful attention should be 
used to avoid deep local infiltration which can lead to an unintentional spinal 
injection.

A 14-gauge modified-Tuohy (provided with the lead kit) or bent tip needle 
should be used to enter the epidural space with a loss-of-resistance (LOR) tech-
nique, or hanging drop technique. Some instructors have recommended using 
a lead wire to identify the epidural space, but this method has not been studied 
and may increase the risk of wet tap or accidental spinal cord injury. There is no 
literature to support the use of air, saline or a combination in the syringe used 
to find the epidural space by loss of resistance. Some have theorized that saline 
may lead to current disbursement and change programming, but that has never 
been shown to be the case in a prospective fashion. [15,16]

The needle-entry point at the skin should be just medial to the pedicle, one 
and one-half to two vertebral bodies below the intended interlaminar entry site 
(Fig. 4.2). The ideal needle angle should be less than 30 degrees to the skin, but 

fIgURE 4.2 Loss of resistance technique to identify the epidural space.
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this may vary based on body habitus and spinal anatomy. The orientation of 
the bevel on needle entry into the epidural space has been debated, but no clear 
instruction has been documented in the literature.

Placement of the lead(s) must be performed with fluoroscopic guidance. It 
is recommended that the practitioner use a low-dose, pulsed technique or inter-
mittent fluoroscopy to reduce radiation exposure. The implanter should always 
keep their hands out of the direct path of the fluoroscopic beam when passing 
the leads. The initial target for the leads should be based on the pain pattern 
(Table 4.1). The use of a single lead, dual leads, or tripolar arrays are at the dis-
cretion of the implanter. Studies have shown the ability to treat axial and bilat-
eral radicular pain with a single lead, but these studies have been short term, and 
have been criticized by some because of the inability to maintain stimulation 
on a long-term basis with the minimal capability to change programming [17]. 
Recent studies have shown improvements in axial back and extremity coverage 
using dual eight leads, staggering lead arrays, and targeting based on anatomical 
targets. [10,18,19]

New smaller rechargeable generators have made the percutaneous epidural 
lead more attractive, since the energy requirements can be increased without 
exhausting the battery as quickly. Some older studies showed that paddle leads 
were superior to percutaneous leads because of limited ability to increase energy 
and programs. Newer generators allow for multiple high energy programs that 
can be cycled in continuous patterns. These changes have negated some, but not 
all advantages of paddle leads. Persistent advantages include the capability to 
place the lead in areas where a percutaneous lead could not be easily placed, 
the ability to overcome scar tissue, and the ability to target deeper spinal cord 
structures with programming.

Placement of the internal programmable generator and tunneling of the 
leads is an important part of the percutaneous permanent implant. The physician 
should closely examine the patient to determine the ideal location for the genera-
tor. Factors to consider include size of the generator, location of bony landmarks, 

Table 4.1 Sensory mapping in spinal cord stimulation

Location of pain Approximate lumbar spinal cord 
stimulator lead placement

Low back T7–T10

Buttock T10–T12

Anterior thigh T10–T12 slightly lateral

Posterior thigh T10–L1

Foot T11–L1
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and patient skin condition such as lesions or infected areas. With all factors being 
equal the generator should be as close to the lead implant site as possible.

The pocket is made by making an incision to the subcutaneous tissue and 
then by blunt dissection to the appropriate size. The pocket should be 110 to 
120% of the volume of the device to allow room to close without excessive 
dead space for fluid or seroma accumulation. The tunneling rod should be used 
with care to avoid inadequate or excessive tissue depth. Once tunneled a strain 
relief loop should be at both the lead placement site and the pocket.

EPIdURAl sTIMUlATIoN To TARgET sPEcIfIc dIsEAsE 
sTATEs

specific disorders

The patient with failure of surgery of the lumbar or cervical spine; 
the patient with inoperable lumbar or cervical radiculopathy
Failed back surgery syndrome (FBSS) is defined as persistent or worsening pain 
of the trunk, back, neck, arms, legs, or multiple areas after attempted surgical 
correction of spinal disease. This diagnosis, commonly used to describe mul-
tiple patients with varying pain patterns, represents a diverse group of patients. 
These patients may have varying pain generators and mechanisms of pain pro-
duction including nerve injury or mechanical pain. The patient may also suf-
fer from chemical radiculitis, mechanical pain from joints or muscle, spinal 
or foraminal narrowing, scar around a nerve or spinal structure or inflamed 
arachnoid tissues.

Comparative prospective randomized evidence-based studies support the 
effectiveness of spinal cord stimulation as a comparative treatment of failed 
back surgery syndrome. In a very well done study, North identified failed back 
surgery patients with recurrent disk disease that were felt to be surgically cor-
rectible or an acceptable candidate for spinal cord stimulation. Randomization 
treatment was grouped into repeat surgery or spinal cord stimulation. The results 
of this study were favorable for SCS. SCS proved to be superior to repeat sur-
gery when measured by global satisfaction and analgesia (P > 0.01). The cross-
over analysis also favored the stimulation group versus the repeat surgery group 
(P = 0.02) [38]. This study suggests that spinal cord stimulation is an effective 
alternative to repeat surgery in patients who have failed previous lumbar sur-
gery, and should be considered to be a first line treatment in this complex group 
of patients.

Reviewing past studies in SCS one finds that the success rate has been very 
positive in those suffering from radicular neuropathic limb pain. Radiculopathy 
is a prime indication for the procedure. Axial back pain stimulation has proven 
to be more challenging. The difficulty in relieving axial low back pain centers 
on the fact that the nerve fibers that must be stimulated are located in the deep 
lateral areas of the dorsal columns near the dorsal root entry zone and the nerve 
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root. In order to achieve stimulation of these deep lateral fibers, the nerve fibers 
of the dorsal nerve roots at the level of the stimulator are often activated caus-
ing painful nerve stimulation and involuntary motor function. This problem has 
been lessened by new multicolumn stimulation patterns that allow depolariza-
tion of the nerve roots, and focused current into the deeper lateral fibers. This 
gives a greater ability to focus current on the midline fibers and lateral fibers 
without subsequent stimulation of the nerve roots. In a prospective study, the 
combination of an increased number of leads and advanced programming led to 
improved success in patients suffering from axial pain [37]. Continued work on 
lead constructs and engineering models for both computer analysis and clinical 
studies are critical to future advancement.

Studies have shown that the earlier the patient is implanted after the failure 
of back or neck surgery, the better the chance of a good outcome [5].

Lead placement

In patients with single limb radicular pain, the lead may be placed to the 
midline or slightly off midline to the effected side between T8 and L1 to 
achieve good coverage in the lower body. The targets in the neck are often 
C2 to C7. The risk of one lead is migration or scarring under the lead, with 
limited programming to correct for these changes in the coverage. Dual lead 
systems may improve the overall long-term outcome [35]. Crossing over the 
midline with one or two leads may allow for coverage of the axial region and 
the limbs (Fig. 4.3).

Complex regional pain syndrome (CRPS)
Complex regional pain syndrome was formally known as reflex sympathetic dys-
trophy, or causalgia. This problem has led to loss of function, severe pain, and 
tremendous expense to society [40–42]. The goal of SCS in this population is 
multifaceted and includes pain relief, improved blood flow in those who have 
vasoconstriction, global satisfaction, and increased ability to tolerate rehabilitation. 
Achieving these goals will lead to a reduction in muscle atrophy, preservation of 
movement, and maintenance of strength via physical therapy and home exercise.

The success of spinal cord stimulation for CRPS is well supported by 
high powered statistical studies. In a prospective, randomized trial of 36 
CRPS patients, the patients that were implanted with a permanent stimulator 
showed long-term pain reduction and improvements in quality of life, and 
global satisfaction. At long-term follow up of 5 years, the group undergoing 
SCS and physical therapy had persistent good outcomes with pain reduction 
[69–71].

One common thread in all studies regarding SCS for CRPS includes the 
importance of moving forward with the therapy early in the course of the dis-
ease. Once the process spreads to other body parts, or the patient develops con-
tractures, the chance of a good outcome diminishes [43–45].
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Lead placement

The lead target depends on the site of the CRPS symptoms. For the upper extrem-
ity, placement is recommended just ipsilateral to midline at the C2–C7 levels. 
For the lower extremity, placement is recommended just ipsilateral to midline 
at the T8–L1 levels. In patients where the foot is an involved area, the implanter 
should consider placing the lead at the T12–L1 level. This may require crossing 
the midline, and entering the spine two to three levels lower with the needle. 
Sensory mapping studies can be used to target initial lead placement, but the 
lead should be adjusted based on patient response (see Table 4.1).

Examples of this concept would be to place the lead at T12/L1 for the foot 
or T10/T11 for the knee. In complex cases involving multiple body parts, the 
implanter may choose multiple leads and, in some cases, more than one genera-
tor. The use of high-frequency stimulation (greater than 500 Hz) may also add 
some benefit [46].

Peripheral neuropathy
The burning, stinging pain of peripheral neuropathy is very amenable to 
SCS. Many of these patients respond to anticonvulsants or selective serotonin 
reuptake inhibitor (SSRI) medications. These drugs are very costly and often 

fIgURE 4.3 Ideal lead placement to achieve bilateral stimulation of the spinal cord by crossing 
the radiological and anatomical midline.
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lose effect over time or cause unacceptable side effects. SCS can be much more 
cost effective over time, and can avoid the issue of end-organ effects of systemic 
medications. Many studies showing improvement of pain in neuropathic limb 
pain include these patients with neuropathies [29].

Lead placement

The targets for these leads for peripheral neuropathy are similar to that of the 
other syndromes noted above and are based on pain pattern. In some cases, in 
order to achieve stimulation, the lead must be placed in the area of the nerve 
root at L5–S1.

Post-herpetic neuralgia (PHN)
Severe nerve pain can develop in the area of previous herpes zoster activation. 
This chronic and severe problem is caused by an eruption of dormant Herpes 
varicella virus living in the dorsal root ganglia. This can lead to a chronic 
disruption of the nerve with abnormal activation of the A-delta and C fibers. 
Studies on the efficacy of SCS have been mixed in this condition. It does appear 
that the outcomes have improved over time with evolution of new technology 
and better programming. The efficacy may be due to direct stimulation at the 
cord level, but it also has been theorized to be due to restoration of blood flow 
due to vasodilatation, changes in the sympathetic nervous system, or improved 
blood flow to the nerve [48,49,50]. In patients who fail SCS for this condition, 
the implanter may consider peripheral nerve stimulation, or intrathecal drug 
delivery.

Lead placement

The most common array for this condition in the epidural space involves place-
ment of one lead off midline in the ipsilateral side two levels above the lesion 
with a second lead in the lateral ipsilateral space one level above the lesion. New 
targets are needed to improve the outcome in this patient group.

Peripheral vascular disease (PVD) and ischemic pain
Neuropathic pain secondary to ischemia is a Food and Drug Administration 
(FDA) approved indication in the USA. The use of SCS for treatment of periph-
eral vascular disease has been a common use in Europe. The mechanism of 
action for the ability of spinal cord stimulation to relieve ischemic pain is not 
proven, but many have theorized it causes a change in sympathetic tone and 
thus increases blood flow [49,50]. Spinal cord stimulation improves microcir-
culation and increases capillary density and increases red blood cell velocity 
through capillary beds [51,52]. The current literature does show improved func-
tion in walking and function with SCS and may also improve wound healing 
in lesions of equal to or less than 3 cm2 [53]. The presence of wet gangrene is a 
relative contraindication to placement of a SCS device in these patients.
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Studies in the USA have used SCS with mixed results. The European evi-
dence indicates improved function, improved wound healing, and improved 
pain scores when SCS is used early in the treatment protocol. Considering this 
information, the use of SCS for ischemic limb pain and peripheral vascular dis-
ease should be considered earlier in the course of treatment.

Lead placement

Leads should be placed to target the entire extremity. The most common loca-
tions would be T10– T12 for lower extremity ischemia, or C3– C6 in the upper 
extremity.

Angina
SCS has anti-anginal and anti-ischemic effects on the myocardium and may 
impact survival and function in the patient with intractable angina. Some have 
theorized the mechanism to be segmental inhibition of the activity on the sym-
pathetic nervous system to the heart, causing an increase in microcirculation, 
improved metabolism, and a reduction in myocardial demand of oxygen [54]. 
SCS has been shown to improve achievable cardiac work load, increase time to 
ischemia and angina and improve function while not blunting the patient's abil-
ity to identify significant ischemic symptoms [55,56,57].

Lead placement

The lead for angina is placed at C7–T2 in most cases with a goal of producing a 
parasthesia in the chest wall, and left arm.

Visceral pain
Recent work by Kapural, Deer, and colleagues has shown improved pain relief 
with SCS in those suffering from visceral abdominal pain syndromes. Pain gen-
eration may develop secondary to ischemia to the bowel, adhesions, chronic 
pancreatitis, or post operative pain syndromes [58,72]. Other reports have 
shown an improvement in symptoms using SCS with or without opioids than to 
opioids alone in patients with chronic pancreatitis [59].

Lead placement

The lead for abdominal visceral pain has most commonly been reported at T5 
or T6.

Pelvic pain
Common causes of pelvic pain include interstitial cystitis, endometriosis, and 
post-surgical scarring. Many of these patients are treated with high dose opioids 
with poor results. SCS has been used successfully in these cases after failure of 
more urological or gynecological treatments. The success of treatment for pain 
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in the interstitial cystitis patient has led to an expansion of these therapies to 
patients with other causes of pelvic pain.

Lead placement

Most implanters now use dual octapolar leads placed over the S2, S3, and S4 
nerves bilaterally. In some patients this will lead to improved pain and improved 
bladder volumes. Leads can be placed antegrade through the sacral hiatus, ret-
rograde from the lumbar spine downward, or directly through the sacral hiatus 
(Figs 4.4 and 4.5). Leads can be placed by a paddle approach via sacrotomy at 
the upper sacrum [61,62].

Based on the information noted above we can make conclusions about 
patients who may have the best chance of a good outcome [10]:

High probability of a good outcome:

● Chronic cervical or lumbar radicular pain syndromes
● Complex regional pain syndrome, types 1 and 2
● Painful peripheral mononeuropathies
● Angina pectoris refractory to conventional surgical bypass and medical 

management
● Painful ischemic vascular disease refractory to medical management or sur-

gical intervention.

Moderate chance of success with SCS:

● Axial low back pain
● Pelvic pain
● Visceral pain syndromes of the abdomen
● Post-herpetic neuralgia.

Difficult to achieve good outcomes with SCS:

● Neuropathic pain following spinal cord or brain injuries, nerve root avulsions
● Iatrogenic nerve root destruction
● Phantom limb pain.

coNTRAINdIcATIoNs To scs

Prior to moving forward with SCS the implanter should consider the contrain-
dications to implanting a SCS device.

Contraindications

● Uncorrected coagulopathies
● Current sepsis/infection with fever
● Implantable cardiac defibrillator
● Inability to control device or lack of patient cooperation
● Thoracic syrinx.
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fIgURE 4.4 Stimmulation of the sacral nerve roots.

fIgURE 4.5 Lateral view of sacral nerve root stimmulation.
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Relative contraindications

● Thoracic stenosis (if <10 mm for a percutaneous lead [10])
● Patients who may require serial MRI evaluations (e.g. multiple sclerosis)
● Demand cardiac pacemaker: most pacemakers are now compatible with 

SCS but the cardiologists should be consulted prior to permanent implant.

PRogRAMMINg THE EPIdURAl lEAds

With each implant several factors are critical to success. These include patient 
selection, proper needle and lead placement, and proper programming. The 
ability to program a lead depends on the position of the lead and the number of 
contacts. The detailed description of programming is very complex, but each 
implanter should know basic concepts. The cathode is the negatively charged 
electrode that impacts the shape and depth of the field. The anode is the posi-
tively charged electrode that disperses current and makes the field broader, but 
less focused. In order to drive current towards a specific portion of the cord, the 
cathode should be activated over the target. The target can be more specifically 
impacted by minimizing the number of cathodes and surrounding this electrode 
with two or more anodes.

complications

Like other surgical procedures, the implantation of SCS systems can be associ-
ated with complications. The risks of the procedure must be weighed against 
the potential benefits. The majority of devices are placed and maintained with-
out complications but, when they do occur, the most common complications 
are infection, post dural puncture headache, increased impedance from epidu-
ral scarring, bleeding, spinal cord injury, nerve injury, lead fracture, and lead 
migration.

Of these complications, the most common problem is lead migration. The 
movement of the lead laterally or vertically may result in loss of stimulation, 
and the need for surgical revision. The incidence of these complications has var-
ied in the reported literature, but appears to range from 1% to 23% with the most 
likely number incidence being 13.5%. Lead fracture appears to be the second 
most common complication. [20].

Inadvertent dural puncture appears to occur in less than 1% of patients, and 
leads to post dural puncture in less than 1% of patients. There appears to be no 
reason to abandon the procedure in cases where a dural puncture has occurred 
as long as the patient is stable and has no parasthesias.

Infection is a potential complication of SCS. Patients with high risk of 
infection should be optimized medically prior to implant. Preoperative blood 
sugar control, preoperative chlorhexidine baths, intravenous antibiotics 30 
minutes prior to incision or needle placement, intraoperative antibiotic irriga-
tion, and careful wound closure may be helpful in reducing these risks. Early 
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identification and aggressive treatment of superficial wound infections may pre-
vent more extensive infection and help avoid expensive loss of the device.

Bleeding is a rare but serious complication of SCS. The majority of bleeds 
are superficial in the wound or pocket of insignificant consequence. In the 
event of an epidural bleed, a hematoma can develop. This can lead to seri-
ous injury to the neural structures and paraplegia if not addressed rapidly. 
Diagnosis is made by clinical suspicion and confirmed by CT. Treatment is 
surgical drainage.

Prevention of significant bleeding is based on reducing trauma and mod-
ification of oral medications that can impact bleeding in the perioperative 
period. Many patients are on these drugs because of cardiac, neurological 
or hematological problems. The treating cardiologists, neurologist, or fam-
ily doctor should make decisions on the appropriateness of discontinuing 
these medications. The American Society of Regional Anesthesia and Pain 
Medicine establish and update guidelines on the issue of anticoagulants at 
regular intervals [21].

Spinal cord injury, nerve injury, and cord contusion are risks of spinal cord 
stimulation. These risks can be reduced by using a shallow needle entry, gentle 
lead placement, and avoidance of forcing leads past areas of resistance. Keeping 
the patient alert and conversant may also reduce the risk of injury.

Complications around the generator are another potential source of diffi-
culty for the implanted patient. Fluid collection around the generator is a com-
mon complication. This problem, called seroma, can lead to swelling, redness 
and pain. The problem can be differentiated from infection by lack of fever, 
minimal white blood cell elevation, and lack of malaise. The incidence of 
seroma formation may be reduced by minimizing tissue trauma by blunt dis-
section techniques, by making the pocket prior to lead placement so the wound 
can be packed to reduce small venous bleeders, by creating an appropriately 
sized device pocket (generator blanks or spacers may help in this process), and 
by maximizing health in those with protein deficiency prior to surgery. Seroma 
may be treated by observation, pressure dressings, aspiration or by incision and 
drainage.

Another rare but important complication is placing the generator at a depth 
that is not optimal. The generator that is placed to deep will be unable to com-
municate with the transdermal telemetry equipment and a generator that is too 
superficial may lead to erosion. Hand held telemetry should be performed on the 
generator prior to leaving the sterile environment of the operating room. Since 
manufacturers vary on recommended depth, the corporate technician should be 
consulted if any questions exist regarding appropriate depth.

The other area of concern in the immediate postoperative period is wound 
dehiscence. The implanting physician should be vigilant in closing the tissue 
levels carefully to avoid lack of tissue congruency. The occurrence of wound 
dehiscence often leads to loss of the generator and, in most cases, the entire 
system.
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coNclUsIoN

The placement of computerized leads into the epidural space above the nerve 
and spinal cord can lead to changes in the patient's neurophysiology that eventu-
ally leads to changes in the pain perception and other neural reactions that can 
lead to major changes in the disease process and functional loss resulting from 
the rampages of pain and ischemia. These devices should be considered to be a 
major part of the treatment algorithm for chronic pain.
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Commentary on Spinal – Extradural

Jeffrey E. Arle, MD, PhD, 
Director Functional Neurosurgery and Research, Department of Neurosurgery, Lahey Clinic,  
Burlington, MA; Associate Professor of Neurosurgery, Tufts University School of medicine Boston, MA

Dr Deer and colleague have written a classic version of background, indications, 
techniques, and complication avoidance for epidural spinal cord stimulation. It 
is difficult to bring out any deficiencies in their review, or to highlight particular 
aspects of SCS that they have covered as their work is reasonably thorough, 
though by design limited in depth on any one topic. Importantly, some of the 
breadth of indications for SCS have been represented as well (e.g. angina and 
visceral pain) and future work in the field will likely clarify these applications.

There are two aspects I wish to comment on in the SCS field of neuromodu-
lation, however, that will lend a certain degree of roundedness for the reader. 
These are with regard to the underlying physiological mechanisms of SCS and 
how they might help refine the therapy in future iterations, and with regard to 
practice structure and how this may contribute to choice of device or patient that 
receives therapy.

MEcHANIsMs

The underlying mechanism for creating analgesia with stimulation of the dorsal 
column fibers is not yet well understood, although progress is being made. It 
turns out that our relative ease in accessing the dorsal columns of the spinal cord 
affords us a lucky conduit to influence relevant cord circuitry and the process-
ing of pain itself. This is because the IA and IB fibers that predominate in the 
dorsal columns form branches to many types of cells within the cord as they 
enter, including to alpha and gamma motor neurons themselves, while the same 
fibers as well then ascend in the dorsal column itself. Multiple loops of cir-
cuitry in a dizzying array of connections thus allow us to send retrograde action 
potentials from above these circuits (with the SCS electrodes) back into the 
cord through these fibers, ultimately influencing the output of the wide dynamic 
range (WDR) cells, the source cells for the fibers of the spinothalamic tract that 
carries most pain signals to the brain. There are also some descending influ-
ences from the brain that are activated by the stimulation of the dorsal columns 
and these may have influence as well. But other than stimulating the spinotha-
lamic tract directly (which may in fact create pain), there are few, if any, other 
means of accessing the cord circuitry from a single location to cover multiple 
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dermatomes and/or myotomes than the dorsal columns, and in this sense, we 
are ‘lucky’. This anatomical arrangement is what allows for the entire therapy 
to exist at all.

Some wonder whether or not stimulating the dorsal root itself would work 
better, as all the fibers are already contained in one location. This concept misses 
the point of the anatomical serendipity, however. A single dorsal root being 
stimulated will work well – for only an isolated region. So, for example, if one 
knows the patient needs a specific area of the L5 distribution covered, on only 
one side, and nothing else, then placing an  electrode over this single root can be 
very helpful. But most stimulation involves multiple distributions and this one 
aspect of patient symptoms more than anything leads us to require somehow 
getting into the system from a fairly local source, yet activating many areas – 
the dorsal columns satisfy this. Otherwise, we would need to place an electrode 
around several dorsal roots at several levels or sides or both. It would become 
impractical and increase risk, not to mention be logisitically challenging to run 
the wires into connectors and IPGs.

Linderoth and colleagues have explored and reviewed much of the data 
supporting the mechanisms involved in stimulating dorsal column fibers and 
I suggest the reader take a look at some of their papers for further study (e.g. 
Meyerson and Linderoth, 2006).

PRAcTIcE sTRUcTURE coNTRIBUTIoN

The second aspect of comment on the chapter involves the consideration of 
various aspects of practice resources and their relationships. These might 
include:

● OR and/or surgeon availability
● Prior experience with trials/techniques/complications
● Patient volume in general
● Referral volume of difficult cases
● Cost constraints within practice or institution (related to reimbursement).

I would suggest that cases be divided into only a few categories and difficul-
ties, in order best to determine method and outcome:

● Standard single lower leg dominant pain
● Back and/or lower extremity from FBSS or other (might require consid-

eration of field stimulation or eventual use of an intrathecal medication 
pump)

● Upper extremity single limb
● Neck and/or single or bilateral upper extremity
● Prior surgeries in area of access (whether percutaneous or laminotomy)
● Prior lead implantation with or without IPG complication, with or without 

success.
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When such categories are combined with the different types of practice 
structure, it becomes easier to see how cases are planned and aligned. This inter-
play of clinical indication and resource availability and mission, along with 
reimbursement structure, largely determines how SCS is utilized, throughout 
the USA at least.

REfERENcEs
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sTUdy qUEsTIoNs

1. SCS therapy currently stimulates dorsal column fibers. Consider other compo-
nents of the spinal cord and how they might be feasibly targeted with the same 
or new technology.

2. What aspects of the surgical placement of SCS therapy might be streamlined or 
improved upon?
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INTRodUcTIoN

One of the less common areas of neuromodulation, peripheral nerve stimulation 
(PNS) is probably its fastest growing direction, at least in the field of pain treat-
ment. The approach, which is still considered novel and experimental by many, 
is in fact neither – PNS was introduced before the much more accepted modality 
of spinal cord stimulation (SCS) and there are devices on the market today that 
are fully approved for PNS applications.

The history of PNS goes back to early 1960s. Few cases of electrical device 
implantation next to a nerve for control of neuropathic pain were performed 
even before the groundbreaking ‘gate-control’ theory of pain was proposed by 
Melzack and Wall [1]. Shelden and colleagues implanted PNS devices around 
the trigeminal and other nerves for control of pain as early as 1962 [2,3]. Since 
then, however, PNS has been through a period of relative growth followed by 
almost complete abandonment and then was reborn with the introduction of the 
percutaneous implantation approach in the late 1990s [4].

Today, PNS is used for variety of painful conditions in almost every part of 
the human body. Interestingly enough, the rapid growth in the number of reports 
and studies on PNS occurred despite the lack of dedicated and approved devices 
and, in almost every case, PNS is performed using hardware designed for SCS 
applications.

gENERAl PRINcIPlEs of PNs

The basis of PNS is considered a reversible suppression of pain due to pro-
duction of concordant paresthesias. Similar to SCS, this effect may be sup-
ported by the above-mentioned ‘gate-control’ theory of pain. PNS does not 
alter sensation in the zone supplied by the stimulated nerve – but it usually 
does not work when such sensation is already altered or absent, meaning that 
it is pretty much impossible to obtain a pain-relieving effect in the area of 
complete numbness, such as in extreme cases of diabetic neuropathy or true 
anesthesia dolorosa.

Konstantin V. Slavin MD
Department of Neurosurgery, University of Illinois at Chicago, Chicago, IL, USA

Peripheral Nerve
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There are two distinct technical principles of PNS use and they dictate the 
choice of equipment and surgical approach. Both of them follow the same goal 
of delivering repetitive electrical stimulation to the nerve that is involved in pain 
production or transmission. For this to happen, one has to know which nerve 
or nerves are involved in that particular patient, and the best way to confirm 
PNS usefulness is to perform a trial of stimulation. Although nerve blocks and 
transcutaneous electrical nerve stimulation (TENS) were considered as possible 
predictors of PNS success, their effects did not correlate with PNS results.

For the first PNS approach, the nerve in question is surgically exposed and 
the electrode is placed directly over or under it (or around it in the case of 
wrap-around electrodes). This is an older technique – the first clinical series of 
the successful application of this approach was published in early 1970s [5–7]. 
The use of flat (paddle-type) electrodes [8] allowed the elimination of some 
concerns of nerve injury from the scar around the electrode, and the subse-
quent suggestion of putting a thin layer of fascia between the electrode contacts 
and the nerve itself was aimed at further reduction in nerve irritation from the 
presence of the large electrode nearby. Right around that time, a special elec-
trode was developed and approved for use in PNS – a paddle electrode with a 
mesh attached to it (OnPoint, Medtronic, Minneapolis, MN). Also, even though 
not a single implantable pulse generator (IPG) is officially approved for PNS, 
the radiofrequency-coupled systems manufactured by Medtronic and St Jude 
Medical (Plano, TX) have PNS among their approved uses. The use of paddle-
type electrodes for PNS continues to be an accepted means of PNS delivery 
and multiple recent reports document its success and reliability in a variety of 
clinical settings [9–12].

The second way of PNS application involves percutaneous insertion of stim-
ulating electrodes. The initial technique of percutaneous PNS was used to prove 
the concept when Wall and Sweet stimulated their own infraorbital nerves to 
confirm development of analgesia during the stimulation [13]. This approach, 
however, was not used clinically until the mid-1990s when Weiner and Reed 
described their technique of percutaneous insertion of PNS electrodes for treat-
ment of occipital neuralgia [14]. Since then, this approach has been success-
fully used in many anatomical locations and for different clinical conditions. 
Although associated with a high rate of complications and frequent need of 
surgical revisions [15], the percutaneous PNS approach is very appealing due 
to its technical ease and low invasiveness. A recent suggestion to use ultrasound 
guidance for location of the nerve to be stimulated [16] now allows implanters 
to target many peripheral nerves along their subfascial or epifascial course. This 
includes occipital nerves and nerves in the trunk and extremities [17–19].

Somewhat similar to the percutaneous PNS approach is the so-called periph-
eral nerve field stimulation (PNFS). The difference in PNS and PNFS is the 
substrate of stimulation [20]. Although both modalities definitely stimulate the 
nerve fibers that carry nociceptive information from the periphery to the central 
processing areas, PNS works with visible and identifiable nerves, usually the 
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named ones, whereas PNFS works on unnamed, frequently multiple, smaller 
nerves that are hard to identify within subcutaneous tissues.

Overall, however, all these approaches are quite similar to each other. The 
goal of stimulation remains the same as it is necessary to produce non-painful 
sensation – paresthesias – in the area of pain, and maintain these paresthesias, 
usually on a continuous basis, for the pain to subside.

From a technical point of view, PNS implantation somewhat resembles the 
SCS procedure as it is usually performed in stages. During the first stage, the 
electrodes are implanted for trialing purposes. If the plan is to keep the trial-
ing electrode in place for subsequent permanent use, the electrode has to be 
anchored and connected to a temporary extension cable that is then tunneled 
away from the insertion point. Care is taken to avoid damaging the nerve during 
electrode insertion. If the electrode is inserted with an open technique, the nerve 
is identified and dissected so that the electrode can be placed in its immediate 
vicinity. Anatomical location of the stimulation site should take into consider-
ation the size of the electrode and the room for anchors, connectors and exten-
sions. There is usually no need for any adjunctive imaging technique as the large 
nerves are easily identifiable in their expected anatomical locations.

With the use of the percutaneous technique, the trial electrodes are fre-
quently discarded upon completion of the trial, so different electrodes can be 
implanted during the second stage of the PNS procedure. Here, there is no need 
to visualize the stimulated nerve directly. Instead, one may use standard ana-
tomical landmarks, trusting limited variability in the nerve course and an ability 
to capture the nerve with multiple contacts of the stimulating electrode, particu-
larly if the electrode is placed perpendicular to the course of the nerve. In addi-
tion to this, both fluoroscopy and ultrasound have been used intraoperatively to 
check the position of the nerves (ultrasound) and direction of the electrode path 
(fluoroscopy).

Following trial electrode insertion, the patient goes through a testing period 
that varies from 2–3 days to a week or even longer. During this time, the patient 
is encouraged to evaluate the effectiveness of PNS in terms of pain suppression, 
and to note any of the side effects that PNS may produce (pain, discomfort, 
spasms, etc.) so the decision can be made on whether the overall benefits of 
PNS justify the trauma and expense associated with permanent implantation.

At the time of permanent implantation, an IPG is implanted away from the 
area of stimulation, and the electrode(s) may be either directly connected to the 
IPG or connected to it via extension cables of appropriate length. As opposed 
to SCS, where electrodes are almost uniformly inserted into posterior epidural 
space, PNS electrodes may be implanted anywhere in the body (face, head, 
neck, trunk and extremities) and therefore one has to be creative in choosing 
the IPG site and the path for the electrodes and/or extension cables in order to 
minimize the chance of hardware migration (if the anchors are loose) or frac-
ture (if the anchors are too tight) whenever excessive mobility is encountered. 
The thickness of tissues overlying the electrodes, anchors, connectors and  
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generators should also be taken into consideration so that erosion and infec-
tions are avoided.

Since the decision on PNS effectiveness and side effects may only be made 
by the patient, it is important to go through all the logistics of appropriate patient 
selection. In addition to confirmation of severity and chronicity of the pain, it 
is important to check whether less invasive modalities have already been tried, 
and whether the patient's psychological condition makes him/her an appropriate 
surgical candidate. The importance of psychological evaluation has been shown 
from the very beginning of PNS use as those with untreated depression, psycho-
sis, major secondary gains and somatization disorder had overall unsatisfactory 
results in the long term [5,21]. And similar to all other neuromodulation appli-
cations, it is also important to set realistic expectations as PNS does not cure 
the underlying pain syndrome and rarely eliminates pain completely but, with 
appropriate use in selected patients, it decreases pain levels and improves or 
normalizes their functionality. The patients also have to be prepared for a high 
chance of needing some kind of reoperation during the follow up as statistics 
show that, although most PNS complications are minor, they appear to be much 
more common compared to other neuromodulation procedures.

sPEcIfIc PNs APPlIcATIoNs

The indications for PNS evolved over time. If the initial indications concentrated 
around isolated peripheral neuropathies, post-traumatic and post-surgical, and 
complex regional pain syndromes type 2, the more current ones include cran-
iofacial pain syndromes, such as occipital neuralgia, transformed migraines, 
cervicogenic headaches, trigeminal neuropathic pain, post-herpetic neuralgia, 
and various localized pain syndromes in the trunk and extremities.

The immediate and long-term results of PNS in the extremities were encour-
aging in the earlier series. The success rate was between 50 and 60% in most 
series and the complications were rare. But the procedure did not become uni-
versally accepted for two main reasons. First was the lack of appropriate, spe-
cially designed electrodes for this application, and the ones that were used were 
usually custom made as small cuffs or buttons. Second was the need to expose 
the nerve for electrode implantation and only a few centers had enough inter-
est and expertise to do it on regular basis. In addition to this, multiple reports 
indicating development of perineural fibrosis after a long-term PNS use cooled 
down the enthusiasm for PNS application. Most importantly, however, was the 
wide acceptance of SCS as a pain-relieving surgical procedure, particularly for 
those very indications where PNS was used in the past. Therefore, a change in 
practice came with the change in indications and PNS was tried for those condi-
tions where SCS had not been successful.

Following the pioneering work of Weiner and Reed [14], multiple other cen-
ters started using PNS for stimulation of the greater and lesser occipital nerves. 
The electrodes are usually implanted perpendicular to the course of these nerves 
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on one or both sides of the patient's head at the level of craniocervical junction. 
The direction of insertion and the anchoring points vary from center to center. 
We routinely prefer anchoring the occipital PNS electrodes in the retromas-
toid region and tunneling them toward IPG located in the infraclavicular region 
[22]. The results of our early experience with occipital PNS have been repeated 
in many other centers [23]. Moreover, after the initial suggestion of Popeney 
and Aló [24], occipital PNS has been explored as a treatment for drug-resistant  
migraines [25,26]. With very high prevalence of migraine headaches and sig-
nificant proportion of drug- and treatment-resistant cases, occipital PNS for 
migraines may be one of the most common applications of neuromodulation.

The other, much less prevalent but perhaps even more debilitating than 
severe migraine condition, is the cluster headache. Occipital PNS has been used 
with a great degree of success in these patients [27–30] and even those centers 
that use hypothalamic deep brain stimulation for treatment of this condition 
would frequently prefer occipital PNS as a first surgical option [31].

In addition to using percutaneous cylindrical electrodes for occipital PNS, 
paddle-type electrodes have been used for similar indications. The benefit of 
using paddle-type electrodes is their better stability and lower risk of migration. 
On the other hand, the insertion of this type of electrode is more invasive as it 
requires tissue dissection, whereas percutaneous electrodes are inserted through 
a spinal needle. Another difference that may be of particular importance in the 
case of occipital PNS is the direction of stimulation: paddle-type electrodes 
provide a unidirectional stimulation compared to circumferential in cylindri-
cal wire-like percutaneous electrodes. This difference positively differentiates 
paddles in the case of SCS where the stimulation field is aimed at the posterior 
columns of the spinal cord. But, in the case of semi-blind positioning of PNS 
electrodes, this circumferential stimulation may be of benefit and the cylindrical 
electrodes may be tried in some cases of paddle electrode ineffectiveness.

Trigeminal branch stimulation is somewhat technically similar to occipital 
PNS. Electrodes are placed based on anatomical landmarks crossing the course 
of the supraorbital, infraorbital or auriculotemporal nerve. The epifascial loca-
tion of the electrode makes it important to keep it at a sufficient depth – pri-
marily to avoid electrode erosion. The anchoring point for these electrodes is 
usually placed in the retroauricular region and, from there, the electrode or 
extension cable is tunneled toward the infraclavicular IPG. Trigeminal PNS 
seems to work best for post-traumatic neuropathic pain but is not so good for 
post-herpetic neuralgia [32,33]. It is also now being explored for treatment of 
migraines and cluster headaches [34,35]. PNS for pain outside the craniofa-
cial region may be divided into several subgroups. Back pain, by far the most 
prevalent chronic pain location, has been successfully treated with PNFS and 
the location of electrodes included all kinds of combination of vertical and hori-
zontal paraspinal positions [36]. In addition to this, there are now reports of a 
so-called ‘cross-talk approach’ with stimulating electrodes placed far from each 
other and stimulation delivered from anodes to cathodes located on the opposite 



PART | II Regions of Application100

sides of the lumbar region [37], and of a ‘hybrid stimulation’ where PNFS is 
used in conjunction with PNS [38].

Similar to lower back pain, PNS has been used for the treatment of neck 
pain [39], chest wall pain [40], inguinal pain [41] and abdominal pain [42,43]. 
In each of these scenarios, PNFS electrodes are placed into the middle of the 
painful area or around it, and PNS electrodes are inserted in the vicinity of the 
nerve responsible for the pain. Finding inguinal nerves with ultrasound may be 
helpful for correct electrode placement [44] but, in other parts of trunk (back, 
neck, chest wall, etc.), PNS electrode positioning is performed based on the 
patient's description of the painful area: the area of pain is usually drawn on 
the patient's skin and the electrode position is chosen in such a way that the 
entire painful area is covered with a stimulation field from its center or from 
the edges.

Finally, pain in the extremities may be successfully treated with PNS. In the 
original series of the 1970s and 1980s, PNS of the upper extremities resulted in 
better pain relief compared to that of the lower extremities – partly due to the 
mixed nature and larger size of the commonly stimulated sciatic nerve. Recently, 
however, percutaneously inserted PNS electrodes have been used for the control 
of pain in both upper and lower extremities [18,45].

VAgAl NERVE sTIMUlATIoN

The principle of vagal nerve stimulation (VNS) is in many ways different from 
all other PNS applications. This refers to indications, devices, single-stage 
implantation approach, and even the pattern of stimulation.

First of all, the indications for VNS are not related to pain – it is mainly 
used for treatment of epilepsy and depression. The antiepileptic effects of vagal 
stimulation have been known for a long time and, after convincing anticonvul-
sant effects of VNS in experimental animal models in the late 1980s [46], this 
approach was used in human patients with epilepsy [47]. Within a few years, a 
dedicated VNS device (Cyberonics, Houston, TX) became officially approved 
for the treatment of refractory epilepsy. The antiepileptic effects of VNS are 
well documented, particularly for patients older than 12 with refractory partial 
seizures [48,49].

Several years later, based on pharmaceutical data showing antidepressant 
effects of multiple anticonvulsants, and clinical experience with VNS improv-
ing mood in epilepsy patients independently of seizure reduction, VNS was 
tried for treatment of refractory major depression [50] and, based on limited 
encouraging results, this modality became approved for this indication as well 
[51]. Unfortunately, the antidepressant effects of VNS are less impressive than 
the anticonvulsant and, therefore, at the time of this writing, VNS procedures are 
not covered by many insurance carriers when it comes to treatment of depres-
sion, although depression remains an approved indication for this neuromodula-
tion approach.
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VNS implantation is done in one stage as no trial period is required. During 
the surgery, the left vagal nerve is exposed at mid-cervical level and a special 
wrap-around electrode is placed over the nerve as it travels within the carotid 
sheath. Both contacts of this bipolar lead and the plastic anchor are implanted 
by wrapping the plastic spiral-shaped strips around the exposed segment of the 
nerve. The VNS IPG is implanted in the infraclavicular region through a sepa-
rate incision. The leads come in two sizes that refer to the diameter of these 
spiral-shaped contacts, but overall design and technical characteristics remain 
the same for both lead models.

The stimulation pattern in VNS is quite different from other PNS applica-
tions. PNS is usually delivered on a continuous basis with relatively high fre-
quency and the amplitude of stimulation is chosen that so the patient feels the 
stimulation-induced paresthesias. VNS parameters are chosen and titrated based 
on clinical effect but, instead of continuous stimulation, VNS is usually given 
over several seconds followed by a few minute long intervals. Although some 
patients experience paresthesias and speech alterations during these few sec-
onds of stimulation, there are some others who do not perceive VNS at all.

Due to differences in function of the vagal nerve and those sensory nerves 
that are targeted for PNS, the side effects of stimulation are also quite different 
and may include speech and swallowing difficulties, usually directly related to 
the stimulation parameters and patterns. Overall, however, the VNS procedure 
is very safe and well-tolerated by the patients.

Research is now concentrating on more esoteric indications for VNS, includ-
ing refractory migraines and cluster headaches [52] and Alzheimer's disease 
[53] but, so far, the results indicate great safety but not a convincing efficacy for 
these newer, potentially groundbreaking, indications.

coNclUsIoN

Overall, it appears that PNS is indeed the fastest growing segment of neuromod-
ulation for pain. However, the challenges in the development of this approach 
remain the same – there are no dedicated devices, there is no regulatory approval 
and, most importantly, there is no sound science in terms of its mechanism, 
patient selection, or the long-term outcome. Multiple anecdotal reports and 
small series do not provide sufficient evidence for PNS efficacy – and until such 
evidence is created, regulatory approval will be unlikely.
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Chapter 5.1

Dr Slavin has provided a well-balanced survey of PNS, including the applica-
tions of both field-type stimulation and direct stimulation of cranial nerves 
such as the trigeminal and vagus nerves. As he notes, this area of neuromodu-
lation may be the fastest growing, primarily due to its use in treating many 
common disorders, efficaciously or not, including migraine, depression, obe-
sity, and regional low back pain. These are indications that have notable ben-
efit already or realistic potential for efficacy with other treatment approaches 
(e.g. bariatric surgery for obesity, deep brain stimulation (DBS) for depres-
sion), but which may still see benefit from PNS in a less invasive manner. 
So further development in these directions is vital and, fortunately, likely to 
continue.
Such newer developments, however, raise one of the important aspects of PNS 
that Dr Slavin mentions, but which deserves further elaboration. PNS is only 
marginally approved and reimbursed at present. Beyond the fact that refine-
ments may be made in devices used for PNS, obtaining approvals from third-
party payors to perform PNS can be a hindrance to further development of these 
techniques. Largely anecdotal successes, but successes nonetheless, have been 
reported. In particular, the ability to treat migraine and refractory low back 
pain has a wide potential population that can find help for what are typically  
very difficult and disabling disorders.
As Dr Slavin alluded to, as well, the mechanisms of analgesia in PNS are under-
studied and may allow for refinement of IPG parameter spaces if even small 
breakthroughs could be made in this regard. For example, is there an optimal 
frequency or pattern of stimulation when an electrode is placed at different dis-
tances from the dorsal root ganglion or are there different electrode designs or 
configurations that might optimize field stimulation over direct nerve stimula-
tion? In addition, very little work has been done modeling VNS stimulation. 
Such work might lead to refinements of treatment for depression over epilepsy, 
or better use of VNS for failed bariatric patients where it had been abandoned 
previously, for example.

105



PART | II Regions of Application106

In sum, there are three important areas that can be explored with PNS, both for 
hopes in advancing the field and, as a reader, gaining a better understanding of 
the PNS field currently. These include:
1. reimbursement and approval
2. better controlled outcome studies
3. refinement of PNS analgesic mechanisms that can drive device refinement.

sTUdy qUEsTIoNs

1. Define a decision algorithm for placing PNS, with and without failed SCS or 
other treatments, for various locations.

2. Consider the programming parameter spaces used in stimulating a peripheral 
nerve currently available, including cycling on and off, and how each might 
contribute or detract from the ability to obtain satisfactory pain relief for the 
patient.
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PHysIcAl BAsIs of THE ElEcTRodE/ElEcTRolyTE 
INTERfAcE

When a metal electrode is placed inside a physiological medium, such as extra-
cellular fluid (ECF), an interface is formed between the two phases. In the 
metal electrode phase and in attached electrical circuits, charge is carried by 
electrons. In the physiological medium or, in more general terms, the electro-
lyte, charge is carried by ions, including sodium, potassium, and chloride in the 
ECF. The central process that occurs at the electrode–electrolyte interface is a 
transduction of charge carriers from electrons in the metal electrode to ions in 
the electrolyte.

In the simplest system, two electrodes are placed in an electrolyte, and elec-
trical current may pass between the electrodes through the electrolyte. One of 
the two electrodes is termed a working electrode (WE), and the second is termed 
a counter electrode (CE). The working electrode is defined as the electrode that 
one is interested in studying, with the counter electrode being necessary to com-
plete the circuit for charge conduction.

There are two primary mechanisms of charge transfer at the electrode– 
electrolyte interface, illustrated in Figure 6.1. One is a non-faradaic reaction, 
where no electrons are transferred between the electrode and electrolyte. 
Non-faradaic reactions include redistribution of charged chemical species in 
the electrolyte. The second mechanism is a faradaic reaction, in which electrons 
are transferred between the electrode and electrolyte, resulting in reduction or 
oxidation of chemical species in the electrolyte.

capacitive/Non-faradaic charge Transfer

If only non-faradaic redistribution of charge occurs, the electrode/electro-
lyte interface may be modeled as a simple electrical capacitor called the 
double layer capacitor Cdl. This capacitor is formed due to several physical 
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phenomena [1–6]. When a metal electrode is placed in an electrolyte, charge 
redistribution occurs as metal ions in the electrolyte combine with the elec-
trode. This involves a transient transfer of electrons between the two phases, 
resulting in a plane of charge at the surface of the metal electrode, opposed by 
a plane of opposite charge, as counterions, in the electrolyte.

If the net charge on the metal electrode is forced to vary (as occurs with 
charge injection during stimulation), a redistribution of charge occurs in the 
solution. Suppose that two metal electrodes are immersed in an electrolytic salt 
solution. Next, a voltage source is applied across the two electrodes so that one 
electrode is driven to a relatively negative potential and the other to a relatively 
positive potential. At the interface that is driven negative, the metal electrode 
has an excess of negative charge (see Fig. 6.1). This will attract positive charge 
(cations) in solution towards the electrode and repel negative charge (anions). 
In the interfacial region, there will be net electroneutrality, because the negative 
charge excess on the electrode surface will equal the positive charge in solu-
tion near the interface. The bulk solution will also have net electroneutrality. At 
the second electrode, the opposite processes occur, i.e. the repulsion of anions 
by the negative electrode is countered by attraction of anions at the positive 
electrode.

If the total amount of charge delivered is sufficiently small, only charge 
redistribution occurs, there is no transfer of electrons across the interface, and 
the interface is well modeled as a simple capacitor. If the polarity of the applied 
voltage source is then reversed, the direction of current is reversed, the charge 
redistribution is reversed, and charge that was injected from the electrode into 
the electrolyte and stored by the capacitor may be recovered.

fIgURE 6.1 The electrode/electrolyte interface. Faradaic charge transfer (top) and capacitive 
redistribution of charge (bottom) is shown as the electrode is driven negative. (A) Physical rep-
resentation; (B) two element electrical circuit model for mechanisms of charge transfer at the 
interface.
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faradaic charge Transfer and the Electrical Model of the 
Electrode–Electrolyte Interface

Charge may also be injected from the electrode to the electrolyte by fara-
daic processes of reduction and oxidation, whereby electrons are transferred 
between the two phases. Reduction, which requires the addition of an electron, 
occurs at the electrode that is driven negative, while oxidation, requiring the 
removal of an electron, occurs at the electrode that is driven positive. Unlike the 
capacitive mechanism, faradaic charge injection forms products in solution that 
cannot be recovered upon reversing the direction of current if the products dif-
fuse away from the electrode. Figure 6.1b illustrates a simple electrical circuit 
model of the electrode–electrolyte interface, consisting of two elements [7–9]. 
Cdl is the double layer capacitance, representing the ability of the electrode to 
cause charge flow in the electrolyte without electron transfer. Zfaradaic is the fara-
daic impedance, representing the faradaic processes of reduction and oxidation 
where electron transfer occurs between the electrode and electrolyte. One may 
generally think of the capacitance as representing charge storage, and the fara-
daic impedance as representing charge dissipation.

The following are examples of faradaic electrode reactions. Cathodic pro-
cesses, defined as those where reduction of species in the electrolyte occur as 
electrons are transferred from the electrode to the electrolyte, include such reac-
tions as:

 2   H2O + 2   e− → H2↑ + 2   OH−   reduction   of   water (6.1)

 PtO + 2   H+ + 2   e− ⇌ Pt + H2O   oxide   formation   and   reduction (6.2)

 IrO + 2 H+ + 2 e− ⇌ Ir + H2O   oxide   formation   and   reduction (6.3a)

 IrO2 + 4 H+ + 4 e− ⇌ Ir + 2 H2O   oxide   formation   and   reduction (6.3b)

 2 IrO2 + 2 H+ + 2 e− ⇌ Ir2O3 + H2O   oxide   formation   and   reduction (6.3c)

 Pt + H+ + e− ⇌ Pt − H   hydrogen   atom   plating (6.4)

Anodic processes, defined as those where oxidation of species in the electro-
lyte occur as electrons are transferred to the electrode, include:

 2 H2O → O2↑ + 4 H+ + 4 e−   oxidation   of   water (6.5)

 Pt + 4 Cl− → [PtCl4]
2− + 2 e−   corrosion (6.6)

Reaction 6.1 is the irreversible reduction of water forming hydrogen gas and 
hydroxyl ions. The formation of hydroxyl raises the solution pH. Reversible 
reactions, where species remain bound or close to the electrode surface, are 
demonstrated by reactions 6.2 through 6.4. Reactions 6.2 and 6.3a, 6.3b, and 



PART | III The Neuromodulation Therapy Interface112

6.3c are the reversible formation and subsequent reduction of an oxide layer 
on platinum and iridium, respectively. Reaction 6.4 is reversible adsorption of 
hydrogen onto a platinum surface, responsible for the so-called pseudocapacity 
of platinum. In reaction 6.5, water molecules are irreversibly oxidized, forming 
oxygen gas and hydrogen ions, thus lowering the pH. Reaction 6.6 is the corro-
sion of a platinum electrode in a chloride-containing medium.

The electrode interface model of Figure 6.1b demonstrates the mechanisms 
of charge injection from an electrode; however it neglects the equilibrium inter-
facial potential ∆φ that exists across the interface at equilibrium. This is mod-
eled as shown in Figure 6.2a, along with the solution resistance RS (also known 
as the access resistance RA or the ohmic resistance RΩ) that exists between two 
electrodes in solution.

If one begins with a system that is in equilibrium and then forces the poten-
tial of an electrode away from its equilibrium value, for example by connecting a 
voltage or current source between the working and counter electrodes, the elec-
trode is said to become polarized. Polarization is measured by the overpotential 
, which is the difference between an electrode's potential and its equilibrium 
potential (both measured with respect to some third reference electrode):

 ≡E − Eeq (6.7)

The net current density across an electrode/electrolyte interface due to a 
faradaic reaction is proportional to an exponential function of the overpotential, 
fully described by the current–overpotential equation below [9].

 inet = i0{  
[O](0,t)

 ______ 
[O]∞

   exp   (−ac n f ) −   
[R](0,t)

 ______ [R]∞   exp   (+ (1 − ac)   n f )} (6.8)

where inet is the net faradaic current density across the electrode–electro-
lyte interface, i0 is the exchange current density, [O](0,t) and [R](0,t) are 

fIgURE 6.2 Electrical circuit models. (A) Single electrode–electrolyte interface; (B) 
two-electrode system. External access to the system is at two points labeled ‘WE’ and ‘CE’. If the 
counter electrode has a large surface area, it may be considered as strictly a capacitance as shown.
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concentrations at the electrode surface (x = 0) as a function of time, [O]∞ and 
[R]∞ are bulk concentrations, ac is the cathodic transfer coefficient and equals 
≈ 0.5, n is the number of moles of electrons per mole of reactant oxidized, 
f ≡ F/R T, F is Faraday's constant ≈ 96 485 C/mole of electrons, R is the gas 
constant ≈ 8.314 Joules/mole-oK, and T is the absolute temperature.

For a sufficiently small overpotential (a small potential excursion away 
from equilibrium), there is little faradaic current, and current flows primarily 
through the capacitive branch of Figure 6.1, charging the electrode capacitance, 
not through the faradaic branch. As more charge is delivered through an elec-
trode interface, the electrode capacitance continues to charge, the overpoten-
tial increases, and the faradaic current (proportional to exp ()) begins to be a 
significant fraction of the total injected current. For substantial cathodic over-
potentials, the left term of equation 6.8 dominates; for substantial anodic over-
potentials the right term dominates.

Reversible and Irreversible faradaic Reactions

Faradaic reactions are divided into reversible and irreversible reactions [9]. A 
reversible process is one where the reactants are reformed from the products 
upon reversing the direction of current. The degree of reversibility depends on 
the relative rates of kinetics (electron transfer at the interface) and mass transport 
of reactants to the electrode surface. A faradaic reaction with very fast kinetics 
relative to the rate of mass transport is reversible. With fast kinetics, large cur-
rents occur with small potential excursions away from equilibrium. Since the 
electrochemical product does not move away from the surface extremely fast 
(relative to the kinetic rate), there is an effective storage of charge near the elec-
trode surface and, if the direction of current is reversed, then some product that 
has been recently formed may be reversed back into its initial (reactant) form.

In a faradaic reaction with slow kinetics, large potential excursions away 
from equilibrium are required for significant currents to flow. In such a reaction, 
the potential must be forced very far from equilibrium before the mass transport 
rate limits the net reaction rate. In the lengthy time frame imposed by the slow 
electron transfer kinetics, chemical reactant is able to diffuse to the surface to 
support the kinetic rate, and product diffuses away quickly relative to the kinetic 
rate. Because product diffuses away, there is no effective storage of charge near 
the electrode surface, in contrast to reversible reactions. If the direction of cur-
rent is reversed, product will not be reversed back into its initial (reactant) form, 
since it has diffused away within the slow time frame of the reaction kinetics. 
Irreversible products may include species that are soluble in the electrolyte, 
precipitate in the electrolyte, or evolve as a gas (e.g. reactions 6.1 and 6.5). 
Irreversible faradaic reactions result in a net change in the chemical environ-
ment, potentially creating chemical species that are damaging to tissue or the 
electrode. As a general principle, an objective of electrical stimulation design is 
to avoid irreversible faradaic reactions.



PART | III The Neuromodulation Therapy Interface114

cHARgE INjEcTIoN AcRoss THE ElEcTRodE–ElEcTRolyTE 
INTERfAcE dURINg ElEcTRIcAl sTIMUlATIoN

charge Injection during Pulsing: Interaction of capacitive and 
faradaic Mechanisms

As illustrated in Figure 6.1, there are two primary mechanisms of charge injec-
tion from a metal electrode into an electrolyte. The first consists of charging 
and discharging the double layer capacitance, causing a redistribution of charge 
in the electrolyte but no electron transfer from the electrode to the electrolyte. 
Cdl for a metal in aqueous solution has values on the order of 10–20 mF/cm2 
of real area (geometric area multiplied by the roughness factor). For a small 
enough total injected charge, all charge transfer occurs by charging and dis-
charging of the double layer. Above some injected charge density, charge trans-
fer commences via faradaic reactions where electrons are transferred between 
the electrode and electrolyte, thus changing the chemical composition in the 
electrolyte by reduction or oxidation reactions. Figure 6.1 illustrates a single 
faradaic impedance representing the electron transfer reaction O + n e− ⇌ R. 
Generally, there may be more than one faradaic reaction possible, which is mod-
eled by several branches of Zfaradaic (one for each reaction), all in parallel with 
the double layer capacitance.

As current is passed between a working electrode and counter electrode 
through an electrolyte, both the working and counter electrodes’ potentials move 
away from their equilibrium values, with one moving positive of its equilib-
rium value and the other moving negative of its equilibrium value. Total capaci-
tance is proportional to area, with capacitance Cdl = (capacitance/area) × area. 
Capacitance/area is an intrinsic material property. Capacitance is defined as the 
ability to store charge, and is given by:

 Cdl ≡   
dq

 __ 
dv

   (6.9)

where q = charge and v = the electrode potential with respect to some reference 
electrode.

An electrode with a large area and total capacity (as is often the case for a 
counter electrode) can store a large amount of charge (dq) with a small overpo-
tential (dv). By maintaining the potential of the counter electrode fairly constant 
during charge injection (near its equilibrium value), there is little faradaic cur-
rent. It is common to neglect the counter electrode in analysis and, while this is 
often a fair assumption, it is not always the case. Significant overpotentials may 
be realized at a working electrode with small surface area, as may be required to 
achieve high spatial resolution during stimulation.

In addition to the double layer capacitance, some metals have the property 
of pseudocapacity [8], where a faradaic electron transfer occurs but, because the 
product remains bound to the electrode surface, the reactant may be recovered 
(the reaction may be reversed) if the direction of current is reversed. Although 
electron transfer occurs, in terms of the electrical model of Figure 6.1, the 
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pseudocapacitance is better modeled as a capacitor, since it is a charge storage 
(not dissipative) process. Platinum is commonly used for stimulating electrodes 
as it has a pseudocapacity (by reaction 6.4) of 210 mC/cm2 real area [10], or 
equivalently 294 mC/cm2 geometric area using a roughness factor of 1.4.1

It is a general principle when designing electrical stimulation systems 
that one should avoid the onset of irreversible faradaic processes which may 
potentially create damaging chemical species, and keep the injected charge at a 
low enough level where it may be accommodated strictly by reversible charge 
injection processes. Unfortunately, this is not always possible because a larger 
injected charge may be required to cause the desired effect (e.g. initiating action 
potentials). Reversible processes include charging and discharging the double 
layer capacitance, reversible faradaic processes involving products that remain 
bound to the surface, such as the reversible formation and reduction of a surface 
oxide (reactions 6.2, 6.3) or plating of hydrogen atoms on platinum (reaction 
6.4), and reversible faradaic processes where the solution phase product remains 
near the electrode due to mass diffusion limitations.

The net current passed by an electrode is the sum of currents through the two 
parallel branches shown in Figure 6.1, given by:

 itotal = iC + if (6.10)

where iC is the current through the capacitance and if is the current through the 
faradaic element.

The current through the Faradaic element is given by the current–overpo-
tential equation 6.8. The current through the capacitance is given by equation 
6.11 below:

 iC = Cdl   dv/dt = Cdl   d/dt (6.11)

The capacitive current depends upon the rate of potential change, but not 
the absolute value of the potential. The faradaic current, however, is exponen-
tially dependent upon the overpotential. As an electrode is driven away from its 
equilibrium potential, essentially all charge initially flows through the capaci-
tive branch since the overpotential is small. As the overpotential increases, the 
faradaic branch begins to conduct a relatively larger fraction of the injected 
current. When the overpotential becomes great enough, the faradaic impedance 
becomes sufficiently small that the faradaic current equals the injected current.

Methods of controlling charge delivery during Pulsing

Charge injection from an electrode into an electrolyte (e.g. extracellular fluid) 
is commonly controlled by one of three methods. In the current controlled or 

1. The relationship between capacitance and stored charge is given by equation 6.9. A one volt 
potential excursion applied to a double layer capacitance of 20 mF/cm2 yields 20 mC/cm2 stored 
charge, which is an order of magnitude lower than the total charge storage available from platinum 
pseudocapacitance.
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galvanostatic method, a current source is attached between the working and 
counter electrodes and a user-defined current is passed. In the voltage controlled 
or potentiostatic method, current is driven between the working electrode and 
counter electrode as required to maintain the working electrode potential with 
respect to a third (reference) electrode. This method is generally not used for 
stimulation, and is not discussed further here. In the third method, VWE−CE con-
trol, a voltage source is applied between the working and counter electrodes. 
While this is the simplest method to implement, neither the potential of the WE 
nor the CE (with respect to a third reference electrode) is controlled; only the 
net potential between the working and counter electrodes is controlled.

The current controlled method is commonly used for electrical stimulation of 
excitable tissue. In monophasic pulsing, a constant current is passed for a period 
of time (on the order of tens to hundreds of microseconds), then the external 
stimulator circuit is open-circuited until the next pulse. In biphasic pulsing, a con-
stant current is passed in one direction, then the direction of current is reversed, 
and then the circuit is open-circuited until the next pulse. In biphasic pulsing, the 
first or stimulating phase is used to elicit the desired physiological effect, such 
as initiation of an action potential, then the second or reversal phase is used to 
reverse electrochemical processes occurring during the stimulating phase. It is 
common to use a cathodic pulse as the stimulating phase followed by an anodic 
reversal phase, although anodic pulsing may also be used for stimulation (see 
below, Charge injection for extracellular stimulation of excitable tissue).

Figure 6.3 illustrates key pulsing parameters. The frequency of stimulation 
is the inverse of the period, or time between the start of pulses. The interpulse 

fIgURE 6.3 Common pulse types and parameters.
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interval (IPI) is the period of time between pulses. Figure 6.3b illustrates charge 
balanced biphasic pulsing, where the charge in the stimulation phase equals the 
charge in the reversal phase. Figure 6.3c illustrates charge imbalanced biphasic 
pulsing where there are two phases, but the reversal phase has less charge than the 
stimulating phase. Figure 6.3d illustrates the use of an interphase delay, where 
an open-circuit is introduced between the stimulating and reversal phases.

Based on the simple electrical model of Figure 6.1, the relative properties 
of monophasic pulsing, charge balanced biphasic pulsing, and charge imbal-
anced biphasic pulsing during current control may be predicted. A complete 
description of mechanisms is given elsewhere [6]. The steady-state response to 
a train of monophasic pulses results in all injected charge per pulse going into 
irreversible faradaic reactions that occur during either the pulse or during the 
open-circuit interpulse interval period. The steady-state response to a train of 
charge balanced biphasic pulses occurs when one of the two following condi-
tions is met:

1.  there are no irreversible faradaic reactions during either the cathodic or 
anodic phases, and the electrode simply charges and then discharges the 
double layer, or

2.  the same amount of charge is lost irreversibly during the cathodic phase 
and the anodic phase. The irreversible reactions in the two phases are dis-
tinct; for example oxygen reduction occurs during the cathodic phase and 
electrode corrosion occurs during the anodic phase.

Of the three pulsing protocols (monophasic, charge balanced biphasic, and 
charge imbalanced biphasic), monophasic pulsing causes the greatest accumu-
lation of unrecoverable charge (corresponding to products of irreversible fara-
daic reactions) for a given injected charge.

An alternative form of charge injection involves the direct connection of a 
voltage source between the working and counter electrodes. Upon applying a 
voltage pulse between the working electrode and counter electrode in VWE−CE 
control, the current is maximum at the beginning of the pulse as the double 
layer capacitances of the two electrodes charge and the current is predominantly 
capacitive. Given a long duration pulse, the current will asymptotically approach 
a value where the applied voltage maintains a steady-state faradaic current, 
with current density given by equation 6.8. An exhausting circuit [11,12] shorts 
together the WE and CE at the end of the monophasic voltage pulse, caus-
ing the charge on the working electrode capacitance to discharge rapidly, and 
the working electrode potential to attain the counter electrode potential. If the 
counter electrode is sufficiently large, its potential will not be notably perturbed 
away from its equilibrium potential during pulsing and, upon shorting the WE 
and CE, the working electrode potential will be brought back to the counter 
electrode equilibrium potential. The discharge of the working electrode is rela-
tively rapid during VWE−CE control with an exhausting circuit, as the working 
electrode is directly shorted to the counter electrode. This is contrasted by the 
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relatively slow discharge using monophasic current control with an open circuit 
during the interpulse interval. During the open circuit period, the WE capaci-
tance discharges through faradaic reactions at the working electrode interface. 
This leads to a greater accumulation of unrecoverable charge during the open 
circuit interpulse interval (current control) than with the short circuit interpulse 
interval (VWE−CE control). However, in current control, appropriate biphasic 
pulsing waveforms can promote rapid electrode discharge.

Advantages of the VWE−CE control scheme with an exhausting circuit over 
the current control scheme include:

1.  the circuitry is simpler (it may be a battery and an electronic switch) and
2.  unrecoverable charge accumulation is lower during the interpulse interval 

than it would be with monophasic current control.

Disadvantages of the VWE−-CE control scheme include:

1.  maximum stimulation of excitable tissue occurs only at the beginning of 
the pulse when current is maximum, and stimulation efficiency decreases 
throughout the pulse as current decreases; whereas with current control the 
current is constant throughout the pulse

2.  an increase in resistance anywhere in the electrical conduction path will 
cause an additional voltage drop, decreasing the current and potentially 
causing it to be insufficient for stimulation, whereas with current control 
the current is constant (assuming the required voltage is within the range of 
the stimulator); and

3.  neither the current driven nor the charge injected are under direct control 
using voltage control [13].

Because the level of neuronal membrane depolarization is related to the applied 
current, these factors result in a reduction in reproducibility between stimulation 
sessions during VWE−CE control. Moreover, because tissue properties can change 
over time, stimulation efficacy may change when using VWE−CE control.

Electrochemical Reversal

The purpose of the reversal phase during biphasic stimulation is to reverse the 
direction of electrochemical processes that occur during the stimulating phase, 
minimizing unrecoverable charge. Upon delivering current in the stimulation 
phase and then reversing the direction of current, charge on the electrode capac-
itance will discharge, returning the electrode potential towards its pre-pulse 
value. If only double layer charging occurred, then upon passing an amount 
of charge in the reversal phase equal to the charge delivered in the  stimulation 
phase (a charge balanced protocol), the electrode potential will return precisely 
to its pre-pulse potential by the end of the reversal phase and the potential curve 
will be a simple sawtooth as shown in Figure 6.4a. If reversible faradaic reac-
tions occur during the stimulation phase, then charge in the reversal or secondary 
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phase may go into reversing these reactions. Figure 6.4b illustrates an example 
reversible faradaic process, in this case charging of the pseudocapacitance 
(reduction of protons and plating of monatomic hydrogen onto the metal elec-
trode surface) as may occur on platinum. During reversal, the plated hydrogen is 
oxidized back to protons. Because the electrochemical process occurring during 
the reversal phase is the exact opposite of that occurring during the stimulation 
phase, there is zero net accumulation of electrochemical species. Reversible 
faradaic reactions include adsorption processes as in Figure 6.4b, as well as 
processes where the solution phase product remains near the electrode due to 
mass diffusion limitations. If irreversible faradaic reactions occur, upon passing 
current in the reverse direction, reversal of electrochemical product does not 
occur as the product is no longer available for reversal (it has diffused away). An 
example shown in Figure 6.4c is the formation of hydrogen gas after a mono-
layer of hydrogen atoms has been adsorbed onto the platinum surface.

The use of biphasic stimulation (either charge balanced or charge imbal-
anced) moves the electrode potential out of the most negative ranges imme-
diately after stimulation. In comparison, the cathodic-first monophasic 
stimulation protocol allows the electrode potential to remain relatively negative 
during the interpulse interval and, during this time, faradaic reduction reactions 
may continue. In the presence of oxygen, these reactions may include reduc-
tion of oxygen and formation of reactive oxygen species, which have been 
implicated in tissue damage [14–18]. The charge imbalanced waveform has the 
added advantage that the electrode potential at the end of the anodic pulse is 
less positive than with charge balanced biphasic pulsing, thus less charge goes 
into irreversible oxidation reactions, such as corrosion, when using the charge 
imbalanced protocol.

fIgURE 6.4 Electrochemical processes and potential waveforms during charge balanced stimu-
lation. (a) Capacitive charging only; (b) reversible hydrogen plating; (c) irreversible hydrogen 
evolution.
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cHARgE INjEcTIoN foR ExTRAcEllUlAR sTIMUlATIoN  
of ExcITABlE TIssUE

The goal of electrical stimulation of excitable tissue is often the triggering of 
action potentials in axons, which requires the artificial depolarization of some 
portion of the axon membrane to threshold. In the process of extracellular stimu-
lation, the extracellular region is driven to relatively more negative potentials, 
equivalent to driving the intracellular compartment of a cell to relatively more 
positive potentials. Charge is transferred across the membrane due to both pas-
sive (capacitive and resistive) membrane properties as well as through active ion 
channels [19]. The process of physiological action potential generation is well 
reviewed in the literature (in particular see Principles of Neural Science by Kandel 
et al, 2000) [20]. The mechanisms underlying electrical excitation of nerve have 
been reviewed elsewhere [21–25]. In the simplest case of stimulation, a monopo-
lar electrode (a single current carrying conductor) is placed in the vicinity of 
excitable tissue. Current passes from the electrode, through the extracellular fluid 
surrounding the tissue of interest and, ultimately, to a distant counter electrode.

During cathodic stimulation, the negative charge of a working electrode 
causes redistribution of charge on an axon membrane, with negative charge col-
lecting on the outside of the membrane underneath the cathode (depolarizing 
the membrane). Associated with the depolarization of the membrane under the 
cathode is movement of positive charge intracellularly from the distant axon 
to the region under the electrode, and hyperpolarization of the membrane at a 
distance away from the electrode. If the electrode is instead driven as an anode 
(to more positive potentials), hyperpolarization occurs under the anode and 
depolarization occurs at a distance away from the anode. During such anodic 
stimulation, action potentials may be initiated at the regions distant from the 
electrode where depolarization occurs, known as virtual cathodes. The depolar-
ization that occurs with anodic stimulation is roughly one seventh to one third 
that of the depolarization with cathodic stimulation; thus cathodic stimulation 
requires less current to bring an axon to threshold. During cathodic stimulation, 
anodic surround block may occur at sufficiently high current levels, where the 
hyperpolarized regions of the axon distant from the cathode may suppress an 
action potential that has been initiated near the electrode. This effect is observed 
at higher current levels than the threshold values required for initiation of action 
potentials with cathodic stimulation.

Selectivity is the ability to activate one population of neurons without acti-
vating a neighboring population. Spatial selectivity is the ability to activate a 
localized group of neurons, such as restricting activation to a certain fascicle 
or fascicles within a nerve trunk. Changes in the transmembrane potential due 
to electrical excitation are greatest in fibers closest to the stimulating elec-
trode because the induced extracellular potential decreases in amplitude with 
distance from the stimulation electrode. Thus, activation of neurons closest to 
the electrode requires the least current. As the distance between the electrode 



121chapter | 6  The Electrode – Materials and Configurations

and desired population of neurons for activation increases, larger currents are 
required, which generally means neurons between the electrode and desired 
population are also activated. Fiber diameter selectivity is the ability to activate 
fibers within a certain range of diameters only. Fibers with greater internodal 
distance and larger diameter experience greater changes in the transmembrane 
potential due to electrical excitation [26]. Using conventional electrical stimu-
lation waveforms with relatively narrow pulses, the largest diameter fibers are 
activated at the lowest stimulus amplitude. In motor nerves, activating large 
diameter fibers first corresponds to activating the largest motor units first. This 
recruitment order is opposite of the physiological case where the smallest motor 
units are recruited first. Fang and Mortimer [27] have demonstrated a wave-
form that allows a propagated action potential in small diameter fibers but not 
large diameter fibers. Hyperpolarizing pulses have a greater effect on larger 
fibers than smaller, just as for depolarizing pulses. This means that sustained 
hyperpolarization can be used to block action potential initiation selectively in 
the large fibers, so that the corresponding depolarizing stimuli can selectively 
activate small fibers. Electrical stimulation protocols have also been developed 
[28] for triggering of action potentials in specific cell types (e.g. interneurons) 
and structures (e.g. nerve terminals).

The relationship between the strength (current) of an applied constant current 
pulse required to initiate an action potential and the duration of the pulse, known 
as the strength–duration curve, is shown in Figure 6.5a. The threshold current 
Ith decreases with increasing pulsewidth W. At very long pulsewidths, the cur-
rent is a minimum, called the rheobase current Irh. The qualitative nature of the 
strength–duration curve shown is representative of typical excitable tissue. The 
quantitative aspects, e.g. the rheobase current, depend upon factors such as the 
distance between the neuron population of interest and the electrode, and are 
determined empirically. Figure 6.5b illustrates the charge–duration curve, which 
plots the threshold charge Qth = IthW versus pulsewidth. At longer pulsewidths, 
the required charge to elicit an action potential increases, due to two phenomena. 
First, over a period of tens to hundreds of microseconds, charge is redistributed 

fIgURE 6.5 Strength–duration and charge–duration curves for initi-
ation of an action potential. Rheobase current Irh is the current required 
when using an infinitely long pulsewidth. Chronaxie time tc is the pulse 
width corresponding to two times the rheobase current.
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through the length of the axon, and does not all participate in changing the trans-
membrane potential at the site of injection [29,30]. Second, over a period of several 
milliseconds, accommodation (increased sodium channel inactivation) occurs. The 
minimum charge Qmin occurs as the pulsewidth approaches zero. In practice, the 
Qth is near Qmin when narrow pulses are used (tens of microseconds).

MEcHANIsMs of dAMAgE

An improperly designed electrical stimulation system may cause damage to 
the tissue being stimulated or damage to the electrode itself. Damage to an 
electrode can occur in the form of corrosion if the electrode is driven anodi-
cally such that the electrode potential exceeds a value where significant metal 
oxidation occurs. Corrosion is an irreversible faradaic process. It may be due to 
dissolution where the electrochemical product goes into solution, or the product 
may form an outer solid layer on a passivation film that cannot be recovered. 
Charge balanced waveforms (see Fig. 6.3b) are more likely to reach potentials 
where corrosion may occur during the anodic reversal phase and the open cir-
cuit interpulse interval than are monophasic waveforms. The charge imbalanced 
waveform (see Fig. 6.3c) has advantages both in preventing tissue damage due 
to sustained negative potentials during the interpulse interval, and in prevent-
ing corrosion by reducing the maximum positive potential during the anodic 
reversal phase.

The mechanisms for stimulation-induced tissue damage are not well under-
stood. Two major classes of mechanisms have been proposed. The first is that 
tissue damage is caused by intrinsic biological processes as excitable tissue is 
overstimulated. This is called the mass action theory, and proposes that damage 
occurs from the induced hyperactivity of many neurons firing, or neurons firing 
for an extended period of time, thus changing the local environment. Proposed 
mass action mechanisms include depletion of oxygen or glucose, or changes in 
ionic concentrations, both intracellularly and extracellularly, e.g. an increase in 
extracellular potassium. In the CNS, excessive release of excitatory neurotrans-
mitters, such as glutamate, may cause excitotoxicity. The second proposed 
mechanism for tissue damage is the creation of toxic electrochemical reaction 
products at the electrode surface during cathodic stimulation at a rate greater 
than that which can be tolerated by the physiological system.

McCreery et al [31] have shown that both charge per phase and charge den-
sity are important factors in determining neuronal damage to cat cerebral cor-
tex. The McCreery data show that as the charge per phase increases the charge 
density for safe stimulation decreases. When the total charge is small (as with a 
microelectrode), a relatively large charge density may safely be used. Shannon 
[32] reprocessed the McCreery data and developed an expression for the maxi-
mum safe level for stimulation, given by:

 log   (Q/A) = k − log   (Q) (6.12)
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where Q is charge per phase (mC/phase), Q/A is charge density per phase 
(mC/cm2/phase), and 2.0>k>1.5, fit to the empirical data.

Figure 6.6 illustrates the charge versus charge density relationship of equa-
tion 6.12 using k values of 1.7, 1.85 and 2.0, with histological data from the 
1990 McCreery study using cat parietal cortex, as well as data from Yuen et al 
[33] on cat parietal cortex, Agnew et al [34] on cat peroneal nerve, and Bhargava 
[35] on cat sacral anterior roots. Above the threshold for damage, experimental 
data demonstrates tissue damage, and below the threshold line, experimental 
data indicate no damage.

Supporting the concept that damage is due to electrochemical reaction prod-
ucts is the work by Lilly et al [36], which demonstrated that loss of electri-
cal excitability and tissue damage occurs when the cerebral cortex of monkey 
is stimulated using monophasic current pulses. Later, Lilly et al [37] showed 
that biphasic stimulation caused no loss of excitability or tissue damage after 
15 weeks of stimulation for 4–5 hours per day. The concept that monophasic 
is a more damaging form of stimulation than charge balanced biphasic was 
confirmed by Mortimer et al [38], who reported that breakdown of the blood–
brain barrier during stimulation of the surface of cat cerebral cortex occurs 
when monophasic pulses were used at power densities greater than 0.003 W/in2  
(0.5 mW/cm2), but does not occur with charge balanced biphasic pulses until 
a power density of 0.05 W/in2 (8 mW/cm2) is exceeded. Pudenz et al [39,40] 
further showed that monophasic stimulation of the cat cerebral cortex causes 
vasoconstriction, thrombosis in venules and arterioles and blood–brain barrier 
breakdown within 30 seconds of stimulation when used at levels required for a 
sensorimotor response, however, charge balanced biphasic stimulation could 
be used for up to 36 hours continuously without tissue damage if the charge 
per phase was below 0.45 mC (4.5 mC/cm2). Also supporting the hypothesis 
that damage is due to electrochemical products are observations of cat muscle 

fIgURE 6.6 Charge (Q) versus charge density (Q/A) for safe stimulation. A microelectrode with 
relatively small total charge per pulse might safely stimulate using a large charge density, whereas a 
large surface area electrode (with greater total charge per pulse) must use a lower charge density.
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that suggest some non-zero level of reaction product can be tolerated [41,42]. 
Scheiner and Mortimer [41] studied the utility of charge imbalanced biphasic 
stimulation, demonstrating that this waveform allows greater cathodic charge 
densities than monophasic prior to the onset of tissue damage as reactions 
occurring during the cathodic phase are reversed by the anodic phase, and also 
that greater cathodic charge densities can be used than with the charge balanced 
waveform prior to electrode corrosion since the anodic phase is no longer con-
strained to be equal to the cathodic phase, thus the electrode potential reaches 
less positive values during the anodic phase and interpulse interval.

In 1975, Brummer and Turner [43] proposed that two principles should be fol-
lowed to achieve electrochemically safe conditions during tissue stimulation:

1.  perfect symmetry of the electrochemical processes in the two half-waves of 
the pulses should be sought. This implies that we do not generate any elec-
trolysis products in solution. One approach to achieve this would appear 
to involve the use of perfectly charge-balanced waveforms of controlled 
magnitude.

2.  The aim should be to inject charge via non-faradaic or surface-faradaic 
processes, to avoid injecting any possibly toxic materials into the body.

Their model for safe stimulation interprets the charge balanced waveform in 
electrochemical terms. Any process occurring during the first (stimulating) 
phase, whether it is charging of the electrode or a reversible faradaic process, 
is reversed during the second (reversal) phase, with no net charge delivered. 
The observation that monophasic stimulation causes greater tissue damage 
than biphasic stimulation at the same amplitude, pulsewidth and frequency is 
explained by the fact that, during monophasic stimulation, all injected charge 
results in generation of electrochemical reaction products.

Reversible processes include charging and discharging of the double layer 
capacitance, as well as surface bound reversible faradaic processes such as reac-
tions 6.2 through 6.4. Reversible reactions often involve the production or con-
sumption of hydrogen or hydroxyl ions as the charge counterion. This causes a 
change in the pH of the solution immediately adjacent to the electrode surface. 
Ballestrasse et al [44] gave a mathematical description of these pH changes, and 
determined that the pH may range from 4 to 10 near a 1 mm diameter electrode 
during biphasic current pulses, but this change extended for only a few microns. 
Irreversible processes include faradaic reactions where the product does not 
remain near the electrode surface, such as reactions 6.1, 6.5 and 6.6.

Free radicals are known to cause damage to myelin, the lipid cell membrane 
and DNA of cells. A likely candidate for a mechanism of neural tissue damage 
due to electrochemical products is peroxidation of the myelin by free radicals 
produced on the electrode surface. Several researchers [45–50] have demon-
strated the great susceptibility of myelin to free radical damage.

Morton et al [51] have shown that oxygen reduction occurs on a gold elec-
trode in phosphate buffered saline under typical neural stimulating conditions. 
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Oxygen reduction reactions that may occur during the cathodic stimulating 
phase include reactions that generate free radicals, such as superoxide and 
hydroxyl, and hydrogen peroxide, collectively known as reactive oxygen spe-
cies. These species may have multiple deleterious effects on tissue [14–18]. 
As free radicals are produced they may interfere with chemical signaling path-
ways that maintain proper perfusion of nervous tissue. Nitric oxide has been 
identified as the endothelium-derived relaxing factor, the primary vasodilator 
[52–54]. Nitric oxide is also known to prevent platelet aggregation and adhe-
sion [55–57]. Beckman et al. [58] have shown that the superoxide radical reacts 
with nitric oxide to form the peroxynitrite radical. Oxygen-derived free radicals 
from the electrode may reduce the nitric oxide concentration and diminish its 
ability as the principal vasodilator and as an inhibitor of platelet aggregation. 
Superoxide depresses vascular smooth muscle relaxation by inactivating nitric 
oxide, as reviewed by Rubanyi [59].

An electrochemical product may accumulate to detrimental concentrations 
if the rate of faradaic reaction, given by the current–overpotential relationship 
of equation 6.8, exceeds the rate for which the physiological system can tolerate 
the product. For most reaction products of interest there is some sufficiently low 
concentration near the electrode that can be tolerated over the long term. This 
level for a tolerable reaction may be determined by the capacity of an intrinsic 
buffering system. For example, changes in pH are buffered by several systems 
including the bicarbonate buffer system, the phosphate buffer system, and intra-
cellular proteins. The superoxide radical, a product of the reduction of oxygen, 
is converted by superoxide dismutase and cytochrome c to hydrogen peroxide 
and oxygen. The diffusion rate of a toxic product must be considered, as it may 
be the case that high concentrations only exist very near the site of generation 
(the electrode surface).

dEsIgN coMPRoMIsEs foR EffIcAcIoUs  
ANd sAfE ElEcTRIcAl sTIMUlATIoN

A stimulating system must be both efficacious and safe. Efficacy of stimula-
tion generally means the ability to elicit the desired physiological response, 
which can include initiation or suppression of action potentials. Safety has two 
primary aspects. First, the tissue being stimulated must not be damaged and, 
second, the stimulating electrode itself must not be damaged, as in corrosion. 
An electrode implanted into a human as a prosthesis may need to meet these 
requirements for decades.

Efficacy requires that the charge injected must exceed some threshold (see 
Fig. 6.5). However, as the charge per pulse increases, the overpotential of the 
electrode increases, as does the fraction of the current going into faradaic reac-
tions (which may be damaging to tissue or the electrode). Judicious design of 
stimulation protocols involves acceptable compromises between stimulation 
efficacy, requiring a sufficiently high charge per pulse, and safety, requiring a 
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sufficiently low charge per pulse, thus preventing the electrode from reaching 
potentials where deleterious faradaic reactions occur at an intolerable rate. The 
overpotential an electrode reaches, and thus faradaic reactions that can occur, 
depend on several factors in addition to the charge per pulse, including:

1.  waveform type (see Fig. 6.3)
2.  stimulation frequency
3.  electrode material (a high charge storage capacity allows relatively large 

charge storage prior to reaching overpotentials where irreversible faradaic 
reactions occur)

4.  electrode geometric area and roughness (determining real area) and there-
fore total capacitance

5.  train effects.

Increasing either the stimulus phase pulsewidth or the reversal phase pulsewidth 
of a charge balanced stimulation protocol has the effect of increasing unrecover-
able charge into irreversible reactions. Any factor which either drives the elec-
trode potential into a range where irreversible reactions occur (such as a long 
stimulus phase pulsewidth) or fails to reverse quickly the electrode potential out 
of this range (such as a long reversal phase pulsewidth) will allow accumulation 
of unrecoverable charge.

The fundamental design criteria for an electrochemically safe stimulation 
protocol can be stated:

the electrode potential must be kept within a potential window where irreversible faradaic reac-
tions do not occur at levels that are intolerable to the physiological system or the electrode. 

If irreversible faradaic reactions do occur, one must ensure that they can be tolerated 
(e.g. that physiological buffering systems can accommodate any toxic products) or 
that their detrimental effects are low in magnitude (e.g. that corrosion occurs at a 
very slow rate, and the electrode will last for longer than its design lifetime).

The charge–duration curve shown in Figure 6.5 demonstrates that to minimize 
the total charge injected in an efficacious stimulation protocol, one should use 
short duration pulses. In practice, pulses on the order of tens of microseconds 
approach the minimum charge, and are often reasonable design solutions. 
During this relatively short duration one may be able to avoid faradaic reac-
tions that would occur at higher levels of total charge with longer pulses. While 
it is desirable to use short duration pulses on the order of tens of microseconds, 
there are applications for which biological constraints require longer duration 
pulses. The time constants of several key ion channels in the membranes of 
excitable tissue are measured in hundreds of microseconds to milliseconds. By 
using stimulating pulses with comparable durations one can selectively manipu-
late the opening and closing of these ion channels. Grill and Mortimer [60] 
have reviewed stimulus waveforms used for spatial and fiber diameter selective 
neural stimulation, illustrating the response of the neural membrane to different 
waveforms. Selective waveforms often require stimulation or reversal phases 
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with long pulsewidths relative to conventional stimulus waveforms; thus wave-
forms optimized for physiological responses may not be efficient for reversing 
electrochemical processes. Researchers have demonstrated the ability to inac-
tivate selectively the larger neurons in a nerve trunk [61], selectively inactivate 
the superficial fibers in a nerve by pre-conditioning [62], and prevent anodic 
break. Lastly, there are applications where tonic polarization mandates the 
use of very long (>1 s) monophasic pulses; for example tonic hyperpolariza-
tion of the soma to control epileptic activity [63,64]. The use of these various 
waveforms with long pulsewidths allows greater accumulation of any electro-
chemical product, thus requiring additional diligence by a neurophysiologist or 
prosthesis designer to prevent electrochemical damage.

In addition to biological constraints on the pulse durations, the required cur-
rent for a short pulsewidth may also be a limitation. In order to inject the mini-
mum charge required for effect, a large current is required (see Fig. 6.5). This is 
not always possible, as may be the case with a battery-powered stimulator with 
limited current output.

Figure 6.7 summarizes key features of various stimulation waveform types. 
The cathodic monophasic waveform, illustrated in Figure 6.7a, consists of 

fIgURE 6.7 Comparison of stimulating waveforms. Six prototypical waveforms are rated for 
relative merit in efficacy and safety. +++ = best (most efficacious, least damaging to tissue or the 
electrode), --- = worst.
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pulses of current passed in one direction, with an open-circuit during the inter-
pulse interval. At no time does current pass in the opposite direction. Commonly, 
the working electrode is pulsed cathodically for stimulation of tissue (as shown), 
although anodic stimulation may also be used. Of the waveforms illustrated in 
Figure 6.7, the monophasic is the most efficacious for stimulation. However, 
monophasic pulses are not used in long-term stimulation where tissue damage 
is to be avoided. Greater overpotentials are reached during monophasic puls-
ing than with biphasic pulsing. Furthermore, the electrode potential during the 
interpulse interval of cathodic monophasic pulsing remains relatively negative 
as the charged electrode capacitance slowly discharges through faradaic reac-
tions, allowing reduction reactions which may be deleterious to tissue to proceed 
throughout the entire period of stimulation. Biphasic waveforms are illustrated 
in Figure 6.7b–f. The first (stimulating) phase elicits the desired physiological 
effect, such as initiation of an action potential, and the second (reversal) phase 
is used to reverse the direction of electrochemical processes occurring during 
the stimulating phase. If all processes of charge injection during the stimulat-
ing phase are reversible, then the reversal phase will prevent net changes in the 
chemical environment of the electrode, as desired. The charge balanced bipha-
sic waveform (Fig. 6.7b) is widely used to prevent tissue damage. It should 
be noted that charge balance does not necessarily equate to electrochemical 
balance. During certain instances of stimulation there are irreversible faradaic 
reactions during the cathodic phase (e.g. oxygen reduction), and then differ-
ent irreversible reactions during the anodic phase (e.g. electrode corrosion) 
that are not the reverse of the cathodic faradaic reactions. Such electrochemi-
cal imbalance leads to a waveform where the potential at the end of the anodic 
phase is positive of the pre-pulse potential, allowing irreversible reactions such 
as electrode corrosion to occur. The charge imbalanced waveform, illustrated 
in Figure 6.7c, may be used to reduce the most positive potentials during the 
anodic phase with respect to the charge balanced waveform, and prevent elec-
trode corrosion [41].

In addition to electrode corrosion, a second concern with the charge balanced 
biphasic waveform is that the reversal phase not only reverses electrochemical 
processes of the stimulation phase, but may also reverse some of the desired phys-
iological effect of the stimulation phase, i.e. it may suppress an action potential 
that would otherwise be induced by a monophasic waveform. This effect causes 
an increased threshold for biphasic stimulation relative to monophasic. Gorman 
and Mortimer [65] have shown that by introducing an open-circuit interphase 
delay between the stimulating and reversal phases, the threshold for biphasic 
stimulation is similar to that for monophasic. This is illustrated in Figure 6.7d. 
Although the introduction of an interphase delay improves threshold, it also 
allows the electrode potential to remain relatively negative during the delay 
period. A delay of 100 ms is typically sufficient to prevent the suppressing effect 
of the reversal phase, and may be a short enough period that deleterious faradaic 
reaction products do not accumulate to an unacceptable level.
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As illustrated in Figure 6.7e and f, the more rapidly charge is injected 
during the anodic reversal phase, the more quickly the electrode potential is 
brought out of the most negative range, and thus the less likely that tissue 
damage will occur. A high current reversal phase, however, means more of a 
suppressing effect on action potential initiation, and also means the electrode 
potential will move positive during the reversal phase, thus risking electrode 
corrosion.

When evaluating the electrochemistry of a stimulating electrode system, 
both the working electrode and counter electrode should be considered. If the 
area, and thus total capacitance, of a counter electrode is relatively large, there 
is a small potential change for a given amount of injected charge. Such an elec-
trode will not be perturbed away from its resting potential as readily as a small 
electrode, and all charge injection across this large counter electrode is assumed 
to be by capacitive charging, not faradaic processes.

MATERIAls UsEd As ElEcTRodEs foR cHARgE INjEcTIoN 
ANd REVERsIBlE cHARgE sToRAgE cAPAcITy

general Requirements, Biocompatibility and Reversible charge 
storage capacity

The ideal material for use as a stimulating electrode satisfies the following six 
requirements:

1.  the passive (unstimulated) material must be biocompatible, so it should not 
induce a toxic or necrotic response in the adjacent tissue, nor an excessive 
foreign body or immune response

2.  the material must be mechanically acceptable for the application. It must 
maintain mechanical integrity given the intended tissue, surgical procedure 
and duration of use. The material must not buckle if it is to pass through the 
meninges. If a device is to be used chronically, it must be flexible enough 
to withstand any small movement between the device and tissue following 
implantation

3.  the complete device must be efficacious. This requires that sufficient charge 
can be injected with the chosen material and electrode area to elicit action 
potentials. The required charge is quantified by the charge–duration curve

4.  during electrical stimulation, faradaic reactions should not occur at levels 
that are toxic to the surrounding tissue. The level of reaction product that 
is tolerated may be significantly higher for acute stimulation than chronic 
stimulation

5.  during electrical stimulation, faradaic corrosion reactions should not occur 
at levels that will cause premature failure of the electrode. This again 
depends greatly on the intended duration of use. During acute stimula-
tion corrosion is rarely a concern, whereas a device that is intended for a 
30-year implant must have a very low corrosion rate
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6.  the material characteristics must be acceptably stable for the duration of 
the implant. For a chronic electrode, the device electrical impedance must 
be stable. The conducting and insulating properties of all materials must 
remain intact.

Dymond et al [66] tested the toxicity of several metals implanted into the cat 
cerebral cortex for 2 months. Materials were deemed toxic if the reaction to the 
implanted metal was significantly greater than the reaction to a puncture made 
from the same metal that was immediately withdrawn (Table 6.1). Stensaas and 
Stensaas [67] reported on the biocompatibility of several materials implanted 
passively into the rabbit cerebral cortex (Table 6.1). Materials were classified 
into one of three categories depending upon changes occurring at the implant/
cortex interface:

1.  Non-reactive. For these materials, little or no gliosis occurred, and normal 
CNS tissue with synapses was observed within 5 mm of the interface

2.  Reactive. Multinucleate giant cells and a thin layer (10 mm) of connective 
tissue surrounded the implant. Outside of this was a zone of astrocytosis. 
Normal CNS tissue was observed within 50 mm of the implant

3.  Toxic. These materials are separated from the cortical tissue by a capsule of 
cellular connective tissue and a surrounding zone of astrocytosis.

Table 6.1 Classification of Material Biocompatibility

Classification by 
Dymond [66]

Classification 
by Stensaas and 
Stensaas [67]

Other 
References

Conductors:

Aluminum  Non-reactive

Cobalt  Toxic

Copper  Toxic Toxic [69–71]

Gold Non-toxic Non-reactive

Gold–nickel–
chromium

Non-toxic

Gold–palladium–
rhodium

Non-toxic

Iron  Toxic

Molybdenum  Reactive

Nickel–chromium 
(Nichrome)

 Reactive Non-toxic [69]



131chapter | 6  The Electrode – Materials and Configurations

Classification by 
Dymond [66]

Classification 
by Stensaas and 
Stensaas [67]

Other 
References

Nickel–
chromium–
molybdenum

Non-toxic 

Nickel–titanium 
(Nitinol)

Biocompatible 
[72,73]

Platinum Non-toxic Non-reactive Biocompatible 
[74,75]

Platinum–iridium Non-toxic Biocompatible 
[76]

Platinum–nickel Non-toxic

Platinum–rhodium Non-toxic

Platinum–tungsten Non-toxic

Platinized plati-
num (Pt black)

Non-toxic

Rhenium Non-toxic

Silver Toxic Toxic Toxic [69–71]

Stainless steel Non-toxic Non-toxic [69]

Tantalum Reactive

Titanium Biocompatible 
[75]

Tungsten Non-reactive

Insulators:

Alumina ceramic Non-reactive Biocompatible 
[75]

Araldite (epoxy 
plastic resin)

Reactive

Polyethylene Non-reactive

Polyimide Biocompatible 
[77]

Polypropylene Non-reactive

Silastic RTV Toxic

Silicon dioxide 
(Pyrex)

Reactive

Continued
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Loeb [68] studied the histological response to materials used by the micro-
electronics industry implanted chronically in the subdural space of cats, and 
found reactions to be quite dependent on specific material formulations and 
surface preparations.

Platinum has been demonstrated as biocompatible for use in an epiretinal 
array [74] and in cochlear implants [75]. Both titanium and ceramic [75] and 
platinum–iridium wire [76] have been shown as biocompatible in cochlear 
implants. Babb and Kupfer [69] have shown stainless steel and nickel– 
chromium (Nichrome) to be non-toxic. Copper and silver are unacceptable as 
stimulating electrodes, as these metals cause tissue necrosis even in the absence 
of current [66–71]. Nickel–titanium shape memory alloys have good biocom-
patibility response [72], up to a nickel content of 50% [73].

The first intracortical electrodes consisted of single site conductive micro-
electrodes made of material stiff enough to penetrate the meninges, as either 
an insulated metallic wire or a glass pipette filled with conductive electrolyte. 
Advances in materials science and microelectronics technology have allowed the 
development of multiple site electrodes built onto a single substrate, using pla-
nar photolithographic and silicon micromachining technologies. Such devices 
have been made from silicon [78,81], and polyimide [82]. In further advance-
ments, bioactive components have been added to the electrode to direct neurite 
growth toward the electrode, minimizing the distance between the electrode and 
stimulated tissue [83–85].

Classification by 
Dymond [66]

Classification 
by Stensaas and 
Stensaas [67]

Other 
References

Teflon TFE (high 
purity)

Non-reactive

Teflon TFE 
(shrinkable)

Reactive

Titanium dioxide Reactive

Semiconductors:

Germanium Toxic

Silicon Non-reactive Biocompatible 
[78–80]

Assemblies:

Gold–silicon di-
oxide passivated 
microcircuit

Reactive
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Chronic implantation of any device into the central nervous system, even 
those materials considered biocompatible, elicits a common response consisting 
of encapsulation by macrophages, microglia, astrocytes, fibroblasts, endothelia 
and meningeal cells [86]. The early response to material implantation is inflam-
mation [67,86,87]. The chronic response is characterized by a hypertrophy of 
the surrounding astrocytes [67] which display elevated expression of intermedi-
ate filament proteins such as glial fibrillary acidic protein (GFAP) and vimentin 
[88], an infiltration of microglia and foreign body giant cells [67] and a thicken-
ing of the surrounding tissue that forms a capsule around the device [78,87].

The reversible charge storage capacity (CSC) of an electrode, also known 
as the reversible charge injection limit [89], is the total amount of charge that 
may be stored reversibly, including storage in the double layer capacitance, 
pseudocapacitance, or any reversible faradaic reaction. In electrical stimulation 
of excitable tissue, it is desirable to have a large reversible charge storage capac-
ity so that a relatively large amount of charge may be injected (thus being effica-
cious for stimulation) prior to the onset of irreversible faradaic reactions (which 
may be deleterious to the tissue being stimulated or to the electrode itself). 
The reversible charge storage capacity depends upon the material used for the 
electrode, the size and shape of the electrode, the electrolyte composition, and 
parameters of the electrical stimulation waveform.

In many studies, the CSC has been defined as the maximum charge density 
that can be applied without the electrode potential exceeding the water window 
(the potential range over which there is no reduction or oxidation of water) during 
pulsing. In fact, irreversible processes may occur at potentials within the water 
window, including such reactions as irreversible oxygen reduction [90,91].

Noble Metals, stainless steel and capacitor Electrodes

The noble metals, including platinum, gold, iridium, palladium, and rhodium, 
have been commonly used for electrical stimulation, largely due to their relative 
resistance to corrosion [66,92,93]. These noble metals do exhibit some cor-
rosion during electrical stimulation, as shown by dissolution [94–98] and the 
presence of metal in the neighboring tissue [99,100]. In addition to corrosion 
of the electrode, there is evidence of long-term toxic effects on the tissue from 
dissolution [101–103].

Platinum and platinum–iridium alloys are common materials used for elec-
trical stimulation of excitable tissue. Brummer and Turner [43,104–106] have 
reported on the electrochemical processes of charge injection using a platinum 
electrode. They reported that three processes could store charge reversibly, includ-
ing charging of the double layer capacitance, hydrogen atom plating and oxida-
tion (pseudocapacity, reaction 6.4) and reversible oxide formation and reduction 
on the electrode surface, and that 300–350 mC/cm2 (real area) could theoretically 
be stored reversibly by these processes in artificial cerebrospinal fluid (equiva-
lently 420–490 mC/cm2 (geometric area)). This is a maximum reversible charge 
storage capacity under optimum conditions, including relatively long pulsewidths 



PART | III The Neuromodulation Therapy Interface134

(>0.6 ms). Rose and Robblee [107] reported on the charge injection limits for a 
platinum electrode using 200 ms charge balanced biphasic pulses. The reversible 
charge injection limit was defined as the maximum charge density that could 
be applied without the electrode potential exceeding the water window during 
pulsing. The authors determined the charge injection limit to be 50–100 mC/cm2 
(geometric) using anodic first pulses, and 100–150 mC/cm2 (geometric) using 
cathodic first pulses. These values are considerably lower than the theoretical 
values determined by Brummer and Turner [106], since the electrode poten-
tial at the beginning of a pulse begins somewhere intermediate to oxygen and 
hydrogen evolution and not all of the three reversible processes accommodate 
charge during the stimulating pulse. Dissolution of platinum in saline increases 
linearly with the injected charge during biphasic stimulation [96]. Anodic first 
pulses cause more dissolution than cathodic first pulses, as the electrode poten-
tial attains more positive values during the stimulating (first) phase. Robblee 
et al [97] have shown that in the presence of protein such as serum albumin, the 
dissolution rate of platinum decreases by an order of magnitude.

Platinum is a relatively soft material and may not be mechanically accept-
able for all stimulation applications. Platinum is often alloyed with iridium to 
increase the mechanical strength. Alloys of platinum with 10–30% iridium have 
similar charge storage capacity to pure platinum [98]. Iridium is a much harder 
metal than platinum, with mechanical properties that make it suitable as an 
intracortical electrode. The reversible charge storage capacities of bare iridium 
or rhodium are similar to that of platinum. However, when a surface oxide is 
present on either of these materials, they have greatly increased charge storage 
capacity over platinum. These electrodes inject charge using valency changes 
between two oxide states, without a complete reduction of the oxide layer.

Iridium oxide is a popular material for stimulation and recording, using 
reversible conversion between Ir3+ and Ir4+ states within an oxide to achieve 
high reversible charge storage capacity. Iridium oxide is commonly formed from 
iridium metal in aqueous electrolyte by electrochemical activation (known as 
anodic iridium oxide films on bulk iridium metal, or AIROF), which consists of 
repetitive potential cycling of iridium to produce a multilayered oxide [89,98, 
108–110]. Such activated iridium oxide films have been used for intracortical 
stimulation and recording using iridium wire [111–115] or with micromachined 
silicon electrodes using sputtered iridium on the electrode sites [116,117]. The 
maximum charge density that can be applied without the electrode potential 
exceeding the water window was reported for activated iridium oxide using 
200 ms charge balanced pulses as ±2 mC/cm2 (geometric) for anodic first pulsing 
and ±1 mC/cm2 for cathodic first [118,119]. By using an anodic bias, cathodic 
charge densities of 3.5 mC/cm2 (geometric) have been demonstrated both in vitro 
[118,119] and in vivo [120]. Iridium oxide films can also be formed by thermal 
decomposition of an iridium salt onto a metal substrate (known as thermally pre-
pared iridium oxide films, or TIROF) [121], or by reactive sputtering of iridium 
onto a metal substrate (known as sputtered iridium oxide films, or SIROF) [122]. 
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Meyer and Cogan [115] reported on a method to electrodeposit iridium oxide 
films onto substrates of gold, platinum, platinum–iridium and 316LVM stainless 
steel, achieving reversible charge storage capacities of >25 mC/cm2.

The stainless steels (types 303, 316 and 316LVM) as well as the cobalt–
nickel–chromium–molybdenum alloy MP35N are protected from corrosion by 
a thin passivation layer that develops when exposed to atmospheric oxygen and 
which forms a barrier to further reaction. In the case of stainless steel, this layer 
consists of iron oxides, iron hydroxides and chromium oxides. These metals 
inject charge by reversible oxidation and reduction of the passivation layers. A 
possible problem with these metals is that if the electrode potential becomes 
too positive (the transpassive region), breakdown of the passivation layer and 
irreversible metal dissolution may occur at an unacceptable rate [92,123,124], 
potentially leading to failure of the electrode. A cathodic charge imbalance has 
been shown to allow significantly increased charge injection without electrode 
corrosion [41,125]. Titanium and cobalt–chromium alloys are also protected 
from corrosion by a surface oxide passivation layer, and demonstrate better cor-
rosion resistance than does stainless steel [126]. 316LVM stainless steel has 
good mechanical properties and has been used for intramuscular electrodes. The 
charge storage capacity of 316LVM is only 40–50 mC/cm2 (geometric), poten-
tially necessitating large surface area electrodes.

Capacitor electrodes inject charge strictly by capacitive action, as a dielec-
tric material separates the metal electrode from the electrolyte, preventing 
Faradaic reactions at the interface [127–129]. The tantalum/tantalum  pentoxide 
(Ta/Ta2O5) electrode has a high charge storage capacity, achieved by using sin-
tered tantalum or electrolytically etched tantalum wire to increase the surface 
area [130]. Guyton and Hambrecht [127,128] have demonstrated a sintered 
Ta/Ta2O5 electrode with a charge storage capacity of 700 mC/cm2 (geometric). 
The Ta/Ta2O5 electrodes have sufficient charge storage capacity for electrodes 
in the range of 0.05 cm2 and charge densities up to 200 mC/cm2 (geometric), 
however, they may not be acceptable for microelectrode applications where the 
required charge densities may exceed 1 mC/cm2 [129]. Tantalum capacitor elec-
trodes must operate at a relatively positive potential to prevent electron transfer 
across the oxide. If pulsed cathodically, a positive bias must be used on the 
electrode.

Table 6.2 lists several parameters of interest for materials commonly used 
for stimulation.

Inherently conducting Polymers

Although platinum and iridium oxide possess several desirable characteristics, 
including low impedance, high charge injection capacity and high corrosion 
resistance, their interface with neural tissue may be suboptimal. As an alter-
native interface for neural stimulation, inherently conducting polymers (ICPs) 
have been developed including polypyrrole (PPy), polyaniline (PANi), and 
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Table 6.2 Reversible Charge Storage Capacity and Other Parameters in Electrode Material Selection

Reversible Charge Stor-
age Capacity (mC/cm2)

Reversible Charge 
Injection Processes

Corrosion Characteristics Mechanical 
Characteristics

Platinum
AF, 200 ms:
CF, 200 ms:

300–350 r [106]
50–100 g [107]
100–150 g [107]

double layer charging, 
hydrogen atom plating, 
oxide formation and 
reduction

relatively resistant; and greatly 
increased resistance with 
protein

relatively soft

Platinum/iridium 
alloys

Similar CSC to Pt stronger than Pt

Iridium Similar CSC to Pt stronger than Pt

Iridium oxide AF: ± 2200 g [118,119]
CF: ± 1200 g [118,119]
AB: ± 3500 g [118–120]

oxide valency changes highly resistant [98,120]

316LVM
Stainless steel

40–50 g passive film formation 
and reduction

resistant in passive region; rapid 
breakdown in transpassive 
region

strong and flexible

Tantalum/Tantalum 
pentoxide

700 g [127,128]
 200 g [129]

capacitive only corrosion resistant [130–133]

r = real area; g = geometric area; AF = anodic first, charge balanced; CF = cathodic first, charge balanced; AB = cathodic first, charge balanced, with anodic bias.
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poly(3, 4-ethylenedioxythiophene) (PEDOT). Advantages of conducting poly-
mers over metal electrodes include improved biocompatibility, higher charge 
injection capacity and lower electrode impedance.

Conducting polymers are often electrochemically deposited onto metal seed 
layers such as platinum and gold. The adhesion of the polymer to the metal is 
critical for stability of an implant. Thicker films display a lower impedance and 
larger charge capacity, however, as the thickness increases there is a greater 
likelihood of cracking and delamination.

Polypyrrole, polythiophene, and their derivatives can be electrochemically 
polymerized from aqueous solution and deposited on neural electrodes [134–140]. 
Bioactive molecules, such as cell adhesion molecules, extracellular matrix pro-
teins, and growth factors, can be incorporated into the polymer to promote neuronal 
growth and binding to the electrode [134–137,141,142]. The rough surface area of 
the polymer may induce a smaller inflammatory response with respect to a smooth 
metal implant, thus offering superior implant integration with the surrounding tis-
sue. Polymers can be modified with peptides and proteins [141,143], polysaccha-
rides, and living cells [144,145]. A conducting polymer's surface and structure may 
be modified to improve charge injection capacity and improve biocompatibility.

The properties of PPy can be modified by various dopants and preparation 
methods. A common dopant is polystyrenesulfonate (PSS). PEDOT along with 
dopant PSS is stable after hundreds of cyclic voltammetric scans, and PEDOT/
PSS coating decreases electrode impedance by almost two orders of magnitude 
[136,137]. PEDOT is more electrochemically stable than PPy. Cui and Zhou 
[146] reported on PEDOT electrochemically deposited onto thin-film platinum 
stimulating electrodes. These coated electrodes displayed much lower imped-
ance than the thin-film platinum due to the high surface area and high ion con-
ductivity of the film, and had a charge injection limit of 2.3 mC/cm2, similar to 
iridium oxide and much higher than thin-film platinum.

sIzE ANd sHAPE coNsIdERATIoNs

As previously detailed, a central tenet in stimulation design is a compromise 
between efficacy, requiring a sufficiently high charge per pulse, and safety, 
requiring a sufficiently low charge per pulse. As an additional factor in evaluat-
ing efficacy and safety, one must consider not only charge but also charge density 
(charge divided by electrode area). In terms of efficacy, the total charge per pulse 
determines the volume within which neurons are excited, and the charge density 
determines the proportion of neurons close to an electrode that are excited.

The McCreery data [31] shown in Figure 6.6 demonstrate an inverse relation-
ship: as the charge per pulse increases the allowable charge density for safe stim-
ulation decreases. When the total charge is small (as with a microelectrode), a 
relatively large charge density may safely be used. Conversely, for a given injected 
charge, increasing the electrode area decreases the charge density and moves the 
protocol towards the safe region. However, increasing electrode area decreases 



PART | III The Neuromodulation Therapy Interface138

selectivity, recruiting neurons over a larger volume. Often, the maximum allowable 
electrode area is determined according to the volume of tissue to be stimulated. If 
an electrode area is constrained to some small value due to anatomical reasons, 
achieving both efficacy and safety may require use of a material with high CSC.

Stimulation of muscle, peripheral nerve or cortical surface requires relatively 
high charge per pulse (ca. 0.2–5 mC), thus platinum or stainless steel electrodes 
must be of fairly large surface area (on the order of 1 mm2) to stay within their 
reversible charge storage capacity. Such electrodes are often fabricated as flat or 
slightly curved surfaces to lie against a tissue plane (e.g. epimysial, epineurial, 
epidural or subdural surfaces). Intracortical stimulation requires much less total 
charge per pulse, however, in order to achieve selective stimulation, the elec-
trode size must be very small, resulting in high charge density requirements. A 
penetrating microelectrode with a geometric surface area of 2000 mm2 may have 
a charge per pulse on the order of 0.008–0.064 mC, yielding a charge density of 
400–3200 mC/cm2 [120,147]. Such high charge densities may be achieved using 
iridium oxide electrodes with anodic pulses, or cathodic pulses with an anodic 
bias. Microelectrode designs typically yield electrode surface areas of several 
hundred to a few thousand mm2. Example technologies include the Utah elec-
trode array [148–150], the Michigan array [151,152], and microwires [153].

The reversible charge storage capacity is dependent upon the electrode real 
surface area and geometry. The geometric area of an electrode is usually eas-
ily calculated, but the real area (equal to the geometric area multiplied by the 
roughness factor) is the value that determines the total charge capacity. The real 
area of an electrode may change during the course of stimulation.

The current density emanating from a spherical (ball) electrode to a distant 
counter electrode is uniform. Any deviation from a spherical geometry causes 
a non-uniform current density [154], with increased local current density at a 
discontinuity or edge. Since current density is directly proportional to electro-
chemical reaction rate normalized to an area, these locations of increased current 
density may be prone to localized electrode corrosion [155]. Increased current 
density at an electrode edge is also associated with localized tissue burns [156].

One method of directing current from an electrode to target tissue is by selec-
tively covering the conducting electrode surface with an insulator, such as silicone 
or polyimide, and creating apertures for current flow. If such an electrode is con-
nected to a voltage source, the effect of decreasing the aperture size (thus making 
stimulation more selective) is to increase resistance presented to the voltage source 
and decrease the net current flowing from the electrode. If the electrode is con-
nected to a current source, the effect of decreasing the aperture size is to increase 
the current density through the aperture, with increased local stimulation efficacy, 
but at the risk of increased electrode corrosion, tissue heating, and tissue damage.

Another method of selectively directing current is simply to bend a flat elec-
trode to match a tissue contour, for example by forming a semi-cylindrical shape 
onto the spinal cord in the epidural space. A simple advantage of this method is 
to mitigate the distancing that necessarily occurs between a flat electrode and a 
curved target tissue surface. Also, if the curved electrode is judiciously designed 
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without sharp edges (thus preventing localized increases in current density on 
the electrode surface), one can sidestep an increase in reaction rate driving elec-
trode corrosion; yet from the perspective of tissue the effective ‘rain’ of current 
density increases into the volume, improving stimulation efficacy.

If multiple contacts are used, for example to steer currents, one must exer-
cise caution that electrode selection does not inadvertently result in high cur-
rent density and possible electrode corrosion, tissue heating or tissue damage. 
Assume a particular selection of electrodes is balanced in the sense that there is 
no electrode or tissue damage over the long term. Later, an adjustment is made 
so that electrode A no longer carries current, increasing the flow of current from 
electrodes B and C. If B and C were previously just under a safe limit for net 
charge delivery to prevent corrosion over a specified lifetime, the removal of 
electrode A may unwittingly move electrodes B or C into an unsafe region.
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Chapter 6.1

Commentary on The Electrode – 
Materials and Configurations

Mark Stecker, PhD, MD, 
Marshall University Medical Center, Huntington, WV, USA

Although neural activity may be modulated by many means, electrical neu-
romodulation requires the use of electrodes. This technique has substantial 
advantages over the older technique of producing lesions that destroy neural 
structures, but the intricacy of the electrode–tissue interface makes the delivery 
of electrical energy a complex process that must be understood by both practi-
tioners and developers in the field. There are three major issues associated with 
electrical neuromodulation. The first is how to deliver the electrical stimulation 
to the correct anatomic location. The second is how to choose the stimulation 
waveform to optimize activation of target neural structures. The third issue is 
the prevention of injury during the delivery of the stimulus.

dElIVERy of ElEcTRIcAl ENERgy

Although it is possible to focus high frequency electromagnetic radiation so that 
it has a peak intensity at a point remote from the generator, it is impossible to cre-
ate a low frequency electric fields with this property in a homogeneous medium. 
The transition between these two regimes is determined by the wavelength of the 
electromagnetic radiation and the size of the target. In order to focus electromag-
netic energy on a millimeter size target would require radiation with a wavelength 
smaller than this. This translates to electromagnetic radiation with a frequency of 
a least 300 GHz which is in the far infrared part of the electromagnetic spectrum. 
In comparison, 300 Hz electromagnetic radiation, like that used in clinical neuro-
modulation, would have a wavelength on the order of 1000 km and could not be 
focused on any clinically relevant targets. Practically, this implies that for the low 
frequency stimulation used in clinical situations, the maximum intensity of the 
electric field is at the surface of one of the electrodes. Thus, either the electrode 
must be placed near the structure being stimulated, such as with deep brain stimu-
lation (DBS), or a very high amplitude stimulus must be delivered to electrodes 
that are far from the target, as with transcranial motor evoked potentials. What 
then is the optimal shape and size for a stimulating electrode? The critical design 
parameters are that the electrode must be small enough not to cause significant 
mechanical damage to the structure to be stimulated but must be large enough so 
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that when stimulation of the entire target area is achieved, the electric field near 
the electrode must not be so large that it causes actual damage to the target tissue. 
In order to understand this principle, a simple illustration will be helpful. Consider 
the case in which a spherical electrode of diameter a is placed in a nucleus to be 
stimulated in such a way that the distance between the center of the electrode and 
the nearest neuron is b (b ≥ a), while the distance to the most distant neuron is c. 
If the medium is electrically homogeneous, then Ohm's law states that the current 
density produced by the electrode is proportional to the electrical field which is 
inversely proportional to the square of the distance from the center of the electrode. 
Since the current density is directly related to both the toxic and the therapeutic 
effects of the stimulation, the conditions for safe and effective stimulation are:

  
I0 __ 
a2

   ≤Jmax (to   avoid   toxicity)

  
I0 __ 
b2

   ≥ Jmin (to   be   therapeutically   effective)

and so the range of useful stimulation currents is:

Jmax   a
2≥I0≥Jmin   b

2

where Jmax is the current density above which tissue damage occurs, Jmin is the 
minimum current density necessary to a therapeutic effect and I0 is the total 
stimulating current. This illustrates clearly that the larger the nucleus, the larger 
is the required stimulating current, but the closer the electrode is to neurons the 
lower the current must be to avoid injury.

Of course, stimulation is not limited to placing a single electrode in the nucleus 
of interest with a distant reference electrode (monopolar configuration) and the 
choice of the electrode configuration is also critical to delivering the electrical 
stimulus to the target nucleus. For example, a bipolar configuration in which both 
the anode and the cathode are placed in or near the target nucleus will produce 
a very different spatial distribution of stimulation than the monopolar configura-
tion. Near the electrodes the stimulation will be similar to that produced by an 
individual monopolar electrode but there will be a more localized distribution of 
current than an equivalent monopolar configuration. This may be helpful when the 
nucleus to be stimulated is small or there are nearby structures that if stimulated 
would produce harmful side effects. However, the electric field generated is more 
complex and less spatially uniform than that of the monopolar configuration and so 
uniform stimulation of the target nucleus may be less likely. In addition, cathodal 
and anodal stimulation do not have fully equivalent effects on neural structures so 
that the variation in stimulation effect over the nucleus in question will be further 
increased. On the other hand, if multiple monopolar electrodes are placed in a 
nucleus with a remote reference electrode, more uniform stimulation of the nucleus 
can be produced. For the sake of illustration, consider the case of multiple spheri-
cal electrodes of diameter a placed in a nucleus of radius c so that the maximum  
distance between the electrodes is d and the minimum distance between each 
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 electrode and the closest neural structure is b. If I0 is the current flowing through 
each electrode, then the (approximate) criterion for avoiding toxicity is:

  
I0 __ 
 a2   ≤ Jmax

while the criterion for effective stimulation has the form:

  
I0 ___ 
 d 2

   = ≥Jmin

(Of course the exact formula accounting for the effects of all electrodes will 
have more complex dependence on d with a constant other than 1 multiplying 
the left hand term in the above inequality) and so the range of useful stimulation 
current is:

where N is the number of electrodes placed into the nucleus. This means that the 
stimulation of the entire nucleus can be achieved with a lower lavel of current pass-
ing through each electrode which minimizes the risk of electrical injury to the tissue. 
Practically, this improvement in electrical safety may be mitigated by the increased 
risk of mechanical injury during placement of this large number of electrodes.

The term spatial homogeneity was mentioned in the above discussions. This 
refers to a state in which the conductivity and the dielectric constant of the 
material are essentially the same at all locations in the nucleus to be stimulated. 
Since neural structures are never homogeneous, it is important to consider what 
effects this may have on the ability to deliver localized currents. First, there 
may be anatomically defined low current pathways within the nucleus being 
stimulated. This may occur for instance because conduction along a saline solu-
tion will be greater than the conduction across a poorly conducting structure as 
a lipid bilayer. Current will then be shunted through these low resistance path-
ways and away from high resistance pathways producing regions that are both 
more susceptible to damage and to therapeutic stimulation. Second, although 
the maximum current density will still occur near the electrodes, as discussed 
above, there may be local maxima and minima in the electric current produced 
by these homogeneities which also reduces the possibility of a uniform thera-
peutic effect of electrical stimulation on the nucleus. It is important to recognize 
that the reciprocity principle demands that the neural structures most readily 
stimulated during stimulation with two electrodes are those that also produce 
the greatest evoked potentials when neural activity is recorded from those same 
two electrodes. This provides an alternative means to understand and make use 
of the effects of spatial inhomogeneities.

oPTIMIzINg NEURAl AcTIVATIoN

Directing electrical energy to the correct target is space is important but the 
temporal characteristics of the stimulus are also critical in determining its effect. 
One general principle for short pulses is embodied in the strength–duration 

Jmax a
2≥I0≥Jmin   

 C 2  __ 
 N   

2 _ 3   
  , since d ~   C __ 

 N   
2 _ 3   
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curve which illustrates the fact that higher currents are required to produce an 
equivalent stimulus with short duration pulses than with long duration currents. 
However, even with very long stimuli, there is a minimum stimulation current 
(called the rheobase) required to have a therapeutic effect. The other descrip-
tor of this curve is the chronaxie which is the duration at which the necessary 
stimulation current is twice that of the rheobase. The simplicity that comes with 
stimulation of single axons disappears when entire neural networks are stimu-
lated. In this case, such things as the time between pulses and the pattern of the 
pulses become critical. This is seen simply in the situation where transcranial 
motor evoked potentials are to be elicited under anesthesia. In this case, the no 
muscle motor response can be obtained with single pulse stimulation no matter 
what current is used. However, responses can be easily obtained if the stimulus 
is a train of pulses with the optimal inter-stimulus interval. In general, temporal 
coding is one means that can be used to transmit information in the nervous sys-
tem. Stimulation that reproduces certain patterns may be used to send specific 
instructions to the neural network to produce defined output patterns. Although, 
at the present time, our knowledge of these temporal codes is limited, research 
in this area will improve our ability to control the effects of stimulation.

INjURy PRodUcEd By ElEcTRIcAl sTIMUlATIoN

Damage to tissue can easily be caused by electrical stimulation through many 
mechanisms. These mechanisms fall into two categories: those related to the 
flow of current itself and those related to specific chemical reactions occurring 
at the surface of the electrode. In the first category are the changes in tempera-
ture that occur as a result of current flowing through the resistive medium. The 
degree of temperature elevation depends on many factors other than the cur-
rent and the resistivity of the medium including the rate of heat conduction out 
of the region stimulated. This possibility of thermal injury during stimulation 
should not be underestimated, since even stimulation of platinum electrodes 
with 20 V for a few minutes can produce temperatures near the boiling point of 
water. In living tissue, temperature elevations more than 5 °C above physiologic 
can quickly cause protein denaturation and cellular death and so much smaller 
degrees of stimulation for shorter periods of time could cause significant ther-
mal injury.

There are many ways in which reactions at the electrode surface can be 
classified. One is whether the reaction is reversible or irreversible. Clearly, the 
smallest probability of damage to the nucleus in which the electrode is placed 
occurs when the stimulus is such that only reversible reactions occur. Another 
useful classification is whether the material from which the electrode is made 
is changed during the reaction. If the electrode material undergoes chemical 
change during stimulation, there is a high probability of damage to the electrode 
or deposition of the electrode material into the target nucleus both of which 
could produce significant problems with stimulation.
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Stimulation-induced chemical reactions that do not change the electrode 
material can have very significant effects on local neuronal function. In fact, 
a few seconds of DC stimulation at 20 V can produce regions on the order of 
a centimeter or more in which the pH is greater than 8 or less than 5. Not only 
can these changes in pH cause changes in important chemical equilibria but also 
can cause changes in protein and enzymatic function that can lead to cellular 
injury. It is also possible that toxic substances (such as bleach, free radicals, and 
chlorine gas) may be produced during stimulation. The negative effects of these 
reactions are accentuated by low frequency and DC stimulation and are miti-
gated by high frequency stimulation with short pulses. This is for two reasons: 
first, any toxic products produced during a very short period of stimulation will 
necessarily remain near the electrode. When stimulation is terminated, there is 
a probability that the reverse reaction will occur and the toxic substances will 
decline in concentration. In addition, when short pulse stimuli are used, any 
toxic substances that have not had a chance to undergo a reverse reaction may 
have the opportunity to diffuse away from the electrode and reduce the concen-
tration that would otherwise be present.

It is important to know what reactions will occur at different stimulation 
voltages. Each reaction is associated with a change in the composition of the 
materials and hence a change in the energy of the system. The fundamental 
equation of electrochemistry which relates the concentration of reduced and 
oxidized chemical species (oxidation–reduction or redox reactions involve the 
transfer of electrons from one chemical species to another) to the electrical 
potential is the Nernst equation:

E = E0 −   RT ___ zF   ln   
CRed ____ 
COx

  

  RT ___ zF   ≈ 0.059 V ( T = 37°C ) 

where CRed and COx and the concentration of the reduced and oxidized species, 
T is the temperature, z is the number of electrons transferred during the reac-
tion, R is the ideal gas constant and F is the Faraday constant. E is the change 
in electrical potential as the ion comes in contact the stimulating electrode and 
E0 is the difference in energy between the reduced and oxidized species. The 
values of E0, the standard electrode potential, for many different reactions are 
well known and are typically in the range of −3 V to 3 V and are strongly depen-
dent on pH. This means that most oxidation–reduction reactions can be driven 
from a situation where one species is dominant to a situation in which another 
species is dominant by a voltage change of only a few Volts or less. Although 
the Nernst equation provides information on the reactions that will happen in 
equilibrium, it does not provide information about the rates of these reactions. 
This is especially important because of the complexity of the electrode–solution 
interface. The prime example of this is the stainless steel electrode. Although 
iron rusts in a saline solution relatively quickly, stainless steel includes nickel 
and chromium as well as iron. The chromium reacts with oxygen to form a 
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surface (passivation) layer which prevents the oxidation reaction of rusting. 
However, during electrical stimulation, especially with pulses longer than 1 ms 
and more than 5 V, this passivation layer breaks down and allows the iron in the 
anode to oxidize. This process becomes more significant as the duration and 
voltage of stimulation increases so much so that a stainless steel wire anode will 
vaporize in seconds with 20 V DC stimulation. These phenomena are highly 
material specific and, for example, tungsten anodes decompose rapidly under 
pulse stimulation and not DC stimulation, while platinum anodes and cathodes 
do not decompose significantly even under the extremes of stimulation possible 
with current equipment.

Choosing the correct electrode material, electrode shape, configuration and 
stimulation paradigm for neuromodulation involves the understanding of a large 
number of physical, chemical and biologic phenomena associated with electri-
cal stimulation.

sTUdy qUEsTIoNs

1. Review details of charge transfer at the electrode–tissue interface. Considering 
the duration of each pulse in most stimulation systems currently available, how 
do stimulation of constant current and constant voltage differ ultimately, and 
how might this manifest clinically?

2. Review the purpose of each phase in a biphasic pulse. How might biphasic 
pulses be modified to achieve other effects of stimulation, or eliminate adverse 
effects?
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INTRodUcTIoN

Therapeutic interventions with electrical stimulation of the nervous system have 
a long and successful history. The fundamental feature of clinical applications of 
neurostimulation is the interaction between the stimulating electrode, its result-
ing electric field, and the surrounding neural tissue. Decades of research have 
elucidated many of the basic principles of these interactions, however, ongoing 
research efforts continue to be necessary to refine the details. The general goals 
of such studies are to expand scientific understanding on the effects of electric 
fields on the brain and enable more efficacious stimulation delivery for medical 
devices. The goal of this chapter is to provide an overview of current knowledge 
on the interactions between permanently implanted stimulating electrodes and 
the nervous system. While many of the presented details are from deep brain 
stimulation (DBS) examples, the general concepts are applicable to all forms of 
clinical neurostimulation (spinal cord stimulation (SCS), functional electrical 
stimulation (FES), cochlear stimulation, etc.).

ElEcTRodE–BRAIN INTERfAcE

The interface between a permanently implanted electrode and the brain is a com-
plex entity that can dramatically affect the functioning of the clinical device. An 
anatomically and electrically stable interface is necessary to allow for the deter-
mination of stimulation parameters that can provide consistent therapeutic ben-
efit. This interface is made up of many different components. The basis of this 
interface is the transfer of charge from the metal electrode to the ionic medium 
of the brain; thereby establishing a potential gradient from the cathode to the 
anode [1]. This potential gradient passes through the extracellular space whose 
electrical conductivity is inhomogeneous, meaning it changes as a function of 
distance from the electrode, and anisotropic, meaning it changes as a function of 
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direction. Very close to the electrode (within a few hundred microns) the tissue 
medium is typically made up of glia cells and extracellular matrix proteins that 
form a low conductivity encapsulation layer around the implanted foreign body. 
The periphery of this encapsulation layer transitions into the normal brain tis-
sue. These biological features create a complex volume conductor for the gener-
ated electric field. This field is then indiscriminately applied to all of the neural 
tissue surrounding the implanted electrode. The spatial change in the electric 
field, or the second spatial derivative of the extracellular voltage distribution, 
along a neural process (e.g. axon or dendrite) directly influences its subsequent 
polarization [2,3]. Some neural elements surrounding the electrode will gener-
ate action potentials in response to the applied stimulus. Most of these action 
potentials will be transmitted from their initiation zone to their axon terminals, 
resulting in synaptic action on their target. This interaction with an end organ, or 
a larger neural network, underlies the basic therapeutic function of the device. 
From this perspective, the fundamental goal of a neurostimulation device is to 
control the release of neurotransmitters.

As neurostimulation device users and engineers, our goal is to tap into the 
existing nervous system circuitry and rekindle its lost function or modulate its 
abnormal activity. There exist two basic features we can manipulate to achieve 
our goal. First is the design/placement of the electrode and, second, is the 
stimulation parameter settings we choose to apply. The details of selecting/
choosing these features are covered elsewhere, but they both dictate the first 
step in characterizing the effects of neurostimulation – quantifying the electric 
field.

ElEcTRIc fIEld

The electric field generated by an implanted electrode is a three-dimensionally 
complex phenomenon that is distributed throughout the brain. While the fun-
damental purpose of neurostimulation technology is to modulate neural activ-
ity with applied electric fields, historically, much of the device design work 
and clinical protocols were primarily based on anatomical considerations (i.e. 
stimulation of a specific brain nucleus). This approach was taken because 
logical hypotheses could be generated to relate the effects of selectively stim-
ulating a given nucleus to a behavioral outcome. However, without consider-
ing the complete system of electrode placement in that nucleus, stimulation 
parameter settings, electrical characteristics of the electrode, and electrical 
properties of the surrounding tissue medium, it is impossible to determine if 
the stimulation effects will be contained in that nucleus or if they will extend 
to surrounding brain regions [4]. Therefore, the first step in predicting the 
effects of neurostimulation is to characterize the voltage distribution gener-
ated in the brain.

Recently, Miocinovic et al [5] experimentally measured the spatial and tem-
poral characteristics of the voltage distribution generated by DBS electrodes 
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implanted in the brain of a non-human primate. Recordings were made during 
voltage-controlled and current-controlled stimulation. We found that three fac-
tors directly affected the voltage measurements:

1. a voltage drop at the electrode–electrolyte interface
2. inhomogeneity and anisotropy of the tissue medium
3. capacitive modulation of the stimulus waveform.

A relatively dramatic drop in voltage occurs in the transition from the polariza-
tion of the electrode contact to the ionic medium. This voltage drop (≈40% for 
DBS electrodes [5,6]) is rooted in the complex non-linear and frequency-depen-
dent reactions that actually take place at the electrode–electrolyte interface [1]. 
Therefore, it is as if for a 1 V stimulus only ≈0.6 V makes it through the transi-
tion from an electron-mediated to ion-mediated polarization.

Once the polarization has been transmitted to the ionic medium, it must 
transverse the brain's inflammatory response to the implanted electrode. 
This collection of cellular infiltrate, protein deposits, and collagen matrices 
increases the electrode impedance [7]. As a result, the effective strength of 
voltage-controlled stimulation can be further reduced by encapsulation tissue 
because the injected current is inversely proportional to electrode impedance 
[8]. Fortunately, this issue can be alleviated by using current-controlled stimu-
lation [9].

Whether using voltage-controlled or current-controlled stimulation, the spa-
tial distribution of voltage in the tissue medium will be dictated by the anisotropy 
and inhomogeneity of the brain. These factors can be estimated from diffusion 
tensor imaging [10], and have been used extensively in DBS electric field mod-
els [11]. The effects of inhomogeneity are most apparent at and around the 
ventricles where the relatively low conductivity brain tissue is juxtaposed to the 
relatively high conductivity fluid cavities. In such regions, the voltage spread is 
enhanced in the directions of high conductivity. The effects of anisotropy are 
most apparent at and around large fiber tracts, such as the internal capsule. In 
such regions, the voltage spread is enhanced parallel to and hindered transverse 
to the fiber tract.

The above paragraphs provide an overview of the factors that impact the 
spatial distribution of voltage in the tissue medium, however, temporal aspects 
of stimulus waveform are also modified by the electrode–brain interface [5,12]. 
The implanted pulse generator is designed to generate a stimulus pulse with a 
specific shape (typically a rectangular pulse of ≈0.1 ms). However, when using 
voltage-controlled stimulation, the capacitance of the electrode–electrolyte 
interface results in a non-linear decay of the potential during a voltage-con-
trolled stimulus pulse. On the other hand, a current-controlled waveform is not 
affected by the interface capacitance, but instead exhibits a non-linear rising 
of the voltage measured in the brain due to the capacitance of the bulk tissue 
medium. These modifications to the stimulus waveform decrease the relative 
excitability of the pulse to the surrounding neural tissue [6,12].
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sTIMUlATEd NEURAl ElEMENTs

Once the electrode is implanted, stimulus pulse applied, and electric field gener-
ated in the tissue medium, the next step is to characterize the neural response. 
In general, three classes of neurons can be directly affected by electrical stimu-
lation: local cells, afferent inputs, and fibers of passage. Local cells represent 
neurons that have their cell body in close proximity to the electrode and an axon 
that projects locally and/or to a different brain region. Afferent inputs represent 
neurons that project to the region near the electrode and whose axon terminals 
make synaptic connections with local cells. Fibers of passage represent neurons 
where both the cell body and axon terminals are far from the electrode, but the 
axonal process of the neuron traces a path that comes in close proximity to the 
electrode. Experimental measurements indicate that local cells, afferent inputs, 
and fibers of passage have similar thresholds for activation [13]. And, local cells 
can be directly excited by the stimulus (see below) and/or have their excitability 
indirectly altered via activation of afferent inputs that make synaptic connec-
tions on their dendritic arbor (see below).

cABlE EqUATIoN ANd AcTIVATINg fUNcTIoN

Much of our understanding of how a neuron responds to extracellular stimula-
tion has come from computational models. The modeling techniques typically 
used to predict the neural response to extracellular stimulation date back to 
McNeal [2], who was the first to integrate an electric field model and a neuron 
model to simulate action potential generation. Modern extracellular stimulation 
modeling still relies on those same two fundamental components:

1.  a model of the voltage distribution generated by the stimulating electrode(s), 
and

2. a model of the neuron(s) being stimulated.

Voltage distribution models range from simple (i.e. theoretical point source elec-
trode in an infinite homogeneous isotropic medium) to complex (i.e. finite ele-
ment volume conductor with explicit representation of electrode geometry, time 
dependence, and tissue inhomogeneity/anisotropy) [6]. Irrespective of the volt-
age distribution model selected, the simulated extracellular potentials (Ve[n]) 
at the location of individual compartments of neurons in the surrounding tissue 
medium can be predicted by defining a common coordinate system between 
the stimulating electrode and the neuron. The neural response to the stimula-
tion can then be simulated with electrical circuits of conductances (Gm[n]) and 
capacitors (Cm[n]) in parallel, defining the transmembrane voltage [14]. The 
individual compartments of a single neuron are then connected in series by 
resistors representing the intracellular resistance (Gi[n]) [15]. Neuron models 
of this type are commonly referred to as multicompartment cable models. When 
an extracellular stimulus is applied to the neuron model, the membrane current 
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at compartment n is equal to the sum of the incoming axial currents and the sum 
of the capacitive and ionic currents through the membrane:

Cm[n](dVm[n]/dt) + Ii[n] = 
Gi[n − 1](Vi[n − 1] − Vi[n] + Ve[n − 1] − Ve[n]) + Gi[n](Vi[n + 1] − Vi[n]  

+ Ve[n + 1] − Ve[n])

where the transmembrane voltage at each compartment (Vm[n]) is defined by dif-
ference between the intracellular (Vi[n]) and extracellular (Ve[n]) potentials [2].

The response of an individual neuron to the applied field is related to the 
second derivative of the extracellular potential distribution along each neural 
process (commonly referred to as the ‘activating function’) [3]. Each neuron (or 
neural process) surrounding the electrode will be subject to both depolarizing 
and hyperpolarizing effects from the stimulation [16]. Therefore, a neuron can 
be either activated or suppressed in response to extracellular stimulation in dif-
ferent ways and in different neural processes depending on its positioning with 
respect to the electrode and the stimulation parameters.

dIREcT NEURAl AcTIVATIoN

The measurable response of a neuron to a sufficiently strong stimulus is the 
generation of an action potential. The coupled analysis of modeling and experi-
mental results over the last four decades provides four general conclusions on 
the effects of stimulation [17]:

1.  when stimulating local cells with extracellular sources, action potential ini-
tiation (API) typically takes place in a node of Ranvier of the axon of that 
cell. This site of API is not necessarily the closest point of the neuron to the 
electrode, but the axon is the most excitable part of the neuron and hence the 
most susceptible to extracellular activation. This axonally generated action 
potential then propagates in both directions (orthodromically and antidromi-
cally) along the fiber

2.  when stimulating axon terminals and fibers of passage with extracellular 
sources, API takes place in a node of Ranvier relatively close to the elec-
trode. Once again, this action potential propagates in both directions along 
the fiber

3.  for most neuron–electrode orientations, anodic stimuli are more effective in 
activating local cells than cathodic stimuli

4.  cathodic stimuli are more effective in activating fibers of passage than anodic 
stimuli.

However, it should always be noted that activation of any neuron with extracel-
lular electric fields is dependent on four main factors [17]:

1.  electrode geometry and the electrical conductivity of the tissue medium. 
The response of the neuron to stimulation is dependent on the electric field 
generated by the electrode, which is dependent on the size and shape of 
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the electrode. In addition, the inhomogeneous and anisotropic electrical 
properties of the CNS tissue medium affect the shape of the electric field. 
Therefore, both the type of electrode used and the region of the nervous 
system where it is inserted will affect the neural response to stimulation

2.  stimulation parameters. Changes in stimulation parameters can affect the 
types of neurons activated, and the volume of tissue over which activation 
will occur. The four primary stimulation parameters are the polarity, dura-
tion, and amplitude of the stimulus pulse, as well as the stimulation fre-
quency. In general, alterations in the stimulus pulse duration and amplitude 
will affect the volume of tissue activated by the stimulus, and alterations in 
the stimulus polarity and frequency will affect the types of neurons activated 
by the stimulus

3.  geometry of the neuron and its position with respect to the electrode. In gen-
eral, the closer the neuron is to the electrode the lower the stimulation cur-
rent necessary for activation. However, complex neural geometries such as 
dendritic trees and branching axons result in a large degree of variability in 
current–distance relationships (threshold current as a function of electrode-
to-neuron distance). Therefore, the orientation of the neural structures with 
respect to the electrode is of similar importance as the geometric distance 
between them, especially for small electrode-to-neuron distances

4.  ion channel distribution on the neuron. Axonal elements of a neuron consist 
of a relatively high density of action-potential-producing sodium channels 
compared to cell bodies and dendrites. As a result, the axonal elements of a 
neuron are the most excitable and regulate the neural output that results from 
application of extracellular electric fields. However, while the cell body and 
dendrites may not be directly responsible for the action potential spiking 
that results from the stimulus, they do contain several types of calcium and 
potassium channels that can affect neuronal excitability on long time scales 
when trains of stimuli are used.

INdIREcT syNAPTIc ModUlATIoN

Previous experimental and modeling results have shown that the threshold for 
indirect, or trans-synaptically evoked excitation or inhibition of local cells stim-
ulated with extracellular sources is similar to (in some cases dependent on elec-
trode location less than) the threshold for direct excitation of local cells [18]. 
Indirect excitation or inhibition of local cells is the result of stimulation-induced 
release of neurotransmitters that result from the activation of axon terminals 
activated by the stimulus. In general, axon terminals are activated at low stimu-
lus amplitudes relative to local cells. Therefore, when considering the effect of 
the stimulus on local cells near the electrode, it is probable that a large numbers 
of axon terminals are activated resulting in high levels of synaptic activity on the 
dendritic tree of the local cell. This stimulation induced trans-synaptic activity 
can be predominantly excitatory, predominantly inhibitory, or any relative mix 
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of excitation and inhibition depending on the types and numbers of synaptic 
receptors activated.

Therefore, the interpretation of the effects the stimulation on the neuronal 
output of local cells is made up of two components:

1. the direct effect of the extracellular electric field on the local cell
2.  the indirect effect of the stimulation-induced trans-synaptic excitation and/

or inhibition.

As a result, an action potential can be generated either by the stimulus pulse 
itself or by indirect synaptic activation. However, activation of axon terminals 
by extracellular stimuli is non-selective to excitatory or inhibitory neurotrans-
mitter release. In general, the indirect effects of extracellular stimulation of local 
cells result in a biphasic response of a short period of depolarization followed 
by a longer period of hyperpolarization. This biphasic response is the result of 
the interplay between the time courses of the traditionally fast excitatory syn-
aptic action and the traditionally slow inhibitory synaptic action. The role of 
indirect effects on the output of local cells can be enhanced with high frequency 
stimulation. If the inter-stimulus interval is shorter than the time course of the 
synaptic conductance, the indirect effects will summate. Because inhibitory 
synaptic action traditionally has a longer time course than excitatory synaptic 
action, the effect of this summation is hyperpolarization of the cell body and 
dendritic arbor of the local cell. This hyperpolarization can limit the neuronal 
output when stimulating at high frequencies. However, because API from direct 
activation takes place in the axon of local cells, the efferent output of local cells 
is typically an action potential in response to each stimulus pulse, given that the 
stimulus amplitude is strong enough for direct activation of that cell's axon.

sTIMUlATIoN-INdUcEd NETwoRk AcTIVITy

The fundamental purpose of a neurostimulation device is to generate a desired 
clinical outcome (i.e. improvement in symptoms) without induction of stimula-
tion-induced side effects. The stimulation effects at the site of the electrode are 
only the first step in that process. Those stimulation-induced action potentials are 
transmitted to the axon terminals of the activated neurons, resulting in stimulation-
induced synaptic action on the neural network. Prevailing hypotheses suggest that 
most forms of central nervous system neurostimulation rely on this stimulation-
induced network activity to generate the desired clinical outcome [19].
Defining relationships between the anatomical placements of the electrode, 
the stimulation parameter settings, the relative proportion of neurons directly 
stimulated, the stimulation-induced network activity, and the resulting behav-
ioral outcomes, represent the state-of-the-art process for deciphering the thera-
peutic mechanisms of neurostimulation therapies. However, integration of 
such systems is so complex that it typically requires computational models and 
numerous simplifying assumptions to analyze appropriately. In turn, numerous 
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scientific questions remain unanswered on the stimulation-induced network 
activity generated by therapies like DBS. Nonetheless, as new experimental 
data become available, and modeling technology evolves, it will be possible to 
integrate synergistically the results of systems neurophysiology with large-scale 
neural network models to create a realistic representation of the brain circuits 
being modulated by neurostimulation. Such advances will enable the develop-
ment of novel stimulation technology (electrodes, pulsing paradigms, pulse 
generators, etc.) that can be optimized to achieve specific clinical goals; thereby 
improving patient outcomes through better understanding of the fundamentals 
of neurostimulation.
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Modeling of Excitation and Modulation 
of CNS neurons1

Warren M. Grill, PhD
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INTRodUcTIoN

Electrical stimulation has a long history as a tool to study the form and func-
tion of the nervous system and, in the past several decades, has emerged as 
an effective means to restore function following neurological disease or injury. 
Two persistent and long-standing challenges of using electrical stimulation in 
the central nervous system (CNS) are the ambiguity as to which neural ele-
ments are activated under different conditions [1] and how selective activation 
of targeted elements can be accomplished through, for example, selection of 
electrode geometry and stimulation parameters [2].

Quantitative approaches using first principles, concepts like the activating 
function, cable modeling of neurons, and experimental measurements have gen-
erated substantial insight into these questions. In this commentary, I focus on 
several fundamental issues whose importance in understanding and controlling 
electrical activation of the central nervous system has been highlighted by recent 
advances in the field. In several instances, the issues are presented in the con-
text of determining and controlling the effects of deep brain stimulation (DBS), 
although the principles carry over to many applications of CNS stimulation.

Electrical activation of the nervous system has traditionally been thought 
of and analyzed as a two-part problem. The first part is determining, through 
measurement or calculation, the electrical potentials (voltages) generated in the 
tissue by the application of stimulation pulses. The second part is determin-
ing, again through measurement or calculation, and now, through imaging, the 
response of neurons to the stimulation pulses (i.e. to the voltages imposed in 
the tissue). However, recent progress highlights the need to add a third part to 
this problem – the network effects of stimulation. That is, given the changes 
in the pattern of activity in the neurons directly affected by stimulation, what 
changes occur either downstream from the point of stimulation or even further 

Chapter 7.1
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distant within interconnected networks of neurons. Again, interplay between 
experimental and modeling approaches is beginning to decipher the network 
effects of CNS stimulation.

PART oNE: gENERATIoN of PoTENTIAls IN TIssUE

Early quantitative models of electrical stimulation relied on simple representa-
tions of the electrode and surrounding volume conductor. While approximating 
the electrode as a point source is a good representation of a sharp microelec-
trode [3], it was not readily apparent that such an approximation was adequate 
for the large cylindrical and disk macroelectrodes used for clinical applications 
of electrical stimulation. In a recent analysis, we found that, under a broad range 
of conditions, the point source is an adequate representation of a cylindrical 
DBS electrode, especially if the intent is to calculate the activation of a popula-
tion of axons [4]. When considering activation of a population, as compared to 
a particular neuron, positive and negative errors in the estimation of threshold 
of individual axons cancelled one another, and led to small errors in both the 
number and spatial extent of stimulated neurons.

A second consideration is the representation of the volume conductor rep-
resenting the tissue(s) surrounding the electrode. Again, the volume conduc-
tor was initially most often represented as an infinite homogeneous, isotropic, 
medium. However, the nervous system is indeed inhomogeneous (meaning 
the electric properties depend on position) and strongly anisotropic (mean-
ing that the electrical properties depend on the direction that the current is 
moving through the tissue), and these properties of the volume conductor can 
influence the thresholds and spatial distribution of neuronal activation [5]. 
Measurements in vivo suggest that the potentials in the immediate vicinity 
of DBS electrodes are similar to those predicted in a homogeneous isotro-
pic volume conductor [6]. However, a more recent analysis highlighted the 
importance of including tissue electrical properties to make accurate predic-
tions of the thresholds to activate fibers within an adjoining white matter tract 
[7]. Such highly anisotropic regions are poorly represented by a homogeneous 
isotropic medium, and failure to include anisotropic electrical conductivity 
led to an underestimation of thresholds or, equivalently, an overestimation 
of the volume of tissue stimulated with a given intensity. Collectively, these 
results suggest that simple volume conductor models will suffice to predict 
activation within a local gray matter region around the electrode, but predic-
tion of activation of white matter regions, especially further from the elec-
trode, requires more realistic depictions of the electrical properties of the 
tissue.

A third consideration is the representation of the electrical properties of 
the tissue. The electrode–tissue interface has capacitive properties (i.e. the 
double layer capacitance) that can strongly influence the potentials in the tis-
sue and neural excitation when using regulated voltage pulses [8]. As well, 
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the tissue has a capacitance associated with it, but the reactive component 
of the conductivity is small relative to the real component [9], and thus only 
small changes in conductivity are expected over the range of signal power 
frequencies relevant to neural stimulation. This expectation is consistent with 
measurements of neural tissue conductivity over a range of frequencies [10–
12] and recent theoretical and experimental results support the validity of the 
quasistatic approximation [13] – i.e. treating the volume conductor as purely 
resistive – when calculating the potentials in problems of neural stimulation. 
Measurements in vivo indicate that the impedance of cortical tissue is fre-
quency-independent between 10 Hz and 5 kHz [14], the frequency band that 
contains the bulk of the energy in typical neural stimulating pulses [15]. Thus, 
the tissue does not alter the temporal properties of the stimulation pulse (i.e. 
the tissue does not act like a filter), or in other words, the capacitive properties 
of the tissue can be ignored.

PART Two: EffEcTs of ExTRAcEllUlAR PoTENTIAl oN 
NEURoNs

Subsequent to determining the distribution of electrical potentials in the tissue, 
the second challenge is determining the response of neurons to stimulation. I 
first consider direct effects, i.e. those mediated by electrical effects on the trans-
membrane potential of surrounding neurons. Subsequently, I consider indirect 
effects, i.e. those mediated by synaptic transmission following direct excitation 
of presynaptic axons or terminals.

direct excitation of post-synaptic cells

In addition to the familiar factors that determine the effects of extracellular 
stimulation on neurons – stimulation parameters, electrode geometry, electrode 
location [1] – more recent results have revealed that the direct effects of stimu-
lation are also strongly dependent on the rate and pattern of intrinsic activity 
present in the cell in the absence of stimulation, as well as the temporal pattern 
of the stimulation train [16].

As part of an effort to determine the mechanisms of action of DBS, we 
quantified the effect of DBS at different amplitudes and frequencies on the 
output of intrinsically active model neurons. DBS produced frequency-
dependent modulation of the output firing and, above a critical frequency, 
all intrinsic activity was masked and replaced by firing at the stimulation 
frequency [17,18]. Changes in the coefficient of variation of the interspike 
interval of the bursting neurons as a function of the stimulation frequency and 
stimulation intensity matched remarkably well the shape of tremor ampli-
tude as a function of DBS frequency measured in persons with DBS of the 
ventral intermediate thalamic nucleus (Vim) for essential tremor [18]. These 
findings highlight the importance of considering ongoing intrinsic neural 
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activity when determining the effects of stimulation and are consistent with 
DBS masking pathological burst activity and with regularization of neu-
ronal firing pattern as one of the mechanisms underlying the effectiveness 
of DBS.

Indirect effects on post-synaptic cells

The thresholds for excitation of presynpatic terminals and subsequent indi-
rect effects on local neurons (mediated by synaptic transmission) are similar 
to thresholds for direct effects (mediated by stimulus current) during extra-
cellular stimulation [19,20]. Thus, it is important to consider indirect effects 
of extracellular stimulation on neurons [21]. Further, recent evidence suggests 
that indirect effects can propagate quite far from the stimulating electrodes, 
and robust antidromic and re-orthodromic propagation of action potentials in 
branched axons generates widespread effects across the brain [22]. It is impor-
tant, however, to consider that extended, especially high frequency, activation 
can lead to synaptic depression, which will mute downstream effects of stimu-
lation, as well as potentially mask intrinsic activity passing through the same 
synapses [23,24].

A recent study using calcium imaging to infer activation of neurons within 
≈200 mm of the electrode by low amplitude microstimulation – where increase 
in calcium-mediated fluorescence was an indicator of action potential firing 
– demonstrated that microstimulation resulted in a widespread but sparse pat-
tern of neuronal excitation [25]. Interestingly, the number and distribution of 
activated neurons was largely similar following blockade of excitatory synaptic 
transmission, thus demonstrating that activation resulted from direct stimula-
tion, presumably of groups of axons, which then resulted in antidromic activa-
tion of the imaged cells [26].

Indeed, previous electrophysiological studies demonstrated long-range 
effects of microstimulation, including both inhibition and excitation, several 
millimeters from the electrode [27]. This extensive spread of activation was 
corroborated by studies using functional magnetic resonance imaging (fMRI) to 
map changes in hemodynamics during microstimulation of the visual cortex in 
anesthetized monkeys [28]. Presumably, the extensive spread arose in part due 
to the horizontal connections within the cortex.

These data in no way contradict the well established current–distance 
relationship – that the threshold current to activate a neuron is propor-
tional to the square of the distance between the electrode and the neuron 
[1,21]. Rather they demonstrate that the relationship does not hold true 
when considering a population of neurons (although this appears to be the 
case for a population of axons [29]). That is, the radius of a sphere bound-
ing all activated neurons within a volume does not necessarily grow as the 
square root of the current, nor will all neurons within the bounding sphere 
be activated.
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PART THREE: NETwoRk EffEcTs of cNs sTIMUlATIoN

As described above, the cellular effects of CNS stimulation are becoming 
increasing clear, but it remains to be determined what the effects of local stimu-
lation are on downstream neural elements, as well as how these local changes 
in activity are propagated within a network of highly interconnected neurons, 
including feedback pathways.

In an effort to understand further the network effects of CNS stimulation, 
investigators have begun building network models of the basal ganglia and/or 
thalamus [30–32]. In the first effort in this direction, Rubin and Terman [32] 
assembled a small network of interconnected Hodgkin–Huxley style neurons to 
quantify the effects of deep brain stimulation of the subthalamic nucleus (STN) 
on firing in downstream nuclei (globus pallidus), as well as the thalamus. The 
model suggested that STN DBS tended to regularize the firing in the neurons in 
globus pallidus pars interna (GPi), which were bursty in the parkinsonian condi-
tion, a result consistent with experimental measurements of GPi neuronal activ-
ity during STN DBS [33,34]. Further, the model predicted that the more regular, 
tonic firing of GPi neurons generated persistent inhibition of thalamus, thereby 
improving thalamic fidelity. Indeed, analysis of thalamic neuronal activity dur-
ing STN DBS demonstrated that high frequency symptom relieving DBS made 
thalamic neurons much less likely to burst, while low frequency ineffective DBS 
made thalamic neurons more likely to burst [34]. Further, we recently found that 
the changes in thalamic fidelity in a modified version of the Rubin and Terman 
network model in response to different temporal patterns of DBS were strik-
ingly well correlated with changes in bradykinesia in human subjects during 
STN DBS with the same temporal patterns of stimulation [35]. Collectively, 
these results demonstrate the potential value of network models of the effects of 
CNS stimulation, as well as the interplay between model and experiment.

Another tool to evaluate the network effects of CNS stimulation is the use 
of functional neural imaging, including positron emission tomography (PET) 
and functional magnetic resonance imaging (fMRI). Recent functional imag-
ing studies support the notion that the effect of DBS is to change the temporal 
patterns of activity in a spatially distributed brain network. DBS reduced glu-
cose metabolism in the pallidum and pons, areas believed to be hyperactive in 
Parkinson's disease (PD), and increased glucose metabolism in cortical areas 
believed to be underactive in PD [36]. Importantly, the changes in network 
activity were correlated with the reduction in parkinsonian symptoms, and this 
suggests that these changes are strongly linked to the mechanisms of symptom 
amelioration [36]. Similarly, effective DBS increased rCBF in areas that were 
underactive in PD relative to controls, including supplementary motor cortex, 
and decreased rCBF in areas that were overactive in PD as compared to con-
trols, including premotor cortex and cerebellum [37]. Together these studies 
suggest that DBS normalizes neuronal activity, not just in the vicinity of the 
electrode, but across highly interconnected brain networks.
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sTUdy qUEsTIoNs

1. Consider that the fidelity of synaptic transmission from an incoming action 
potential is variable and well below 100% – how might such a detail affect 
information transfer?

2. Review the main components of neurons affected by DBS in the short term  
(< a few seconds). How might longer-term changes (> hours) from DBS be 
manifested within cells?
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It is an empiric fact that deep brain stimulation (DBS) directly and proxi-
mately (antidromicaly and oligosynapticaly) activates wide regions of the 
brain at time scales comparable to the immediate clinical effect. Further, 
evidence and reason support the notion that the widespread and simultane-
ous activations of brain systems are causal to the therapeutic effect of DBS. 
Combined, these facts and reasoned inferences challenge the most basic 
tenets of today's conception of physiology and pathophysiology.

It will be argued that the DBS effects of interest are the result of activating 
distributed systems, the DBS systems effect hypothesis, rather than specific 
structures uniquely and in isolation. The DBS systems effect is not the trivial 
case, in the philosophical sense, that DBS affects wide regions of the brain, 
eventually. Ultimately, DBS must affect the muscle because motor perfor-
mance improves, for example in patients with Parkinson's disease, presum-
ably by engaging the motor cortex (MC), spinal cord and possibly brainstem. 
The claim of the DBS systems effect hypothesis will be more fully explicated 
subsequently, but it stands in contrast to claims that the effects of interest, 
usually those associated with some clinically meaningful effect, are due to 
actions restricted to the stimulated target; what will be termed the DBS local 
effect hypothesis. Adjudicating between these conflicting claims first presup-
poses some notions, implicit or explicit, of causality and how such causality 
is established. Indeed, it will be argued that the claims of DBS local effect 
hypothesis were a default position because of the presuppositions current 
in more general notions of basal ganglia physiology and pathophysiology. 
Alternatives, such as the DBS systems effect hypothesis, have (had) a more 
difficult time earning its respect because it opposes not only the DBS local 
effect hypothesis but also the antecedent notions of causality in basal ganglia 
physiology and pathophysiology. Thus, the implications of a DBS systems 
effect hypothesis are wide and deep.
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One might argue that the very elegant work by Eidelberg and colleagues dem-
onstrating an effect of DBS on the Parkinson network of neurometabolic changes 
would argue for a systems effect [1]. However, because of the time scales or 
temporal resolution of neurometabolic imaging, the network or systems wide 
effect could be only in the trivial sense as described above. Thus, stimulation 
of the subthalamic nucleus (STN) or globus pallidus interna (GPi) could result 
in eventually activating all the nuclei and cortical structures associated with the 
basal ganglia but at a time scale not relevant to the very rapid dynamics necessary 
for the effects of DBS or motor control which is over the course of milliseconds. 
Note, for example, the time difference in the inter-stimulus interval for an effec-
tive 130 pulses per second (pps) and an ineffective 100 pps DBS is approxi-
mately 3 ms. Yet, this 3 ms difference is sufficient to result in a benefit or none. 
The issue is raised primarily to demonstrate the importance of understanding the 
effects of DBS (and basal ganglia physiology in general) on a time scale on the 
order of milliseconds. Consequently, any analytic or scientific method that does 
not have a temporal resolution on the order of milliseconds, at best will provide 
little insight, and at worst, be misleading resulting in complacency.

EVIdENcE IN sUPPoRT of A dBs sysTEMs  
EffEcT HyPoTHEsIs

The following reviews the empiric evidence that DBS activates directly and 
proximately wide areas of the brain. DBS of the basal ganglia structures will 
be taken as the exemplar. Note that the argument for the DBS systems effect 
hypothesis does not discount the observations established by investigators favor-
ing the DBS local effect hypothesis; rather, the criticism is the extrapolation 
from those observations to inferences of neuronal physiology and pathophysiol-
ogy sufficient to explain behavior.

First, a definition of what is meant by direct and proximate is offered. Direct 
implies an effect in a neural element consequent to the electromagnetic fields 
induced by the DBS pulse. Proximate means that these direct effects have an 
immediacy, that are operating in a narrow time frame, in this case within one to 
two synapses from the direct effect. For example, as will be further discussed, 
the direct effect of the DBS pulse on the efferent axon of the GPi neuron causes 
an affect in neurons of the ventrolateral thalamus (VL) with the assumption 
that this affect is important to the clinically important DBS effects. This is to 
distinguish the proximate effect from the more trivial case of eventual activa-
tion of the motor system all the way through to the muscles that is necessary to 
manifest the clinical DBS effect.

Antidromic activation of axons projecting to and  
in the vicinity of the dBs

Microelectrode recordings of neurons throughout the basal ganglia–thal-
amic–cortical (BG–TH–CTX) system during subthalamic nucleus (STN) 
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DBS  demonstrate findings consistent with antidromic activation of neurons 
in the MC, somatosensory cortex (SM), and globus pallidus externa (GPe) 
[2]. Thus, axons from the MC, SM, and GPe projecting to or in the vicin-
ity of the STN are activated directly by the DBS pulse and that activation 
is conducted retrograde to cause an action potential in neurons of the MC, 
SM, and GPe. Figure 8.1 shows peri-event rasters and histograms of neuronal 
activities following the DBS pulse in the STN of a non-human primate. As 
can be seen, there is a robust short latency action potential response that is 
temporally consistent, meaning very little variation in the time of occurrence 
unlike the more broad and varying subsequent responses. The reason is that 
most of the variability in communication of information between neurons lies 
in the diffusion of neurotransmitters across the synaptic cleft which is not a 
factor in antidromic activation. Further, this response attributed to antidromic 

fIgURE 8.1 Post-stimulus interval rasters and histograms of neuronal responses to the DBS 
pulse. The time interval represented is the time between two successive DBS pulses with the first 
pulse occurring at the left margin of the time line. Note that the time line varies depending on the 
DBS frequency. For 130 pps, the time line is 8 ms; for 100 pps, 10 ms; and for 50 pps, 20 ms. The top 
figure of each pair is the raster where each dot represents the time of a neuronal action potential. 
Each row in the raster represents a single DBS pulse. The neuronal activities are collapsed across the 
rows to produce the histogram of neuronal activities in response to the DBS pulse. Rasters and his-
tograms are shown for representative neurons in the motor cortex (cortex), putamen, globus pallidus 
externa (GPe) and globus pallidus interna (GPi). In each case, the DBS produces a robust response 
in each neuron. Thus, DBS produces neuronal activations throughout the basal ganglia–thalamic–
cortical system. Also interesting, the qualitative characteristics of the response are the same regard-
less of the DBS frequency. In the motor cortex, one can see a robust, temporally consistent response 
at 1.2 ms consistent with an antidromic response. Similar antidromic responses were seen in the 
sensory cortex and GPe (not shown). With permission from [2].
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activation is seen with different frequencies of DBS stimulation. Regular 
orthodromic activation requires driving responses in the postsynaptic neuron. 
Higher frequencies take advantage of temporal summation in the postsynaptic 
neuron to increase the probability of action potential generation. The robust, 
short latency, temporally consistent response seen over multiple frequencies 
are three out of four criteria for an antidromic response. The fourth crite-
rion is collision. To demonstrate collision, one looks for episodes where a 
spontaneous action potential occurs in the neuron of interest just prior to the 
DBS pulse. This spontaneous action potential then induces a refractory period 
that blocks the ascending antidromic action potential and consequently, no 
response is seen in the neuron.

Unfortunately, in the experiments of which Figure 8.1 is an example, it was 
not possible to demonstrate collision because insufficient lengths of data were 
recorded; thereby resulting in rare occurrence of a spontaneous action potential 
just prior to the DBS pulse. At the time of the experiments, the possibility of 
antidromic activations was unanticipated.

Antidromic activation of the MC in non-human primates undergoing STN 
DBS is consistent with the finding of robust cortical electroencephalographic 
(EEG) potentials at short latencies in response to STN DBS (Fig. 8.2) consistent 
with antidromic activation. Further evidence of axonal activation came from 
the EEG evoked potentials in humans using paired-pulse DBS experiments [3]. 
Pairs of DBS pulses were delivered through the STN and the evoked potentials 
measured from scalp electrodes. If the time interval between the pair of pulses is 
more than the refractory period of the stimulated neuronal element, the axon, for 
example, the effect of the pair of pulses would be relatively doubled compared 
to a pair of pulses whose interval between pulses were less than the refractory 
period. There was a marked change in the magnitude of the STN DBS EEG 
evoked potential between an interval between pulse pairs of 0.5 and 0.75 ms 

fIgURE 8.2 Electroencephalographic (EEG) evoked potentials from left STN DBS in a human. 
(A) The evoked potentials associated with a single pulse; (B) the evoked potentials associated with 
a brief train of high frequency DBS. As can be seen the evoked potentials are primarily frontal 
midline and over the left motor area with the single pulse. This distribution is consistent with the 
predominant projections of the basal ganglia to the cortex. Also note that the response is more robust 
and more widespread with brief trains of DBS pulses. With permission from [3].
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suggesting that the refractory period of the neuronal element responsible for the 
EEG evoked potential is between 0.5 and 0.7 ms. This refractory period is more 
consistent with axons than it is with neuronal cell bodies (somas) or dendrites. 
This is evidence that the EEG evoked potential to STN DBS is mediated by 
axons and most likely axons between the MC and the STN.

In retrospect, it is understandable that STN DBS would result in antidromic 
activations of the MC, SC, and GPe as these structures send axons to the STN. 
Further, biophysical principles demonstrate that axon terminals have the lowest 
threshold to electrical stimulation.

What could not be anticipated from the anatomy is the antidromic activation 
of other structures such as the contralateral STN. Microelectrode recordings 
in the STN contralateral to STN DBS demonstrate clear evidence of increased 
activity including antidromic activation with collision (unpublished observa-
tions). These data clearly demonstrate that axons from the contralateral STN 
pass close enough in the vicinity of the DBS-stimulated STN to be antidromi-
cally activated. The precise terminations of these axons from the contralateral 
STN running in the vicinity of the STN DBS are unknown.

Alluding to the problematic notion of causation, the question is whether the 
antidromic activation of the STN neurons contralateral to the DBS are causal to 
the improvement of symptoms ipsilateral to the STN DBS [4]. If one were to 
make the reasonable assertion that ipsilateral improvement is related in some 
manner to neuronal activity changes in the contralateral STN, then the con-
clusion would be that antidromic activation and increased neuronal activity is 
related to improvement. At the very least, contralateral STN activation does not 
worsen ipsilateral symptoms and this contradicts current concepts of basal gan-
glia pathophysiology where overactivity of the STN is causally related to the bra-
dykinesia of Parkinson's disease. This will be discussed further subsequently.

Another counterintuitive observation is that GPi DBS produces antidromic 
activation of VL neurons (Fig. 8.3) [5] Again, axons from the VL pass in the 
vicinity of the GPi but their precise terminations are unknown. The question 
arises: how many other axons to and from structures pass in the vicinity of 
the DBS targets? Current neuroanatomy knowledge is insufficient to answer 
this question because generally neuroanatomical studies have been interested 
primarily in the origin and termination of pathways and not the course of the 
axons. Consequently, there may be many unanticipated and undetected mecha-
nisms evoked by DBS and their causal relations to the clinical effects of DBS 
are unknown.

Every antidromic activation is associated with corresponding orthodromic 
activations. For example, antidromic activation of VL neurons in turn causes 
orthodromic monosynaptic activation of neurons that are the target of VL axons 
such as the MC and possibly others. Consider antidromic activation of MC neu-
rons. Antidromic action potentials conducted up the MC axon from the STN could 
invade and be conducted down axon collaterals to many other structures enervated 
by MC such as other neurons in the ipsi- and contralateral cortex, cerebellum, 
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fIgURE 8.3 C shows the post-stimulus raster and histogram (see Figure 8.1 for explanation) for a 
ventrolateral thalamic (VL) neuron in response to a globus pallidus interna (GPi) DBS pulse delivered 
at time 0. The horizontal line demarcates the two sets of DBS. The lowest row in each set represents the 
first DBS pulse. As can be seen, the response can be divided into five zones. The response in the first 
zone demonstrates robust, short latency and temporally consistent neuronal activity consistent with 
antidromic activation. Note that the antidromic activation decreases with continued DBS. The activity 
in zone 2 represents normal VL activity for those DBS pulses that did not elicit an antidromic activa-
tion. Zone 3 shows inhibition of VL neuronal activity consequent to activation of the GPi efferent to the 
VL. Zone 4 shows a modest increase in neuronal activity probably related to post-inhibitory rebound 
increased excitability. Zone 5 shows a robust increase of neuronal activity, which increases with con-
tinued DBS. One explanation for these changes is represented in (B). (B1) shows the time of the DBS 
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putamen (PT), STN, red nucleus and others. Thus, there is a myriad of neurons in 
many structures and systems within one synapse of the STN DBS effect.

orthodromic activation of neurons remote  
from the vicinity of the dBs

Figure 8.1 demonstrates robust responses in representative neurons throughout 
the BG–TH–CTX system in response to STN DBS at latencies and temporal 
consistencies that would not be consistent with antidromic activations and, con-
sequently, are likely to be orthodromic activations. Further, STN DBS produces 
orthodromic activation of the contralateral STN [6,7]. Also, GPi DBS produces 
orthodromic responses in the basal ganglia receiving neurons of VL [5]. The 
precise mechanisms underlying the orthodromic activations are not clear. These 
activations could be a consequence of antidromic action potentials reaching an 
axon collateral and then orthodromic conduction down the axon collateral to a 
subsequent neuron. Alternatively, orthodromic action potentials could be initi-
ated in neurons at the axon hillock or first internode in neurons located in the 
vicinity of the stimulated target.

EVIdENcE RElATEd To dBs sysTEMs VERsUs  
locAl EffEcTs HyPoTHEsEs

The empiric evidence that a great many structures are within oligosynaptic dis-
tance of the DBS effect is clear. The issue is whether the widespread effects or 
the local effects are causal to the clinically meaningful DBS effects. Given that 
there is some level of organization of structures into systems linked by sequen-
tial or parallel monosynaptic connections, some of the widespread effects can 
be organized into systems effects. For example, the antidromic activation of 
MC in turn activates the striatum (STR) and STN. The STR in turn activates 
(inhibition and/or post-inhibition rebound excitation) the GPe and GPi while 
the STN activates the GPe and GPi. Organization of some of the DBS effects 
into a set of systems effects does not exclude the incidental activation of axons 
in passage from systems extraneous to the BG–TH–CTX system. The question 
now becomes whether activation of a system rather than a specific DBS target 
nuclei or structure is causal to the clinically meaningful DBS effects.

Establishing cause and effect in any domain is problematic [8]. The large 
majority of scientific research is based on correlational analyses and it is difficult 
to distinguish a necessary connection, to use David Hume's terms [8] from a 

pulse, which produces an antidromic activation of the VL neuron which in turn travels orthodromically 
to excite the motor cortex (MC) neuron in (B2) and (B3). In addition, there is orthodromic activation 
of the GPi efferents to VL as in (B2) resulting in inhibition of the VL neuron as in (B3). Following 
inhibition there is a rebound increased activity (B4). At the same time, an orthodromic action potential 
is generated in MC and travels to VL (B4). The orthodromic pulse from MC combines with the post-
inhibitory rebound to produce a marked increase in VL neuronal activity.
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 constant conjunction; hence epiphenomenal. Further, if multiple, different and 
contrary inferential claims are based on the same observed correlations, it becomes  
difficult to adjudicate between the conflicting claims. Typically, the decisions 
required by an adjudicating necessity, such as awarding of grant support, are 
influenced by non-scientific factors such as which competing school of thought 
has greater representation or constituency on review panels [9]. There is a great 
advantage for the incumbent. Consequently, one school of thought may accept 
the observational correlations established by the contrary school of thought and 
still dismiss them as epiphenomenal or, more often, just ignore them.

The first key observation is that there are multiple effective targets for DBS 
for any condition. For example, DBS of the GPi [10], STN [10], VL [11], MC 
[12] and GPe [13] are effective for the treatment of Parkinson's disease. The only 
reason the STR is not included is that STR DBS has not been attempted, to the 
knowledge of this author*. Added to this list of DBS targets for Parkinson's dis-
ease is spinal cord stimulation as demonstrated in the rodent model of Parkinson's 
disease [14] and vestibular nerve stimulation at least for postural stability [15].

Rationally, there are two options for explanation. First, there are as many dif-
ferent mechanisms as there are effective DBS targets, in the case of Parkinson's 
disease there would have to be at least seven different mechanisms; or there is 
one (or a few) mechanism(s) in common. If one accepts Occam's Razor, that it is 
vain to do with more that which can be done with fewer, the reasonable conclu-
sion is that it is likely that there is one (or a few) mechanism(s). This argues for 
the DBS systems effect hypothesis and against the DBS local effect hypothesis. 
The key would then be to determine what DBS of GPi, STN, VL, MC, GPe, 
vestibular nerve and spinal cord (and perhaps STR) have in common.

The observations of multiple effective DBS targets extend to other disorders. 
For example, DBS of the intralaminar nuclei of the thalamus, GPi, and STN are 
effective for treatments of dystonia [16] and Tourrette's syndrome [17,18]. DBS of 
the subgenu cingulum [19] and anterior limb of the internal capsule is effective for 
treating depression [20]. DBS of the anterior limb of the internal capsule [21] and 
the STN [22] are effective for the treatment of obsessive–compulsive disorder.

The DBS local effect hypothesis only plausibility is its resonance with past 
and, unfortunately, current theories of basal ganglia physiology and pathophysiol-
ogy. The GPi Rate theory posits the GPi to be overactive in Parkinson's disease 
due to dysinhibition as well as due to increased drive from a dysinhibited STN. 
There is overwhelming evidence that overactivity of the GPi is not a necessary or 
sufficient condition to produce parkinsonism [23]. Further, the GPi Rate theory 
follows from a notion of motor function as a sequential, hierarchical and modular 
process. The net effect is a perception of the GPi as a sole or dominant actor in 
basal ganglia physiology and pathophysiology. However, this notion is incorrect 
and the alternative is to view the basal ganglia as a system or more specifically 
the BG–TH–CTX system where physiological function is diffusely represented 

*Recently, DBS of the putamen has been demonstrated to improve bradykinesia (unpublished 
observations). 
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in a parallel and distributed manner throughout the BG–TH–CTX system [23,24]. 
Consequently, it makes no sense to talk about the GPi as having a specific or unique 
function independent of the rest of the BG–TH–CTX system. This illogic is an 
example of the Mereological fallacy where the properties of a whole are ascribed 
to a part or parts. Consequently, it makes little sense to attribute the effects of DBS 
for movement disorders as though they were mediated solely by the GPi.

REgARdINg EVIdENcE foR THE dBs locAl EffEcT 
 HyPoTHEsIs

An extensive review and critique of the evidence offered in support of the DBS 
local effect hypothesis is beyond the charge of this chapter. However, a few 
points are warranted. First, any number of experiments confined to the study of 
a single structure does not and cannot provide evidentiary support for the DBS 
local effect hypothesis. This is even true when the results appear self-consistent 
and seem to have external validity according to the supporting theory invoked. 
Doing so would be falling victim to the Fallacy of Confirming the Consequence, 
which is of the form ‘if a implies b is true and b is true then a is true; b may 
be true for any number of reasons other than a such as © and/or d.’ The infer-
ence that a is true given the above is only possible to the extent that there is 
no c or d that also is true or has a reasonable probability of being true. In this 
case, the argument is ‘if reducing GPi neuronal activity by GPi DBS implies 
improved parkinsonism and improved parkinsonism is true, then it must be true 
that reducing GPi neuronal activity by GPi DBS is true’.While reducing GPi 
neuronal activity by GPi DBS may be true, there is no evidence that this is caus-
ally related to the improved parkinsonism because it may be epiphenomenal. 
Other experiments would be necessary to demonstrate that other mechanisms, 
particularly those outside of the DBS target, are not causal. Unfortunately, 
the large majority of research on the neuronal mechanisms have studied only  
the stimulated target and these are not sufficient to make any claims in favor of 
the DBS local effect hypothesis, even if they were replicated a million times.

EVIdENcE foR THE dBs sysTEMs EffEcT HyPoTHEsIs

There are at least two notions of a systems effect. In one case to be argued subse-
quently is that stimulation of the BG–TH–CTX system ultimately results in activa-
tion of the MC and that injecting activity anywhere in the system drives the MC. 
This would be an argument for a weak (in the philosophical sense of weak and 
strong) systems effect. It is weak in the sense that it may be possible to improve dis-
orders, such as parkinsonism, by stimulation of the MC alone by injecting a pulse 
into any structure that sends axons to or received from the MC. A stronger notion 
of a systems effect is that activation of the MC, while a necessary condition, it is 
not a sufficient condition. The weak notion of a systems effect would allow activa-
tion of only the MC as sufficient. The strong sense implies that activations of other 
structures within the BG–TH–CTX system are necessary, though not sufficient.
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The weak notion of the dBs systems effect hypothesis

STN DBS causes antidromic activation of the MC as described above. GPi DBS 
antidromically activates VL output neurons, which necessarily cause monosyn-
aptic activation of the MC. Also, it is highly likely that VL DBS also activates 
MC. It is not known whether GPe DBS also activates directly (via MC projec-
tion axons) or indirectly (via activation of VL to MC axons passing near the GPe 
DBS). This possibility cannot be discounted given the surprising and unantici-
pated findings of VL activation with GPi DBS. Consequently, one mechanism 
in common to most, if not all, effective DBS targets for Parkinson's disease 
might involve short latency activation of MC. One study in favor of an MC acti-
vation as the causal mechanism are the findings of specific activation or inhibi-
tion of STN neurons do not reverse parkinsonism in the rodent model. However, 
activation of MC axons does [25].

A brief side note, neurometabolic imaging demonstrates reduced cerebral 
blood flow [26,27] (though see [28] to the contrary) in regions demonstrat-
ing STN EEG evoked potentials and microelectrode recordings demonstrate 
increased neuronal activities. Thus, there is a disconnect between neuromet-
abolic changes and changes in actual neuronal activity. At the least, there 
raises serious concerns, and skepticism, in attempting to infer neuronal activ-
ities from metabolic changes. Yet, the seductiveness of the neurometabolic 
images [29] seem to trump direct neurophysiological recordings (see [30] 
and [31] in reply). One would expect that direct recordings of electrophysi-
ological measures neuronal activities would be a more direct and more mean-
ingful measure.

The strong notion of the dBs systems effect hypothesis

As the effects of DBS on motor function necessarily involve changes in motor 
unit recruitment, which likely involve changes in MC neuronal behavior, DBS 
clearly must have an effect on the MC. However, the effect of DBS on MC neu-
rons is very different in the DBS systems effect hypothesis, where the effect is 
direct (oligosynaptic), compared to the DBS local effect hypothesis (polysynap-
tic). The weak notion of the DBS systems effect hypothesis posits that the direct 
activation of the MC, either directly or from anywhere within the BG–TH–CTX 
system, is both necessary and sufficient.

The strong notion of the DBS systems effect hypothesis is that while direct 
activation of the MC is necessary, it is not sufficient. Other activities are neces-
sary within the BG–TH–CTX system so that the MC activation becomes suf-
ficient. Further, the response to DBS has to build over time to reach sufficiency. 
Evidence for this comes from the demonstrations of varying latencies to clinical 
responses [32]. For example, the reduction of tremor occurs on the order of a 
few seconds, improvement in bradykinesia in Parkinson's disease occurs over 
tens of seconds and changes in gait may take tens of minutes. (Note the very 
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long-term latencies of changes in dystonia and other disorders are beyond the 
scope of the chapter.) The DBS local effect theory has difficulty accounting for 
the latencies with the exception of the possibility of neurotransmitter depletion 
[33,34], while other studies discount the significance of any depletion [35], or 
the accumulation of other chemical agents that suppress activity such as ade-
nosine [36]. While depletion of neurotransmitters or the accumulation of other 
agents may take time and hence, explain the latency to clinical effects, it is not 
at all clear how such changes would explain the differences in the latencies to 
different clinical effects. The argument would have to be that different levels of 
depletion and/or accumulations are necessary for the resolution of the differ-
ent symptoms. However, this risks an unnecessary profusion of causes against 
which Occam's admonition, against doing with more that which can be done 
with fewer, is of good counsel.

The question becomes: is there an evolution of neuronal activity that would 
correspond to the latencies to clinical effect? Unfortunately, there is a paucity 
of data and the most appropriate data are from studies not directly intended 
to examine this question. One would think that further more definitive studies 
would be considered important and of some priority. One example is the change 
in VL thalamic neuronal activities in response to GPi DBS shown in Figure 
8.3. There are several features in the post-stimulus raster. There is an initial 
short latency temporally consistent and robust response indicative of antidro-
mic activation. This is followed by an inhibition beginning at approximately 
3 ms and lasting approximately 3 ms probably related to the postsynaptic inhibi-
tory potentials consequent to g-aminobutyric acid (GABA) release by activated 
afferents from the GPi. This is followed by a relatively modest increase in VL 
neuronal activity consistent with post-inhibitory rebound excitability probably 
mediated by Ih conductance channels. There is a much more robust increase in 
VL neuronal activity following the modest rebound. There are two additional 
features. It appears that the antidromic activation diminishes over the time 
course of the DBS train. At the same time, there appears to be a build up of the 
late robust increase in activity.

There are at least two possible explanations for the decreasing antidromic 
activation. At the same time as the antidromic action potential is ascending the 
VL neuron's axon there is either hyperpolarization or shunting inhibition of the 
neuronal cell body, perhaps from stimulation of presynaptic elements releasing 
inhibitory neurotransmitters. However, antidromic activation is very robust as 
demonstrated by its relative independence on stimulation frequencies. In other 
words, while high frequency stimulation improves the probability of an ortho-
dromic activation through temporal summation, this is usually not necessary for 
antidromic activations and, consequently, the probability of a given DBS pulse 
producing an antidromic activation is relatively independent of stimulation fre-
quency. Also against the possibility of hyperpolarization or shunting inhibition 
is the relative lack of inhibition just after the DBS pulse and occurring at times 
when the neuron did not have an antidromic activation of its axon [5].
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Another possibility is the reduction of antidromic activations consequent to 
an increased probability of ‘collision’. This occurs when there is an orthodromic 
generation of an action potential in a neuron just as an antidromic activation is 
initiated in the neuron's axon. The orthodromic action potential transmitted down 
the axon is followed by a refractory period in the axon, which prevents the ascend-
ing antidromic action potential from reaching the neuronal cell body to manifest a 
recorded extracellular action potential. The probability of ‘collision’ increases as 
the discharge rate of the VL neuron increases and particularly if there is a temporal 
correlation between the generation of the orthodromic action potential generated 
in the VL neuron and the stimulation pulse producing the antidromic action poten-
tial in the axon of the same VL neuron. Thus, the late increase in VL neuronal 
activity could be the source of the orthodromic action potentials and their refrac-
tory periods in the axon that block the ascending antidromic action potentials and 
prevent their appearance as a recorded extracellular action potential.

Another, albeit indirect, evidence for a temporally evolving neuronal 
response is seen from the STN EEG evoked potentials (see Fig. 8.2). As can be 
seen, the waveform associated with a single pulse is different in morphology 
and distribution compared to a brief train of DBS pulses. This suggests that the 
underlying neuronal responses are different between the two. The interactions 
between the sequences of pulses in the DBS train affect the evoked potential. 
These observations warrant further investigation and substantiation.

Resonance effects of dBs

The question then becomes what are the mechanisms underlying the temporal 
evolution of the DBS response. One possible mechanism would be the progres-
sive depletion of neurotransmitters or accumulation of other agents, however, 
this is unlikely given the discussion above. An alternative would be resonance 
effects due to re-entrant activities traversing the BG–TH–CTX system that 
builds an increasing response [2,32]. This presupposes the BG–TH–CTX sys-
tem as interconnected, nested, non-linear, re-entrant polysynaptic oscillators, 
what is called the Systems Oscillators theory. Evidence for the systems oscilla-
tors theory is presented elsewhere [23,24,32].

There are several lines of evidence supporting the Systems Oscillators  theory 
and its extension that DBS causes resonance amplification within the BG–TH–
CTX system. Relatively short latency responses would have to be found in most, 
if not all, of the structures of the BG–TH–CTX system. This has been demon-
strated as shown in Figure 8.1. STN DBS in the non-human primate produces 
increased neuronal activity in the MC, sensory cortex, PT, GPi, GPe, and VL 
(not shown) within 6 ms of the DBS pulse. If the DBS effect is to generate activ-
ities that repetitively traverse the various oscillators within the BG–TH–CTX 
system, then one would expect to see increased activity in many, if not all, the 
various nodes (cortex and nuclei) of the oscillators. This is the case as shown in 
Figure 8.1. However, such demonstration is not proof of re-entrant activity.
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Some neurons within the BG–TH–CTX system display repetitive behaviors 
in response to STN DBS in the non-human primate. An example is shown in 
Figure 8.4. In the example shown in Figure 8.4, there are repetitive increases and 
decreases in the MC neuron's response to 50 pps STN DBS. In this case, there 
are three cycles within the 20 ms inter-stimulus interval suggesting a frequency 
of approximately 150 Hz. This is significant because the Systems Oscillators the-
ory predicts that the fundamental frequency within the VL–MC feedback loop 
is approximately 147 Hz and further [32,37], high frequency DBS at these fre-
quencies is most efficacious for improving upper extremity function in patients 
with Parkinson's disease.

Additional supportive evidence comes from paired pulse STN DBS experi-
ments in non-human primates. The argument is that if a DBS pulse initiates 
activations that traverse a closed feedback loop, then a second pulse given at 
exactly the right time would summate with the returning activation from the first 
pulse to result in a greater response to the second pulse (Figure 8.5). A sche-
matic of the data analysis is shown in Figure 8.6 and a representative example 
of analyzed data is shown in Figure 8.7.

As seen in Figure 8.6, there are increased responses to the second of the 
paired pulses over pre-stimulation baseline with different inter-stimulation pulse 
intervals. The increase at 1 and 2 ms probably represents temporal summation 
at the site of stimulation. This is followed by an absence of a response at 3 ms 
consistent with a refractory period due to activations with the 1 and 2 ms paired 
pulses as demonstrated in the autocorrelogram shown in Figure 8.6. There is 
an increased response with the 4 ms inter-stimulation, which may reflect the 
post-refractory period rebound increased excitability. However, the increased 
effects with longer inter-stimulation pulse intervals are not associated with any 
changes intrinsic to the neuron recorded, as evidenced by no corresponding 
changes in the autocorrelogram. Rather, the effects are most consistent with res-
onance effects as schematically represented in Figure 8.4. Also note that, with 

fIgURE 8.4 Post-stimulus raster of an MC neuronal activity in response to 50 pps STN DBS in a 
non-human primate (see Figure 8.1 for explanation). As can be seen, there is a periodic increase and 
decrease of neuronal activity between DBS pulses.



PART | III The Neuromodulation Therapy Interface182

fIgURE 8.6 Schematic representation of the analysis methods for detecting a resonance effect 
for paired-pulse stimulation. A set of virtual stimulus pulse pairs were created during the pre-stim-
ulation period by translating the timing of the actual stimulation pulse pairs into the pre-stimulation 
period (A). Post-stimulus rasters and histograms were constructed indexed to the second pulse of 
the actual (B) and virtual (C) stimulation pulses. The rasters were collapsed across rows into the 
time bins (0.4 ms) of the histograms resulting in counts of extracellular action potentials. This was 
normalized by dividing by the number of sets of paired pulse stimuli resulting in probabilities of 
neuronal discharge in each time interval following the second of the stimulus pair. The mean prob-
abilities per bin and the standard deviation were calculated for the virtual stimulation histograms 
(C). The mean was then subtracted from each time bin probability during the actual stimulation and 
divided by the standard deviation resulting in a z score (B).

fIgURE 8.5 (A) Schematic representation of the resonance effect. The first stimulation (con-
ditioning pulse) causes an excitation to traverse the closed loop. If the second stimulation (test 
pulse) is delivered just as the excitation effect from the first or conditioning pulse returns to the 
original site, the temporal summation on the neuronal cell membrane will amplify the response. (B) 
Schematic representation of the paired-pulse stimulus trains. The inter-stimulus-interval represents 
a specific frequency (1/interval). This study examined the frequencies represented by the intervals 
from 1 to 10 ms (1000 to 100 Hz) at 1-ms increments.
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longer time intervals from the second pulse, there is a progressive increase in 
the increases of neuronal activities consistent with multiple re-entrant cycles.

Another example of possible resonance effect would be negative resonance. 
If the second pulse is given just before the effects of the first pulse reach the 
stimulation site, the second pulse could induce a refractory period that would 
prevent further cycling of the re-entrant activity. Unfortunately, research pro-
posals to study further the phenomena of positive and negative resonance were 
not favorably received and not supported. However, there is one example from 
STN DBS EEG evoked potentials as shown in Figure 8.8. As can be seen, there 
is a robust STN DBS EEG evoked potential to single pulses (given at 2 pps) 
that lasts approximately 50 ms. However, a second pulse given 25 ms after the 
first aborts the STN DBS EEG evoked potential. This was from a single patient; 
consequently, further study is warranted.

The next question is: how could a systems resonance effect induced by 
DBS posited by the Systems Oscillators theory cause amplification of the sig-
nal thereby improving signal-to-noise ratio? The improvement in motor control 
consequent to DBS can be considered as an improvement in the signal that 

fIgURE 8.7 Resonance effects for different inter-stimulus intervals (ISI) in a GPe neuron. 
Resonance effects with z scores greater than 1.96 are color-coded. The colored bar represents the ISI 
and the latency to the resonance effect. Also shown is the autocorrelogram for a motor cortex neu-
ron, which shows a refractory period up to 3 ms, followed by a post-refractory rebound of increased 
excitability at approximately 4 ms. The refractory period is associated with no significant resonance 
effects at an ISI of 3 ms, whereas the rebound excitability is associated with a resonance effect with 
an ISI of 4 ms. The significant resonance effects at longer ISIs are not associated with increased 
membrane excitability, suggesting that the resonance effects at longer ISIs are less likely to neuronal 
specific mechanisms and may be more related to re-entrant circuit mechanisms.
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improves information for the precise orchestration of muscle activities [37]. 
An example of such an effect is shown in Figure 8.9. In these experiments, a 
non-human primate is trained to make an arm movement following an auditory 
‘go’ signal during different STN DBS conditions [2]. As seen in the no DBS 
condition, there is little modulation of the neuronal activity associated with the 
behavior. However, at 130 pps DBS, there is a change in the neuronal activities 
and, specifically, there is a modulation of neuronal activities correlated with the 

fIgURE 8.8 Left STN DBS EEG evoked potential recorded from the right parietal region in 
response to a single or paired pulse. The paired pulse inter-pulse interval was 25 ms.

fIgURE 8.9 A non-human primate was trained to make an arm pulling movement in response to 
an auditory go signal (A). (B) shows peri-event rasters and histograms of a PT neuron under condi-
tions of no DBS and DBS at 130 pps, 100 pps, and 50 pps. The upward arrow shows the time of the 
go signal onset. As can be seen, there is little modulation of the neuronal activity correlated with 
the behavior. However, with 130 pps DBS, there is a robust modulation of neuronal activities related 
to the behavior. This seen to a lesser extent with 100 pps DBS and not with 50 pps DBS. Modified 
with permission from [2].
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behavior. This modulation is seen, but to a lesser extent, with 100 pps DBS and 
not at all at 50 pps DBS. One possible interpretation is that the signal-to-noise 
ratio related to the modulation of the neuronal activity was too low in the no 
DBS condition but improved with the 130 pps DBS condition (examples of the 
converse also were noted).

The resonance effect described above is analogous to the operations of an 
AM radio. A radio station sends out an electromagnetic wave, known as a car-
rier wave, at a certain frequency. The information transmitted is encoded in the 
amplitude of the waves. A radio receives this information as well as information 
from many other radio stations but these are at different frequencies. In order to 
select the specific radio station transmission, the radio has an oscillator that can 
be tuned to the frequency of the carrier wave of the specific radio station. This 
amplifies the signal above those of competing radio stations.

IMPlIcATIoNs of dBs foR THE PHysIology ANd 
PATHoPHysIology of THE Bg–TH–cTx sysTEM

DBS is a remarkably effective therapy and, in fact, is better than the best phar-
macological therapy as evident by the improvement with DBS when all man-
ner of pharmacological therapies (which include dopamine neuron replacement 
strategies) have failed. STN and GPi DBS are better than pharmacological 
therapies for Parkinson's disease [38,39]. The question becomes whether the 
DBS mechanisms are more synonymous with the physiology and pathophysi-
ology compared to the presumed mechanisms of pharmacological therapies. 
Specifically, if the DBS mechanisms of action relate to re-entrant activity within 
the multiple interconnected, nested, non-linear, re-entrant oscillators of the 
BG–TH–CTX system, then perhaps the normal physiology also is based on 
interactions among these oscillators and diseases are the result of disturbances 
in these systems of oscillators. In Parkinson's disease, dopamine replacement is 
not able to normalize the BG–TH–CTX system physiology compared to DBS. 
This raises considerable problems for the use of neurochemical modulation as 
a means to understand neuronal physiology (what is called the Pharmacology 
[Neurochemistry]-as-Physiology paradigm [23]). There is a long history that 
posits that pharmacology replicates and therefore allows inferences to neuronal 
physiology [40] and that long history is suspect.

There may be striking parallels between the DBS local andsystems effects 
hypotheses and local and systems physiology/pathophysiology hypotheses. The 
local physiology/pathophysiology hypothesis is represented by the GPi Rate and 
Action Selection/Focused Attention theories. The GPi Rate theory posits that 
the central mechanism is the relative activities of the GPi and hence, is a strictly 
local theory of pathophysiology. Similarly, the Action Selection/Focused 
Attention theory poses the GPi as central to the generation of movement. The 
function of the GPi is to suppress unwanted movements while inhibition of the 
GPi allows desired movements; again a local theory of physiology. In contrast, 
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the Systems Oscillators theory holds that the disorders of the basal ganglia are 
disorders of the system; hence a systems physiology/pathophysiology hypoth-
esis. Just as DBS of most, if not all, of the structures within the BG–TH–CTX 
system can improve Parkinson's disease, so can lesions of most, if not all, of 
the structures within the BG–TH–CTX system produce parkinsonism consistent 
with a systems pathophysiology [23,24,32,37].

Another parallel between the systems wide effects of DBS and a systems 
based notion of physiology is reflected in the time course of neuronal modula-
tion. As shown in Figure 8.1, STN DBS produces changes in neuronal activities 
that share the same millisecond time scales. Similarly, recordings in the MC 
and PT demonstrate that changes in behaviorally related neuronal activities are 
nearly simultaneous in the MC and PT [41].

INTEllEcTUAl ANTEcEdENTs To THE dBs locAl EffEcT

The concept of physiology and pathophysiology based on the dynamics and 
interactions of many interconnected, nested, non-linear re-entrant oscilla-
tors comprising the BG–TH–CTX system is a radical departure from current 
concepts such as those instantiated in the GPi Rate and the Action Selection/
Focused Attention theories. But it is more fundamental than that. Theories like 
the Systems Oscillators theory are contrary to approaches and concepts perhaps 
hundreds of years old. These older concepts are based on a hierarchical, modular 
and sequential organization [24] and processing within the motor systems pio-
neered by such eminent neuroscientists as Sir Charles Sherrington. Indeed, the 
hierarchical, sequential and modular organization concepts necessitate a local 
physiology/pathophysiology hypothesis. Consider the predecessor theory to the 
GPi Rate theory, which was the Dopaminergic/Cholinergic Striatal Imbalance 
theory. This theory argued that a lack of dopamine relative to acetylcholine in 
the STR resulted in parkinsonism; clearly a local physiology/pathophysiology 
hypothesis. It will be interesting whether the community of scientists will be 
open minded to the possibilities of theories that counter such a long tradition 
and perspective [9].

Central to local physiology/pathophysiology hypotheses are one-dimensional 
push–pull dynamics. In the GPi Rate theory, the GPi is either overactive, in the 
case of hypokinetic disorders such as parkinsonism, or underactive, in cases of 
hyperkinetic disorders. In the Action Selection/Focused Attention theory, either 
the GPi is inhibited to facilitate movements or activated to prevent movements. 
In the Dopaminergic/Cholinergic Striatal Imbalance theory, there was either an 
excess or deficiency of dopamine relative to acetylcholine. Similarly, in the 
DBS local effect hypothesis, there is either increased or decreased activity in the 
neurons in the stimulated target.

The dynamics inherent in a system physiology/pathophysiology hypothesis 
is far more complex which would be necessary even to begin to explain the com-
plexities of behavior. The dynamics involved in the Systems Oscillators theory 
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include positive and negative resonance, coherence in frequency, phase or 
amplitude, beat interactions between oscillators, information interactions based 
on commensurate or non-commensurate frequencies, holographic memory, 
self-organization, transitions between metastable states, among others [24,32].

IMPlIcATIoNs of THE dBs sysTEMs EffEcT HyPoTHEsIs 
oN fUTURE sURgIcAl THERAPIEs

The DBS systems versus local effect hypotheses have implications for target 
selection of current and emerging DBS therapies. The DBS local effect hypoth-
esis holds that the physiological or clinical effect is unique to the stimulated 
target. Consequently, the physiological or clinical effects due to DBS of other 
targets cannot be predicted nor would there be any rational justification for their 
consideration. An example is the selection of the subgenu cingulum for DBS in 
the treatment of medically refractory depression [19]. Positron emission tomog-
raphy (PET) scanning demonstrated areas of decreased metabolism and other 
areas with increased metabolism, such as the subgenu cingulum. Based on the 
now faulty premise that DBS inhibits (as well as the potential incorrect infer-
ence that increased or decreased metabolism actually reflects changes in neu-
ronal activity) the metabolic overactivity, the subgenu cingulum was chosen as 
the target. And it was successful. However, what is not and cannot be known at 
this time is whether DBS of any other area in the systems served by the subgenu 
cingulum would not be equally effective.

The DBS systems effect hypothesis, particularly the Systems Oscillators 
theory, argues that stimulation anywhere in the system may be effective. In the 
case above, what if DBS of the subgenu cingulum had greater surgical risks 
compared to DBS of another structure within the systems? It could be just as 
effective and safer to target one of the other structures.

The DBS systems effect hypothesis greatly expands the range of potential 
interventions. The DBS local effect hypothesis follows from the same mode 
of thinking as surgical ablative therapies and, consequently, risks unnecessar-
ily limiting the possibilities of DBS. This risk is particularly acute if the DBS 
local effect hypothesis posits DBS inhibition of neuronal activities in the DBS 
target. An example counter to the mind set involved in selecting the subgenu 
cingulum DBS for depression is use of DBS of the intralaminar nuclei of the 
thalamus for minimally conscious state patients [42]. The development of DBS 
for minimally conscious state patients was not based on the presupposition that 
DBS inhibits the stimulated target or that the effects were local.

fINAl NoTE

The most accurate and honest statement is that the therapeutic mechanisms of 
action of DBS are unknown. However, research has identified a large number 
of responses to DBS and which of these, if any, will be the one or few that are 
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responsible for the therapeutic effects is unknown. But what is clear is that the 
responses to DBS go well beyond the stimulated target. Unfortunately, research 
to investigate the systems wide effects of DBS has not been expeditious for 
many reasons. But the most significant reason likely is the very narrow view of 
how the basal ganglia functions and how its physiology is altered at the  neuronal 
level by disease that have prejudiced grant reviewers. Old notions such as the  
GPi Rate and the Action Selection/Focused Attention theories have long 
 outlasted any potential heuristic value and now these theories are an impedi-
ment [23,37]. These theories had the seductive quality of simplicity and it is 
human nature to give far more explanatory power to theories than is warranted 
[43]. These theories have a resistance to dismissal even in the face of significant 
contravening data because of their simplicity that leads to a relatively effortless 
intuitive appreciation, also an all-too-human trait [43].

In some ways, the GPi Rate and Action Selection/Focused Attention  theories 
are really symptoms of a more fundamental and pervasive problem that is a 
notion and perspective depending on and requiring a hierarchical, sequential, 
and modular organization of the motor nervous system. This latter perspective 
has long and deep historical roots and overcoming them likely will be difficult. 
The old adage applies ‘when all one has is a hammer, the whole world seems 
like a nail’. When experimental reasoning and methods follow wholly from 
hierarchical, sequential, and modular organization of the motor nervous sys-
tem perspective, the DBS local effect and the local physiology/pathophysiology 
hypotheses are difficult to escape. It is hard to convince someone of alternatives 
if all they see is one thing; to them there simply are no alternatives and attempts 
to find them are nonsense and not fundable.

The one clear conclusion is that, while DBS-related research has not proven 
how DBS works, it has provided remarkable opportunities to understand how 
the BG–TH–CTX system and, more generally, the brain, work. It is likely that 
the therapeutic mechanisms of DBS may never be known unless there is a 
revolution in our understanding of the physiology and pathophysiology of the 
BG–TH–CTX system and that understanding will have to be orders of magni-
tude more complex and sophisticated than current theories. Any new theory will 
have to be based on dynamics comparable to the complexities of the behaviors 
to be explained. This is going to require a great deal of re-thinking.
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sTUdy qUEsTIoNs

1. Consider the current language used to describe neuronal circuitry dynamics 
(e.g. firing rates, variability and regularity, power spectra). How might descrip-
tions of dynamic activity appear if they involved characterizing groups of cou-
pled oscillators, multiplexers, holographic storage, and phased attractor states? 
Consider the role of neuromodulation in such a description.

2. What is considered information within the nervous system? Is information between 
groups of neurons transferred through a high-pass or low-pass filtering effect?
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Commentary on The Electrode – 
Principles of the Neural Interface: Circuits
Mark Stecker PhD, MD, 
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The essential feature of deep brain stimulation (DBS) is that electrical stimula-
tion of a small neural structure can produce changes in a larger part of the ner-
vous system resulting in significant clinical changes. Thus, by necessity, DBS 
must work by affecting large systems of neurons. However, the mechanisms 
underlying this effect are unknown. Even the question as to whether DBS pro-
duces its system effect through localized stimulation or depression of neural 
activity is not fully understood as there is evidence for both effects.

Since the detailed function of the actual systems underlying DBS are poorly 
understood, it is helpful to consider the effects that DBS might have on a simple con-
trol system (Figure 8.1.1) in different circumstances. In this model system, if there is 
no non-linear element, the output is related through the input by the relation:

 8.1

where O (ω) is the frequency dependent output, I (ω) is the frequency dependent input, 
G (ω) is the gain and  is the angular frequency. There are two possible ways in which 
such a system can produce output oscillations. If there is an oscillatory input, i.e. I (ω) 
is non-zero for at least some frequencies, so will the output demonstrate oscillations. 
Oscillations can occur even if the input is zero I (ω) = 0 for those frequencies for which1 
(  f+-f-) G (ω) = 0. These would be designated “feedback oscillations” since they occur 
only when there is positive feedback. If, for the moment, only the problem of treating 

Chapter 8.1

O(ω) =   
G (ω)
 __________ 1-(  f+-f-) G(ω)   I(ω)
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movement disorders with DBS is considered, it is useful to see how oscillations in each of 
these cases responds to DBS directed to the various physiologic locations in Figure 8.1.1

If DBS works by blocking impulses traveling through the stimulated region and the 
oscillatory drive comes from outside this feedback system, then DBS directed to locations 
5 and 4 will stop the oscillations. Stimulating at location 1 will reduce the amplitude of the 
oscillations by reducing positive feedback but not eliminate them. Stimulating at location 2 
will increase the amplitude of oscillations and stimulating at 3 can either increase or decrease 
the amplitude of the oscillations depending on the values of f+, f-. In each of these situations, 
stimulation may change the shape of the output spectrum but, if the input is highly peaked 
around a single frequency, stimulation will not change that frequency greatly. Changing the 
intensity of the stimulus has a large effect on the amplitude of the output but only a smaller 
effect on the frequency spectrum. In the case where the output oscillations occur primarily 
as the result of feedback, then stimulating at locations 1, 3 and 4 will stop the oscillations. 
Stimulating at 5 will have no effect and stimulating at location 2 will eliminate or change 
the frequency of the oscillations as it changes the relative balance of positive and negative 
feedback. Slight changes in the amplitude of the stimulus (either more or less than a critical 
value) will either stop the oscillations or change their frequency depending on the frequency 
dependence of the amplifier gain.

Other observations can be used to clarify the physiologic function of the specific loca-
tions in Figure 8.3. Spontaneous recording during passive movements will generate activity 
at 1, 2, 3 and maybe at 4 but not 5. Mechanically stopping the movement will eliminate 
activity at 1, 2 and 3 but will not change activity at 5. If the feedback hypothesis is true, then 
activity at 4 will also stop in this case.

The above results were based on the assumption that DBS blocks pathways in an 
amplitude dependent manner. What if DBS really functions by injecting a signal at the 
DBS frequency into the control system that was discussed earlier. In the case of a purely 
linear system, this would result in output frequencies at the frequency of the DBS stimu-
lation. This is not what is observed in actuality. However, the situation changes dramati-
cally if there are non-linear elements in the system. In this case, injecting a signal at one 
frequency at any point can change the response not only at the DBS frequency but also all 
other frequencies. Consider the simple case in which the non-linear output restricts the total 
power output of the system to a specific maximum and minimum value. If the DBS stimu-
lator injects a high amplitude signal into the system at one frequency so that it pushes the 
output to a point near its maximum, then signals at other frequencies cannot pass through 
the non-linear element without being reduced in amplitude or else the total power output 
would exceed the specified limits. This results in an effective reduction in the amplifier 
gain at frequencies other than that of the DBS stimulator and changes the gain of the feed-
back system at the clinical tremor frequencies. As described above, this can have dramatic 
effects on both feedback oscillations and the output resulting from an oscillatory input.

This above discussion illustrates some of the general principles that are involved in 
analyzing the effects of introducing stimulation into a general control system and the impor-
tance of the concepts of both positive and negative feedback as well as the critical role of 
non-linear responses.

This model applies not only to the case of movement disorders. It also applies to the 
case in which the output is a behavior, such as when treating psychiatric problems with 
DBS, and to the case where the output is the overall level of activity in groups of neurons, 
as in treatment of epilepsy. The model describing the modulation and perception of pain 
would be similar as well.
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  INTRodUcTIoN

A neuromodulation system may consist of two or more components, including 
the neurostimulator, a lead which contains the electrodes for stimulation and, in 
some cases, an extension that bridges the connection between the neurostimula-
tor and the lead.  It is important to understand both the therapies as well as the 
technology and engineering  trade-offs when designing implantable neuromodu-
lation systems ( INS).  This chapter will focus on device physical design and 
materials, as well as device safety considerations, with specific focus on deep 
brain stimulation ( DBS) and spinal cord stimulation ( SCS) systems.

 NEURosTIMUlAToR foRM fAcToR ANd MATERIAls

 device construction

 An implantable neurostimulation system, or  INS, consists of six main com-
ponents: the device enclosure, a power source, electronics circuitry, commu-
nication and/or recharge antenna, feedthroughs, and the device connector/
header ( Figure 9.1).  These systems may be classified into three types based on 
their power source: rechargeable, primary power source, and transcutaneous 
 inductively-coupled devices.  Most of the systems implanted today for  DBS and 
 SCS are rechargeable or primary power source devices.

 The device enclosure is a hermetic package.  The power source and electron-
ics circuitry are contained within this hermetic device enclosure to ensure safe 
containment and prevention of body fluids from contacting these components 
and, conversely, to prevent potentially harmful substances present in the internal 
components from reaching the body.  In rechargeable devices, typically a mag-
netic or radiofrequency ( RF) energy is transferred from an external instrument 
with a transmitting antenna to a receiving antenna located on or inside the  INS.

 Communication to the electronics circuitry is done with wireless telemetry to 
an antenna located within the electronics circuitry.  An external instrument, such 
as a patient programmer or a clinician programmer, may be used to establish 
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communication with the device in order to obtain device status updates or adjust 
stimulation parameters. A clinician programmer may provide a greater range of 
adjustment than a patient programmer, as the patient may be restricted to certain 
ranges of use by the clinician, depending on the specific therapy and system.

 The device header houses the electrical contacts that mate with the proximal 
extension or lead connectors.  The number of these contacts matches the number 
of independently programmable electrodes on the distal end of the lead.  The 
extension or lead is inserted, positioned, and secured inside the device header. 
 Each electrical contact in the device header connects to a feedthrough conductor. 
 The feedthroughs are electrical conductors that carry the stimulation current from 
the electronics circuitry through the hermetic enclosure.  These feedthroughs are 
made of an insulative material, such as glass or ceramic, to maintain the electrical 
isolation between each other and from the device conductive enclosure material. 
 The material of the device header electrically insulates the connection of each 
feedthrough conductor.  The header configuration determines how many different 
leads can be utilized by the device.  The header typically mates with single lead 
or dual lead systems with four to eight electrodes per lead.

 Implant locations and form factor

 The physical form factor of the  INS is derived by balancing the clinical therapy 
needs with the technology and engineering attributes of the device.  These attri-
butes include: number of leads and electrodes, power source type and capacity, 
and the stimulation output capabilities of the electronics.

 fIgURE 9.1 The main components of an implantable neurostimulator, including the device enclo-
sure, power source, recharge receiving antenna, feedthroughs, electronics circuitry, and device 
connector/header.
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 Significant technological advances in power sources, electronics circuitry, 
and connector interconnects have allowed reductions in the size of the  INS.  The 
sizes of implantable neurostimulation devices, as measured by total volume, 
range from very small at 0.2 mL to relatively large at 50 mL.  The size of the  INS 
can restrict where the device is implanted, with the larger devices (greater than 
20 mL) typically implanted in a subcutaneous or submuscular pocket located 
below the subclavicular region, lower abdomen or upper buttocks ( Figure 9.2).

 The size of the implanted device is primarily driven by the number of ther-
apy electrodes that may be activated for stimulation and the type and capacity 
of the power source.  In general, rechargeable devices or transcutaneous induc-
tively coupled devices are smaller.  Neuromodulation therapies that require less 
stimulation energy or use a lower number of electrical contacts are significantly 
smaller in size.  These smaller devices are implanted in different areas of the 
body and typically are implanted closer to the target therapy site.  For example, 
the cochlear transcutaneous inductively coupled powered implants are small 
enough for implantation in the mastoid process in the skull.  Implanting the 
device closer to the target therapy site also has advantages in minimizing lead 
migration and conductor fracture failures.

 The device shapes and form factors are also designed to minimize tissue and 
skin erosion using rounded edges and large edge radii.  The form factor and espe-
cially the thickness are key considerations for implant location.  Lower abdomen 
implant locations can tolerate thicker and larger devices; for example, cardiac defi-
brillators with a volume greater than 200 mL and a thickness of 20 mm have been 
implanted in this region.  In contrast, the subclavicular region requires thinner and 
smaller devices to prevent skin erosion.  Smaller devices also provide an improved 

 fIgURE 9.2 Typical device implant locations are indicated by black dots and include the sub-
clavicular region, the lower abdomen, and the upper buttocks.
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cosmesis effect for the patient to better conceal the system within subcutaneous 
tissues.  Device form factors for  SCS and  DBS are shown in  Figure 9.3.

 All devices, extensions, leads, and accessories are supplied packaged and 
sterilized.  However, infection at the incision sites is a potential complication 
for patients who receive implanted neurostimulation systems.  In one study, they 
found that most infections with implanted  DBS devices were associated with 
the pocket location and that the infection agents were those most commonly 
associated with  skin-based infections [1].  With infections that involve the areas 
of the  INS or extension, partial hardware removal sparing the lead accompanied 
by a course of postoperative intravenously administered antibiotics was suc-
cessful in treating the infection in most cases [1,2].  Similarly, infections involv-
ing the incision site of  SCS systems also tend to involve the pocket location 
[3].  The use of perioperative prophylactic antibiotics has been suggested for 
infection control [3,4].

 Implant considerations for Recharge and Telemetry

 Implanting depth is an important consideration for recharge and telemetry. 
 Implanting the device too shallow can result in skin erosion, while implanting 
the device too deep can result in poor telemetry communication and recharge 
coupling.  The recharge power transmission is significantly reduced with deeper 
implant depths.  Implant depths of less than 1.5–2 cm are often recommended 
for rechargeable systems.  The receiving recharge antenna is sometimes located 
toward or external to one side of the implanted device.  Keeping the recommended 

 fIgURE 9.3 Form factors of implantable neurostimulation devices.  Left: SCS rechargeable 
device with control of up to 16 electrodes.  Right: DBS device containing a primary power 
source.
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recharge receiving antenna orientation is important for consistent recharge cou-
pling performance.  These devices are often sutured in place to prevent device 
flipping or migration.

 device Materials and Biocompatibility

 Materials that are implanted in the human body are biocompatible and bio-
stable for the designed application.  Device manufacturers ensure that materi-
als implanted in the body meet all required standards for implantable medical 
devices.  International standards for biological evaluations of medical device 
materials include  ISO  10993-1 which outline a set of comprehensive tests and 
protocols required for medical devices.  The materials are categorized based on 
the type of body contact that the medical device has with the human body.  The 
standard outlines four types of body contact:  non-contacting medical devices, 
 surface-contacting devices, external communicating devices, and implanted 
devices.

 Implanted medical devices are further defined based on the specific applica-
tion sites of the device.  These sites are categorized into two different groups: 
direct tissue/bone or blood contact.  In addition to the site of the implant, the 
required tests also vary depending on the duration of the implant or contact.  The 
 IS0  10993-1 standard categorizes three different periods of exposure: limited 
exposure, prolonged exposure or permanent exposure.  Implanted neurostimula-
tion devices have been evaluated by these biological tests including cytotoxicity, 
sensitization, irritation or intracutaneous reactivity, systemic toxicity, subacute 
and subchronic toxicity, genotoxicity, and hemocompatibility to ensure biocom-
patibility.  In addition to biocompatibility, the biostability of the materials and 
designs that are implanted are evaluated.  This biostability evaluation includes 
detailed mechanical, electrical, and chemical characterization of the material 
properties after being subjected to the human body for the defined exposure. 
 Materials that are resistant to degradation and corrosion are key characteristics 
that the device manufacturers consider when selecting materials for chronic, 
implantable systems such as neurostimulation devices.

 The materials of the implanted device that have direct tissue contact for per-
manent exposure periods include the device enclosure, device header and, with 
some designs, the recharge receiving antenna.  Titanium is the most common 
material used for the hermetic package.  It exhibits high levels of corrosion resis-
tance, is  non-magnetic, lightweight,  non-toxic and biologically compatible with 
human tissue and bone.  Titanium also has excellent mechanical strength and 
durability characteristics.  It is often formed into  thin-walled shield halves that 
are laser welded together to create the hermetic enclosure.  For device systems 
that implement monopolar stimulation, this titanium hermetic package is uti-
lized as the return common electrode.  Titanium has several implantable grades. 
 Commercially pure titanium, such as  Grade 1 or 2, is most commonly used. 
 Commercially pure titanium has excellent formability and elongation which 
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allows cold working and forming of custom device shapes and a relatively tight 
bend radius.  Other titanium alloys, such as  Grade 9 or 23, include other alloys 
such as aluminum or vanadium which increase the electrical resistivity of the 
material.  This increase in electrical resistivity results in lower magnetic eddy 
current loss during inductive power transfer used with rechargeable systems. 
 These alloys do not have the formability or elongation properties of commer-
cially pure titanium which translates into larger bend radius constraints for the 
device form factor.  However, the improved recharge performance allows the 
device to be implanted deeper.

 The receiving recharge coil is sometimes located external to the hermetic 
titanium package.  This also improves the efficiency of the power transmission. 
 When the receiving coil is located external to the hermetic titanium enclosure, it 
is packaged in magnetically transparent materials such as polyurethane, silicone 
rubber, polysulfone, ceramic, glass or biocompatible epoxy.

 The electrical contacts in the device header are typically made from tita-
nium, platinum, or iridium alloy materials.  Commonly used insulating materials 
include polyurethane, silicone rubber, polysulfone, and biocompatible epoxy.

 lEAd sysTEM coNfIgURATIoN ANd MATERIAls

 The portion of the neurostimulation system that connects proximally to the neu-
rostimulator and contains the electrodes distally is referred to as the lead.  The 
lead provides an electrical pathway from the neurostimulator to the electrodes 
via the conductors that is isolated from the environment of the body.  The lead 
must be designed to conform to the surrounding anatomy, to enable adequate 
modulation of neural tissue, to be biocompatible, and to be reliable throughout 
the lifetime of the device.  Materials of the lead in contact with body tissues 
must be selected to minimize the inflammatory response due to the insertion of 
a foreign object into the body.  Additionally, the lead design should minimize the 
invasiveness of the procedure and should consider the potential of lead removal 
from the body without damage or disruption of neural tissue.

 The lead may be connected directly to the neurostimulator and, in some 
cases, may be connected to an extension which bridges the connections between 
the neurostimulator and the lead.  The lead or extension is secured to the neuro-
stimulator connector using set screws or  spring-lock mechanisms.  It is important 
to establish a secure electrical connection between the lead and device header 
as improper connections may lead to increases in system impedance that may 
affect the therapy delivered.  In addition,  non-ionic fluids should be used for 
wiping the lead, and connections should be dried since fluid in the connection 
may result in short circuit. A short circuit may cause stimulation at the con-
nection site, intermittent, or loss of stimulation.  Extensions are typically used 
between a  DBS lead and the neurostimulator.  If the neurostimulator needs to 
be replaced due to infection, battery replacement, or other reasons, the exten-
sion may be disconnected from the neurostimulator without having to handle 
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the previously implanted lead.  For  SCS leads, several types of extensions are 
available that allow flexibility in the number and type of leads that may be con-
nected to the neurostimulator for programming.  For example, either one lead 
may be connected to a single extension, or two leads may be connected to a 
single bifurcated extension.  Thus, using combinations of extensions, it is pos-
sible to place up to four leads in multiple locations connected to a single  SCS 
device.  Lead insulators are typically made out of a robust, biocompatible, and 
flexible material such as polyurethane or silicone rubbers.  Percutaneous, cylin-
drical leads such as those used in  SCS and  DBS are designed to have blunt tips 
that reduce the likelihood of tissue damage during insertion and, in some cases, 
also help steer the lead into place.

 The conductors, typically wires, within the lead may be arranged in a vari-
ety of different ways, including multilumen, where the conductors are placed 
 side-by -side running parallel to each other (some  SCS leads) and helical, multi-
filar, where the conductors are coiled into a long helix ( DBS leads).  The advan-
tage of using coiled conductors is reduced stress and torsion during tension, 
bending and twisting, which reduces the likelihood of conductor fracture under 
these conditions.  The lead conductors are typically made of  corrosion-resistant 
materials, such as  MP35N (a nickel alloy) or platinum.  The conductors them-
selves may be individually insulated to prevent shorting.  Materials for coating 
these conductor wires may include polytetrafluoroethylene ( PTFE) or ethylene 
tetrafluoroehtylene ( ETFE) which are both  corrosion-resistant.

 The electrodes deliver electrical stimulation and are the interface between 
the implanted system and the excitable tissue.  The function of the electrodes 
is to provide sufficient current to activate or inactivate the target neural tissue, 
without causing significant damage to the electrode or surrounding tissue.  Met- 
als such as platinum or platinum–iridium are typically used for electrodes.  The 
shape of the electrode is designed to be appropriate to the target anatomy and 
achieve the desired spatial activation.  Typical shapes include cylindrical elec-
trodes (as in  SCS percutaneous leads and  DBS leads), or flattened electrodes 
which could be circular, oval, or rectangular with rounded edges such as those 
in  SCS paddle leads.  The number and spacing of electrodes on a lead is also 
related to the size of the target anatomy or the resolution required for targeting. 
 Leads with small spacing between electrodes may be used to target anatomical 
sites with finer resolution, compared to leads with larger spacing between elec-
trodes which may be selected for covering a larger area.

 scs lead complications

 Implanted leads are subject to a variety of adverse environmental conditions 
including corrosion caused by bodily fluids and mechanical stresses caused by 
body movement, discussed further below.  Therefore, mechanical failures are a 
common cause of  re-operation in patients with implanted  SCS systems, as is 
lead migration [5–8].  Thus, the lead must be designed to avoid, to the extent 
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possible within technical capabilities, both migration and breakage.  Vertical or 
horizontal lead migration may result in a loss of proper paresthesia coverage 
and reduced therapy outcomes.

 Various types of lead anchors may also be utilized to help reduce or mini-
mize lead migration.  The use of a soft silicone anchor versus a rigid anchor 
attached to the lead with silicone medical adhesive to prevent slippage is rec-
ommended.  Solid anchors may result in fractured conductors at lower cycles of 
a bending fatigue test compared to the soft anchors which caused no failures 
at 1 million cycles [9].  The anchor should be attached to the lumbodorsal fas-
cia using a  figure-of -8  non-absorbable suture to minimize tissue trauma;  2-0 
 non-absorbable suture is recommended, and ligatures should not be overtight-
ened on the anchor or connector boot.  If the anchor has a tail, the tip of the 
anchor should be pushed through the fascia to maximize the bend radius of the 
lead ( Figure 9.4A).  Pushing the end of the anchor through the fascia may pre-
vent fractures observed distal to the point of anchor where the lead exits from 
the deep fascia caused by increased stresses by the repeated bending motion 
of the spine [4,9].  In some cases, such as when using the  Medtronic  Titan™ 
anchor, biomechanical testing has shown that it is not necessary to push the 
anchor through the fascia to obtain appropriate lead retention ( Figure 9.4B). 
 The anchor should be placed close to the midline near the spinous process to 
prevent lead movement caused by muscle contractions.  However, it is impor-
tant to note that there is no existing technology to anchor leads at the specific 

 fIgURE 9.4 Anchor placements. (A)  With some anchors, the end must be pushed through the 
deep fascia before securing it to the deep fascia to maximize the bend radius of the lead with flexion 
and extension of the spine (from [4]). (B)  With other anchors, suturing the anchor to the fascia is 
sufficient to provide adequate anchoring of the lead.
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point of therapy delivery within the body.  In current practice, anchors that are 
somewhat distant from the precise point of therapy delivery are utilized, mean-
ing that the potential for migration of the lead at the delivery locus remains.

 Leads are exposed to cyclic loads as a result of biomechanical motions in 
the spine.  The magnitude of these loads is dependent on several factors, pri-
mary of which is whether a  strain-relief loop is applied between the sutured 
extension connector and the entry point into the epidural space.  When using 
percutaneous leads, a strain relief loop should be considered after anchoring the 
lead, before connecting the lead to an extension (if used) [4].  When using surgi-
cal paddle leads, biomechanical testing showed improved performance when 
using a  strain-relief loop and no anchor compared with using an anchor and no 
 strain-relief loop [9].  If an extension is used, the connector should be placed 
near the lead or near the pulse generator to prevent the formation of a third point 
of fixation within the system.

 Multichannel devices have reduced the need for  re-operation as a result of 
lead migration.  Leads containing up to 16 independently programmable elec-
trodes have a significantly greater reliability than  single-channel systems [10].

 dBs lead complications

 Reported  DBS lead complications have included lead fractures, lead migration, 
and infections and/or erosions [1,11–14].

 Lead fractures typically occur when the connector between the extension 
and the lead was located below the mastoid, likely due to movements of the 
neck that increase stresses at the connector site [11].  Thus, lead fractures have 
been reported in patients with essential tremor, cervical dystonia, and dyski-
nesia [11,14].  If a patient complains of stimulation at a connector site, inter-
mittent, or loss of stimulation, it is possible that a lead fracture has occurred. 
 Fractures may be detected by conducting an impedance test and confirmed by 
 x-ray [15].  Often, lead fractures are treated by replacing the fractured lead with 
a new lead [14].  Lead migration in the upward direction has been reported, 
mainly in movement disorder patients.  Migration of the  lead-extension con-
nector from the parietal to the cervical area with slippage from the anchoring 
system may have been the cause of the lead movement [11,14].

  Bow-stringing near the  DBS extension wires has also been reported [16]. 
 This is caused by the formation of scar tissue around the extension that over 
time becomes overtightened, noticeably protruding beneath the skin, leading to 
limitation of movement and patient discomfort.  This is more often associated 
when two extension wires are tunneled along the same side and often neces-
sitates surgical revision.

 Skin erosion may be related to scalp thickness and device size, as erosion 
typically occurs at the  lead-extension connector site [14].  The design of a lower 
profile connector has helped reduce skin erosions at the connector site [11]. 
 Another consideration is to avoid placing bulky components of the implanted 
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system underneath skin incisions [11].  No evidence supports the use of a curvi-
linear versus a straight incision to reduce erosions [2].  Nonetheless, curvilinear 
incisions have been suggested to help prevent erosions [11] likely because the 
incision is not placed directly over the burr hole.  Recessing of components into 
a drilled bone trough in patients with thin skin may be useful to lower the profile 
of the component [1].

 sAfETy coNsIdERATIoNs

 MRI Interactions

 Magnetic resonance imaging ( MRI) procedures may be unsafe for individuals 
with implanted neuromodulation systems.  Three types of magnetic fields are 
used in  MRI [17], and each of these three fields may interact with implanted 
medical devices.

 The first type of field is a static magnetic field (typically 0.2–3.0 T).  This 
magnetic field may interact with ferromagnetic objects, such as neurostimulation 
devices, by producing force and torque on the device.  Strong enough forces may 
move or dislodge a device from its existing position.  Injury would result if the 
lead or device is located in an area of the body that contains vital structures.

 The second type of field used in  MRI is gradient, or ‘time varying’ mag-
netic fields.  These fields may induce electrical fields and currents in patients 
which may cause stimulation of nerves or muscles.  At sufficient exposure lev-
els, peripheral nerve stimulation may be perceived as ‘tingling’ or ‘tapping’ 
sensations [18].  Increasing the strength of the gradient field 50–70% above the 
perceived peripheral nerve stimulation threshold may lead to uncomfortable or 
painful sensations [19].  At extremely high levels, cardiac stimulation may occur, 
but this is highly unlikely using commercial  MRI systems [18,19].  The presence 
of a metallic implant with conducting components will tend to concentrate the 
currents induced by the gradient fields.  The concentration of currents is expected 
to occur if the implanted device has the shape of a long wire or forms a closed 
loop of sufficient size, such as a lead used for a neuromodulation system [17]. 
 With sufficient magnitude and concentration of induced current, nerve stimula-
tion may occur near the electrodes. A second effect on implanted devices is the 
induction of current in the metallic object, which will induce a magnetic moment 
and therefore torque on the object by the static  MRI field.  The implant will then 
exhibit high frequency vibration which may be uncomfortable in the case of 
large, highly conductive implants [17]. A third effect on implanted devices is 
that the induced eddy currents in the object may cause heating of the device.  This 
heating may cause patient discomfort and may result in tissue damage.

 The third type of magnetic field is radiofrequency ( RF) fields.  The  MRI  RF 
fields induce a current in the lead, resulting in a scattered electric field within 
the tissue, with the largest intensity near the ends of the lead [17].  As with 
field gradients, currents are primarily induced in components that are shaped 
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as a long wire or that form a closed loop of sufficient size, such as neurostimu-
lation leads.  The lead acts as an antenna that picks up the  RF energy result-
ing in induced currents, which may cause excessive heating at the electrodes. 
 Increased heating may result in thermal lesions which can lead to coma, paraly-
sis, or death.  There are many variables that may impact the resulting heating. 
 For example, the position of the implant in the patient relative to the transmit 
 RF coil, the length and dimensions of the implant relative to the wavelength of 
the  RF field in the patient, and the connection of an implant to another device 
(i.e. lead to neurostimulator).  In contrast to leads, large metallic implants with 
smooth edges, such as an  INS, have demonstrated minimal   RF-heating [18].

 The measure of the rate at which energy is absorbed by the body when 
exposed to an  RF field is known as specific absorption rate, or  SAR.  SAR is 
measured in units of watts per kilogram (W/kg) and it may be averaged over the 
whole body, or over a small sample volume, such as the head.

 Interactions between  MRI machines and implanted systems are not predictable, 
due to variations in types of  MRI scanners and protocols available, system configu-
rations including lead paths and device placements, and lead and device construc-
tion.  Therefore, it is important to follow the labeling for each specific manufacturer's 
devices in order to maximize patient safety.  Applicable imaging guidelines concern-
ing patient screening and potential device interactions should also be observed.

 The presence of metallic components in an implantable system may cause 
an artifact in an  MRI image near the system components which are easily rec-
ognizable.  This artifact may be observed as a local distortion of the image and/
or as a void in the image.  The size of the artifact depends on several factors, 
including device shape, orientation, quantity, position, magnetic susceptibility, 
pulse sequences, and image processing method [18].

  Device-related  MRI considerations for  DBS systems
 Current,   FDA-approved  DBS systems manufactured by  Medtronic,  Inc have 
specific labeling to ensure patient safety ( Medtronic, 2010).  The guidelines 
apply to combinations of the following components and are summarized in 
 Box 9.1:

●  Neurostimulator models  ItrelTM  II 7424,  SoletraTM 7426,  KinetraTM 7428, 
 ActivaTM  PC 37601,  ActivaTM  RC 37612

●  Lead extension models 7495, 7482, 7482A, 37085
●  Lead models  DBS 3387, 3389
●  Pocket adaptor models: 64001 (1 × 4 pocket adaptor), 64002 (2 × 4 pocket 

adaptor)

 It is important to follow the complete set of guidelines from the device manu-
facturer for the specific implanted product to ensure safety when using  MRI, 
otherwise serious injury of patients may occur with inappropriate  MRI condi-
tions [21,22].
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  Device-Related  MRI Consideration for  SCS Systems
 Several different products for spinal cord stimulation are commercially avail-
able.  However, only devices from a single manufacturer ( Medtronic,  Inc, 
 Minneapolis,  MN) have   FDA-approval to allow certain types of  MRI proce-
dures in patients.  The  MRI guidelines are not applicable for  RF neurostimula-
tion systems and are summarized in  Box 9.2.

 As with  DBS, it is important to follow the complete set of guidelines from 
the device manufacturer for the specific implanted product to ensure safety 
when using  MRI, otherwise serious injury of patients may occur with inappro-
priate  MRI conditions.

 Box 9.1  summary of  MRI  guidelines for  dBs

 MRIs may be performed only using a 1.5 T horizontal bore  MRI (not an open 
sided or other field strength  MRI system) and a transmit/receive head coil.  The  MR 
parameters should be limited to those that produced a head  SAR of 0.1 W/kg or 
less for all  RF pulse sequences.  Make sure the  SAR value is for the head, and not 
whole body  SAR or local body  SAR as some machines may display.  Careful con-
sideration should be given to patients with tremor, as tremor may return when the 
stimulation is turned off and cause artifact in the  MRI images.  If the neurostimula-
tor is reset during an  MRI examination, it can be reprogrammed.
 An impedance test measuring impedances and battery currents should be per-
formed to test for open circuits.  If an open circuit is suspected and an  x-ray con-
firms that it was caused by a broken lead wire, an  MRI should not be performed. 
 Increased heating may occur at the site of the fracture or at the electrodes which 
may result in thermal lesions.

 Box 9.2  summary of  MRI  guidelines for  scs

 MRI examinations are restricted to those of the head only (no other body part) 
using an  RF transmit/receive head coil at 1.5 T horizontal bore  MRI, and the head 
 SAR must be limited to 1.5 W/kg for all  RF pulse sequences [23].  MRI examina-
tions of any other part of the body are not recommended as these require the use 
of an  RF transmit body coil which may cause hazardous temperatures at the lead 
electrodes.  If the neurostimulator is reset during an  MRI examination, it can be 
reprogrammed.
 The head coil must not cover any implanted system component.  In addition,  MRI 
procedures should not be prescribed for patients undergoing trial stimulation and 
that have systems that are not fully implanted.  As with the  DBS guidelines, an 
 MRI should not be performed in patients with broken lead wires, since increased 
heating may occur at the site of the fracture or at the electrodes.
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 diathermy

 Diathermy is a treatment that uses  RF energy to accelerate tissue healing by 
local heating.  These treatments are typically used to relieve pain, stiffness and 
muscle spasms, to reduce joint contractures, to reduce swelling and pain after 
surgery, or to promote wound healing.  Use of diathermy is contraindicated 
in patients implanted with  DBS or  SCS systems as a current may be induced 
within the lead conductors and cause subsequent heating at the electrodes.  This 
may lead to severe injury or death [24,25].

 Environmental Problems

 Environmental influences, such as electromagnetic interference ( EMI), may 
affect implanted neurostimulation devices [26,27].  Enough interference may be 
generated to change the parameters of the  INS, turn an  INS on or off, or cause 
a neurostimulator to shock or jolt the patient.  In addition, it is possible for the 
extension, lead, or both to pick up  EMI and deliver excess voltage which may in 
turn cause excessive heating at the electrodes.

 Routine diagnostic procedures such as fluoroscopy and  x-rays are not 
expected to affect the system operation.  However, other medical devices may 
interfere with neurostimulation systems.  The following guidelines may be 
used as being generally applicable to neurostimulation systems [27], but it 
is important to follow the specific requirements as provided in individual 
device system labeling.

●  Other medical devices.  The neurostimulator may affect the performance 
of other implanted devices, such as cardiac pacemakers and implant-
able defibrillators.  Careful programming may be needed to optimize the 
patient's benefit from each device.

●  External defibrillation.  To minimize current flowing through the system, the 
defibrillation pads should be as far away from the  INS as possible, the defi-
brillation pads should be positioned perpendicular to the implanted   INS-lead 
system, and use the lowest clinically appropriate energy output.  Some have 
also suggested turning the  INS stimulation amplitude to zero [26].

●  Electrocautery.  The current path (ground plate) should be kept as far away 
from the neurostimulation components as possible.  Bipolar cautery is rec-
ommended.

●  High radiation sources.  If high radiation sources such as cobalt 60 or gamma 
radiation are required, they should not be directed at the neurostimulator. 
 Lead shielding should be placed over the device to prevent radiation dam-
age if the therapy will be delivered near the neurostimulator.

●  Lithotripsy.  Devices with high output ultrasonic frequencies may damage 
the neurostimulator circuitry and, if they must be used, the beam should 
not be focused near the device.
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●  Psychotherapeutic procedures.  The safety of equipment that generates 
 EMI such as electroshock therapy and transcranial magnetic stimulation 
has not been established.

 Home appliances generally do not produce enough  EMI to interfere with the 
device.  However, items with magnets, such as stereo speakers, refrigerators, and 
freezers, may cause the stimulator to switch on or off, but do not change the pro-
grammed parameters.  The use of radiofrequency sources including cell phones, 
 AM/ FM radios, cordless phones and wired telephones may contain permanent 
magnets and should be kept at least 10 cm away from the neurostimulator.

 Commercial equipment (arc welders, induction furnaces, resistance weld-
ers), communication equipment (microwave transmitters, linear power ampli-
fiers,  high-power amateur transmitters), and high voltage power lines may 
interfere with the neurostimulator if approached too closely.

 Theft detectors and security screening devices may cause the stimulator 
to be turned on or off.  If patients must pass through the security device, they 
should pass through the middle if two security gates are present or as far from 
the gate as possible if only one gate is present.

 If a patient suspects that a device is interfering with their neurostimulator, 
he/she should move away from it or turn the device off.  The patient programmer 
may be used to set the neurostimulator to the desired on or off state, either by the 
patient or by a trained family member or clinician.  In patients implanted with 
 DBS devices, identification of unintended deactivation of the  INS is easier for 
patients with  tremor-dominant disease and typically these patients would turn 
on the  INS on their own [26].  Some patients may not be aware that their neu-
rostimulator is inadvertently turned off and, in some cases, this may constitute 
a medical emergency [28].  In patients implanted with  SCS devices, a loss of 
paresthesia may be detected if a device is inadvertently turned off.  All patients 
should be educated on the possibility of  EMI interfering with the functioning 
of their device and what to do in cases of device deactivation.  Patients should 
also be educated on the importance of carrying their programmer with them at 
all times.

 coNclUsIoNs

 The design of implantable medical devices involves knowledge of interactions 
of devices and the human body, as well as interactions of devices with external 
environmental influences.  Device materials, form factor, and component design 
aim to maximize patient safety and comfort while simultaneously delivering 
effective stimulation therapy.
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 Commentary on   Device  Materials, 
 Handling, and  Upgradability

 Jay L.  Shils, PhD
 Director of Intraoperative Monitoring, Department of Neurosurgery,  Lahey  Clinic,  Burlington,  MA

 This chapter by  Kast et al is an excellent description of the key elements in 
the material designs of present macroelectrode neuromodulation systems. 
 My commentary will address future considerations in materials and han-
dling needs.  With the electrode surface much larger than the neuronal ele-
ments themselves (i.e. neuronal cell bodies and axons), the physics of the 
tissue–electrode interface might be further modified by electrode design to 
enable better modulation control.  Current densities at this interface are usu-
ally low enough to overpower scar development around the electrode and 
deliver acceptable energy (or record neuronal activity with a large enough 
 signal-to -noise ratio) over the lifetime of the patient.  On the other hand, as 
future applications of neuromodulation move toward implantation of mul-
tiple smaller (surface areas of 100 mm2 or smaller) electrodes [1,2] placed 
directly into neuronal tissues, electrode sizes will likely approach the scale 
of the neurons they are designed to control or record.

 Size reduction has two major issues that then become relevant and con-
tribute to the potential reduction in the usable electrode lifetime.  The first 
is that much higher current densities on these electrodes can either cause 
corrosion of the electrode surface or, just as dangerous, tissue damage (see 
chapters 6, 7 and 8).  The other issue, currently a subject of intense research 
[3–5], is that there can be changes in the tissue around the implanted elec-
trode stemming from both the damage caused by pushing the electrode into 
the tissue, causing penetration wound effects local to the electrode.  Research 
is being done looking at the speed of implant, the force of the implant and 
the sharpness of the electrode tips [6–8].  Since the electrode stimulation 
and/or recording surfaces are on the scale of the tissue elements involved in 
the  foreign-body reaction, the damaging effects are much stronger and have 
greater potential of permanently rendering that electrode useless.  Work to 
solve this issue includes looking at new material such as polyimide [9] elec-
trode coatings, and pulse shapes and patterns [10] that can reduce the failure 
of the electrode tissue interface.

 Flexible material technologies would also be of benefit to future neuromod-
ulation systems.  Implants for peripheral nerves (see  Chapter 5) that could fit 
around the nerves for either full stimulation or focal stimulation, complex arrays 
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and grids that may need to be implanted in sulci, or even intraspinal implants 
should have the flexibility needed to move with and not harm the tissue, con-
form to the shape of the tissue plane desired and adjust shape from implant-
ing tools to the specific tissue location.  Present integrated circuit technology is 
advancing very fast in this area.  Wearable technologies,  IC lithography, and  IC 
substrates presently exist; it is only demonstrating their biocompatibility that is 
needed.

 For many of these microarray implants, the electrodes will need to last 
for many years and will also not be able to be easily replaced.  Once the 
electrodes are in the tissue and homeostasis has been reached, getting the 
electrode out of the tissue if necessary, and replacing it if needed in the exact 
same location will be extremely difficult if not impossible.  Since a basic 
goal of these electrodes is to act on a focal area (i.e. a single to a few neu-
ral elements), damage from removal or the likelihood of not getting to the 
‘exact’ same location is very high.  As discussed in the power chapter (see 
 Chapter 11),  RF power transmission or very  long-lasting batteries will be 
needed.  RF technologies presently exist, but the depth of implant is inversely 
related to the efficiency of the transmission.  As the microelectronics industry 
and consumer electronics advance, battery technology will then likely move 
forward at a faster pace.
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 sTUdy  qUEsTIoNs

1.  How might  MRI compatability in neuromodulation systems be accomplished? 
 To what degree would such a development improve delivery of this therapy?

2.  While biocompatibility plays a vital role at the outset of developing the materi-
als in neuromodulation devices, in what ways later, when devices are being 
implanted, used, and potentially revised or removed do the device materials 
and handling characteristics have relevance?

 9. Chen Y-Y, Lai H-Y, Lin S-H, et al. Design and fabrication of a polyimide-based microelec-
trode array: Application in neural recording and repeatable electrolytic lesions in rat brain.  
J Neurosci Meth. 2009;182:6–16. 
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THE HIsToRy of scs dEVIcEs

from fish to Electronics

The history of spinal cord stimulation is part of a larger human story of 
pain reduction spanning perhaps thousands of years. In the first century CE, 
Scribonius Largus reported the use of the torpedo fish in treating gout and head-
ache after observing accidental contact with the electrically active fish relieved 
gout pain [1]. Following the use of various electrostatic friction machines [2], 
electrochemical based devices [3] and magnetically derived current apparatus 
[4] from the 17th to 20th centuries for pain mitigation (and some less appropriate 
symptoms), the Electreat was patented in 1919 [5] (Fig. 10.1). This device was 
operated by two standard ‘D’ cell batteries which powered an internal mechani-
cally controlled induction device as a source of pulsing current applied to a 
roller and/or sponge electrode(s). The Electreat may have been the precursor to 
the modern TENS unit (transcutaneous electrical nerve stimulation, a term used 
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fIgURE 10.1 Electreat. From Emarit Ranu.
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by Burton and Maurer in 1974 [6]). Such devices apply current directly to the 
skin via patch electrodes for pain mitigation. In early SCS, TENS units were 
used to test patient tolerance to stimulation prior to implantation [7].

THE fIRsT IMPlANTEd doRsAl colUMN sTIMUlAToRs

The first human dorsal column stimulator was implanted in 1967 by Shealy and 
designed by Mortimer [8,9], following experimentation in a feline model [10]. 
The system used a single cathodic electrode sutured through the dura mater 
while the anodic electrode was placed in the intramuscular space, both elec-
trodes being composed of the material Vitallium® [11]. Subcutaneous, hypoder-
mic needle-accessed jacks permitted connection of the hand-made stimulator 
device to the electrodes.

Their second stimulator, implanted 7 months later, was designed by Mortimer 
and based on Medtronic's Angiostat and Barostat carotid sinus nerve stimula-
tors [12–14]. Mortimer's second device used platinum–iridium electrodes of 
the same shape as the first stimulator but was RF-coupled thus requiring an 
external coil for the provision of power (Fig. 10.2). A portable box housed the 
transmitter electronics, connected to the external coil and contained the stimu-
lation parameter controls (e.g. rate, amplitude and, in the case of the variable 
frequency transmitter, the rate of frequency change). An account of their first, 
second and subsequent implants can also be found in [15].

first commercial scs devices

The technology behind SCS initially was derived from cardiac pacemakers [16], 
which are single source devices. An incomplete look at the SCS business field 
finds that the first commercially produced SCS device was the Myelostat from 

fIgURE 10.2 (A) Mortimer's second stimulator with electronics exposed, implanted by Shealy 
and (B) the variable frequency transmitter box with coupling coil.
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Medtronic, based on the Angiostat and Barostat carotid sinus stimulators, made 
available in 1968 [12,17]. Avery Laboratories, originally founded to develop 
phrenic nerve pacing applications, offered their own device in 1972 [11].

Cordis (purchased by Johnson & Johnson in 1996) introduced the 199A in 
1976 [11]. This represented the first totally implantable device, being entirely 
self-contained in epoxy and powered with a mercury battery. It was a modi-
fied cardiac pacemaker with the ability to change externally amplitude and rate, 
though was first used with movement disorders [18]. In 1980, they developed 
the 900X–MKI which was the first SCS device to gain The Food and Drug 
Administration (FDA) approval for pain relief [19]. It is important to note that, 
prior to 1976, the FDA did not have the complete legal mandate to regulate and 
require safety and efficacy testing of medical devices [20].

Medtronic received approval to market their Itrel device in late 1984 
[21]. The design of this device continued to leverage the company's car-
diac devices [22]. It was a totally implantable, primary cell, SCS device. 
Neuromed developed their Quattrode RF system in 1980 [23–25]. The com-
pany was acquired by Quest Medical in 1995, which then changed its name 
to become Advanced Neuromodulation Systems (ANS) in 1998 which, in 
turn, was purchased by St Jude Medical (STJ) in 2005. Advanced Bionics 
(AB), initially a cochlear implant company, whose Pain Division was pur-
chased by Boston Scientific (BSC) in 2004, introduced the first recharge-
able, multisource, fully-implantable SCS device with their Precision system 
[26]. The system has technology similar to the AB Clarion Multi-Strategy 
cochlear implant with 16 simultaneously active channels (released in 1995) 
[27]. At the time of this writing, all three companies currently manufacturing 
SCS systems offer rechargeable devices. Only MDT and STJ offer primary 
cell devices.

from Bipolar to Multipolar: the Evolution of commercial leads

Connected to the SCS device is an integral part of the therapy delivery sys-
tem: the lead(s). With their electrode(s) placed over the proper portion(s) of 
dorsal column, leads are responsible for permitting the application of stimula-
tion to accessible fibers associated with the patient's pain, as discussed later. 
The first leads, again borrowed from endocardial pacing technology, eventually 
addressed the application specific design needs of SCS [22]. As time moved on, 
leads were designed with more electrodes and varying geometries to mitigate 
effects of lead migration [22].

The first leads were of course from those of Mortimer's first device, a pair 
of which is shown in Figure 10.3. They consisted of a single cathode and a 
single anode, where the cathode was placed endodurally (see [28] for a similar 
description). During the early stages of the treatment modality, leads were sur-
gically placed. Percutaneous leads were initially used as a minimally invasive 
screening tool, prior to the surgical implantation of permanent leads [29–33].
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Moving to a partial look at the commercial realm, in 1978, Medtronic intro-
duced a percutaneously inserted electrode for permanent use. In 1981, the com-
pany released a four-electrode percutaneous lead, the PISCES (percutaneously 
inserted spinal cord electrical stimulation) model 3484 [34]. In 1986, Neuromed 
made available an eight-electrode RF system, based on their Octrode lead [35]. 
The work of J. Law, published in 1987, suggested the advantage of multiple 
rows of electrodes for low-back pain patients [36]. In late 1994, Neuromed 
received approval to market their Dual Octrode device [37], a dual lead sys-
tem representing the first 16-electrode system, just 2 months before Medtronic 
gained approval for their eight-electrode Mattrix system [38].

At the time of this writing, all three companies currently manufacturing SCS 
systems (MDT, STJ and BSC) offer 16-electrode systems with varying lead 
and electrode geometries in both percutaneous and surgically implanted paddle 
leads. Currently, a greater number of electrodes is not available. The various 
leads include electrodes as small as 3 mm to as large as 6 mm with spacing as 
tight as 1 mm to as wide as 12 mm. Currently, only MDT and STJ offer tripole 
paddle leads: the Specify 5-6-5 (model 39565) and Lamitrode (models 8, 8C 
and 16C) series, respectively. A tripole configuration may penetrate deeper into 
the dorsal columns [39,40], possibly dependent on the electrical capabilities of 
the system [41].

The number of electrodes is but one means of assessing the targeting abil-
ity of a lead or how well it mitigates lead migration effects. For example, the 
number of simultaneously active electrodes and the number of sources both 

fIgURE 10.3 A pair of identical leads from Mortimer's first device, implanted by Shealy.
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provide field superposition in independent ways. Having more than one chan-
nel allows for independent sets of stimulation parameters to be applied rapidly 
in sequence, which can provide the cognitive perception of simultaneity. It is 
also a means to emulate simultaneously active electrodes. All of these features 
are part of a suite of tools used to recruit the specific fibers associated with the 
patient's pain, each discussed later.

Targeting Fibers Spatially
The need for placing SCS leads over the area(s) of the dorsal columns that will 
place paresthesia in the patient's pain area has partially driven lead design to 
move from Mortimer's first lead having a two electrode approach (a single cath-
ode and a single anode) to today's 16-electrode leads. Additional electrodes can 
also mitigate loss of paresthesia due to migration. From a biomedical engineer-
ing design standpoint, coupled with the electrical capabilities of the system, the 
following characteristics of the lead(s) all work together to provide the clinician 
a level of control and selectivity in placing paresthesia:

1. the number of electrodes
2. the electrode geometry
3. the relative positions of the electrodes (electrode spacing).

Addressing the first point, for a given electrode geometry and spacing, as the 
number of electrodes increases, the available population of neurons that can 
be recruited into paresthesia increases. This is simply due to there being more 
accessible points of stimulation delivery over the dorsal columns. However, 
both the geometry and relative positions of the electrodes play an important fac-
tor in determining the recruitable population. As noted above, these factors may 
not be to the exclusion of the electrical capabilities of the pulse generator. In 
fact, as will be discussed later, therapeutic potential of a lead can be dependent 
on the ability of the pulse generator.

Next, looking at the second point, as the size of an electrode increases its 
contact area and depth with tissue increases accordingly. Thus, a larger elec-
trode can permit access to a larger neuron population than a smaller electrode. 
However, when considering electrode size one must consider both charge density 
and spatial resolution. As the contact area with the tissue increases, the charge 
density on the electrode decreases (when the stimulation current is kept con-
stant). With a larger electrode then, the stimulation current may need to be quite 
high to ensure that the charge density is adequate to provide any useful therapy. 
Such a case would require a high output device with the requisite design limita-
tions. Conversely, a smaller electrode has a larger charge density on its surface. 
This limits the available stimulation current for therapy as exposure to excessive 
charge density is well understood to cause physiological damage [42].

Spatially, a smaller electrode permits a more confined and therefore selec-
tive population of neurons to be recruited thus allowing paresthesia to be more 
defined. However, a small electrode may not provide access to the entirety of 
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the population of neurons necessary to recruit for complete paresthesia cover-
age. This suggests that a larger number of smaller electrodes is favorable to 
either fewer electrodes, larger electrodes or some combination of the two.

Finally, relative electrode position is an important design factor. If electrodes 
are spaced far apart, then their activating functions may not overlap to provide a 
cumulative effect which would effectively fill in the gaps in recruitable neurons 
between electrodes. This is demonstrated in Figure 10.4.

Thus, an electrode with a size that does not challenge charge density safety or 
stimulation efficacy, placed in an array of similar electrodes utilizing a spacing 
permitting activating functions to overlap constructively, can give the clinician 
access to both large swaths of fibers for broad paresthesia coverage and provide 
spatial resolution to target small fiber populations for paresthesia selectivity.

ElEcTRoNIcs foR sPINAl coRd sTIMUlATIoN

Next, the various aspects of the design of spinal cord stimulator pulse genera-
tors will be presented. These include the pulse delivery type (constant voltage 
or constant current), the pulsewidth, the pulse rate, the number of pulse sources, 
the power source (RF, primary cell or rechargeable), implantable pulse genera-
tor (IPG) efficiency concerns, telemetry design needs, clinically specific appli-
cation design and reliability issues. All of these aspects work in concert with 
each other and the clinician to provide clinical results.

Pulse delivery Types

The pulses delivered by an IPG can either be constant voltage or constant cur-
rent. The implementation of each has both design implications and physiologi-
cal implications. However, prior to the discussion of pulse types, it is important 
to recapitulate how the membrane potential of a neuron is determined.

Equation 10.1 shows the well-known Goldman-Hodgkin-Katz equation [44]. 
It illustrates how the concentration gradients of important ions with respect to 

fIgURE 10.4 Overall activating functions from two equal and simultaneous point-source mono-
pole cathodes 2.2 cm from an unmyelinated axon (A) 5 mm apart and (B) 1 mm apart illustrating 
their interaction in space (modeling from [43]).
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the inside and outside of a cell dictate the membrane potential. When the local 
membrane potential meets or exceeds threshold, the voltage-gated sodium chan-
nels open. If enough of these channels open and remain open long enough, an 
action potential is generated which may be conducted via saltatory conduction 
along the axon.

 Vrest =   RT ____ F  ln   
PK[K+]out + PNa[Na + ]out + PCl[Cl−]in   ________________________________   
PK[K+]in + PNa[Na+]in + PCl[Cl−]out

   (10.1)

Ions in solution can be driven to move by three mechanisms: the concentra-
tion gradient, relative charge and externally applied potentials. The first is the 
osmotic basis for charge movement and is the mechanism primarily responsible 
for sodium influx when the sodium channels open. The second is the electrical 
basis of ion movement: opposite charges attract and like charges repulse. This 
mechanism can either oppose or work with osmotic forces. The third exploits 
the electrical basis of charge movement artificially: an externally applied poten-
tial will move ions according to their polarities, the field orientation and osmotic 
forces. This in turn changes the ion concentrations at the membrane and there-
fore alters the local membrane potential.

Constant Voltage
The simplified model in Figure 10.5 shows an electrolyte solution represented 
by a resistance and two electrodes each with their own associated resistance and 
capacitance. The solution resistance models how well ions flow in the medium1. 

fIgURE 10.5 Electrode circuit constituents in solution and specific measurement points. 
Electrode resistance, capacitance and solution resistances are shown.

1. The solution resistance depends on the electrical properties of the ionic constituents in the 
medium (e.g. the molarity of the different species in solution) and the contact area with the elec-
trodes. The electrical, or ohmic, resistance (in series with the source and not shown) depends on the 
material characteristics of the electrodes and connecting wires (e.g. the length of the wires and the 
composition of the metals).
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At the electrode, the resistance models actual electron transfer into solution 
via reduction–oxidation (redox). This is an undesirable process, resulting in a 
local change in chemistry and electrode corrosion, so materials are selected to 
keep this resistance very large. The capacitance models the charge redistribution 
at the electrode–solution interface. The electrical resistance of the electrodes 
and wires are not included in this model since they merely model energy loss 
intrinsic to the system. In practice, a significant amount of energy can be spent 
to overcome high resistance lead wires, while intrinsic lead capacitance can 
change the pulse shape.

If the counter electrode is very large and does not transfer electrons by redox 
reactions, its resistance is very small and capacitance very large. Thus, the coun-
ter electrode becomes a reference electrode at near zero potential. When a con-
stant voltage is applied between the two electrodes, there is a static voltage drop 
in solution due to the solution resistance. However, the capacitive component 
of the working electrode becomes polarized due to the storing of charge. As a 
result, it begins to develop an electrode voltage, thereby decreasing the solution 
voltage, since the voltage between the working electrode and solution is con-
served and therefore must equal the source voltage.

Over the course of the constant voltage pulse, the voltage in solution (where 
excitable neurons are located) decreases and in the limit for a long pulse becomes 
zero. Mathematically, this is expressed as:

 v(t) = V0(e
−t/RC − 1) (10.2)

where V0 is the initial applied voltage of the pulse between, t is time in sec-
onds, R is the resistance in the circuit and C is the capacitance, assuming the 
electrode resistance is zero. At t = 0, the start of the constant voltage pulse, the 
capacitive element is uncharged and has zero voltage across it. However, as time 
progresses, the capacitive element charges and effectively moves the applied 
voltage from solution to the electrode. Concurrently, the amount of charge 
moved in the system decreases. With increasing time, the electric field becomes 
confined in the volume just at the electrode–solution interface (the electrical 
double layer or Helmholtz layer) decreasing the electric field in solution. The 
thickness of the electrical double layer, from the Gouy-Chapman-Stern model, 
is on the order of nanometers, placing excitable tissue well outside the layer in 
neurostimulation applications.

The waveforms shown in Figure 10.6 illustrate the time courses of the cur-
rent and voltages at specific points in the system referenced in Figure 10.5. 
As mentioned, note how the current decreases over the course of the applied 
constant voltage pulse. Intuitively this makes sense since, as more charge is 
attracted to the electrode, it would take more driving force (i.e. more voltage) 
to continue to attract additional charge of that same polarity (though opposites 
attract, like charges are driven apart).

As electrical conditions change due to changes in electrode contact area 
and physiological response to foreign body introduction [45], the solution 
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resistance and even capacitance will change accordingly causing the voltage 
in solution to change as well. Thus, for several reasons, the constant voltage 
approach does not control the injected charge and therefore the applied electric 
field in solution, leaving both to vary. The physiological consequences of this 
may include unreliable stimulus repeatability, and decreased stimulation effi-
cacy over the course of the pulse and can result in higher stimulation thresholds 
[46,47].

Constant Current
In the constant current approach, as illustrated in Figure 10.7, the voltage applied 
to the entire system is increased over the course of the pulse to ensure that the 
charge injection rate is continuous. The increasing voltage serves to counter the 
polarization of the working electrode as its capacitive element charges. This 
increasing driving force then continues to move charge at the desired rate. This 
ensures that the electric field in solution is constant while the electric field at the 
electrode–solution interface increases over the course of the pulse. Unlike the 
constant voltage approach, since the electric field in solution remains unchanged, 
the excitable tissue is exposed to an unvarying rate of change of ion movement. 
As discussed previously, this may help to maintain stimulus repeatability and 
efficacy over the course of the pulse.

fIgURE 10.6 Illustration of the current and voltage(s) during a constant voltage cathodic pulse. 
Amplitude and time axes are arbitrary in scale. The effect of the capacitor voltage is shown. Refer 
to measurement points in Figure 10.5.
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Derivation for how the voltage across a capacitor should vary to achieve a 
constant current i0 when the initial voltage is zero is found from the current–
voltage relationship of a capacitor (Equation 10.3) by integrating the voltage 
over the current (Equation 10.4). The result is found in Equation 10.5. It can be 
seen that to keep a constant current (and therefore a constant electric field) in 
solution, the voltage on the source must increase to counter the increasing volt-
age accumulated on the electrode due to the capacitance. Much like a battery 
(a constant voltage source) can be thought of as varying the current to a load to 
maintain a constant voltage, a constant current source can be thought of as vary-
ing the voltage on a load to maintain a constant current.

 i = C   dv ___ 
dt

   (10.3)

 v(t) =   1 __ 
C

   ∫
0

t

i0 dτ (10.4)

 v(t) =   
i0t __ 
C

   (10.5)

fIgURE 10.7 Illustration of the current and voltage(s) during a constant current cathodic pulse. 
Amplitude and time axes are arbitrary in scale. The effect of the capacitor voltage is shown. Refer 
to measurement points in Figure 10.5.
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Advantages and Disadvantages of Each
The constant voltage approach only controls the net voltage between the elec-
trodes, not in solution. The electrode–solution boundary acts as a capacitor 
which stores charge when the voltage is applied. Over the course of the pulse, 
that stored charge reduces the electric field in solution. As the electric field 
in solution decreases, there is less of a driving force to move ions to affect 
the membrane potential, as the Goldman–Hodgkin–Katz equation describes. 
However, the constant voltage method is simpler to realize electronically.

The primary advantage of the constant current approach is its ability to control 
the electric field in solution. It is this field that drives ion movement in the tissue. 
This approach compensates for the polarization effect at the electrode–solution 
interface by increasing the system voltage over the course of the pulse to ensure 
the rate of charge injected is constant which, in turn, keeps the electric field in 
solution constant, preserving the driving force to move ions affecting membrane 
potential. However, the electronic realization of this approach is more complex.

Electronics Design Differences
As shown in Figure 10.8a, a battery with an electronic switch is the basic means 
to provide constant voltage stimulation. In practice, the source is never directly 
connected to the tissue. This is to isolate the source from the tissue to prevent 
DC stimulation in case of circuit failure. The switch first connects the capaci-
tor to the source, permitting it to charge. When the switch is thrown to the 
other position, the capacitor discharges into the tissue, providing stimulation. 
This topology by its very nature does not deliver a constant voltage pulse at the 
electrodes since, as charge from the isolating capacitor is released, the voltage 
must drop. However, if C is relatively large, it can come close to delivering a 
constant voltage pulse (i.e. if C stores much more charge than delivered) to the 
electrodes, though of course not to the solution for reasons already discussed. In 
practice, additional electronics would be placed between the switch and battery 
to regulate the output voltage to the desired value independent of variations in 
battery voltage. Figure 10.8b shows the addition of a switch network to select 
the polarity (cathode or anode) of the output branches.

fIgURE 10.8 Fundamental electrical implementation of a constant voltage pulse genera-
tor with an isolation capacitor. (a) The cathode is the top branch and the anode is the bottom. 
(b) Addition of a switch network to select either output branch as an anode or cathode.



PART | III The Neuromodulation Therapy Interface224

The maximum voltage in this example is limited directly by the maximum 
available voltage of the source (e.g. the battery). Voltage can be increased 
beyond the source voltage with switching regulators known as boost or step-up 
converters. These converters increase the output voltage available at the elec-
trodes to deliver stimulation, which is discussed later. Because power (the math-
ematical product of current and voltage) must be conserved, the current pulled 
from the battery is higher than the current delivered by the converter. However, 
the ability to increase the voltage beyond that of the source comes at the expense 
of reduced efficiency, increased cost and, in the case of battery-controlled 
devices, reduced battery life. The maximum current is limited by the voltage 
source resistance (causing the output voltage to decrease as current increases) 
and design tolerances of the electronics. In the case of battery-controlled devices, 
the battery chemistry reaction may limit the maximum output current, though 
tends not to be a factor in SCS applications.

The constant current approach is more complicated to implement electri-
cally as shown by one constant current source example circuit in Figure 10.9a 
with identical transistors. IREF is set by a reference such as an active resistor, 
RSET. Because Q2 shares the same VGS as Q1, IOUT will be the same as IREF. 
However, when RLOAD gets too big, VD < VGS and the transistor leaves the satu-
ration region and enters the triode region where IOUT is linearly related to RL and 
is no longer pinned to IREF. At this point the output current decreases below IREF 
and is not constant, unless VSource is increased so that VD > VGS and Q2 returns 
to the saturation region. The voltage across RLOAD required to obtain IOUT is the 
‘compliance voltage’ and is VSource − VD. The maximum available compliance 
voltage in this case is VSource − VGS. The reduction by VGS accounts for the drop 
across Q2 since the drain cannot be at ground potential and must be above VGS 
to maintain operation in the saturation region.

To add programmability to the current, a cascade of additional transistors is 
added as shown in Figure 10.9b. Switching on additional transistors allows the 
application of more current. To mitigate DC stimulation in case of component 

fIgURE 10.9 A monophasic constant current source implementation. (a) Simple 
CMOS current mirror and (b) switched topology for current programmability. In this 
example, the anode is on the + side of VSource and the cathode is on the drain(s) of the 
transistor(s). Compliance voltage measurement point is shown.



225chapter | 10  Electronics

failure, a capacitor can be added in series with the load for isolation. Because 
the circuit ensures constant current through the load over the course of the pulse, 
the capacitor would not reduce the voltage in the load. However, at the comple-
tion of each pulse, the capacitor must have a means to discharge. Polarity of the 
output can be selected by adding a switch network over RLOAD to connect either 
side of the load to the transistor drain(s) or VSource.

The maximum current in this example is limited by the maximum available 
source voltage, source resistance, tolerances of the electronics and, in the case of a 
battery-controlled device, the reaction rate (again, typically not a factor in SCS).

A device can have independent limits on both its output current and avail-
able voltage at the load. For example device A may have a 10 mA current limit 
and a 10 V output limit whilst device B may have a 7.5 mA current limit and 
a 15 V output limit. Ohm's Law shows that device B can deliver more current 
above a load resistance of 2000 ohms. The current provided by device A is 
limited to 10 mA at resistances below 1000 ohms and drops below 10 mA as 
the load resistance increases above 1000. Similar boundaries can be found for 
device B. If the devices are constant voltage systems, when the capacitance of 
the electrode(s) is included, the maximum current is only applicable at the start 
of the pulse, as we know the current will decrease over the course of the pulse 
and the voltage in solution will decrease too.

Finally, it's important to note that the demonstrative examples presented here 
are not specifically intended to deliver biphasic pulses. Such circuits, though 
conceptually related to those presented, are more complicated.

single Versus Multisource

The number of sources available in a system, especially with respect to the 
number of electrodes on the lead, is a major factor in controlling the amount of 
current on any single electrode. As shown in Figure 10.10, when a single source 
system (either current or voltage) has more than one active electrode, the cur-
rent in each will be identical when the load impedances are the same. However, 
when the load impedances change, more current will flow on the electrode with 
the lower impedance, as is evident from Ohm's Law.

In a multisource system, each electrode can be programmed to provide the 
specified output independent of the load impedances on all other active elec-
trodes. Independent control of each electrode may permit real-time and dynamic 
movement of paresthesia [48]. In the case of a multisource constant current 
device, once programmed, the current at each electrode is maintained regard-
less of changes in impedances anywhere in the system (unless the compliance 
voltage is inadequate, as discussed in the previous section). This is illustrated 
in Figure 10.11. In the case of a multisource constant voltage system, current 
at each electrode is controlled by electrode load impedance, though each volt-
age can be adjusted independently at each patient programming visit2. It is 

2. No such system has been or currently is available on the market at the time of this writing.
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interesting to note, that given two otherwise identical constant current systems 
(lead geometry, electrical specifications, etc.), a multisource system is indistin-
guishable from a single source system only when two electrodes are active (one 
cathode and one anode). This is because the load current is not dependent on the 
inactive electrodes in a single source constant current system.

Targeting Fibers Electrically
The need to direct stimulation at specific points along the spinal cord is 
accomplished both by the location and geometry of the lead and its electrodes  
(discussed previously), as well as the ability of the system to provide con-
trolled electrical output on any active electrode [49]. A single source system is 
restricted to defining any combination of electrodes as a cathode, anode or off 
and the total system amplitude. Those electrodes that are active will share the 
source output. Thus, targeting may be ineffective in a single source system due 
to the inability to specify the output current on each of the active electrodes, 
despite the lead design.

fIgURE 10.10 Single source constant current system with two electrodes and load impedances 
(a) same and (b) different. Single source constant voltage system with two electrodes and load 
impedances (c) same and (d) different.

fIgURE 10.11 Constant current multisource system with different load impedances.
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Interleaving Versus Multisource
One method that attempts to expand the ability of a single source system to 
emulate a multisource system is by rapidly switching two adjacent electrodes 
on and off in succession each at a specified amplitude. This approach is clearly 
different than that of simultaneous pulses on different electrodes as shown in 
Figure 10.12. The idea behind interleaving is to permit controlled output at 
more than one electrode (since only one electrode is on at a time) and possibly 
exploit summation of the individual activating functions in the time domain. 
This might be possible since the neurons may still be somewhat depolarized 
following the first pulse: the second pulse in the series may drive the already 
partially depolarized neurons to threshold. This mechanism is not the same as 
that of simultaneously active electrodes where each electrode contributes to the 
depolarization of the neurons separately and cumulatively.

While there are no comparative clinical data currently published between the 
two methods, modeling with thick fibers (those with the longest time constant) 
suggests that this method is unable to approximate the same effect as having 
simultaneously active electrodes [50]. This is illustrated in Figure 10.13 which 

fIgURE 10.12 (a) Interleaved versus (b) simultaneous stimulation timing of adjacent electrodes. 
Pulse shape, amplitude and time axes are arbitrary in scale.

fIgURE 10.13 (a) Simultaneous versus (b) interleaved areas of activation in the spinal cord 
when using adjacent electrodes. From [50].
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shows the area of the dorsal columns stimulated when two adjacent electrodes 
are (a) on simultaneously and (b) interleaved. The area of neurons unable to be 
recruited in the interleaved approach is apparent.

However, there is clinical utility in this interleaving approach by apply-
ing this technique to generate paresthesia in specific and isolated anatomic 
areas. This is done by applying different stimulation settings (active elec-
trodes, pulsewidth, rates, amplitudes) rapidly in succession, even with con-
currently active electrodes. For example, one setting could be applied for 
foot pain then another setting could be applied for upper leg pain. These 
independent settings may be repeatedly applied quickly enough such that the 
patient is unable consciously to resolve the system alternating between the 
two settings. This would cause the perception that both areas of isolated par-
esthesia are occurring simultaneously. Though both single and multisource 
systems can use this interleaving approach, only the multisource system is 
able to define simultaneously precise outputs on each electrode allowing 
the associated stimulation fields to overlap in time and space permitting 
access to a greater volume of tissue, as Figure 10.13a shows in comparison 
to Figure 10.13b.

Advantages and Disadvantages of Each
The single source approach has the advantage of being much simpler to design 
and is therefore less expensive. It may also have the benefit of being easier 
to program from the clinician's standpoint since electrodes can only be pro-
grammed as a cathode, anode or off. When using the interleaved approach to 
create the effect of multiple areas of stimulation, however, programming com-
plexity increases as the relative amplitudes (and other variables as appropri-
ate) must be specified for each setting. Software algorithms in the programmer 
relieve some of that burden.

The multisource approach, in addition to being more expensive, could have 
a higher probability of failure given the additional complexity. However, it pro-
vides greater flexibility in directing stimulation output to specific electrodes. 
The multisource current topology can both compensate for electrode polariza-
tion and maintain the programmed output as resistances in the system change. 
From a programming perspective, this approach is the most complicated as 
each active electrode must have its output deliberately specified and typically 
requires software algorithms to manage the programming.

Electronics Design Differences
A single source system will require an electronic switch network to apply the 
single source to any number of electrodes on the lead. There must be as many 
switches as there are electrodes, each with three positions: (1) off, (2) connect to 
positive side of source to function as an anode and (3) connect to negative side 
to function as a cathode. When a switch is closed, the source shares its output 
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with the associated electrode. The source amplitude is variable and controlled 
by the programmer. When the polarity of an electrode is changed, all active 
electrodes must return to zero amplitude to avoid overstimulation.

For a multisource system, each electrode must have its own dedicated 
source. Each source in turn must be individually adjustable between zero and 
maximum output selectable as either a cathode or anode. Because the amplitude 
of each electrode can be defined continuously from positive to negative or vice 
versa, any single electrode can transition between polarities without forcing the 
amplitude to zero on all active electrodes.

Pulsewidth clinical Utility

As is illustrated in Figure 10.14, the length of time a single stimulation pulse 
is applied is called the pulsewidth. The time between the cathodic pulse and 
anodic pulse (the putative charge injection and recovery phases) is named the 
interphase interval. The time between the same part of successive series of 
pulses is the interpulse interval, the inverse of which is the rate.

Studies have shown both clinically and theoretically that when all other 
factors remain constant, the pulsewidth can determine the lower limit on the 
axonal diameter size of those fibers that can be stimulated [51–53]. This inverse 
relationship between pulsewidth duration and recruitable fiber size suggests 
that a longer pulsewidth may allow a larger population of fibers to be recruited 
[54] possibly permitting paresthesia to be more broadly placed across the body. 
Additionally, histological study of the superficial dorsal columns has shown that 
nearly 85% of the fibers are smaller than 7 mm, and only 1% of the fibers are 
larger than 10 mm [55], whereas modeling suggests that a pulsewidth of 210 ms 
will activate fibers only as small as 9 mm before possibly uncomfortable dorsal 
root stimulation occurs [56]. Currently available SCS systems provide a maxi-
mum pulsewidth between 450 and 1000 ms.

Strength–Duration Curve and Targeting Fibers Based on Diameter
The strength–duration curve illustrates which combinations of amplitude and 
pulsewidth result in recruitment of a fiber with known diameter, at a specific 

fIgURE 10.14 Stimulation pulse characteristics.
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distance from an electrode as illustrated in Figure 10.15. The perception thresh-
old is believed to be the boundary between sub- and super-threshold fiber acti-
vation states. The rheobase is defined as the smallest stimulus amplitude, when 
applied for an infinite duration, that would result in fiber activation. It is an 
asymptote of the perception threshold boundary and is therefore measured prac-
tically at a point where the rate of charge injected is just short of rate of charge 
loss due to membrane resistance, usually in the hundreds of milliseconds. The 
chronaxie is the time it takes to activate a fiber when the amplitude is twice 
the rheobase. For two neurons with similar rheobases, the chronaxie gives a 
measure of the relative excitability of the neurons: shorter chronaxies apply to 
neurons that are more excitable.

Smaller diameter fibers have a strength–duration curve that is pushed to the 
right, indicating that, for the same amplitude, a longer pulsewidth is required for 
recruitment when compared with a larger diameter fiber. Intuitively, this may 
make sense since smaller diameter fibers, owing to less myelination, have more 
current leakage through and along the membrane. The longer pulsewidth may 
be necessary to compensate for the loss in injected current. Additionally, a short 
interphase can limit the recruitment of fibers as the subsequent anodic pulse can 
hyperpolarize the membrane before a regenerative action potential is initiated 
by the initial cathodic pulse [57].

Figure 10.16 shows actual clinical data from a patient subjected to three 
different pulsewidths. The amplitude was set at the perception threshold plus 
80% of the difference between the perception threshold and the maximum tol-
erable threshold; i.e. at a ‘strong but comfortable’ stimulation intensity level. 

fIgURE 10.15 Strength–duration curve showing the rheobase and chronaxie.
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The pulsewidth was then set at three different values. At each value, the patient 
drew a paresthesia diagram. It is clearly evident that the change in pulsewidth is 
responsible for activating different populations of fibers in the dorsal columns.

Electronics Design Issues
The larger challenge when designing for an extended pulsewidth is ensuring 
that the system has enough output power available over the course of the pulse. 
Recall that any system will have a step-up, or boost converter, onboard both to 
regulate the internal power source for the control circuitry and for providing a 
high enough output to offer effective stimulation.

An example step-up converter uses a switching topology shown in Figure 10.17. 
When the switch is closed, the inductor stores energy from the source. The 
capacitor provides energy to the load (accumulated from the previous switching 
event), while the diode prevents the capacitor from being shorted by the switch 
closure. When the switch is opened, the inductor current is forced into the load3 
and charges the capacitor. The inductor voltage is related only to its output cur-
rent and not to the source voltage, thus providing for the voltage boost. By intro-
ducing a duty-cycle into the switch, either the output voltage or current can be 
precisely controlled by modulating the duty-cycle based on measuring the out-
put. However, when the stimulation pulsewidth is very high, the demand for a 
constant output by the load can exceed the output available by the converter due 
to the inductor and/or capacitor being unable to deliver the necessary energy 
over the course of the entire pulse. Though designing those lumped elements 
with larger values may seem the solution, it would in turn require a source 
capable of providing a larger output as well. In both cases, additional cost and 
system size would be necessary.

fIgURE 10.16 Clinical data from a patient showing change in paresthesia coverage when only 
the pulsewidth is varying [58].

3. In this case, the load is not exclusively the tissue, but includes all of the circuits to where power 
is being delivered.
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The clinical significance of Pulse Rate

Typically, the pulse rate provides for the qualitative aspect of the stimulation. 
Very slow pulses can be perceived as ‘thumpy’ and sometimes irritating, while 
very fast pulses can be perceived as uncomfortable. Very fast pulses have been 
implicated in neuronal blocking [59,60], preventing action potentials from prop-
agating. No such technology utilizing very high frequency effects is currently 
available for use in spinal cord stimulation, though its use on the anterolateral 
system to mitigate pain may be interesting.

Commensurate with the interleaved approach discussed previously, as the 
stimulation rate increases there may be a slight integrative effect if pulses are 
delivered closely. However, one study has indicated that the perception thresh-
old does not change as rate is increased up to nearly 250 Hz, suggesting that 
axon membrane temporal summation does not occur [61]. Additionally, patients 
do report that paresthesia can become more intense with increasing rate, though 
the reason for this is not clear.

As the rate increases, the power necessary to provide the pulses increases 
linearly. For example, a 120 Hz rate will require twice as much power as a 60 Hz 
rate, assuming identical pulse shapes. This is derived simply from power being 
the average energy over time. Power usage is a very important concern affect-
ing the useable lifetime of non-rechargeable/primary cell devices, a moderate 
concern in rechargeable devices (affecting the recharge interval) and is of little 
concern in an RF device, as discussed in the next section.

Rf Versus Primary cell Versus Rechargeable devices

All stimulation systems require a power source to effect their functions. There 
are four options for providing power:

1. direct, percutaneous connection
2. indirect transcutaneous power coupling by the use of RF coils
3. non-rechargeable primary cell battery integrated into the implant
4. a rechargeable battery integrated into the implant.

fIgURE 10.17 Typical step-up converter circuit topology.
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Option (1) has been deprecated due to advances in technology. The remaining 
options are implemented in currently marketed devices.

Advantages and Disadvantages of Each
An RF coupled system can provide relatively high stimulation output com-
pared to a battery-based system since there are no associated output limita-
tions (beyond the electrical design of the implant). The output is effectively 
limited only by the amount of energy that can be coupled into the device. This 
is controlled by the output power of the transmitting coil and, perhaps more 
importantly, the ability of the patient (both via skill and overall anatomy of the 
implant area) to keep the transmitter coil well aligned with the receiver coil in 
the implant. Factors such as body shape, biomechanics of the implant location 
and physical activity level can all contribute to coil alignment. If the alignment 
is not within the proper tolerances, the system will be unable to deliver therapy 
due to poor power coupling. Additionally, such a system is free from battery 
limitations so related revision surgeries would not occur. Because the part of 
the system providing power is not implanted, cost for such a system can be the 
lowest of the three discussed.

Primary cell devices could be ideal for patients who would be unable to charge 
a rechargeable device (due to physical or psychological deficits), are known very 
low power users or even have a short life expectancy. Since the battery, now a 
part of the implant, must be well-designed, the cost for a device could be higher 
than an RF system, though likely still lower than a rechargeable device.

Rechargeable devices may be appropriate for users that do not have extraor-
dinary power requirements and intend to keep their implants for a protracted 
time period. Some rechargeable batteries can be damaged by depletion, requir-
ing explant of the system for replacement [62,63]. One battery manufacturer 
offers a battery for implantable medical devices with an internal chemistry spe-
cifically designed to permit depletion without damage [64] and is currently used 
in the SCS system offered by Boston Scientific.

Electronics Design Differences
From a design perspective, RF devices must have a means of rectifying the sinu-
soidal input waveform and regulating the energy coupled into the device. The 
input energy level will be varying due to the factors contributing to non-constant 
coil alignment. Because the device is only powered when the coil is properly 
applied, the internal microcomputer must tolerate spontaneous abrupt loss and 
re-establishment of power. This is done both electronically as well as with soft-
ware. Capacitive energy storage is used to provide enough power to properly 
run the software shutdown routines when adequate coupling is lost. Heat is 
generated due to eddy currents on the implant casing when it is made of met al. 
The system can also be designed to modulate its transmitter output based on the 
coupling efficiency to compensate for poor coil alignment and can extend the 
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external battery life. This would require a communications pathway between 
the implant and transmitter. Such a topology is discussed in the next section.

Rechargeable systems must have a charging circuit that regulates charge 
current. This is to ensure damage to the battery does not occur by excessive heat 
generation due to high charge current or continued application of current after 
the battery is recharged. Greater overall system efficiency and less heat genera-
tion can be had by providing a means to shut down the charger when the system 
is either recharged or due to some safety concern. As in an RF system, heat is 
generated due to eddy currents from the charger on the implant case when it is 
made of met al.

Primary cell systems do not require the complexities associated with an 
onboard charging circuit or dealing with the challenges of an RF approach.

In all systems, it is prudent to have a temperature sensor that will shut down 
the system beyond some threshold to mitigate patient discomfort and injury due 
either to malfunction or patient misuse. In addition, as with an RF system, any 
battery-based system requires internal power regulation to ensure that a con-
stant output is available to power the internal electronics.

Recharging and Energy Transfer Methods
Similar to the challenges with an RF device, a rechargeable device necessitates a 
method to transmit energy to the implant and the implant requires a means to rec-
tify and regulate that energy. In addition, there should be a means to communicate 
to the charger that the battery is recharged, allowing the charger to be shut off.

One such charging topology is shown in Figure 10.18. The charger can either 
be plugged into the mains or, for greater patient freedom, have its own battery 
for power (that battery itself can be rechargeable as well). The charger circuit 
includes a power amplifier to provide energy to the output coil, which serves 
as an antenna to transmit a high density electromagnetic field in the immediate 
vicinity of the charger. The implant has a receiver coil, acting as an antenna to 
couple the transmitted energy into the device. That energy is rectified, chang-
ing it from sinusoidal to DC. This energy is then presented to the battery in a 
controlled manner, ensuring that the recharge current is appropriate given the 
present charge state of the battery. When the battery is full, or if the implant 
temperature is excessive, the implant coil load impedance can be modulated (a 
technique called LSK, for load shift keying). This ‘back telemetry’ is detected 
by the charger as an extreme change in the coupling coefficient and can be used 
as a means to communicate that the charger should shut down.

Telemetry and communication challenges

The use of RF methods to communicate to implants and recharge them can pres-
ent unique issues, especially in the presence of other technologies that either 
communicate with RF or generate RF noise of their own.
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The communications frequency to the implant must be low enough to 
permit passage through the body as higher frequencies are absorbed more 
easily. Lower communications frequencies have larger wavelengths, as the 
relation c = fl illustrates, where c is the speed of light in meters per second, 
f is the frequency in Hertz and l is the wavelength in meters. Larger wave-
length frequencies require a larger radiating element meaning that the antenna 
must be correspondingly larger to radiate efficiently. Typical communications 
frequencies for implants are in the hundreds of kHz range with wavelengths 
on the order of 3000 meters. A practical implementation of an antenna for 
this application would be a wirewound coil. Such an antenna is very inef-
ficient, radiates poorly and has a radiation pattern in the shape of a donut 
that approaches a null as the axis of the donut is approached. This reduces 
the available communications range to a region close to the implant and, as a 
result, requires attention to orientation by the patient. Effective communica-
tions at an arm's length away (a few feet) is a reasonable design goal given 
expected usage.

In the case of an RF-powered device, and for rechargeables, the energy 
coupling field should be well contained in a volume very close to the trans-
mitter. This ensures less energy is wasted as radiation and mitigates causing 
interference to nearby devices. In this case, a lower radiation frequency is 
advantageous as the body does not absorb it well and a wirewound antenna 
keeps the field highly localized. In the case of a rechargeable device, 
because both the communications and charging frequencies need to be low 
and thus close together, communications with the implant can be difficult if 
not impossible during recharging due to the interference with the implant 
receiver.

fIgURE 10.18 Transcutaneous implant recharging diagram.
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Electronic Design Issues
Implants and their associated external parts should be designed to decrease sen-
sitivity to interference. This can be addressed by filtering signals outside the 
center bandwidth of the communications frequency. Additionally, the commu-
nications protocol should use error checking (such as CRC or checksums) and 
a means to ensure that the stimulator controller of one patient cannot adjust the 
settings on the implant of another patient. The latter is realized by providing 
each implant with a unique identifier and specifying that identifier on each com-
munication between the remote and implant.

Rechargeable devices will also require filtering on the implant telemetry 
receiver to ensure that energy from the recharger is poorly coupled into the 
receiver since overloading the receiver with such high energy may cause dam-
age. Regardless, all devices should be designed with proper filtering on the 
receiver input so that signals from other unrelated devices (such as cell phones, 
Bluetooth transmitters, CB radios, etc.) do not impede the implant from carry-
ing out legitimate communications.

Efficiency and Power Usage concerns

How efficiently an implant uses its available power source is important for a 
couple of reasons. All inefficiencies create heat which can irritate or even dam-
age physiology if too hot. Also a less efficient system requires more power. 
In the case of a primary cell device, this would lower operational lifetime. In 
the case of a rechargeable device, this increases the number of times a battery 
needs to recharged which also decreases the operational lifetime of the device. 
Inefficiencies in RF systems would have less of an effect on operational life-
time. Since no system can be 100% efficient, there are a number of methods to 
minimize the effects of inefficiencies. Also, it is important to use just enough 
energy to provide the patient satisfactory relief such that the burden of energy 
restoration to the system is minimized. For example, recharging in a recharge-
able device, replacement surgery in a primary cell device and less available 
tolerance in coil alignment with RF devices.

The resistance in the lead wires contributes to wasted energy. This resistance 
can be minimized by using wires with a lower resistance and ensuring that con-
tact resistance between lead and implant connection point is low. By maximiz-
ing the contact area between the lead tail and header connectors the resistance 
can be minimized.

Receiver Cycling
All implants have a radio receiver onboard to listen for commands from the pro-
grammer and patient controller or remote. Practically, over the course of a day, a 
very small fraction of time is used to communicate with the implant. Thus, oper-
ating the onboard receiver continuously is a poor use of energy. The receiver can 
be cycled on and off to conserve power usage. For example, the receiver can be 
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powered on every second for only a millisecond, representing a 0.1% duty cycle 
with the associated energy savings. If the receiver identifies an attempt to com-
municate with the implant in that 1 millisecond window, the receiver will stay 
on longer to process the command. To cope with this small window of oppor-
tunity for communication to the implant, the programmer or patient controller 
might send out its initial request for the attention of the implant for one second. 
This ensures that the receiver will be on at some point during that request.

Therapy Parameters
It is important to use only the lowest settings necessary to provide the patient 
with satisfactory relief. The energy usage per pulse depends on the therapy 
settings. That energy is proportional to the square of the amplitude and only 
linearly proportional to both the pulsewidth and rate, described by the rela-
tion E ≈ A2 × pw × rate. Therefore, a doubling in amplitude causes a four times 
increase in energy usage, while a doubling in either pulsewidth or rate causes 
only a doubling of energy usage. Doubling of all three parameters results in a 
sixteen times energy increase.

The pain a patient experiences may vary in its quality over the course of a 
day or other time period. As such, the patient may not require paresthesia for the 
entire day and/or may need to adjust the intensity or coverage area depending on 
their activities and pain profile. Providing the patient with amplitude (and even 
pulsewidth and rate) control and several settings from which to choose helps to 
ensure efficient use of the system. When using the interleaved method to pro-
vide paresthesia in isolated areas, each area can be adjustable independently by 
the patient providing both comfort and efficient use of implant energy. Also, the 
system could be programmed by a clinician automatically to cycle therapy set-
tings on and off as defined by a schedule. Finally, an upper bound on amplitude 
can be programmed by the clinician to mitigate accidental overstimulation.

Reliability

Implantation of medical devices in humans necessitates that the probability 
of failure be very low for ethical and cost reasons. It is impossible to achieve a 
0% failure rate, however, by addressing known failure modes, the probability of 
failure can otherwise be reduced. A survey of how the physician and clinician 
handle the devices in the operating room during implantation, storage and ship-
ping means, human biomechanics and expected patient activities, all provide 
insight into the physical design needs of the system.

The system should be able to tolerate the vibration of being shipped and 
even dropped from a reasonable height both inside and outside of the packaging. 
Leads are subjected to repeated flexing during patient movement and should be 
designed to tolerate a reasonable number of bend cycles over a reasonable diam-
eter bend. Leads must tolerate varying suture techniques, including suturing with 
a direct purse-string. Such a technique can introduce significant compressive 
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force on the lead causing kinking, friction between lead wires if not isolated 
internally (leading to wire fracture) or even a tear in the external insulation (caus-
ing current leakage into the surrounding physiology). Leads must also tolerate 
repeated handling and insertion into the IPG in the operating room setting.

Susceptibility to the use of electrocautery must be minimized by designing 
appropriate means of protecting implant electronics from associated discharges. 
Exposure to x-ray and fluoroscopy must not affect usage. The use of external 
defibrillators may cause device failure, though any such failure should not cause 
significant injury to the patient. The system could be subjected to magnetic reso-
nance imaging (MRI) and ultrasound (therapeutic and/or diagnostic). The use of 
non-ferromagnetic metals may help mitigate risk if MRI is used. The use of non-
ceramic components may help reduce risk of failure due to ultrasound exposure.

Though they may be rare, especially active patients may be involved in 
physical exercise such as sit-ups or SCUBA diving, the latter of which would 
require the design to address operating pressures. Although the human body is 
very reliable in temperature regulation, the system may be subjected to tempera-
ture extremes during shipping and storage so its specifications must be guaran-
teed within these scenarios. Also, the system must have a means to minimize 
and even dissipate the heat it generates during usage so as not to damage the 
surrounding physiology.

All implanted materials must be inert, biocompatible, non-biodegradable 
and not react with commonly used operating room solutions such as antimicro-
bial agents. Electrical components, either sourced from vendors or specifically 
designed, must meet all physical, temperature and electrical specifications. 
Welds and solder joints should be well applied and free from defects.

fUTURE

Though the treatment modality has existed now for more than 40 years, the 
technology continues to progress and there are a number of directions that spi-
nal cord stimulation can explore moving forward.

Pulse shape

In present and past systems, the depolarization pulse shape has been designed to 
be square or near square. This may be because of its relatively simple electronic 
implementation. However, not only are there no known square electrical pulses 
in human physiology, neurons may respond differently to pulses with different 
shapes [65,66]. Different shapes may cause a different quality to the paresthesia 
[67,68] and/or affect the efficiency of stimulation or recruitment profile.

Automated quality of life Monitoring

Implanted medical devices are in a prime location to monitor other human func-
tions. For example, movement could be recorded by an accelerometer perhaps 
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as a means to measure changes in quality of life. Cardiac function indications 
might be available similar to EKG measurement. These are currently being 
investigated for use in pacemaker applications.

fiber selection Via Pre-Pulsing

Modeling has shown that a subthreshold depolarizing pulse can desensitize 
fibers near the cathode, causing a relative increase in threshold current for a 
subsequent pulse [69]. With an increase in threshold current large enough, the 
flanking hyperpolarization will prevent the action potential from propagating. 
Since fibers closest to the electrode would be affected by this prepulse, this 
may allow fibers further from the electrode to be stimulated to the exclusion 
of the closer fibers. Since larger fibers are more affected by this technique, this 
could also allow selectivity of smaller fibers. This may be useful for more selec-
tive paresthesia and even preventing stimulation of the roots, whose population 
includes the largest proprioceptive fibers.

Auto-Adjusting for lead Migration

One system currently in the market can determine the relative lead positions 
and indicate the amount of rostrocaudal skew between adjacent leads [70]. This 
kind of information can be used to permit the clinician to recapture paresthesia 
by correcting the settings for migration, freeing the clinician from having to 
explore entirely new settings for the patient. Currently, this can be done manu-
ally by the clinician, but it may be expanded to be automatically compensated 
for. In some cases, this would permit the patient to avoid radiation exposure 
from fluoroscopy or x-ray to determine lead location. Methods to determine the 
absolute position of the lead are not currently available, however, if developed 
would provide extraordinary utility to both the clinician and patient.

Auto-Adjusting for Postural changes

When the distance between the leads and spinal cord change as a result of pos-
tural changes and pulmonary activity, the distribution of injected charge can 
change. This may cause a change in paresthesia intensity and even coverage. 
Strategies may be developed to determine lead location and adjust stimula-
tion parameters in response to those changes. For example, accelerometer- or 
electrical-based techniques may be used.

Battery and charging Technologies

While current battery technology is based on chemical storage of energy, very 
high capacity capacitors exist that can quickly store energy in a dense field. 
Capacitors have a very low internal electrical resistance and do not have the con-
cerns of chemical reaction heating found in conventional batteries. This would 
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permit extremely fast recharging times, on the order of seconds. Furthermore, 
energy storage capacity would not be affected by patient usage profile or num-
ber of discharge cycles. As it matures, this technology is being investigated for 
other unrelated applications.
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The chapter written by Ranu describes the electronics of the neuromodula-
tion therapy interface. It commences with a short historic review on treat-
ment of pain by electrical stimulation. This dates back many centuries, when 
originally electricity from torpedo fish was employed. Later devices became 
powered electrochemically or by induction currents from varying magnetic 
fields. These sources are used in present electrical devices. The review also 
addresses the development of the technology of commercial spinal cord stim-
ulation (SCS) devices and evolution of commercial leads from bipolar to mul-
tipolar configurations proceeding into a still expanding complexity of number 
of electrode contacts and geometry. This process is mutually coupled to the 
technological development of electronics, advances in research on the electri-
cal–biological interface between electrodes and neurophysiological elements 
and to the fast increasing variety of clinical applications in neuromodulation.

The commentary on the previous chapter is given from a contemplative view 
on current developments in neuromodulation and future directions pertaining to 
engineering of the electrodes and of contemporary progressing technologies in 
electronics that are amenable for implantable programmable stimulation devices 
(IPG). After revisiting definitions on pulses and electrical field parameters per-
taining to the design of electrodes and stimulators, this commentary addresses a 
selection of subjects, which are further elucidated.

BAsIc dEfINITIoNs IN PUlsE dElIVERy

A stimulation pulse injects a certain amount of charge into tissue. The amount 
of charge per pulse is equal to the product of the administered current times the 
pulse duration of a single or so-called monophasic pulse. The interpulse interval 
of stimuli (ipi) is defined as the time epoch between the onset of two repetitively 
administered stimuli. Stimuli can be mono- or biphasic. In biphasic stimulation, 
two monophasic pulses of opposite polarity are cascaded. This is depicted in 
Figure 10.14. Each pulse describes a phase. The time lag between cessation 
of the first pulse and onset of the oppose polarity pulse is called the interphase 
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time. Usually, this time is shorter than the pulsewidth and is used to change the 
switching states from positive to negative and vice versa.

cURRENT, cHARgE dENsITy ANd dIssIPATEd ENERgy IN 
THE ExAMPlE of sPATIAl TARgETINg of AxoN fIBERs

The current density of an electrode is defined as the amount of injected current 
per phase divided by the surface of the electrode. Similarly, a charge density per 
phase is defined as the division of the injected charge by the surface.

According to Ohm's Law, the resistance is defined as the division of voltage 
by current. The stimulation amplitude can either be expressed in a voltage or 
current. When the size of an electrode increases, the charge density will decrease 
when the stimulus current is kept constant like in the example of the author. 
However, when the stimulus voltage is kept constant, then the current density 
remains unaltered. This is because the electrode impedance is inversely related to 
the increased surface area. At constant voltage, the stimulation current is implic-
itly increased with the surface and thus the current density remains constant.

Increasing the electrode size alters the spatial geometry of the electrical field 
around the electrodes. With increasing electrode size, both area and depth of 
stimulation are increased defining a volume containing neural structures (axons) 
that are stimulated. As a result, the stimulated volume around the electrode is 
also increased. For a given current density for excitation, the stimulation cur-
rent and also the current threshold must increase, while the stimulation voltage 
threshold remains about unchanged. The required stimulation energy per phase, 
being the product of current, voltage and pulsewidth is also increased along with 
the increased electrode surface.

sPATIAl sElEcTIVITy ENgINEERINg By MUlTIElEcTRodE 
gRIds

The development of leads from single to multielectrode provides better tailored 
solutions for problems that are still encountered in clinical practice. Spatial 
targeting permits selective stimulation of nerve structures while minimizing 
side effects from stimulation of other neural tissues. The larger the number of 
electrodes, the more flexibility one gets. Tripole configurations already offer 
a means for selectivity for deeper penetration into the dorsal columns [1–4]. 
Expanding the size of a multielectrode grid to 16-electrode contacts permits 
compensation for electrode shift by shifting the active electrodes in a grid in the 
same direction. When the number of electrodes is increased to higher numbers, 
like 64, by programming, one is able to construct different types of electrodes. A 
promising example, which is not used yet in humans, is a cylindrical electrode 
with 64 contacts that is given the same outer dimensions of a deep brain stimu-
lation electrode, which is used for treatment of movement disorder symptoms 
as in Parkinson's disease [5]. With the electrode contacts arranged in 16 equally 
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spaced rows, covering a total length equivalent to the state-of-the-art DBS elec-
trode arrangement, one is able to define the interconnected electrode contacts 
as cylinder contacts of a DBS electrode with the same axial symmetric volume 
of activated tissue (VTA). This gives a stimulation field in all directions around 
the electrode. This is preferred when the electrode is placed in middle of the 
targeted nucleus. However, when the target is displaced from the center, side 
effects from stimulation of other structures, like the internal capsule, may limit 
the therapeutic range of the stimulation voltage. This problem can be solved by 
field steering resulting in displacement of the VTA away from the lead's axis. 
One can define VTAs with a submillimeter precision. This is relevant for patients 
with suboptimal placed DBS leads. Field steering provides extra compliance to 
a surgeon and neurologist since it compensates for displacement errors of the 
DBS electrode in the magnitude of a few millimeters while one would expect to 
approximate the optimal therapeutic effects at center placement. This expecta-
tion is based on recent theoretical and experimental studies. Field steering gives 
postoperatively additional degrees of freedom to optimize the DBS therapy, 
which is of benefit to the neurologist in the postoperative trajectory. When com-
pared to a center position, one also can expect that the energy consumption is 
not affected as much at a dislocated placement. The activation volume will be 
limited to the volume of the targeted nucleus and does not expand further out-
side as would be the case with a misplaced conventional electrode without field 
steering options. This is also in favor of a longer battery life.

TEMPoRAl sElEcTIVITy ENgINEERINg BAsEd oN 
INTERlEAVINg

In addition to engineering on spatial selectivity, one can define new functionality 
in time by interleaving techniques. Interleaving is equivalent to multiplexing. 
One can:

1. define independent processes working together or
2. create new functionality by combining processes.

By interleaving processes, actions are switched on and off in succession. Each 
action consists of individual selections of electrodes and stimulation paradigms. 
These selections can be chosen independently of each other. An example of the 
first possibility is creating a spatial selectivity for selecting two different anatomic 
areas to generate paresthesia by the interleaving scheme of biphasic stimuli as 
depicted in Figure 10.13b. Interleaving offers the possibility to switch alternately 
over to different electrode connections on different locations on the body which 
otherwise would not be possible during simultaneous stimulation. An example of 
the second possibility is the creation of a biphasic pulse by taking two subsequent 
pulses with equal intensity and pulsewidth, while during the interphase time the 
electrodes that are defined as anode and as cathode are interchanged. In contrast to 
monophasic stimulation, action potentials will appear at both electrodes. Another 
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application of interleaving is selective stimulation by conditioning stimulation by 
prepulsing [6,7]. Subsequent pulse sequences are given with stepwise increas-
ing amplitude. This paradigm results in selective stimulation by blocking thicker 
fibers, which are easier to stimulate by single pulses. A multiplex scheme can 
be extended by many more steps. This makes it possible to create ramps which 
suppress hyperpolarization at sharp flanks of square waves or unwanted genera-
tion of action potentials due to anodal break effects. Theoretically, all but one 
parameter of electrode connection matrices and stimulation paradigms of each 
action element can be chosen independently of each other, such as pulse ampli-
tude, shape, width and also short high frequency pulse trains that are embedded 
in an interleaved time frame. Only one common stimulation frequency can be 
chosen for all processes. Since interleaving is bound to time frames, all separate 
processes and actions are confined to one common repetition rate.

coNsTANT cURRENT ANd VolTAgE sTIMUlATIoN

An ideal current stimulator delivers a preset current of a stimulation pulse and 
is independent of the load impedance. Similarly, a voltage stimulator generates 
pulses according to the preset voltage. The electrode impedance of single elec-
trodes will not influence the current from a current stimulator. The current on its 
way to a pure conductive medium is unaffected by the capacitive characteristics 
of the electrode impedances. The simplified model in Figure 10.7 shows a pres-
ervation of the rectangular current pulse of the electrical field potential across 
the field enclosed by the electrodes. In contrast, rectangular pulses from constant 
voltage stimulation are affected by capacitive loading and unloading causing 
field potentials in the solutions between the electrodes to be distorted. Another 
feature of current stimulation is that electrochemical reactions as ion reduction 
and oxidation and charge deposition in double layers can be disregarded as well. 
Similarly, the current transfer is immune to the non-linear relationship between 
voltage and current of the bioelectrical interface of the electrode. Constant volt-
age stimulation is sensitive to electrochemical polarization effects resulting in 
a bias of several hundreds of millivolts. Threshold voltages may even vary in 
repeated voltage pulse series. Encapsulation may increase electrode impedance 
and, consequently, influences electrical fields [8]. The VTA of DBS electrodes 
are affected by increased impedances from encapsulation layers when constant 
voltage stimulation is used [9]. Since the field potential, from which the acti-
vation function is derived, describes the driving force to move ions affecting 
membrane potentials, one would conclude that a current source would prevail 
above a constant voltage stimulator.
However, practice is more complex than in this model.

1.  The model of Figure 10.5 is given for a pure resistive solution. However, 
the impedance of biological tissues is complex since these also have 
capacitive characteristics. In the linear range for small signals, tissues 
expose a decreasing course of permittivity, which represents the capacitive 
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characteristics, as well as decreasing conductivity as a function of frequency. 
These courses depend on the kind of tissue, but capacitive effects are clearly 
noticed in all tissues in the frequency range of 1–100 kHz of rectangular 
pulses with widths of 50–1000 ms covering almost all applications in neu-
romodulation. The voltage over the solution in Figure 10.7 resulting from a 
rectangular constant current pulse is not rectangular anymore.

2.  For higher intensities, as used during stimulation, non-linear effects make 
tissue impedances dependent on intensity. These are most prominent near 
the electrodes where gradients of the electrical field are the highest. Both 
conductivity and permittivity decrease with intensity, while also hysteresis 
may become evident.

3.  A current will be distributed over parallel conducting pathways of several tis-
sue compartments and conducting fluids. When the conductivity of one of the 
compartments changes like by formation of edema around a DBS electrode 
or by geometric changes of the CSF cylinder around the spinal cord due to a 
change in posture, the redistribution of current leads to a change of potential 
gradients over the targeted neural tissue. This results in changes of stimulation 
thresholds. Constant voltage stimulation is less sensitive for changes of paral-
lel conducting compartments when compared to constant current stimulators.

These complicating factors make a preferential choice for constant current or 
constant voltage less obvious and should be considered more in detail in the 
context of the specific application of neuromodulation.

Programmable Multielectrodes: current or Voltage stimulation?

Programming of multielectrodes allows definition of a variety of electrode con-
figurations by interconnecting one or more electrode contacts forming an anode 
or cathode. Instead of interconnecting, each electrode contact can be assigned to 
its own current or voltage source as is shown in Figure 10.10 for two electrode 
contacts. Individual current sources overcome the disadvantage of redistribution 
of currents over electrode contacts from one common current source when the 
load impedances are different as shown in the example of Figure 10.11. This 
electronic solution is principally different from interconnection of electrodes. 
Interconnected electrodes that are wired to one common source define an equi-
potential surface. All electrical field models on which designs of electrodes are 
based are built on the boundary condition of an electrode surface which has 
essentially an equipotential. This is not the case with a constant current multi-
source system with different load impedances. Then, grouped electrodes will not 
have one common potential, but expose a set of different potentials. This causes 
a deviation of the potential field in tissues surrounding the electrode. This would 
not be the case when, instead of multicurrent sources, multivoltage sources are 
used since these yield equipotentials. However, when deposits on the electrode 
like oxide layers or fibrin would affect the local electrical field as well, a choice 
between current or voltage stimulation still remains less obvious to make.
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ENgINEERINg AsPEcTs of THE ElEcTRoNIc cIRcUITs

solid state switches

Solid state switches are pivotal components in the circuitry of to-date IPGs. 
They are basically field effect transistors. Their energy consumption can be 
neglected since the controlling gate has a very high impedance, the on-state 
resistance is very low and, in the off state, very high. Solid state switches are 
very fast when compared to mechanical switches like a reed relay. They can be 
integrated in large numbers on a chip. They are used for switching outputs on 
and off, to connect to multielectrodes to define anodes and cathodes in mono-
phasic pulse delivery, to create biphasic pulses and for interleaving sequences. 
When a microcontroller is integrated in the same chip and interfaced with the 
switches, one can design a complex circuitry that copes with the contemporary 
increasing demands for neuromodulation.

safety Aspects

Ranu did not address the engineering aspects of the vulnerability of IPG devices 
for externally applied voltages to the output of IPGs as may occur in MRI and 
other sources that generate induction currents in the conduction loop of an 
IPG, extension leads, electrodes and volume conductor of the body. The char-
acteristics of solid state switches are valid when voltages are kept within the 
range of power supply. When external AC voltages of, for example, 20 Volts 
are applied to the output, high impedance states may turn into low impedance, 
while external currents may corrupt proper functioning of the circuits, resulting 
in reprogramming of stimulator settings. In our own in vitro experiments, we 
tested some different IPG devices under conditions of induction currents from 
the leads in MRI. The power consumption of the battery could increase up to 
three magnitudes, while programmed settings became reset, while, even when 
switched off, a temperature increase of several degrees Celsius was measured 
around the electrodes when placed in a phantom with conducting gel. These 
observations may also explain the sensations reported in a few patients during 
MRI. Medtronic advises not to perform MRI on patients with implanted IPGs. 
The discussion on whether or not it is safe to use MRI is still ongoing. In our 
institute, IPGs are disconnected from the electrode leads before patients are 
referred for MRI. Similar solutions could theoretically be realized in the elec-
tronic circuit of an IPG. Designing an MRI resistant IPG is a relevant engineer-
ing topic with a high need.

constant current and Voltage stimulators

There exist several designs for constant current and voltage stimulation. 
Constant current and constant voltage stimulators can be categorized into 
feedback and uncontrolled designs. Both categories can be reduced to simple 
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solutions. The circuit in Figure 10.9 is an uncontrolled constant current stimu-
lator. It is based on the characteristics of two identical field effect transis-
tors. Field effect transistors have almost perfect output characteristics for a 
constant current source. The accuracy of the circuit in Figure 10.9 depends 
on differences between transistor characteristics and accuracy of the supply 
voltage source, which should be constant voltage. Feedback systems are based 
on a comparison between the set-voltage and voltage that is measured across 
a shunt resistor representing the delivered stimulation current and requires no 
stabilized voltage supply. Such a design can also be simplified to a few transis-
tors. A disadvantage of the design in Figure 10.9a is that the dissipated power 
of Vsource × Iset + Vsource × Iout is twice as much as delivered for stimulation: 
Vsource × Iout, since Iout = Iref. Adding more identical transistors that together 
deliver the total current will increase the efficiency. The efficiency with one 
transistor for current delivery in Figure 10.9a is 50% and in Figure 10.9b with 
three paralleled transistors 75%.

Biphasic stimulation

Ranu gave demonstrative examples for constant current stimulator circuits 
generating monopolar pulses. As mentioned earlier, a conceptual possibility to 
generate biphasic pulses is by interleaving over two consecutive phases and 
cross-switching of anode and cathode in the interphase time.

Increasing compliance by step-Up converters and Minimizing 
IPg Energy loss

Step-up converters increase the compliance voltage above battery voltage, 
which is necessary for current stimulation. The voltages are needed to over-
come impedance increase like that due to encapsulation layers around DBS 
electrode contacts [8,9]. The example in Figure 10.17 is based on energy 
transfer where by switching alternately, energy is intermediately stored in an 
inductor and subsequently transferred to a capacitor. An alternative concept is 
to use switches instead of diodes in cascaded diode-capacitor charge pumps. 
Losses that occur in the transient phases of the switching can be minimized 
using break-before-make switching schemes. Since leakage currents of to-date 
capacitors are extreme low, the resulting energy losses are lower than energy 
losses in coils. Diode-capacitor charge pumps consequently may yield the most 
energy efficient DC-DC converters. In addition, the clinical user can minimize 
the energy consumption. It is therefore recommended to follow the guidelines 
for the user to optimize stimulation parameters to minimize the energy con-
sumption as discussed in Ranu's paragraph on therapy parameters. The bottom 
line is to increase the pulsewidth and decrease the stimulation amplitude since 
the energy is linear proportional with pulsewidth and quadratic proportional 
with amplitude.
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coNclUdINg REMARks

The author has given a survey over the engineering aspects on the design of 
electrodes and electrical circuitry of stimulators in regard to an increasingly rich 
variety of applications in neuromodulation. It provides a view on the state-of-
the-art and gives a brief view of the future. It may serve as an introduction to 
technically oriented clinical users and neurophysiologists, medical physicists 
and electronic engineers for orientation in the field of neuromodulation. 
Although a wide spectrum of subjects is discussed, one important issue on engi-
neering aspects on safety of IPGs in MRI would have been a welcome and 
appropriate addition in a chapter on engineering of IPG electronics.
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sTUdy qUEsTIoNs

1. Suppose a development in circuitry or current delivery were made that seemed 
worthwhile to implement in present-day IPGs – what are the important con-
siderations and trade-offs between manufacturing, marketing, cost/profit, and 
increased clinical benefit that need to be weighed in deciding if and when to 
add the new development to a company's platform?

2. Review details related to electrode size – are there any benefits to smaller elec-
trodes? What are the potential disadvantages? How might changes in circuitry 
design optimize this balance?
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oVERVIEw

Over the past several decades the field of neuromodulation has seen a rapid 
growth. This growth has been possible in part by the many advances made 
in technology; in particular the improvements that have been made in power 
sources for implantable products. The following chapter examines the diverse 
power requirements necessary to treat the many indications currently tar-
geted for neuromodulation therapy and how improvements in technology have 
allowed the expansion of neuromodulation into more and more complex disor-
ders. A comparison of the different types of power sources and the advantages 
and disadvantages of each will be discussed taking into consideration patient 
compliance and costs. Finally, this chapter will end by briefly looking at some 
of the new power sources that are currently in the research stage and how these 
may affect neuromodulation in the future.

PowER REqUIREMENTs

The development of any new neuromodulation device first begins by examin-
ing where and how the device is intended to be used. Several questions need to 
be answered to allow the engineer to design a device capable of supplying the 
appropriate output to treat the desired disease. These questions include: what are 
the energy requirements necessary to provide a therapeutic result? Where will 
the devices be implanted? And what type of interaction will there be between 
the devices? The answers to these and other questions will help the designer 
understand the complexity of the device that is needed, the size of the device, 
and the materials needed to construct the device. Finally, all of these attributes 
need to be balanced with the overall cost of the device.

Therapeutic Energy Requirements

An important factor that needs to be addressed early in any design is the capac-
ity and type of power source. There is the obvious need to keep the overall size 

Tracy Cameron PhD, Ben Tranchina MSEE and John Erickson MSEE
St Jude Medical Neuromodulation Division, Plano, Texas, USA

Power

Chapter 11



PART | III The Neuromodulation Therapy Interface254

of any medical device as small as possible, however, this must be balanced with 
the requirement to provide the necessary complexity and output parameters in 
order to provide the appropriate therapy to the patient. To date, there have been 
a number of implantable devices developed to treat a variety of medical condi-
tions with each of these conditions having unique power requirements.

Figure 11.1 demonstrates the energy requirements (energy usage) and the 
complexity (number of contacts) needed to treat some of the currently approved 
indications. Energy requirements can be compared using therapeutic average 
current (ITAVG), which is calculated from:

ITAVG = FREQ * PW * AMP

where FREQ is the stimulation pulse frequency in Hertz, PW is the stimulation 
pulsewidth in seconds and AMP is pulse amplitude in amperes.

The highest energy requirements and complexity for currently approved 
indications are in spinal cord stimulation (SCS). Parameter selection for SCS 
involves selecting the optimal electrode configuration followed by adjusting 
the amplitude, width and frequency of electrical pulses [1]. The choice of elec-
trodes depends on the extent of the pain. Systems today can control up to 16 
independently programmed electrodes using multiple stimulation programs 
running sequentially. Stimulation amplitude is measured in either milliamperes 
or Volts and is a measure of the intensity of stimulation. This is set within a 
range of 0–25 mA (1–10 V) according to the type of electrode used and the type 
of nerves stimulated. Lower voltage is chosen for peripheral nerves and paddle 
type electrodes. Pulsewidth usually varies from 100 to 400 ms. Pulse frequency 
is measured in Hertz (Hz) and usually delivered between 20 and 120 Hz [2]. 

fIgURE 11.1 Graph showing the energy usage and contact requirements needed for different 
indications.
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Power sources for SCS devices are usually in the range of 2–7  Ah. These high 
energy requirements are necessary due to the variety of painful conditions and 
the relatively large distance the current must travel to reach the target nerve 
fibers. Some of the indications currently being treated with SCS include failed 
back surgery syndrome, peripheral neuropathy, complex regional pain syn-
drome, angina pectoris, pain due to peripheral vascular disease, and stump pain 
[3–6]. Spinal cord stimulation leads are implanted into the epidural space above 
the spinal cord. They produce their effect by activating fibers below located 
in the dorsal columns of the spinal cord. Therefore, the electrical field must 
travel through the epidural tissue, through the dura, through the cerebral spinal 
fluid, and finally to the dorsal columns. Aside from the actual distance, which 
can be up to several millimeters, each of these areas has a particular electrical 
conductance which impedes the flow of current or shunts the field away from 
the intended target [7]. It has been theorized that only 10% of the current that 
leaves the electrode actually makes it to the target nerves [8]. On the opposite 
end of the range are deep brain stimulation (DBS) and cardiac pacemakers. 
Electrodes implanted into the brain are in direct contact with the target nerve 
fibers. Therefore, the electrical field needed to activate deep brain targets is much 
smaller. The therapeutic parameter used for DBS range between 1 and 3 mA 
amplitudes, 60–210 ms pulsewidths and 100–130 Hz frequencies [9]. Similarly, 
cardiac pacemakers have a relatively low battery capacity (1–1.5 Ah).

Since neurostimulation is fundamentally delivering small doses of electric-
ity, the system must provide a path through the patient for the electricity to flow 
and the complex form of Ohm's Law, V = I * Z, can be used to provide a quanti-
tative description of the requirements for the power source. The law states that 
voltage, V, is equal to the product of current, I, and the complex impedance, Z. 
The power source capacity is frequently given in units of ampere-hours using 
the symbol Ah. Therefore, given the desired expected life of the power source 
you can calculate the maximum average current allowed for the neuromodula-
tion device to deliver therapy. We will consider other contributing factors to 
the maximum average current (IMAVG) in the System Power Requirements 
section.

sysTEM PowER REqUIREMENTs

The efficiency of the system being used to deliver the desired therapeutic effect 
has an impact on the overall power requirements. Figure 11.2 shows a general 
block diagram for the elements of the system that are in series, including a 

fIgURE 11.2 Block diagram of the elements needed in a power system.
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power source, voltage conversion, pulse generator electronics, delivery mecha-
nism, patient interface and patient.

Power source

The power source, as the name implies, is the source of electrical energy for the 
system. There are a wide range of voltages, capacities and other characteristics 
that depend on the type chosen. Details on options for this element of the system 
are covered later in this chapter.

Voltage conversion

Now let us consider the contributions of the system elements to the overall 
power requirements using Ohm's Law, V = I * Z, simplification. The electronics 
and power source must create the voltage (V) necessary to overcome the imped-
ance (Z) presented by the patient, patient interface and delivery mechanism 
combined in series in order to deliver the therapeutic current (ITAVG). This often 
requires circuitry in the electronics to multiply the voltage of the power source, 
resulting in a multiplier (M) times the power source voltage.

Pulse generator Electronics

In general, the electronics are responsible for converting the raw energy from 
the power source into the desired stimulation waveforms, monitoring impor-
tant signals and enabling communication with external patient or clinician 
devices. The added complexity needed to treat some neuromodulation modali-
ties requires highly advanced electronics. It remains important that electronics 
used in the design of implantable devices is efficient with respect to its energy 
consumption and size.

delivery Mechanism

The delivery mechanism is a mechanical connection that conducts the electrical 
pulses from the stimulator to electrodes at the patient interface. The electrical 
resistance of the connection depends upon the construction, materials and the 
length of the connection. The length is highly dependent upon implant location 
relative to the neurological target. There are systems that integrate the delivery 
mechanism with the stimulator, such as the BION® microstimulator, where the 
length would be less than 1 cm. On the other hand, a stimulator placed in the 
upper buttock that had a patient interface in the cervical region could be in the 
range of 90–110 cm.

Patient Interface

Electrical stimulation and recording of excitable tissue is the basis of electro-
physiological research and clinical functional electrical stimulation, including 
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deep brain stimulation and stimulation of muscles, peripheral nerves or sensory 
systems. When a metal electrode is placed inside a physiological medium, such 
as extracellular fluid (ECF), an interface is formed between the two phases. In 
the metal electrode phase and in attached electrical circuits, charge is carried 
by electrons. In the physiological medium, or in more general electrochemical 
terms the electrolyte, charge is carried by ions, including sodium, potassium, 
and chloride in the ECF. The central process that occurs at the electrode–elec-
trolyte interface is a transduction of charge carriers from electrons in the metal 
electrode to ions in the electrolyte. The patient interface is time-varying imped-
ance. Figure 11.3 illustrates a simple electrical circuit model of the electrode–
electrolyte interface, consisting of two elements [10–12]. Cdl is the double layer 
capacitance, representing the ability of the electrode to cause charge flow in the 
electrolyte without electron transfer. Zfaradaic is the faradaic impedance, repre-
senting the faradaic processes of reduction and oxidation where electron trans-
fer occurs between the electrode and electrolyte. One may generally think of 
the capacitance as representing charge storage, and the faradaic impedance as 
representing charge dissipation [13].

It is important that these faradaic reactions are reversible. The electrode 
material, electrode surface area, maximum charge per phase and charge balance 
are all considerations for safe pulse delivery. DC blocking capacitors are gener-
ally used in the pulse generating electronics to couple pulses to the stimulating 
electrodes to prevent DC current from generating harmful faradaic reactions.

fIgURE 11.3 Two-element electrical circuit model for mechanisms of charge transfer at the 
interface.
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Patient

The patient adds a tissue conductance to the system that varies by implant loca-
tion. For SCS, when the electrodes are implanted in the cervical region, the 
typical distance between the electrode surface and the dorsal columns is very 
close as measured by the threshold of activation [14–16] compared to electrodes 
implanted in the thoracic region where threshold can be very high. The imped-
ance of the patient is determined by both the conductance of the tissue () and 
the geometrical surface area of the stimulating electrodes (a) as given in the 
following formula:

Z =    

 _____ 

 
 
 √

____
 2pa  

  The smaller the electrode area for a given tissue conductance the higher the 
impedance [17,18].

Neuromodulation devices exist that provide current, voltage and charge con-
trolled therapy. In order to keep the formula in this chapter more straightfor-
ward, we will use the controlled current convention. Conversions may be made 
to the other conventions using well documented relationships from the physics 
of electricity.

Now let us consider the contributions of the system elements to the overall 
Impedance (Z):

ZTot = ZElec + ZDM + ZPI + ZP

The total impedance ZTot is equal to the pulse generator electronics impedance 
ZElec plus the distribution mechanism impedance ZDM plus the patient interface 
impedance ZPI plus the patient electrode tissue impedance ZP. Thus:

V = I * ZTot

V is the neuromodulation system voltage requirements to deliver a therapeutic 
pulse of amplitude I. We now can calculate the required system power source 
capacity:

C = IAvg*TL

The power source capacity C is equal to the average current consumed from the 
power source times the therapeutic life time in hours.

The formula for average current (IAVG) measured in amperes:

IAVG = (M*ITAVG) + IEAVG

where

M =   V ___ VPS
  V>VPS

The therapeutic voltage V is divided by the power source voltage to obtain M 
the multiplying factor. Example: if the therapeutic voltage is twice the power 
source voltage, then it would take twice as much current. Depending on the 
method of power conversion, M can be a fraction or the next higher integer.



259chapter | 11  Power

The current required by the electronics (IEAVG) to accomplish the generation 
of pulses and other functions is highly dependent upon the circuit efficiency and 
other applications and left for more detailed discussion in other texts.

From the above formula for capacity, a power source can be specified for a 
given neuromodulation device. When considering a power source, you would 
want to consider using maximum parameters, treatment duty cycle, manufactur-
ing and product shelf life in determining the final power source capacity.

PATIENT coMPlIANcE ANd cosT coNsIdERATIoNs

Finally, any piece of equipment including an implantable device is only helpful if 
it is used. Patient compliance is an important feature that needs to be addressed in 
all aspects of device design. Neurostimulators by design use electricity to produce 
their effect on nervous tissue. Thus, when in use implantable neurostimulators 
are constantly depleting their power source. When depleted this can result in the 
need for surgery (when using a conventional battery) or recharging (when using 
a rechargeable battery). This burden must be assessed looking at the individual 
patient and their tolerance. An extreme example of a rechargeable device that 
required frequent recharging was reported by Trentman et al in a case study that 
examined the use of a rechargeable stimulator to treat the pain associated with 
great occipital neuralgia [19]. One patient completed the headache maps approxi-
mately 4 months after implant. She subsequently did not appear for her 6-month 
follow-up and stopped using the Bion before study completion at 12 months. She 
stated the battery recharging schedule was too demanding, specifically that she 
was spending 1.5 hours recharging her Bion for every 1.5 hours of use.

Frequent recharge is a disadvantage when using a rechargeable stimulator; 
however, rechargeable stimulators, when used in the appropriate patient, can often 
have many advantages, such as decreased patient discomfort and morbidity from 
procedural complications. Rechargeable stimulators can last over 10 years, signifi-
cantly reducing the number of replacements due to battery depletion [19,20].

PowER soURcE oPTIoNs

We have established that there are a number of considerations that need to be taken 
when choosing a power source for an implanted neurostimulator. Today, there are 
a number of different options that can be chosen. These choices include radiofre-
quency-powered devices, primary cell devices and, more recently, rechargeable 
devices. Each of these have their advantages and their limitations, however, all play 
an important role in providing patients with devices to suit their individual needs.

Early developments

Some of the early pacemakers (1960s) utilized mercury–zinc batteries and were 
cast in epoxy, which was porous to allow discharged battery hydrogen to dissi-
pate. These batteries required venting and thus could not be hermetically sealed. 
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At times, the epoxy allowed fluid leakage into the pacemaker causing prema-
ture failures. This technology allowed the growth of the medical device industry 
but had many limitations which included size and longevity. The average life of 
these pacemakers was still only two years, with some 80% of generator removal 
being necessitated by battery failure [21].

Nuclear power sources were tried successfully for some period. These power 
sources used plutonium 238 with its half-life of 87 years. The life degrades by 
11% over 10 years. These power sources had a very long life but were large 
and created problems for patients traveling between states and countries due to 
presence of a radioactive fuel. They also needed to be removed upon death of 
the patient so they could be properly disposed of. These power sources became 
obsolete with the development of lithium batteries.

Introduction of the lithium–iodine battery in 1975 greatly extended the bat-
tery life to more than 10 years for some models and replaced the use of mer-
cury–zinc batteries. Lithium is the most active of all the alkali metals, it is easily 
handled and, today, is the most common battery used in the implantable medical 
device industry [22,23].

The reactions are:

Li + Li+ + e Anode

  1 __ 
2
  I2 + e → I −Cathode

Giving the combined reaction:

Li +   1 __ 
2
  I2 → LiI

The three principal zinc–mercury problems do not exist in the lithium–iodine cell: 
no gas is generated, there is no fabricated separator and, since there is no gas, the 
cell can be hermetically sealed in a metal can with a glass–metal feed-through 
connection. No body moisture can get in and no battery effluent can get out.

Power source Performance Parameters

A good power source selection is a compromise between various performance param-
eters to meet the requirements of the specific application. Critical factors are mini-
mum and maximum voltage; minimum, maximum and average discharge current; 
continuous or intermittent operation, including size and duration of current pulses; 
long shelf life; long service life; high energy density and environmental conditions.

conventional Batteries

The development of a small, reliable battery that could withstand the hostile 
environment of the human body was pivotal in the history of neuromodulation.

In addition to iodine, lithium can also be combined with other materials such 
as silver, copper sulfide, bromine chloride, sulfuryl chloride, silver vanadium 
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pentoxide, and lithium-thionyl chloride. Each of these cells has particular 
advantages and disadvantages.

Primary cells can be categorized as low, medium and high rate. Table 11.1 
shows some of the chemistries currently being used in devices.

Pacemakers have generally occupied the low rate category but needs for 
higher energy telemetry is pushing manufacturers to look at the medium rate 
chemistries. The high rate category is mostly occupied by defibrillators with 
their requirement to draw amperes of current when charging their pulse output 
capacitors. We will concentrate the rest of the discussion on the medium rate 
group. Table 11.2 shows battery parameters versus the various chemistries.

Primary cells for neuromodulation devices occupy a majority of the device 
space. In order to minimize size and weight, reduced service life needs to be 
considered.

Battery reliability has been greatly improved today, resulting in failure due 
to battery reduced to less than 1%. However, the life of an implanted battery is 
still limited; lithium batteries used in neuromodulation devices have a useful life 
of 3–7 years, resulting in the need for battery replacements. The longer years 

Table 11.1 Table of Chemistry of Various Primary Cells

Low Medium High

LiI LiSoCl2 LiSVO

LiCFx LiSVO-CFx

LiMnO2

LiSVO-CFx

Table 11.2 Battery Parameters Versus the Various Primary cell Chemistries

SOCl2 CFx MnO2 SVO-CFx

Operating Voltage (V) 3.6 2.9 3 2.85

Energy Density (W/L) 850–1000 900–1100 500–600 >1050

Internal Resistance (Ω) <70 <10 <5 <2.5

Self-Discharge (% per year) <1% <1% <1% <0.25%

Max Pulse Current (mA) 10 25 140 280
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in some cases require larger capacity batteries or rely on cycle modes (therapy 
duty cycle) to reduce the average current.

Radiofrequency (Rf)

As mentioned above, the early batteries had extremely short battery lives. 
Because of the high energy demand for SCS devices, manufacturers developed 
radiofrequency-powered devices. A radiofrequency-powered device has its 
power source largely external to the body. Power is passed through the skin using 
a transmitting coil. This coil is coupled to a receiving coil contained within the 
implanted portion of the device (Fig. 11.4). By using this type of system, there 
is no power source located inside the body, therefore there is nothing within the 
body that can be drained. This allows the device to deliver high power demand-
ing parameters without draining a battery. When the externally worn transmitter 
is drained, the patient simply changes the battery as they would for any other 
household electronic device. Eliminating the power limitation on the device 
design allows an RF-powered stimulator to provide a wider range of stimulation 
parameters. This flexibility allowed expansion of the neuromodulation field into 
areas such as cochlear implants, pain, etc.

The limitation when using this type of power source is that a patient is 
required to wear an external transmitter whenever they are required to have the 
stimulation working. Also, maintaining alignment of the transmitting coil and 
receiving coil and intercoil distance is problematic. This modality is not a good 
indication for applications that are life sustaining.

Rechargeable Batteries

Rechargeable batteries use electrochemical reactions that are electrically reversible. 
Rechargeable batteries come in many different sizes and use different combinations 
of chemicals. Commonly used secondary cell (‘rechargeable battery’) chemistries 

fIgURE 11.4 Schematic of the two main components in a RF powered system.
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are lead acid, nickel–cadmium (NiCad), nickel–metal hydride (NiMH), lithium ion 
(Li-ion), and lithium ion polymer (Li-ion polymer). Implantable neuromodulation 
devices have utilized the lithium ion type chemistries. These batteries can be her-
metically sealed and have energy densities among the highest of the rechargeable 
chemistries. Recharging of all these batteries requires specific charging circuitry to 
avoid overcharging the batteries which could result in safety and longevity issues. 
Most of the neuromodulation devices on the market today use batteries in the range 
of 40–400 mAh. Longevity of these devices has been claimed to last 7–10 years. 
Some predictions show life times exceeding 10 years.

Construction of these cells is of two types; the jelly roll and stacked plate 
design. Jelly roll construction is easier to manufacture but is limited to a cylin-
drical or squashed cylindrical shape. Stacked plate designs require more assem-
bly but can more easily be adapted to the neuromodulation device shape. The 
useful voltage range of a lithium ion battery is about 4.1–3.4 Volts.

Selection of the rechargeable battery capacity is important. We have calcu-
lated the total capacity C required for a power source above. We can either divide 
that number by the expected recharge cycles or multiply the average current 
times the minimum time between charges. If the capacity selected is too small 
then the recharge burden to the patient becomes too high as in the example dis-
cussed earlier. If the battery is too large then size, weight and recharge times are 
more than necessary. Another consideration is the number of recharge cycles. 
For each recharge cycle, the battery capacity degrades. The number of discharge 
cycles varies from several hundred to thousands depending on battery chemistry 
and depth of discharge. The number of cycles and capacity degradation must be 
taken into account in specifying the initial power source size [24, 25].

future Power sources

There are exciting developments in power sources for neuromodulation devices 
that will change the patient and physician experience dramatically. Research 
areas include novel approaches to improving the amount of energy stored in 
a given volume, energy density, and replenishing the energy in rechargeable 
sources. The resulting paradigm is an array of minimally invasive devices with 
more physician control over the implant location.

One of the more promising developments for improving energy density and 
safety is thin-film rechargeable lithium batteries, based on research at the Oak 
Ridge National Laboratory (ORNL) (http://www.ms.ornl.gov/researchgroups/
Functional/BatteryWeb/index.htm). Thin-film batteries have solid state con-
struction using processes normally found in semiconductor manufacturing. The 
result can be an extremely thin battery that is physically flexible and can be 
integrated into the structural material of the medical device.

Advances in energy harvesting, the process by which energy is derived from 
external sources, captured, and stored, could make possible a breakthrough 
class of self-powered implantable medical devices (IMD) and bio-sensors. A 

http://www.ms.ornl.gov/researchgroups/Functional/BatteryWeb/index.htm
http://www.ms.ornl.gov/researchgroups/Functional/BatteryWeb/index.htm
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self-powered IMD may have a considerably longer life than those using today's 
technology. A realization of this vision could obviate the need for replacement 
surgeries for some patients.

Potential external sources for harvesting include mechanical energy from 
voluntary and involuntary muscle contraction, body temperature and ambient 
RF energy. For example, Biophan Technologies’ subsidiary TE-Bio has devel-
oped a biothermal power source that converts body heat into electricity to power 
implantable medical devices. NASA has engaged with TE-Bio for advancing 
high-density, nanoengineered thermoelectric materials for use with implantable 
medical devices.

Scientists from Princeton University also recently reported that they have 
developed power-generating rubber film that can harness body movements to 
power implantable devices. Princeton University engineers said their new mate-
rial is composed of ceramic nanoribbons embedded onto silicone rubber sheets. 
They said the material generates electricity when flexed and is highly efficient 
at converting mechanical energy into electrical energy. They envision plac-
ing sheets of the material against the lungs to use breathing motions to power 
implanted devices. A paper detailing the study, which included postdoctoral 
researcher Yi Qi and Professor Michael McAlpine, appears in the early online 
edition of the journal Nano Letters (2010).

Most of the of the new energy sources being looked at fall into the low-rate 
category and are potential sources of power for sensors, but as long as neuro-
stimulation devices remain in the medium-rate category, primary batteries and 
rechargeable batteries will be the power source of choice for the near future.
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Chapter 11.1

Commentary on The Electrode – Power

Jay L. Shils, PhD
Director of Intraoperative Monitoring, Dept of Neurosurgery, Lahey Clinic, Burlington, MA

Until recently, and continuing with today's devices, the power source has been 
one of the key limiting factors in the advancement of neuromodulation devices. 
They have been hampered by limitations of integrated circuit technology and 
the basic constraint that no electrical neuromodulation system can run at all 
without some source of power. As stated here by Cameron, the battery needs to 
be small enough or compact enough for patient comfort and in daily life, but 
yet needs to be large enough to hold and/or deliver the appropriate power. The 
realities of power delivery include:

1. device up-time
2. safe heat dissipation
3. indwelling comfort; and potentially
4. rechargeability ease.

Additionally, one might consider that power could be localized near to where 
the therapy is delivered, e.g. within or very near the electrode housing itself. 
Presently, devices generally separate the power and generator from the elec-
trode terminus, requiring wire connections. Device failures then usually require 
surgical change out and/or manipulation of one or more components. Failure of 
the implantable pulse generators (IPG) is a rare condition compared to the fail-
ure of the lead. Eventually developing small power sources that can be placed 
at the therapeutic target holds many advantages. Such a device has been devel-
oped (consider the Boston Scientific Bion®), but present technology limits its 
usable life time or energy delivery. When predicting future neuromodulation 
needs, batteries and power interfaces need to improve. Below are key areas 
where effort for these improvements could be focused.

Designs can be improved in warning the clinician and patient better before 
power source depletion in order to minimize loss of therapy. Older power cells 
would have a slower decline in power over time prior to complete therapy loss 
thus giving the clinical team and the patient time to plan a battery change. Newer 
devices offer a much more stable output but have a very steep drop off at the 
battery end of life which means there is often little or no warning of imminent 
power loss. In some patients, such as those being treated for psychiatric disor-
ders, this circumstance may be life threatening. In line with this need would 
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be improved power source monitoring and ability to signal immediate recal-
culations of predicted battery life as therapy changes. Power, therapy current, 
battery voltage, and electrode impedance should be constantly monitored. This 
would then allow for potentially even informing the patient and recommending 
that they call their physician or make attempts to reduce device usage until it 
can be replaced.

Continuing to reduce overall size of the battery–generator complex is still 
a worthy goal. IPGs are usually large enough to cause bulges under the skin 
of most patients and, in smaller patients, these bulges are very noticeable. 
Microelectronics has already progressed to where it now utilizes less than 5% 
of the whole implant volume. Reducing the size of the battery further will then 
make it possible, in some cases, to place the IPG closer to the target, reduce the 
overall amount of implanted material, and as well likely reduce the potential for 
infection.

Perhaps in the more distant future, electrodes may be placed where they are 
not nearly as surgically accessible as they are now. Replacing the power source 
and/or generator may be impossible without damaging neural elements or other 
tissue in the process. One such example would be in future therapies that place 
multicontact, three-dimensional arrays within the spinal cord or brain. Also, the 
depth of the device would make external power systems, such as RF devices, 
large and cumbersome, and also the heat generation at the skin surface could 
be uncomfortable or damaging to the patient. Hybrid systems of internal RF to 
power circuitry and a stimulator would be needed. Moreover, as the number of 
implanted electrodes increases, demands on the amplifiers, processing units, 
and power are also going to need to increase. Smarter processors that can focus 
or modulate the stimulation to specific areas only at appropriate times may be 
able to reduce overall power usage.

sTUdy qUEsTIoNs

1. As the size of the electrode decreases, what safety issues need to be considered 
when designing a power supply?

2. Consider all locations in the body currently used for the placement of IPGs – 
for DBS, SCS, VNS, and PNS. What are the advantages and disadvantages of 
each with regard to ease of use for the patient and programmer, ease of place-
ment for the surgeon, likelihood of an erosion or complication, and ability to 
revise or modify?
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INTRodUcTIoN

Rather than write a ‘this is how I do it’ chapter, it seems more helpful to get under 
the skin of surgical techniques used specifically in neuromodulation, so to speak, 
and try to encapsulate the underlying principles of all surgical aspects in neuro-
modulation. This could serve as an underlayer, or foundation, upon which details 
of various techniques, some of which may be delineated here as well, can be 
built. Moreover, not only practitioners, but also designers and physiologists, can 
gain an appreciation for some of the related thoughts and concerns of the surgeon 
as they engage in neuromodulation, however applied. Other chapters will provide 
details of patient selection, troubleshooting and revisions, limiting morbidity, and 
more specifics on indications and applications per se. Further, I will lean heavily 
on non-percutaneous examples – other than some commentary about implantable 
pulse generator (IPG) placements and anchoring which apply in all cases. To this 
end, the chapter here is organized into what I consider to be the three most perti-
nent aspects of surgical technique in neuromodulation, as follows:

● emphasizing the physiological target
● being attuned to nuances (tissue, physiology, and the patient)
● assuring that intraoperative resources are adequate for decision making.

EMPHAsIzINg THE PHysIologIcAl TARgET

Every procedure in neuromodulation involves placement of a device that inter-
faces with neural tissue to effect a particular physiological change toward 
benefiting the patient. The physiological aspect of this is the key, as it is an 
overarching principle helping to guide not only where to place the device, but 
also in how to place the device, when to place the device, and even in whom to 
place the device. The physiology available to help in this regard can manifest 
in various forms: patient feedback, somatosensory evoked potentials (SSEPs), 
evoked responses, single or multicell microelectrode recordings, electromyo-
graphy (EMG), motor evoked potentials (MEPs), and electroencephalography 
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(EEG). But it also may simply manifest in the knowledge that the physiology 
itself is the main concern. For example, one might know the general anatomy of 
the occipital nerve, the medial and lateral branches, as they course and branch 
in the suboccipital region, up and through the parieto-occipital area, but it is the 
knowledge of how the physiological interface of a transverse electrode place-
ment will potentially capture and modify the nerve’s activity that helps more 
in placing one or two horizontally oriented 1 × 8 leads. And because of this, 
and because of the discomfort and difficulty in trying to use local anesthesia 
in the region, thereby altering the ability of the stimulation to obtain patient 
feedback if awake, one can typically place the leads under general anesthesia 
without patient feedback, or with local anesthetic (for a trial) and not worry 
about patient feedback.

This example is purposely chosen to illustrate this point because it is so 
removed from the typical emphasis placed on the physiological bases of using 
microelectrode recordings (MER) and stimulation in deep brain stimulation 
(DBS) for movement disorder targets, or cortical mapping techniques in motor 
cortex stimulation (MCS), where the reliance on physiology is obvious. In a 
different context, we have almost completely abandoned awakening patients 
to place dorsal column stimulators. Using a technique relying on stimulation 
through the lead and examining the evoked EMG is faster, more comfortable, 
and correlates specifically with the physiological target of the appropriate der-
matomal levels in the patient – stimulating the same fiber tracts that are stimu-
lated when the patient is awakened and asked about parasthesias. This technique 
avoids the sometimes confounding aspects of waking patients up from sedation, 
prone, sometimes confused, and occasionally misconstruing that we are ask-
ing them about where their pain typically is located rather than where they are 
feeling parasthesias, not to mention the risk of oversedation without a secured 
airway [1–3]. This stimulation-EMG technique is entirely dependent on the 
underlying physiological target – it does not rely on the fluoroscopic imaging, 
or the patient's compliance, or the ability to see the anatomy directly, the sur-
geon often falsely ‘assured’ the electrode is oriented as desired. None of these 
approaches alone is reliable, as the cord may be altered in its rotation within 
the canal, the fluoroscopy image notoriously can have parallax problems [4] 
or, as mentioned, the patient may not be relating accurate enough details to 
place the lead because of medication, confusion, discomfort, or any combina-
tion thereof.

In emphasizing the physiological target, rather than imaging, or anatomy per 
se, the surgeon places him/herself within the center of the goal, rather than just 
outside of it, hoping they capture it. Some have recently done excellent work in 
exploring the potential of placing DBS leads, for example, using high resolu-
tion, high-strength magnetic resonance imaging (MRI) better to visualize the 
subthalamic nucleus (STN) [5]. Although there is a strong correlation between 
the anatomical STN as a target and the benefit derived with DBS in Parkinson’s 
disease, it is still quite unclear whether or not the actual target of the stimulation 
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that provides the benefit is the STN itself, fibers in the H2 field of Forel that 
course over the dorsal aspect of the STN, the zona incerta, or whether the ben-
efit derives from the nature of the stimulation itself (frequency, pattern, ampli-
tude, pulsewidth) in any of these locations, or in stimulating a combination of 
them. Because these underlying mechanisms are still not worked out defini-
tively, it is premature to rely exclusively on anatomical targeting – although 
one can often obtain a very good result using this technique because of the high 
degree of overlap and leeway in both programming and field spread with pres-
ent DBS systems. In a related example, even if one can see the globus pallidus 
pars interna (GPi) extremely well on a preoperative or intraoperative MRI scan, 
testing with a microelectrode within or near the optic tract is still necessary to 
determine distance of the final electrode tip from the tract to prevent current 
spread and visual disturbances postoperatively.

The same principle supports this in the placement of an electrode to perform 
motor cortex stimulation. We rely on a combination of locating the N20 reversal 
potential with SSEPs and motor-evoked EMG responses using a ball probe and 
a train of five pulses (see [6]), mapping the M1 region without opening the dura, 
and without looking at the cortex directly or its anatomic orientation. But some 
groups rely on functional MRI exclusively to place the lead. Again, without 
direct physiological confirmation, accurate placement of the lead to effect the 
desired result becomes compromised in a higher percentage of cases [7,8].

BEINg ATTUNEd To NUANcEs (TIssUE, PHysIology,  
ANd THE PATIENT)

There are always multiple concerns during surgery that require vigilance on 
the part of the surgeon, who is continuously filtering his or her environment to 
determine relevance in the case at hand. As the saying ‘the devil is in the details’ 
goes, so goes this level of attention to nuances in neuromodulation surgery. 
Focus on concerns that are widely encountered, no matter what the neuromodu-
lation application, would include details of the following: anchor positioning 
and suturing, locating IPG placement, how much tissue is dissected or removed 
for lead placement, the attention to detail of the neurophysiology staff and tech-
nicians (do they notice when anesthesia has changed? do they understand what 
effects it will have on the physiology?), company representatives supplying 
redundant and alternative devices and accessories, and the degree of reliance on 
the industry representative's knowledge of how to assess systems and test stimu-
lation. Some of these are beyond the scope of this text – but some are essential 
elements of surgical techniques, and will be covered.

Anchors are an extremely important part of preventing lead migration, catheter 
migration, and lead breakage – all of which potentially require revision sur-
geries. Interestingly, The Neuromodulation Foundation (www.neuromodfound.
org), incorporated only in 2008, discusses a review of spinal cord stimula-
tor lead migration as a complication, including issues of encapsulation, dural  

http://www.neuromodfound.org/
http://www.neuromodfound.org/
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suturing and anchor issues within the discussion. The following were conclu-
sions and recommendations from their review:

●  Incidence: surgical plate/paddle electrodes resist migration after encap-
sulation

● Time to appearance of symptoms: immediate, i.e. before encapsulation
●  Treatment: non-invasively reassign contact combination if possible; if 

ineffective, revise electrode
●  Usual resolution and impact on therapy: minor displacement usually can 

be addressed non-invasively; major displacement requires revision
●  Risk reduction: some surgeons suture surgical plate/paddle electrodes 

directly to the dura, but this requires exposing a larger area, which is prob-
lematic, and might add mechanical stress. Some use an anchoring/strain  
relief sleeve to secure the emerging lead wire to the spine. Using absorb-
able sutures eliminates the continued focal stress that can be caused by 
non-absorbable sutures after the electrode becomes encapsulated. During 
system implantation, avoid increasing mechanical stress by avoiding 
unnecessary bends of small radius and superfluous connectors. Subject to 
patient preference and surgical judgment, avoid crossing a mobile joint or 
segment with subcutaneous lead wire or extension cable; e.g. a thoracic 
electrode encounters more stress and strain if connected to an upper but-
tock pulse generator than if connected to a lateral abdominal generator.

This review classifies evidence for these recommendations as level B – using 
their unique reworking of traditional levels of evidence grading, incorporating 
practical aspects of care like ‘only option’ and data supporting an advantage of 
risk-benefit analysis if it exists. Their level B includes well-designed clinical 
studies (prospective, non-randomized cohort studies, case-control studies, etc.), 
randomized control trials (RCTs) with design problems, and/or weighing risk 
versus potential benefit with expert consensus revealing a good likelihood of a 
favorable outcome. Level B review becomes a ‘recommendation’ from them.

I would add several comments on their assessment. On their first point (and 
this is addressed somewhat by their second point), it is important to remember 
that once a paddle lead has become encapsulated (within the first 3–6 weeks), 
it is very unlikely that it can migrate at all. This is not true for percutaneous 
leads, which may migrate cephalad to caudad even years after implantation. 
But further, it is important to realize this fact when discussing problems in pain 
coverage with patients or other care-givers after surgery. If coverage wanes, 
often the patient (and others) will ascribe it to a fall or other mishap (e.g. motor 
vehicle accident) and cannot be assuaged from this conclusion until an x-ray is 
obtained. This x-ray will almost perforce necessitate the ability to compare it 
to an original postoperative film, or at least a film of the lead when stimulation 
was working well. Therefore, it behooves one to have such a comparison film 
available on every patient. Additionally, though, it is unlikely that there will be 
any migration of the lead noted on such a film if the lead is a paddle and has 
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been in place long enough – under such circumstances, there is more chance 
that scar has thickened, a wire has broken, or there is fluid in a connection, than 
a lead migration.

On their third point, while it is no doubt best to try to reprogram the lead 
initially, it is often the case that coverage still will not be obtained (though 
there is still stimulation felt), and the lead may still appear to be perfectly well-
positioned. In such cases, it can be difficult in determining how to revise such a 
lead. One should consider moving it further cephalad or caudad, so that scarring 
thickness changes on the dura under the lead play less of a role in shunting cur-
rent differentially, but advising the patient that it can recur and create the same 
problem again.

On the last point in their recommendation, I would suggest that suturing the 
lead to the dura is a viable option, but not recommended specifically for pre-
venting migration per se, but rather to make sure the lead stays in direct proxim-
ity to the dural surface over its entire length. In some cases where the distal end 
of the paddle lead continues to divert right or left, perhaps because of a midline 
keel of sorts under the lamina, suturing the tip of the lead can be helpful in pre-
venting this diversion after closing, until it encapsulates. Some paddle leads are 
easier to suture than others – Medtronic tripole leads have a nice intrinsic mesh 
within the silastic insulation and a slight margin within which a suture will hold 
well (4-0 Neurolon, for example). Finally, it is vital to make note in the chart of 
the fact that a lead was sutured to the dura, in case the same or another surgeon 
has to remove it, so it is not pulled out in a way that tears the dura.

Anchors themselves can obviate much of the need to worry about the strain 
on the lead directly from bending or where the lead wire crosses a flexion posi-
tion of the body (e.g. neck, waist). Titanium cinching anchors work well and 
seem to prevent kinking and focal stress on the wire itself. However, traditional 
silastic anchors can work well to avoid such suture stress points if sutured cor-
rectly, and the newer titanium anchors can add a small additional cost. Recently, 
I had a patient with a medication pump who lost significant weight after the 
original surgery and could manipulate her pump in her abdomen over and over – 
a pump ‘twiddler’. Eventually, the catheter had either dislodged or was kinked; 
somehow the medication was not reaching the intrathecal space. Upon surgical 
exploration, it was appreciated that the anchor was still sutured to the fascia 
where I had left it and, surprisingly, the catheter did not move within the anchor 
when tugged – what happened instead was that the twisting of the catheter had 
caused the catheter material itself to fail and it sheared off just on the pump side 
of the anchor.

Anchors for vagal nerve stimulation (VNS) specifically can often lead to 
anterior neck pain if not sequestered below the platysmal tissue layer and are 
sutured so that they point into the neck rather than out toward the skin. This 
principle also applies to spinal cord stimulation (SCS) anchors, either thoracic 
or cervical, wherein pain or discomfort may occur if the anchors are secured too 
close to the subdermal layer, outside of the fascia. MCS ‘anchors’ typically can 
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be reliably made by simply tacking the lead wire in a short loop (without kink-
ing it) on the dura before the wire exits a burr hole from under the bone flap. 
The lead itself is also sutured down to the dura in several locations. DBS has 
available a device at the burr hole itself to secure the lead wire – these seem to 
work fine for the most part, although in thin scalped individuals, they can place 
increased pressure on the underside of the galea and create a higher propensity 
for scalp erosion.

IPG location is also important for patient comfort, convenience, and for 
mitigating problems with lead dislodgement or migration. Surprisingly, sur-
geons place IPGs in many locations of the body, often without confirming with 
the patient beforehand where the patient might want it, or need it, as patients 
with limited shoulder range of motion, for example, cannot even reach certain 
locations to use their controllers, or rechargers. Typically, there are only two 
appropriate locations to place IPGs thoracic leads, two locations to place IPGs 
cervical or occipital leads, and one general location to place IPGs DBS, VNS, or 
MCS leads. For thoracic or lower leads, primary preference should be to place 
the IPG in the upper buttock region, above the area of the ischial tuberosity 
where the patient will sit and below the region of the ‘belt line’, always avoiding 
two important features – the side a male patient may carry a wallet routinely, 
and the side on which the patient may prefer sleeping which may or may 
not be a pressure concern. In a patient with some extra subcutaneous tissue, 
the nearby posterior flank may be very acceptable for leads in this location as 
well, taking care not to make the position too lateral or imposing on the costal 
processes or scapula. For cervical leads, DBS, MCS, occipital nerve stimula-
tion (ONS), VNS, and a potential variety of head peripheral nerve stimulation 
(PNS) leads, the subclavicular region (2 finger-breadths below the clavicle with 
the incision in line with the clavicle, and the pocket always kept superficial to 
the pectoralis fascia) is preferred, although the flank region as described just 
previously is also a possibility. I have avoided bringing these leads, with neces-
sary extension wires, all the way to the buttock area. However, the subclavicular 
region often forces awkward lateral positioning in the operating room (OR) for 
lead placement, or the need for closing, undraping, repositioning and redraping 
laterally to place the IPG. For DBS and MCS this is not an issue, and may not 
be for certain locations of head PNS (e.g. supraorbital nerve stimulation), but 
for cervical SCS and ONS it should be thought out carefully.

As a final note on IPG implantation, certain IPGs currently require a par-
ticular tissue depth, often of 1–2 cm, no more, and no less, for optimal commu-
nications and recharging ability. Consideration should be made for contraction 
of the tissue during the healing and encapsulation process. Adipose tissue may 
resorb quickly, the capsule tighten, and within 6 weeks or so the IPG is only 
the thickness of the dermis away – causing pain and tethering and resulting in 
impossible recharging. The appropriate depth can be less than simple to achieve 
in many patients, especially if the patient is obese. Care must be taken as well 
in hemostasis of the pocket before closure, and in the configuration of the wires 
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or catheter deep to the IPG or pump before closure – preventing kinking and 
migration of wires over the top of the IPG.

On the issue of tissue dissection and removal in the process of placing elec-
trodes, typically in thoracic laminotomies for SCS, an incision can be made 
which is often as small or smaller than many made for the anchoring portion 
of percutaneous-to-permanent incisions – in other words, they can be just as 
minimally invasive as a percutaneous lead placement, aside from the muscle 
dissection itself. The removal of bone for the laminotomy, likewise, should be 
minimized for lead placement such that the lead just has enough room to be 
aligned appropriately and not have a propensity to migrate from pressure against 
an edge of bone or ligament. But this amount of bone removal can typically be 
achieved by only dissecting the muscle free from one laminar side (usually cho-
sen to be the side that the patient may need more coverage on – but this should 
not be a major factor in deciding the side – for instance, surgeon preference can 
be just as important in this regard). The laminotomy will in no way lead to insta-
bility, even if one entire facet joint is removed, or even if a full laminectomy 
is needed to place the lead adequately. Because of the muscle dissection, and 
reclosure of the muscle fascia, these patients usually have more postoperative 
discomfort than a permanent conversion of a percutaneous lead. However, the 
entire process should take an hour or so of OR time and most patients should 
still be able to leave the same day.

Performing cervical laminotomies for paddle lead placements often encoun-
ters difficulty placing the lead unless small but adequate openings are made over 
each of several of the lamina in order to manage alignment of the paddle lead, 
help the lead progress in the epidural space, and even to pull the lead into posi-
tion if necessary. In both the thoracic region and cervical region, it should be 
remembered that retrograde placement is always reasonable if coverage or sim-
ply placement of the lead at all requires it. Little has been published regarding 
cervical lead placement [9,10], but both percutaneous and paddle leads may be 
placed either anterograde or retrograde throughout the cervical spine from the 
occiput above C1 and below, within the limitations of prior surgeries and scar 
tissues. Leads do not need to be placed only at the most superior levels possible. 
In most cases, a paddle lead extending from C4–7 may be more appropriate for 
coverage of pain over C6–T1 dermatomes than a C1–2 lead.

Some have wondered whether MRI of the spine region to be accessed should 
always be obtained prior to surgical lead placement. Certainly, in any patient in 
whom myelopathy is suspected, adequate imaging and evaluation for safety of 
lead placement in the epidural space should be performed. However, in patients 
who are asymptomatic, it is very unlikely, even after prior fusion or decompres-
sive surgeries, that there will be a concern. Additionally, one should consider the 
idea that a decompression may be performed in order to place the lead (in fact it 
may need to be performed due to prior surgery there) and this can eliminate the 
canal narrowness and the concern for creating excess stenosis in many cases. 
Anecdotally, in over 250 paddle lead new placements or revisions, including 
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over 50 cervical leads, we have had no removals or injures related to cord com-
pression, in a 10-year period. Some of these patients already coincidentally had 
prior MRIs of related regions of the spine, but new scans were obtained for this 
reason only rarely alone.

AssURINg THAT INTRAoPERATIVE REsoURcEs ARE  
AdEqUATE foR dEcIsIoN MAkINg

This final category extends across several broad but converging areas involved 
in performing neuromodulation surgeries. Surgical decision making in neu-
romodulation ranges from the self-evident to the radically uncertain, but can 
be bolstered by planning. Once a patient has been identified for surgery, the 
assumption being that an appropriate indication has been found and work-up 
performed, circumstances can arise wherein appropriate therapy will be com-
promised unless adequate resources are available.

On the surface, one might consider that ‘resources’ in this case means 
‘implantable devices’, but only sometimes is that also the case. Consider, for 
example, the situation of a placement of an MCS, and the craniotomy is per-
formed after making measurements on the scalp, or integrating a functional 
MRI (fMRI) into a navigation system, or both, and the time has come for physi-
ological mapping. The strip electrode, typically the one to be used for implanta-
tion as well, is moved around on the dura, looking for a reversal of the phase 
in the waveform consistent with the N20 SSEP. A small grid may be utilized 
for this as well, although the jackbox and setup will need to account for such a 
method. In any case, factor in that the pain for the patient extends up into the 
lower face area, where it is quite severe, but also into the hand and forearm, 
following a stroke 3 years prior. Initially, no N20 phase reversal is obtained, at 
least any that is consistent and unequivocal. The surgeon begins already to ques-
tion the location of the craniotomy – is it too anterior, or posterior? Is it large 
enough to move the electrode to the central sulcus under the edge of the bone, 
or should it be extended – but which way? A decision is made to try the motor 
mapping first. The appropriateness of the anesthetic technique is checked and 
confirmed, after the surgeon asks the technician looking at the SSEPs to discuss 
this with the nurse anesthetist who has replaced the attending anesthesiologist in 
the room for this critical juncture of the case. The ball probe is moved around as 
amplitudes are adjusted and communication between the physiology team and 
the surgeon eventually confirms where the face region seems to be, inferiorly, 
and where the lowest thresholds for the hand region might be located, all on 
the surface of the dura. While apparently satisfactory signals are rechecked and 
confirmed, and no seizure has occurred, the strip electrode is not large enough 
to cover both areas, especially with any leeway in electrode configuration.

What are reasonable solutions? Adequate planning would not only account 
for placing two leads side by side or juxtaposed in tandem, but the discussion 
with the patient about two IPGs or a single dual channel IPG with two 2 × 4 leads, 
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instead of the planned single 2 × 8 lead that has a similar footprint, also needs to 
have occurred before the surgery. Does the industry representative have these 
alternative devices with them? Is the patient prepped and draped for this possibil-
ity? Can this therapy use a rechargeable IPG, or only a non-rechargeable system, 
presently? These are all important aspects of the case that need to have been 
worked out ahead of time to render appropriate decision making in the OR.

A further example may suffice. While working with an orthopedic joint sur-
geon to place a peripheral nerve stimulator along the common peroneal nerve, 
above a postoperative neuromatous region that followed several prior orthopedic 
procedures, the plan is to bring the lead wire, or extension wire, up to the ipsi-
lateral lower buttock region in the traditional location. However, once exposure 
is made, the appropriate region of the nerve dissected free and adequate secur-
ing of the lead and a strain relief loop with anchors is accomplished, it appears 
that there is now a problem – the realization that the patient has another device 
already implanted in an awkward lower buttock area. This was not appreciated 
in positioning and prepping the patient because the scar was well healed and a 
tattoo partially covered the area. A chart review confirmed that the patient had 
had a bladder stimulator (Interstim) placed in the past but it was unclear whether 
she still used it or whether it was still connected. Moreover, it was in the way of 
where the new IPG for the PNS needed to go.

While fluoroscopy was not needed in the original surgery, an x-ray was 
called for. But the patient was not positioned on the OR table in a manner con-
ducive to obtaining an appropriate view on a cross-table lateral, and an antero-
posterior (AP) was impossible because it was not an x-ray compatible table. 
The patient had to be moved by staff from under the drapes just enough to allow 
for the x-ray to be performed. The x-ray confirmed that the IPG was no longer 
connected to any lead. Alternative confirmation could have been made with a 
simple set of sterile needle electrodes or surface electrodes preoperatively to 
see if the device was turned on. Also, a decision could have been made preop-
eratively with the patient fully involved in terms of replacing this old IPG and 
moving the new IPG into a more appropriate location on the same side, or plac-
ing it on the other side if needed. Postoperatively, the patient admitted she had 
forgotten about the Interstim device. In any case, decisions need to be made, 
and proper planning ahead of time can eliminate major problems with device 
selection, location of incisions, appropriate removal or revisions, intraoperative 
testing and analysis of the physiology, and appropriate coverage for the patient, 
whether SCS, PNS, MCS, or DBS.

coNclUsIoNs

Several groups have addressed details and nuances of DBS, MCS, ONS, VNS, 
and SCS surgeries. This chapter emphasizes three principles in this regard: 
emphasizing the physiological target, being attuned to anatomical and patient 
subtleties, and assuring the availability of intraoperative resources necessary to 
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decision making. The surgeon should have more than passing interest in neuro-
modulation itself. This interest facilitates the attention to detail that is required 
in these cases. Managing the integration of MER in DBS surgery is a study in 
itself of sustained focus and attention to detail, supervising multiple disciplines, 
understanding the probabilistic facets of the neurophysiology, the patient condi-
tion, the mechanics of the stereotactic equipment, the skill sets for using tar-
geting software and appropriate positioning, the finer aspects of the burr hole, 
cannula, and electrode placements, and the role that medication and anesthesia 
may play in ultimately making the final decision that the electrode should go 
here or there in the end. DBS using MER, MCS with the use of SSEPs and 
motor mapping, and to some degree all other neuromodulation surgical tech-
niques, requires this focus, these principles, and a deep belief in the therapy, 
along with its nuances and inadequacies, in order to perform the surgery.
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Commentary on Surgical Techniques

Phillip Starr
UCSF, Department of Neurological Surgery, San Francisco, CA

Dr Arle provides a perspective on technical nuances, as well as underling prin-
ciples and attitudes, relevant to the implantation of devices for neuromodu-
lation. Many procedures in functional neurosurgery are new, and many new 
indications are under exploration. Thus, technical approaches are not standard-
ized. Physiological localization is important for many functional neurosurgi-
cal procedures. However, for subcortical structures, anatomic targeting alone  
can be considered if several criteria are met: there exists a highly stereotyped  
relationship of structure to function for the target structure; the target structure's 
boundaries can be imaged with precision; and the chosen stereotactic guidance 
method can place the device at the image defined target with a very high degree 
of accuracy. For deep brain targets, at this time, the accuracy of standard stereot-
actic frames or ‘frameless’ neuronagivation-guided systems is such that a real 
time intraoperative method of correct electrode placement is needed.

As this chapter indicates, hardware-related complications such as infection, 
device migration, and device breakage are the bane of neuromodulation pro-
cedures. It is very important for practitioners to know the details of the hard-
ware system implanted, anchor devices appropriately, understand how to place 
strain relief loops, and make sure there is sufficient tissue for device coverage. 
A recent multicenter trial of deep brain stimulation for Parkinson's disease, in 
which all surgeries were performed by experienced implanters, showed a hard-
ware infection rate of 9.9% [1]. Development of smaller hardware components 
may decrease this risk in the future.
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sTUdy qUEsTIoNs

1. What training, residency and/or fellowship level, would best serve the ‘field’ of 
neuromodulation and in what medical disciplines would this be best accom-
plished? Why would improvements in this training improve access and quality 
of care in deployment of the therapy?

2. Make a list of the most common targets of stimulation in the subdisciplines 
of neuromodulation currently (e.g. Vim thalamus, dorsal columns, the vagus 
nerve, etc.) and consider what may be common to all of them. What about such 
commonality limits our ability to consider other targets of neuromodulation?
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 INTRodUcTIoN

We as neuromodulators have a unique advantage. We are able to apply a tech-
nology that is both safe and testable. There are not many procedures that medi-
cine offers that lets the patient test the therapy for a short period of time before 
sitting down with the practitioner and discussing whether this is the best option 
for the patient. This gives the patient and physician a tremendous advantage and 
opportunity. The patient has already failed conservative therapy, does not have 
a surgically correctable lesion, is psychologically stable, and has the cognitive 
ability to participate in the trial and implantation process.

The patient should have undergone appropriate diagnostic studies including 
computed tomography (CT) scans, magnetic resonance imaging (MRI) studies, and 
electromyography/nerve conduction velocity (EMG/NCV) etc. Treatable or cor-
rectable pathology should have been corrected. Once the above criteria have been 
met, the patient is ready for a trial of neuromodulation. I will discuss the two most 
common techniques, spinal cord stimulation (SCS) and intrathecal drug therapy.

INTRATHEcAl INfUsIoN TRIAls

One of the biggest advances in the treatment of pain of malignant origin is the 
use of intraspinal narcotics. Due to this change, less neurodestructive surgery is 
performed as a palliative procedure on this patient population. With the success 
of intrathecal therapy for malignant pain, it was a smooth transition to utilizing 
this therapy for chronic non-malignant pain.

Over the past decade, intrathecal infusion pumps have become technologi-
cally sophisticated, and both Food and Drug Administration (FDA) approved 
drugs and other medications are being commonly used to treat a variety of 
chronic painful conditions. Basically, there are six types of implantable drug 
delivery systems ranging from a simple percutaneous catheter system to a 
totally implanted programmable pump with the ability to administer boluses of 
medications. Each system has advantages and disadvantages. It is the respon-
sibility of the practitioner to determine the optimal and simplest system that 
will adequately treat the pain patient. With each system, cost increases as the 
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complexity of the system increases and the cost is likely to be scrutinized by 
insurers in the future. Once the system is implanted, monthly expenditures con-
tinue as the need for medication refills and refill supplies (i.e. needles, tubing, 
syringes) continue. The practitioner and patient are linked together and will 
likely remain in a long-term relationship.

The availability of implanted pumps for intrathecal infusion has provided 
an important alternative therapy for patients unable to tolerate side effects of 
systemically administered medications. A concentration gradient forms when 
a substance is infused into the subarachnoid space of the spinal cord, with the 
concentration being highest at the tip of the catheter and decreasing rapidly 
as the distance from the catheter tip increases. Drug concentrations should be 
lower in the CSF surrounding the brain and extremely low in the peripheral tis-
sues. This is the reason for decreased side effects and sedation with intrathecally 
administered medications.

Prior to proceeding with the trial, the patient needs to have a thorough evalu-
ation and correct diagnosis. The patient's current therapeutic regimen needs to 
be analyzed and deemed appropriate. The extent of the pain problem and dis-
ease and the likelihood of progression need to be taken into consideration. Any 
oncologic therapy in the case of malignant pain needs to be optimized prior to 
proceeding with the trial. A pre-implantation trial of spinal opioids is necessary 
to determine whether an implantable system will adequately relieve the patient's 
pain. Not all pain is relieved by spinal opioids. It is required that the opioids 
relieve the patient's pain on two separate occasions during the trial period and 
that the degree of relief be greater than 50%. In addition, the duration of relief 
should last at least twice the duration of the half-life of the therapeutic agent. In 
the case of morphine, the duration of relief should last 8–12 hours.

Trials of opioids may fail for a number of reasons. The medication may have 
been deposited in the wrong location; there may be psychological barriers to the 
testing process, i.e. major depression or a severe anxiety disorder. In addition, 
the incorrect dose of medication may have been chosen or the patient may have 
developed an extreme tolerance to opioids prior to the trial period. The pain 
may not be responsive to spinal narcotics, i.e. central pain syndromes and, if any 
questions remain, a trial of a placebo injection, may clarify the situation. The 
response to acute drug administration is predictive of long-term outcome and 
success in chronic intraspinal therapy.

Pump selection

Two major classes of implanted pumps have been designed for intrathecal infu-
sion therapy. Constant flow pumps rely on a fairly constant pressure exerted by 
a gas on a diaphragm, forcing a constant stream of medication from the reser-
voir through a small orifice. Programmable pumps are extremely accurate and 
reliable. Any infusion rate within the volume capabilities of the pump may be 
programmed. In addition, complex continuous infusions with a daily bolus and/
or varying infusion rates throughout the day may be programmed.
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Indications

Patient selection for continuous intrathecal morphine therapy is not as well 
defined as for spinal cord stimulation. Most candidates are patients with intrac-
table pain conditions that have failed to respond to conservative therapies and 
have failed chronic opioid therapy due to either excessive side effects and/or  
inadequate analgesia. Candidates should have a life expectancy of at least  
3 months before an implantable pump is considered. There are no other simple 
rules for choosing appropriate candidates. Nearly all patients will receive sub-
stantial relief from a test dose or infusion trial. Many will develop significant 
tolerance to intrathecal opioids after 1–2 years of infusion therapy such that 
pain relief is only mildly improved from pre-implant levels.

Choosing patients for intrathecal baclofen therapy is much more straight-
forward than selection for intrathecal morphine therapy. Patients with spasticity 
of central origin who have failed oral baclofen therapy and at least one other 
appropriate antispasmodic agent are suitable candidates. The types of patients 
vary from those who will be able to ambulate more easily if the therapy is  
successful to those who will remain bedridden but will be easier to care for.

Patients are generally referred by a neurologist or neurosurgeon for an intrath-
ecal baclofen trial. Single shot intrathecal test doses are given in a monitored 
setting where the patient's response to the injection can be observed on an hourly 
basis for 8 hours. Response may be rated with the Ashworth scale and by observing 
functional ability. Some patients rely on the spasticity of certain muscle groups for 
ambulation and arm movement. Function in these cases may worsen as spasticity 
improves. Test dosing begins at 50 mg. Doses of 75 mg, and 100 mg may be given 
on subsequent days if the initial dose produces no results. If the patient does not 
respond to a 100 mg test dose, implantation is not a viable option.

Patient selection

Patient selection is the most important part of the pre-implant process. Experience 
indicates that a structured approach to the pre-implant phase facilitates the best 
possible experience for patient and practitioner. The clinician should establish a 
checklist algorithm to ensure that each patient has experienced a complete pre-
implantation evaluation. Careful selection of patients improves outcome results 
and builds trust in the patient–clinician relationship.

Important components of the pre-implantation checklist include determin-
ing if the patient meets appropriate criteria. Appropriate criteria include:

●  Ineffective oral analgesia with multiple oral or transcutaneous trials 
including dose titrations

● Intolerable side effects despite adequate rotation of opioids
●  Intractable spasticity unrelieved by oral antispasmodics with improved 

Ashworth scores at baclofen test dose
● Access to care
● Functional analgesia during temporary trial infusion
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● Psychological stability and realistic post-implant goals
● Patient acceptance.

An appropriate pre-implant checklist includes:

● Does the patient meet appropriate patient selection criteria?
● Has the patient been cleared by a knowledgeable psychologist?
●  Did the patient achieve a 50% or greater reduction in pain during the trial 

infusion?
●  Did the patient have appropriate occupational and physical therapy evalu-

ations during the trial that showed acceptable functional gains?
● Did the patient have preoperative teaching?
●  Was the infection risk assessment completed and discussed with the 

patient and family?

The patient must be physically able to have the pump and catheter implanted. 
In some cases, the patient may have had very extensive spinal or abdominal 
surgery which can increase the level of surgical complexity. The patient must 
be evaluated for access to the intrathecal or epidural space, and access to a site 
suitable for pump implantation. Patient positioning may be an issue secondary 
to anatomical factors. The patient will need to be placed in the lateral decubitus 
position with the pump side up during the implant procedure.

The risk of intraspinal catheters and pump implantation should not be 
ignored. The risks are manageable and, in experienced hands, are limited. 
General risks include infection, post-dural puncture headache, catheter-related 
epidural infections, granuloma formation, dose escalation and tolerance, and 
serious withdrawal symptoms due to pump or catheter failure (clonidine and 
baclofen).

NEEdlE PlAcEMENT foR INTRATHEcAl PUMP PlAcEMENT

Introduction

An intrathecal pump system is implanted via a sterile surgical procedure per-
formed under local, regional, or general anesthesia. The implant procedure typi-
cally lasts from 2 to 4 hours. Prior to the procedure, a complete preoperative 
physical examination should be performed and the patient should be educated 
as to the procedure and the associated risks.

Preoperative Preparation

Before the implantation procedure, the physician and patient need to spend 
some time deciding on the side and location of the pump. It is usually placed 
in the left or right lower quadrant of the abdomen. It is placed so that it does 
not contact the iliac crest, pubic symphysis, ilioinguinal ligament, or the costal 
margin.
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Preoperative antibiotics are given in the holding area. Usually, a cepha-
losporin is adequate and should be completely infused prior to the patient's 
transportation to the operating suite.

Anesthesia

Implantation of the catheter and subsequent pump placement may take place 
with the patient under general or local anesthesia with monitoring. Local anes-
thesia, in conjunction with sedation, is often preferred in the outpatient set-
ting. When general anesthesia is chosen, the use of muscle relaxants is usually 
avoided until after the catheter is passed into the intrathecal space.

Procedure

Fluoroscopic Guidance
Fluoroscopy is utilized throughout the placement of the needle and passage of 
the catheter into the intrathecal space. It should initially be used to identify cor-
rectly the proposed lumbar level of entry.

Positioning
The patient should be positioned in the lateral decubitus position on the 
operating table with the side of implantation upward. At this time, C-arm 
fluoroscopy is brought into view and placed to obtain easy access to mul-
tiple views in different planes. Position the C-arm to permit an anteroposte-
rior view allowing easy access to identification of the lumbar levels and the 
intrathecal space. Because this operation necessitates a middle lower-back 
incision for placement of the intraspinal catheter and a low abdominal inci-
sion for placement of the totally implanted subcutaneous drug administra-
tion system, both areas must be draped for surgical access. Split drapes are 
placed above and below the prepped back, flank, and lower quadrant of the 
abdomen.

Percutaneous Placement and Cut-Down Technique
The first task of this operation is intrathecal placement of the spinal catheter 
via a 15-gauge Tuohy epidural needle. There are two different techniques that 
the operating surgeon may perform. The ideal level for entry in CSF is below 
the conus medullaris, most commonly at the L3–L4 or L4–L5 interspace. In my 
opinion, the needle should never be introduced into the thecal sac above L2, for 
fear of it damaging the spinal cord. There are very few circumstances requir-
ing entry above these levels. In a purely percutaneous approach, the needle is 
placed in the CSF prior to any surgical incision while, in a cut-down technique, 
an incision is made from L2 to L5 down through the subcutaneous tissues to the 
lumbar supraspinous fascia.
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Needle Angle
The needle angle for entry into CSF is similar to placement of an SCS lead. 
Passage of the intrathecal catheter is facilitated if the angle is less than 30 degrees. 
If too steep an angle is obtained, the catheter is more difficult to pass and may 
be sheered at the needle tip.

Paramedian Approach
When performing most single shot CSF procedures, we classically utilized a 
midline approach. Unfortunately, this technique lends itself to a steep needle 
angle making passage of the catheter more difficult. A paramedian approach 
starting inside the pedicle line of the lumbar level below the desired entry level 
allows for a shallow entry with less of a chance of neural injury. Using ster-
ile technique, mark the needle entry location parallel to the vertebral pedicle 
approximately 1–2 cm off of the midline and 1–1{1/2} vertebral levels below 
the interlaminar space through which the needle will pass. For example, using 
the pedicle of L4 as an entry point, aim the needle towards the midline at the 
L2–3 interlaminar space. Orient the bevel of the 15 T-gauge spinal parallel to 
the dural fibers and insert the needle under fluoroscopy. As the needle passes 
through the epidural space, a loss of resistance may be noted. The next loss will 
be accompanied by free flow of CSF following removal of the stylet. Following 
confirmation of placement with fluoroscopy, orient the needle bevel cephalad 
to permit passage of the catheter. The catheter is then passed to the level cor-
responding to the level of the pain generator.

Adverse Events

Adverse events of intrathecal therapy are classified as either system related or 
catheter related. System-related complications include cessation of therapy due 
to end of service life or component failure of the pump, change in flow per-
formance or characteristics due to component failure, inability to program the 
device due to programmer failure or loss of telemetry, and catheter access fail-
ure due to component failure.

Catheter-related complications include, but are not limited to, changes in cath-
eter performance due to catheter kinking, catheter breakage, complete or partial 
occlusion, catheter dislodgement or migration, or catheter fibrosis or hygroma. 
Hygroma can be difficult to diagnose and is sometimes confused with seroma or 
hematoma. Careful fluid analysis may give insight to the origin of the problem 
but, in some situations, the mixture of CSF with blood or serum makes the diag-
nosis difficult and a surgical exploration is needed to confirm the diagnosis.

Testing for therapy failure includes careful attention to end volume to com-
puter predicted volume at pump refill, plain films of the catheter and pump, 
contrast studies of the catheter using the side access port, and rotor testing by 
x-ray analysis. Nuclear medicine studies of the pump using labeled xenon and 
other agents have been described but are not practical for clinical use.
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conclusions

The placement of the spinal needle for implantation of an intrathecal pump is 
the most critical step of the procedure and is also the step with the highest risk of 
neuronal injury. It is a skill that needs to be mastered if the implanting surgeon 
is to become comfortable with the therapy. Proper positioning, fluoroscopic 
guidance, and a paramedian approach with a shallow needle angle, all add up to 
a successful procedure and outcome.

The decision to use a spinal drug delivery system should build on the previous 
aggressive and optimized use of more conservative modalities. The patient's pain-
related diagnosis, other medical diagnoses or general health, previous treatment, 
and future potential treatment options are all considered in the process of evaluat-
ing the patient for spinal drug delivery. There are many advantages to spinal drug 
delivery. Intrathecal opioid doses of 300 times the dose of oral morphine can 
be achieved. Clinicians have the choice of programmable or cost-effective, non-
programmable pumps. The systems are completely implantable and are capable 
of combinations of simple infusions to a complex infusion pattern. The clinician 
also has the ability to add adjuvant drugs, resulting in decreased opioid require-
ments. The amount of drug delivered is precise and there is the future ability to 
deliver patient controlled analgesia (PCA) doses through the intrathecal space.

sPINAl coRd sTIMUlATIoN TRIAls

Introduction

Like intrathecal infusion trials, patient selection for trialing of spinal cord stim-
ulation is essential to achieving a good outcome with permanent implantation. 
Trials can be informative to both the physician and patient and provide a sig-
nificant amount of information about potential success of stimulation, location 
of electrodes, array design and type of generator required. The ultimate goal of 
the procedure will be to relieve pain by applying electrical stimulation to cause 
paresthesias covering and overlapping the areas of pain. The stimulation should 
not be painful and there should be no motor effects. Stimulation will not affect 
acute pain. Spinal cord stimulation is a reversible mode of neuromodulation 
that impairs vibratory sensation. It is necessary to perform a trial of sufficient 
length to forecast long-term success and identify a failure. A trial of 5–7 days 
is generally sufficient to provide the needed information while reducing the 
infection risk.

Preoperative considerations

It is important to conduct a subjective review of an individual patient's func-
tional, cognitive, and behavioral status. The patient needs to be able to toler-
ate the prone position. A complete discussion of common complications and 
informed consent needs to take place. Patients need to be aware of the potential 
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for post-dural puncture headaches (1% risk of dural puncture), dural insult with 
the needle or lead, potential epidural blood patch, infection, bleeding, neuro-
logic injury due to nerve or spinal cord trauma, inability to access the epidural 
space, and intolerance to the paresthesia. Patients need to be instructed on the 
trial process and be comfortable with the hardware and use of the equipment 
and the family needs to be present for the teaching. Patients need to sign a list 
of postoperative instructions.

Patients should be evaluated for the presence of coexisting diseases. Careful 
consideration should be given to morbid obesity, diabetes mellitus, coagulopa-
thy, single lead pacemaker or pacemaker/defibrillator, and smoking.

scs Patient selection

Patient selection will be essential to developing a successful neuromodulation 
practice and increased patient satisfaction. Patients need to be evaluated for 
various factors. They need to have a chronic painful condition that has affected 
their daily life and their ability to maintain employment. They should have 
failed conservative (non-operative) management and, if mechanical pain exists, 
it should not be surgically correctable. The patient should be readily acceptable 
of the procedure and be fully cooperative and have the physical ability to man-
age the SCS system. The patient also needs to have a psychological evaluation 
by a trained therapist. Appropriate diagnostic studies prior to considering a SCS 
trial may include MRI or CT imaging, EMG, etc. If at all possible, an MRI is 
preferable. It is not generally necessary that a thoracic MRI is needed prior to 
a percutaneous trial, but if a laminectomy trial paddle lead is planned, a pre-
operative thoracic MRI is essential. The MRI and imaging studies will allow a 
correlation of the primary complaint to pathology seen on the imaging studies. 
The physician should be aware of multifocal pain complaints and all treatable/
correctable pathology ruled out. The patient should have failed all conservative 
and other interventional therapies, and verification that this chronic condition 
has had a significant impact of pain on the patient's quality of life and activities 
of daily living.

scs psychological clearance

Every patient will need a complete psychological evaluation prior to proceed-
ing with a trial of stimulation. This will necessitate a referral to a therapist and 
at least one complete therapy session. The psychologist will need to ensure 
that there are no acute contraindications to therapy, such as an acute psychosis, 
personality disorder, or untreated depression. There can be no active history  
of drug or alcohol abuse or illicit drug use. It should be part of the physician 
evaluation that the patient's pain complaints are felt to be real and related to 
diagnosis and that the patient understands, in general terms, the procedure 
(risks/benefits), and that they have reasonable expectations/motivation. It may 
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be appropriate that in-office testing can be performed if the patient is well known 
to the office and a full evaluation is not felt to be necessary.

Percutaneous Versus Tunneled Trial leads

A patient may undergo two types of trials. It is usually the implanting physician 
who decides whether the trial leads will be purely percutaneous or tunneled 
laterally to a stab wound and this decision is made prior to the trial. A percuta-
neous trial is a temporary trial as opposed to a tunneled or permanent trial. A 
permanent lead requires that it be performed in an operating room, whereas a 
temporary lead may be performed in an office-based fluoroscopy suite.

With a percutaneous trial, the leads are placed thru an epidural needle and 
advanced to the appropriate level. They are then connected to an external bat-
tery source and intraoperative testing is performed and the patient is brought to 
the recovery room for final testing. The trial typically lasts 5–7 days and, at the 
end of the trial, the temporary leads are removed and discarded. At that time, a 
detailed discussion takes place between patient and physician and results of the 
trial are evaluated and, if successful, a permanent implantation is scheduled.

With tunneled trial leads, implantation must be performed in an operating 
room. After successful placement of the leads and adequate intraoperative test-
ing, the leads are sutured to the paraspinal or supraspinous ligament and are 
coiled into a midline incision with adequate undermining to allow a restraining 
loop to be coiled without any undue tension. They are connected to an extenson 
and the extension is tunneled to a lateral stab incision at the opposite side of 
the planned generator pocket. After a trial lasting 3–7 days, the patient returns 
to the operating room and will either have the leads removed surgically or the 
extension will be removed and the leads will be tunneled to the newly created 
generator pocket.

When comparing the two techniques, it becomes obvious that percutane-
ous trials are less invasive requiring only needle insertion, while tunneled tri-
als involve a surgical incision with the associated discomfort. The discomfort 
associated with a tunneled trial may require a longer trial or may cloud the 
evaluation of the patient's level or percentage of pain relief. This less invasive 
technique seems to be easier to obtain consent and patients tend to be more 
accepting of this procedure. They have already undergone many epidural injec-
tions and they have an understanding that the stimulator lead placement is simi-
lar to an injection with the exception that a ‘wire’ will be left in place for 5–7 
days. If, during the trial, it is determined that a different location is required 
for permanent implant, it tends to be easier to alter the planned implant with a 
percutaneous trial.

If difficult anatomy is anticipated or encountered, a tunneled trial should 
always be considered. It may be necessary to include a tunneled trial in the 
operative consent with potentially difficult patients. There is a perceived 
increased risk of infection with a tunneled trial due to reopening the midline 
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incision and allowing bacteria to enter thru the incision and also thru the 
extension site. In the USA, percutaneous trials are the more commonly per-
formed trial.

Trial Evaluation

There are generally accepted criteria for what constitutes a successful trial. The 
patient should have obtained greater than 50% pain reduction from preoperative 
levels. This can be measured on a visual analog scale or by the perceived per-
centage reduction. Studies show that if a patient obtains greater than 70% relief, 
there is a better chance of long-term efficacy and success.

It is important to include functional improvement in the evaluation of the 
success of trial stimulation. It is important that specific milestones are discussed 
in the preoperative visit and that they are documented prior to the trial. Then, 
during removal of temporary leads, it is important to evaluate whether these 
functional milestones were met. These milestones can be something as basic as 
walking in the mall, sitting thru a meal at a restaurant, playing golf, or going to 
the movies. It is important to include family members, spouses or siblings in the 
evaluation. Once the evaluation is completed, the decision is made whether or 
not to proceed to implantation.

operative Technique

Patient Positioning
The positioning of the patient is essential to being able easily to place the elec-
trode in the epidural space. The trial is usually performed in the outpatient 
setting, should reproduce the work and home environment, and reproduce the 
effect of the permanent system. The level of approach dictates the positioning. 
For cervical placement, it is recommended that the patient be prone with pil-
lows under the chest and the neck in the neutral position. The arms are in the 
neutral position at the patient's side. A pillow is placed under the patient's legs 
for comfort. Alternatively, a foam wedge can be placed under the patient's chest. 
In this case, the arms are placed on padded arm boards at a 90-degree angle. 
The patient can also be placed in the lateral position. For thoracic placement, it 
is recommended that the patient be prone with pillows under the abdomen. The 
patients can also be placed in the lateral position.

Patient Prep
The patient should be prepped and draped in an area wider than the proposed 
surgical site. The prepping solution is whatever the facility has chosen as benefi-
cial. Occlusion drapes can be helpful and are often impregnated with prepping 
solutions such as iodine. Draping should be wide enough to include the planned 
surgical field. Fluoroscopy should be used in imaging the placement of both the 
needle and the lead. Anteroposterior (AP) and lateral views are beneficial in lead 
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positioning, and no implant should be performed without fluoroscopic control. 
The C-arm should be draped prior to being positioned over the patient. Once 
aligned over the patient, anatomic landmarks should be identified. Obtaining a 
true AP image will enable the placement of both the needle and the lead. Align 
the C-arm in order to correct the parallax of the image. This is done by squaring 
off the end plates of the vertebral bodies and bisecting the pedicles with spinous 
processes. Verifying the anatomical level is done by identifying the last rib nor-
mally located at T12 and/or counting up from the iliac crest. A typical entry site 
for percutaneous leads is the L1–2 interspace when the electrodes are positioned 
at T10 or above.

Anesthesia
Anesthesia for SCS procedures varies from local anesthetics to general anes-
thesia. The ideal situation is that in which the patient can provide coherent 
feedback during the intraoperative testing. Often a combination of sedation 
and local anesthesia is used. Once the entry site is selected, local anesthetic is 
administered around the site in part to control bleeding and also to provide pre-
emptive anesthesia.

Needle Placement
Using a paramedian approach, the epidural needle is inserted at an angle no 
greater than 30 degrees. Using an angle steeper than 30 degrees will hinder the 
passage of the leads and increase the risk of lead damage during insertion and 
manipulation. Confirm entry into the epidural space with the loss of resistance 
technique. Be careful for minimal loss of resistance, especially in the cervical 
spine or the elderly. Even the most skilled implanters will occasionally get a 
‘wet tap’. If that happens, entry at a different level is appropriate or, depending 
on the size of the ‘wet tap’, it may be prudent to return on a different day. Using 
fluoroscopy, the lead is passed through the epidural needle. The epidural needle 
can be rotated to change the direction of the beveled tip and control the direction 
of the lead. Once the first lead is inserted through the needle and advanced to the 
desired spinal level, the second lead is placed in the same fashion as the first, 
starting with insertion of the epidural needle. To facilitate directional control, 
the stylet handle is rotated while the lead is advanced. Lead location is verified 
by fluoroscopy to determine placement at the desired level. The lead contact 
typically is several levels above the desired area for concordant paresthesia. 
Intraoperative testing confirms that the electrodes are positioned correctly and 
the parameters are adjusted to cover the patient's pain area with paresthesia. 
This testing is done with the patient awake and alert so that he or she can pro-
vide feedback as to the location of the paresthesia coverage.

In preparation for testing, the trial cables are introduced into the field and 
connected to the leads. During testing, different electrode combinations and 
electrical settings are tried until the patient's painful areas are adequately 
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covered. If the desired coverage cannot be obtained, it may be necessary to 
reposition the leads and test again in order to achieve the necessary coverage. 
Once the desired lead position has been confirmed, the trial stimulator is turned 
off and the trial cables disconnected from the leads.

conclusions

The criterion by which the trial period is deemed a ‘success’ or a ‘failure’ has 
historically been a reduction of pain by 50%. In addition to the overwhelm-
ing painful sensations, chronic pain affects many aspects of a patient's life – 
psychological function, physical function, self-care, social interactions, and 
work status. Many physicians now consider improvements in activity, quality 
of life, and analgesic consumption during the trial just as predictive of favor-
able long-term outcomes as pain relief. Fifty percent pain reduction alone may 
inadequately describe the impact of the therapy. The pain should be neuropathic 
in nature. It is also important to ensure that the patient is not forced to fit a pain 
syndrome. Do not pressure the patient to accept the implant if the patient says 
that ‘maybe I felt good’ or if the patient had problems with the trial controller. 
One size does not fit every patient. It is important to design the correct system 
for the patient. Following a successful trial, the patient is brought back to sur-
gery for the implant procedure. As a safety check – check stimulation, if only 
briefly, in the recovery room, especially with percutaneous leads. You will want 
to verify that the electrode did not move and that paresthesia is the same as it 
was in the operating room/procedure room. If the coverage is inadequate, the 
patient can be returned to the operating/ procedure room and the lead can be 
repositioned. Transferring the patient from the operating room/procedure table 
to the stretcher is a common cause of lead migration, especially if the patient 
has been positioned on a surgical frame. The highest risk for bleeding in the 
epidural space is in the first 24 hours. Patients should be monitored for changes 
in neurological function. A patient who complains of continuous paresthesia 
when the device is not activated should be evaluated immediately. Patients with 
epidural hematomas will complain of numbness and severe back or leg pain fol-
lowed by weakness. This requires immediate neurological evaluation.
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Neuroaxial opioids and neurostimulation are both very popular techniques of neu-
romodulation for chronic pain. The outcomes of the use of these modalities are 
quite good and gradually improving with greater experience and enhanced technol-
ogies. However, the results are still not where we would like to see them. We have 
especially stringent demands for these treatments. The reason for this is the unique 
ability to perform a trial of the modality prior to an offer of definitive therapy.

The success of neuromodulation, just like with the majority of other invasive 
modalities of treatment, largely depends on the proper selection of candidates. 
It involves, not only the nature of the pain condition, but also a psychological 
profile of the patient, presence of concomitant conditions possibly even with an 
overriding priority, anticipated progression of the disease, socioeconomic fac-
tors, etc. After the process of selection is completed, the patient is exposed to the 
trial of the selected modality. An adequate choice of the technique and duration 
of the trial, as well as proper assessment of the results, is crucial in the overall 
final results of the treatment. In the next step, the proper selection of technology, 
type of surgery, position of the hardware, etc., will help to accomplish desirable 
outcomes.

Before proceeding to a more detailed discussion on some aspects of the trial 
process, it is very important to stress a key understanding about the trial in general. 
It does not help to select good candidates for the definitive treatment, but rather 
helps to eliminate poor candidates. No trial, even the most successful, can be an 
absolute predictor of the great future outcomes. With this in mind, let us look 
closer on certain important choices in the trial of neuromodulation modalities.

NEURoAxIAl oPIoIds

There are three different methods of performing a trial for neuroaxial opioid 
delivery: single injection, epidural infusion and intrathecal infusion.

The single injection option is widely used, despite being less reliable than 
continuous infusion [1]. It has a higher possibility of being affected by a placebo 
response, and does not permit access to the degree of pain relief during differ-
ent levels of daily activity. Besides, the single injection option does not give an 
opportunity to titrate the dose to a desirable therapeutic level.

Chapter 13.1
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There are some advantages and disadvantages in using an epidural versus 
intrathecal infusion during the trial. While the epidural route reduces the risk 
of post-dural puncture headache and is easier to titrate, the intrathecal route is 
technically easier and closely reproduces the future treatment. In some patients 
with previous back surgeries, the intrathecal route is the only possible option. 
While some literature suggests a higher incidence of adverse effects during epi-
dural infusion [2], another source shows no difference between the two options, 
except for cost-effectiveness [3].

The setting of the trial is also a subject for consideration. A single injection 
trial can easily be performed in ambulatory settings, which is not always the 
case for an infusion method. While an ambulatory setting will help to reduce the 
cost, it will also increase the risk due to the lack of continuous observation of 
the patient. This will also interfere with timely titration of the drug.

Duration of the trial can last from one day to months. In the latter case, there 
is a need to tunnel the catheter to reduce the possibility of infection. A longer 
trial leaves the possibility for more than one drug infusion, or for the use of a 
control/placebo infusion [4,5]. Nevertheless, neither an increased duration of the 
trial, nor the use of a placebo has proven more selective or efficacious [4,6].

The choice of the drug for the neuroaxial infusion trial is, at the same time, 
an easy choice and a difficult dilemma. On one hand, there is no variety of drugs 
approved by the FDA for use in implantable pumps. On the other hand, in cur-
rent practice, many patients require a mixture of different agents to help achieve 
adequate pain relief. Due to this, the variety of choices for drug selection can 
stretch from using only morphine for all patients who are not allergic to it, to 
combining multiple agents from the beginning of the trial.

Finally, a decision has to be made regarding the starting dose of the neuro-
axial drug and the appropriate reduction of oral opioids during the trial. This 
should be based on the degree of opioid tolerance in the patient, overall health, 
concomitant diseases, age, etc. Obviously, it is always preferable to have the 
initial dose too low rather than too high. When opioids other than morphine are 
used, it is imperative to know the relative potency conversion, which is different 
in neuroaxial delivery from the relative opioid potency in parenteral delivery. 
The author finds most of the existing sources on the subject confusing and, quite 
often, misleading, and would like to offer his version of relative intrathecal/
parenteral opioid potency (Table 13.1).

NEURosTIMUlATIoN

There are a few different techniques that can be used to perform spinal cord 
stimulation trials. The lead can be inserted percutaneously or through a surgi-
cal laminotomy. The latter approach should be used only when it is technically 
impossible to perform the former one. The percutaneous trial may consist of 
simple placement of the lead or may involve a surgical incision to anchor it and 
to add an extension. The ‘permanent’ trial eliminates the need to reinsert a new 
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lead and to search again for the ‘sweet spot’. However, based on reports in the 
literature, trial success rates, even in the best series, indicate that one out of five 
patients will require two surgical interventions – placement and removal of the 
lead – which will not help the pain condition.

The duration of the trial is another subject for consideration. A very short 
trial will reduce specificity, while a very long one will unnecessarily increase 
the risk of infection. At least one study suggested no reduction in specificity 
with a 3-day trial [16].

Current practice in neuromodulation includes different arrays of leads used 
during the trial – from a single lead to three leads. No reliable science shows the 
advantage of one method over the other. Nevertheless, it is absolutely clear that, 
if the same coverage can be achieved with a lower number of leads, then it will 
not only reduce the cost of the trial, but also decrease the surgical time and the 
rate of complications. It is also important to make a selection of the trial tech-
nique based on the plans for future implantation. For example, if the permanent 
implantation will be done with a surgical laminotomy placement, then a time 
consuming and labor intensive search for the ‘sweet spot’ may be unnecessary. 
The location of the laminotomy paddle lead may be completely different than a 
complex percutaneous trial array.

Maximum possible coverage of the pain area is very important in achiev-
ing success during the trial. A recent development in neurostimulation is the 
increased use of subcutaneously positioned leads for peripheral nerve field 
stimulation [17]. This allows for improved coverage in a variety of conditions, 
but mainly in axial low back pain. An even newer discovery is spinal–peripheral 
neurostimulation – an interaction between spinal cord stimulation and peripheral 
nerve field stimulation [18]. With these in mind, the use of these new modalities 

Table 13.1 Relative potency and starting intrathecal doses of commonly 
used opioids

Opioid Parenteral 
relative strength 
(morphine = 1)

Neuroaxial 
relative strength 
(morphine = 1) 
(References)

Suggested start-
ing intrathecal 
dose

Morphine 1 1 1 mg

Hydromorphone 6 2–3 [7,8,9] 0.5 mg

Meperidine 0.125 0.03 [10,12] 25 mg

Methadone 1 0.5 [11,13] 2.5 mg

Fentanyl 100 10–15 [10,14] 50 mg

Sufentanil 1000 82–100 [10,15] 10 mg
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during the trial is a consideration, especially in patients with predominantly 
back pain.

The final challenge in the neurostimulation trial is the evaluation of its result. 
The commonly accepted standard of success is 50% or greater reduction of pain, 
as reported by the patient [19]. The standard method of measuring this is the use 
of the visual analog scale. However, one study showed a loss of sensitivity with 
the use of the visual analog scale versus scaling pain relief [20]. Changes in 
activities of daily living and a reduction in the consumption of analgesics are 
very important, but not compulsory components of a successful trial.

The unique ability to perform a trial that will replicate the planned modality 
of neuromodulation places an additional responsibility on the physician. The 
trial should be well thought out, planned for each individual patient and the 
method of neuromodulation, and provide the maximum amount of objective 
information. This will assure an improvement in the outcomes of neuromodula-
tion therapy.
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sTUdy qUEsTIoNs

1. Consider how different reimbursement scenarios might alter the frequency and 
method of performing trials in neuromodulation. Is there an optimal way trials 
should then be used?

2. Does it seem feasible to develop a universal trial paradigm – accurate across 
all patients? Why or why not?



This page intentionally left blank



301

 Surgery of any kind carries risk of complications and, to date, there is no surgical 
intervention that is completely safe.  As ever, the goal of the surgeon in this regard has 
been twofold – to prepare the patient for the possibility of complications, as a part 
of preoperative preparation and informed consent and, perhaps more importantly, to 
develop strategies to minimize or avoid complications to begin with.   Since even the 
best orchestrated process may result in adverse events, the surgeon’s job is to know 
how to deal with these events once they occur so that negative en d-results, measured 
by morbidity and mortality, are minimized.

 When it comes to neuromodulation, an attractive feature of the field, along 
with reversibility, adjustability and testability of action, is its no n-destructive 
nature.  Most devices that are implanted to modulate activity of the nervous 
system, whether electrical or chemical neuromodulation, require relatively 
straightforward interventions – and yet the most difficult and, possibly most 
important part of the process has often been considered to be patient selection, 
as the proper selection of appropriate candidates greatly affects the short- and 
lon g-term outcome of neuromodulation procedures.

 So how does one limit morbidity associated with placing neuromodulation 
device(s) in the human body?  Mainly knowing of possible complications and pro-
cedural traps beforehand and taking steps to avoid them, goes a long way.  This 
principle applies to all stages of the implantation procedure, from choice of best 
anesthesia and most appropriate neuromodulation equipment, to postoperative care 
of neuromodulation patients and troubleshooting during the follo w-up period.

 Listed below are the main groups of complications that will be discussed 
along with the recommended steps for their avoidance:

 1.  Infection
 2.  Hemorrhage
 3.  Injury of nervous tissue
 4.  Cerebrospinal fluid leak
 5.  Placing the device into the wrong compartment
 6.  Hardware migration
 7.  Hardware erosion
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 8.  Hardware malfunction/fracture/disconnection
 9.  Granuloma formation
10.  Other issues (radiographic safety, drug overdose, etc.).

 The list of issues presented here is not al l-inclusive.  Other complications 
and side effects may occur at every stage of neuromodulation – and readers 
are encouraged to approach each patient and each intervention individually 
so special patient- and procedur e-related peculiarities might be taken into 
account.

 INfEcTIoN

 Although it would be expected for neuromodulation procedures to have a higher 
infection rate due to the presence of implanted devices and frequent need in keep-
ing some part of the system externalized (like electrodes or extensions during 
neurostimulation trials and temporary epidural or intrathecal ( IT) catheters used 
in screening for subsequent pump insertion), the incidence of infection may be 
equal or slightly higher than that observed in most surgical interventions.  This 
may be, at least in part, explained by the elective nature of neuromodulation 
procedures.  Since insertion of the neuromodulation device is usually done in a 
planned fashion, there is always a time interval that would allow the implanter 
to check the patient for ongoing infection or bacterial colonization, and to treat 
this infection to decrease the chances of the new device becoming colonized.

 This would include examining a prospective patient for signs of infection and 
getting routine laboratory tests (peripheral white blood cell count, urinalysis) for 
active infection – and postponing surgery, including trial procedures, until any 
infection is treated adequately.  In addition, in patients with known exposure or 
infection with methicilli n-resistant  Staphylococcus aureus ( MRSA), it is gener-
ally recommended to obtain nasal swabs and treat those who are positive with 
chlorhexidine showers until the colonization and/or infection are eliminated.  It 
is usually recommended to follow one’s institutional protocol for addressing 
 MRSA infections if one exists.

 In addition to the above measures, a recent comprehensive review of the 
literature and pos t-marketing surveillance data suggested controlling blood glu-
cose levels in the perioperative period and stopping tobacco use for 1 month 
prior to surgery would further mitigate against infection [1]. In general, the 
presence of healing surgical incisions or open wounds serves as a reason for 
postponing the elective neuromodulation surgery – with the possible exception 
of no n-infected pressure sores in patients with severe spasticity who are sched-
uled for  IT baclofen pump insertion, as these sores are unlikely to heal until 
spasticity is aggressively treated.

 In terms of antibiotic prophylaxis, there is no consensus among neuromodu-
lation implanters regarding the duration, route of administration and choice of 
antibiotic regimen.  An almost universally accepted practice of administering 
preoperative antibiotics, usually second generation cephalosporins, within 2 hours 
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of making a surgical incision represents more of a general standard that applies to 
most surgeries done in the operating room.  We do not change such routines in our 
neuromodulation procedures and the choice of antibiotics is usually determined 
by the patient’s allergies and local hospital guidelines.

 In order to sterilize the surgical field, we clean the surgical area with two 
sets of preparations containing iodine povacrylex (0.7% available iodine) and 
74% isopropyl alcohol ( DuraPrep, 3M,  St  Paul,  MN) or, if no contact with 
nervous tissue is anticipated, 2% chlorhexidine gluconate/70% isopropyl alco-
hol formulation ( ChloraPrep,  CareFusion,  San  Diego,  CA).  We also routinely 
cover the entire surgical field with iodophor impregnated adhesive ( Ioban, 
3M) unless the patient is known to have an allergy to any of the mentioned 
components.

 Postoperative antibiotic administration is probably the most controversial 
aspect of care as implanters do not agree with each other on the most rational, 
safe and effective way to approach infection prophylaxis.  Specialists from the 
field of infectious diseases generally recommend keeping postoperative prophy-
lactic antibiotic administration to a minimum, but most implanters give it either 
over 24 or 72 hours after device insertion, or for the duration of the trial.  We 
are not aware of any scientific evidence that such practice reduces the risk of 
infection but, in our own practice, we continue prescribing oral antibiotics to all 
neuromodulation implant patients for the duration of the trial, when the part of 
implanted device is externalized, and several days after the permanent implan-
tation.  This way, patients with  IT pumps and vagal nerve stimulators ( VNS) 
receive a total of 5 days of postoperative antibiotics, those with deep brain 
stimulation ( DBS) where trial or inte r-stage interval lasts for 3–5 days receive 
8–10 days of oral antibiotics, and those with spinal cord stimulators ( SCS) and 
peripheral nerve stimulators ( PNS) where trials are usually  7-days long end up 
getting a total of 12–14 days of oral antibiotics.  With clear understanding of the 
lack of scientific support for this particular approach, we have been reluctant to 
change it since our incidence of infection after all neuromodulation procedures 
is well below 1%.

A recently suggested use of local antibiotic administration around the site of 
implantable pulse generators may be an attractive option for reduction of surgi-
cal infection [2] but, so far, this technique has not gained expected popularity.

 Handling of implantable hardware deserves separate mention – and here 
one may extrapolate recommendations for handling ventriculoperitoneal shunts 
published almost 20 years ago [3].  These, among other things, include sugges-
tions to do implant surgery as a first case of the day or as early during the day 
as possible, minimizing the number of people in the operating room, obtaining 
meticulous hemostasis and quality skin closure and, perhaps equally important, 
opening sterile packaging of the implanted hardware at the last moment [3].

 One of the avenues that has not been explored so far would be to coat 
implantable components with antibiotic, similar to currently used shunt cath-
eters, ventricular drains and venous access devices – and I am sure the device 
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manufacturers have already considered (or are considering now) this as an addi-
tional approach further to reduce infection rates.

 Once a device is implanted, infections do happen unpredictably – sometimes 
due to hematogenous spread of microorganisms from some other identifiable 
source, sometimes from local skin dehiscence or erosion over the implanted 
components, and sometimes from an unknown source in the absence of bac-
teremia.  The recommended approach in either case would be to remove the 
implanted hardware and then r e-implant it a few months later.  Although multiple 
reports exist in the literature documenting successful salvage of infected neuro-
modulation hardware, our preference is to remove the device(s) altogether [4] 
as systemic antibiotics do not penetrate all crevices and material interfaces of 
implants, and therefore eradication of infection is typically very challenging.

 HEMoRRHAgE

 Hemorrhage may occur either during or after an operation – and since bleeding 
involving areas in or near the central nervous system may produce severe 
and sometimes irreversible neurological deficits, prevention of hemorrhage 
is extremely important in all neuromodulation procedures.  There are several 
steps that have to be undertaken in order to limit hemorrhag e-related morbidity; 
they include preoperative patient preparation, surgical planning, and procedural 
details aimed at obtaining adequate hemostasis.

 In terms of patient preparation, it is extremely important to check each 
patient for the presence of coagulopathy or thrombocytopenia.  This is usu-
ally accomplished by obtaining blood coagulation tests (prothrombin and par-
tial thromboplastin times) and a complete blood count that includes platelets. 
 Anticoagulants, such as heparin, enoxaparin and warfarin, should be stopped 
ahead of time – and the coagulation tests should be repeated and confirmed to 
be normal so there are no intraoperative surprises.  We prefer stopping heparin 
6 hours prior to elective surgery, lo w-molecular weight heparin (such as enox-
aparin) 24 hours prior to surgery, and warfarin 5 days prior to surgery, sometimes 
bridging the patient with intravenous heparin for 2 days before surgery.  In terms 
of antiplatelet agents, the existent guidelines for neuraxial procedures by the 
 American  Society of  Regional  Anesthesia and  Pain  Medicine postulate that these 
medications, including aspirin and other no n-steroidal ant i-inflammatory drugs 
( NSAIDs), thienopyridine derivatives (ticlopidine and clopidogrel) and plate-
let glycoprotein  IIb/ IIIa antagonists (abciximab, eptifibatide, tirofiban) exert 
diverse effects on platelet function and that pharmacologic differences make it 
impossible to extrapolate between the groups of drugs regarding the practice 
of neuraxial techniques [5].  Based on analyzed current literature, these guide-
lines recommend stopping ticlopidine 2 weeks and clopidogrel 1 week before 
intervention. Platelet aggregation normalizes 48 hours after abciximab and  
8 hours after eptifibatide and tirofiban discontinuation.  They also state that 
aspirin and other  NSAIDs do not create a level of risk that will interfere with 
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neuraxial procedures [5].  These guidelines, however, differ from usual surgical 
practice and we routinely ask our patients to stop aspirin 10 days prior to surgery, 
and ticlopidine and clopidogrel 2 weeks prior to surgery, including insertion of 
an  IT catheter or pump,  DBS,  SCS,  VNS or  PNS electrodes or generators.

 In order to reduce the risk of hemorrhage during the procedure, common-
sense dictates a need to minimize manipulation with sharp instruments and nee-
dles during device insertion.  However, it is very important to maintain adequate 
visualization of the surgical field and, sometimes, keeping incisions too small 
may be counterproductive as they would limit adequate access for hemostatic 
instruments. Hemostasis at open incisions is best accomplished with electrical 
coagulation and, in the beginning of surgery, before any metal implants are in 
place, monopolar coagulation with a  Bovie device is perfectly appropriate (with 
the known need to avoid coagulation of skin and excessive tissue charring). 
Once the electrode, pumps or generators are inserted into the body, the use of 
monopolar coagulation is not recommended any more because of potential dis-
tant thermal and electrical effects.  At this stage, bipolar coagulation should be 
used to stop bleeding.

 In intraspinal procedures, it is not recommended to try to overcome resis-
tance if it is encountered during electrode or catheter insertion forcefully. 
 It is also not recommended to insert percutaneous electrodes at or through 
the levels where epidural space is filled with scar tissue as it makes surgery 
both difficult and dangerous.  In these situations, where there was a previous 
laminectomy or laminotomy, there is a risk of not only hemorrhage but also 
possible dural penetration, particularly if the dura was violated during the 
original intervention.

For patients with previous surgery at the site of planned electrode location, 
it would be more prudent to consider placing paddle electrodes rather than try-
ing to insert percutaneous ones. A procedure that seems to be particularly prone 
to cause epidural hemorrhage however, is a revision or removal of paddl e-type 
 SCS electrodes.  For these patients, a somewhat longer postoperative observa-
tion may be needed as epidural hematomas may develop and/or become symp-
tomatic as late as several days after the surgery.

 For intracranial DBS electrode insertion, it appears that one of the ways to 
reduce the incidence of intracranial hemorrhage is to place electrodes through 
a gyrus – sulcal insertion has increased the incidence of cortical and subcorti-
cal hemorrhages [6].  The incidence of ventricular hemorrhages also increases 
with transventricular trajectories [6] and, if possible, the trajectory for electrode 
insertion should pass next to the ventricle rather than through it.  Although male 
gender, age and diagnosis of  Parkinson’s disease were found to be significant 
risk factors for intracranial hemorrhage, hypertension seems to be the most con-
sistent risk factor [7].  Additionally, the use of microelectrode recording ( MER) 
in  DBS targeting resulted in a higher incidence of intracranial bleeding [8] and 
the highest incidence of hemorrhage was observed in those who had hyperten-
sion and  MER.  We use  MER routinely for  DBS surgery and, in order to reduce 
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the incidence of intracranial hemorrhage, we try to minimize the number of 
electrode passes and pay special attention to blood pressure control during sur-
gery with a dedicated anesthesiologist or nurse anesthetist monitoring patients 
undergoing  DBS surgery and treating elevated blood pressure while avoiding 
sedation or agents that would adversely affect  MER findings.

 Needless to say, a decision to remove a neuromodulation device and/or evac-
uate a hematoma depends primarily on the degree of symptomatic impairment. 
 Asymptomatic hemorrhages do not require surgical intervention but have to be 
monitored clinically and radiographically.  Those who present with symptoms of 
cord compression have to be decompressed emergently.  Management of intra-
cranial hemorrhages depends on the size and location of the bleeding as well as 
on the risks and benefits of possible surgical intervention.

 INjURy of NERVoUs TIssUE

 The principle of neuromodulation involves no n-destructive reversible modifica-
tion of neural function through electrical, chemical or other means.  The main 
advantages of surgical neuromodulation as opposed to no n-surgical approaches, 
such as systemic medications or transcutaneous stimulation, are the high selec-
tivity of action and significantly lower amount of electrical energy or chemi-
cal needed to achieve a similar response.  This comes from direct proximity of 
surgical neuromodulation devices to their respective targets within the nervous 
system – the brain, spinal cord, peripheral and cranial nerves, and cerebrospinal 
fluid ( CSF).  Unfortunately, such proximity comes with a price – namely, the 
risk of inadvertent damage of the nervous system during implantation of neuro-
modulation components.

 Of all instances of nervous tissue injury related to neuromodulation, most 
occur during the insertion procedure, and each particular location carries its own 
set of precautions and concerns.  Only some of these concerns are listed here.  In 
general, they include direct injury of the nerves, nerve roots, spinal cord, and 
brain, compression of the neural structures by the device or the scar around it, 
and lon g-term neural injury from the presence of the implanted device.

 During insertion of  SCS electrodes, care must be taken to avoid injury of the 
spinal cord and the nerve roots.  Keeping the patient awake during these proce-
dures solves only part of this concern since the mechanical irritation of nerve 
roots is usually perceived by the patient as sharp pain or acute discomfort – but 
spinal cord compression or even penetration are usually painless.  Therefore, 
use of intraoperative fluoroscopy is recommended to keep the electrode in the 
middle third of the spinal canal away from the nerve roots.  It is also recom-
mended that one avoid using excessive force during electrode advancement as 
this may cause significant focal injury to the underlying spinal cord.  Entering 
the epidural space with percutaneous electrodes is usually safer over the midline 
under the cephalad lamina or the base of the spinous process as the epidural 
space is usually largest in that location.
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 Dural penetration during implantation of percutaneous  SCS electrodes is 
associated with multiple problems.  CSF leak, spinal headaches and electrode 
migrations are discussed in the next sections, but additional risk involves poten-
tial direct injury of the spinal cord which may be unrecognized until the patient's 
neurological function is tested or until the stimulator is turned on.

 Compression of the spinal cord by a  SCS electrode is less likely to occur 
with percutaneous electrodes and more common with paddle leads.  Here, the 
important issue is to assess the size of the spinal canal and presence of any 
kind of stenosis, as well as clinically symptomatic or asymptomatic compres-
sion prior to the electrode implant.  Interestingly enough, in those cases where a 
patient suffers neurological deficit after having a paddle electrode placed over 
the spinal cord in the presence of a compressing lesion, it is possible, in retro-
spect, to conceive that some or all of these symptoms that led to electrode inser-
tion may have been indeed caused by that compressive phenomenon.  Therefore, 
it should be mandatory to perform adequate preoperative imaging with  MRI or 
 CT myelography prior to placing paddl e-type electrodes in order to avoid these 
situations.

 Finding symptomatic or asymptomatic compression, or even subclinical 
stenosis, at the level of paddle insertion should not prevent  SCS placement, but 
it may be prudent to combine electrode insertion with decompression through a 
laminectomy if the concern is established.

 Another possible mechanism of spinal cord injury during paddle electrode 
insertion is related to inadequacy of dissecting tools used in the insertion pro-
cess.  Existing dissectors, sometimes called dural separators, carry a certain risk 
of spinal cord injury themselves as the material they are made of is either too 
hard (metal or hard plastic covered with thin layer of softer plastic or silicone) 
producing undue pressure either under the instrument tip deep under the lamina, 
or under the curvature of the tool directly in a laminectomy/laminotomy open-
ing, or too soft (made of soft plastic attached to the rigid handle) to the point 
that this plastic tip buckles and folds over itself when resistance is encountered. 
 With this in mind, new insertion tools are now being developed – putting most 
of the advancing force to the lateral recesses of the spinal canal rather than 
its middle portion, and shifting possibly injurious manipulation away from the 
spinal cord itself.

 When an  IT catheter is implanted, the injury to the nervous tissue may be 
caused by the needle through which the catheter is introduced or by the catheter 
itself.  In order to reduce the possibility of unrecognized injury, use of fluoros-
copy is strongly recommended as the midline of the lower lumbar spinal the-
cal sac has the most room between nerve roots.  Also, the needle insertion site 
should be chosen in a way that the needle tip enters the spinal canal below the 
level of  L1 (below the spinal cord conus).  In addition, some implanters prefer 
keeping the patient awake during needle insertion so the patients’ complaints 
of discomfort, pain and their neurological function may guide the operator in 
the direction and depth of needle placement.  We routinely perform catheter and 
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pump implantation under general anesthesia however, as we feel the concern of 
cord or root injury is outweighed by a chance of a patient's voluntary or invol-
untary movement during needle insertion causing the needle tip to injure the 
underlying neural structures.

 In terms of catheter direction, we prefer advancing it in a cephalad direction 
as the pattern of  CSF circulation inevitably creates a drug concentration gradi-
ent thereby supporting the old postulate that the catheter should end at the level 
where medication is needed.  The argument of those who aim the catheter in a 
caudal direction is that the risk of cord injury with that approach is immensely 
lower and that the catheter tip granuloma (see below), should it form, will not 
be compressing the spinal cord.  This approach has rationale, particularly when 
one considers the possibility of intramedullary catheter insertion [9].  With this 
in mind, we suggest checking free  CSF flow from the catheter – without active 
aspiration – at every stage of catheter insertion, including its advancement 
through the needle, anchoring, tunneling, etc.  This approach ensures catheter 
patency and the subarachnoid tip, position of the catheter tip and eliminates 
the possibility of an intramedullary or ‘extrathecal’ catheter location.  It must 
be mentioned, however, that a patient whose catheter was placed into the spinal 
cord by a less skilled implanter did not develop any symptoms from it immedi-
ately.   Leg weakness came several days later, apparently as a result of intramed-
ullary morphine infusion, and the symptoms resolved once the catheter was 
removed [9].

 For  DBS cases, brain injury other than from hemorrhage described earlier 
is quite rare, although no n-hemorrhagic infarctions have been described in the 
past.  Cortical and subcortical no n-hemorrhagic lesions usually develop from 
superficial coagulation of the pial surface.  In addition to this risk, coagulated pia 
also becomes harder and requires more force to advance cannulas and electrodes 
into the brain, therefore, we recommend using focal application of  Gelfoam 
( Pfizer,  New  York,  NY) with thrombin rather than electrocoagulaiton if minor 
cortical bleeding is encountered.

 Postoperative imaging studies in  DBS patients frequently reveal changes 
in  T2 images [10] and this may or may not be an asymptomatic finding.  In our 
experience, development of changes on  T2 and  FLAIR  MRI images often cor-
relates with the number of passes during  DBS implantation and, therefore, one 
should strive to minimize MER and DBS electrode passes as the brain may not 
be as ‘forgiving’ as was previously thought.  Moreover, penetration of the brain 
with microelectrodes and  DBS electrodes produces some transient neurological 
effects – sometimes temporarily improving their condition due to a ‘microle-
sioning’ effect [11], but making initial programming more difficult and possibly 
necessitating additional follo w-up visits for reprogramming once this improve-
ment wears off.

 An injury to the peripheral nerve during  PNS procedures may be more likely 
if the nerve is tethered to surrounding tissues due to scar from previous inter-
ventions.  This was noted many years ago, when  PNS devices were implanted 
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through the open exposure procedure [12], but the concern remains even now 
when most  PNS electrodes are inserted via the percutaneous approach.  It is 
possible, at least theoretically, to reduce the chance of nerve injury if the nerve 
course is identified with ultrasound guidance.  Live ultrasound may help track 
the insertion needle during  PNS electrode placement in extremities [13], ingui-
nal area [14], and occiput [15] and this approach seems to be gaining popularity 
among implanters according to some recent unpublished surveys.

 In addition to surgical injury, neural tissue damage may occur during lon g-
term follow up of neuromodulation patients.  Sometimes this is related to ongoing 
progression of their underlying degenerative or neoplastic disease, sometimes it 
is caused by a cord compression due to cathete r-tip granuloma but, in rare cases, 
the cause of neurological dysfunction may be the scar tissue that formed around 
the electrode over the many years. A recently published description of two such 
cases [16] illustrates such a possibility and underscores the relative youth of the 
entire neuromodulation field and our lack of knowledge regarding its lon g-term 
effects due to the fact that  SCS and  PNS have been around for less than 45 years 
and  IT pumps,  DBS and  VNS were introduced even more recently.

 Delayed neurological deficit was one of the main reasons for the old open 
approach for  PNS to be abandoned or modified as the nerves targeted by  PNS 
would exhibit perineural fibrosis [17] or nerve ischemia [18], particularly if the 
electrode were wrapped around the nerve to avoid migration and assure better 
contact with tissue. In many cases, however, an open approach is taken because 
a neurolysis is first performed.

 cEREBRosPINAl flUId lEAk

 As the majority of neuromodulation procedures are done outside  CS F-containing 
spaces,  CSF leaks occur almost exclusively with  IT pumps.  However, even 
though we are not aware of any  CSF leaks in  PNS and  VNS procedures, both 
 SCS and  DBS patients have been described having  CSF leaks in the postopera-
tive period.

 When one implants a catheter into the subarachnoid space,  CSF is expected 
to leak around the catheter, simply because the needle that we use for catheter 
insertion is larger that the catheter itself.  However,  CSF leaks out even more if 
the hole created by the needle is not partially occupied by the catheter.  Therefore, 
it is imperative to minimize the number of dural punctures during  IT catheter 
insertion and the use of fluoroscopy along with adequate positioning of patients 
on the operating table serve as important adjuncts during the procedure.

 The previously suggested purs e-string suture around the site where the cath-
eter penetrates the fascia is intended to decrease external  CSF leak [19], but 
it has to be placed before removing the needle through which the catheter is 
inserted.  More important, however, is a multilayer tight closure of surgical inci-
sions that promotes fast and complete healing without ove r-tightening of the 
sutures that may result in tissue necrosis and inhibit the healing process.
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 One has to keep in mind that  CSF may leak not only directly from the sub-
arachnoid space through a true fistula but rather from disconnected or punctured 
 IT catheters.  Since catheters do not ‘heal’, it is strongly recommended to avoid 
handling them with any sharp instruments.  It is also important to be careful with 
needles and sutures around implanted hardware as even a minor violation of 
catheter integrity may result in persistent  CSF leakage.

 The skin closure may be complicated in cachectic or elderly patients, 
although reported patients who developed  CSF leaks after  DBS surgery were 
relatively young – a 6 2-yea r-old patient with  Parkinson's disease [20] and a 
5 1-yea r-old patient with tremor [21].

 In addition to external  CSF leaks,  CSF may accumulate in subcutaneous 
tissues resulting in ‘seroma’ and this may occur under the lumbar catheter inser-
tion site or, more commonly, around the pump or generator, or become absorbed 
in the epidural space or soft tissues.  In the latter case, the only symptom of 
 CSF leak may be pos t-dural puncture headaches (‘spinal headaches’) and, in 
some cases, these headaches may become quite disabling. A standard approach 
to management of spinal headaches includes administration of caffeine, orally 
or intravenously, analgesics, aggressive hydration and placement of abdominal 
binder.  If these interventions fail, epidural injection of autologous blood is con-
sidered the next treatment step [22].

 There are many issues related to  CSF leaks (both internal and external). 
 First, these headaches may be very severe, limiting the patient's mobility and 
producing a great deal of discomfort.  Sometimes these headaches are associated 
with nausea and vomiting necessitating patient admission to a hospital for intra-
venous hydration and pain control.  Second, the  CSF leaks significantly increase 
risk of infections.  CSF leakage is a wel l-known risk factor for surgical site 
infections [1,20] and an untreated  CSF fistula may indeed result in the develop-
ment of meningitis.  Finally, external  CSF leaks and seroma formation usually 
mean that medication intended for  IT delivery leaks out instead of staying in the 
 IT space and this translates into development of ‘underdosing’ symptoms that 
may even reach a degree of withdrawal.  This phenomenon is best treated with 
an immediate restart of oral or parenteral analgesics or antispasmodics that have 
to be continued until the  CSF leak is controlled.

 In terms of prevention of pseudomeningocele or lumbar seroma, it is important 
to overcome the temptation to insert the catheter through the level of a previous 
laminectomy.  Obviously, lack of bone over the thecal sac makes catheter inser-
tion much easier, but the same lack of bone means lack of epidural fat that could 
tamponade the hole in the dura, with or without the catheter traveling through it.

 If the  CSF leak does develop, and there is no reason to suspect a hole or 
disconnect in the catheter, one may consider surgical repair of the leak with 
either oversewing the fascia or even placing a suture on the dura itself.  Prior to 
that, one may try an epidural blood patch as it has a high success rate – staying 
aware of the catheter or electrode location so that the needle does not damage 
hardware in place.  Since the epidural space may be filled with  CSF, it may be 
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difficult to discern it from intrathecal space, and therefore radiographic guid-
ance with contrast injection prior to introduction of autologous blood has been 
recommended [23].

 PlAcINg THE dEVIcE INTo THE wRoNg coMPARTMENT

 In using the term ‘wrong compartment’ we do not mean missing the intended 
target for stimulation or drug infusion but rather placing the device into a wrong 
anatomical location altogether. For example,  SCS electrodes are designed to be 
placed in the dorsal epidural space, overlying the dorsal columns of the spinal 
cord.  The choice of this location is not serendipitous: in the past, these elec-
trodes have been placed into the intrathecal space but were difficult to maintain 
and  keep in place and CSF leakage along the electrode track was rarely salvage-
able.  In the epidural space, both anterior and lateral locations have been tried 
but eventually abandoned in favor of the current dorsal location, primarily due 
to the predictability of effect and wide therapeutic window.

 During electrode implantation, direct visualization of the dura with paddle 
electrodes serves as confirmation of correct localization for electrode placement 
but, with percutaneous electrodes, the situation is less straightforward.  Over 
the years, we have seen perfectly appearing radiographs associated with lack 
of any benefit from stimulation.  In each case, however, the electrode(s) were 
outside of the dorsal epidural space – they were either anterior to the thecal sac 
or extraspinal.

 The only way to appreciate the wrong location of the electrode before the 
procedure ended would be to get a lateral radiograph of the spine and, at the 
beginning of one's career, it is strongly recommended that a confirmatory fluo-
roscopy image for each percutaneous electrode be made to verify that it projects 
immediately anterior to the inner surface of the laminae and distant enough 
from the posterior edge of the vertebral bodies.

 The intrathecal position of the electrode is usually deduced from  CSF drip-
ping from the needle hub.  Two other clues for intrathecal electrode location are 
the pattern of electrode advancement – when the electrode array moves from 
side to side during longitudinal manipulation rather than ‘snaking’ forward when 
the electrode follows its curved tip – and the very low threshold of stimulation, 
usually below 1 V or 1 mA, suggesting that there is no resistance to stimulation 
usually provided by intact dura.  In situations like this, it is recommended to 
withdraw the catheter and the needle and then r e-enter the epidural space one 
level higher or at the same level, but from the opposite side.  R e-entering the 
epidural space one level lower may not work as the electrode may ‘find’ the hole 
in the dura as it is advanced towards its target.

 Similarly, low thresholds but no  CSF leak would be observed if the elec-
trode ends up in the subdural space – a potential space between the dura and 
arachnoid membrane.  This is a very rare occurrence, but most experienced 
implanters would recall a case or two when this peculiar situation occurred.
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 Just as one would not want the  SCS electrode in the subarachnoid space, 
the  IT catheter is definitely preferred to be in it.  An intramedullary catheter 
location was described in the previous section – it is usually discovered due 
to deleterious effects of local toxicity that infused medications exert on the 
spinal cord tissue.  In contrast to this, ‘extrathecal’ location of the  IT catheter 
(epidural or extraspinal) is usually encountered in situations when the patient 
requires significantly higher than expected doses of medication for achieving 
the desired effect.  This is not surprising as the equianalgesic dose of epidural 
opioids is about 10 times higher than with  IT delivery.  For baclofen, epidural 
administration of medication results in minimal, if any, improvement in spas-
ticity – greatly differing from the patient's response observed during the  IT 
trial.  As mentioned earlier, checking free  CSF flow from the distal catheter 
end at every stage of implantation would provide sufficient assurance of  IT 
location of the catheter tip.

 When it comes to brain stimulation, a lack of desired stimulation effects or 
absence of expected  MER patterns should make one recheck the coordinates 
and compare them with those chosen in the stereotactic frame.  Because the can-
nula and electrode may bend, it may be worthwhile in some instances to take 
an anteroposterior radiographic view of the electrodes in addition to the usual 
lateral view of the head.

 HARdwARE MIgRATIoN

 Neuromodulation devices are often implanted into or across highly mobile parts 
of the human body (neck, thoracolumbar segment of spine, etc.), and it is not 
surprising when these devices move over time.

 Usually, migration of  SCS,  PNS or  DBS electrodes would mean loss of 
stimulation benefits.  It is generally recommended to interrogate the device and 
check the impedance of each contact before submitting the patient to radio-
graphic testing.  Normal functioning of the system suggests viability of the 
battery and adequacy of the recharge procedure, and impedances within the 
expected range indicate lack of disconnection or short circuit. A simple repro-
gramming may be tried as the next step and, since most migration occurs at a 
relatively short distance, it may be possible to recover the benefits of stimula-
tion by simple changing polarity of the electrode contacts, moving active con-
tacts in the direction opposite the migration.  This is why we routinely try to 
position our electrodes in a way that active contacts are close to the middle of 
the electrode array and minor migration in either direction may be dealt with by 
simple reprogramming.

 We also recommend keeping a hard copy of radiographs with the initial 
electrode location in different projections.  These images should include iden-
tifying markers for the determination of spinal level, such as first or last rib, 
etc.  In cases of suspected migration, baseline images help to determine if the 
electrode(s) has moved from its original position. The migration may occur in 
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both an outward and inward direction and one should be ready to find electrodes 
at a long distance from their original site.

 The best way to prevent migration is to anchor the electrode in place using 
appropriate devices.  The usual trad e-off for anchors is the risk of migration 
versus risk of fracture and, in the past, most anchors would be either too loose 
(such as standard silicone anchors) or too strong, such as  Twis t-Lock anchor 
( Medtronic,  Minneapolis,  MN).  The newer generation of anchors seems to 
be better suited for lon g-term use.  They now combine relative softness with 
strong grip onto the electrode outer surface.  These new anchors are named  Titan 
( Medtronic),  Cinch and  Swif t-Lock ( St  Jude  Medical  Neuromodulation,  Plano, 
 TX).  Alternatively, a medical adhesive may be used inside the silicone anchor 
to keep the electrode in place.

 Needless to say, if the anchors are not sutured appropriately, or if they 
are sutured to loose tissue, or if the sutures absorb over time, the migra-
tion risk increases.  Therefore, it is recommended to use  2-0 no n-absorbable 
sutures and attach anchors to the underlying fascia.  It is also recommended 
for implanters to practice their suturing technique prior to their implant pro-
cedures.

 There is a myth that paddle electrodes do not migrate.  Although extremely 
rare, migration of paddle electrodes can occur and, in some series, the rate of 
paddle electrode migration is higher than that for percutaneous electrodes [24]. 
 For this, one should be prepared to replace such an electrode with a similar or 
slightly larger model to prevent recurrent migration.  In some cases, it is recom-
mended to perform a full laminectomy and then suture the electrode directly to 
the dura but, fortunately, this is required very rarely. Finally, one should avoid 
keeping a large segment of electrode between the anchor and the fascial entry 
as this segment is usually responsible for electrode migration if the anchors 
remain in place.

 For  DBS, using a  Sti m-Lock device ( IGN –  Medtronic) is usually suf-
ficient to prevent migration.  Before this device became available, there were 
problems with a locking cap provided with the electrode. However, some 
surgeons have had few, if any, problems with the original cap. Some implant-
ers have been using cement to fill the bur hole around the  DBS electrode or 
modified min i-plates to secure the electrode to the skull.  In one of the  DBS 
series, electrode migration occurs with a frequency of 5.1% per patient and 
3.2% per electrode [20] while another series did not mention any migrations 
at all [21].

 With  IT catheters, migration is best prevented by placing an anchor close 
to the fascial penetration site, attaching it to the lumbosacral fascia and using 
heavy no n-absorbable suture material [19].  Having a second anchoring point 
and using a connector between two catheter pieces as an anchor may be another 
way to prevent catheter migration.

 Migration of generators and pumps occurs rarely but, in some situations, 
there is a higher risk for this to happen.  An example of such a situation would 
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be a subfascial placement of an intrathecal pump in children or adults where the 
intrathecal pump may migrate into the peritoneal cavity [25].

 PNS electrodes, on the other hand, migrate very frequently.  This most 
likely is related to the fact that none of the routinely used electrodes or 
anchors on the market today are designed or approved for this application. 
 Therefore, in order to avoid placing bulky anchors into the subcutaneous 
plane, implanters frequently use simple ‘drai n-like’ (‘ Roman sandal’ style) 
sutures holding the electrodes to subcutaneous fascia.  In many cases, this 
approach works, but unsurprisingly, the migration rate in some  PNS series 
reaches 50%.

 HARdwARE ERosIoN

 Another wel l-known complication of neuromodulation is erosion, and usu-
ally occurs when device components are located too superficially under the 
skin.  Such erosion frequently results in device infection. Cases of sterile 
erosion that can be fixed with simple suturing of tissues over the exposed 
hardware are extremely rare. Every component of the neuromodulation sys-
tem, however small or soft, may erode.  This complication has been observed 
with electrodes and catheters, generators and pumps, anchors and connec-
tors.

 General precautions to prevent erosions are often straightforward: avoid 
superficial placement of any device components; close soft tissues over the 
devices in multiple layers; keep the profile of every implant as low as pos-
sible; make the depth of device implantation at the allowable maximum; and 
try to avoid placing hardware over hard surfaces (such as rib cage or iliac 
crest).  The depth of device implantation may be limited due to telemetry or 
recharging limitations (1.0–1.5 cm for most rechargeable neurostimulation 
generators) or due to difficulty with pump refill if it is placed too deep in the 
fat or under abdominal fascia.  However, one has to avoid stretching the skin 
over the implanted device as this seems to be the most serious predisposing 
factor for skin hardware erosion.  This means that pockets for each device 
should be large enough to prevent tightness of tissues next to the implanted 
pump or generator.  It is also recommended to avoid placing devices directly 
under incision lines [1] as this may not only increase the risk of wound dehis-
cence but also create additional areas of discomfort and irritation during the 
postoperative period.

 It is also prudent to consider smaller devices in thinner or smaller patients – a 
smaller size pump or smaller generator is likely to be associated with less risk of 
erosion.  One has to keep in mind, however, that in currently used  Synchrome d-II 
pumps ( Medtronic), the 40 mL pump is 26 mm thick and has a overall volume 
of 121  mL, and the 20 mL pump is 19.5 mm thick and has a volume of 91  mL 
(so doubling of the pump reservoir volume comes with only a 33% increase in 
volume and height).
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 Development of lower profile connectors seems to have lowered the inci-
dence of erosion in  DBS systems and, for  PNS and  SCS systems, a general trend 
now is to avoid connectors altogether and consider plugging electrodes directly 
into the respective generator.

 HARdwARE MAlfUNcTIoN/fRAcTURE/dIscoNNEcTIoN

 In the absence of hardware migration, the main reasons for device malfunction 
are disconnections and fractures of device components.  These problems can 
occur in all types of electrodes, catheters, extension cables and connectors.

 In most cases, malfunction of the electrical neuromodulation system may 
be assessed by checking its impedance.  Very low impedance would indicate 
a ‘short circuit’ within the system, usually indicating internal fracture of the 
wiring inside the electrode or the extension cable so that the wires are touching 
each other and electrical impulses do not reach the nervous tissue.  Very high 
impedance, on the other hand, indicates an ‘open circuit’ suggesting that com-
ponents have become disconnected or that the internal wiring of the electrode 
or extension cable has broken apart.  In some cases, such violation of electrical 
circuit integrity or continuity may be confirmed with radiographic imaging but, 
in most cases, the problem is solved only by revision and individual testing of 
each device component.

 To avoid fractures and disconnections in neuromodulation devices, one 
has to be very accurate with each connection or stress point along the path of 
the device components.  Ove r-tightening of the holding screws may result in 
breaking the contacts (these days, with torque wrenches supplied with each 
device component, it is very difficult, but not impossible, to ove r-tighten the 
connections), while unde r-tightening may result in loosening the connection 
and its eventual pullout.  Use of strai n-relief devices and sleeves allows one 
to reduce the chance of electrode kinks that would eventually produce met al 
fatigue and fracture.  Similarly, in placing extra loops of electrode or exten-
sion cable, one should try to create smooth loops rather than sharp turns and 
bends in each hardware component. While older anchors carried some risk 
of crushing the electrode if the holding suture was too strong, newer anchors 
(described earlier in the section on migrations) are designed in a way that 
even very tight closure will not damage the external or internal electrode 
structure.

 Breakage (fracture) rates were much higher for paddl e-type electrodes than 
for percutaneous electrodes (12.4% versus 6.8%) and, in both categories, the 
incidence of fractures was higher for cervical than thoracic electrodes [24]. 
 One of the suggestions in this regard is to avoid anchoring paddle type elec-
trodes, but that may result in a higher migration rate and, so far, the benefit of 
no n-anchoring for fracture avoidance is rather unclear.  Another suggestion is to 
remove more of the caudal spinous process during paddle electrode insertion as 
this would reduce the angle that wire takes exiting the epidural space.
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 In  DBS practice, most fractures occurred due to migration of the connector 
between the electrode and the extension cable [20].  Interestingly, in our per-
sonal experience of more than 200 consecutively implanted  DBS electrodes, we 
have not had any electrode fractures, probably related to high vertex placement 
of the electrode–extension connectors.

 Another issue that may be contributing to device fracture (and possibly 
migration) is the location of the generator. A frequently used gluteal location 
of the generator is associated with a short distance between the electrode 
anchor and the generator pocket.  The main benefit of this location, other than 
a short path between two incisions, is that it may be prepared with the patient 
in the prone position – the main reason why many implanter prefer it.  The 
lumbar area, however, is quite mobile, and with every bend forward, the dis-
tance between mi d-lumbar midline and buttock may even double.

 We routinely place all pumps and generators into the abdominal wall, 15 cm 
away from the midline, when thoracic and lumbar areas are addressed (and 
use infraclavicular location for all  DBS,  VNS, cervical  SCS and upper body 
 PNS generators).  The segment between the mi d-thoracic anchoring point for 
the electrode and lateral abdominal generator location is significantly longer, 
but with the patient’s every movement, the entire mi d-section of the body moves 
as one and the stretching is rather minimal. A disadvantage of our approach is 
the need for the patient to be in the lateral position for device internalization, 
but since all our trial electrodes are implanted as if they were permanent, the 
internalization procedure does not require patient collaboration or fluoroscopy 
and may be safely done with the patient laying on their side.

 Interestingly enough, a recent study on volunteers confirmed our suspicion 
about difference in distance changes associated with different generator loca-
tions for occipital  PNS.  The gluteal generator position fared worse than the 
abdominal when the electrode was tunneled from retromastoid or occipital mid-
line areas [26].

 gRANUloMA foRMATIoN

 First mention of catheter tip granulomas took place in 1991 when a single 
case report described an inflammatory mass forming around the tip of an 
intrathecal catheter and producing cord compression with resultant paraplegia 
[27].  Eleven years later, a series of 41 patients was analyzed showing that all 
patients who had this problem received very high doses and high concentra-
tions of opioids, morphine or hydromorphone [28].  Later that year, a consen-
sus statement was published summarizing recommendations on detection and 
management of these inflammatory masses [29].  Most of these recommenda-
tions deal with treatment of granulomas – a subject outside the scope of this 
chapter.

 The pertinent issues related to the cause of granuloma formation may be sum-
marized as follows: the most common etiology is drug dosage or concentration, 
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particularly that of opioids; the granulomas are unlikely to be caused by an 
infection; the granulomas are not caused by trauma of catheter insertion or aller-
gic reaction to catheter material; and no masses were reported in patients who 
received baclofen as the only intrathecal medication [30].  There were also rec-
ommendations dealing with prevention of granuloma formation: for example, 
it was stated that while catheter placement in the lumbar versus the thoracic 
spinal canal cannot be relied upon to prevent the development of a granuloma, 
lumbar placement theoretically might mitigate the neurological consequences 
if it occurs, primarily because the spinal cord, more susceptible than the cauda 
equina to permanent injury from extrinsic compression, ends in the upper lum-
bar region [29].  It was also recommended to keep the drug dose and concentra-
tion as low as possible for as long as possible while still achieving adequate 
analgesia [29].

 Our general approach for prevention of granulomas is exactly this – restraint 
in raising the dose of  IT medication and keeping the daily dose between 1 and 
8 mg of morphine sulfate.  Among other things, this allows us to use commer-
cially available – and approved for use with  Synchromed pumps – morphine 
sulfate with concentrations of 10 mg/mL or 25 mg/mL.  These concentrations 
and doses seem to be associated with extremely low incidences of granuloma 
formation, whereas the majority of the reported granuloma cases received 
compounded morphine solution with concentrations higher than 25 mg/mL or 
hydromorphone solution.  So far, there has not been a single granuloma in more 
than 100 patients with  IT pumps implanted and managed in our institution. All 
patients with granulomas that were treated by us were referred to us from other 
facilities.

 With baclofen  IT administration, it appears that, despite initial reports of 
several patients that were found to have catheter tip masses while receiving 
baclofen only, these masses turned out to be precipitated baclofen rather than 
granuloma.  These patients were receiving  IT infusion of baclofen with concen-
trations higher than baclofen solubility in  CSF with physiological osmolality 
values [30].

 An anecdotal observation recently described the presence of granuloma 
and intramedullary abscess in the same patient receiving  IT infusion of 
morphine at a rate of 32 mg/day [31].  Both problems were treated at once 
– with granuloma resection and abscess drainage and, over time, the patient 
regained some strength, improving from paraplegia to the level of ambulat-
ing with an assistive device.  The  IT granuloma did not harbor any infection 
whereas the intramedullary abscess and the pump reservoir were both posi-
tive for  Streptococcus.  It was therefore hypothesized that development of the 
granuloma resulted in increased requirement for opioids that in turn resulted 
in more frequent refills of the  IT pump with compounded, rather than factor-
y-made, morphine preparation.  These frequent refills may have introduced 
bacteria into the pump and from there it spread into the subarachnoid space 
and the spinal cord [31].
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 oTHER IssUEs

 One issue rarely mentioned in the context of neuromodulation is x-ray exposure 
for the patient during neuromodulation procedures, with more attention usually 
(and understandably) paid to protection of the operator and surgical team.  The 
higher sensitivity of pregnant patients and fetuses to radiation exposure usu-
ally serves as a reason to postpone device implantation, including a trial, until 
the child is born.  We also routinely screen all women of childbearing age with 
pregnancy tests prior to surgical interventions, and the concern includes not only 
radiation risks but also the issues related to anesthesia and surgery.

 To decrease exposure to  x-rays, it is recommended to use lower settings for 
fluoroscopy, consider buil t-in diaphragms and collimators, avoid prolonged peri-
ods of ‘live’ fluoroscopy, using spot checks instead, and to move the cathode 
tube farther from the patient, placing the image intensifier closer to the working 
field. I also suggest that the surgeon themselves control their fluoroscopy devices 
in order to reduce exposure time and also to decrease surgical time by eliminat-
ing inevitable delays related to communication with radiology technicians that 
are being asked to start and stop fluoroscopy during device insertion, positioning 
and subsequent location checks after anchoring, tunneling, etc.

 The possibility of drug overdose with the IT systems is real but rarely 
observed – most likely due to a serious attitude toward high dose analgesics in 
the health-care community.  It has been said that all or most issues with medica-
tion over- and underdose are based on human errors – the IT pumps themselves 
are very unlikely to malfunction.  But, in our institution, we routinely recheck the 
concentration of drug to be injected into the pump and, by all means possible, 
prefer using factor y-made (and approved for pump use) drug preparations.

 All other complications, such as venous thromboembolism, pulmonary and uri-
nary infections, allergic reactions to devices and medications, side effects of anes-
thesia, etc. have to be dealt with as in no n-neuromodulation cases.  Routine surgical 
practice should not be changed simply because neuromodulation is being used.

 In general, following the same ste p-b y-step protocol in all neuromodulation 
procedures, whether stimulation trial,  IT pump implantation, device trouble-
shooting, battery replacement, pump refill, or anything else, seems to be the best 
way to decrease the number of mistakes and thereby lower morbidity associated 
with neuromodulation.  There are no minor complications as there are no minor 
neurosurgical interventions – every complication, no matter how small, has to be 
dealt with very seriously.  Not only do we have to resolve all new issues, but we 
have to take all steps possible so that complications do not recur.
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Chapter 14.1

 Commentary on  Limiting  Morbidity

Alon Y. Mogilner, MD, PhD
 North Shore-LIJ School of Medicine,  Great  Neck,  NY,  USA

 As  Dr  Slavin mentions in his chapter, one of the main features of neuro-
modulation that has attracted both practitioners and patients is its ‘revers-
ibility, adjustability … and no n-destructive nature’.  Although few (myself 
included) will argue with the overall veracity of this statement, try explain-
ing it to a patient (or family of a patient) who has suffered a devastating 
intracerebral hemorrhage after a deep brain stimulator implantation, paraly-
sis or paraplegia following spinal cord stimulator placement, or meningitis 
following intrathecal pump implantation!  Yes, neuromodulation is a gener-
ally lo w-risk procedure and, because of that fact, is now being performed 
by many physicians from many specialties with a wide variance in their 
respective training and experience.  As such, those practitioners specializ-
ing in neuromodulation surgery have the opportunity to learn and hone 
their technique both from their own personal experience and from compli-
cations referred from their colleagues in interventional pain management 
and (even) neurosurgery.

 The author has done an excellent job of summarizing the pitfalls of these 
procedures, and has provided advice as how to best avoid these complications. 
 Some thoughts from our own experience follow.

 INfEcTIoN/ERosIoN

 Prior to the advent of peripheral neurostimulation procedures such as occip-
ital, supraorbital, and subcutaneous field stimulation for lower back pain, 
it could safely be said that the vast majority of device infections involved 
the generator or pump, i.e. the largest implanted foreign body and thus the 
largest nidus for infection.  With the increased use of peripheral stimulation, 
leads and anchors designed for deeper placement in the body are now being 
placed quite superficially and thus the risk of erosion and secondary wound 
infection in these cases is, in my experience, a much greater concern than 
 IP G-site infection.  For example, percutaneous  SCS leads with a pointed tip 
were never designed to be placed in the supraorbital subcutaneous tissue.  At 
the very least, patients with a thin scalp may complain about the protrud-
ing tip from a cosmetic standpoint, while at the worst, the tip may erode 
from the skin, necessitating urgent surgical intervention to prevent infection. 
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 On the other hand, when such infections occur, these situations represent 
secondary infections rather than true surgica l-site infections, and the organ-
isms involved are usually more benign skin flora such as coagulas e-negative 
 Staphylococcus, and prompt identification and treatment may in fact allow 
salvage of the hardware. I instruct all my patients, particularly those with 
trigeminal branch stimulators, to notify me immediately if any changes occur 
over the hardware, as immediate identification and surgical revision in these 
cases is indicated.

 In the case of a true surgica l-site infection unrelated to a skin erosion, I 
agree with  Dr  Slavin that complete removal of all hardware is the only way to 
guarantee complete eradication of the infection. I am sure that many, if not all, 
implanters have attempted partial hardware salvage, such as removing an exten-
sion lead and  IPG while leaving the stimulating lead in place, only to find that 
initial success is met weeks to months later with recurrence of the infection, 
necessitating removal of all the hardware.

 csf lEAk followINg INTRATHEcAl cATHETER PlAcEMENT

 Not infrequently, as mentioned, patients may complain of positional (spi-
nal) headaches for days to weeks after intrathecal catheter placement.  In the 
absence of any evidence of subcutaneous collection or external  CSF leakage, 
our policy has been to follow the standard recommendations of bed rest, 
caffeine, oral analgesics and fluid intake mentioned in the chapter.  Patients 
with persistent and incapacitating headaches lasting over one week are then 
offered a fluoroscopicall y-guided epidural blood patch, with the epidural 
needle placed at the same level, but from the contralateral side, as the catheter 
entry.  Commerciall y-available fibrin glue ( Tisseel,  Baxter  Pharmaceuticals) 
is an alternative to autologous blood, which expands quite rapidly and thus 
requires smaller volumes (in our experience, approximately 5 mL) than blood 
itself.

 When a small subcutaneous  CSF collection is present which does not 
threaten the wound, we have resisted the temptation to proceed to early sur-
gical revision, and have found that use of an abdominal binder may facili-
tate resorption of the collection over a period of weeks to months.  Failure of 
these collections to resolve should prompt an investigation into the possible 
causes, including, but not limited to, previously undiagnosed hydrocephalus, 
not uncommon in the traumatic brain injury population referred for intrathecal 
baclofen therapy.  In such cases, it has been our procedure to cut and remove 
the intrathecal catheter portion, as it is highly unlikely that a reinforcing purs e-
string suture around the catheter will provide any improvement over the origi-
nal purs e-string suture placed by an experienced surgeon. A new intrathecal 
catheter is placed at a different spinal level and spliced into the distal catheter, 
with purs e-string sutures placed both around the new catheter as well as the old 
catheter fascial entry point.
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 coMPlIcATIoNs followINg  scs PAddlE  
lEAd IMPlANTATIoN

 As eloquently mentioned in the chapter, it is not uncommon in the community 
for a paddle electrode to be placed in the epidural space, particularly in the tho-
racic spine, with the only preoperative imaging being the fluoroscopic images 
from the trial!  The reasons for this are, in my mind, quite obvious: patients with 
the most common pathologies/indications for  SCS are those with lumbar post-
laminectomy syndrome, who upon arrival to surgery may have had multiple 
lumbar spine  MRI and  CT scans, but have never had their thoracic spine imaged. 
 Furthermore, many of these patients may arrive at the surgeon's office following 
a successful percutaneous  SCS trial by another physician, literally ‘aching’ to get 
a permanent implant, but without a thoracic spine  MRI.  In many cases, obtaining 
the  MRI may result in a delay of the implant due to insurance approval require-
ments, resulting in an unhappy patient (and perhaps referring physician).

 Experience has taught me and others that the prudent course of action is 
to obtain appropriate spinal imaging ( MRI or  CT myelogram) prior to paddle 
placement.  In another common scenario, a patient is referred with an indwelling 
permanent percutaneous  SCS system for a revision to a paddle electrode.  Since 
an  MRI cannot be performed, the question arises as to the need of subjecting the 
patient to an invasive myelogram – to that I answer a resounding ‘yes’.

 Finally, whereas paraparesis/paralysis is the most dreaded possible out-
come of cord compression, implanters should be aware of more benign, yet 
clear sequelae of neural compression.  Both in my own experience and in that 
of others ( Giancarlo  Barolat, personal communication), patients with clinically 
undiagnosed stenosis have presented with severe, unremitting, ban d-like neu-
ropathic pain following lead placement which does not resolve after appropri-
ate medical management including steroids and oral and intravenous analgesic 
therapy.  In such cases, the patient should be taken back to the operating room 
for a complete laminectomy and decompression over the electrode, followed by 
either suturing the electrode to the dura and/or placement of fibrin glue over the 
electrode to prevent lead migration.  This should result in near immediate reso-
lution of symptomatology. I completely agree that an aggressive laminectomy/
decompression should be considered a priori in any patient with evidence of 
spondylosis/stenosis on imaging.

 lEAd fRAcTURE

 In my experience, the incidence of lead fracture, both of  SCS paddl e-type leads 
as well as  DBS leads, has decreased dramatically after we routinely began to 
place the extension connector as proximal as possible to the stimulating lead 
itself.  In the case of  SCS paddle leads, this means placing the extension connec-
tor directly in the laminectomy incision itself rather than distally, i.e. between 
the laminectomy incision and the  IPG incision.  The recent advent of ‘direct 
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connect’ SCS paddle leads, 60 cm or greater in length, in which the lead tail 
plugs directly into the generator, removes that connection as a possible ‘stress 
fracture’ site, and thus will likely lower the incidence of  SCS lead fracture.

 Unlike  SCS, all  DBS systems utilize extension leads, and will be likely to 
continue to do so.  As such, and analogous to the SCS paddle lead situation, I 
routinely place the extension connector as close to the cranial incision as pos-
sible (the ‘high vertex’ placement mentioned by Slavin), thus allowing for the 
least amount of tension on the  DBS lead itself. I thus avoid placing the connec-
tor lower, in the parietal or retromastoid region as others do.

 Continued improvements in hardware will undoubtedly result in a further 
reduction in overall morbidity of these procedures.  However, one must never 
forget the fact that limiting morbidity begins with appropriate patient selection, 
followed by appropriately performed surgery in experienced hands and contin-
ued clinical follow up.

 sTUdy  qUEsTIoNs

1.  Should more research monies be spent on eliminating complications in neuro-
modulation, or in new therapy delivery?

2.  Consider that neuromodulation is often used in cases that have exhausted all 
other forms of treatment for a disorder – i.e. the disorder is ‘refractory’ to best 
medical or other treatment.  Given the risks associated with neuromodulation, 
whether thought to be high or low, decide if it makes sense both clinically and 
ethically to consider using neuromodulation earlier in the treatment course.
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 INTRodUcTIoN

 As neuromodulation therapies become a treatment standard for a variety of 
disorders including medically refractory  Parkinson's disease ( PD), essential 
tremor, dystonia, pain syndromes, epilepsy, psychiatric disorders, and other 
future indications, more is being learned about the longevity and function of 
the implantable stimulator and its components. A literature review describes 
a 15–30% failure rate that includes both infection and device failure [1–9].  As 
neuromodulation becomes more prevalent due to increased disease penetration 
and as the number of medical conditions that are treatable with implantable 
neuromodulation devices increases, the total number of device failures will also 
rise.  With this in mind, a systematic method for  trouble-shooting these failures 
is necessary in order to minimize both neuromodulation ‘downtime’ and the 
number of invasive actions required to identify and replace failed components.

 Surgery to isolate and fix device malfunctions takes time, is expensive and 
exposes the patient to additional risk.  Therefore, it is important to evaluate 
completely the patient who is responding poorly to neuromodulation before 
manipulating his/her device surgically.  The potential causes of a poor response 
to neuromodulation include badly placed leads, an incorrect initial diagnosis, 
poor stimulator programming, and a worsening disease state [10].  If specific 
symptoms or electrophysiological data derived through device interrogation do 
not suggest a device failure (see below), these clinical issues must be ruled out 
before assuming that a device malfunction exists.  However, even when it is clear 
that a malfunction is present, it is essential to make every possible attempt to 
localize the fault  non-invasively before embarking on surgical interventions.

 Unless a failure mode, such as a lead fracture, is visible on  x-ray, locat-
ing short or ‘open’ circuits in system components is very difficult with current 
 manufacturer-supplied hardware and software.  Intermittent system problems 
are especially difficult to locate, and the differentiation of an intermittent prob-
lem from a pseudo problem can be nearly impossible.

 Jay L.  Shils,  PhD1 and Jeffrey E.  Arle,  MD,  PhD2

1Director of Introperative Monitoring, Lahey  Clinic,  Burlington,  MA
2Director, Functional Neurosurgery and Research, Lahey  Clinic, Burlington, MA;  
Associate  Professor of Neurosurgery, Tufts University School of Medicine Boston, MA

 Intraoperative  Evaluation

 Chapter 15

 Essential  Neuromodulation.  DOI: 10.1016/B978-0-12-381409-8.00015-2
Copyright © 2011 Elsevier Inc. All rights reserved
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 PRINcIPlEs of AssEssMENT

 The system

 The neuromodulation system consists of:

1. a multicontact stimulating lead
2.  a combination implantable pulse control system and  self-contained power 

supply (IPG)
3. an extension cable that connects (1) to (2) (see  Chapter 9).

 At this time, there are two  Food and  Drug  Adminstration ( FDA) approved leads 
for deep brain stimulation ( DBS):  Medtronic models 3387 and 3389, with 
other manufacturers running or getting ready to run clinical trials.  For spinal 
cord stimulation ( SCS), there is a much wider choice of approved electrodes 
and implantable pulse generators ( IPGs) from multiple manufacturers.  The 
 Appendix contains a list of all approved systems with images.

 In all cases, the lead needs to be secured.  For  DBS, this occurs where it exits 
the skull, and for  SCS this occurs with a friction suture cover.  For  DBS, the excess 
length of lead wire is coiled beneath the scalp and connected to an extension wire 
[11], which is thicker and more durable than the lead.  For  SCS, the lead may 
or may not use an extension wire. Conductors in the Medtronic DBS and SCS 
extensions are made from silver core  MP35N.  Each conductor is coiled and set in 
an individual cylindrical opening which reduces the chance of shorting.

 The  dBs circuit-Paradigm for all fault testing

The DBS extension is passed through a subcutaneous tract that traverses the ret-
rosigmoid sinus region and neck to an ipsilateral subcutaneous pocket in the sub-
clavicular area of the upper chest.  There the extension is connected to the  IPG. 
 For a dual stimulation device, each lead is connected to a single extension wire 
via a  ‘Y’-adapter (‘Y’ in shape only – all contacts are still individual). A silastic 
cover (boot) is placed over the lead–extension connection and two suture ties are 
placed on each end creating a  water-tight seal for the connection ( Fig. 15.1).  The 
connector screws are made from titanium and the connector blocks from stainless 
steel.  The extension insulation is silicone rubber and polyurethane while the con-
nector block is sealed in silicone rubber and  siloxane-coated silicone rubber.  The 
maximum resistance of the complete extension wire is 7 Ω.

 In order for current to flow through an electrical circuit, the circuit needs 
to be configured in a closed loop.  The electrical circuit that contains the  DBS 
system is depicted in  Figure 15.2.  The power source provides a constant voltage 
pulse of potential V that, when activated, sends a current around the circuit.  The 
current (I) is determined by the potential (V) and the impedance (Z) that the 
potential needs to overcome.

 I =    V __ Z   (15.1)
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 For neuromodulation, impedance includes both the circuit resistance and 
the effects of capacitance and inductance at the biomechanical interface of the 
electrode and tissue.  Therefore, the total circuit impedance is composed of three 
elements:

 fIgURE 15.1 Example of the connection between the lead and the extension.  The lead slides into 
a connector that has 1 to 4 screws for securing the lead in the connector. A silastic cover is placed 
over the connection to keep fluid from interfering with the electrical contacts.  Finally ties are placed 
on either end of the silastic cover to make the connection watertight.

 fIgURE 15.2 A graphical representation of the  DBS and  SCS systems.  For the  DBS system the 
 IPG is usually placed in the chest, but can also be placed elsewhere if the patient desires or for other 
medical reasons.  For the  SCS system the  IPG is usually placed in the upper buttock or abdomen.
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1. the connections between the system components
2.  the impedances of the conductors (wires) used in both the extension cable 

(<7 Ω [12]) and the lead (<100 Ω [11])
3.  the brain–body–electrode interface, which contributes the largest imped-

ance.

 It is also important to note that the impedance of tissue varies with the stimu-
lation frequency.  Thus, comparing impedances over time is only useful if the 
same test frequency and pulsewidth were used.  In general, as the frequency 
increases, the measured impedance of the biologic material decreases [13–15]. 
 For example, for an intact  DBS system, normal impedance values for a test 
pulse of 210 ms at 30  Hz, when referenced to the  IPG case (i.e. monopolar con-
figuration), should range between 600 and 2000 ohms with a current between 9 
and 25 mA using 2.0  Volts.  This is true for electrodes located within the subtha-
lamic nucleus ( STN), globus pallidus pars interna ( GPi), and ventral interme-
dius ( VIM) when using the  Medtronic model 8840 programmer in the electrode 
impedance test mode, not during therapy measurement testing.  Future systems 
may use different test parameters and will yield different normal impedance 
values.  Also, normal impedance values in other brain regions may differ from 
those observed in these three areas.

 The literature describes very little anatomical change at the electrode–brain 
interface as a consequence of chronic  DBS [16–18].  Therefore, one may con-
clude that a major change in the measured electrical properties of impedance 
and current over time will most likely occur at the other two primary circuit 
impedance points (i.e. the conductors and connection points).  It should be noted 
that within 3 months of implantation there may be large changes in impedance, 
likely due to surgical healing.  Three types of electrical failure modes have been 
identified in implanted neuromodulation systems:

1. foreign body accumulation at the connection points
2. an ‘open’ circuit (i.e. a break in the circuit path)
3.  a ‘short’, which is a new unexpected and unwanted circuit pathway between 

what should be independent circuit elements.

 An internal failure of the  IPG is exceedingly rare, but possible. However, locat-
ing a problem in the  IPG is more complex and is arrived at through a process of 
elimination, when all other testing, to be described below, fails to localize the 
failure.

 Under the ‘open’ circuit condition, current is unable to flow due to a break in 
the pathway ( Fig. 15.3).  If the circuit is completely ‘open’, the measured current 
will be zero and the impedance will be ‘infinite’.  If the circuit contains an inter-
mittent ‘open’ and ‘closed’ condition, current will flows some of the time (tran-
sient mode failure), during the time in which current flows through the circuit 
may appear normal.  Intermittent ‘open’ circuits are very difficult to troubleshoot, 
and may only be found during the actual ‘open’ period.  An intermittent ‘open’ 
circuit could be seen when a break in the conductor leaves the two ends in close  
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proximity.  When the ends are in contact, the circuit will function normally, how-
ever, if the extension or the lead are moved (e.g. while turning the head), the 
ends separate and the ‘open’ circuit condition occurs.

 In patients with quickly reacting symptoms such as tremor, which var-
ies quickly in relation to the state of stimulation, the ability to diagnose an 
intermittent ‘open’ circuit is easier than in patients whose symptoms change 
more slowly.  If the intermittent condition is very brief, no abnormality may be 
detected.  Patients with brief intermittent ‘open’ circuits may derive benefit from 
stimulation, but the results will be suboptimal.  Therefore, if a patient presents 
with an unexplained reduction in therapeutic efficacy, but the system appears to 
be functioning properly, one must consider a transient mode failure.

 In a ‘short’ circuit situation, current is shunted away from the electrode con-
tacts in the brain.  This is because the new circuit pathway, created by the ‘short’, 
is of lower impedance and ‘draws’ current away from the lead tip.  For the inter-
nalized stimulation system, there may be multiple  short-circuit types.  The first 
type involves a break ( ‘open’-circuit) in the extension or lead insulation.  The 
wires on the  IPG side of the break may touch each other causing the current to 
flow only in the electrical circuit and not in the body.  Under this condition, one 
will measure very low impedance and very high current during the therapeutic 
test (see below).  The terms ‘high’ and ‘low’ are used because the normal values 
depend on the therapeutic settings being employed, the target tissue, and the 
device model.  Thus, it is critical to look at the therapeutic parameters at each 
visit so that a reference exists for each particular patient.

A second type of ‘short’ occurs if the insulation between the conductors in 
the extension breaks down and the conductors begin to short due to contact with 

 fIgURE 15.3 A schematic representation of current flow in an electrical circuit. (A) shows a 
normal circuit. (B) shows an open circuit where no current can flow into the load. (C) shows a short 
circuit where current will be shunted away from the load via the short.
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biological tissue.  Since there is no ‘open’ circuit, some of the current flows back 
to the  IPG via the shorted wire, while the rest flows to the conductors in the 
brain.  As a consequence, some ‘inactive’ contacts may transmit current, stimu-
lating unintended areas of the brain.  Short circuits can cause excessive current 
flow because, when the impedance trends toward zero, the current will exceed 
the maximum desired, rapidly draining the power source.  One dangerous prob-
lem with ‘short’ circuits, and the high current that results, is that this high cur-
rent may break down the insulation, causing additional unwanted current paths. 
 Also, higher current can generate heat at the site of the short which will, in turn, 
heat adjacent tissue, generating potential burns.  In  Figure 15.4 burns can be 
seen on the extensions wires removed from this patient.

A third type of ‘short’ circuit condition can arise when fluid enters the con-
nection between the extension and the lead or the extension and the  IPG.  The 
fluid can act as a conductor, shunting the current away from the stimulating 
electrode surfaces to other unintended contacts.  In monopolar configurations, 
the shunted current may activate an alternate conductor, again sending current 
to an inactive electrode, stimulating an area of brain inadvertently.

 Monopolar and bipolar stimulation behave, to some extent, differently in fail-
ure modes due to the differing return pathways for the current.  During monopo-
lar stimulation, the return is the casing of the  IPG.  If the lead and extension wire 

 fIgURE 15.4 Example of a burn inside the lead insulation.
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insulations are intact (i.e. the break is inside an intact insulation), the insulation 
will create a very high resistance thus still allowing the current to flow to the 
lead and not from the break point to the  IPG.  However, if the insulation has a 
break, current will escape from the opening back to the  IPG and the patient may 
feel a ‘shock’ at the break point.  For the ‘short’ circuit situation in a monopolar 
configuration, the current will be split between the two shorting leads if only one 
lead is active.  No changes will be seen if both of the leads are active, assuming 
the insulation is not broken.  If the short is between the connector and the  IPG, 
the patient may feel intense pain at the  IPG site. A note of caution: under normal 
circumstances thin patients may feel a sensation at the location where the  IPG 
is implanted during monopolar stimulation, which may be mistaken for a short 
circuit.  However, interrogation of the system will reveal normal impedance.  If 
the insulation is broken, a shock may be felt at the break point.  If the impedance 
at the break point is lower than that of the electrode contacts in the brain, current 
will pass from the break point to the case, taking the path of least resistance.

 During bipolar stimulation, multiple types of ‘open’ circuit situations can 
occur.  If the insulation is intact, no current will flow in the circuit.  If, however, 
the insulation surrounding one of the conductors is broken, current will flow 
along two pathways.  The first pathway is from the insulation break to the ref-
erence electrode.  The second is the intended pathway between the active and 
reference electrodes.1  The amount of current flowing at the break will depend 
on the relative impedance in each pathway.  In fact, no problem may be noticed 
by the patient in the case where the impedance at the break point is very large.  If 
both conductors are broken, current will most likely flow at the break point.

‘ Short’ circuits also present in multiple ways depending upon the state of the 
insulation and the state of the conductors at the location of the ‘short’.  If the insu-
lation and the conductors are fully intact, minimal current will get to the brain 
because the impedance at the short is very low.  If the insulation is intact and mul-
tiple electrodes are being employed for therapy, two conditions could arise.  First, 
if the short is between the active contact and another (an electrode not used for 
the patient's particular therapy program), or the reference and another, the current 
will be split between the normal circuit and the new path, stimulating an unin-
tended region of the brain.  Second, if the short is between two active contacts 
or between two reference contacts, no difference will be seen.  If the insulation 
is broken, the current has multiple pathways it can travel and the current to the 
electrodes will most likely be reduced due to the low power supply resistance.

 Note that in contrast to constant voltage devices, the internal resistance of 
 constant-current stimulators must be very high to ensure that the power supply 
and not the load controls the current delivered.  In every day life, load typically 
controls current.  For example, when we turn on a brighter light at home, the 

1.  At first one may think that, if there is a break in the wire and conductor, then no current will get 
to the target.  Yet, if there is fluid in the conductor between the breaks, then a current pathway may 
exist for energy to get the target.
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lamp draws more current from the power supply.  In a patient, the electronics 
need to operate in reverse, so that when there is a short, the power supply will 
automatically ‘limit’ the current to a safe level.  In the home, there are fuses and 
circuit breakers for protection.

  NoN-INVAsIVE TEsTINg

 When evaluating a patient with a reduction in stimulation efficacy, signs of a 
potential device failure include:

1. a sudden change in the therapeutic benefit of stimulation
2. strange electrical shocks along the circuit pathway
3. a sudden onset of muscle contractions
4. a sudden onset of continuous or intermittent paresthesias
5. a sudden change in vision
6. battery depletion long before expected.

 The techniques and methods for troubleshooting a malfunctioning  DBS device 
fall into two categories:  non-invasive testing performed in the clinic, and inva-
sive testing performed in the operating room ( OR).

 Initial testing is performed with the clinical patient programmer.  Observe 
and record the following:

 1. device state (on/off)
 2. number of activations since the previous visit
 3. percentage of  on-time since the previous visit
 4. battery voltage
 5. therapeutic impedance
 6. therapeutic current
 7. monopolar impedances
 8. monopolar currents
 9. bipolar impedances
10. bipolar currents
11. battery charging.

 All eleven of these details are discernable with the programmer.  It is critical that 
at the end of each visit the internal counters in the implanted  IPG are reset so 
items 2 and 3 above are accurate.  If the device is ‘off’ the clinician must attempt 
to determine why and when it turned off.  One way to estimate the length of time 
the device was shut off, if a singular event, is to determine the amount of time 
the device has been off.  This can be estimated by observing the date of the last 
reset and subtracting the total hours used from the total hours since the last reset 
and calculating the intervening hours by:

  
∼Days Since Off = (Number Of Days Since Reset × 24) − Hours Used

     ____________________________________________________   24

  

(15.2)



335chapter | 15  Intraoperative  Evaluation

 The patient should be questioned about specific events within a few days of 
this estimated time.  Ask the patient about recent travel, shopping or other excur-
sions.  Ask if they were near large power lines or electrical substations or close 
to large neon signs.  Ask whether they used power tools or welders.  Finally, ask 
about any impacts they may have taken to the IPG area.  Newer stimulation sys-
tems (i.e. post 2003) are less susceptible to external magnetic interference, but 
the patient's recent history to such exposure should be recorded.  If the patient 
cannot recall any specific event (the most common case) turn the device back 
‘on’ and run both the electrode specific impedance and current checks as well as 
the therapeutic parameter check.  If all parameters are within the normal range, 
no other changes are necessary.  Recommend that the patient keep a diary of 
potential causative external events (as cited above) in order to have a record if 
the same situation arises in the future.

 If the battery voltages test at a reasonable level (see device specifications), 
the next step is to examine the circuit integrity.  To accomplish this, both the 
electrode circuit test (each electrode and each electrode combination is checked) 
and the therapeutic test (current and impedance at the therapeutic settings) need 
to be performed.  Both are needed since an acceptable therapeutic test will not 
always identify a short circuit involving an ‘inactive’ electrode, which could 
be the cause of paresthesia, contractions, visual problems, or poor therapeutic 
results due to the stimulus being shunted from desirable to undesirable brain 
areas.  When performing the therapeutic parameters test, major impedance and 
current changes (i.e. >200 ohms and >20 mA, respectively) since the last visit 
will indicate a problem.2  However, remember that during the first 3–6 months 
after implantation, changes of this order may be observed as a result of the nor-
mal brain healing process.

 The results of the bipolar component of the electrode testing program help 
one to make sense of abnormalities or changes found during the therapeutic test. 
 During bipolar testing it is critical to look at all of the electrode combinations, 
not just those involving active contacts. A low impedance value and a high cur-
rent value between any electrode pair that includes an active electrode indicates 
that a  non-planned current is being delivered.  For the case where the active elec-
trode is paired with an inactive electrode, current is being delivered to an area of 
the brain that should not be receiving any current.  For the case where the active 
electrode is paired with another active electrode of opposite polarity, an inap-
propriate amount of current is being delivered.  Either of these cases will require 
replacement of some system component.  If the short is between two inactive 
electrodes, no changes may be required.  If no abnormal values are noted then 
more investigation is necessary.

2.  Some manufacturers do not provide specific impedance and current values.  Instead, they give a 
numeric value indicating the status of the lead and the battery life.  Thus, it is critical to have a copy 
of the device specifications for reference.
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 Monopolar impedances and currents should also be investigated using the elec-
trode test program as the problem may not involve a specific electrode pair but 
could reside within a single conductor or within the  IPG switching matrix.  An 
‘open’ circuit (very large impedances and very low currents) in electrodes that are 
inactive could indicate a future problem in an active electrode or an intermittent 
fault.  Intermittent faults are generally the most difficult to localize.  This is because 
they may not show as faults during normal testing with the clinical programmer. A 
break in an inactive electrode is good evidence that there may be a transient fault in 
an active lead in the event of a sudden change in therapeutic benefit.  Another way 
to identify intermittent faults is to manipulate the lead connector lightly under the 
skin while asking the patient if he/she feels any changes.  If the intermittent fault is 
causing motor or sensory phenomena this technique has a good chance of exposing 
it.  When manipulating near or at the break point, the patient may experience sharp 
paresthesias or contractions.  If no paresthesias or contractions are found when 
manipulating the lead or extension wire, but a transient fault is still suspected, a 
lateral and anteroposterior (  A-P)  x-ray of the chest, head and neck may be useful 
in locating a troubled area in the lead or extension. A potential troubled area is one 
where there is a sharp bend in the lead or extension, or one where the wires appear 
to be broken.  It has been the authors’ experience that near the connector, the wires 
may appear broken even when they are intact.  Utilizing information from the  x-ray, 
push on the wire at the point where the  x-ray indicates a problem and then  re-test 
the system using the electrode test program.  Manipulating the lead and extension at 
the break point may cause a change that can be detected.  It is especially important 
to do this testing at the connections (i.e. the lead to extension connection and the 
 IPG to extension connection).   X-rays may also be used to determine if there are 
large breaks in the lead or extension wire ( Fig. 15.5).

  Non-invasive active testing

 In order to identify more complex failures, such as transient failures, or better to 
localize a failure, we developed a technique that utilizes either an oscilloscope or 
an intraoperative neurophysiological monitoring system with electromyography 
( EMG) software to visualize the electrical pulse traveling through the circuit.  By 
analyzing the shape and amplitude of the recorded wave one may determine:

1. whether or not a fault exists
2. the type of fault
3. potentially the exact location of the fault.

 Figure 10.12 shows the theoretical shape of the  IPG wave.  The testing is per-
formed in both monopolar and bipolar modes.  This technique is based on the 
principles underlying surface  EMG and far field evoked potentials.  The electri-
cal potential generated in the muscle or nerve synapse forms an electric field 
( Fig. 15.6) that can be recorded on the skin.  The measured impedance (ignoring 
normal lead properties) is that from the electrode contact at the target and the 
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 fIgURE 15.5 Example of a break in the lead as seen on both   A-P skull film and after explanting 
the system.  It should also be noted that suture for the silastic cover can also show as a break.

 fIgURE 15.6 DBS testing example. These are the locations of the test points on the surface of the 
skin.  The ground is placed over the  IPG while the active and reference leads are moved over the wires.
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case in instances where monopolar stimulation is used.  This impedance consists 
of all the energy that is dissipated in all the tissue along the pathway, includ-
ing the skin.  Thus, by placing recording leads on the skin, the voltage gradi-
ent between the two leads can be recorded.  If all the wired connections are 
intact then signal that is recorded on the surface of the skin will be similar for 
all leads and skin locations measured.3  If there is a break in one of the wired 
elements, then the potential that is generated on the skin during stimulation 
with that lead will be different as compared to the other leads.  Depending upon 
the relationship of the ‘open’ circuit to the recording electrodes (i.e. distance 
from the ‘open’ circuit, space between the active and reference electrode, and 
whether or not the ‘open’ circuit is located between the recording electrodes 
or not), the signal will either be larger or smaller than when it is between the 
other leads.  In the normal intact stimulation system, the primary signal is a far 
field signal that is generated at the electrode– tissue interface.  If there is a break 
in the lead or a short between wires, then a new synaptic point is created.  This 
new point will divert some, or all, of the signal from the electrode tip–tissue  
interface.  If the signal diversion is kept completely inside of the insulation and 
the diversion is an ‘open’ circuit, the far field amplitude at the electrode-tissue  
interface will have a smaller amplitude than the normally operating system.  If 
the signal diversion is kept completely inside of the insulation and the diversion 
is a  short-circuit bringing an inactive electrode into play, the far field amplitude 
at the electrode–tissue interface may be larger in either the positive or nega-
tive direction during bipolar stimulation or in both directions during monopolar 
stimulation.  This is due to the larger spread of energy in the brain target tissue.  If 
the signal diversion is kept completely inside of the insulation and the diversion 
is a break with a short to another contact, the far field amplitude at the elec-
trode–brain interface may show either an increase in amplitude or a decrease 
in amplitude, but a change will be noted.  If the diversion is at a point where the 
insulation is broken, there will likely be an increase in the signal at the point of 
the break for an ‘open’ circuit, or the amplitude will decrease as the recording 
electrodes are moved away from the short in the case of a short circuit.

 During monopolar stimulation the circuit pathway includes the  IPG, exten-
sion, lead, and body back to the  IPG (see  Fig. 15.3A).  Monopolar testing is 
performed in two different steps (note that by monopolar we mean the  IPG 
stimulation configuration).  The first step is to place the reference electrode on 
the skin over the closest point to the electrode.  For example, in  DBS, this is 
where the lead enters the brain.  The active test electrode is then moved along 
the active recording electrode along skin overlying the system pathway.  Large 
changes in the recorded voltage indicate that the active recording electrode is 
near the area of a failure.  The second step is to separate the active and reference 
electrodes by about 3 cm and move the pair along the system.  While moving 

3.  There will actually be a slight amplitude variation due to the impedance differences in the leads. 
 This difference will be well below any change that is detected from a fault.
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the electrodes, carefully palpate the wire between the leads (if possible).  If the 
wires are intact, the recorded amplitude should change only 5–10% owing to 
geometry and normal body impedances.  Larger changes indicate the site of a 
break.  This procedure should be done while activating each of the stimulation 
system contacts in a monopolar configuration.

 One problem with this technique occurs when the break is very close to the 
 IPG or is within the  IPG–extension connector.  This is because the  IPG generates 
the signal and therefore it is difficult to determine if an increase in the recorded 
amplitude is resulting from a break or simply reflects proximity to the stimulus 
source.  Figure 15.7 shows an example of an ‘open’ circuit test when the active and 
reference electrodes are placed on either side of a transient break in the extension. 
 When the wire was manipulated the ‘open’ circuit occurred.  The patient in the case 
report section later in this chapter is an example of such a situation. A variation  
of this testing method, for a DBS system, is performed by keeping the reference 
electrode at one end of the circuit and moving the active lead along the extension 
wire and lead external to the skull.  When the active lead and the reference point 
are on the same side as the break, the potential will be very small.  When the active 
lead comes close to the break point, the potential will start to increase rapidly.

 Testing for faults when the system is in a bipolar configuration allows for bet-
ter localization of short circuits.  When a short exists, two, three, or up to all wires 
may be implicated.  If all four leads are shorted, the signal passing through the 
wire will encounter a nearly zero impedance and thus the field generated in the  

 fIgURE 15.7 Examples of the  DBS signal recorded from a system in a simulated body load and 
from a surface recoding where the impedance was 560 ohms.  The initial negative peak is the cath-
odal stimulation amplitude that is represented by the voltage value that is set on the programmer. 
 The positivity represents the charge balanced component of the wave form.



PART | V Troubleshooting and Repair340

surrounding tissue will be too small to be detected if it exists at all.  If the short 
exists at a point where there is a break in the insulation or at a connection point, 
due to the introduction of some biological tissue or fluid, the signal may be large 
enough to be detected up at the surface of the skin.  If there is a question as to 
whether a short exists, all bipolar combinations need to be checked.  If it is already 
known that a short exists, then the shorted wires should be checked relative to a 
good wire (shorted wires as cathode, good wire as anode).  By placing the active 
and reference surface electrodes furthest from the  IPG, recording a signal, and then 
manipulating the wire through the skin while moving along the wire, one may see 
a change in the signal at the break area.  The purpose of the manipulation is to break 
and make the short, which will change the impedance and thus the signal picture.

 INTRAoPERATIVE TEsTINg

 Despite our best efforts, there are still instances where  non-invasive testing cannot 
indicate the defective element to replace. For a DBS system replacing the brain 
lead obviously poses the greatest risk and inconvenience to the patient.  Therefore, 
it is imperative that every effort be made to rule out faults in the other system com-
ponents before proceeding with lead replacement.  When necessary, we perform 
invasive testing under general anesthesia with endotracheal intubation.  Unless the 
 IPG is known to be defective, or the battery needs replacement, the first incision 
is made at the extension–lead connection so that the lead may be tested inde-
pendent of the other system components.  The incision is made directly over the 
connector and is of sufficient length (typically 3 cm), to provide enough room to 
remove and replace the silicone cover boot.  The incision should avoid crossing 
or  ‘T’-ing into a prior incision made during the original placement.  Care must 
be taken at every step not to damage the lead (even cleaning and drying it with a 
gauze pad can inadvertently catch and pull a contact free of its connector).  It is 
best to avoid monopolar cautery, use of which may cause heating of the implanted 
electrodes and injury to the surrounding brain.  It is essential to note every detail 
of the tissue and the state of the hardware when it is initially encountered.  In 
particular, fluid type, amount, and location, as well as the exact configuration of 
the wires, boot, and sutures may be important and should be appreciated before 
disturbing the hardware for evaluation.  Avoidance of local anesthetic injections is 
recommended as inadvertent needle damage to a wire or the introduction of fluid 
within the boot can confound the intraoperative evaluation.

 The extension–lead connection is examined first.  We have sometimes found 
that fluid becomes trapped within the plastic boot that is placed over the lead–
extension connection, causing a short between the connections.  The exterior 
of the boot can be gently patted dry.  Do not press too firmly when drying the 
boot as fluid can be forced out thereby erasing the evidence.  The two sutures 
on each end of the boot should be removed and the boot slid off of the connec-
tor.  The connection should be opened using the small hexdriver supplied by the 
manufacturer.  Both the lead and extension connection should be dried.  Using a 
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small suction tip, the inside of the female end of the connector can also be dried. 
 The boot should be checked for cracks, holes or other defects, and replaced if 
any defect is found.  In rare cases, each tiny set screw should be removed and 
cleaned and its connector threading cleaned and dried as well.

 If the boot is intact and no fluid is observed in the connection, the extension 
should be the next component tested.  It is tested by using the implanted  IPG as 
the power generator and recording signal on the exposed end.  We use small ster-
ile alligator clips to attach to the small connections on the exposed end of the 
extension.  The wires attached to the clips are passed from the sterile field and 
connected to an oscilloscope across a 1 kΩ resistor.  The  IPG programming head 
is placed in a sterile bag and positioned over the  IPG.  All electrode combinations 
are tested.  For these tests, the  IPG parameters are set to 2.0  Volts, 60  Hz, and 
210 ms.  During each test, the surgeon manipulates the extension through the skin. 
 Both shorts and ‘open’ circuits will cause a reduction in the signal observed on the 
scope and will show a flat or much reduced trace.  If this occurs while testing any 
electrode combination, the extension wire should be replaced.  The next step is to 
test the brain lead itself.  For  DBS patients this is somewhat more difficult because 
we do not have access to the full lead, specifically the end that is in the brain.  In 
the authors’ experience, we have encountered only one case where the lead was 
defective inside the skull.  Two areas of the lead that are accessible and that should 
be checked when investigating the lead are the area near the extension–lead con-
nection and the area near the cranial locking mechanism.  For  SCS patients, more 
of the lead is accessible, yet, until all accessible lead areas are tested, care should 
be used to keep the electrodes from moving on the spinal dura.

 If the lead and the extension are intact, and the boot had no fluid in it, the 
 IPG must be exposed to test its integrity.  The continuity of the  IPG–extension 
connection is tested in a similar fashion to the lead–extension connection, using 
small alligator clips attached to the battery end connector of the extension wire. 
 During the test, the extension connector should be manipulated to elicit any 
transient fault.  The  IPG should be inspected for fluid and cleaned.  If the circuit 
is intact the sole remaining possibility is that the  IPG has an intermittent fault 
and needs to be replaced.

 TEsTINg METHodology

 Initial interrogations of devices with suspected malfunctions are performed with 
either the particular manufacturer's external programmer/testing device.  All 
contacts are tested in both monopolar and bipolar stimulation modes.  For  DBS, 
when testing in monopolar configurations, the presence of identical impedances 
and currents (to within ±5 Ω and ±1 mA) in any two leads suggests a short circuit, 
which should be further investigated with bipolar testing.  For  SCS and motor 
cortex stimulation ( MCS) patients, this condition can be met without indicating a 
failure.  During bipolar testing (same test parameters as described above) imped-
ances <200 Ω and currents >200 mA indicate a short between the tested leads.
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 When a fault is identified or if an intermittent fault is suspected, we proceed 
to our  non-invasive detection technique.  Nicolet skin recording electrodes (model 
 019-420800,  Viasys  Healtcare,  Madison,  WI) are preferred.  The reference and 
ground electrodes (for the  EMG/ IOM machine ( Nicolet  Viking  IV,  Madison,  WI)) 
are placed over the  IPG and then over the lead–extension connector.  Prior to plac-
ing the leads, the skin is prepped with alcohol and dried.  Skin prep is not used in 
order to minimize the risk of skin breakdown over the length of the system.  Thus 
far, all measured skin electrode impedances were below 1 kΩ when using the 
 EMG/ IOM machine.  The oscilloscope ( Tektronix model  TDS 3032,  Beaverton, 
 OH) impedances measured with an impedance meter ( Grass  Model   F-EZM5, 
 Grass  Telefactor,  Warwick,  RI) were similar to the values given above.  The instru-
mentation is set up as follows: the time base of the oscilloscope is set to 100 ms/div 
and 2 ms/div.  The time base of the  Nicolet  Viking  IV is adjusted to 10 ms/screen. 
 The output of the  IPG is adjusted to 2.0  Volts.  The pulsewidth and frequency are 
unchanged from the values of the clinically effective settings.  For some  EMG 
machines, it may be easier to see the wave when using a larger pulsewidth.  It is 
important to note that, in this configuration, the anodal component of the charge 
balanced pulse will have a larger amplitude and shorter pulse length and will 
therefore look a little different than the waves depicted in  Figure 15.7.

 The contacts are tested in sequential order starting at the most ventral contact or 
most cranial contact.  The scale of the recording device is adjusted so the full wave 
is visible on the screen. A short segment of each contact is recorded, noting both 
the amplitude and phase of the signal.  After each contact is tested, the amplitudes 
are compared.  If no major amplitude changes (greater or less than approximately 
25% of most of the leads) are observed, each contact is tested again.  During the 
second test, the extension and connector are all tapped with a finger.  In later tests, 
both of these techniques were combined.  The skin over each element is also gen-
tly manipulated.  Any system amplitude and phase perturbations are investigated 
further.  Figure 15.7 shows an example of such a signal change.  In many cases, the 
location of the failure can be found by gentle manipulation of the system.

 For an ‘open’ circuit with two faulty conductors, moving the active test elec-
trode over the implanted extension and lead will record a large reduction in ampli-
tude at the site of the break during manipulation.  This is due to the two open leads 
shorting during the manipulation.  For a single wire ‘open’ circuit, one may or may 
not observe a large amplitude decrease.  For the single lead ‘open’ case (where the 
lead has penetrated through the insulation only), the test needs to be performed in a 
bipolar mode and the stimulation voltage may need to be increased to 3 or 4 volts. 
 Care must be taken when doing this to avoid causing the patient any discomfort.

 ExAMPlEs

 The patient is a  75-year -old male with  PD.  The patient underwent staged 
bilateral  STN  DBS implants in the fall of 2000.  Two and a half years later, 
the patient presented with electrical shock sensations down the anterior and  
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posterior aspects of his leg and arm.  He stated that these sensations were some-
times associated with movement of his neck, but not one specific movement. 
 Manipulation of the battery and extension wires failed to reproduce the symp-
toms.  No abnormalities were found with the programmer.  We hypothesized 
that a transient short was present due to the paresthesias in the leg and arm. 
 Since the sensations were on the left side it was felt that the problem was with 
the right  IPG.

 Figure 15.8 shows the results of the  EMG signal tests. A reference lead was 
placed over the  IPG and the active lead was placed over the lead–extension 
connector.  When the  IPG was set to monopolar mode ( Fig. 15.8A–D), contacts 
0 and 3 showed a full signal while contacts 1 and 2 exhibited an amplitude 
reduction of >50%.  Bipolar testing was then performed.  Figure 15.8E shows 
the results of the bipolar test with no pressure on the extension.  Figure 15.8F 
shows the results of the test when pressure was applied over the right mastoid 
region, the only place where pressure elicited this change.  Figures 15.8G and 
15.8H show the same type of testing on the left  IPG with no changes in the sig-
nal.  Based on these results, the right extension was replaced with a resolution 
of the difficulties.

 fIgURE 15.8 This series of tests shows how a transient short is seen on the output of an  EMG 
machine as compared to the good side.  It was thought that reduction in amplitude was due to a 
partial short where there was still some continuity between the  IPG and the lead, but the wires were 
touching in the insulation also.
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 coNclUsIoN

 The testing paradigms described in this chapter have been developed through 
more than 15 years of experience with implantable stimulation systems.  Our 
current testing algorithm is exhibited in  Figure 15.9.  Clinic testing times range 
from 30 minutes to 4 hours depending on how complex the fault mode is and if 
they are a function of the disease (i.e. does the patient need to have the disease 
symptoms to notice the failure?).  Unfortunately, even after working through all 
of the testing described herein, there are still a small number of cases where 
the failure may not be localized  non-invasively.  Often, in such cases, simply 
opening the system and cleaning the connections has restored proper device 
function.  We have assumed that, in these cases, failure was due to fluid in the 
connector, but were not able to prove this.  Nevertheless, we are typically able to 

 fIgURE 15.9 This flow chart is designed to offer a general pathway through trouble shooting 
starting from the simplest  non-invasive tests to the most complex invasive tests.  Even though the 
most complex tests may offer instantaneous results, we feel that the invasiveness to the patients is 
not warranted until all other options have been met.
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localize system faults accurately while minimizing the number of surgeries and 
the number of surgical incisions needed to fix the problem.
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 Although I am  co-author on this chapter with  Dr  Shils, my  co-editor of the book 
overall, I wish to emphasize that it is  Dr  Shils who has so well documented and 
organized the details of troubleshooting  DBS system failures, both in terms of 
methodology and in technique.  His experience in this regard spans the result-
ing complications and puzzles following over 750  DBS lead placements with 
multiple different surgeons, both more and less experienced, over 15 years.  It 
is my belief that there is no better analysis of this aspect of neuromodulation, 
that of sorting out and fixing system failure, than this.  Despite this high level 
of praise, I feel the reader deserves to consider additional perspective on what 
has been described, because it will round out the discussion to include other 
aspects of neuromodulation beyond  DBS, and because it will hopefully also 
lend the complementary views of a surgeon often involved in the same endeavor. 
 Troubleshooting is an important and  under-addressed topic in neuromodulation 
and, as such, should be read intently by anyone involved in placing or caring for 
patients with such devices.

 First, I wish to emphasize that what has been described for  DBS herein also 
applies almost in its entirety to  SCS, vagal nerve stimulation ( VNS), and periph-
eral nerve stimulation ( PNS).  The philosophy of the approach is the same.  The 
methods of analysis are very much the same.  The considerations in terms of 
fixing the problem, while different in detail at times, are basically otherwise 
the same.  As pointed out in the early part of the chapter text, there are risks to 
the patient and to the system in question by  re-operating on it, simply replac-
ing components because one does not want to take time to gain information in 
other ways beforehand.  Even more egregious are clinicians who may decide 
to replace entire systems in question with a device from a different company, 
only because they refuse to work with the currently implanted device company. 
 Certainly, the patient may want to change devices, or a device may have a new 
or different feature that allows one to solve a clinical problem for a patient in a 
unique way and changing to that device might be advised on clinical grounds.

 This kind of thinking has at times occurred in evaluating spinal cord stimu-
lators that seem to be failing.  Perhaps the patient has had difficulty with one 
company in terms of reprogramming service, or personality interaction.  Now 
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the  IPG hurts them, only when ‘on’, and sticks out a little.  Maybe the cover-
age is not complete and there is a possible break in the insulation of the lead or 
possible shorting within contacts on the lead.  In any case, the system likely will 
be explored and replaced completely, repositioning it at the same time.  In situ-
ations like this, the patient may request using the device of a different company 
without any conflict of interest on the part of the surgeon.  But, simply replacing 
an entire system for another company's system when all the patient needs is a 
battery changed is indefensible.

 Some aspects of troubleshooting a failed device must take into account the 
overall circumstances of the patient and their goals. A device may have been 
placed with the best of intentions, with reasonable forethought and testing, only 
to find that later it is not helping, or no longer helping, and the patient wants 
the device removed.  It is important to determine the real reason the patient 
wants the device taken out.  Perhaps they never really needed the device, or 
never needed that device.  One should be reluctant to remove a device if it is 
not hurting the patient in and of itself, even if it is not being used by the patient 
anymore.  There is some risk to the patient in removing a device – typically 
infection at a minimum, but in truth, there could be stroke, seizure, abscess, 
hemorrhage, or anesthetic complication removing  DBS systems; carotid artery, 
jugular vein, recurrent laryngeal nerve, sternocleidomastoid muscle or vagus 
nerve injury removing  VNS systems; spinal cord injury, dural tear with  CSF 
leak, or hemorrhage with  SCS removal; and nerve injury from  PNS removal.  So 
every effort should be made in discussing these aspects of the process with the 
patient beforehand.  It is not unreasonable simply to leave a device in place and 
turn it off if it is no longer used but does not bother the patient.  In contradistinc-
tion, it is important to consider, particularly in  DBS systems, that if the patient 
is deriving significant benefit from a device, and it looks like it might need 
exploration, removing and/or replacing the device may be a greater risk, or loss 
of benefit, than leaving the device as is, and working with the defect, even in 
cases of infection at times, where debridement and antibiotics without removal 
is worth attempting.

 Although different tissues have differing ranges of expected impedance val-
ues if tested in vivo, such knowledge should not dissuade the clinician from  
testing  SCS,  VNS, and  PNS systems and deducing whether or not the values 
found are still clearly outside of any normal range.  Most of the values discussed 
in the text here apply in these other systems, with only slight variation. As such, 
the clinician must take on the responsibility of making such determinations to the  
best of their ability in a stepwise application of logical deduction.  Only in this 
way can trauma and risk to the patient be minimized.

 Finally, and perhaps most importantly, the clinician involved in neuromodu-
lation is best served by first embracing the entire concept of neuromodulation 
overall and, as the prime corollary to this, understanding that a part of neuro-
modulation involves being able to handle the complications and solving the 
mysteries of failure when they occur – and they will occur.  The surgeon may 
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not be the one who programs most of the devices.  They may not be adjusting 
medications of the patient much.  They may not see the patient in most of their 
visits back to the institution.  This mode of thought, however, with patient safety 
and benefit foremost, will lead to the most responsible use of neuromodulation 
overall.

 sTUdy  qUEsTIoNs

1.  Define a decision algorithm for troubleshooting all devices regardless of type 
or application.  Would it need to include extra equipment for testing?  If so, 
what would be needed at a minimum?

2.  Consider the various types of neuromodulation practice (solo private pain, 
 hospital-based  DBS, academic multiapplication) and the resources, in terms of 
personnel and equipment necessary to handle the troubleshooting aspects of 
care.
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INTRodUcTIoN

One of the greatest advantages of neuromodulation therapies, and in contrast 
to ablative procedures of the past is that the anatomical and physiological sub-
strate of the therapy may continue to be manipulated long after the implant 
surgery is accomplished. The adjustment of stimulation parameters postopera-
tively is called programming and allows the clinician to modify the effect of 
the implanted device. It is the goal of programming to optimize the delivery of 
the electrical therapy by changing specific parameters of the stimulation signal. 
Even though each area of neurostimulation therapy affects different clinically 
relevant modalities, and the specific neural elements that are targeted with stim-
ulation may be different, the underlying approach behind programming is simi-
lar. When approaching the neuromodulation patient, the clinician needs to know 
the goals of the programming session (e.g. why surgery was performed and the 
expected reduction in symptoms), the potential side effects (both acceptable and 
unacceptable), the specific neural elements involved, and the time course for 
the benefits of the therapy to take effect. This chapter will describe a common 
methodology for programming and then use examples encountered in common 
neuromodulation programming situations.

oVERVIEw

Programming is the term given to the spatial and temporal adjustment of the 
stimulation signal parameters used to treat specific neurologic disorders. In all 
approved electrical delivery systems, there is a standard set of parameters that 
can be adjusted which are:

1. amplitude
2. pulsewidth
3. frequency
4. polarity (Fig. 16.1).
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The clinical relevance of each of these parameters is discussed in Chapters 6, 7, 
and 8 of this book. Most systems (Boston Scientific, Valencia, CA; Medtronic Inc., 
Minneapolis, MN; St Jude Medical, Plano, TX) allow for the activation of at least 
one of a multiple of electrical transfer surfaces (interfaces) that make contact with 
tissue. These interfaces are known as the electrodes. The polarity of the electrodes 
includes either the cathode or the anode and both are needed for a complete circuit. 
The cathode is defined as the electrode which is negative in the initial phase of the 
stimulus waveform (see Chapters 6, 7, and 8 for a more detailed description of 
these parameters). The polarity of the electrodes is the most commonly modified 
parameter, other than amplitude. Pulsewidth and frequency tend to be adjusted 
later either to reduce adverse effects or to focus the effect of neural stimulation on 
a specific neural element (e.g. cell body, axon, and axon size) [1–3].

When first approaching a programming session, irrespective of the therapy 
modality, the clinician and the patient need to discuss the desired benefit and 
also the acceptable adverse effects. Even though this has been discussed prior to 
the surgical intervention, it is important to keep these two opposing stimulation 
effects in the forefront during the application of the therapy. Also, the mindset 
during initial programming is different than during follow-up programming or 
complication and change assessment; during initial programming the process is 
evaluation while during follow up the process is fine-tuning, while during trou-
bleshooting it is evaluation and hardware troubleshooting, described in Chapter 15, 
is searching. In all, however it is only four parameters that are accessible by the 
programmer.

Figure 16.2 shows a flow diagram representing the overall pathways for suc-
cessful programming. Therapies but may differ on the internal details of each deci-
sion or action point, but the main points in the figure are similar for all therapies.

fIgURE 16.1 Stimulus waveform parameters.
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PRocEss

Hardware Evaluation

All neuromodulation systems rely a continuity of stimulation current from the 
stimulation generator (more commonly called the pulse generator) to the tissue, 
so it is critical that implanted hardware be functioning. The implanted hardware, 
as described in Chapters 6, 9, 10, and 11, includes the pulse generator (PG), the 
electrode, or tissue–stimulation interface, and the connections between the two. 
Many new devices also include external devices that can recharge the implanted 
battery and also allow the patient to adjust various parameters on their own. At 
all visits, including the initial visit, testing of this hardware should be the first 
agenda item during a patient programming visit. The time required for this is 
minimal yet, as described in the troubleshooting chapter (Chapter 15), it is both 
helpful in determining basic issues such as the lack of proper charging, or creat-
ing a record of the patient specific normative electrical parameters of impedance 
and current which can be helpful at future visits. Hardware evaluation consists 
of three components:

1. system continuity
2. battery state and longevity
3. utilization history.

fIgURE 16.2 Programming goals and cncepts.
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system continuity

Continuity assessment involves passing a known quantity of current, or generat-
ing a known voltage difference across the active and reference leads, from the 
pulse generator and then recording the variation in potential or current across the 
system. The method of testing is somewhat different for each manufacturer and 
thus the normative values are different. Also, since the implanted devices are in 
different tissues for different therapies and thus may overlie areas of differing 
biological material (e.g. CSF, gray matter, white matter, dura, blood), the exact 
values of the impedance can be highly variable. Thus, it is not the exact values 
that are important but their consistency, after an initial period of adjustment. 
Immediately after implant, and for about 3 months, tissue impedance changes 
due to the damage from the implant and the healing process. Devices that are 
passed through tissue, such as deep brain stimulation (DBS) leads, cause more 
damage than devices that are placed directly on the surface of the tissue, such 
as for peripheral nerve stimulation, or on neural coverings, such as spinal cord 
stimulation devices. Even with these devices there are impedance changes due 
to scarring and normal biologic foreign body reactions, yet they are less damag-
ing under normal circumstances [4–6]. By recording these values at each visit, 
the data can be used to evaluate potential continuity breaks, short circuits, or 
even device movements, which although unlikely, are possible [7]. The details 
of localizing the points of these failures are described in Chapter 15.

Battery state and longevity

Since there are so many different programming configurations, the exact life 
of the stimulation power supply cannot be determined. In all present devices, 
the power supply is a battery. For primary cell batteries (non-rechargeable), the 
described life span is about 5 to 7 years yet, in practice, it is usually between 
2 and 5 years for DBS devices, and between 2 and 7 years for spinal cord stimu-
lator systems. Factors that affect battery life are described in Chapter 11 yet, in 
general, the higher the amplitude of stimulation, the more time the stimulator is 
on (larger pulsewidth and higher frequency), and the greater area to which the 
stimulator is delivering energy, the shorter battery life will be. Also, in order 
to get more energy out of the batteries, specialized circuitry, in some devices, 
is designed to activate at certain values and will increase energy consumption, 
thus depleting the battery sooner. For rechargeable batteries, the life span is on 
the order of 9 years yet, as the battery gets older, the time between charges may 
get shorter, thus the amount of time the device can deliver therapy with the same 
charge is reduced. Finally, as battery use continues, the amount of energy output 
is decreased. This decrease can be either smooth and slow with the shape of a long 
hill, or quick with the shape of a cliff. Each manufactuter allows for checking of 
the battery status. Some devices, such as the Medtronic Soletra™, give battery 
output in volts, while others, such as the St Jude Libra XP™, give codes relating 
to the device status. Early systems, such as the Soletra, have slow or ramp-shaped 
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battery energy depletion curve so, even though the manufacturer recommended 
battery replacement, at a device indication of ‘low’, our center found that when 
the battery voltage was at 3.65 volts or less a battery replacement was performed 
in order to assure constant therapy. As new batteries are introduced, the value 
at which the battery should be replaced needs to be adjusted. The new Activa™ 
(Medtronic) primary cell implantable pulse generator (IPG) has a more stable 
output and thus does not need to be replaced as soon. One important note is that 
with devices having a sharp energy reduction curve versus time, the time between 
implants needs to be watched more closely since there will be a quick reduction 
in therapy if the battery is not replaced. Finally, in order to increase shelf-life, 
some batteries include a special oxidative layer to impede small transfers of elec-
trons from one polarity to the other. This layer can interfere with impedance and 
device testing when the battery is at certain values (e.g. the St Jude Libra™).

Utilization

As technology advances, the information stored in the device and accessed from 
the clinician programmers increases. Original devices (such as the Medtronic 
Itrel II and III) described length of time since last data reset, percent of device 
‘on’ time, and number of device activations, or on/off cycles. Even these lim-
ited data were helpful in determining if the device was inadvertently shut ‘off’ 
or was inappropriately cycling on and off. For example, if a patient came into 
the clinic complaining of reduced stimulator efficacy and during interrogation 
of the device it was noticed that device was in the ‘off’ state, one could, utiliz-
ing the total time since the last programming session (assuming the device was 
reset) and the percentage of time the device was ‘on’ in that period, calculate the 
approximate date the device went ‘off’ (assuming one activation).

Days   since   device   OFF =   
(%   device   on)(total   time   since   last   reset)

    ________________________________  
24

   (16.1)

With this information, discussion with the patient and or family members can, 
in most cases, determine the exact situation that caused the device to turn off and 
then avoid it in the future. Newer devices are able to keep more detailed infor-
mation of the exact times systems are in either the ‘on’ or ‘off’ state, charging 
status, program utilization, multiple program percent usage, and patient adjust-
ment times. One major problem that patients with rechargeable systems run into 
is improper or incomplete charging. A good example of a regular charging cycle 
is shown in Figure 16.3 where you can see that the patient charges their system 
every other day to 100% charge thus never allowing for a low stimulation output 
potential. Using this graph, the clinician can determine if the device is being 
charged and if not get an understanding of why. If, for example, the patient states 
they charge every day it is most likely that the patient is not placing the charger 
over the IPG properly and thus the clinician can re-educate the patient on proper 
placement of the recharger to be able to get more efficient system utilization.
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INITIAl PRogRAMMINg sEssIoN

The initial programming session should include a complete therapeutic evalu-
ation. Even if an intraoperative evaluation has been performed (which is rec-
ommended when beneficial and adverse events can be evaluated), this initial 
session creates the roadmap for all future sessions. During this session, each 
contact is independently (if the system allows) evaluated for both the benefi-
cial and adverse effects of stimulation. For example, during programming of 
the movement disorder patients, testing should be done in different medication 
states. Some of the effects of stimulation, both beneficial and adverse, may take 
hours to days to become evident. When starting a programming session, the 
patient needs to be relaxed and in a stable state. For movement disorders, having 
the patient in the medication ‘off’ state is recommended to maximize the benefi-
cial effects of stimulation. For initial pain programming, the pain should be felt 
by the patient, but should not be so excessive (unless there is no other option) 
that it can interfere with the patient's ability to report results. For other stimula-
tion therapies, such as vagal nerve stimulation for epileptic seizures, DBS for 
Tourette's syndrome or psychological disorders, adverse effects may be the only 
initial conditions that can be detected due to both the time course of the therapy 
and the duration of the symptoms or there may be only one state that is ‘safe’ 
for the patient.

All devices are delivered in a standard configuration from the manufacturer. 
Prior to starting the programming session, a complete hardware check should be 
performed. This includes checking the continuity of all electrodes and the bat-
tery voltage and current. Due to variations in manufacturers and also between 
devices, detailed procedures for these steps are defined in the device's user 

fIgURE 16.3 Patient utilization outputs.
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manual. It is important to note the initial amplitude, pulsewidth and frequency 
used for these tests since they are the ones that should be used at all times. For 
subthalamic nucleus (STN) and globus pallidus pars interna (GPi) procedures, 
we recommend 210 ms, 30 Hz and 2 volts. For ventral intermediate nucleus 
(VIM) procedures, we recommend 210 ms, 30 Hz, and 1 volt, for motor cortical 
stimulation, we recommend 410 ms, 30 Hz, and 4 volts, for spinal cord stimula-
tion, we recommend 210 ms, 60 Hz, 2 volts. For other deep brain procedures, the 
210 ms, 30 Hz, and 2 volts values should be sufficient. Vagal nerve stimulation 
systems have an automated protocol for evaluating the impedance and battery 
life. Older devices sent the energy out over a continuous period, while the newer 
devices send pulses out that are much less detectable by the patient. After, or 
prior to the hardware checks, a patient evaluation should be performed.

Initial Programming

For movement disorders therapy, it is recommended to start with a pulsewidth 
of 60 ms and a frequency of 185 or 135 Hz for all initial evaluations. These 
higher frequencies (>100 Hz) are chosen for movement disorders since they 
correspond with the best results [8–10] yet, for other conditions, lower fre-
quencies appear to be better. For instance, weight control [11], pain [12], and 
dystonia [13] have shown a benefit when using lower frequencies. Studies 
investigating DBS treatment for psychiatric disorders have found that a wide 
range of frequencies offer benefit depending upon the disease and brain loca-
tion stimulated [14]. This variation in beneficial ranges indicates that, as new 
treatments become available, optimization of programming may not be easily 
realized early on. We recommend initial programming be done in monopolar 
mode and at least 2 weeks after lead implant to give the brain and the patient 
time to recover from the procedure [15]. This programming session should be 
done in the patient's ‘off’ medication state if medication reduction or cessa-
tion is one of the end point goals. For some conditions, this ‘off’ state testing 
may not be easily achieved, such as in some dystonia patients and psychiatric 
patients and thus ‘on’ medication initial programming may be needed.

After selecting the initial electrodes, stimulation testing can begin. Starting 
at 0 volts or mA go up in 0.1 volt or mA increments until the first adverse effect 
is noted or until 2.0 volts or mA is reached. Note the adverse effects (AEs) 
if detected. Perform an evaluation of the relevant patient functions (this will 
depend on the DBS therapy modality). For all therapy modalities, adverse events 
need to be noted and the level at which they occur. Depending upon the therapy, 
the early ability to notice beneficial effects may be limited. For Parkinson's 
disease (PD) and essential tremor (ET) procedures, the beneficial effects may 
be noticed almost immediately, or at least within a few days. For example, the 
effects in PD occur so early that we can use a modified version of the Unified 
Parkinson's disease rating scale (UPDRS) part III. When testing a PD patient 
during either STN or GPi programming, we test rigidity, bradykinesia, and 
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tremor at all stop points (0.5 volts or mA), but will test gait and balance at 1.0 V 
(or mA) increments. It is important to note transient adverse effects since they 
can indicate potential changes in the electrode over time (see next paragraph 
below). Importantly, these transient effects are common and the patient should 
be informed as such. After documenting positive and negative effects, increase 
the energy in 0.1 V (mA) steps until the next half volt or mA point is reached. 
For PD, repeat the UPDRS III scoring and also note the AEs. If AEs are noted 
before this point is reached, stop increasing the energy and note the type of 
effect. If the effect is permanent, stop increasing the energy. After testing the 
first contact (most distal), sequentially test all other contacts. It is recommended 
that a short rest period be given to the patient between each electrode to mini-
mize the chances of fatigue. Figures 16.4 and 16.5 show the most common side 
effects encountered during STN and pallidal stimulation for PD.

One important feature of some side effects is that they can be transient in 
nature, and that the transient time course can be on the order of days. For exam-
ple, PD patients may become hypophonic and dysarthric during the session, yet 
over a 7–14 day period these problems become very much reduced. Adverse 
effects almost never completely resolve, but they are manageable by the patient. 
Gait disturbances and even falling are a common adverse effect noted by STN 
DBS patients. During programming sessions it is very difficult to evaluate this 
effect and the patient and caregiver need to be made aware of this. It is criti-
cal to inform the patient to keep track of potential side effects and let them 
know they should be careful when doing standard activities such as walking 
early after both the initial programming session and follow-up programming 
sessions. Additionally, in patients who were having benefit for a long period of 
time and start to develop an AE, with no change in electrode position or change 
in diagnosis, then other reasons should be investigated such as spine problems 
or accommodation.

fIgURE 16.4 GPi stimulation adverse events.
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For PD and ET deep brain stimulation patients there is no reason to stimulate 
at greater than 4.0 volts or 4.0 mA during this testing period. Initial program-
ming, has been able to reach good therapeutic benefit in PD. After a few years 
of DBS in ET patients the stimulation may need to go greater than 4.0 volts due 
to accommodation1 [16]. Since the tremorgenic zone is located very close to 
the VIM/ventral caudal (VC) border [17,18], even low levels of stimulation can 
adversely affect the VC nucleus. During initial programming in tremor patients, 
these tend to be more transient sensory affects, felt most in the hands and face. 
When increasing the stimulator energy, sensations in the area where the tremor 
is the worst are a very good sign for reduction of tremor. The most common 
adverse side effect of VIM stimulation is disarthria or sensory parasthesias in the 
hand and/or face. Transient or low level parasthesias are found to be acceptable 
to patients, while disarthria is typically problematic. Trying complex electrode 
configurations (Fig. 16.6) can help increase local stimulation while reducing 
effects on more distant structures, as of the writing of this text, there are still 
no ways directionally to focus the stimulation field. The size of the stimulation 
field also can be the cause for having to use stimulation amplitudes greater than 
4.0 Volts or mA. Since some targets are large or the DBS electrode is not in the 
center of the functional target, more energy is needed to reach the area of therapy. 
Larger nuclei such as the GPi, and procedures involving cortical structures can 
require very large energies. Voltages for cortical structures can require up to 
7.0 volts, although one needs to be cognizant about generating seizures.

Once all contacts on one laterality have been tested, the patient should be 
given a 15–30 minute rest period. At this time, the clinician can review the data 
and choose the most optimal setting. Once again, this setting is the one with 
the greatest improvement in disease-specific symptoms while inducing none or 
minimal adverse effects. In some cases, it may be impossible to get rid of all 

fIgURE 16.5 STN stimulation and adverse events.

1. For tremor, it is the goal intraoperatively to be able to reduce or even stop tremor with the 
microelectrode stimulation. When this occurs, we know that the electrode is in the center of the 
tremorgenic zone.
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disease-specific symptoms completely with or without some adverse effects. 
Other than for tremor cases this is an acceptable initial programming condition 
since some of the beneficial effects (as well as some of the adverse effects) may 
take time to manifest. For the tremor case, the contact with the greatest tremor 
reduction should be chosen even with minor parasthesias, or speech irregulari-
ties since it has been the author's experience that these adverse effects often 
dissipate over time. If stimulation is bilaterally applied, then once the rest period 
is over, the second side should be evaluated in the same manner as the first. It is 
recommended that this second side evaluation be performed with the first side 
stimulator in the ‘off’ condition. Even though there are some bilateral effects 
from a unilateral stimulation [19] independent testing should be performed.

Once second side testing is performed and documented, the patient should 
have both stimulators turned ‘on’ to the optimal and combined effects sent to 
the waiting area for at least 30 minutes. Since, as mentioned above, there are 
some bilateral effects from unilateral stimulation, it is important to make sure 
that the combination of both stimulators is not causing any adverse effects. If 
there are cases of multiple types of stimulators in patients for varying reasons, it 
is important to test all devices at the maximum possible patient-controlled set-
tings. For movement disorders, one should perform the disease appropriate rat-
ing score in this ‘on’ stimulator, ‘off’ medication condition. For some diseases, it 
is not recommended to perform this initial test in the ‘off’ medication condition 
due to the slow nature of the effect (i.e. dystonia) or potential adverse effects of 
stopping medication abruptly (i.e. neuropsychiatric). For these conditions, it is 

fIgURE 16.6 Representations of the voltage field for some common multielectrode stimulation 
configurations. Cooler colors (green and blue) represent the cathodal stimulation side of the circuit 
while warmer colors (red and yellow) represent the anodal side of the circuit.
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also near impossible to determine beneficial effects at this session, thus adverse 
effects are all one can see. Yet, for the diseases where the change in the patient 
is quick, when going from the ‘off’ medication state to the ‘on’ medication state, 
the ‘on’ state should be checked at this setting. To do this, the patient should be 
given their normal dose of medication and asked to wait until the medication 
‘kicks in’.

Once in the ‘on’ medication state, both stimulators should be turned ‘off’ 
and a disease-specific score should be performed as a baseline. Each each con-
tact should be evaluated, in a method similar to the ‘off’ state condition. When 
evaluating the best settings for the stimulator using both the ‘on’ and ‘off’, the 
‘optimal’ setting can become skewed. This happens if the optimal setting for the 
‘off’ and the ‘on’ condition are far apart, which is luckily a rare condition. Both 
‘off’ and ‘on’ adverse effects (rigidity, parasthesias, dyskinesias, gait, speech, 
pain) tend to occur with the same medication state, thus it is usually only ben-
eficial effects that need to be considered. Since medication, and stimulation 
are attempting to accomplish similar goals, in cases where there is a great dif-
ference between the two medication cases, the ‘on’ medication condition takes 
precedence. For the most part it is not recommended to stop quickly or reduce 
medications at this visit. In many cases, we may not even change medications 
until the next visit. By that time, the patient has some idea of how the stimulator 
will respond. Also, when sending the patient home we recommend that they do 
not engage in much for 24 hours. It has been our experience that patients tend to 
get very tired or even feel a little weaker the day of this session. The next visit 
is usually made 1 month later, with the caveat that the patient can contact us if 
they have any difficulties. We will make office time available to these patients as 
some negative effects can be both scary and a little debilitating. In many cases, 
a phone call or e-mail can determine that the problem is either not related to the 
stimulation, or transient in nature and thus avoid having the patient come to the 
office. Some situations however, such as excessive ‘on’ medication dyskinei-
sias, new freezing, swallowing problems, new burning pains, or loss of facial 
sensation require a visit.

follow UP

There are multiple reasons follow up visits occur. During the early sessions, the 
patient's therapy may need to be optimized, especially if the results take time to 
manifest. Once the therapy is optimized, the patient should be seen routinely to 
assure that the device is functioning properly, that batteries do not need replace-
ment, and for general follow up. Trouble shooting is another reason for follow 
up and is covered in Chapter 15. Finally, since most of these DBS procedures 
are not cures but therapies, the stimulation may need to be adjusted from time 
to time in order to maintain a beneficial result. It should be noted that the speed 
of follow up can have an impact on both the ease of determining what needs to 
be done and in minimizing the hardship on the patient. Battery changes are part 
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of DBS therapy, even with rechargeable batteries, and thus there should be a 
protocol for battery evaluation and change-outs.

The time course from therapy problem onset to when they should be seen 
is somewhat complex. Even though the patient may perceive the problem as 
stimulator related, it may not be. Due to external factors potentially affecting 
the therapy, it is unwise to have the patient come in the day they notice a change 
in therapy (unless the therapy failure has a potential to initiate a life-threatening 
situation, such as therapies involving psychiatric conditions). Yet changes last-
ing more than a few days, unless correlated to a specific sickness or patient 
induced stimulator change, should be evaluated quickly. A good rule of thumb 
should be to investigate therapy reductions if they last longer than about 4 days. 
Bringing the patient in sooner may initiate a programming change that is less 
optimal than the programming that the patient already has. It is common for the 
patient to come to the clinician's office and be in a better state than at home, 
which is one result of the placebo effect, and can mask the true result of a pro-
gramming change [20]2. If one waits too long (greater than 7 days), recovery 
of the therapy may be harder. One important effect of increasing the time to 
program adjustment is in decreasing the ability of the patient and the caregivers 
to remember events that could have affected the therapy.

After determining that the reduction in therapy is related to the stimulator, 
there are four pathways to follow depending upon the therapeutic reduction. 
These four pathways are:

1. increase or decrease in amplitude
2. a. move from monopolar to bipolar configuration

b. change the active electrodes
3. change the pulsewidth
4. change the frequency.

The easiest change relates to the amplitude of the stimulation. One common 
misconception that patients have is that more stimulation is better. Stimulation 
can either be too much or too little. If patients come in with a reduction of ther-
apy right after initial programming, or for some conditions later on, an increase 
in stimulation amplitude may be able to re-optimize the therapy. On the other 
hand, excessive amplitude may cause delayed adverse events or, with the addi-
tion or reduction of medications, cause new adverse events that can easily be 
removed by lowering the stimulation. Early in programming, lower stimulation 
values may be necessary to reduce adverse effects and, initially, these lower 
amplitudes may offer beneficial results yet, over time, these beneficial effects 
may wane due to the small number of neurons being affected by the electric 
field. With time, the parts of the brain that are initially adversely affected by the 

2. An exception to this rule is during the initial programming period where searching for adverse 
effects and beneficial effects can take some time to demonstrate. These effects usually occur within 
the first 48 hours after a change and thus should be reversed as soon as possible.
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stimulation may accommodate to the stimulation, requiring amplitudes while 
having less affect on the parts of the brain that cause adverse effects. This affect 
is most easily seen in DBS in the VIM for tremor. Initially turning the stimula-
tor ‘on’ causes many patients to get a parasthesia sensation due to stimulation 
effects on the sensory nucleus of the thalamus yet, over time (seconds to min-
utes), the bothersome sensations dissipate. Yet, if the stimulation is too high the 
sensations never dissipate.

Item 2 is more commonly defined as ‘field shaping’, yet it really consists of 
two parts – polarity and location3. At present all systems only allow for cathodal 
monopolar stimulation. Monopolar stimulation uses the case as the reference 
and thus the electric field is a uniform sphere (Fig. 16.7) around the electrode 
(assuming the case is far from the electrode). The advantage of such a stimula-
tion pattern is that you can cover more tissue volume while the disadvantage is 
this extra volume can include tissue that should not be stimulated. Field shap-
ing utilizes other combinations of electrodes and electrode polarities to reduce 
the extensiveness of the stimulation volume while still delivering therapeutic 
stimulation into an appropriate volume. Sometimes during a programming ses-
sion, as the stimulation is increased transient beneficial effects can be noted 
(e.g. reduction in tremor, pain decrease, warm sensation, reduction in rigidity, 
‘rush of happiness’) for varying periods of time, but eventually disappear. As 
the stimulator is turned up, these beneficial effects occur on a permanent basis, 
yet there are additional adverse effects at these new levels. These adverse effects 
are due to excessive spread of the electrical field. Figure 16.6 shows the field 
distribution of multiple electrode configurations. There is a 50–70% stimulation 
area volume decreases as stimulation changes from monopolar (see Fig. 16.6A) 
to bipolar (see Fig. 16.6B). Simply moving to a bipolar configuration (i.e. bring-
ing the anode from the case to one of the electrodes) reduces the field spread 
while keeping the intensity the same at a smaller area. When changing from a 
monopolar to a bipolar configuration, the reduction in intensity volume may 
be enough to stop the adverse effects, but now the amount of necessary tissue 
may not be stimulated. By adding more cathodes or anodes, the overall shape 
of the electric field can be adjusted. One common technique used is to surround 
a cathode with two anodes. Since the cathodal electrode is the active electrode, 
it is possible to block adverse stimulation by surrounding the active stimulation 
field with two anodes (see Fig. 16.6C). In addition to these electrode combina-
tions, it may be possible just to change the cathodal electrode position, thus 
moving the center, and maximum, of the stimulation field. Many of the manu-
facturers now offer a method of ‘moving’ the electric field via a joystick-like 
control. The user chooses a starting configuration, and then via this ‘joystick’ 

3. It is interesting to note that future DBS devices and present spinal cord devices have combined 
this therapeutic control effect into a software controlled pulse steering function that automati-
cally adjusts electrodes and polarities in response to the movement of a joystick system {Boston 
Scientific}.
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can push the field ventral, dorsal, left, or right and the programmer calculates 
the percent of stimulation going to each contact and when to turn a contact 
on. This has been shown to be very useful for cochlear implants [21] and is 
finding a role in spinal cord stimulation (SCS). There is still no consensus for 
deep brain stimulation, though the next generation DBS leads will likely allow 
for non-cylindrical symmetry in the stimulation field and thus the potential for 
more useful field shaping and steering. So, for example, if beneficial effects are 
reached at a specific stimulation level during DBS of the STN, but there are also 
some corticobulbar effects on speech, it will be possible to shut down the lateral 
side of the electrode which faces the corticobulbar fibers while still having the 
medial, anterior, and posterior areas reaching full stimulation.

Adjustments of frequency and pulsewidth are presently more nebulous when 
it comes to cortical and subcortical stimulation. Data published by Benebid et al 
[10] show that low frequency (<100 Hz) exacerbates tremor and PD symptoms 

fIgURE 16.7 Representations of the voltage field for a monopolar electrode stimulation con-
figurations. The anode is the case of the IPG. Cooler colors (green and blue) represent the cathodal 
stimulation side of the circuit while warmer colors (red and yellow) represent the anodal side of 
the circuit.
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while high frequency stimulation (>100 Hz) diminishes tremor and PD symp-
toms, yet work by Alterman and colleagues [13] demonstrates that for dysto-
nia low frequency (60 Hz) stimulation is also beneficial and uses less energy. 
Frequency can affect the system in two specific ways. Krauthamer et al describe 
how high frequency stimulation may not allow a cell completely to recover to 
its resting membrane state, polarize the cellular membrane, cause ionic imbal-
ances, cause modifications to the metabolic load, and effect nerve excitability 
[22]. Their findings also demonstrate that, in some unmyelinated neurons, this 
rate can be as low as 190 Hz. On the other hand, lower frequency stimulation 
can act as a pacer causing the cell to fire with each stimulus pulse. If the abnor-
mal cell is firing too fast this sync pulse will not stop the cell from firing fast, it 
will just add a pulse of a specific frequency to its output and potentially knock 
out a single pulse due to antidromic collision.

The other way stimulation can affect the system is by causing action 
potentials on the axon (other than at the initial segment) between nuclear 
groups. Depending upon the strength of the stimulation4, an action poten-
tial can be initiated in either all or some fraction of communicating axons. 
These ‘externally’ generated action potentials will travel in both directions, 
thus potentially annihilating action potentials from the cell body and also 
adding their own action potentials in the receiving cell. The amount of infor-
mation lost from the presynaptic cell (whether aberrant noise of true infor-
mation) depends on the location of the stimulator, the length of the axon, 
the frequency of the stimulator, and the geometry of the axonal system. For 
movement disorders, the frequency range of choice is 130 Hz and higher. 
For dystonia, the question is more open ended and more studies need to be 
performed, yet we recommend starting at 130 Hz and, if no benefit is really 
noticed in the first 3 months, then going to a lower frequency like 60 Hz. For 
cortical stimulation, there is a wide range of choices [23–26] from 40 Hz to 
180 Hz. There is some unpublished work from the Meglio group in Rome, 
Italy, that found 80 Hz to be an optimal stimulation frequency for movement 
disorder treatment via motor cortex stimulation (MCS) due to conditioning 
the motor system at 80  Hz demonstrated the lowest threshold facilitation of 
First Dorsal Interosseus muscle activity.

Grill and Mortimer [27] theoretically determined that shorter pulsewidths 
should offer better spatial selectivity than larger pulsewidths. The results of the 
clinical studies on the effects of small changes in pulsewidth are less clear. Other 
than avoiding the voltage doubling level of some of the devices, pulsewidth has 
not played a major role in DBS treatment of movement disorders. A study by 
Andrade et al found no correlation between pulsewidth and reduction in UPDRS 
III scores in GPi DBS for PD [28] while another study by Kuncel et al described 
pulsewidths between 60 ms and 450 ms, as having the lowest probability of 

4. Very high stimulation will completely shut the system down, but this when only very close to the 
neural element.
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predicting tremor response or adverse effects in VIM DBS [8]. On the other 
hand, Woods et al described a correlation between larger pulsewidths (>120 ms) 
and cognitive decline in ET patients who had VIM DBS [29]. Moro et al did the 
most detailed study of stimulation parameters in STN DBS and PD and found 
some correlation to increased pulsewidth and improvements in rigidity yet, for 
bradykineisia, there were similar results from 60 ms and higher [9]. Wu et al 
studied the effect of pulsewidth size on the control of dyskineisias in GPi DBS 
and found that higher pulsewidths allowed for low stimulation amplitude for 
achieving control [30]. Grill and Mortimer [27] have nicely demonstrated that, 
for very low pulsewidths (<200 ms), stimulation is more likely to act on the 
axon, while at pulse widths >200 ms, the effect is seen more at the cell.

The theory behind adjusting the pulse and its effect on stimulation are related 
to the chronaxie of the system. There is a non-linear relationship between the 
length of the stimulation pulse (pulsewidth) and the amplitude of the stimula-
tion and the ability to depolarize the cell enough to generate an action potential. 
This relation varies for different nervous tissue. By adjusting the pulsewidth, 
one can theoretically reduce the amplitude of the stimulation and get the same 
effect for a specific piece of neural tissue. This effect is very useful in the spi-
nal cord where the axonal tracts and nervous tissue are aligned in very specific 
patterns, while in the brain, the geometry of all of the structures make focusing 
the energy to specific structures much harder with varying parameters, such as 
pulsewidth and frequency, while field steering may be a important option to 
help in this area.

MAINTENANcE

Once optimal settings are achieved, patients should follow a standard mainte-
nance schedule. This schedule is based on the type of battery, either primary cell 
or rechargeable, the disease state being treated, and amount of patient control 
given outside of the office. When planning office visits for neuromodulation 
therapy, the battery type is easiest to plan for. Theoretically, present recharge-
able systems should last on the order of 9 years or more, while primary cells 
last on the order 3–5 years when using standard values. We recommend a bat-
tery evaluation every 6 months for primary cells for the first 3 years and then 
a battery evaluation every 3 months after that. This evaluation should include 
a reading of the battery voltage and an evaluation of the output currents and 
impedances, if possible. Each device manufacturer displays battery usage in a 
different way. The point at which the battery should be replaced depends upon 
the load curve over the life of the battery as described in the battery longevity 
section. The criticality of a device failure is dependent on the disease being 
treated. Device failure or therapy failure in a major depression patient is more 
significant than failure in a tremor patient and thus these patients need to be 
followed more closely and a potential system failure needs to dealt with emer-
gently. This is why pre-emptive device replacements should be considered and 
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maintenance visits should be included in this discussion. If a patient using a 
rechargeable system is noticing a shorter time interval between charges, then 
replacement needs to be considered. If patients feel comfortable evaluating their 
system (given the capabilities of some of the newer devices) then maintenance 
visits can be extended out.

One critical element to consider during this maintenance time is the accom-
modation to stimulation, the continual progression of the disease, and the fact 
that, as the patient ages, other medical conditions can be confused with device 
failure. Consider the example of a patient who returned to the office after 2 years 
of excellent STN DBS control of his PD. At this time, he started to complain of 
feeling unsteady on his legs and a worsened gait. Over a 6-month period of con-
tinual stimulator adjustments thinking this was due to worsening of the patient's 
PD, no improvement was noted, in fact only worsening was noted. While talk-
ing at one visit he stated that he used to do helicopter skiing on all terrains. We 
performed an MRI of his back (this was before the MRI contraindication with 
DBS) and noticed that he had very significant lumbar stenosis and instability. 
After surgery on his back, we were able to go back to his original settings and he 
was back to doing well. This example demonstrates the importance of consider-
ing the complete patient at every programming visit. The other area to consider 
is accommodation as described above. For example, MS tremor can demon-
strate an accommodation to stimulation. In the author's experience, adjustments 
in both pulsewidth and frequency can sometimes help in accommodation of MS 
patients, but there can come a point where a stimulator vacation is needed, and 
even that may not help. By turning the stimulator off for a few months, the brain 
may ‘reset’ itself and then stimulation can help again.

AlTERNATIVE PRogRAMMINg METHods

As the number of electrode contacts increases, the volume of stimulation 
increases, the focality of each electrode decreases, and programming becomes 
much more complex. Some examples of these new electrodes are the microelec-
trode arrays that have been described in treating spinal cord injury, blindness, 
and hearing loss [31–36]. In addition to these, present therapies are exploring 
electrodes that will split standard DBS cylindrical lead into halves, thirds, or 
quarters (US patent 7,212,867) or using electrodes with up to 32 contacts, such 
as the NeuroNexus Deep Brain Stimulating Array (NeuroNexus, Ann Arbor, MI), 
yet spanning almost the same length as the current Medtronic 3387 DBS lead. 
One advantage of becoming aware of the methods described above is the fact 
that these methods can be incorporated into expert programming systems or can 
utilize neural network-based systems to manage their programming. Utilizing 
compound nerve action potentials from cochlear implants to train a single layer 
perceptron, Charasse et al [37] were able to demonstrate that artificial neural 
networks (ANN) are capable of programming the cochlear implant threshold 
circuitry as well as physicians, critical as the number of detectors increases. 
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Using patient responses related to programming parameters, one can program 
more complex neural networks that can converge to a desired result, or at least 
present the clinician with a set of potential settings that can then be tested to look 
for the optimal one. This in turn can reduce the amount of programming time 
from hours to minutes. As time progresses and long-term changes in the patients 
are correlated to settings and then entered into the ANN system, these variables 
can also be accounted for.

Field steering is also an important consideration in programming complex 
electrode arrangements. This option has been implemented in SCS systems using 
the Precision Plus™ methodology (Boston Scientific, Valencia, CA) the Target 
Stim™ (Medtronic Inc., Minneapolis, MN), and Dynamic Multistim™ (St Jude 
Medical, Plano, TX) yet, at the writing of this chapter, only Boston Scientific 
has independently controlled power sources. By utilizing simplified user inter-
faces, such as a joystick, directional arrows or even touch screen interfaces, the 
clinician, programming professional, or even the patient can guide the electri-
cal field to optimize therapy. For example, during the patient's initial visit, the 
clinician and patient can determine an initial setting, following the guidelines 
above, then the clinician can set limit parameters, similar to present devices, but 
with the added control of spatial limits. So, if during the initial programming 
session, certain electrodes caused adverse effects at low values, the clinican can 
lock these electrodes out or, in more complex situations, the clinician can lock 
out specific electrodes at specific values. Once these parameters are entered, 
the patient can then go home and modify the programming themselves as new 
effects are noted and as specific lifestyle-related events are encountered.

PATIENT coNTRol

Some form of patient control exists in most systems. For many pain syndromes, 
and more minimally in movement disorders syndromes, it is almost necessary to 
give the patient some form of dynamic control of their device. Accommodation 
to the stimulation, such as tremor therapies or in situations where patient move-
ment can affect the ‘location’ of the stimulation such as SCS for pain, are exam-
ples of having some type of dynamic (or in one realization patient) control is 
helpful. For other therapies, such as epilepsy treatments (both DBS and vagal 
nerve stimulation (VNS)), and neuropsychiatric therapies, either not enough 
is known about the dangers of excessive stimulation, or the therapy window is 
very tight and patient parameter control would be detrimental to the therapy. 
Patient control falls into two specific categories: (1) parameter adjustment and 
(2) program selection. Stimulation amplitude is the primary parameter control 
for patients. When giving the patient the ability to increase stimulation ampli-
tude, the limit values should be tested in the office before sending the patient 
home. This testing is more critical for some therapies, such as MCS, DBS, or 
VNS due to types of side effects such as a seizure. Yet, for therapies such as 
SCS, direct sensation due to an increase in stimulation amplitude gives the 
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patient necessary feedback to avoid going too high. At present, SCS is really 
the only therapy where frequency and pulsewidth limits are made use of, but as 
more is learned about MCS, these should play a larger role.

As the complexity of IPGs increases, the number of user selectable pro-
grams is growing. Programs are set by the clinician and then, via a patient 
programmer, the patient can activate a specific program. The programs are 
complete stimulation paradigms that include contacts, amplitude, pulsewidth, 
and frequency. Inside each of these programs there are usually multiple sub-
programs that all act in concert to affect multiple spatial areas simultaneously. 
Patients can also, in some devices, turn each of these subprograms on and off. 
Once again, with these complexities and choices, the clinician needs to assess 
both patient needs, and desired level of involvement. It is recommended that 
one try to begin with as little complexity as necessary to treat the disease state 
and then slowly bring in other user controllable features as needed. Over the 
course of therapy, it is also important to investigate frequently the amount of 
patient-initiated changes occuring. Excessive patient involvement may be nec-
essary, but it more often represents a non-optimal programming situation, or 
a failed therapy in our experience. A patient who states they can never find a 
good setting is typically a patient in whom the programs and therapy need to 
be evaluated.

coNclUsIoN

Neuromodulation programming is a multifaceted and multiphased procedure. 
Each disease state looks for different therapeutic endpoints, yet the program-
ming paradigm for all neuromodulation therapies can be separated into similar 
categories. Initial programming involves understanding the relationship of the 
device and the neural tissue. Follow-up programming involves fine-tuning of the 
delivery of the therapy. Maintenance involves tracking device life, and patient 
involvement with the therapy. Troubleshooting is another area of programming, 
but is more fully developed in Chapter 15. Present approved cranial neuromodu-
lation therapies still utilize only a small window of the potential range of stimu-
lation devices, accessible in relationship to the spatial range of the electric field 
and the resonant properties of the neural elements.
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Chapter 16.1

Commentary on Programming – DBS 
Programming

Jeffrey E. Arle MD, PhD
Director Functional Neursurgery and Research, Lahey Clinic, Burlington, MA,  
Associate Professor of Neurosurgery, Tufts University School of Medicine, Boston, MA

The rise of DBS systems and the careful expansion of indications and targets 
within the brain have left in their wake the problem of programming these 
patients. Dr Shils has developed a deep understanding of DBS programming 
nuances over many years of broad experience. But he is also a practitioner with 
a background in electrical engineering and clinical neurophysiology. He has 
worked closely with high-level centers of excellence in DBS surgery as the 
technology and indications were being pioneered. As such, we learn a great deal 
from him in this chapter.

I struggle to see, though, how the future will adapt to allow a wide array of 
clinicians to program optimally and adjust medications for their patients with-
out completely disrupting the already strained time commitments both practitio-
ners and patients already have.

We will eventually need programming interfaces that automate or ‘intel-
ligently’ solve some of the programming challenges with information from 
real-time exam changes, or other data from the patient in adjunctive testing, 
to make decisions – probably on the fly. This will have to come if not for 
the simple reason that many newer indications have no reliable immediate 
alteration in the patient (e.g. depression, obesity, anorexia, addiction, and so 
on). There may be secondary messenger systems related to transmitter up- and 
downregulation that require days to weeks to be modulated by DBS – how will 
the ever more limited time clinicians have be able to allow them to program 
such patients adequately? Moreover, how will they be programmed optimally 
from one institution to another? We will likely have a small but active commu-
nity of research centers doing a small number of the potential cases for these 
indications who each develop their own manner of solving these problems 
with little ability to cross-pollinate the information because of time and fund-
ing constraints, as well as professional propriety concerns which may also 
play a role.

The future of DBS is bright, but it is becoming more apparent that the future 
of research in using DBS, in programming these systems, will also be bright. 
Design modifications that allow clinicians to make more creative changes in the 
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parameter space, or allow data-driven algorithms to do it for them, will keep 
research busy for many years.

sTUdy qUEsTIoNs

1. How do time and resource constraints play roles in managing patient visits, 
their frequency, urgency, and reasons?

2. It is not too difficult to obtain improvement from many neuromodulation thera-
pies, including DBS. Consider how one would best know, however, whether a 
patient has been optimally programmed.
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INTRodUcTIoN

Spinal cord stimulation (SCS) is indicated for use in patients with chronic, intrac-
table pain of the trunk and/or limbs, including failed back syndrome and complex 
regional pain syndrome. Leads are placed in the epidural space at the segment of 
the spinal cord that, when electrically stimulated, produce a perceived paresthe-
sia that is comfortable and that covers the patient's area(s) of pain.

Targeting of SCS therapy is guided by patient feedback based on their 
descriptions (magnitude and quality) and locations of the paresthesia sensations. 
Stimulation-induced paresthesia covering the patient's area of pain is a statisti-
cally significant predictor of the success of SCS [1]. Therefore, the initial goal 
when programming for SCS is to maximize overlap of the perceived paresthesia 
with the areas of patient-reported pain. Fortunately, as stimulation parameters 
change, the associated paresthesia perception also changes rapidly. Thus, the 
patient's perception of paresthesia serves as a quick way to assess the effects 
of stimulation. While paresthesias are an immediate effect of the stimulation, 
pain relief may take several days to weeks to assess. The principles guiding the 
programming of SCS devices are:

1. to maximize clinical benefit
2. to minimize side effects
3. to maximize device battery life.

ANAToMIcAl coNsIdERATIoNs IN sPINAl  
coRd sTIMUlATIoN

A main contributor to the successful treatment with SCS is accurate placement 
of electrodes to deliver current to the correct neural targets. Several anatomical 
factors are important to consider when programming electrodes for spinal cord 
stimulation. These include the organization of the dermatomes in the dorsal 
columns, the variations in cerebrospinal fluid (CSF) that determine the distance 
between the electrodes and the dorsal columns, and variations in the geometry 
of the spinal cord.

Gabi Molnar, MS, Lisa Johanek, PhD, Steve Goetz, MS and John Heitman, BS
Medtronic Neuromodulation, Minneapolis, MN

Programming – SCS

Chapter 17

Essential Neuromodulation. DOI: 10.1016/B978-0-12-381409-8.00017-6
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dermatome organization

Sensory information from light touch and vibration stimuli is detected by spe-
cialized receptors in the skin and signaled through primary afferent axons. These 
axons form the dorsal roots as they enter the spinal cord and ascend through 
the dorsal columns toward sensory-receiving areas of the brain. Axons from 
more rostral dermatomes enter the dorsal columns more laterally, resulting in 
a topographic organization of the dorsal columns (Fig. 17.1). In the traditional 
representation (Fig. 17.1A), a dermatome is represented by a corresponding 
discrete ‘band’ of axons within the dorsal columns. However, a large amount 
of dermatome mixing has been found within the dorsal columns such that the 
‘bands’ are not as discretely organized as previously thought (Fig. 17.1B).

Because SCS electrically excites these axons in the dorsal columns, a sensa-
tion of stimulation-induced paresthesia is detected by the patient. Furthermore, 
because the axons are arranged topographically, it is reasonable to target the 
axons associated with the painful area. However, specificity in stimulation can 
be difficult to achieve because of the dermatome ‘mixing’ shown in Figure 17.1B. 
This mixing may lead to differences in paresthesia mapping of consecutive 
dermatomes among patients as stimulation is moved laterally along the dorsal 
columns. Although stimulation can be focused to stimulate a subgroup of axons, 
multiple or overlapping dermatomes may be stimulated because of the dorsal 
columns’ structure. Stimulation of the dorsal columns is necessary when large, 
widespread areas of pain must be targeted.

Deeper penetration of the electric field within the dorsal columns may 
increase the number of recruited fibers per dermatome. Since there are fewer 
afferent fibers from the low back compared to the leg, it is thought that deeper 

fIgURE 17.1 Topographic representation of dermatomes in dorsal columns. (A) The traditional 
dermatome representation within the dorsal columns is shown on a slice at the T11 spinal level 
(from [2]). (B) A large amount of dermatome mixing has been found within the dorsal columns as 
shown on a slice at the T9 spinal level (from [3]).
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activation within the dorsal columns may help generate paresthesias in the low 
back [4]. However, stimulation of the back often accompanies stimulation of the 
legs because of the mixing of fibers in the dorsal columns. Placement of a lead 
on the midline will most likely activate fibers of the back (Fig. 17.2) [5].

Dorsal roots may also be stimulated during SCS. In contrast to stimula-
tion of dorsal columns, which may elicit paresthesia sensations in multiple der-
matomes, stimulation of a single dorsal root would result in single dermatome 
stimulation. In some instances, high-intensity stimulation of the dorsal root can 
cause unwanted motor activation through a spinal cord reflex pathway. In other 
instances, lateral targeting of an SCS lead may provide appropriate paresthesia 
over a focal area of pain. Stimulation of the dorsal roots may be preferentially 
achieved if the lead is located laterally (see Fig. 17.2).

Variations in the dorsal csf layer thickness

One challenge of SCS is that the electrodes and the neural targets of stimulation 
are separated by a distance primarily determined by the thickness of the dorsal 
cerebrospinal fluid layer, or dCSF. This distance varies by vertebral level, and the 
variation in distance between the leads and spinal cord results in differences in 
stimulation thresholds for the perception of paresthesia (Fig. 17.3) [6]. This find-
ing indicates that the farther the lead is from the dorsal columns (due to dCSF), 
the more energy will be needed to activate neurons in the dorsal columns.

fIgURE 17.2 Views of the spinal cord. (A) Transverse view of the spinal cord showing nerve 
roots entering the dorsal columns laterally. This creates a ‘window’ in the dorsal center of the spinal 
cord for a lead to be positioned within to capture deep fibers of the back without activating the 
lateral dorsal roots. Note that this ‘window’ is typically the width of the spinous process. Lateral 
placement of the lead will lead to activation of the dorsal roots. (B) Anteroposterior (A-P) view of 
the low thoracic spinal cord (from North et al, 2005). A lead on the midline, within the width of the 
spinous process, may be used for targeting low back fibers.
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Data also suggest that dCSF varies with patient position [7]. At the low tho-
racic level, the magnitude of the spinal cord movement between supine and 
prone positions was 2.2 mm at T11 and 3.4 mm at T12, likely due to the effects of 
gravity [7]. Several studies have shown that therapy amplitudes are significantly 
higher in the standing compared with supine positions [8–10]. These variations 
in dCSF create challenges to maintaining consistent electric field strength and 
location, and therefore consistent paresthesia sensations when patients assume 
different positions.

While dCSF is the main determinant of the distance between the electrodes 
and dorsal columns, lead placement variability within the epidural space may 
also account for threshold differences between patients. A lead placed against 
the dura will have a lower threshold for stimulation, compared with a lead 
placed more dorsally within the epidural space.

Variations in cord geometry

Based on a magnetic resonance imaging (MRI) study of 26 healthy male volun-
teers, several observations have been made regarding the geometry of the spinal 
cord and vertebrae [7]:

● 40% of the subjects have an asymmetrical position (right or left) of the spi-
nal cord in the spinal canal (up to 1.5–2 mm offset of the spinal midline and 
vertebral midline)

fIgURE 17.3 Dorsal CSF layer thickness (dCSF) correlates with perception threshold. Mean and 
standard deviation of dCSF and perception thresholds are shown at various vertebral levels (with 
permission from [6]).



379chapter | 17  Programming – SCS

● the mediolateral position of the spinal cord can vary by 0.5–1.0 mm within a 
few centimeters of its length

● some subjects have a rotated spinal cord
● some subjects have asymmetrical vertebrae.

These anatomical findings may explain why only 27% of patients with the 
lead on the radiological midline have bilateral symmetrical paresthesia [11]. 
Further, even with contacts placed 0.5–3 mm from the midline, stimulation-
induced paresthesias were felt on the contralateral side of the body in 11% of 
patients. These observations highlight the importance of distinguishing between 
the radiological midline and the physiological or functional midline for SCS to 
obtain the desired paresthesia responses.

PRogRAMMABlE AsPEcTs of sTIMUlATIoN

In addition to proper anatomical targeting, successful SCS depends on properly 
set stimulation parameters. Modern neurostimulation devices provide a high 
degree of configurability of stimulation parameters. This configuration process, 
typically called ‘programming’, allows clinicians to vary the location of par-
esthesia within a patient's body by selectively activating different contacts on 
an electrode array and to manage the perceptual quality of stimulation within 
a region of paresthesia. Stimulation is delivered by trains of electrical pulses 
between two or more contacts on an electrode array. The amplitude, pulsewidth, 
and the rate of the pulse train (or the period between pulses) may be controlled 
and adjusted by the physician and/or patient (see Fig. 17.5A).

stimulation parameters

Electrode polarity
Electrodes on a lead can be configured as anodes (positive potential relative 
to a reference) or cathodes (negative potential relative to a reference). At 
a minimum, at least one electrode must be configured as a cathode with a 
second electrode configured as an anode to create a closed electrical circuit. 
Current flows from the anode to the cathode, and stimulation is initiated in 
fibers near the cathode as this is the location where the largest depolarization 
typically occurs [12]. Thus, in general, the cathode is placed at the spinal 
level maximally to stimulate the corresponding dorsal columns. The prob-
abilities of targeting different body areas as a function of vertebral level of 
the stimulating cathode are shown in Figure 17.4. The variation in prob-
abilities is likely due to anatomical and lead placement differences between 
patients.

In contrast to effects near the cathode, neural elements placed under anodes 
are hyperpolarized. Even so, actual suppression of action potentials is unlikely. 
The selection of anodes and cathodes is one way to shape the electric field.
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Some typical configurations used in programming SCS leads include an 
adjacent bipole and a guarded cathode.

● Adjacent bipole: this is a cathode with an adjacent anode. Preferential 
stimulation of the dorsal columns is achieved with a narrow spacing 
between electrodes [13,14]. The electric field also tends to penetrate 
deeper and be broader within the dorsal columns compared to wider 
spaced electrodes because the extent of the field is more limited later-
ally and more confined with narrow spaced contacts, thereby increasing 
the threshold for dorsal root fiber activation [15]. In a patient with low 
back and leg pain, successful activation of the deeper fibers of the back 
will very likely activate the leg fibers as well. If too many cathodes 
are activated simultaneously, the electric field will be more superficial, 
which may limit the ability to activate the deeper fibers of the back. 
Leads with ‘compact’ or ‘subcompact’ electrode spacing (<4 mm spac-
ing between electrodes) are designed to facilitate deeper activation of 
the dorsal columns.

● Simple bipole: this is a cathode with a non-adjacent anode. Using elec-
trodes widely spaced from each other creates a field that is longer and 
shallower within the dorsal columns. This elongated vertebral coverage 
is useful for covering legs or arms, where length of coverage is desired 
but depth is not needed. For example, instead of generating paresthesia 
in one area of the leg, it may be possible to expand it to the entire leg. 
Leads with ‘compact’ or ‘standard’ electrode spacing (>4 mm spacing 
between electrodes) are designed to enhance this property and facilitate 
more coverage.

● Guarded cathode: this is a cathode bordered by anodes just above and below. 
Computer modeling has shown that a guarded cathode on the midline pro-
vides maximal recruitment of the dorsal columns [14] and clinical studies 
have observed a patient preference for this configuration [1]. This configura-
tion is often useful for covering pain in the back and primarily in one leg, or 
in both legs if using dual leads.

fIgURE 17.4 Probability-of-paresthesia contours as a function of body area and vertebral level 
of stimulating cathode using a single epidural lead (with permission from [29]).
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Percutaneous and surgical lead types may be involved when programming a 
patient. Percutaneous leads have varying numbers of electrodes. Typically, leads 
with four or eight electrodes are used. Compared to a four-electrode lead, the eight-
electrode lead provides a larger vertebral spread and greater programming options, 
as well as more reprogramming options if lead migration or changes in painful 
areas occur. Multiple leads are frequently used to cover larger body areas with 
paresthesia. Dual leads covering left and right sides are most commonly used.

In some patients, three parallel leads may be used, usually with one cathode 
in the center flanked or even encircled by anodes to attempt tighter penetration 
into the dorsal columns and capture the deep fibers of the back. Surgical paddle 
leads are found in single, dual, and three or more column configurations, with 
up to 16 programmable electrodes.

Amplitude
Depending on the technology used by a given stimulator, pulse amplitudes may 
be specified in either milliamps (mA) or Volts (V). The range of programmable 
amplitudes is typically 0 to 25.5 mA or 0 to10.5 V, although some devices are 
restricted to a subset of this range. Increasing amplitude will increase the number 
of fibers recruited by the electrical stimulation (though in a non-linear fashion). 
Amplitude is generally perceived by patients as the intensity of the paresthesia, but 
may also correlate with the total area of paresthesia generated. Stimulation below 
a given level for a patient, known as the ‘perception threshold’, cannot be felt and 
is thought to be non-therapeutic. Increasing amplitude above that threshold will 
intensify the stimulation felt and generally expand its extent until a point is reached 
at which either the intensity is no longer comfortable, the extent of the stimula-
tion has reached areas where the sensation is not tolerated, or motor responses 
have been triggered [11]. This state is called the ‘discomfort threshold’. The range 
between perception threshold and the discomfort threshold is called the therapeu-
tic or usage range. A typical ratio between discomfort and perception is 1.4 [16].

Pulsewidth
The duration of the pulse, or pulsewidth, may be controlled within a range 
starting below 100 ms to as high as 1000 ms in some systems. Pulsewidth is 
a secondary factor in controlling the energy delivered, and an increase in 
this parameter will result in a larger number of activated fibers. Theoretical 
studies have found that short pulsewidths increase the threshold difference 
between activation of different diameter nerve fibers [17]. In addition, com-
puter models of SCS have shown that increasing pulsewidth may result in 
activation of more medially located, higher-threshold small diameter fibers 
that may contribute to an increase in paresthesia coverage in a caudal direc-
tion [18]. A recent study has shown that an increase in pulsewidth results in an 
increase in potentially therapeutic dorsal column paresthesia in patients with 
chronic pain [19]. In addition to increasing the area of stimulation-induced  
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paresthesia, an increase in pulsewidth may result in an increase in the  
perceived intensity of the stimulation. Programmable ranges for pulsewidths 
are between 60 and 1000 ms. Typical values vary from patient to patient but 
often fall within the range of 400–500 ms [20].

Rate
The stimulation rate, or frequency, of stimulation is typically controllable within 
a range from less than 10 Hz (pulses per second) to as fast as 1200 Hz in some 
systems. Low stimulation rates, those below 30–50 Hz, can often be perceived 
as discrete impulses by a patient. This may or may not be well tolerated. Higher 
rates (>50 Hz), those at which pulses are no longer perceived as discrete events, 
are more commonly used for spinal cord stimulation [21,22]. In a study involving 
171 patients (mean 7.1 years follow up), the average rate selected by patients was 
62.7 ± 54.2  Hz (range 8–200 Hz) [22]. Increases in rate are sometimes perceived 
as increasing stimulation intensity, although this effect is typically secondary to 
amplitude and pulsewidth effects. One retrospective study involving 101 patients 
has suggested that frequencies >250 Hz may be used to regain pain control in 
some patients with break-through pain [23]. However, few data exist on the util-
ity of high rate stimulation (>100 Hz) for spinal cord stimulation. While there 
may be exceptions, patients with complex regional pain syndrome (CRPS)-type 
pain usually prefer the smoother faster rates, whereas patients with deep, focal 
low-back pain tend to prefer the massaging effect of slower rates.

Stimulus mode
Different control technologies respond differently to changes in electrode–tissue 
impedance over time. Current controlled systems (CC) attempt to adjust their 
drive voltage to maintain a constant current output. Voltage controlled systems 
(CV) maintain a fixed voltage and allow the current delivered to comply with 
changes in impedance. Neither control mechanism has demonstrated clinical 
evidence of superiority for long-term pain relief.

Electrode control
Systems control individual contacts either by multiplexing a single stimulation 
source to multiple contacts simultaneously (i.e. single-source systems), thereby 
sharing a given set of stimulation parameters among them, or by providing 
individual control over each contact in an array (i.e. multiple-source systems). 
Systems that support independent control of simultaneous pulses require a spe-
cific amplitude to be set for each active contact on an array.

Additional control options

Modern stimulation systems provide a number of other controllable aspects of 
stimulation in addition to those characterizing a basic pulse train. These allow 
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targeting of multiple pain sites, control of transitions into and out of stimulation, 
energy conservation mechanisms, and options for patient control.

Interleaved pulse stimulation
For patients with bilateral or complex pain patterns, modern neurostimulation 
systems allow configuration and control over separate stimulation regimes for 
each pain region. Such independence is typically achieved by providing pulse 
trains with different characteristics (electrodes, pulsewidths, amplitudes, and 
sometimes rates) on a time interleaved basis (Fig. 17.5B). Thus, one pulse train 
may be optimized to target paresthesia in one area using one set of stimulation 
parameters, and another pulse train may be optimized to target paresthesia in a 
second area with another set of stimulation parameters. For example, a patient 
with bilateral pain may need one pulse train to be programmed to generate par-
esthesia on the right side of the body, while a second pulse train may be pro-
grammed to generate paresthesia on the left side.

Gradual initiation/cessation of stimulation
Some patients find abrupt transitions while initiating or ending stimulation to 
be uncomfortable. This discomfort is most common on initiation of stimula-
tion. Most stimulators address this problem by providing a means gradually to 
ramp pulse amplitude toward a target over a period of time (see Fig. 17.5C). 
Additionally, some stimulators provide a similar control over cessation of stim-
ulation, ramping amplitudes towards zero when shutting off. The time period 
for such controlled transitions is configurable in some systems, but typically 
occurs over a period of a few seconds (2 to 8 seconds).

fIgURE 17.5 Examples of controllable aspects of stimulation. (A) Basic stimulation parameters 
of amplitude, pulsewidth, and rate. (B) Interleaved pulse stimulation. (C) Gradual initiation and 
cessation of stimulation. (D) Cycling of stimulation.
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Duty cycle
Many stimulators provide the capability to cycle stimulation on and off, often 
with controllable on and off periods to allow management of the duty cycle (the 
time stimulation is on or off). Times may range from fractions of a second to 
minutes (see Fig. 17.5D). Cycling of stimulation is valuable for managing total 
energy use (either for longevity of primary cell batteries or management of time 
between recharges). Cycling can, in some cases, be poorly tolerated, especially 
in patients for whom transitions are uncomfortable. However, in patients who 
have a persistence of stimulation effect or carry-over, it can be a useful feature.

Patient control
Multiple stimulation regimes may be used to improve targeting of paresthesia to 
desired areas [24]. Pain patterns and intensities, as well as stimulation effects, 
can vary outside of the clinic on a daily or hourly basis. As an example, stimula-
tion intensity is well known to be dependent on posture [8–10].

Modern stimulation systems address these variations by providing the 
patient a degree of control over their therapy. Most systems allow patients to 
turn stimulation on or off, control the parameters (amplitude, pulsewidth, and 
rate) of a given interleaved pulse train, and to switch between different regimes 
of stimulation (i.e. from one group of interleaved pulse trains to another) to 
match activities or to adjust sensation. Thus a patient may have one or more 
stimulation regimes, each consisting of one or more interleaved pulse trains that 
they may select to optimize their stimulation.

Systems support varying numbers of stimulation groups (regimes of inter-
leaved pulse trains) and the number of simultaneously available pulse trains. 
Modern systems typically allow patient selection between at least four stimula-
tion regimes, while some allow up to 26, with support of between four and eight 
simultaneously available pulse trains.

Many systems allow clinicians selectively to enable or disable the degree of 
control a patient has better to match the patient's needs and capabilities. Further, 
some systems allow specific limits to be set on specific parameters, such that a 
patient may only adjust a stimulation parameter (such as amplitude, pulsewidth, 
or rate) within limits set by the programming clinician.

Impedance
One additional tool is the ability to check the impedance of a stimulation circuit. 
The wires have an inherent resistance (impedance) against the flow of electrical 
current, measured in ohms. If there are connection problems, an impedance test 
will show the continuity status. If there is a short circuit, a very low number (ohms) 
will be displayed. This may suggest a breach in the insulation and the patient may 
sense a loss of paresthesia. If there is an open circuit, a very high number will be 
displayed. If possible, it is important to check the connections when an open cir-
cuit is found to make sure that each connector (device to extension, and extension 
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to lead) is secured. A patient may sense a change in paresthesia or, if only one 
anode or cathode is used, a loss of paresthesia. If the connection has good conti-
nuity, the numbers will be in a broad middle range. The variation in impedance 
within this middle range may be caused by several factors, primarily the thickness 
and electrical conductivity of scar tissue around the lead, the electrical conductiv-
ity of the tissue immediately surrounding the lead, and the dorsoventral location 
of the lead within the epidural space [25,26]. Electrodes suspected to be involved 
in a short- or open-circuit should not be used for stimulation. Specific values that 
determine a short- or open-circuit vary by the system involved.

Energy conservation strategies

Stimulation parameters that reduce energy consumption are desirable to preserve 
battery life in primary cell devices and to increase the interval between battery 
recharge in rechargeable devices. In general, therapy needs dictate the choice 
of stimulation parameters. If multiple combinations of stimulation parameters 
provide the patient with adequate pain relief, the combination with the lowest 
energy consumption may be selected for use. The following may be considered 
if a reduction in energy consumption is desired [27,28]:

● decrease amplitude, pulsewidth, rate
● decrease duty cycle
● decrease number of cathodes
● decrease number of programs.

INTRAoPERATIVE PRogRAMMINg

In this scenario, the lead itself can be moved into a better position if it is off 
target, followed by reprogramming until paresthesia coverage is optimized. An 
impedance test should first be conducted in order to ensure system integrity. The 
following algorithm is proposed for this setting.

1.  Using an anteroposterior (AP) radiographic view as a guide, identify the 
likely electrode(s) to be activated by correlating their location with the der-
matomes they are theoretically covering.
●  If the targeted painful areas are the low back and legs, generally the lead 

should be placed as precisely on the midline as possible around T8 to 
T9. Due to patient-to-patient variations, the active electrodes may rest 
anywhere from T8 to T10 to obtain this type of coverage [5,29,30].

●  If the targeted painful area is legs only with no back component, there is 
slightly more latitude for being off-midline with the electrodes. The more 
lateral the electrode placement, the more lateral is the fiber recruitment. 
In general, to obtain sciatic coverage, the electrode needs to be within 
T9 to T11 inside the shadow of the spinous process. To obtain outer leg/
hip coverage, the electrode needs to be just on or outside the lateral edge 
of the spinous process. If the electrode is placed more laterally than that, 
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stimulation may result in unwanted radicular, rib or chest/abdominal 
stimulation or, if near the dorsal roots, may result in motor responses 
instead of the sensory ‘tingling’ sensation.

●  If the targeted painful area is the upper limbs, side of the neck cover-
age usually occurs at C1, shoulder around C2, arm around C3 to C5, 
hand coverage C5 to C6, and much lower than C6 to C7 tends to recruit 
the axilla. Cervical stimulation is more forgiving of leads being placed 
lateral to the midline than are low thoracic lead placements. When cervi-
cal electrodes are too close to the midline, it is not unusual for a patient 
to complain of feeling paresthesia in their feet; those fibers travel more 
medially compared to the arm fibers. Placing the electrodes slightly off 
midline helps to target the upper limbs.

●  If the patient is to be under general anesthesia for the final lead placement 
(not recommended for percutaneous leads), they would ordinarily have 
had a prior stimulation trial using percutaneous lead(s) that identified the 
patient's specific optimal electrode position for the subsequent implanta-
tion.

2.  Identify the location of the cathode. The programmed amplitude should be 
set at 0 mA or V before making changes to the electrode configuration or 
other stimulation parameter settings. The rate of stimulation may be ini-
tially set at a value between 30 and 60 Hz. Sometimes, sedation may blur 
a patient's perception of the paresthesia boundaries if faster rates are used. 
Begin with programming an adjacent bipole or guarded cathode.
●  When targeting the low back and legs, a high pulsewidth (i.e. 450 ms or 

higher) is generally used to provide a large recruitment of neural elements 
and activate the spinal cord's deeper back fibers and produce paresthesias 
in the low back. If using a three-column lead configuration, ideally, the 
cathode will be activated on the middle column, surrounded by anodes on 
all sides to permit fine-tuning of the depth capability. If using dual leads, 
two aligned bipoles or guarded cathodes may be used in order to create a 
field that is more symmetrical between the leads; however, the penetra-
tion of the electric field in the dorsal columns is higher with one lead 
compared to two leads [31]. Some patients have a small ‘window’ of dor-
sal column fibers between the left and right dorsal roots (i.e. innervating 
the legs) such that that the roots become overstimulated. In this situation, 
the patient may not tolerate an increase in amplitude due to uncomfort-
able sensations in the legs and, at the same time, still feel little or nothing 
in the back. In these patients, if the electrodes are known to be centered 
on the midline, not much more can be done to capture the back, even with 
a guarded cathode surrounded by anodes and variations in pulsewidth.

●  If targeting the legs with no back pain component, lower pulsewidths 
(120–330 ms) and simple bipole configurations may be used.

●  If targeting the upper limbs, even lower pulsewidths may be used (90–
180 ms) and active electrodes may be further apart.
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3.  Adjust the amplitude of stimulation in 0.1 V or mA increments slowly from 
zero initially until the patient's perception and discomfort thresholds are 
established. After these thresholds are known, increase amplitude to approx-
imately 1 V or mA below their perception threshold to allow for a quicker 
pace, especially for patients that may require higher amplitudes.
●  Clinically relevant stimulation involves a choice of amplitude that falls 

within the range between perception threshold and discomfort threshold. 
The range between perception and discomfort amplitudes should not be 
too low (lower than 0.5 V or mA) as there will be limited ability to vary 
the intensity of stimulation for threshold adjustments [11,32,33].

4. Assess programs
●  If the lead is close to the target, concordant paresthesias will be obtained, 

but these may not completely cover the desired area, which may require 
some reprogramming. Increasing the pulsewidth may widen the area and/
or intensity of stimulation-induced paresthesia. Changing the configura-
tion from an adjacent bipolar to a guarded cathode may also increase the 
area of paresthesia.

●  If the lead is not near the target, concordant paresthesias cannot be 
obtained, and thus the lead will need to be repositioned appropriately. 
Repositioning cues are logical and depend on the distance and direction 
of the patient's paresthesia from the target: the lead moves up if higher 
coverage is needed; likewise, the lead moves lower if coverage is needed 
lower. The lead is moved left or right depending on which direction the 
lead needs to move laterally.

5. Adjust rate. The rate is titrated based on patient preference.
6.  Add other programs if needed. More programs may be used if additional 

paresthesia coverage is needed or if different stimulation parameters are 
needed during different postures or activities of daily living.

Modern neurostimulators have the capability of shifting the electrical field lon-
gitudinally along a lead and laterally to an adjacent lead toward an available 
electrode. This electrode will ‘pull’ the stimulation incrementally between the 
two electrodes to center it. This may be helpful in situations where an electrode 
cannot be placed exactly on the target.

PosToPERATIVE PRogRAMMINg

In this scenario, the leads cannot be moved as the lead and device have been per-
manently implanted. Programming should aim to deliver paresthesias as close 
as possible to the patient's pain target(s). Use cues from patient descriptions of 
their pain target(s) and where they currently feel paresthesia to try initial logi-
cal parameters for stimulation. The guidelines for stimulation parameter titra-
tion discussed in the intraoperative section are also useful for postoperative and 
follow-up programming sessions.
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● Cathode location: note that the location of the cathode primarily correlates 
with the patient's description of the paresthesia location. Depending on 
the laterality of the lead placement, it is possible to generate paresthesia 
in dermatomes located at or below the cathode level. An adjacent bipole or 
guarded cathode configuration may be used as a starting point.

● Stimulation parameters: the rate of stimulation may be initially set at a value 
between 30 and 100 Hz. The pulsewidth may be set at 450 ms for a low back and 
legs target, or to 240 ms for a legs with no back component or upper limb target.

● As a starting point, it is also possible to map the ‘envelope of coverage’ by 
test stimulating the outermost electrodes on a patient's leads (most distal and 
most proximal electrodes). If the anatomical target is within those bound-
aries, correct coverage is likely to be obtained. If the lead(s) has migrated 
too far out of position for coverage to be appropriate or if there is a system 
disconnect (as confirmed by an impedance test and radiograph), a revision 
surgery will be required to correct lead placement.

Some of the newer neurostimulators have the capability to allow patients to 
make a range of vertical electrode adjustments of their configuration using their 
own patient programmer. Thus stimulation may be shifted longitudinally along 
a lead and laterally between two (or more) leads.

The next section describes case scenarios that may be helpful during post-
operative reprogramming.

case scenarios – troubleshooting programming

Single lead: coverage is only slightly off optimal coverage
The controllable range is up and down the lead, which will be good if the 
patient's existing stimulation is vertically aligned with the pain. Following the 
patient's cues, activate the electrodes adjacent to the ones currently in use, shift-
ing the configuration up or down the lead in the direction desired. Keeping a log 
may help keep track of electrode combinations and what areas they are covering 
as different combinations are tried. Fine-tuning the pulsewidth by increasing its 
value usually helps to expand coverage.

Single lead: coverage has moved vertically
If the lead has migrated rostrally, activate electrodes (as cathodes) that lie below 
the currently activated ones. Alternatively, if the lead has migrated caudally, 
activate electrodes above the currently activated ones, until stimulation has been 
restored to the correct target. If the existing program is already using the very 
top or bottom electrode on the outer margin of the painful area, surgical reposi-
tion of the existing lead or replacement lead will be required. Some practitio-
ners believe in trying to cover the ideal location or ‘sweet spot’ of the spinal 
cord target with the sweet spot of the lead. The sweet spot of the lead refers to 
deploying the electrodes in the middle of the lead, without using any of the most 
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proximal or distal electrodes on the lead. This approach has not been systemati-
cally studied.

Single lead: coverage has moved laterally
If a patient's existing program is laterally off target, there are fewer options. 
In this instance, increasing only the pulsewidth may help re-establish good 
coverage. However, increasing the pulsewidth could activate fibers that may 
increase the area of coverage, but also may intensify sensations in currently 
covered areas. Thus, while satisfactory coverage may be obtained by increasing 
pulsewidth, it could intensify the off-target spot too much thereby offsetting any 
improvement in widening the coverage.

If the target is not the low back, one option is to try stretching out a sim-
ple bipole over a longer span of electrodes, with inactive electrodes between 
the anode and cathode. This makes the field more elliptical and shallower. A 
guarded cathode configuration has reasonable depth for back fibers, and is also 
an option to try. Frequently, surgical repositioning or the addition of a new sec-
ond lead in the desired spot is the solution for lateral displacement.

Dual or triple leads: coverage is too diffuse or too narrow
In this situation, more programming options exist compared with a single lead, 
but the principles remain the same: direct the stimulation to the targeted areas.

● If the coverage is too diffuse, the problem is probably that too many lateral 
cathodes have been activated. Methodically eliminate the outer active elec-
trodes to eliminate the spurious coverage and try reducing pulsewidth.

● If the coverage is too narrow, start by widening the pulsewidth; quite often 
this is all that is required. If more coverage is needed, electrodes may be 
activated in the direction that the patient requests. If an anode is added in 
an outer position of the lead, the patient will likely perceive the stimulation 
increase as milder than if the outer position is a cathode – a cathode intensi-
fies sensations more than adding an anode.

–  Quite often multiple programs are needed if these solutions prove insuf-
ficient. If back coverage and a wider area are needed, multiple programs 
with specific targets may be used. A typical example is a focused low 
back program that delivers high pulsewidth via a single cathode and 
simple anodes for the back (adjacent bipole or guarded cathode), with 
another program that will spread either symmetrically or asymmetrically 
to the legs, hips, etc. Sometimes, even a third program that targets hip/
flank areas may be used. The patient can run one to four programs in iso-
lation or concurrently. Three column configurations (three percutaneous 
leads in parallel or a three column surgical lead) that are well centered 
at the correct vertebral elevation provide more programming options for 
specific paresthesia targeting to a patient's painful areas.
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Dual or triple leads: coverage has moved vertically
If programming a surgical paddle lead, the electrodes all move as a unit, so 
if paresthesia coverage has moved to more rostral dermatomes, activate lower 
electrodes at the appropriate level. If coverage has moved down to more caudal 
dermatomes, activate higher electrodes. It would be unusual not to be able to 
re-establish coverage as paddle leads tend not to migrate too far. Otherwise, 
surgical revision is needed.

If the leads are percutaneous, determine how many leads have moved. If 
one is still in a good position, its active electrodes would not change, but the 
other lead would need the active electrodes changed to cover the original ana-
tomical location. If a recent radiograph is available, the electrode locations may 
be determined. Otherwise, methodical shifting of paresthesia up or down the 
lead is necessary to obtain the original coverage. If the percutaneous leads have 
moved beyond the range to re-establish coverage, surgical revision is required.

Dual or triple leads: coverage has moved laterally
When programming a surgical paddle lead, the electrodes move as a unit; 
lateral electrodes and pulsewidth are the main parameters to control. Higher 
pulsewidths may be used to recruit sufficient fibers in the desired direction 
without unduly intensifying paresthesia in the unwanted direction. Activating 
electrodes on the second column, if paresthesia is needed in that direction, may 
also help re-establish coverage. Other options with two columns frequently 
work well: side-by-side cathodes and an anode on only one column (this directs 
stimulation in the direction of the cathode with no anode), or its inverse: side-
by-side anodes with the cathode on one side (this directs stimulation in the 
direction of the cathode).

If the surgical paddle lead is a three-column lead, there is better chance for 
achieving good coverage because of the wider lateral span of electrodes and 
less likelihood of significant lateral migration of the paddle. With this type of 
lead, activation of electrodes laterally in the desired direction may be sufficient. 
Assigning a cathode to the lateral electrode will result in more pronounced par-
esthesias in that direction compared to an anode.

With percutaneous leads, mapping by test stimulation may be needed to 
determine how many leads have moved. Similar programming principles will 
apply using cues from the patient to re-establish good paresthesia coverage of 
the pain areas.

Single or multiple leads: intermittent, inconsistent,  
loss, or overstimulation
If the patient's concern is that the stimulation is intermittent, inconsistent, or 
suddenly starts with a jolt or abruptly stops for no recognizable reason, an 
impedance test should be performed to confirm if there is a fracture or discon-
nect in the system. If the impedance test shows an open circuit, and adjacent 
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electrodes are not useful in obtaining coverage, a lead conductor may have frac-
tured and surgical revision will be needed. Occasionally, there can be a bad con-
nection which could create a current path through body fluids, such that when 
the patient has the system on, he or she feels the paresthesia subcutaneously 
at the site of the disconnect (either the location of the neurostimulator or the 
extension–lead connection) and not in their usual painful area. If the power is 
off, they feel nothing. These instances will need surgical revision to re-establish 
a good connection.

If there does not seem to be a connection problem, it is possible that the 
‘shocks’ or ‘jolts’ are due to changes in position. It is easy for a patient, espe-
cially if they are more sensitive than average, to mistake ‘shocks’ or ‘jolts’ 
that can occur as the result of normal positional changes for the more seri-
ous problem of a bad connection. This type of uncomfortable stimulation 
occurs because of the change in the spinal cord's proximity to the scarred-in 
lead when the patient changes position, mostly between lying and standing. 
Patients may demonstrate to themselves that it is the spinal cord that moves 
with position changes by very slowly changing position from lying down to 
standing while modulating the intensity gradually from weak to strong with 
no abrupt stops or starts.

Consideration of the actual lead position if one or more leads 
have moved
Sometimes percutaneous leads migrate. This problem can often be solved by 
reprogramming different electrodes [34]. Large lead migrations may be sus-
pected if the patient detects paresthesias in locations remote from the original 
targeted area. A radiograph of the lead locations is useful to determine whether 
reprogramming may be useful or a surgical revision is needed.

1.  If a radiographic view is not available, knowledge of the actual lead 
position(s) is more challenging. A starting point is testing the outermost 
electrodes to identify the ‘envelope of coverage’.
●  Single lead example: for one lead, activate the top two electrodes and 

the bottom two electrodes (adjacent bipole). If the lead is askew, it can 
be assumed that the bottom electrodes recruit the upper left leg and the 
top two electrodes recruit the right rib cage area. Thus, this lead is rest-
ing with the bottom electrode over the left dorsal column at about T8 
to T9 inside the left spinous process shadow and the top of the lead is 
tilted off to about T7 past the right dorsal column about midway between 
the outside of the right spinous process shadow and the nerve root entry 
area. Since this is a partially sideways span of almost two vertebral seg-
ments, this is most likely a lead with eight electrodes with a large spacing 
between electrodes. Based on the patient's physiological responses to the 
stimulation mapping and the clinician's understanding of the anatomic 
dermatomes, a ‘mental x-ray’ of the lead position can be created. In this 
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patient, good back/leg coverage could be obtained using the second or 
third electrodes above the bottom one, as the lead's trajectory passes 
those two electrodes over the midline at about T9. Additional informa-
tion regarding the magnitude of the lead movement relative to its original 
postoperative position may help decide whether a lead revision is neces-
sary.

●  Multiple lead example: if two or three percutaneous leads have been 
placed, the same process may be repeated: test stimulate the four or six 
outermost electrodes to identify the ‘envelope of coverage’. If the target 
is inside the envelope, the likelihood is good for getting appropriate cov-
erage by following the cues from the patient. If the target is not within 
the envelope, the leads are out-of-range and a revision will be necessary. 
A radiograph of the leads will be needed to confirm their location.

2.  If a radiographic view is available, it can make this process much quicker 
because it will be easy to identify the electrode location and thus directly 
program the most likely electrodes to activate.

Multiple lead options
Using more than three leads is less common but may be useful when targeting 
more complex pain patterns. Cervical and thoracolumbar epidural SCS leads 
can together lengthen the coverage through the back. One or two leads could be 
placed in the cervical region, and another one or two leads placed at T9 or lower 
to cover a long painful area because the leads may be programmed to create a 
very long stimulation field. Each lead may have multiple cathodes and anodes 
activated. Multiple leads may be used for whole back coverage or coverage of 
pain in both upper and lower extremities.

coNclUsIoNs

The initial programming of SCS systems involves adjusting stimulation 
parameters to maximize overlap of paresthesia with the painful areas. While 
paresthesia concordant to the painful area is necessary, it is insufficient to 
assure pain relief [1]. Understanding the anatomy and the effects of elec-
trical stimulation provides a foundation for creating a rational selection of 
stimulation parameters. Nonetheless, achieving appropriate selection can be 
complicated by a number of factors, such as variable lead placement, anatomi-
cal differences between patients, and occasional patient inability to provide 
accurate feedback on their paresthesia and pain. Despite these factors, a wide 
range of stimulation parameters may be controlled to optimize SCS therapy 
in a patient-specific manner. A better understanding of the effects of SCS 
stimulation parameter changes will lead to more effective and efficient pro-
gramming strategies.
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Commentary on Programming – SCS

Richard B. North, MD
The Sandra and Malcolm Berman Brain & Spine Institute, Baltimore, MD Professor of Neuro-
surgery, Anesthesiology and Critical Care Medicine (ret.), Johns Hopkins University School of 
Medicine, Baltimore, MD

Heitman and colleagues present an industry perspective of programming con-
temporary spinal cord stimulation (SCS) systems. The authors represent a single 
company, and implicit in their presentation is the assumption that the products 
of different companies are substantially similar. This is a significant, unstated 
limitation. Furthermore, it should be noted that the range of possible programs 
is limited by the capabilities of the devices presently made available to prac-
titioners by industry in general, and that of these capabilities only a fraction 
has been studied by generally accepted scientific methods, viz., randomized 
controlled trials (RCTs).

Overlooked here is a body of published work on automated, patient-inter-
active methods that make every patient's programming session a blinded RCT, 
avoiding the bias inherent in face-to-face programming by an expert [1]. Applied 
to a series of patients, these methods have yielded high quality evidence of effi-
cacy [2] (superior to the manual methods described by Heitman and colleagues) 
and of cost-effectiveness (prolonging the life of implanted primary cell batter-
ies) [3,4], fulfilling the primary goals of programming, as articulated by the 
authors. This technology, however, remains to be promulgated by industry.

The task of SCS programming in contemporary practice, as broadly 
described in this chapter, is focused on the devices and electrode configurations 
practitioners implant. Thus a good deal of effort is devoted to programming sys-
tems with two columns of contacts (‘dual leads’), which remain popular despite 
evidence that, for the common indication of low back pain, they are technically 
inferior to a single column placed accurately in the physiologic midline. This 
evidence includes the modeling work cited by the authors as well as RCTs using 
the automated, computerized methodology cited above, applied to percutaneous 
as well as to surgical ‘paddle’ electrodes [5,6].

The capability of producing interleaved pulse trains, a useful programming 
tool, is now available in the products of all three SCS manufacturers. Well before 
this was available in commercial products, we studied interleaved pulse trains 
using the above methodology and found that they provided increased pain/par-
esthesia coverage and that the effects were due, at least in part, to an increase 
in the pulse repetition rate [7]. Interleaving pulse trains are just one example of 
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novel capabilities, exceeding those currently available in commercial devices, 
which require further research and development.

It is difficult to achieve paresthesia coverage of pain involving the poste-
rior neck and mid-low back with central somatosensory stimulation in general 
and SCS in particular [8]. Heitman and colleagues believe that ‘cervical and 
thoracolumbar epidural SCS leads can together lengthen the coverage through 
the back’. Indeed, ‘the leads may be programmed to create a very long stimula-
tion field’, but it remains to be demonstrated that the physiologic response and 
patient perception of paresthesia are thereby lengthened or enhanced or that 
axial pain syndromes are better treated in this fashion. This useful summary of 
current practices reminds us not only how far we have come, but also that we 
still have a long way to go in designing and programming SCS systems.
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sTUdy qUEsTIoNs

1. Describe the underlying physiology that is changing as a result of changes 
in pulsewidth. How might these changes be helpful in obtaining therapeutic 
benefit?

2. How should one proceed in programming a patient who has significant ‘posi-
tionality’ with stimulation? Are there technological advances that could miti-
gate positionality in spinal cord stimulators?
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 Neuromodulation is an essential part of functional neurosurgery and an impor-
tant therapeutic modality for many patients suffering from medically refractory 
disorders.  Deep brain stimulation ( DBS), motor cortex stimulation ( MCS), vagal 
nerve stimulation ( VNS), spinal cord stimulation ( SCS), and peripheral nerve 
stimulation ( PNS) have become commonplace, as well as other devices such 
as phrenic nerve stimulators that are used in smaller numbers.  As a result, the 
safety implications of implanting these devices must be well known to the neuro-
surgeon and communicated clearly to the patient and their caregivers.  Every 
device has its own specific design characteristics and internal pulse generator 
( IPG) components and, given the variety of systems and manufacturers that 
exist, this chapter will focus on general safety concerns and limitations for neu-
romodulation devices as a whole.  Where appropriate, circumstances specific to 
a particular device will be discussed.  Finally, the field of neuromodulation is a 
rapidly evolving landscape with new innovations occurring at an  ever-increasing 
pace.  New devices as well as modifications to existing devices are constantly 
under development, so one must keep this in mind when considering the safety 
issues discussed here.

 PATIENT AcTIVITy ANd ENVIRoNMENTAl coNcERNs

 Postoperative activity

 Patient movement can cause  device-related complications anytime after implant-
ation. Lead migration due to patient movement is a  well-described complication 
in  SCS and  PNS such as occipital nerve stimulators [1–3].  These systems are 
particularly susceptible to lead migration for several reasons.  First, they are 
placed in relatively mobile parts of the body, which exposes the leads and lead 
extensions to frequent and varied degrees of strain.  Second, the ability to anchor 
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the leads in a secure fashion to fixed, bony structures is limited.  Finally, the 
move toward percutaneous placement has resulted in cylindrical electrodes as 
opposed to paddle electrodes, which have a wider profile and may resist ‘pull-
out’ more than cylindrical devices [4].  However, even wider paddle electrodes 
are not immune to migration ( Fig. 18.1).

 Authors and device manufacturers almost universally recommend having 
 SCS patients limit bending, twisting, stretching, lifting objects greater than 
5–10 pounds (2.3–4.5 kg) and other strenuous activities for upwards of 8 weeks 
after surgery.  The goal is to give the system components time to scar into place 
as much as possible.  Some recommend occipital nerve stimulator patients 
wear a cervical collar for 10 days after surgery to remind them to limit their 
neck movements [5].  Sudden loss of efficacy and/or sudden appearance of a 
 stimulation-induced adverse event such as paresthesias are clues that lead migra-
tion may have occurred.  Plain films, particularly when compared to immediate 
 post-implant baseline studies, are the best way to make the diagnosis.

 Patients are not immune to  movement-related complications beyond the 
immediate postoperative period.  The same ‘scarring down’ that occurs in the first 
few weeks and months after surgery may make device migration less likely, but 
it also creates more strain on the components when sudden or significant move-
ments are made. A  DBS patient in our practice had been implanted for years with 
no  device-related issues.  He was swimming in a lake, and reached his arms up to 
be pulled out of the water into a boat by his friends.  Although he noticed nothing 
unusual at the time, he gradually began to notice a loss of efficacy on one side 

 fIgURE 18.1 Migration of a  paddle-style dorsal column stimulator 3 months after implantation. 
(A)  Immediate postoperative films were obtained as a baseline study, showing the device in good 
position in the midline. (B)  Films taken after the patient turned his head suddenly to look at some-
thing behind him.  He reported a sudden onset of new paresthesias and loss of efficacy.
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of his body.  Device interrogation suggested an open circuit, although plain rays 
were unrevealing.  At surgical exploration he was found to have a fracture of one 
of the lead extension plugs where it entered the  IPG ( Fig. 18.2).

‘ Twiddler's syndrome’

 Twiddler's syndrome occurs when the  IPG rotates or twists within its subcutane-
ous pocket.  There are two recognized forms of this phenomenon; spontaneous 
and external [6, 7].  In spontaneous twiddler's syndrome, the  IPG moves without 
external manipulation by the patient.  Factors that predispose a patient to spon-
taneous twiddler's syndrome include subcutaneous pockets that are too large, 
become filled with fluid such as seromas, or  IPGs that are not anchored.  In 
these circumstances, even normal patient activity can cause twiddling.  External 
twiddler's syndrome is caused by digital manipulation of the  IPG by the patient, 
usually soon after implantation before the device has had time to scar down.

 Either form of twiddler's syndrome can lead to a number of device complica-
tions.  The  IPGs of many devices must face a certain way for external program-
mers to be able to interrogate them.  If the  IPG flips such that it is facing the 
‘wrong’ way, the device cannot be accessed.  More worrisome are fractures in the 
lead extensions or plugs that enter the  IPG.  This is particularly true in devices 
such as  DBS systems with a dual channel  IPG, where two lead extensions are 

 fIgURE 18.2 Intraoperative photograph showing a fracture of a plug at the distal end of a  DBS 
lead extension.  The patient was pulled out of the water into a boat by friends while swimming in 
a lake.
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running in close proximity.  The wires can twist around each other and result in a 
tremendous amount of strain on the lead extensions ( Fig. 18.3).  Fractures of the 
lead extension or plug can result in localized paresthesias, loss of efficacy, and/
or current drain from an open circuit with rapid depletion of the  IPG.  Strategies 
to prevent twiddler's syndrome include taking care when creating subcutaneous 
pockets, tacking the  IPG to the wall of the pocket with a  non-absorbable suture, 
and patient counseling.  In the past few years, we have placed many of our  DBS 
pulse generators under the pectoralis fascia.  These subfascial pockets have much 
less potential space than subcutaneous pockets, and the incidence of  IPG move-
ment and seroma formation seems to have been reduced significantly.

 security and  anti-theft systems

 Security systems are common in airports, department stores, libraries and other 
public places, and are therefore a frequently encountered source of electromag-
netic interference, (EMI).  EMI is the disruption of normal function in an elec-
tronic device by the electromagnetic field created by a second electronic device. 
 The likelihood of  EMI is related to the amplitude and/or frequency of the exter-
nal electromagnetic field, as well as its proximity to the patient.  The  EMI from 
security devices may be strong enough to turn the device on or off, and can even 
reset an  IPG or change its settings in some instances.  Unfortunately, it may be 
hard for patients to avoid these systems entirely, and they are frequently con-
structed such that it is impossible for the patient to maintain a safe distance from 
the system when passing through them.  Recommendations are mixed on how 
to handle encounters with these devices.  For  VNS, security systems ‘should 

 fIgURE 18.3 AP and lateral radiographs demonstrating an example of spontaneous twiddler's 
syndrome in a  DBS patient.  In this case, the patient had a fluid collection around his  IPG in the 
immediate postoperative period.  He suffered a fractured lead extension that required surgical 
replacement.



401chapter | 18  Safety  Concerns and  Limitations

not’ affect the  IPG, but it is recommended that patients keep the  IPG at least  
16 inches (40 cm) away [8].  Other manufacturers advise patients to avoid secu-
rity systems when possible by asking to be hand screened by security personnel, 
with a specific request not to use the  hand-held metal detector directly over the 
 IPG.  If patients do walk through a security gate, they should temporarily turn 
the  IPG off and pass through as close to the center point of the system as pos-
sible (i.e. equidistant from each side of the detector).

 other sources of  EMI

 Other sources of  EMI exist in the environment but are less likely to cause prob-
lems for patients.  High voltage power lines, microwave transmitters, citizen 
band or ham radio antennae and other communication equipment are potent 
sources of  EMI; in almost all cases, these devices are  fenced-off or have limited 
physical access to the general public in accordance with  Occupational  Safety 
and  Health  Administration ( OSHA) and other governmental agency guidelines. 
 As long as patients respect physical barriers and warning signs, these devices 
should pose no danger.  Other unusual but strong sources of  EMI include arc 
welders, resistance welders, and induction furnaces or burners; patients should 
avoid getting close to these devices.  One case of a  DBS patient experiencing 
symptomatic  EMI when driving a hybrid car was recently reported [9].  The 
symptoms resolved when the patient vacated the front seat of the vehicle or 
when the  IPG was turned off.  Such examples underscore the importance of 
teaching patients to use common sense when they suspect that  EMI or some 
other source of interference is altering the function of their device.  In these 
situations, patients should move away from the suspected source of interference 
and/or turn their  IPG off temporarily.

 Some sources of  EMI are not necessarily strong but come in close proximity 
to an  IPG during regular use.  Examples include dental drills, ultrasonic probes 
or cleaners (also common in dental offices) and electrolysis wands.  Because 
these sources of  EMI are frequently encountered in a dental or medical office, 
patients are often lulled into a false sense of security that these devices are safe. 
 One manufacturer specifically states that the  IPG should be turned off when 
near these devices, and that a distance of at least 6 inches (15 cm) should be 
maintained between the device and the  IPG [10].  Finally, strong magnets can 
interfere with the function of some  IPGs if they get close enough.  Many older 
 IPGs were designed with magnet switches in them, while others like the  VNS 
device have a separate,  magnet-induced mode of operation.  Common house-
hold items that contain strong magnets include stereo speakers and the doors of 
some refrigerators or freezers.  Putting an  IPG up against such items is not rec-
ommended.  Because magnets can change the stimulation mode in  VNS, these 
patients should be specifically warned to stay at least 8 inches (20 cm) away 
from strong magnets, hair clippers, vibrating devices,  anti-theft tag deactivators 
and loudspeakers [8].
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 MEdIcAl IMAgINg

 One of the most important safety considerations from a medical standpoint is 
imaging of the patient after the device is implanted.  The need for imaging may 
arise from a desire to confirm the position of an electrode immediately after 
implantation, or to diagnose a migration or damage to the device after a patient 
has lost efficacy.  The patient may also develop another medical condition that 
necessitates diagnostic and/or interventional studies.  Because the need for 
imaging may occur emergently as the result of an accident or other acute event, 
it is important to educate not only the patient but also their caregivers about 
what type of imaging is safe and what could cause potential problems.  If noth-
ing else, they should be provided with emergency phone numbers for either the 
implanting team, the device manufacturer's support line, or both.  This can avoid 
 device-related complications or withholding of imaging that is safe and would 
benefit the patient by diagnosing a serious or treatable condition.

 Plain radiographs, standard fluoroscopy and computerized tomography 
( CT) are safe and do not interfere with the normal functioning of neuromodula-
tion systems.  Radiographs produce very clear,  artifact-free images of the device 
itself, and are the study of choice for detecting a broken wire, possible discon-
nection or gross migration of a device component ( Fig. 18.4).  One manufac-
turer's labeling for  SCS states that  CT scanning can cause a momentary increase 
in the level of stimulation, which has been reported by patients as a transient 

 fIgURE 18.4 A plain radiograph demonstrating a complete  DBS lead fracture, visible as a dis-
continuity in the lead just above the connector (black arrow).



403chapter | 18  Safety  Concerns and  Limitations

electric shock or  jolt-like sensation.  They recommend turning the  SCS off and 
programming the output to zero when performing  CT [10].

 Ultrasound is generally believed to be safe, although some manufacturers 
say that ultrasound done directly over system components may cause mechani-
cal damage.  We have used small, portable ultrasound units used by anesthesia in 
the operating room to locate the end of a  DBS brain lead underneath particularly 
thick or edematous scalps with no damage to the device and no adverse events. 
 Nuclear medicine studies are also quite common and do not appear to have risk 
in this patient population.  Mammography in patients with  IPGs in the chest is 
safe, but can pose difficulties with positioning the breast tissue in the imaging 
apparatus.  The  IPG can also obscure visualization of some of the breast tissue. 
 Patients should warn the mammography technician about the presence of the 
device to avoid pain and potential damage to the hardware.

 Magnetic resonance imaging

 Magnetic resonance imaging ( MRI) is more problematic for implanted elec-
trical devices.  MRI is generally considered the gold standard for intracranial 
imaging and most spinal imaging.  For placement of  DBS electrodes, postopera-
tive  MRI is extremely helpful in determining electrode location relative to the 
intended brain target; this facilitates programming of the device, as well as pro-
viding the implanting team with important feedback about their surgical tech-
nique.  MRI is unique in that it uses static and pulsed gradient magnetic fields 
with pulsed radiofrequency ( RF) energy to produce images.  While this makes 
 MRI biologically safer to tissues than the ionizing radiation used in plain radi-
ography and  CT, potential issues can arise when implanted hardware is present. 
 Ferromagnetic attraction, the phenomenon that can cause sudden and strong 
pull on ferrous objects as they approach the magnet bore, tends not to be prob-
lematic; most modern neuromodulation systems are made of  non-ferrous com-
ponents and therefore are not subject to these forces.  However, device screening 
to assure that it does not contain ferromagnetic material is still mandatory.

 Device heating and interference with the normal functioning of the  IPG are 
the greatest concern when performing  MRI in these patients.  Neuromodulation 
systems generally have an  IPG that is located at some distance from the actual 
site of stimulation.  The two are connected by an insulated wire or wires which, 
by design, are longer than they need to be to accommodate different anatomical 
considerations or pulse generator locations, provide some degree of strain relief, 
allow technical ease in placement and subcutaneous tunneling, etc.  As a result, 
the redundant portion of the wire usually contains random turns and loops that 
can act as an antenna, locally focusing the energy of the  RF pulses and pro-
ducing heat along the metallic components of the wire and in tissue adjacent 
to the wires.  Since the stimulating surfaces are  non-insulated metal directly in 
contact with neural tissue, any heating that does occur is realized at the metal– 
tissue interface [11–14].  Heating can also occur anywhere along the system, 
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and electrical discontinuities such as a break in the lead or lead extension can 
be particularly problematic.  In the brain parenchyma, temperature increases in 
the 5–7°  Celsius range cause reversible tissue dysfunction; increases in excess 
of 8 °C may cause irreversible thermal injury depending on exposure duration 
[13,15,16].  The most common method of measuring energy absorbed by the 
body during  MRI is to calculate the specific absorption rate, or  SAR.  SAR is 
directly related to the  RF energy used to excite spins during a given  MRI pulse 
sequence.  Some pulse sequences, such as gradient echoes, generally have a low 
 SAR (approximately 0.1–0.5  Watts/kg).  Other sequences, such as spin echoes or 
steady state acquisitions, have an inherently higher  SAR (upwards of 3.0  Watts/kg). 
 In general, the higher the  SAR for a particular  MR sequence, the more potential 
for heating.

 In 2005,  Medtronic issued new safety guidelines for performing  MRI in 
patients with implanted  DBS systems based on two case reports of adverse 
events during  MR imaging [17–20].  Both of these adverse events occurred 
under very specific and unusual circumstances.  The incidents occurred in 1.0 T 
scanners, which are uncommon and use a different radiofrequency wavelength 
than standard 1.5 T magnets.  One case involved the use of a whole body  RF coil 
for spine imaging in a patient with an abdominally placed  IPG.  Use of a whole 
body  RF coil exposes more of the implanted hardware to  RF energy, which 
can result in higher energy deposition into the device.  Moreover, this patient 
had an abdominally placed  IPG, which means that a longer lead extension was 
used; this may have provided a more robust ‘antenna’ for focal absorption of  RF 
energy.  Interestingly, many groups in the past have used whole body  RF coils 
to perform spinal and other studies in  DBS implanted patients at 1.5 T with-
out incident [21,22].  The other adverse event involved scanning a patient with 
externalized leads, also in a 1.0 T scanner.  Again, other groups have scanned 
patients with externalized leads at 1.5 T without incident, and our group has 
been implanting  DBS leads using interventional  MRI since 2004, a technique 
that involves scanning with externalized leads [23].  The exact causative factors 
that led to these two patient injuries are still not clear.

 As of 2010, the  Medtronic guidelines for  MRI scanning of implanted  DBS 
systems include using only horizontal bore 1.5 T  MRI systems, using only head 
transmit/receive coils that do not extend over the pulse generator site in the 
chest, entering the correct patient weight into the  MR console (so the  SAR for a 
given sequence is calculated correctly), limiting the gradient field to 20  Tesla/s 
or less, and using exam parameters that limit the displayed average head  SAR 
(or applied  SAR if known) to 0.1 W/kg or less for all  RF pulse sequences.  MRI 
should not be performed in the presence of a known broken lead or lead exten-
sion.  It is also recommended that the electrode array be changed to a bipolar 
configuration and that the  IPG not only be turned off but the amplitude also 
turned to zero prior to scanning; it is well known that the  IPG can be switched 
on and off during scanning, which is why it is not considered sufficient merely 
to turn the device off.  Avoiding sedation during scanning is also advised so 
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patients can report any untoward events.  Finally, if scanning is done with exter-
nalized leads, it is recommended that they be kept straight, down the center 
of the head coil, out of contact with the patient and wrapped in an insulating 
material [20].

 The labeling for  VNS also warns against the use of body coils and spine 
 MRI, although there is a published case report of cervical  MRI done emergently 
for spinal cord compression in a  VNS patient without incident [24].  Cranial 
 MRI with  VNS is considered safe, provided that the following steps are fol-
lowed as outlined in the device labeling:

1. use only a head T/R coil
2.  set the outputs of the device (both regular output and magnet mode output)  

to zero
3. use only  MR scanners that are 2.0 T or less
4. keep  SAR less than 1.3 W/kg for a 70 kg patient
5. keep the  time-varying intensity less than 10  Tesla/s [25].

 There is a recent phantom study that shows imaging  VNS at 3 T may be safe as 
well [26].  All manufacturers of  SCS systems warn against the use of  MRI with 
their devices, although  Medtronic does state that cranial  MRI with a head T/R 
coil is okay [10].  One group has carefully studied patients with  SCS undergoing 
spine  MRI at 1.5 T and, although some patients reported sensations of stimula-
tion in the same distribution of their usual  SCS and two reported mild heating 
around the  IPG, no permanent or serious adverse events occurred [27].

 MEdIcAl ANd sURgIcAl INTERVENTIoNs

 diathermy

 Among the many medical therapies that patients may be exposed to, the most 
dangerous may be diathermy.  Diathermy is the therapeutic, localized heating 
of soft tissues by electric current, ultrasound or high frequency electromag-
netic radiation.  It can be used to treat musculoskelet al pain, joint pain, tendon-
itis, and other inflammatory conditions.  Two patients with  DBS have suffered 
complications related to electrode heating after receiving diathermy, one with 
catastrophic results [28,29].  All forms of diathermy (shortwave, microwave or 
therapeutic ultrasound) are considered to be contraindicated in the presence of 
neuromodulation devices, regardless of the body site being treated.  In addition 
to issues of heating, device damage may also occur in this setting.

 cardioversion, defibrillation and sensing pacemakers

 In patients requiring cardiac defibrillation or cardioversion, the primary concern 
should be the patient's overall  well-being and risk of death.  In a  life-threatening 
situation, these therapies should not be withheld.  Guidelines have been sug-
gested and include positioning the paddles as far from the implanted system 
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as possible, trying to position the paddles perpendicular to the wires and using 
the lowest clinically appropriate energy [10].  In addition to acute situations 
where external cardioversion and defibrillation is necessary, the use of chronic 
implanted defibrillators has risen dramatically in recent years.  Although some 
device labeling warns against the presence of both neuromodulation devices and 
implanted cardiac defibrillators and pacemakers that have a sensing function, 
there are numerous published reports of such devices coexisting without inci-
dent [30–32].  For  DBS, it is recommended that the pulse generators be placed 
on opposite sides of the chest and that the  DBS be programmed in bipolar mode 
to minimize the potential for interference between the two devices.

 surgery and electrocautery

 Specific precautions should be observed in patients undergoing surgical proce-
dures involving bipolar or monopolar electrocautery.  Bipolar cautery with for-
ceps involves current passing only between the tips of the instrument, therefore, 
it is considered safe for use in patients with implanted devices.  Monopolar cau-
tery involves current flow from the tip of the instrument through the patient to 
the grounding pad, which is placed somewhere on the body (typically the thigh). 
 As a result, much higher electrical fields are generated in the body with monop-
olar cautery.  Many surgeons routinely use monopolar cautery when operating 
on patients with implanted devices, but some guidelines should be observed. 
 The stimulator should be turned off and, if the electrode is externalized, it 
should be disconnected from any external devices such as pulse generators.   
Some recommend placing the grounding pad as far from the stimulator com-
ponents as possible, and avoiding the use of  full-length grounding pads on the 
operating room table surface [10].

 lithotripsy

 Extracorporeal shock wave lithotripsy ( ESWL) is the use of strong sonic pulses 
to non-invasively treat renal or biliary calculi.  Intermittent fluoroscopy or high 
output ultrasound are used to localize the stones and monitor treatment.  The shock 
waves associated with this therapy are strong enough to disrupt or physically dam-
age device components.  Most manufacturers caution against the use of lithotripsy, 
particularly in patients with  IPGs located abdominally or in the buttock region.

 External beam radiotherapy

 Patients may develop malignancies that require external beam radiotherapy 
( XRT) to a body region that contains some component of a neuromodulation 
device.  Unfortunately, the potential effect of radiotherapy on these devices is not 
well known.  The metal oxide semiconductor circuitry used in cardiac pacemak-
ers is sensitive to the effects of radiation, and therapeutic stimulation thresholds 
can be altered due to thermal damage at the stimulating surfaces of pacemaker 
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electrodes [33].  Various studies have described pacemaker malfunctions after 
cumulative doses as low as 10  Gy, prompting some to recommend this as the 
maximal dose that the system should be exposed to; others have recommended 
a maximum exposure of only 2  Gy for cardiac devices [33,34].

 Even less is known about the effects of radiation on neurostimulation 
devices.  One paper describes  XRT to a squamous cell carcinoma of the neck in 
a  Parkinson's patient that the authors actually felt benefited from the presence 
of  DBS, as the patient was able to lie still during the treatment sessions.  It was 
estimated that the total dose to the  IPG in this patient was 7.5  Gy, most of it due 
to scatter.  The device was shielded with external lead during some of the treat-
ments [35].  While it does not seem prudent to withhold  XRT in patients with 
neuromodulation devices in place, it does seem wise to minimize the dose to the 
 IPG as much as possible, with either external lead shielding or other maneuvers. 
A  DBS patient in our practice with an  IPG implanted in the chest developed a 
breast mass on the same side.  She underwent excisional biopsy and was diag-
nosed with carcinoma.  When it was advised that she undergo  XRT to the breast, 
we elected to reposition her  IPG both to remove it from the radiation field and 
also to prevent it from interfering with future surveillance mammography.  She 
completed her treatments with no adverse events.

 Pain therapies

 Transcutaneous electrical nerve stimulation ( TENS) units pass electrical cur-
rent into body tissues locally via an external pulse generator and pads that are 
applied to the skin.  Since these devices are commonly used by patients with low 
back pain, and patients who have implanted with  SCS for chronic back pain 
have  IPGs and electrodes often occupying the same body regions, some  SCS 
manufactures specifically state that the  TENS pads should not be placed over 
any component of the  SCS system [10]. A more invasive treatment for low back 
pain due to facet disease is radiofrequency medial branch neurotomy.  This pro-
cedure has been performed in a  DBS patient with an  abdominally-placed  IPG 
without complication [36].

 Electroconvulsive therapy

 Electroconvulsive therapy ( ECT) is used in patients with severe, treatment 
refractory depression, catatonia, acute suicidality or psychosis, or in bipolar 
patients with severe mania.  During  ECT, electrodes are placed bilaterally in the 
frontal or temporal region, and electric current is passed between them to induce 
a seizure.  Its use in our patient population may become increasingly impor-
tant as  DBS is now being used in clinical trials to treat patients with treatment 
resistant depression and other psychiatric disorders.  The concern with  ECT is 
current induction into the  DBS system and heating of the electrodes, as well 
as potential electrode movement in the setting of repeated seizure induction. 
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 Several case reports now describe  ECT being successfully used in  DBS patients, 
including two separate courses of treatment in the same patient, with no loss of  
efficacy and no electrode movement on  post-treatment imaging [36–38].  The 
lack of  heating-related complications may not be totally unexpected, as the cur-
rent used to induce seizures in  ECT is actually significantly less than the current 
used in cardioversion [36].  Authors recommend placing the  ECT electrodes as 
far away from the  DBS leads as possible.

 coNclUsIoNs

A number of safety concerns and limitations must be considered after implanting 
neuromodulation devices.  The good news is that, given the number of patients 
that have been implanted worldwide, the number of severe adverse events with 
these devices is actually quite low.  Ongoing patient and physician education, 
good communication from device manufacturers and information dissemina-
tion via the medical literature should ensure that the highest possible safety 
standards are maintained.
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Chapter 18.1

 Neuromodulation is among the most promising areas in medicine that can sig-
nificantly improve the quality of life and functioning of patients with various 
chronic neurologic conditions.  Worldwide, there are over 80 000 deep brain stim-
ulation ( DBS) implants and over 500 000 neuromodulation implants.  Given the 
growing number and application of these implants, it becomes important for all 
practitioners to be educated and familiar with the various  environmental-related 
interactions and the safety of these devices.

 Drs  Larson and  Martin have provided an outstanding systematic review 
pertaining to mechanical stresses, electromagnetic interference, medical and 
surgical device interactions, medical procedures, as well as   MRI-related safety 
issues with neuromodulation implants.  More work will undoubtedly be needed 
to advance  infection-resistant materials and streamlining the size and tissue 
interface necessary still to obtain the highest levels of efficacy, both of which 
address needed improvements in the local environment for implanted devices 
in this field.  External environmental concerns have primarily revolved around 
 MR compatibility, addressed herein.  However, future concerns may lie in the 
interference and  signal-to -noise issues involved in using multiple local external 
devices, media devices, and other medical therapies that pose risk to the efficacy 
and safety of neuromodulation implants.  Some of these devices may interfere 
with communication parameters in wireless interfaces, airport security, and 
general local  RF environments imposed by the growing consortium of devices 
being developed in the consumer and medical device areas.

 This chapter, however, provides an essential foundation for safety and ongo-
ing evaluation and management of neuromodulation implants for all related 
clinical personnel, engineers and neuromodulation device manufactures.
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 sTUdy  qUEsTIoNs

1.  Determine the ways that patients may truly need an  MRI scan after a neuro-
modulation therapy has been implemented?

2.  Consider all factors in defining what top three issues contribute most to poor or 
morbid outcome in neuromodulation and what steps can eliminate or mitigate 
against them?
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 ExPEcTATIoNs ANd oUTcoMEs

 Since the resurgence of neurostimulation technologies in the 1990s, promis-
ing advances have been made in this field by altering nervous system func-
tion for relief of pain and other symptoms in select patients.  Combined with 
a better understanding of the disease process, the use of electrical stimulation 
and lesioning of specific targets in the brain or spinal cord has provided many 
patients with the amelioration of symptoms and medication reduction, thus 
improving their overall quality of life.  Deep brain stimulation ( DBS) for move-
ment disorders, spinal cord stimulation ( SCS) for pain, motor cortex stimulation 
( MCS) for neuropathic pain, and vagal nerve stimulation ( VNS) for epilepsy are 
described with respect to the  end-user experience that includes patient clinical 
outcomes and perceptions.

 dEEP BRAIN sTIMUlATIoN foR MoVEMENT dIsoRdERs

 Parkinson’s disease

 Some of the initial attempts at  long-term stimulation for chronic disease states 
were attributed to  Shealy in the  USA [1], and  Bechtereva in  Russia [2].  However, 
before stimulation efforts, other surgical measures had been used to effect mod-
ulation of the nervous system including the ligation of the choroidal artery for 
movement disorders [3] and targeted lesioning.  Although  DBS is currently used 
most often for movement disorders, there are many other indications.  In this 
setting, implantation of stimulation devices generally targets the subthalamic 
nuclei ( STN), globus pallidus internus ( GPi), or ventralis intermediate nucleus 
( Vim) of the thalamus.

 The exact placement of the stimulator has significant impact on the patient, 
resulting in symptom relief that is unique for each target.  In terms of motor 
improvements, the targets and symptom relief can vary.  For example, the tar-
get could include the  GPi in cases of dystonia [4,5] or the  Vim in cases of 
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 non-parkinsonian tremor.  In patients with  Parkinson's disease, targeting this 
subnucleus ( Vim) does relieve the parkinsonian tremor but fails to modify the 
other chief symptoms of the disease [6].  Although debate exists what is the ideal 
target for various movement disorders, the target is largely based on the type 
of expected symptom relief.  Target selection is then matched to the nature of 
symptoms experience of the patient.  To ensure the optimal surgical outcomes 
for patients with movement disorders, the medical team should carefully select 
the patient, exhaust the available medical treatments, choose the best target and 
surgical technique [7], optimize the  DBS settings [8,9], and properly manage 
the  post-surgery medication regimens.

 Deep brain stimulation for  Parkinson's patients is complicated in part 
because of the spectrum of symptoms that are not just movement related.  The 
stimulation effect reaches other aspects of the disease and does so to varying 
degrees depending on the target.  Both the  GPi and  STN nuclei not only improve 
parkinsonian symptoms but also reduce  drug-induced dyskinesias [10] but, in 
addition, the  STN is thought to also reduce medication burden.  In the 2009 
 COMPARE trial, the authors demonstrated that motor score improvements were 
similar whether targeting the  GPi or  STN [11].  Zahodne et al also noted that 
neither motor nor mood scores differed by these two targets, but the  GPi target 
did demonstrate greater improvements in the subscale ratings related to mobil-
ity, activities of daily living ( ADL), stigma, and social support.  This relatively 
new claim warrants further research because the impact on patient quality of 
life is significant.  With the negative impact of the disease on patient's cogni-
tion,  Heo et al believed that bilateral  STN stimulation might lead to slightly 
more detrimental effects on frontal lobe function and memory [12].  The authors 
inferred that improved outcomes with cognition might be obtained via  GPi or 
unilateral targeting.  The full impact of  GPi versus  STN targeting though is still 
an area of controversy, especially with respect to overall patient outcomes.

 Results in  quality-of -life studies have varied regarding the effects of surgi-
cal treatment in patients with movement disorders.  And, the numbers of studies 
are sparse.  Outcomes for movement disorders, particularly  Parkinson's disease, 
have used the unified  Parkinson's disease rating scale ( UPDRS) part  III, a stan-
dardized scale that primarily demonstrates the motor benefits subsequent to sur-
gical intervention.  Such measures can in part reflect subjective improvements 
from the point of view of the patient: for example, regaining motor dexterity 
and control (e.g. holding a cup of coffee without fear of spilling it).  Admittedly, 
the patient's relief in these circumstances is subjective, difficult to measure and 
appreciate.  In a  long-term  follow-up study of  STN  DBS,  Krack et al found that 
there were significant improvements in the postoperative  UPDRS scale, specifi-
cally ratings were 59% lower at 3 months and 54% lower at 5 years [13].  In this 
same study, the authors reported improvement in  ADL functions by 49% com-
pared with baseline functioning; they furthermore noted that, before surgery, 
most patients had depended on others to some degree but after surgery nearly all 
enjoyed independence throughout the entire  follow-up period.
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 In a similar study assessing the psychological impact of deep brain stimula-
tion,  Schupbach et al demonstrated comparable results, that is, the  UPDRS ratings 
showed 54% improvement at 5 years [14].  The authors noted that 10 of 20 patients 
were able to withdraw completely from all parkinsonian medications.  Although 
the measures of neuropsychological and mood assessments were unchanged by 
the surgical procedure, cognitive decline was marked.  However, this decline was 
attributed to the natural progression of the parkinsonian disease rather than the 
intervention performed.  Another important aspect of this study demonstrated 
that daily dosing of levodopa was reduced by 58% and very likely significantly 
impacted the patient's perception of the disease.  When medication regimens are 
simplified [15], patients can not only better control their disease symptoms but 
also notice significant impact on quality of life and cost effectiveness.

 Essential Tremor

 Neurostimulation for tremor can significantly benefit a patient's quality of life. 
 Even while undergoing intraoperative testing, patients may feel tearfully happy 
about the prospect of better motor function.  As discussed in other chapters,  Vim 
or  STN targeting is most often used in neurostimulation for essential tremor. 
 Many of the research findings regarding tremor are included with information 
for  Parkinson's disease.  Sydow et al documented  long-term relief of tremor 6 
years after surgery in the 19 of 37 patients available for follow up; significant 
reduction in tremor score and improvement in activities of daily living were 
found compared with baseline or in the  stimulation-off mode [16].  Zhang et al 
cited an 80.4% reduction in tremor and 69.7% improvement in handwriting in 
34 patients with an average  56-month follow up [17].  Interestingly, between 
 57- and  90-months follow up, no statistical difference was found in functional 
ability when evaluating tremor and handwriting.  Subtle adjustments in program-
ming, primarily increases in voltage, were needed by many patients during the 
 5-year follow up.  At 7 years postoperatively,  Hariz et al noted decreases in the 
efficacy of  DBS for tremor; however, a notable positive impact on quality of life 
and  ADL functioning remained [18], especially for the patient's ability to eat 
and concerns with social life.  The authors stated the more significant declines 
in the effects of  DBS in most other areas, which began 6–8 years postopera-
tively, were likely due to aging, aging  co-morbidities, and disease progression. 
 At this endpoint, tremors significantly worsened when stimulation was turned 
off.  Patients with tremors who had been unable to write their names or perform 
other common tasks found significant rewards with the renewed ability to func-
tion in ways often taken for granted by others.

 dystonia

 Stimulation of the  GPi is the most studied target for dystonia, both primary and 
secondary.  In primary generalized dystonia ( PGD), the mean improvement at 
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 3- to  12-month  follow-up ranged from 46% at 3 months and 80% at 12 months 
follow up in the  Burke– Fahn– Marsden dystonia rating scale ( BFMDRS) sever-
ity score, and 37% at 3 months, and 69% at 12 months follow up in the  BFMDRS 
disability score [19–22].  At  2-year follow up, mean improvement ranged from 
34 to 82% in the  BFMDRS severity scores and 32 to 75% in  BFMDRS dis-
ability scores [20,22–24].  At  3-year follow up, the motor improvement and 
quality of life (  SF-36 questionnaire) observed at 1 year had been maintained 
[4].  Significant benefits of this therapy were evidenced by the improvements 
in general health and physical functioning at  12-month follow up [19] and 15% 
improvement in the unified dystonia rating scale ( UDRS) which is statistically 
significant [25].

 In children, the improvement reported at  6-month follow up was as high as 
56% in the  BFMDRS motor scores and 42% in the  BFMDRS disability scores 
[26].  Compared with adults, the better outcomes in children were associated 
with   DYT1-positive genetic status and with less motor impairment before sur-
gery [27].

 Regarding the neuropsychological outcomes, there have been no reported 
significant changes in measures of mood and cognition after pallidal stimulation 
in dystonia patients in  short- and  long-term follow up [4,19,28,29].  Some authors 
reported no significant reduction in the number of errors in the  Wisconsin card 
sorting test ( WCST) at  1-year follow up [28].  Others showed that bilateral  GPi 
 DBS clearly improved functional abilities and quality of life [29], and noted some 
improvements in concept formation, reasoning, and executive functions [4].

 Contact location greatly impacted outcomes: overall clinical improvements 
were as high as 89% with posteroventral contacts versus only 67% with antero-
dorsal contacts in the pallidum [30,31].  There is also a chance of poor outcome 
because of lead misplacement.  In addressing this topic,  Ellis et al reported 12.8% 
improvement above the  already-obtained improvement in the  UDRS score after 
lead relocation [32].

 Factors that predict poor outcome in generalized dystonia seem relate to a 
greater disability from symptoms (a high preoperative  BFMDRS score) and 
long disease duration [33,34].  There was greater improvement in children with 
the genetic form   DYT1-positive than in children with  non- DYT1 forms.  The 
volume of the  GPi stimulated also influences the outcomes, the greater the  GPi 
volume, the greater the degree of improvement [33].

 For primary focal and segmental dystonia, improvements in the  BFMDRS 
score are in the order of 64% at 3 months and 75% at 1 year 75% [35].  At 
 2-year follow up, ratings on the  Toronto western spasmodic torticollis rating 
scale ( TWSTRS) had improved nearly 60% for both disability and pain scores 
[23,36].  In patients with cervical dystonia, there was a 43% improvement in 
the  TWSTRS severity score and a 59% improvement when both the disability 
and pain scores were combined [37]. A pilot study of bilateral pallidal stimu-
lation in idiopathic cranial–cervical dystonia,  BFMDRS motor and disability 
scores improved 72% and 38% at 6 months, respectively.  Total  TWSTRS scores 
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improved 54% at  6-month follow up.  Although the combined severity and dis-
ability subscores ( BFMDRS) showed statistical improvement, the pain subscore 
only showed a trend toward improvement and was not statistically significant 
[38].  General health and physical functioning and depression scores improved 
significantly.  Some negative changes in neuropsychological tests (memory and 
verbal skills) were observed, but did not impact daily life or employment [37].

 For secondary dystonia (i.e. dystonias due to brain injuries), the reported 
outcomes of the  GPi  DBS were less promising than for other dystonias [38].  In 
a recent study that seems to refute some of these findings,  Loher et al reported 
almost the same outcomes for both primary and secondary dystonias [39].  In 
tardive dystonia at 3–6 months after surgery, there were improvements of 74% 
in   BFMDRS-M score, 89% in   BFMDRS-D score, and 70% in abnormal invol-
untary movement scale ( AIMS).  In another study,  quality-of -life improvements 
were significant in physical components and affective states [40].

 In a mixed group of secondary dystonia patients (i.e. myoclonic dystonia, 
tardive dystonia,  post-traumatic hemidystonia) who underwent treatment with 
bilateral  GPi stimulation, improvements in the  AIMS score ranged widely from 
0 to 73.9%; the patient with no improvement had  post-traumatic hemidystonia 
that temporarily improved after surgery but returned to the baseline findings 
some days after the  DBS was turned on [21].  Some authors suggest that among 
the secondary dystonias, the  drug-induced forms have potentially better out-
comes compared with the secondary dystonias.  That is, the  BFMDRS severity 
scores improved 47.2% for the  drug-induced group and 37% for the other mixed 
dystonias, and the  BFMDRS disability scores were 54.6% and 34.4 %, respec-
tively [9].  In patients with secondary dystonia, it is important to note that ana-
tomical preservation of the basal ganglia is related to surgical outcome [41].

 Previous reports of the usefulness of thalamic  DBS to control dystonia have 
shown questionable results.  Since then,  GPi stimulation has gained greater accep-
tance in the treatment of this syndrome [42,43].  In a study of bilateral anterior 
dorsolateral  STN stimulation in patients with predominantly cervical dystonia, 
significant improvement occurred in the motor, disability, and total  TWSTRS 
scores.  Outcomes were better in those who did not have fixed deformities.  The 
mental component score of the   SF-36 markedly improved, and neuropsychologi-
cal function was not negatively affected as a result of surgery.  However, there 
were no differences in the  TWSTRS scores between  stimulation-on and  -off for 
the group as a whole [44].  In another study of patients with writer's cramp who 
underwent unilateral ventral oralis anterior/ventral intermediate ( Voa/ Vim) stim-
ulation (one patient underwent both  GPi and  Voa/ Vim  DBS),  Fukaya et al showed 
that  BFMDRS scores improved 87.5% when the stimulator was turned on; this 
improvement was maintained at  2-year follow up.  In the patient with dual  DBS 
targets, the thalamic stimulation was superior to the pallidal stimulation [45]; 
however, superior results were obtained with pallidal stimulation in a previously 
  Vim-DBS implanted patient with paroxysmal  non-kinesiogenic dystonia [39]. 
 These last two studies showed some interesting results, but need further study.
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 In our review of the literature, we found no consensus on programming set-
tings for either primary or secondary dystonia.  Usually  GPi  DBS required more 
amplitude than the  GPi or  STN  DBS for  Parkinson's disease, with wide ranges 
of pulsewidth and frequency settings for all groups [7,20,21,46].  Some authors 
suggested that the pulsewidth should exceed 180 ms (in dystonias), and the rate 
should be between 130 and 185  Hz ( high-frequency stimulation) [9].  Other 
studies have reported significant improvement with  low-frequency stimulation 
(50–60  Hz) [47].  In a study focused on the frequency of pallidal stimulation in 
primary dystonia, optimized stimulation at 130  Hz resulted in a 43% improve-
ment in the  BFMDRS score 6–12 months  post-surgery.  Quality of life mea-
sured through   PDQ-39,  EuroQoL1, and  EuroQoL had significantly improved 
after surgery when measured in all of the scales.  However, in this same study, a 
significant deterioration was observed at lower frequencies (0, 5, 50  Hz) in all 
patients [48].

 After  DBS, mobile, phasic dystonic movements respond rapidly and are pre-
dictors of good outcome, whereas fixed postures are less likely to improve and 
are predictors of poor outcome at  12-month follow up, mostly due to muscle 
contractures [34].  Although tonic components tend gradually to improve, some 
patients experience rapid improvement shortly after the  DBS.   Long-lasting ben-
efits were not observed until 6–12 months later in most patients.  The presence 
of microlesion effect immediately after pallidal  DBS for dystonia also appears 
to be a good predictor of optimal clinical outcome, though this remains contro-
versial [49].

 sPINAl coRd sTIMUlATIoN foR PAIN

 As technology developed for electrical cardiac stimulation, these same princi-
ples were applied to stimulation of the nervous system, namely the spinal cord. 
 This new technology found support from the gate theory of pain, which helps 
explain how the nervous system is affected in pain syndromes [50].  Although 
still somewhat controversial, the gate theory premise is the inhibition of small, 
unmyelinated pain fibers by the activation of large sensory nerve fibers.  The 
spinal cord stimulator, placed over the dorsal columns of the spinal cord at 
approximately the  mid-thoracic level, activates these large fiber neurons thereby 
to inhibit or diminish pain sensation.  Good outcomes were reported with at least 
50% reduction in pain; satisfaction was achieved in 47% of study participants 
5 years after surgery [51]; 25% of patients returned to work after the implant. 
 In the same study, many patients reduced or eliminated analgesics for pain and 
noted improvements in activities of daily living.

 In the 2008  PROCESS study,  Manca et al noted marked improvements 
in quality of life for patients with spinal cord stimulators [52].  While overall 
costs to the  health-care system were higher, improvements in quality of life 
were seen by using the  short-form (  SF-36) and   EuroQol-5D (  EQ-5D) [53]. 
 The   EQ-5D consists of five questions, each relating to a different dimension 
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that included mobility,  self-care, and ability to undertake usual activity, pain/
discomfort and anxiety/depression.  Each dimension has three possible levels 
of severity described as none or moderate or severe problems.  Based on their 
combined answers to the   EQ-5D questionnaire, patients can be classified into 
one of 243 health states.  Each health state has an associated utility score on a 
0 (death) to 1 (good health) scale.  At mean baseline of   EQ-5D, the  PROCESS 
study participant scores were 0.15, which was considerably worse than the 0.31 
for patients admitted to the hospital with ischemic strokes [52,54].  Considering 
the significant toll on the quality of life for patients with failed back syndrome, 
the potential for improvement on quality of life of these patients should not be 
underestimated.

 Multiple studies have demonstrated superiority of  SCS in comparison with 
other types of management.  In a comparison with optimal medical manage-
ment,  Kumar et al demonstrated superior outcomes after  SCS for failed back 
syndrome [55].  They reported that many patients not only found greater relief 
of neuropathic pain by implantation of  SCS than conventional therapy, but also 
showed a significant increase in the quality of life.  Kumar et al reported that 
24 months after implantation, patients with  SCS had greater satisfaction with 
treatment, and improved functional capacity and  health-related quality of life 
[56].  Remarkably, 30% of patients returned to work after  SCS therapy, includ-
ing 4 of 37 patients who had been out of work for more than 2.5 years.  In a 
2007 comparison of reoperation versus  SCS for failed back syndrome,  North 
et al showed that  SCS insertion was more effective and less expensive than 
 re-operation for patients with failed back syndrome who had a previous surgery 
[57].  SCS was found to be most effective when patients avoided repeat surgery. 
 Additionally, costs of  SCS for patients with failed back syndrome were signifi-
cantly less than for repeat surgery.  Both factors play major roles in a patient´s 
quality of life.

 MoToR coRTEx sTIMUlATIoN foR NEURoPATHIc PAIN

 Motor cortex stimulation for neuropathic pain is a  well-accepted practice that 
was introduced in the early 1990s by  Tsubokawa et al [58].  However, as seen 
with  SCS for pain, lack of uniformity in the surgical techniques used, pain 
pathologies enrolled, evaluation scales used, and even pain nomenclature make 
comparison of studies difficult [59–61].  Only a few statistically  well-designed 
studies have assessed outcomes of  MCS therapy with  long-term follow up. 
 In a randomized  double-blind trial that included population of patients with 
mixed types of pain, central and peripheral pain,  Velasco et al reported signifi-
cant 40–80% pain improvement at  1-year follow up in all patients during the 
 on-stimulation period [62].  The  Bourhis scale and  MPQ scores for the group 
decreased from 8.5 to 4.5 and from 133 to 40, respectively (P < 0.01) [62].  In 
another randomized controlled trial of patients with central and peripheral neu-
ropathic pain,  Smith et al reported >50% pain relief [63].
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 In a series of 32 patients who underwent  MCS,  Nguyen et al reported 77% 
pain relief in the patients with central pain, and 83.3% relief in the neuropathic 
facial pain group [64].  In a  4-year  follow-up study including central and periph-
eral neuropathic pain,  Nuti et al reported pain relief was excellent in 10% and 
good in 42% of the patients.  Intake of analgesic medications decreased in 52% 
of patients and was completely withdrawn in 36% of patients.  In the same study, 
70% of the patients noted their satisfaction with the procedure, by saying that 
they would have undergone the same surgical intervention for relief of their 
pain [65].

 In a literature review,  Henderson et al reported rates of 40 to 100% relief of 
neuropathic facial pain relief from 3 to 28 months after  MCS and 50% reduction 
in medications after the procedure [59].  In a series of 11 patients with thalamic 
pain,  Tsubokawa et al reported that 73% of patients had excellent pain control 
during the trial period; the positive effects of the  MCS were unchanged in 45% 
of the patients after more than  2-year follow up [58].  In a randomized controlled 
 cross-over trial of  MCS,  Lefaucheur et al reported questionable results because 
the patient population was heterogeneous (i.e. different types and locations of 
peripheral neuropathic pain); however, during the open trial, there were signifi-
cant improvements in visual analogue scale ( VAS) and  McGill pain question-
naire scores [66].

 In a  meta-analysis of the relevant studies on cortical stimulation and chronic 
pain,  Lima et al reported a  weighted-responder rate of 72.6% (95%  CI, 67. 7-
77.4) in favor of the  MCS [67].  Additionally, in another literature review, a 
good response was achieved of pain relief ≥40–50% in ≈ 50% of patients who 
underwent surgery and in 45% of 152 patients with a postoperative follow up 
≥1 year [68].

 Programming the stimulator is a very important factor in achieving good 
outcomes.  However, with time, the initial benefits can be lost.  Therefore, an 
intensive reprogramming can optimize the outcomes.  Henderson et al showed 
that in patients with  MCS,  VAS scores declined from 7.44 to 2.28 with inten-
sive reprogramming in chronically implanted  MCS patients (mean 7.16 months 
(range 2–18)) [69].  In conclusion,  MCS for chronic neuropathic pain is a rea-
sonable and feasible option for select patients.  Further studies are warranted 
better to define optimal patient populations and programming parameters.

 VAgAl NERVE sTIMUlATIoN foR EPIlEPsy

 Vagal nerve stimulation is one of the most recent developments in neurostimu-
lation in selected patients with generalized epilepsy.  VNS stimulation occurs 
via a specialized electrode wrapped around, typically, the left vagus nerve, and 
connected to an implanted pulse generator.  The mode of action of this type of 
stimulation is thought to occur via retrograde activation of the vagus nerve into 
the brainstem and there causing the suppressing effects.  This type of stimulation 
exerts a modulatory effect on cerebral neuronal activity.  Since its approval in 1997, 
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it quickly emerged as a  well-accepted modality for the treatment of intractable 
epilepsy.  In a study of 454 patients with generalized epilepsy, 43% of patients 
achieved a 50% reduction in baseline seizure frequency with the  VNS [70] and 
achieved a  long- lasting, even progressive benefit from  long-term stimulation. 
 Although  VNS treatment may not allow a patient with seizures to resume normal 
employment or drive a car, the device may afford other significant  quality-of -life 
improvements.   Day-to -day providers who directly care for patients with  VNS 
devices implanted have noted recovery is shortened in the immediate  post-ictal 
period [71].  However, overwhelming support for this device among practitioners 
is somewhat lacking.  Some caregivers helping with the patients with a  VNS 
device may question its utility because debilitating seizures often continue and 
the sole prevention of generalization is less than ideal or insufficient to improve 
the quality of life for many patients and their families.

 ExPEcTATIoNs of THE PATIENT

 Before surgery

 First, familiarity of the patient with the surgical and  non-surgical team is advis-
able.  Second, patients should understand the goals of the therapy, which symptoms 
will be targeted, what type of therapy will be pursued, and what technological 
options may best treat their disease.  The surgeon also explains the steps of the 
surgery, ideally showing the samples of the leads, batteries, and other equipment. 
 The patients will then have a better understanding of the potential complications 
and cosmetic implications associated with the surgery.  In addition, a thorough 
review of the patient condition through a multidisciplinary approach is advis-
able.  Most important, before surgery, patients should understand that further 
adjustments may be needed after implantation of the stimulator.  Optimization of 
the therapy may take days, weeks, even months in the future.  Programming the 
stimulator and drug optimization are as important as the surgery itself.  Therefore, 
with education, the patient can better understand that therapeutic adjustments 
will likely be made after the initial postoperative period.

 Other valid concerns expressed by patients and their families/caregivers are 
the costs and insurance coverage associated with the procedure(s).  Although 
these procedures are routinely covered by most insurances ( Medicare and 
 Medicaid), coverage should be checked for each patient's insurance plan.

 The day of surgery

 Each step of the procedure should be explained during the operation so that 
patients feel confident with the team of nurses, surgeons, anesthesiologists, and 
neurologists involved in their care.  Any patient discomfort (e.g. pain in the pin 
sites, micturition sensation during surgery, etc.) should be avoided.  Patients and 
their families should feel both open and able to discuss if issues or concerns 
arise, and assured that these will be addressed.
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  Post-surgery

 In stimulators for pain and movement disorders, both rechargeable and 
 non-rechargeable batteries are available, whereas vagal nerve stimulators use 
 non-rechargeable batteries.  Implications of these types of technologies need to 
be thoroughly discussed with the patient.

 coNsIdERATIoNs fRoM A PATIENT´s PERsPEcTIVE: 
PsycHology of PIll BURdEN

 Neurostimulation techniques have the ability to improve patients’ lives by 
decreasing the disability.  The level of this disability is measured, in part, by how 
ill the patients feel.  Some of these feelings are directly related to the disease, 
either limiting movements by decreased motor function or by inducing unpleas-
ant sensations.  By some standards, the amount of medication can be indirectly 
translated in ‘how sick a patient feels’.  For all of these therapies, the goal is to 
decrease the medications, whether a dopamine agonist, opiate, or anticonvul-
sant.  With decreasing amounts of medication, patients can equate the success 
of the neurostimulation procedure with how much ‘better’ they feel.  Compared 
with patients who adopt a passive role in their therapy, we have observed that 
patients who decrease more medications by pushing the system (i.e. constantly 
wanting better results) actually do better in the long run.  However, patients with 
pain sometimes increase their medication usage, actually creating the impres-
sion that their condition is progressively worsening even when no changes are 
documented neurologically or radiographically.

 Patients often ask to reduce or get off medications because of the perception 
that increasing the quantity of pills corresponds to increasing severity of disease. 
 Accurate or not, this perception is important to the patient's overall outcome for 
any of the  above-mentioned treatments.  Is this perception due to the patient, 
therapy, or treating physician?  It very well is all of the above.  Without the will 
of the patient, nothing will happen no matter how hard the physician tries.  The 
same goes for the procedure.  In some patients, no matter how ‘perfectly’ placed 
the stimulator is, it still may not have the expected results.

 Typically, patients go to the surgeon because of failure of other  non-surgical 
therapies, such as medication or conservative measures.  However, when surgi-
cal interventions fail to meet expectations or complications arise, the patient 
then reverts back to medical care.  The failure of one leads to the other in a 
potentially continuous cycle until the patient achieves satisfaction with their 
outcome or becomes absolved in the disease state.

 Education of the public and physicians is also important to the delivery of 
this contemporary care.  Within the medical community, many physicians still 
regard these technologically advanced therapies as ‘experimental’ because of 
the lack of proper knowledge and education about neurostimulation.  Yet, this 
attitude may prevent patients from coming to the forefront of medical care and 
gaining potential benefit.
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 coNclUsIoNs

 The end user of neurostimulation therapies represents both the patient and phy-
sician, who both need to be involved with the care and maintenance of these 
devices.  Physicians regulate the devices best to suit the patients’ needs.  Patients 
use the devices to ameliorate their disease symptoms.  The better the communi-
cation between these end users, the better the therapy will be.
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 Commentary on  Expectations  
and  Outcomes

Chris Hart, BA
Director of Urban and Transit Projects, Institute for Human Centered Design, Boston, MA

 Editors’ note:  This is a special commentary chapter written by  Chris  Hart, who 
had bilateral  GPi  DBS to treat severe ‘status dystonicus’ after several months of 
hospitalization, during much of which he was in a heavily medicated coma and 
intubated without a tracheometry. He has cerebral palsy and developed this dys-
tonic condition after surgery to perform an urgent abdominal exploration. Chris 
serves as the  Director of  Urban and  Transit  Projects at the  Institute for  Human 
 Centered  Design in  Boston and serves on several Boards of Directors including 
as Treasurer of the Massachusetts Disability Law Center.  It is worthwhile consid-
ering his observations with reference as well to patients who may have chronic 
pain, any variety of psychiatric disorder, or other movement disorders.  We repro-
duce his perspective on the experience essentially unchanged, as it is a unique 
complement to the primary chapter.

 If you asked me on  April 27, 2006 what  DBS was, I probably would have 
had to stop to think and eventually might have mustered some vague answer 
about hearing something about it being an experimental treatment for certain 
types of movement disorders like  Parkinson's and a few of odd gimp conditions 
such as dystonia.  If you asked me on  June 20, 2006, in a whisper, I’d have asked 
how you liked my haircut and explained that my brain was now wired and had 
been reset thanks to  DBS.  Ask me what happened between leaving a meeting 
with my state's highway commissioner and  June 18…. I really can’t tell you. 
 The pain I felt in the meeting, where even the commissioner noticed my intense 
discomfort, led to an emergency surgery immediately following a torturous day 
of diagnostic tests ordered by a cute resident.  But I digress.

 The surgery for an omental infarct, or rather the anesthesia level, as the anes-
thesiologist suspects, set off something in my brain, possibly related to the cere-
bral palsy I had acquired at birth. In the recovery room I began to experience 
intense uncontrollable movements and soon had every available nurse trying to 
hold me down.  What followed was an induced coma that at least stopped many 
of the movements but didn’t solve the problem. I also became a  Petri dish for just 
about any infection found in a  Boston hospital, spent 25+ days on a vent without a 
tracheostomy (thank god), and won the grand prize of double pneumonia, twice. 
 While on some days I had up to 45 doctors and residents reviewing my case, most 
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of the medical community, including those who are involved in the disability 
community and personally knew me, said to my parents, friends, and coworkers,  
‘ Chris’ run is done… He’s had a good life, changed  Boston, led the MBTA suit 
behind the scenes and wrote the settlement agreement that will change public 
transportation, and etc. but it is time to let go’.  Somewhere in the midst of this 
adventure, my parents and friends learned of  DBS and a video of me writh-
ing around was sent up to the  Lahey Clinic team in Burlington.  Against much 
medical wisdom and before more errors could be made so I could croak, I was 
transferred to  Lahey, still unconscious and on a vent.  From there, I gather that 
the  Lahey team mapped my screwed up brain enough to be pretty confident that 
 DBS would work for me and the rest is history.

I woke up to a lot of exceedingly happy people and though I was still pretty 
drugged, I couldn’t help but notice that the  Red  Sox were tanking (they had 
been in first place in  April).  As I gradually detoxed and my head began to clear, 
I began to absorb all that had happened (or in some cases, hadn’t happened, but 
sure seemed real thanks to vivid hallucinations).  While my memory is foggy of 
those early days, I recall waking one morning to someone carrying an electronic 
device and told me they needed to adjust the stimulators in my brain.  Whether it 
was the detox process or the sheer emotional stress of all I had been through, I do 
remember strongly being absolutely terrified as I felt tingles, saw flashes of light, 
etc. even though, at some level, I knew the person was part of the team that saved 
my life.  Today, just recalling that experience makes my hair stand up on end. My 
best explanation for what I felt that day is the following: having used about 13 of 
my nine lives, and realizing I was still alive, the last thing I wanted was someone 
messing with the one thing still seemingly working well – my brain.

 Ignore for a moment that it was my brain that caused the whole mess to begin 
with and step into the world of disability where most of us with significant dis-
abilities don’t think in terms of being cured or having “disorders”.  It is a world 
where, at some level, most of us with significant disabilities acknowledge that 
we are more or less disabled by the environments with which we interact and 
with the attitudes of the people with whom we interact on a daily basis.  It is a 
world where problem solving is a constant and where what works today might not 
work tomorrow or where (just as likely) what isn’t working well today, might be 
fine tomorrow.  Who knows why and, honestly, does it matter?  After all, as long 
as your brain is working, everything else is solvable, right?  Can’t pee, insert a 
catheter.  Can’t swallow, insert a G tube.  Hands/feet don’t work, drive a chair with 
your head or puff ‘n suck.  Can’t type or talk, there's technology for that too.  Brain 
doesn’t work, ‘ Houston, we have a problem!’ Hence, my  gut-level fear reaction.

 Beyond these terrifying feelings, however, and with hindsight, I was just begin-
ning to wrestle with the fact that the medical establishment seemingly failed me, 
to put it generously, and the implications of the failure to my life.  The only reason 
I was still alive, aside from pure stubbornness, was a core group of friends (some 
of whom I hadn’t seen in years but now had medical degrees), my boss, and my 
parents who kept catching medical errors and oversights, made phone calls and 
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spent weeks at my bedside even as I steadily had slid downhill prior to the  DBS 
surgery.  For the condescending nurses and arrogant doctors who were so quick 
to write me off, my ICU room was plastered with photos of me speaking, press 
clippings where I was quoted, correspondence from government officials, etc. all 
to remind them that I indeed had a brain that worked just fine even if my body 
was a bit odd.  Arriving at  Lahey was my last shot and it worked for me.  But any 
of us that have significant disabilities know that the medical system often fails us 
or can be all too quick to write us off, especially when friends/family aren’t close 
and, consequently, we become much less confident in our caregivers.

 As the days went by at Lahey and I came off my drug-induced high, I gradu-
ally got my mind around having wires in my brain, the fact that a little hand-
held device could mess with my brain, and that I was a guinea pig for  DBS. 
 Sometimes the tuning improved my control, sometimes not, but on the whole 
things were looking up, I was finally eating solids, gaining weight, starting 
rehab for my emaciated body. I was growing accustomed to the buzz in my ear 
(something that I still hear from time to time) and my neck was loosening up. 
 As my voice became stronger, people began to make the odd comment that my 
speech was actually clearer, more understandable.  Additionally, I drooled less. 
 Simply amazing, but alas within 6–8 months those improvements had returned 
back to previous levels.  When my neurology team asked about rehab, I said that 
it was already the end of  June and I was supposed to be speaking in  Japan at the 
end of  October, so we should all plan accordingly.

 At rehab, I was working my butt off, reminding my therapists of my  October 
trip and, against orders, I was even sneaking out to a couple of work meetings 
at  City  Hall.  There, I was about to drive through the  City  Hall metal detector 
when something in my head screamed ‘stop’…ah, yes, a reminder that I now 
have objects in my brain that don’t respond kindly to magnets. It was then that 
I began to wonder what would happen if my  DBS shut off.  Truth to be told, 
none of us knew, and if you’ve suddenly had  DBS, reading all of the caution 
notes from  Medtronic might scare one into never going out.  Certainly, staying 
home was not an option for me and after a few more brain  tune-ups, as I affec-
tionately call my programming sessions, I headed off to  Japan for a couple of 
weeks.

 Upon my return from Japan, I continued to wonder a lot about what would 
happen if the device turned off.  After all, I had nearly been wanded by zealous 
security guards and just about everywhere I looked, I could see one or more 
devices that  Medtronic warns all of us to avoid.  In 2007, after a few more brain 
 tune-ups, the  Lahey crew let me turn my  DBS ‘off’ on a  Monday.  Nothing hap-
pened. I was sent downstairs to get lunch – told to return in an hour.  Ninety 
minutes later, I still felt normal, or what I describe as new normal, because the 
old normal ended in  April 2006.  Since I had my trusty restart kit and nothing 
was happening, I was sent home with clear directions: come back any time 
before or on  Friday.  Well, by  Friday I was ready to turn the DBS back ‘on’…I 
was clearly less coordinated and more jumpy.  It was very gradual but noticeable 
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to me within 48 hours. I was also fairly confident that the  DBS is real and not a 
placebo…but then again my battery levels weren’t going down either! 

Turning the system back on again was a whole other experience.  It wasn’t 
painless and seemingly the way my system was programmed, it was a jolt.  Aside 
from the typical flashes of light, seeing double, etc., there was a jolt and steadily 
intensifying pain from my neck up to my head.  There and then I think everyone 
realized a need to slowly ‘ramp up’ when turning  DBS on.  Why on earth that 
isn’t the default setting I don’t know, but it’s such an obvious thing to do.

 Nearly five years later, my brain  tune-ups are rare and, as far as I know, my 
DBS is working fine. I do wrestle with a couple of questions related to settings  
and battery life. With over 90,000 possible combinations of settings, has my 
complacency with the settings precluded experimenting to see what after 
improvements might be attainable? Why I’ve not had battery depletion or bat-
tery failures that others have had, I don’t know but it seems odd. But I do know 
that in the last three months as the voltage has dropped precipitously, I’ve begun 
to feel different. Coordination is more problematic, my brain feels less clear, my 
cognition and memory seem to be impacted and perhaps more alarming, I feel 
depressed. As the date for my battery replacement surgery approaches, I find 
my energy level fluctuating, generally feeling not well and certainly much more 
emotional, especially feeling depressed. Can these symptoms be linked to the 
DBS or is it psychological? I don’t know but I rather dread going into the OR 
even if I’m in good hands!.

While I generally do not worry about the  DBS except when faced with a 
zealous  TSA guy or when a doctor who doesn’t know about  DBS wants me to 
get an  MRI.  At a  day-to -day level, the only time I really think about the  DBS is 
if I hit my chest or the rare cases of random pain in my head near the prongs. 
 The pain is random and shooting for 10–20 seconds then gone for days or weeks. 
 Other times, I seemingly feel the wire shift on my neck but this is usually during 
strong sneezing (another activity  Medtronic warns of, though I’m unclear how 
not to sneeze strongly).  The wire shift is at times annoying and once in while 
can be painful but a little rubbing can usually get it back.

Clearly, life is not the same as it once was before  DBS.  Mentally, I’ve never 
fully regained my old self; writing and certain thinking skills do not come nearly 
as easily as they once did.  Most people probably don’t notice, but I do, and I 
know that my boss does, though she would probably never admit it to me.  Are 
those skills impacted by  DBS?  Or, more likely, are they the result of the medical 
ordeal and the extraordinarily high doses of drug cocktails my body absorbed? 
 We’ll never know, but the old  TV commercial, ‘ This is your brain on drugs’ 
comes to mind.

 Mentally, I also know that my time since 2006 has been gravy, albeit with 
a few lumps. I’m lucky that my ‘good run’ did not end and I can still leave the 
world a better place. I can’t help but be thankful for each day. I went back to 
 full-time work, probably a little too quickly, but there is so much to do. I sail, bike 
and can still ski, albeit tethered and not independently as I had previously – an 
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unconfirmed rumor has it that I’ve had a few skiing spills since  DBS and it still 
works. I’m working 50+ hours a week, though I lament my weak writing skills 
and lost eloquence.  Finally, I also managed to meet a woman who will both put 
up with me and keep me in line.  We have an agreement to keep each other around 
for 30 or 40 years, depending on which of us you ask…now if only my  DBS bat-
tery would last that long!

 sTUdy  qUEsTIoNs

1.  What are the drawbacks in considering the patient perspective in design, appli-
cation, and outcome with neuromodulation devices?

2.  Consider ways patient perspectives and concerns, and clinician perspectives 
and concerns using neuromodulation can best be conveyed to  third-party pay-
ors, administrators of health care, and legislators of  health-care policy.  How are 
these methods different from each other?  How might they be improved upon?



This page intentionally left blank



435

 INTRodUcTIoN

 Nearly a quarter of a century ago the effects of deep brain stimulation at high 
frequency (  DBS-HF) were discovered in a serendipitous manner.  Its applica-
tion to the treatment of movement disorders quickly expanded.  It is validated 
for several indications ( Parkinson's disease, essential tremor, dystonia, etc.).  In 
some countries,   DBS-HF is used as the first choice of surgical methods to treat 
severe cases of these diseases.  The method itself has been extended to other 
indications and, most recently, has participated in the revival of psychosurgery. 
 Industrial companies have quickly produced materials specifically designed 
for these new indications, mostly derived from the technology of cardiac pace-
makers, and from the initial specific application to spinal cord stimulation 
and deep brain stimulation for pain.  The number of publications has quickly 
increased, either for the development of the technique, the application to vari-
ous indications and, more recently, for evaluation of the results in the scope 
of  evidence-based medicine.  In recent years, several multicenter  double-blind 
studies have been produced.  Alternative methods are still awaited but are yet not 
comparable in terms of results, particularly in the case of neural grafts.  Gene 
therapy has been recently introduced which might be a challenge to  DBS at high 
frequency, however, it is not yet ready for introduction to therapeutic use.  This 
chapter does not intend to review   DBS-HF over these 23 years, but expresses 

 Alim  Louis  Benabid,  MD,  PhD
 CEA  Clinatec,  Clinatec,  CEA  Grenoble,  Grenoble,  France

Neuromodulation Perspectives

 Chapter 20

 Essential  Neuromodulation.  DOI: 10.1016/B978-0-12-381409-8.00020-6
 Copyright © 2011 Elsevier Inc. All rights reserved

  Editors’ note: The final chapter and its commentary section are meant to lend per-
spective, historical interest, and inspiration.  Written by  Professor  Benabid from 
 Grenoble,  France, widely considered to be the ‘father of  DBS’, it gives a flavor 
of the passion and poignancy he has brought to the field of neuromodulation. 
 Dr  Montgomery offers extensive counterpoint and guides the reader toward ever 
more sophisticated insight into mechanisms of brain function and how we might 
consider understanding neural function in general through the window of  DBS. 
 Nonetheless, these authors focus on  DBS and we wish to encourage the reader to 
consider that, as useful as their content is in this regard, we believe it nevertheless 
leaves a framework for interpreting the relevant future of all neuromodulation.
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from the author some comments which he feels necessary to do at this point in 
time.  The practice of this method since 1987, as well as the observation of the 
activity in this domain reflected in the published literature, has lead him to some 
thoughts, second thoughts, free opinions on several items and, of course, lays 
the path to perspectives.

 sHoUld wE sAy   dBs-Hf oR sIMPly  dBs?

 There is a persistent confusion in the literature about denominations.  More and 
more frequently,  DBS only is used in reports, and frequency is not even men-
tioned in the  Method chapter.  This does not acknowledge the dual effects of 
frequency, which are the most relevant characteristics of this method. I did not 
invent  DBS, which has been used since the 1960s for pain and had been reported 
on several occasions for several targets in several indications decades ago, not to 
mention the use of electrical stimulation of superficial or deep structures during 
surgery for intraoperative localization purposes.  These dual effects also were 
observed and reported on several occasions, but the respective definitions of low 
and high frequency were never clearly stated, and this did not come to the level 
of an application of frequencies higher than 100  Hz as a  well-defined surgical 
method, mimicking lesions and then aiming at replacing them.  What I claim is 
to have for the first time pointed out the striking different effects which were 
observed at low (below 100  Hz) and at high (above 100  Hz) frequencies, that 
high frequency  DBS was closely replicating (though in a reversible and adapt-
able manner) the effects of lesions.  It was our group who established   DBS-HF 
(and not  DBS largo sensu) as a well codified therapeutical method.  We also 
claim that it is the demonstration in movement disorders that the method was 
reliable and safe which allowed its extension to other indications, particularly to 
psychosurgery, even if previous reports had suggested it.

 Even if the reason of this frequency dependence of opposite effects remains 
to be understood, one should clearly mention at which frequency a study has 
been done or an effect has been observed.  The term  DBS is too large by itself 
and should not be used, except when the method of putting stimulating elec-
trodes in the brain is concerned regardless of the frequency used.

 TARgETINg

 Besides the selection of patients, targeting aims at the most prevalent crite-
rion: the location of the electrode within the target.  Ventriculography is, in 
our opinion, the gold standard.  It shows the landmarks on which are based 
most of the coordinates and which allow comparison with the atlases.  It is 
not a dangerous procedure once one knows how to perform it according to 
precise criteria, each of them aiming at improving the quality of the imag-
ing and decreasing the risks of complications.  Making a simple twist drill at  
2.5 centimeters from the midline and 9 centimeters from the nasion most of 
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the time allows entry to an avascular area with a minimum risk of bleeding. 
 The perforation of the dura made by the tip of the twist, with some experi-
ence, is easy to perform.  Rinsing this hole by soft injection of  Ringer serum 
allows removal of the pieces of bone and to verify that there is no bleeding. 
 Making a burr hole and opening the dura for coagulation of the pial vessels of 
the cortex does not really make sense, as only the superficial vessels are vis-
ible but not the deeper vessels in the sulci, which might also be hit and bleed. 
 In addition, it is impossible to prevent the loss of  CSF, which induces a brain 
shift and filling the hole with artificial  CSF does not change it.  Intraoperative 
 x-rays as well as postoperative  CT scans show the pneumocephalus.  Tapping 
the ventricle on the right side must be done using a cannula with a stopper at 
9.5 cm (with this length, there is no risk of missing the ventricle which is a 
question of orientation and also in the adult there is no risk of going below 
the level of the foramen of  Monro and therefore no risk of hitting the basal 
ganglia structures).  The good inclination is to aim at the imaginary center of 
the head and it is often easy to perceive the entry in the ventricle through the 
ependyma.  Injection of 2 cm of air is mandatory to make sure that the  CSF 
coming out from the cannula is not the  CSF of the interhemispheric fissure 
(which is often dilated in parkinsonian patients) but the  CSF from the ven-
tricle, (which is clearly visible on the lateral  x-ray showing the frontal horn as 
a round negative image with a horizontal limit between the air bubble and the 
 CSF).  Injection of 6.5 mL of  Iopamiron® within two to four seconds allows 
good visualization of the lateral ventricle, the foramen of  Monro and the third 
ventricle as well as the aqueduct of  Sylvius.  Sometimes, the anterior commis-
sure is not easily visible and it is necessary to turn the patient upside down, 
which is not easy, or to add two to three more milliliters of air: this allows 
vision, in negative contrast, of the anterior commissure as well as the anterior 
ventricular features, such as the supraoptic recessus and the infundibulum as 
well as the  pre-mammillary recessus.

 The pictures from the anteroposterior view provide the location of the midline 
and particularly of the midline of the third ventricle, which might not coincide, 
but not always, with the midline of the cranium.  This is important to delineate 
the laterality of the targets.  The targets mentioned in functional neurosurgery 
are derived from previous  anatomo-neurophysiological knowledge.  But their 
coordinates are obtained from the observation of the clinical, therapeutical out-
comes, which are the only valid criteria to be taken in account.  Then, the coordi-
nates of what we call the ‘theoretical targets’ are the mean and standard deviation 
of postoperative coordinates of the best clinically efficient electrode contact 
in the patients with the best outcomes.  To avoid the important  inter-individual 
variability, it is important to express these coordinates relative to some internal 
landmarks of the patients.  Classically, since  Guiot and  Talairach, the internal 
landmarks available on ventriculography are the anterior–posterior commissure 
( AC– PC) distance and the height of the thalamus, the top of which corresponds 
to the floor of the lateral ventricle.  Table 20.1 shows the coordinates values 
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of the targets  VIM (thalamic intermedius nucleus),  STN (subthalamic nucleus) 
and  GPi (globus pallidus pars interna).  Other similar sets of coordinates can 
be derived for other targets such as the  PPN (pedunculopontine nucleus) for 
instance and other structures such as the  PHN (posterior hypothalamic nucleus), 
although these have been established on much smaller numbers and the  AC– PC 
system might not be the best one, for instance for the  PPN.  The important mes-
sage here is that aiming at a structure should be as independent as possible from 
the operator's choice.  These statistical values represent a very good theoretical 
target, validated by a large experience.  They are to be used for pretargeting, but 
the final determination of the individual target must be intraoperatively deter-
mined by other means.  If one does not want to practice a ventriculography, these 
coordinates could be applied to the  MRI midplane on   T1-weighted images, as 
well as on   T2-weighted images, which provide similar features, such as  AC 
and  PC for instance.  The   T2-weighted images are less credible because of the 
important variation of the image depending on the acquisition parameters.

 It is surprising to see how often the authors, even using  MRI and not ventricu-
lography, do not take advantage of all the work that has been done to establish the 
statistical values referred to internal patient's landmarks.  They produce results 
about their electrode location in millimeters, from the posterior commissure for 
instance, which does not take into account the variability of the  AC– PC.  Giving 
the position in millimeters with respect to the mid  AC– PC is better than the 
anterior posterior value of the coordinate when the target is close to mid  AC– PC, 
making the error smaller.  However, determining the mid  AC– PC requires 
knowledge of the positions of the  AC and  PC, therefore there is no excuse left 

 Table 20.1  Coordinates and dimensions of the third ventricle

 Target coordinates

 Units

 Vim  STN  GPi

  Ant-Post/ PC
( AC– PC length)/12

2.87 ± 0.37 5.16 ± 0.73 8.99 ± 1.04

 Laterality
mm (corrected)

13.77 ± 1.65 11.52 ± 2.11 16.65 ± 5.53

 Height/ AC– PC
(height of thalamus)/8

0.65 ± 0.71 −1.30 ± 0.84 −0.85 ± 1.13

 V3 dimensions

mm (N = 197)

 Width of  V3  AC– PC length  Height of 
thalamus

 Mean ± standard 
deviation

6.25 ± 2.31 24.82 ± 1.44 16.53 ± 1.57

 Minimum/maximum 2.21/14.63 20.97/30.48 10.48/20.82
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for not expressing the  AP coordinate to the ratio to the  AC– PC distance.  The 
variability of the height of the thalamus ( HT) is also extremely important and 
expressing the distance from the  AC– PC line in terms of millimeters and not in 
ratio of the height of the thalamus is subject to strong errors because of its vari-
ability.  When the target is on the  AC– PC level, this does not matter, but when it is 
about 5 mm below the  AC– PC, this might make a significant difference.

 MRI, particularly with the recent possibilities to go to 3  Tesla, and probably 
soon to 7 T, provides images which are extremely close to the anatomical defi-
nition and, for some targets, it is clearly the gold standard, particularly for the 
subthalamic nucleus which appears as a hyposignal, more or less surrounded by 
a little rim of hypersignal and clearly defined from the surrounding structures. 
 Two remarks should be made about  MRI use.  The first one is related to the 
deformation of the image which depends on a large number of factors and par-
ticularly when the strength of the magnetic field is increased.  The deformation 
of the image is a problem which has not been fully solved and there is no system 
capable of providing images with the certification that there is no deformation. 
 This deformation varies from one patient to another, in part because of the influ-
ence of the changes in magnetic susceptibility of the patient, which introduces 
a fundamental imprecision on the location of the target particularly when this 
target is of small size such as the  STN.  There are several software programs that 
allow fusion of the  MRI and the  CT images (which themselves are supposed to 
present no distortion).  However, these software programs producing this fusion 
are very different from each other and they are usually based on least square 
methods, which tend to accommodate the two sets of data with a minimal error, 
which does not mean any error and does not give certitude about the location of 
the target.  The other point is that not all targets are so clearly visible on  MRI. 
 For instance, the  PPN can be only located by exclusion of the surrounding struc-
tures, themselves not being always very well delineated.  The  STN has given us 
bad habits because of its visibility, which is reassuring.  But for the targets that 
are not visible and, given the fact that, in the future,   DBS-HF will be address-
ing many other brain structures which might not be clearly visible on  MRI, this 
impedes slightly the value of  MRI as a gold standard method.

 ANEsTHEsIA

 Under the pretext that surgery might not be comfortable or to make it more com-
fortable for the patients, some teams purport performing implantation under gen-
eral anesthesia with the same quality of results.  This seems difficult to believe as 
during this procedure one cannot at all check during the stimulation the side effects 
induced by the proximity of the electrode to some structures such as the lemniscus, 
or the pyramidal tract, or the fibers of the third nerve, when the  STN is being tar-
geted for instance.  It is not possible either to observe the beneficial effects (which 
are the most important parameter to achieve the precise location of the electrode) 
or to deduce the proximity of functional structures from the side effects produced 



PART | VII The End User440

by the intraoperative stimulation (such as tingling in parts of the body suggesting 
the proximity of the lemniscus medialis, as well as flashlights when targeting  GPi 
and trying to check the limit of the optic tract).  Doing so means that one relies only 
on the prelocation with the imaging methods.  This provides at best what is called 
the electrophysiological signature of the target, but does not permit obtaining the 
most important information which is the clinical benefit of the stimulation.

 How To cHoosE BEsT PRAcTIcE?

 This is the ultimate surgical question.  How do we do it?  How should we do it?
 What are the criteria that make us do it this way and not this one?  There are 
several, not of equal importance.

 The most stringent one should be the benefit of the patient: a combination of 
beneficial effects on the symptoms, of risks taken during surgery, of discomfort 
throughout the procedure.  The benefit for the patient will be what will persist 
for years: saving a few hours in the operating room ( OR) might mean several 
years of insufficient improvement.  Then speed in the  OR must be carefully 
justified.  So far, there is no miracle recipe, and the fastest methods are quite 
rarely the best and most efficient.  Imaging is one clear exemplary issue:  CT? 
 CT +  MRI?  MRI + ventriculography?  Ventriculography alone?  MRI alone?  All 
have drawbacks used as excuses not to perform them: lack of availability in the 
center, cost, deformation, risks or lack of practice (for ventriculography most 
often), etc. – patients do not want them!

 If I had to do it in the simplest way, I would set a facility with  x-ray ven-
triculography and intraoperative  micro-macro stimulation along five tracks in 
an awake patient.  More complex, I would add microrecording.  More would be 
 MRI.  But why should I accept to do so?

 Should we accept to perform procedures in a substandard manner because 
of the lack of equipment, the lack of time availability in the  OR, the lack of 
training of the surgeon, the lack of multidisciplinary skills in the team, etc.? 
 Certainly not: functional neurosurgery is not an emergency discipline where, 
like on the battlefield, the aim is to save life first.  Even if the patients are on 
waiting lists, this does not warrant doing ‘fast and cheap’, which quite often 
means ‘suboptimal’.  Functional neurosurgery is not one of the many skills a 
neurosurgeon might have to fit within a global practice, it is a dedicated spe-
cialty, which should be handled by a dedicated multidisciplinary,  well-trained 
and  well-equipped, team, even within a larger wide spectrum neurosurgical 
department.  Even if   DBS-HF is not an experimental procedure anymore for 
several indications, it still needs careful evaluation within the team to guide 
the evolution of the method and the collection of high quality data to this 
purpose.

 Electrophysiology is another burning issue: microelectrode recordings 
( MER) or not  MER?  Stimulation or no stimulation?  Single pass or multiple 
tracks?  Sequentially or all at the same time?
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 All have drawbacks used again as excuses (the same) not to perform them: 
not available in the center, cost, time consuming, risks or lack of practice (for 
 MER most often) – patients do not want them!

 The procedure which is going to be described has been progressively devel-
oped in our department since the discovery of the therapeutic effects of deep 
brain stimulation at high frequency in 1987.  We have implemented the proce-
dure to the current level in order to solve the problems that were encountered, 
the global aim being to improve precision, efficiency, and safety.  When needed 
and when available, new methods and techniques were introduced.  In 1987, 
we had at our disposal a  Talairach stereotactic frame, a  bi-orthogonal telera-
diological setup, and a  Radionics system combining stimulation and lesioning 
modules.  We subsequently added an  x-ray digitizing table, and an experimental 
robotized stereotactic arm from a local company  AID.  The next step was to 
include  angio-localizers and a microrecording setup derived from our labo-
ratory microrecording devices, micromanipulators and tungsten microelec-
trodes from  FHC, adapted to our needs.  The next version of the robot, called 
 Neuromate, integrated  IVS neuronavigation software,  angio-localizers and a 
homemade designed stereotactic frame made by  DIXI and combining the fea-
tures of the  Talairach frame and  MRI compatible localizers.  The final design 
of the dedicated stereotactic room included flat digital detectors for  x-rays, 
directly connected, together with the digital  MRI images, to the neuronaviga-
tion software.

 Our routine procedure is split into several subsequent steps:
●  Step 1: the patient is installed under general anesthesia on the frame, using 
bone screws allowing repositioning of the patients during subsequent steps on 
the following days.  Ventriculography with iodine contrast medium provides 
the ventricular landmarks (see ventriculography) used for pretargeting.  The 
same day or the day after, the patient has a stereotactic  MRI (  T1-,   T2-weighted 
images, 3D volumic acquisition with gadolinium contrast injection).  During 
the next 2 days, these data are fused to refine the definition of the target, by 
matching the theoretical coordinates derived from the ventriculographic land-
marks with the actual visualization of the target structure on the  MRI, when 
available and visible.  These final coordinates are then fed into the neuronavi-
gation software, allowing the choice of the target point and of the entry point, 
to avoid the cortical vessels as well as the structures within the brain between 
the entry point and the target (for instance vessels in the ventricular wall)
●  Step 2: the patient is reinstalled under local anesthesia using the bone 
screws and the numbers taken on the frame pins during step one.  The robotic 
arm or the goniometer of the frame is set using the data provided by the 
neuronavigation program. A burr hole is made at the entry point.  The dura is 
not opened to prevent  CSF loss. A  five-channel electrode holder ( BenGun) 
is introduced into the burr hole against the dura and five parallel guide tubes 
are introduced by simple punctures of the dura.  The electrodes are manually 
promoted towards the target, and recording and stimulation are started about 
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10–15 mm before the center of the target, and stopped 10–15 mm beyond 
this point depending on the structure.  It is extremely important to perform 
simultaneous recording of neural activity and stimulation induction of the 
beneficial effects and of the side effects, over the five electrodes, every 5 mm 
along the track between these two points.  In addition, the introduction of the 
final electrode to replace the microelectrode corresponding to the best track 
is helped by the presence of the four remaining microelectrodes which keep 
the brain tissue still and prevent the electrode traveling into the wrong track. 
 On the contrary, when the exploration is done by performing one track after 
another, five points situated at the same depth would be explored at rather 
large intervals during which the patient's condition might evolve signifi-
cantly.  This would not allow making a pertinent decision concerning which 
track should be used to introduce the final chronic stimulating electrode. 
 The length along which the typical neuronal spiking activity is observed is 
usually used as a criterion of correct trajectory.  The observation of beneficial 
effects as well as the absence of significant side effects is another criterion of 
adequate placement.  This is not sufficient to make a decision as, if only one 
such track is performed, there is no evidence that it is the best one and that a 
better one might be among the four other tracks if they were not performed. 
 The classical argument in favor of only one track is the risk of bleeding 
increasing with the number of tracks.  Actually, this is not demonstrated at 
all.  This does not prevail on the necessity that we have to provide our patients 
with the most efficient placement within the functional target.  Similarly, not 
only using one track, but also performing the exploration using directly the 
chronic electrode is highly criticable, as the rigidity of the  DBS electrode 
does not allow ensuring a strictly linear progression, which increases the 
risk of missing the target, and also does not allow recording of the typical 
neuronal activities which are the signature of the target.
●	 The benefit of precisely positioning the electrode must not be lost by an 
insufficient fixation on the skull.  Various systems, and more or less expen-
sive, are provided, some of them inducing a displacement of the electrode 
through the process of fixation, which cannot be controlled if intraoperative 
 x-rays are not performed.  From the beginning, we have been using a simple 
method by a ligature anchored into the bone and embedded in dental cement 
to obliterate the burr hole.  This provides a highly secure fixation ensuring 
the absence of electrode displacement during the whole follow up of the 
patient and efficiently preventing the intracranial propagation of extracere-
bral infection.
●	 This second step is terminated by the folding of the distal part of the elec-
trodes under the skin in a subgaleal pouch, dissected directly against the skull.
●  Step 3 consists of the connection of the distal part of the electrodes to 
the subcutaneous extension which would be passed under the cervical skin 
down to the subclavicular area where the  IPG (implantable programmable 
generator or pulse generator) is placed in the subcutaneous pouch dissected 
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against the aponeurosis of the pectoral muscle.  This apparently simple part 
of the procedure is of paramount importance, as this is the source of most 
of the postoperative complications: fracture of the cables, skin erosion, and 
infection.  The extracranial part of the electrode must be placed under the 
galea which would protect it and prevent it moving towards the surface. 
 The connector between the electrodes and the extension must be also placed 
under the galea and at the level of the convexity of the skull, and not at the 
level of the neck where the head movements will rapidly break the elec-
trode, but not the extension which is much more resistant.  The passage of 
the extension under the skin of the neck must be deep enough to prevent 
adherence to the superficial hypodermic region, which induces strong adher-
ences, is unaesthetic, reproachful, rarely painful, and often disturbing for the 
patient.  We perform step 3 under general anesthesia, 2 or 3 days after step 2, 
mainly because of the lengthy duration of step 2.

 sUIcIdE ANd cogNITIVE EffEcTs

 Although no systematic study has been performed, there is no statistical dif-
ference in the frequency of occurrence of suicide in operated and  non-operated 
parkinsonian patients who already had a high rate as compared to the general 
population.  Similarly, depression has been reported in operative patients while, 
at the same time, it is said that   DBS-HF of the  STN improves the depressive 
tendency of parkinsonian patients.  This has to be related to the time after sur-
gery where there is a clear increase in depressive mood up to constituting a 
depressive state for a few months.  This is usually well responsive to mild phar-
macological treatments with, for instance, clozapine.  When one pays attention 
to the social and familial context, it is quite striking to find that most of the time 
this is related to a brutal return to a ‘normal’ type of life of the patient, who was, 
up to the operation, severely disabled and depending on the family and caregiv-
ers.  This has been also observed in patients after major cosmetic surgery (for 
breast surgery for instance in particular), cardiac transplants, or even prisoners 
recovering freedom after 10–15 years of jail.  In all these situations, different as 
they may be, one common denominator is the strong ‘benefit’ inducing a huge 
challenge in their lifestyle to which they have not been really prepared.  They 
have to face a new situation and, particularly, in family life, most of the time 
they cannot recover their professional activities, and for those who are coming 
out of jail, society is not necessarily well receptive and many items of life have 
changed (habits, cultural events, even changes in social concepts).  This does 
not happen when the effect of surgery has been poor and the clinical status of  
the patient is not significantly changed keeping them in their usual dependent 
situation.  For the same reasons, changes in personal marital status are quite 
often observed, particularly patients divorcing their spouse to start a new life, 
of being abandoned by their spouse who would like also to enjoy a new life, the 
duty to the patient not so necessary.
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 MEcHANIsM of AcTIoN

 The mechanism, despite a very large number of teams devoted to unraveling the 
mechanisms, is not yet fully understood.  There is a tendency for consensus about 
functional inhibition which could be using various phenomena such as inhibition 
of firing, activation of inhibitory structures, jamming the neuronal activity, inter-
fering with abnormal oscillations induced in the systems.  This might explain why 
the effect of   DBS-HF is comparable in several targets and is efficient on very dif-
ferent symptoms.  However, the action is clearly not to create new functions but 
rather to disturb the abnormal neural network behaviors, mostly being cycling 
oscillatory behavior of neural loops and networks, which may induce most of the 
time a bursting neuronal firing, and an increase in oscillation in the beta band fre-
quency.  One must stress the importance of the dual frequency response of these 
systems,  low-frequency tending to excite or increase the activity of neurons 
while frequencies above 100  Hz have mostly an  inhibitory-like effect in groups 
of neurons.  This dual effect is not observed in fiber bundles where both low and 
high frequencies are excitatory. A recent example of this is found in the pedun-
culopontine nucleus ( PPN) which has to be stimulated at low frequency, around 
20  Hz, which means it has to be excited and its activity enhanced, as opposed to 
most of the other targets which need to be stimulated at high frequency, above 
100  Hz.  The most frequently used frequency, 130  Hz, corresponds to the minimal 
value at which these  inhibitory-like effects are observed, and are not signifi-
cantly better at higher frequencies up to several thousand hertz, which shows that 
it is not necessary to waste electrical energy at frequencies higher than 200  Hz. 
 The dissemination of the method to a large neurosurgical community tends to 
present the method as a routine recipe, forgetting the crucial, pivotal, importance 
of the frequency which, most of the time, is not even mentioned in the method 
chapters of clinical papers.  The example of  PPN should stress the necessity of 
precisely stating this parameter and its value as, in the future, other targets might 
also necessitate being stimulated at low frequency.

 It is always surprising that   DBS-HF inactivation is so well tolerated, and 
that the symptoms of the disease are erased while the normal function of the 
stimulated networks is preserved.  The side effects are, in general, not a conse-
quence of the inactivation of the normal functioning of the network but, on the 
contrary, the creation in neighboring structures particularly in passing fibers of 
unwanted symptoms or activations which are then considered as side effects.  As 
this observation can be replicated, in a more brutal manner, by lesions instead of 
 high-frequency stimulation in the same target, this has led us to the concept of 
futile systems.  Futile systems mean that these systems, brought into anatomy by 
evolution, or not erased during evolution, which in general does not know how 
to erase a previously created structure, are not absolutely indispensable to the 
correct execution of the normal activity of the individual, as opposed to primary 
systems, the lesion of which induces deficits (such as primary cortices, major 
fiber bundles, structures in the spinal cord, etc.).
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 Coming from the hypothesis that  high-frequency stimulation may regulate 
or downregulate the abnormal hyperactivity of structures such as  STN, we have 
raised the hypothesis that downsizing the hyperproduction of glutamate by  STN 
(which might be participating in a vicious loop acting in the process of neural 
degeneration of dopaminergic cells in the substantia nigra compacta and reticu-
lata) might be a favorable method to slow down the neurodegenerative process 
of the disease or even to reverse some of the previous effects.  Several experi-
mental works, including ours in rats and in monkeys, have provided data sup-
porting this hypothesis.  The clinical observation is more difficult to obtain.  In 
our own data, we have seen over a series of 89 patients consecutively operated 
in  STN, that 25% continued to impair; 36% of them had a  UPDRS score in the 
off–off situation being maintained within the ±15% range of imprecision of this 
scale, and 38% had improved their off–off  UPDRS scale, 50% of them continu-
ing over 5 years.  Besides the fact that this was not a prospective study, the data 
might be biased by the  well-known fact of the persistent benefits of treatments 
which could account for this apparent improvement.  Other clinical trials have 
not shown this improvement, but the clinical stages of those patients were too 
advanced as this was probably the case in the only study where the effects were 
observed using positron emission tomography ( PET) studies.  It might be pos-
sible that this neuroprotective effect could be obtained only in very early cases 
where, however, the destruction of the dopaminergic cell pool is already impor-
tant.  This might be why so far the experimental data have not been transferred 
to human patients.

 sHoUld wE go BAck To lEsIoNINg ANd UNIlATERAl IM-
PlANTATIoN?

 It has been commonly observed in methods which have been established over 
a long enough period of time to deviate towards degraded versions which are 
presented as logical and even modern evolutions.  This is a case for the tempta-
tion to return to lesioning methods as well as a tendency to prove that unilateral 
methods could be sufficient.

 Both are based on the desire to reduce costs, to reduce duration of the sur-
geries and maybe even the invasiveness and, but never mentioned, to avoid the 
learning curve of a method not currently acquired by the practitioners.

 Returning to lesioning would mean that one has forgotten or one ignores 
the reason why the stimulation at high frequency method, once being discov-
ered, was developed, refined, documented to replace the previous technique 
used in functional neurosurgery which was to destroy, using various meth-
ods (electrical burning, heating, cooling, destroying by alcohol, or oil, etc.). 
 The lesioning methods had one main attractive characteristic, which is to be 
apparently faster to execute (once the target is reached, coagulation is done 
usually for a few minutes, the electrode is withdrawn, the skin is sutured 
and the surgical involvement of the practitioner is terminated) and need no 
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subsequent tuning, programming, changing of  IPGs, etc.  One totally forgets 
the other side of the coin which is that the size of the lesion is difficult to 
control (when it is too small one has to  re-operate the patients, when it is 
too large one may have side effects or even complications) and, above all, 
this is irreversible, even if along time some deficits tend to decrease but also 
the benefits tend to decrease.  One may argue that the difference between the 
precedent era of lesioning and the present time is the advent of modern imag-
ing. I do not consider this argument as valid as, during the lesioning era, the 
good teams were using precise, even if not so sophisticated as  MRI, radiolog-
ical determination of the target by particularly ventriculography (see the spe-
cific comment on this method in this chapter) and also were highly skilled in 
electrophysiological exploration and intraoperative clinical evaluation of the 
effect of the treatment.  In addition, if these risks were more or less acceptable 
in large targets, such as the thalamus or the internal pallidum (although they 
had close relationships to important bundles such as the lemniscus medialis, 
the internal capsule, the optic tract), this becomes more acrobatic in the  STN 
nucleus.  Moreover, it has been rapidly seen since the beginning of the method 
that bilateral implantation was much more tolerated than the bilateral lesions. 
 Also, lesioning cannot in any case benefit from the major advantage of stimu-
lation which is its reversibility but also its adaptability by simple manipula-
tion of the amplitude of the current.  To finish, we are currently witnessing a 
fast development of the method to new indications but also to new targets, 
some of them being situated in very sensitive areas such as in the brainstem 
as is the  PPN.  There is currently a tendency to implant several targets at 
the same time, either to explore their comparative effects or their cumulative 
effects.  This practice is based on the fact that, in the case of implantation in 
a too dangerous or an inefficient target, the stimulation can be stopped and 
even the electrode can be removed.  This approach is absolutely unthinkable; 
one cannot make for testing several lesions in different targets which might 
significantly increase the risks.

 The proposal by some teams to operate only one side, at least for the tar-
gets involved in movement disorders, is not supported by the large experience 
one may have with bilaterally implanted patients in  STN,  GPi,  Vim, where 
it easy to stop one side or the other and observe comparatively the benefits 
versus the bilateral stimulation.  One knows that, for movement disorders in 
severe patients, stimulation on one side may induce about 10% of contral-
ateral improvement which, most of the time, is insufficient.  Implanting only 
one side of  STN if the symptomatology is too asymmetrical does not help 
either as the other side,  non-operated, might need to be treated by dopamin-
ergic medication which, most of the time, clearly induces dyskinesias on the 
  STN-stimulated side.  The reported data tending to support unilateral stimula-
tion have been obtained in fact in patients in whom the degree of advance-
ment of the  Parkinson's disease is still moderate, when the symptoms may be 
highly asymmetrical and in whom a mild improvement on one side might be 
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sufficient.  But one may wonder whether or not it is legitimate to propose deep 
brain stimulation in patients in whom the degree of disability is still low and 
does not warrant the risks and complications, which are independent of the 
clinical status, for obtaining benefits which will necessarily be small.  This last 
consideration applies also for bilaterally implanted patients, such as in recent 
comparative studies, where on average the  UPDRS was low and the percentage 
of improvement was also low.

 cosTs

 The problem of the cost of the method is multidimensional.
 It depends first on the price that is set by the industrial companies, mostly 

based on marketing studies rather than on the cost of development and produc-
tion.  In all social security systems, either based on a governmental support 
or being taken care of by insurances, the price of the device is a strong limit-
ing factor which introduces money as a strong selection criterion. I fear that 
the development of the indications and the multiplication of the companies 
would not lead rapidly to a reasonable decrease of prices, the market being 
comparatively smaller than the market of cardiac pacemakers.  Nevertheless, 
when patients are sufficiently advanced in their diseases, the cost of the medi-
cation is extremely high, particularly when dopamine agonists are used.  DBS 
at high frequency in  STN (this is not true in the internal pallidum), when it 
significantly improves the patients (which means that they had been correctly 
selected and correctly operated), the improvement of the symptoms allows 
medication to be reduced by about  two-thirds of the doses, which similarly 
decreases the  levodopa-induced dyskinesias, side effects of the medical treat-
ment.  This induces an equivalent decrease on drug expenses.  It has been proven 
already 10 years ago by a comparative study in  France that this reduction of 
expensive drugs, such as dopamine agonists, by itself is sufficient to reimburse 
the cost of the stimulator (which is usually functioning for 5–7 years) in two 
years.  This is of course true if surgery is done in advanced patients and if the 
chosen target is  STN.

  EVIdENcE-BAsEd MEdIcINE ( EBM) ANd clINIcAl TRIAls

 EBM is not science, it is a methodology, it is a timely evaluation of how efficient 
a method is in a given circumstance (country, practice, social security system, 
public or private), providing a judgment about the benefit to the public of the 
practice of this method by a  non-selected medical community.

 The rules of  evidence-based medicine were established some years ago 
to try to regulate the publication of results, namely of therapeutic outcome  
following pharmacological treatments.  The goal was, and has been achieved, to 
produce rules which would be the framework of publications to report results 
in a more objective manner than the previous statements as ‘mild, moderate, 
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good, excellent’.  But the goal was also to introduce the systematic comparison 
with  non-treated groups in order to provide a standard basis.   Evidence-based 
medicine requires also a  double-blind approach, aimed at avoiding subjective 
evaluations from the investigators as well as the placebo effect based on the 
expectations and interpretations from the patients.

 All this makes  EBM an incomparable tool for evaluation of practices, com-
parison of methods, demonstration of the significance of observed benefits or of 
drawbacks or side effects.

 But the dogmatic application of the  EBM methods might sometimes be del-
eterious.

 Innovation might be ignored or rejected if not presented according to 
 EBM standards.  EBM discourages reporting a serendipitous discovery in a 
fortuitous situation, or data based on preliminary results, short series.  EBM 
provides answers only to the questions asked in the clinical trial, which  
cannot lead to innovative discoveries.  EBM, as is, is not suited for surgery. 
 An  EB surgery (or  EB neurosurgery) should be designed to take into account 
the specificities of surgical clinical trials.  Over several years, it is clear that 
this  evidence-based medicine method has difficulties when applied to surgi-
cal methods.  This is particularly due to the difficulty to have a comparison 
group which might be usable in a  double-blind study.  Surgery is generally not 
reversible and does not permit  cross-overs.  Operated and control patients dif-
fer by the scar, the pain, some evident consequences of the surgical act (such 
as quandrantanopia in temporal lobectomy, etc).  This has led to sham surgery 
which sometimes cannot be really a control group and which may also raise 
ethical problems.

 In this respect, deep brain stimulation has opened new ways for  evidence-based 
medicine: the possibility to reverse the effects as well as the side effects by turn-
ing on and off the stimulators provides this unique and unprecedented situation 
where the treated group and the control group may be the same and serving as 
control to each other by this activation/inactivation of the stimulator.  This also 
allows  cross-overs as this can be done with pharmacological treatments.

 To this point, the principles of  evidence-based medicine can be applied to 
functional neurosurgery.

 The problem is not yet solved correctly, when it comes to large multi-
center trials, which imply the participation of several surgical teams.  The 
application of the protocol is strongly biased by the variability of the skills 
of the participating surgeons.  Having a surgical procedure performed by ten 
neurosurgeons cannot be compared to the distribution of drugs by ten phy-
sicians in a pharmacological trial.  In medical pharmacological treatments, 
the administration of drugs according to a  well-established protocol (dose, 
number of doses, associations with other treatments, etc.) is easily applica-
ble with little influence of the physicians or teams who are in charge of the 
clinical trial in different institutions.  The delivery of treatment by surgeons 
of different teams is, in theory, impossible to conceive as strictly identical, 



449chapter | 20  Neuromodulation Perspectives

given the fact that the surgical procedure still has, even in stereotactic con-
ditions, a high variability which is operator dependent.  Not to speak about 
the difficulties which are encountered when setting a clinical trial where 
all teams and surgeons would use strictly the same method (microelectrode 
recording or not, simple or multiple tracks, ventriculography or not, extent 
of the preoperative imaging methods, general or local anesthesia) which 
are known to be difficult, if not impossible, to obtain.  This often ends up 
in an agreement that ‘each team will perform the procedure with the tools 
they are the most familiar with’.  The main consequence of these specific 
aspects of surgical clinical trials is that the standard deviation of the quality 
of application of the method is highly significantly increased.  As a com-
parison, this would be like if the physician might have their own degree 
of variability of the doses and the regimen of administration of drugs in a 
pharmacological trial.

 This creates necessarily an average outcome which encompasses the 
best and the worst teams and provides results which cannot be considered 
as the typical feature of the method.  This does not mean that clinical trials 
should not be used; one should simply clearly state what are the purposes 
and the objectives.  Large multicenter clinical trials clearly provide a global 
picture, a landscape of the therapeutic community, and an evaluation of how a 
given method can be efficiently used on a large scale as a common treatment 
method.  This may eventually lead to the conclusion that the method does not 
provide better results than others (such as pharmacological treatments for 
instance) in a given global circumstance depending om the country social 
security system, the repartition of the practitioners, their training, etc. and 
may ultimately lead to the proposal to stop performing this method in these 
given circumstances.

 This is totally different when one wants to compare the ultimate efficacy of 
a method (or a target) to another, to judge the specific merits of these methods, 
regardless of the circumstances of their application.  This requires that all con-
ditions are the same: strict identical surgical procedures (one knows how dif-
ficult this is to obtain, under the pretext that ‘every team should use the method 
they feel most comfortable with’), same surgical team, same protocol, and same 
follow up, same postoperative management, (particularly for  post-op program-
ming).  Such a comparison requires that the outcomes are the best, which means 
performed by the best teams with the best technological support and follow 
ups.  Comparing suboptimal results does not make sense, even when they are 
published in the best impact factor ranking reviews.  Two large clinical trials 
corresponding to what is described above have been published recently.  One is 
concerning resective surgery for epilepsy and the other one, most recent, to com-
pare deep brain stimulation for  Parkinson's disease in the subthalamic nucleus 
and in the pallidum  GPi.  In both cases, the global outcomes of the methods 
were much lower than what has been published, particularly by several teams 
considered as experts in the field.  Outcomes of 35% of improvement of  UPDRS 
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in  DBS therapy of  Parkinson's disease are not satisfactory results.  They cannot 
be considered as the average standard value that a patient must expect.  They cast 
doubt about the expertise of the teams participating in the study, or more prob-
ably express the variability of expertise between these teams.  Therefore, as a 
consequence for this particular study, comparing two largely suboptimal results 
does not allow the provision of any valid conclusion, for instance that the two 
methods are equal and should be considered similarly as similar options.

 AlTERNATIVE METHods ANd coNclUsIoN

 The fate of a method is to be replaced by better ones, and this will be for the 
benefit of the patients.  At the present time, although limitations exist (cost, sur-
gical skills, embargo, etc)   DBS-HF is becoming the first choice method to treat 
movement disorders, some mental disorders, and an increasing number of indi-
cations; alternatives are being developed which, in the future, might become the 
preferred methods.  Local delivery of drugs, growth factors, agonists or inhibi-
tors, although attempts with  GDNF have failed, will be improved and may find a 
specific field of application.  Gene therapy is the ultimate solution.  Several clini-
cal trials are in progress and, even though there will be difficulties, the future 
might be there.  Cell transplants are benefiting from the research of hundreds of 
laboratories and success is still awaited.  Stem cells are currently the new hope in 
this field.  One should not forget the possibility to design a dopaminergic agonist 
without dyskinesias.  In all cases, the challenger of   DBS-HF will have to be suc-
cessful, reversible, adaptable, and even safer.
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 The recent history of deep brain stimulation ( DBS) since its popularization fol-
lowing the report by  Benabid and colleagues in 1987 [1] has been both gratifying 
and simultaneously, disconcerting.  The remarkable expansion in the number of 
patients treated with  DBS for an increasing range of neurological and psychiatric 
disorders has been a wonder.  Since the resurgence of interest in neurosurgical 
methods to treat movement disorders, many tens of thousands of patients have 
had the quality of their lives greatly improved.  But it has not been the revolu-
tion that it should have been, at least not yet.  Perhaps the bittersweet success is 
because the truly revolutionary nature of  DBS has not been appreciated.  Early 
adopters of the technology may have viewed  DBS through outdated perspectives 
or at least perspectives whose relevance to  DBS could be questioned.

 The longer history of  DBS is complicated.  There are significant undercurrents 
that have affected the course of  DBS development, undercurrents not appreci-
ated by most practitioners and scientists of  DBS.  Yet, if  DBS is to reach its full 
and, as yet, untapped potential, the deeper dynamics need to be understood.

 HIsToRy As THE fUTURE

 Historical perspectives are important.  George  Santayana, wrote: ‘ Those who 
cannot remember the past are condemned to repeat it’ [2].  The recent history 
of  DBS, in terms of innovation, is mixed.  While patients have been rescued 
from failed pharmacological or no therapies, have the technologies employed 
and the scientific understanding radically changed that much?  Where will the 
next breakthroughs come if not from radical change as current perspectives and 
approaches are approaching exhaustion?  The value of clear historical analyses 
is that by knowing where one came from, one might get a better idea where one 
is headed and perhaps a change in direction would be in order.

 As reviewed by  Hariz et al [3], the use of electrical stimulation within the 
brain goes back to 1947.  Indeed, the first description of the term ‘ Medtronic’ 
(the manufacturer of the implanted systems) conjoined with ‘ DBS’ goes back to 
 Dieckmann [4] in 1979 for psychiatric disorders and to  Cooper et al [5] in 1980 
for movement disorders, over 7 years before  Benabid et al.  The critical question 
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becomes why were  Benabid and colleagues successful in popularizing  DBS in 
1987 when  Dieckmann and  Cooper and his colleagues were not.

 Some of the standard answers include the limitations of pharmacological 
therapies for  Parkinson's disease did not become recognized until the late 1980s 
and that is what drove  DBS and other surgeries for  Parkinson's disease.  While 
it is true that the introduction of levodopa was a blessing, the complications and 
difficulties maintaining adequate clinical control were well known in the 1970s 
leading neurologistst then to avoid the use of levodopa in favor of bromocriptine 
that was introduced in the  mid-1970s.  Pallidotomies for movement disorders 
since the 1950s and pallidotomies and thalamotomies continued thorough the 
1980s.  In the case of  Parkinson's disease, the continued use of surgical therapies 
implicitly acknowledged the limitations of pharmacological therapies and the 
need for surgical therapies.

 The question is why did it take decades since the introduction of levodopa 
into clinical practice in the late 1960s for the disillusionment to set in, at 
least to the point where more neurologists would consider referral to surgery. 
 Perhaps it was not the degree of disillusionment but the lack of consideration 
of surgical alternatives.  Perhaps it was not a lack of consideration of surgical 
alternatives but rather a concern over the potential for irreversible complica-
tions.  However, this would not explain the resurgence of interest in ablative 
surgical techniques in the 1980s as the surgical risks were little different from 
those previously.

 Could there be an inherent bias against surgical therapies and overestima-
tions of the efficacy of pharmacological therapies?  While pharmacological 
treatments often are safer than surgical treatments, the inference from the risk 
ratio is often biased towards pharmacological treatments even when they fail to 
provide adequate relief.  Evidence of this is seen in the not uncommon statement 
by neurologists to patients that the patient's disease is just not bad enough for 
surgery.  What does this mean and how can a neurologist know other than by 
projecting his or her beliefs onto the patient?

 Could this bias be reflected as a bias towards biological (such as stem cells 
or fet al dopamine cell transplants) and gene therapies, particularly when con-
sidered as alternatives to  DBS?  Certainly, most surgical techniques for stem 
cell, other cells, and gene therapies involve more risk than  DBS because of the 
greater number of penetrations of the brain usually required and the possible 
 long-term biological complications which are rare in  DBS.  It is the opinion 
of this author that the bias towards these pharmaceutical and biological thera-
pies aimed at dopaminergic mechanisms is the result of mistakenly conflating 
pathoetiology with the pathophysiology.  By pathoetiology, it is meant those 
mechanisms or agents that are the proximate cause of the initial departure from 
normalcy.  With respect to the motoric symptoms of  Parkinson's disease, these 
reflect degeneration of the dopaminergic neuron of the substantia nigra pars 
compacta; whether due to genetic causes, exogenous or endogenous toxins, or 
some combination of genetics and toxins.
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 By pathophysiology, it is meant those changes in the neuronal physiology that 
result in dysfunction manifesting itself in disability.  Thus, pathophysiology need 
not be the most proximate change such as degeneration of dopaminergic neurons 
in the substantia nigra pars compacta.  Rather, it can be downstream effects that 
more directly relate to the abnormalities of motor unit recruitment, which is com-
prised of the single lower motor neuron in the spinal cord and the individual mus-
cle fibers it innervates.  Ultimately, any pathophysiological theory or intervention 
must involve the motor unit, as it is the fundamental unit of behavior.  Note, the 
downstream effects relate to a temporal or dynamical sense and not necessarily 
an anatomical sense as is inherent in the Globus Pallidus Interna Rate theory of 
pathophysiology that focuses on activity in the globus pallidus interna.

 Parkinsonian motor features need not be associated with degeneration of 
the dopaminergic neurons in the substantia nigra pars compacta at all.  Damage 
to the globus pallidus external, the supplementary motor area, and the puta-
men (see [6]) can produce parkinsonism in which their motor symptoms and 
signs are indistinguishable from those of idiopathic  Parkinson's disease associ-
ated with degeneration of the dopaminergic neurons of the substantia nigra pars 
compacta.  Anticholinergic medications dating back to  Charcot at the  Salpêtrière 
in the late 1800s demonstrate that dopaminergic mechanisms are not a neces-
sary condition for improvement of the pathophysiology.  The remarkable effi-
cacy of  DBS for  Parkinson's disease, greater than the best pharmacological 
(predominantly and effectively dopamine replacement) treatments [7], and the 
demonstration that the  DBS therapeutic effect is not mediated by dopamine [8] 
clearly demonstrates that there are other  non-dopaminergic mechanisms that 
can be targeted even if these are only secondarily consequent to degeneration of 
the dopaminergic neurons of the substantia nigra pars compacta.

 While it may be intuitive, risking simplistic, to think that reversing the 
demonstrated lack of dopamine should make things better, the question is 
what is being replaced.  Intact neurons release dopamine in a precise manner 
in space and over time periods of approximately 100 ms and in response to 
very precise electrical signals [9,10].  It is not likely that therapies that operate 
over wide regions of the brain or over long time domains, such as pharmaco-
logical and biological treatments, are likely to restore completely the normal 
dynamics despite the remarkable promise of this current era of molecular neu-
robiology.

 Pathoetiology and pathophysiology are not synonymous and recogni-
tion of their differences will entail a radical revision of our understanding of 
pathophysiology from past inferences based predominantly, if not exclusively, 
on the anatomy and chemistry compared to a basis on the actual physiology 
[6,11]  There is the danger that  DBS could be viewed primarily as an alternative 
pharmacological technique and such a conceptualization would hinder future 
developments.  The brain is basically an electrical device that processes, stores, 
and transmits information electronically.  Neurotransmitters are the messenger 
not the message.  Certainly, neurotransmitters are important just as electrons 
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are important in an electronic computer.  But one cannot say that the proper-
ties of electrons, per se, are sufficient to explain the operations of a computer. 
 Viewing neurological and psychiatric disorders as electronic misinformation 
in the brain amenable to electrophysiological techniques greatly expands the 
opportunities.

 Others have argued that advances in neurosurgical techniques were respon-
sible for the resurgence of interest in surgical therapies for  Parkinson's disease 
and other movement disorders.  However, this is not true.  Indeed, the early 
methods of surgical navigation used by  Dr  Benabid and colleagues, specifically 
ventriculography and microelectrode recordings, were available well before the 
1980s and, in fact, were used by  Cooper et al in their description of  DBS in 
1980 [5].  Thus, the question is what are the other, and perhaps more important, 
reasons for the resurgence of surgical procedures for movement disorders.

 An editorial by  Goetz et al in 1993 [12] retrospectively assessing the field 
is telling.  Central to the editorial by  Goetz et al in 1993 [12] were the discus-
sions of a theory of neuronal pathophysiology that provided a ready rationale 
for the surgical therapies.  This theory, known as the Globus Pallidus Interna 
Rate theory, posits neuronal overactivity of the globus pallidus interna as causal 
to parkinsonism, from which the therapeutic mechanisms of pallidotomy seem 
intuitively or logically to fall.  Unfortunately, the Globus Pallidus Interna Rate 
theory is wrong [11] with continuing adverse scientific consequences, but none-
theless it provided ‘cover’ for the more aggressive pursuit of surgical interven-
tions such as pallidotomy and  DBS was the beneficiary.  It is not at all clear 
whether  Benabid and his colleagues would have been as successful had the 
previous theory of  Parkinson pathophysiology, that being the Cholinergic/
Dopaminergic Imbalance theory, prevailed.

 History is not without irony.  Pallidotomy and  DBS have been right for the 
wrong reasons.  Perhaps given the nature of the process of science, the benefits 
of first pallidotomy and now  DBS may forgive the wrong reasons but only if 
this apology is clear and widely known.  Otherwise, the wrong reasons will 
be seen as right and the search for the real right reasons will be stymied.  But 
the implication is clear and important.  Theories of neuronal pathophysiology 
are critical to the development of new   DBS-like therapies and, indeed, it is 
unlikely that there will be significant progress in the latter if there is not prog-
ress in the former.

 THE  dBs fREqUENcy sToRy

 The notion of differential effects of different  DBS frequencies is interesting, 
with some frequencies improving while other frequencies worsening various 
symptoms.  Most past discussions clearly delineated high versus low  DBS fre-
quencies.  Despite the historical false dichotomization into high and low fre-
quencies, the nature of the  DBS frequency dependence of symptom relief may 
yet emerge as a key to future innovations.  To be sure, it is now clear that such 
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dichotomization of  DBS frequencies is counterproductive [13].  However, the 
dichotomization early of  DBS effects into those associated with high frequency 
and those associated with low frequency resonated with the dichotomization of 
clinical phenomenology, such as hypokinetic and hyperkinetic disorders.  The 
dichotomization of  DBS frequency effects resonates with the dichotomization 
of behavioral control by the globus pallidus interna as opening or closing gates 
to movements through the ventrolateral thalamus by underactivity or overactiv-
ity of the neurons of the globus pallidus interna and its associated subthalamic 
nuclues, respectively.  These notions are inherent in the Globus Pallidus Interna 
Rate theory and its derivative Action Selection/Focused Attention theory [11].

 Characterization of  Parkinson's disease as a hypokinetic disorder, while 
having heuristic value for educating the unsophisticated, much in the manner 
of a white lie, is inconsistent with the tremor, rigidity and dystonia affect-
ing many untreated patients with  Parkinson's disease.  Further, the subtha-
lamic nucleus neuronal activity is no greater in patients with  Parkinson's 
disease than in patients with epilepsy [14] or in the globus pallidus interna of 
 non-human primates carefully made parkinsonian with  n-methyl -4 -phenyl -1, 
2, 3,  6-tetrahydropyridine ( MPTP) compared to normal  non-human primates 
[15,16].  Further, patients with  Huntington's disease are bradykinetic in pur-
poseful movements similarly to patients with  Parkinson's disease [17] and 
neuronal activity in their globus pallidus interna is no different from that in 
patients with  Parkinson's disease [18].

 The dichotomizations described above are part and parcel with 
 one-dimensional push–pull dynamics based on reciprocal interactions inher-
ent in the concepts of basal ganglia pathophysiology and physiology arising in 
the 1980s contemporaneously with the popularization of  DBS.  Globus pallidus 
interna overactivity closes the gate to movement producing hypokinesia, while 
the opposite, underactivity, opens the gate producing involuntary movements. 
 These reciprocal dichotomizations are instantiated in and revolve around the 
presumptive inhibitory effects of globus pallidus interna neurons on the activity 
of neurons in the ventrolateral thalamus and subsequent decreased drive of the 
motor cortex.  However, neuronal recordings before and after   MPTP-induced 
parkinsonism demonstrate no changes in baseline ventrolateral thalamic neu-
ronal activity [15], supplementary motor area [19] or motor cortical neuronal 
activity [20,21].  Further, recordings of ventrolateral thalamic neuronal activity 
in humans associated with globus pallidus interna  DBS demonstrate that most 
ventrolateral thalamic neurons show  post-inhibitory rebound increase activity, 
that for many neurons results in a net increase in activity [22].  Thus, globus 
pallidus interna activity, rather than being inhibitory, may be accurately charac-
terized as delayed excitation.  It is important to note that a great many neurons 
within the basal ganglia display significant  post-inhibitory rebound increased 
excitability.  Indeed, some neural networks in invertebrates are made up entirely 
of ‘inhibitory’ neurons yet the dynamics do not collapse into nothing because of 
 post-inhibitory rebound excitation [23].  There are significant implications here 
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for theories of basal ganglia physiology and pathophysiology where the putative 
inhibitory interactions are so narrowly conceived, such as the Globus Pallidus 
Interna Rate and the Action Selection/Focused Attention theories.

 Again, either history is not without irony or humans have remarkable powers 
of selective consciousness.  The convergence of the dichotomizations of clinical 
phenomenology, globus pallidus interna neuronal pathophysiology, and notion 
of positive and negative symptoms inculcated by  Hughlings  Jackson, and the 
fulcrum of those dichotomizations in the inhibitory influence of the globus pal-
lidus interna onto the ventrolateral thalamus provided a sense of consilience. 
 This sense of consilience presupposes that such a conjunction by chance was 
just impossible and, consequently, the conjunction had to be right.  There is 
incredible power in a story that just seems to be right and hangs together despite 
any amount of contravening data [24].

 The seductive power of such a consilience leads to category errors of logic [25]. 
 The inference was made that, because pallidotomy and pallidal  high-frequency 
 DBS produced symptomatic improvement as did thalamotomy and thalamic 
 high-frequency  DBS, then the mechanism of actions were the same.  This is a 
category error as will be demonstrated. A stroke and curare both produce paraly-
sis but it would be a mistake to claim they produce paralysis in the same manner. 
 But it was vociferously argued that  high-frequency  DBS inhibits the stimulated 
structure despite the fact that most experience in electrophysiology would not 
support such a claim [26].  Indeed, various investigators demonstrating contrary 
data encountered considerable resistance (personal observation).  To be sure, 
there are those who maintain that  DBS produces local inhibition by activating the 
presynaptic terminals, which are predominantly inhibitory, and releasing large 
amounts of inhibitory neurotransmitters [27].  However, this is not the sense in 
which high frequency  DBS initially was thought to be inhibitory.

 DBS is clearly the stepchild of ablative surgical techniques, which was expe-
dient in the short term but not without potentially compromising future innova-
tions.  Just as the Globus Pallidus Interna Rate theory survived what should have 
been devastating contrary evidence that pallidotomy improved hyperkinesias 
(the antithesis of the predictions of the Globus Pallidus Rate theory), so too did 
the notion that  high-frequency globus pallidus interna  DBS inhibits the globus 
pallidus interna which should have worsened rather than improve hyperkinetic 
disorders.  That the Globus Pallidus Interna Rate theory  co-survived with the 
notion that  high-frequency globus pallidus interna  DBS as inhibitory is interest-
ing, if not troublesome.

 There is a wealth of observations now that  DBS effects cannot be so 
neatly dichotomized.  While  high-frequency  DBS in patients with  Parkinson's 
disease may improve upper extremity function, it may worsen gait [28] and 
speech [29].   Low-frequency stimulation may worsen upper extremity func-
tion yet improve gait [28] and speech [30].   Intermediate-frequency  DBS 
(90–100 pps) for essential tremor is just as effective as  high-frequency  DBS 
(160–170  pps) [31].
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 The critical question is whether the conceptual presuppositions that 
caused scientists to think in terms of false dichotomizations, such as  high- 
or  low-frequency  DBS, and  one-dimensional push–pull dynamics, such as 
inhibition or excitation, will give way to better notions that will allow con-
ceptual breakthroughs that will then lead to technological and therapeutic 
breakthroughs.  Some theories are in the offing [6,11].  It may evolve that 
specific dysfunctions will be targeted by specific frequencies (or bandwidths 
of noisy stimulation for stochastic resonance) and that multiplexed frequen-
cies may improve a wider range of disabilities than the current  trade-offs, 
such as control of upper extremity function at the expense of gait or speech 
that, currently, many patients with  Parkinson's disease and essential tremor 
must accept.

 THE sURgIcAl PRocEdURE, INclUdINg ANEsTHEsIA, fRoM 
THE NEURoPHysIologIsT/NEURologIsT PERsPEcTIVE

 Reason, even in the presence of direct data in the form of randomized controlled 
trials [32], must prevail and even more so when direct data are lacking.  There 
is a set of assumptions that may be reasonable guides.  The quickest, easiest, 
safest and most sure way of getting to the target is better; the least time and 
expense of the surgery, the better.  But, after that, who really knows what is the 
best approach; be it ventriculography, direct targeting based on  MRI, targeting 
based on the anterior and posterior commissures ( AC– PC), or with or without 
microelectrode recordings.  However, this is not an academic question for neu-
rosurgeons and neurologists who must take some responsibility for the surgical 
methods to be used when referring to a particular neurosurgeon.  In the case of 
 DBS for neurological (psychiatric) disorders, the neurologist (psychiatrist) is 
often the one that has to deal with the sequela.

 Using the actual length of the  AC– PC line and the height of the thalamus 
may reduce the  inter-subject variance, but it cannot be excluded that using these 
landmarks may actually introduce more variance.  There may be some other 
set of internal landmarks visible by a range of neuroimaging techniques that 
may have a more consistent spatial orientation to the best targets (whatever 
those may be) and thus, using the  AC– PC coordinates may actually decrease 
accuracy.  If using the microelectrode recordings to define best target, the vari-
ance related to the  AC– PC is large relative to the effective radius of the  DBS 
stimulation [33].

 The neurologist, when listening to or reading the discussions among neuro-
surgeons, is struck by how the debate seems to center on accuracy.  To this neu-
rologist, the issue of targeting is analogous to a diagnostic test; that is can we 
diagnosis the optimal target?  In this case, accuracy is conceptualized as speci-
ficity and sensitivity.  In some ways, specificity and sensitivity are analogous to 
accuracy, in the sense of how close it comes to the target, and to precision, how 
often the same point is hit irrespective of the accuracy.  However, in diagnostic 
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tests, specificity and sensitivity alone are insufficient to assure the diagnostic 
value.  Rather, percent positive and negative predictive values that relate speci-
ficity and sensitivity to prior probabilities are critical.  For example, a test that 
is 95% sensitive and 95% specific still will have as many false positives as true 
positives if the prevalence (prior probability) of the condition being diagnosed 
is only 5% of those who would be screened.  In the case of targeting  DBS, the 
prior probability would be the percent of patients whose brains conform to 
those used to construct the various available surgical atlases which currently 
is unknown.

 The more troublesome question is how is this going to be resolved beyond 
experts stating their preference.  One could say do a randomized control trial 
but this has been difficult for many physicians and surgeons to buy into.  As 
 Joseph  Fins points out, the surgeon often does not have the advantage of equi-
poise, which is a truly neutral stance relative to the surgical options [34].  The 
neurologist can say with all equanimity that he or she does not know if the 
study drug will work or not and, consequently, referral to active study drug or 
placebo is less problematic.  Generally, surgeons have very strong opinions as 
to the superiority of the methods they specifically have chosen and therefore, 
often it is personally ethically uncomfortable to refer patients to alternative 
methods.

 Further, challenges to any type of  evidence-based medicine (multiple ran-
domized control trials) resolution as to surgical methods are complicated by the 
outcomes measures that reflect the best practice.  In the absence of any suitable 
surrogate marker for actual clinical consequences,  clinically-based outcomes 
measures would be required.  This immediately raises statistical concerns; espe-
cially if the one surgeon's claim is that his or her technique is just as good as 
another´s.  Thus, the statistical effect size would be zero and regardless of the 
variance of the measure, the sample size would be impossible.  Even if a differ-
ence in outcomes between surgical techniques would be 10%, based on previous 
studies of  Parkinson's disease using the unified  Parkinson disease rating scales 
( UPDRS), the sample size necessary to have an 80% probability of avoiding 
a type  II statistical error (not finding a difference when one truly exists) at the 
P < 0.05 level, would require a sample size of over 300 subjects.  Consequently, 
surgeons commenting on their personal experience and claiming comparable 
outcomes with different techniques are not credible unless their validated expe-
rience is over 300 cases, assuming the surgeon use the  UPDRS as the outcomes 
measure prospectively.

 THE ART, ANd HoPEfUlly, THE scIENcE of cHoosINg  
THE BEsT PRAcTIcE

 Recent technology has outstripped the philosophical, political, social, ethical, 
and moral conceptual scaffolding necessary for the rational care of patients. 
 In the past, our failures to help patients were because we did not know how. 
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 Now, and regrettably in the future, failures may be not that we cannot but we 
are prevented from helping.  This is the tragedy of our technological success. 
 Unfortunately, increasing sophistication of care also carries with it limiting 
access for those who need the care.  The schizophrenic attitudes toward medical 
care, where one day laissez faire capitalism is championed to cure the ills and 
yet, innovation and orphan indications are abandoned because they may not 
immediately increase shareholder value.  On the other day, there is  ham-handed 
governmental interference.  The  Balkanization of health care often means that 
 short-term costs borne by one insurer are not offset by the greater  long-term 
benefits for other insurers or society.  The result is care dictated by  short-term 
and often counterproductive concerns.

 The resistance to governmental regulation in some countries means that 
others, presumably physicians, surgeons and the clinic/hospital systems for 
whom they work, would exercise the necessary discretion.  At the meeting of 
the external panel advising the  United  States  Food and  Drug  Administration 
( FDA) regarding approval of subthalamic nucleus and globus pallidus interna 
 DBS for  Parkinson's disease, the panel questioned what methods the manufac-
turer would take to train and, by implication, regulate  DBS surgery.  Several 
experts testifying urged the  FDA to allow clinics and hospitals to regulate 
 DBS surgery through their credentialing process.  One wonders whether in 
retrospect, this was a mistake.  This neurologist cannot understand how a sur-
geon performing fewer than 10  DBS surgeries per year can maintain the nec-
essary expertise to provide his or her patients with the best chance for the 
best outcome; yet there is little to stop the surgeon, including the surgeon's 
conscience.

 To say that, currently, there is an art to choosing the best practice is necessar-
ily to presuppose some rationality.  Art, as the ability to discern between things 
based on some sense of value, does not describe well the current situation with 
the delivery of  DBS care.  That there is no real science to choosing the best 
practice is already evident in the discussions above and in  Dr  Benabid's chapter. 
 Indeed, in the field of  DBS, habit has been confused as knowledge.  This prob-
lem is compounded by bureaucracies that instantiate habits as standards of care 
by using epidemiological approaches to analyzing  health-care delivery, which 
are inherently descriptive but are taken as normative.

 There is more that can be done than just to curse the darkness.  Careful quan-
titative and operationalized approaches to characterize the delivery of health 
care and the benefits derived are being developed and applied.  Indeed, much 
needed  health-care reform in the  USA has taken tentative steps by calling for 
comparative effectiveness studies.  These steps will be necessary as no society 
can afford unrestrained and irrational allocation of  health-care resources even if 
resource diversions, such as war and corporate subsidization, were to fade away. 
 Some may see this incursion into the prerogatives of physicians and surgeons, 
whether by governments or private  health-care insurers, as a pit; but it is one 
that physicians and surgeons either can leap into or be pushed.
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 When   Solomon-like wisdom and courage are lacking, the convenient escape 
is to play a  zero-sum game and default to pitting the participants against each 
other.  Relative value units ( RVUs) or its equivalents used by some insurers to 
reimburse, and thus, control  health-care delivery, determine merely the percent 
or slice of the pie and not the size of the pie and therefore, the actual size of the 
reimbursement piece.  Consequently, the  health-care providers are pitted against 
each other.  This is not an antidote for the irrationality of  health-care delivery 
but it allows insurers to claim victory over raising  health-care costs.  This can 
occur in the context of capitated care to  health-care provider organizations or 
in assigning  RVUs based on recommendations of professional organizations 
in which politics often prevails.  In some situations, it is the spine surgeon who 
is the greatest threat to functional and stereotatic neurosurgeons and thus the 
delivery of  DBS.

A terrible result is or will be that physicians and surgeons will be stuck 
with having to determine  cost-effectiveness and then attempt some allocation 
of resources.  There is no problem with  health-care professionals determining 
effectiveness; that is fundamental to the professions.  However,  health-care 
professionals have no business determining cost, as it is highly unlikely that 
the  health-care professionals uniquely pay the costs, other than in some the 
 zero-sum game of capitated care and  RVUs.  Placing the responsibility of costs 
uniquely and directly on  health-care professionals immediately places the 
 health-care professional at a dangerous conflict of interest pitting financial 
responsibilities to the  health-care providing institution against the best inter-
ests of the patient.  It would seem that physicians and surgeons would be the 
first to object.

 REflEcTINg PRosPEcTIVEly

 There is good reason to celebrate the successes of  DBS.  Many thousands of patients 
have received a new life as a consequence.  But it is a bittersweet victory as there 
should have been much more.  If one believes that the brain has more in common with a 
computer motherboard than a stew of chemicals; that is the brain processes and con-
veys information electronically and that neurotransmitters and neuromodulators are 
the messengers and not the message, the potential for  electrophysiologically-based 
treatments would be nearly limitless.  Yet, any historical analysis that is not snowed 
by focusing on personalities as other historical accounts have done, perhaps for 
popular entertainment value, one cannot help but be disappointed.

 The primary conceptual driving force has been equating  high-frequency 
 DBS as equivalent to surgical ablation, although scientific research demon-
strates that this is not the case [35].  This narrow view of  DBS has led to ‘chas-
ing lesions’ as the modus operandi of  DBS translational and clinical research. 
 Surgeons predominantly place the  DBS lead where previously they would 
destroy.  Soon, if not already,  DBS surgeons will have exhausted the number 
of ablative targets.
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 Even the development of new targets not previously subjected to ablation, 
nevertheless, follows from the same notion as ‘chasing lesions’.  Consider target-
ing area 25 of the subgenu cingulum for depression [36].  Area 25 was targeted 
because positron emission tomography ( PET) scans in medically refractive 
depression demonstrated increased metabolism in area 25.  Note that other areas 
demonstrated decreased metabolism.  Base on the now arguably outdated notion 
that  high-frequency  DBS inhibits, area 25 was chosen.  It is unknown and indeed 
would have been interesting to know if  DBS of the areas with decreased metab-
olism also would have helped depression.  These comments in no way are meant 
to detract from the remarkable and important work of  Mayberg and colleagues. 
 The courage it took to offer this help in spite of the prevalent hostility borne of 
previous attempts at ‘psychosurgery’ is greatly appreciated by all and especially 
those suffering from severe medically refractory depression.

 The notable exception to ‘chasing lesions’ or inventing lesions for  DBS, is 
the work of  Nicholas  Schiff and his colleagues leading up to the successful use 
of  DBS in patients with minimally conscious states [37].  After careful studies 
of patients with minimally conscious states identifying the possible role of the 
interlaminar nuclei of the thalamus and relevant experiments in  non-human pri-
mates, they proceeded to apply  DBS to the interlaminar nuclei of the thalamus 
in patients with minimally conscious states.  The presupposition was that  DBS 
would enhance the physiology rather than acting as a lesion, the latter probably 
would have worsened the condition.

 In many ways at the conceptual level, the prevalent notions of the underlying 
physiology and pathophysiology of movement disorders, particularly  Parkinson's 
disease, and the past and, in some cases, current notions the mechanisms of 
action of  DBS are less sophisticated than  Morse code.  At least in  Morse code the 
sequences of electronic ‘dots’ and ‘dashes’ carry far more complexity, and hence 
potential for information, than does the putative roles of the basal ganglia accord-
ing to the Globus Pallidus Interna Rate and the Action Selection/Focused Attention 
theories and more dynamics than  low-frequency  DBS as exciting (analogous to 
just holding the telegraph key used in  Morse code in the down or closed position) 
and  high-frequency  DBS as inhibiting (holding the telegraph key open).

 The lessons of history are clear.  The scientific context or weltanschauung 
(world view) is critical to progress in any discipline.  At the beginning of this 
chapter, it was demonstrated, hopefully, that it was the change in the concep-
tual understanding of basal ganglia pathophysiology in the early 1980s that 
allowed  DBS to become popular, whereas just a few years before, the same 
 DBS languished.  There are considerable challenges to developing an appropri-
ately sophisticated conceptual understanding of basal ganglia physiology and 
pathophysiology.  To this day,  Parkinson's disease is thought to be a neurotrans-
mitter deficiency despite the fact that all manners of neurotransmitter replace-
ments, be it pill or cell transplant, have not demonstrated benefit that approaches 
that which can be achieved by  DBS.  The understanding of basal ganglia physi-
ology and pathophysiolgy needs to catch up to the promise of  DBS.
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Neuromodulation involves the implantation of biomedical devices to modulate 
nervous system function. The mainstay of this field has been the electrode and 
implantable pulse generators, though it also includes implantable medication 
pumps and catheters. Although electrodes and generators are also being used 
in devices treating epilepsy (vagus nerve stimulation by Cyberonics and the 
NeuroPace devices) we have compiled a complete listing of all devices used 
for DBS, SCS, MCS, and PNS in the following pages of this Appendix as these 
indications currently include the vast majority of procedures performed in the 
field. Devices are listed by manufacturer (Medtronic, St. Jude Medical, and 
Boston Scientific) and reveal standard dimensional data and basic parameter 
ranges for comparison.
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A
Action potential initiation (API), electrode, 157
Adjacent bipilar cathode, 379–380, 386–388
Anchor
 erosion, 314–316
 intrathecal catheter, 313
 migration prevention, 313
 motor cortex stimulation, 275–276
 peripheral nerve stimulation, 97, 99, 101, 
314
 pump, 275
 spinal cord stimulation, 200–201, 277–276
 vagal nerve stimulation, 275
Angina, spinal cord stimulation, 83
ANT, See Anterior nucleus of the thalamus
Anterior nucleus of the thalamus (ANT), 
stimulation for epilepsy management, 51–52
Anterograde cervical lead placement, 277
API, See Action potential initiation

B
Back surgery, See Failed back surgery 
syndrome
Baclofen, intrathecal therapy, 285
Biphasic stimulation, 244, 250

c
Capacitive charge transfer, 109–110
Capacity, power source, 258
Cardioversion, safety, 405–406
Cerebrospinal fluid (CSF)
 dorsal layer thickness variation, 377–378
 leak prevention, 309–311, 322
 loss in deep brain stimulation, 435
Cg25, see Cingulate cortex
Charge density, electrode, 245
Charge transfer, see Electrode
Cinch Anchor, 313
Cingulate cortex, deep brain stimulation of 
Cg25, 59
Cognition, deep brain stimulation effects, 
441–442

Complex regional pain syndrome (CRPS), 
spinal cord stimulation, 80–81
Complications, See specific complications
Computed tomography (CT)
 magnetic resonance imaging registration, 
437
 neuromodulation safety, 402
Cortical stimulation (CS), See alsoMotor 
cortex stimulation
 anatomical constraints on targeting, 22–24
 applications, 19
 cell types and properties, 25–27
 comparison of techniques, 36–38
 deep brain stimulation comparison, 19–20
 fibers
  architecture, 27–28
  association fibers, 28–29
 functional magnetic resonance imaging 
studies, 43–44
 goals, 19
 historical perspective, 20–22
 mechanism of action, 31–36
 modeling limitations, 24, 45
 prospects, 45
 transcranial direct current stimulation, 
19–20, 34
Costs
 deep brain stimulation, 13, 445
 neuromodulation overview, 11–14
 power considerations, 259
Counter electrode, 109, 117
CRPS, See Complex regional pain syndrome
CS, See Cortical stimulation
CSC, See Reversible charge storage capacity
CSF, See Cerebrospinal fluid
CT, See Computed tomography
Current density, electrode, 245

d
DBS, See Deep brain stimulation
Deep brain stimulation (DBS)
 anesthesia, 439–440
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 anterior commissure-posterior commissure 
targeting, 436–439, 457
 best practice, 440–443, 458–460
 cerebrospinal fluid leak prevention,  
309–310
 circuit and intraoperative evaluation,  
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 costs, 13, 447
 electrode interface
  BG-TH-CTX system implications, 
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  cable equation and activating function, 
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  deep brain stimulation local effect 
hypothesis
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   intellectual antecedents, 186–187
  deep brain stimulation systems effect 
hypothesis
   antidromic activation of axons, 
170–175
   evidence, 177–185
   implications for surgical  
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   orthodromic activation  
of neurons, 175
   overview, 169–170
   resonance effects, 180–185
  direct neural activation, 157–158
  electric field, 154–155
  indirect synaptic modulation, 158–159
  overview, 153–154
  prospects for study, 191
  quantitative modeling of neuron 
excitation and modulation
   direct excitation of post-synaptic 
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   generation of potentials, 163–164
   indirect effects on post-synaptic 
cells, 165
   network effects of  
stimulation, 166–167
   overview, 162–163
  stimulated neural elements, 156
  stimulation-induced network  
activity, 159–160
 ethics, 10
 evidence-based medicine, 447–448, 458
 expectations and outcomes
  dystonia, 419–422
  essential tremor, 419
  Parkinson’s disease, 417–419

  personal account, 431–434
 frequency, 436, 454–457
 globus pallidus pars internus targeting
  dystonia, 54–55
  Parkinson’s disease, 54, 68–69
  rationale, 53–54, 68–69
 hemorrhage prevention, 305
 historical perspective, 7–8, 435, 451–454, 461
 hypothalamus, 60
 indications, 8, 47–48
 lead complications, 201–202
 magnetic resonance imaging safety, 204
 mechanism of action, 444–445
 nerve injury prevention, 308–309
 pedunculopontine nucleus, 57
 postoperative activity, 398–399
 power requirements, 255
 programming
  alternative techniques, 367–368
  battery state and longevity, 354–355
  continuity, 354
  flow chart, 353
  follow-up, 362–366
  hardware evaluation, 353
  initial programming, 356–361
  maintenance, 367–367
  overview, 351–352
  patient control, 368–369
  utilization, 355
 prospects, 68–70
 psychiatric illness targets
  cingulate cortex, 59
  nucleus accumbens, 59–60
  ventral capsule, 58–59
  ventral striatum, 58–59
 short circuit
  presentation, 333
  types, 331–333
 subthalamic nucleus targeting, See 
Subthalamic nucleus
 thalamus targeting
  epilepsy, 51–52
  pain, 49–50
  rationale, 47, 49
  thalamic intermediate nucleus 
coordinates and dimensions, 438
  Tourette’s syndrome, 52–53
  tremor, 50–51
 unilateral implantation, 446–447
Defibrillation, lead safety, 206, 405–406
Depression
 deep brain stimulation
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  effects, 443–444
  treatment, 59
 vagal nerve stimulation, 100
Diathermy, lead safety, 205, 405
Disconnection, hardware, 314
Dystonia
 deep brain stimulation expectations and 
outcomes, 419–422
 globus pallidus pars internus deep brain 
stimulation, 54–55, 68

E
EBM, See Evidence-based medicine
ECT, See Electroconvulsive therapy
Electrocautery, lead safety, 406
Electroconvulsive therapy (ECT), See 
alsoCortical stimulation
 comparison with other cortical stimulation 
techniques, 36–38
 ethics, 10
 lead safety, 407–408
 mechanism of action, 35–36
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 charge injection during pulsing
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 charge injection for extracellular 
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  faradaic charge transfer, 110–113
 coatings, 199
 complications
  deep brain stimulation, 201–202
  spinal cord stimulation, 199–201
 counter electrode, 109, 117
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 design for optimal efficacy and safety, 
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 device construction, 193–194
 electrochemical reversal, 118–119
 electronics, See Electronic design
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 lead system configuration and materials, 
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 materials, See Materials, electrode
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Electromagnetic interference (EMI), 
neuromodulation safety, 205–207, 400–401
Electromyography (EMG), surgical guidance, 
271–272
Electronic design
 efficiency and power usage concerns, 
236–238
 implantable pulse generator energy loss 
minimization, 250
 power, See Power
 prospects, 238–240
 pulse delivery
  comparison of approaches, 223
  constant current, 221–222, 247–250
  constant voltage, 219–221, 247–250
  design differences, 223–225
  overview, 218–219
 pulse rate clinical significance, 232
 pulsewidth clinical utility
  design issues, 231
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 single versus multisource systems
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  design differences, 228–229
  fiber targeting, 226
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  overview, 225–226
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 solid state switches, 249
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 telemetry and communication challenges, 
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51–52
Erosion, hardware, 314–315, 321–322
Essential tremor (ET)
 deep brain stimulation expectations and 
outcomes, 419
 thalamic deep brain stimulation, 50–51
ET, See Essential tremor
Ethics
 deep brain stimulation, 10
 principles, 9
 transcranial magnetic stimulation, 9–10
Evidence-based medicine (EBM), 447–448, 458
Expectations and outcomes
 deep brain stimulation
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  essential tremor, 419
  Parkinson’s disease, 417–419
  personal account, 431–434
 motor cortex stimulation for neuropathic 
pain, 423–424
 pill burden psychology, 426
 postoperative period, 426
 preoperative period, 425
 spinal cord stimulation for pain, 422–423
 surgery day, 425
 vagal nerve stimulation for epilepsy, 424–425
External beam radiotherapy, safety, 406–407
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Failed back surgery syndrome (FBSS), spinal 
cord stimulation, 81–82
Faradaic charge transfer, 110–113
FBSS, See Failed back surgery syndrome
Field steering, programming, 368
Form factor, implantable neuromodulation 
system, 194–196
Fracture, hardware, 314–315, 323–324

g
GDNF, See Glial-derived neurotrophic factor
Glial-derived neurotrophic factor (GDNF), 
local delivery in brain, 450
Globus pallidus pars internus (GPi), deep brain 
stimulation
 antidromic activation of axons, 173–174
 BG-TH-CTX system implications,  
185–186
 coordinates and dimensions, 438
 dystonia management, 54–55
 expectations and outcomes
  dystonia, 419–422
  Parkinson’s disease, 54, 69, 417–418, 
431–434
 imaging, 272–273
 Parkinson’s disease management, 54, 68–69
 rationale, 53–54, 68–69, 185–186
 coordinates and dimensions, 438
Goldman-Hodgkin-Katz equation, 218–219
GPi, See Globus pallidus pars internus
Granuloma, 316–317
Guarded cathode, 379–380, 386–388

H
Headache, occipital nerve stimulation,  
98–99
Hemorrhage
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 intraoperative precautions, 305
 risk screening, 304–305
Hypothalamus, deep brain stimulation, 60

I
ICPs, See Inherently conducting polymers
Impedance
 patient, 258
 spinal cord stimulation programming 
energy conservation strategies, 384–385
Implantable pulse generator (IPG),  
See alsoSpinal cord stimulation
 costs, 11–12
 electronics, See Electronic design
 energy loss minimization, 250
 failure, 266
 historical perspective, 7
 peripheral nerve stimulation, 97, 99, 105
 placement, 276–279
 power, See Power
 twiddler’s syndrome, 399–400
Infection
 antibiotics
  postoperative administration, 303
  prophylaxis, 302–303
 hardware handling, 303
 methicillin-resistant Staphylococcus 
aureus, 302
 salvage of devices, 304, 322
Inherently conducting polymers (ICPs), 
electrodes, 135–137
Interleaving system, 227–228, 246–247
Interpulse interval (IPI), 117–119, 122, 124, 
128, 229, 244
Interspike interval (ISI), 164
Intraoperative evaluation
 examples, 342–343
 flow chart, 344
 methodology, 340–342
 non-invasive testing
  active testing, 336–340
  parameters, 334–336
 principles
  deep brain stimulation circuit, 328–334
  system, 328
 resource adequacy for decision making, 278
 troubleshooting, 346–348
Intrathecal infusion trial
 adverse events, 288
 cerebrospinal fluid leak prevention,  
309–310, 312, 322
 delivery systems, 283–284

 dosing, 318
 duration, 296
 granuloma, 317
 indications, 285
 needle placement
  anesthesia, 287
  fluoroscopic guidance, 287
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